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SUMMARY

Objective: A prospective multicenter phase lll trial was undertaken to evaluate the
performance and tolerability in the epilepsy monitoring unit (EMU) of an investiga-
tional wearable surface electromyographic (sSEMG) monitoring system for the detec-
tion of generalized tonic—clonic seizures (GTCSs).

Methods: One hundred ninety-nine patients with a history of GTCSs who were admit-
ted to the EMU in | | level IV epilepsy centers for clinically indicated video-electroence-
phalographic monitoring also received sEMG monitoring with a wearable device that
was worn on the arm over the biceps muscle. All recorded sEMG data were processed
at a central site using a previously developed detection algorithm. Detected GTCSs
were compared to events verified by a majority of three expert reviewers.

Results: For all subjects, the detection algorithm detected 35 of 46 (76%, 95% confi-
dence interval [CI] =0.61-0.87) of the GTCSs, with a positive predictive value (PPV) of
0.03 and a mean false alarm rate (FAR) of 2.52 per 24 h. For data recorded while the
Jonathan J. Halford device was placed over the midline of .the biceps n.'nuscle, the syster'n detected 29 of 29
GTCSs (100%, 95% CI = 0.88—1.00), with a detection delay averaging 7.70 s, a PPV of
6.2%, and a mean FAR of 1.44 per 24 h. Mild to moderate adverse events were
Medical University of reported in 28% (55 of I99? of subjects and .Iec.i t? st.udy withdrawal in 9% (17 of 199).
South Carolina in These adverse events consisted mostly of skin irritation caused by the electrode patch
Charleston, South tl.iat .rfesolved W|thou't treatment. No 'serlous adverse evtents' were rfaported. ) )
Significance: Detection of GTCSs using an sEMG monitoring device on the biceps is
feasible. Proper positioning of this device is important for accuracy, and for some
patients, minimizing the number of false positives may be challenging.

KEY WORDS: Clinical trials, Epilepsy monitoring, Generalized seizures, Convulsions,
Grand mal seizures, Wearables.
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KEY POINTS

e Epilepsy patients with frequent GTCSs are at
increased risk for injuries and SUDEP

e sSEMG signal recorded on the arm during GTCS is dis-
tinct from that recorded during other types of arm
movements

o This is a prospective phase III trial to evaluate the per-
formance and tolerability of a wearable SEMG moni-
toring system for detection of GTCSs in the EMU

¢ For subjects who wore the device properly placed over
the belly of the biceps muscle, the system detected
100% of GTCSs, with a mean FAR of 1.4 per 24 h

e FAR for adult subjects properly wearing the device
varied between 0 and 10 per 24 h, indicating that some
patients who use the device may experience excessive
false alarms

The prevalence of active epilepsy (patients with at least
one seizure in the past 5 years), is 0.4-1.0% worldwide." In
a study of one city in France, Picot et al.' found that 37.5%
of patients with active epilepsy had suffered at least one
generalized tonic—clonic seizure (GTCS). The prevalence
of epilepsy patients with frequent GTCSs is unknown, but is
probably 10-20% of patients with active epilepsy, and these
are the patients who are most at risk for injuries,>* sudden
unexpected death in epilepsy (SUDEP),* and mortality from
any cause.’ Status epilepticus (SE), a life-threatening medi-
cal emergency that requires prompt intervention, often
begins as a GTCS.® Early identification of the GTCS and
intervention promises to decrease morbidity and mortality
in cases of SE’ and SUDEP.® There is a need for a cost-
effective, easy-to-use, and accurate device that patients can
wear continuously to detect GTCSs in both inpatient and
outpatient settings.

The surface electromyographic (SEMG) signal recorded
on the arm during the tonic and clonic phases of GTCSs is
distinct, both in amplitude and morphology, from that gen-
erated by typical movements and other seizure types, per-
mitting detection through sSEMG monitoring.” A previous
single site study of an SEMG detection algorithm in the epi-
lepsy monitoring unit (EMU) detected 95% of 20 GTCSs
recorded in 11 epilepsy patients with only one false-positive
detection.'” We present results of a multicenter study
designed to examine the performance and tolerability of the
Brain Sentinel Monitoring and Alerting System worn on the
arm in the EMU.

METHODS

Standard protocol approvals, registrations, and patient
consents

This trial (Brain Sentinel Protocol 4.1; ClinicalTrials.
gov identifier: NCTO01874600; principal investigator:
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J.E.C.) was conducted at 11 level IV National Associa-
tion of Epilepsy Center'' sites in the United States. The
U.S. Food and Drug Administration (FDA) granted an
exemption from Investigational Device Exemption sub-
mission requirements due to nonsignificant risk. The
study was performed in accordance with the Declaration
of Helsinki, Good Clinical Practice ICH-E6 Guideline
CPMP/ICH/135/95, the Clinical Trial Directive 2001/20/
EC, and U.S. Code of Federal Regulations Part 21. Trial
protocol, amendments, and informed consent were
reviewed by national regulatory authorities and indepen-
dent ethics committees or institutional review boards for
each site. Before participation, all patients or legally
authorized representatives gave written informed consent.
Standards for Reporting Diagnostic Accuracy Studies
(STARD) are used for reporting results.'?

Subjects

Prospective subjects were aged 3—72 years with a history
of GTCSs (either primary GTCSs or partial onset seizures
with secondary generalization) admitted for EMU monitor-
ing as part of their standard clinical care. Subjects were
required to have an upper arm circumference adequate for
proper fit of the device (>14 cm).

SEMG recording

A custom-designed device for recording SEMG data was
used (Fig. S1) that includes a commercial foam-backed
electrode patch containing three pregelled, Ag/AgCl surface
electrodes (1-cm diameter and 1 cm apart in a triangular
configuration; Multi Bio Sensors, El Paso, TX, U.S.A.).
Recording electrodes were placed transversely over the
belly of the biceps brachii muscle with the reference elec-
trode oriented proximally. The electrode patch adhered to
the skin with an acrylic-based adhesive, and the weight of
the device was supported by an arm band. The electrical
components of the applied device consist of an instrumenta-
tion amplifier, filtering network, and microcontroller
designed to amplify and continuously record 1-kHz sampled
SEMG, analyze sEMG for potential seizure activity, and
transmit potential seizure alerts via Wi-Fi to a base station
(BSN) computer. See Figure S1 for an example of the SEMG
signal recorded from a GTCS.

The BSN is a laptop personal computer that communi-
cates with both the monitoring device and a remote Brain
Sentinel secure server. The BSN is designed to alert care-
givers and patients to loose electrodes, Wi-Fi connection
issues, and potential GTCSs using visual and auditory
alarms. For this study, auditory and visual alerts generated
by the device were muted to maintain blinding and study
site personnel (excluding physicians) received only alerts
related to operational issues (e.g., loose electrodes, connec-
tion issues, and low batteries). Subjects, direct care provi-
ders, and independent video-electroencephalographic
(VEEG) reviewers were blinded to potential GTCS alarms.
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All sSEMG data recorded by the device were processed at
a central site using the detection algorithm developed during
the previous single site trial,'” at a range of threshold set-
tings (95-255, sampled at increments of 10). Threshold set-
tings were measured in arbitrary units and were empirically
derived from previous sEMG recordings from the biceps
during periods of rest and during maximum voluntary
contractions.

Trial design

This is a prospective STARD-compliant'? (see Appendix
S4) multicenter phase III trial of an investigational SEMG
monitoring system for the detection of GTCSs that assessed
performance and tolerability in the EMU. The device was
attached to the subject’s biceps on either side for continuous
monitoring (Fig. S2) and was taken off of the arm and
replaced every 12 h during battery changes by the study
coordinator or clinical staff. Once per day, subjects were
questioned about adverse events (AEs) and the skin where
the device was placed was examined. Images of device
placement were captured from the VEEG records and were
reviewed by three independent reviewers (User-View,
Raleigh, NC, U.S.A.) every time the device was placed or
replaced onto the subject’s arm. Devices that were placed
>45° from the midline of the anterior portion of the biceps
were considered to be improperly placed. Demographic
information, recent changes to the subject’s antiepileptic
drugs during the admission, seizure history, and body mea-
surements (e.g., height, weight, and mean upper arm cir-
cumference) were recorded to monitor for selection bias.

System detections and GTCSs identified by clinical care
providers were independently adjudicated by VEEG review-
ers blinded to system detections and SEMG recordings from
the biceps. VEEG reviewers were a panel of epileptologists
with subspecialty certification in Epilepsy from the Ameri-
can Board of Psychiatry and Neurology, who were not study
site investigators (G.M.J., O.V.L.,,L.C.M.).

Statistical analysis

Statistical analysis was performed in R version 3.2.5"°
and MATLAB version 9.0.0.341360 (MathWorks, Natick,
MA, U.S.A.). All study subjects were included in the intent
to monitor cohort (IMC). Subjects were included in the
properly placed cohort (PPC) if two of the three or more
placement reviewers classified the device placement as
proper and if there were no technical problems that pre-
vented SEMG data acquisition or storage (as described
below). Subjects excluded from the PPC were placed in the
improperly placed cohort (IPC). Cohort demographics were
analyzed using a generalized linear model (GLM) with a
logit link function. Cohort (IPC vs PPC) was treated as the
dependent variable, and the demographics (height, weight,
gender, etc.) were treated as predictor variables.

The time of bilateral appendicular tonic motor manifesta-
tion of the GTCSs was compared to system detections to

measure performance. Independent of primary or secondary
generalization, seizures were counted as GTCSs if there was
video evidence of a bilateral tonic phase followed by a bilat-
eral clonic phase. Focal seizures with either tonic or clonic
movements and/or movements that were unilateral and that
did not evolve into GTCSs were not counted as GTCSs. A
majority rules approach was taken by the VEEG reviewers
to identify GTCSs, which were required to involve a tonic
phase followed immediately by a clonic phase.'* Gwet’s
AC2" was used to calculate inter-rater agreement for
device placement and categorization of events as GTCSs.

Definitions for performance metrics are given in
Appendix S1. Under the guidance of the FDA, the primary
endpoint of the study was chosen to be confirmation that the
device has a positive percentage agreement (PPA) of at least
70%, with the lower 95% confidence limit (LCL) calculated
from the binomial exact method across a range of detection
threshold settings. The study was not designed to identify an
ideal threshold setting.

RESULTS

Patient allocation and demographics

Between August 2013 and December 2015, a total of 199
subjects were recruited into the IMC. Fifty subjects (the IPC
cohort) were excluded from the PPC for the following rea-
sons: SEMG data accidentally not archived for reprocessing
(14 subjects), faulty initial device setup (three subjects),
device consistently misplaced on the arm (29 subjects), and
subject consented but device was never placed (four sub-
jects). Twenty-nine of the study subjects withdrew from the
study early, but had SEMG data recorded prior to exiting
that were included in the IMC and PPC analyses. Reasons
for early withdrawal are summarized in Table S1. Continu-
ous and nominal characteristics of subjects in the PPC and
IPC are listed in Table 1. The overall effect of race was
tested using a Wald test and was suggestive but not statisti-
cally significant (p = 0.059). A likelihood ratio test indi-
cated that the GLM is a better fit than an empty model
(p = 0.045). Overall, no statistical differences were found
in demographic characteristics between the PPC and IPC
cohorts or across sites.

While being recorded with sEMG, a total of 37 (19%)
subjects in the IMC and 24 (16%) subjects in the PPC expe-
rienced at least one GTCS. A total of 46 GTCSs were
recorded in the IMC and 29 GTCSs were recorded in the
PPC. Five subjects in the PPC and eight subjects in the IMC
had two or more GTCSs. Only one subject had three or more
GTCS: an individual in the IPC who experienced five
GTCSs. Only the first two events were included in the anal-
ysis to reduce subject bias. Fifty-nine subjects in the IMC
were children or adolescents (see Table 2). IMC and PPC
subjects were monitored for a total of 9,237 h (mean =
54.7 h per subject) and 7,369 h (mean =51.2 h per subject),
respectively. The IRA was high for confirmation of correct

Epilepsia, 58(11):1861-1869, 2017
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Table |. Comparison of real value and nominal characteristics of PPC subjects and IPC subjects (IMC subjects
excluded from the PPC)
IPC subjects PPC subjects
n? Mean n? Mean Odds ratio® Lower 95% ClI Upper 95% Cl p
Medications, n 49 29 149 23 0.70 0.52 0.932 0.016
Seizures/mo 49 21.9 146 17.2 1.00 0.99 1.01 0.85
Years with seizures 49 12.0 148 13.6 1.02 0.99 1.06 0.23
Height, in. 50 65.4 148 65.6 0.89 0.74 1.03 0.17
Weight, Ibs 50 174.8 148 178.7 1.02 0.99 1.07 0.21
BMI 50 284 147 28.2 0.85 0.66 1.05 0.17
Age, yr 50 30.7 149 319 1.00 0.96 1.03 0.91
MUAC, cm 49 26.1 147 28.6 1.05 0.99 1.12 0.11
n % n % Odds ratio® Lower 95% ClI Upper 95% ClI p

Adult, yes 33/50 66 107/149 72 1.14 0.37 345 0.81
Gender, male 21/50 42 69/149 46 1.12 0.44 2.87 0.8l
Self-reported ethnicity

Hispanic, yes 6/50 12 5/149 3 1.05 0.10 9.38 0.96
Self-reported race

Race, white 28/50 56 107/149 72 10.11 1.60 9.81 0.021

Race, black 16/50 32 40/149 27 6.83 1.03 6.87 0.061

Race, other? 6/50 12 2/149 |

BMI, body mass index; Cl, confidence interval; IMC, intent to monitor cohort; IPC, improperly placed cohort; MUAC, mean upper arm circumference; PPC,
properly placed cohort.

“Data were not recorded for some fields in some subjects.

Odds ratio and probability values were estimated using a generalize linear model with a logit link function.

“Odds ratios presented for race are relative to those grouped together as “other.”

9Individuals not identifying as white or black were grouped together as “other.”

position of device placement (AC2 = 0.74) and for VEEG
identification of GTCSs (AC2 = 0.78).

Performance analysis

For the IMC, the detection algorithm detected 35 of 46
(76%, 95% confidence interval [CI] = 0.65-1.0) GTCSs
with a mean false alarm rate (FAR) of 2.5 per 24 h at a
threshold setting of 145. For the PPC, the system
detected 100% of the GTCSs with a mean FAR of 1.4
per 24 h at a threshold setting of 145. Performance mea-
sures for the IMC and PPC are summarized in Figure 1
and Table 3. Because the pilot study'® found that both
the biceps and the triceps contracted in phase during
GTCSs, it was initially thought that location of placement
on the arm did not matter for performance. But because
the device recorded from two electrodes placed trans-
versely on the arm, placement of the device between the
biceps and triceps caused in-phase cancellation, severely
attenuating the sEMG signal. (For further details, see
Appendix S2 and Fig. S3.) After this was discovered,
between June and November 2014, staff at all study sites
were retrained to place the device over the midline
biceps. For the PPC, the lowest threshold setting that
detected 100% of GTCSs was 145 and the highest thresh-
old setting that retained the ability to detect >70% (LCL)
of GTCSs was 215 (at this threshold setting, the FAR
was reduced to 0.93 per 24 h).

Epilepsia, 58(11):1861-1869, 2017
doi: 10.1111/epi.13897

There were 968 false alarms (FAs) in the IMC and 442
FAs in the PPC (Table 3). FAs occurred in 112 of 178
(63%) IMC subjects and 85 of 149 (57%) PPC subjects and
were not evenly distributed across study subjects. Sixty of
the subjects generated only 1-5 FAs each, whereas five of
the subjects generated 1740 FAs (30% of all FAs
observed). Sixty-four percent of FAs occurred during activ-
ity, and 62% of FAs contained signal artifact commonly
associated with loose electrodes. For all subjects that experi-
enced a GTCS, and at the threshold setting of 145, the num-
ber of positive GTCS detections per FA varied considerably
among subjects (Fig. 2). For all subjects, the positive pre-
dictive value (PPV) was 3.5% and 6.2% in the IMC and
PPC, respectively. Observable causes for FAs (generated in
real time at a threshold of 175) based on the VEEG recording
are listed in Appendix S3. The summary of the time to alert
for the device is found in Table 3. The average delay
between VEEG reviewer-marked events and system detec-
tions in the IMC and PPC at a threshold setting of 145 is
7.45 s (range = 30.8-25) and 7.75 s (range = 30.8-25),
respectively. A plot of time to alarm versus consensus VEEG
reviewer opinion of the time of occurrence of all GTCSs is
depicted in Figure S4. For the six subjects who had two
GTCSs detected, the mean difference in time to alarm
between the two detections was +5.53 (range = —10.5 to
21.5), with one subject switching detection time from before
to after onset based on VEEG review.



1865

Detection of GTCS Using sEMG Monitoring

Table 2. Summary of age and placement cohorts

PPC IPC IMC
Adults (>21 years) 106 34 140
Adolescents (12-20 years) 35 13 48
Children (<12 years) 8 3 I
Total 149 50 199

IMC, intent to monitor cohort; IPC, improperly placed cohort; PPC, prop-
erly placed cohort.

AEs

Twenty-nine subjects withdrew from the study during
SEMG monitoring (15%). Reasons for voluntary withdrawal
included AEs (n = 17, 9%), usability/operationality (n = 6,
3%), withdrawal without reason (n = 4, 2%), and injury not
related to the study (n = 2, 1%). A total of 28% (55 of 199)
of subjects connected to the device reported an AE during
the study. All AEs were reported to be mild to moderate,
and no serious AEs were reported. AEs were evenly dis-
tributed across days of use (average = 3.5, range = 1—
8 days). Mild skin irritation (similar to typical reaction to an
adhesive bandage) was the most commonly reported AE,
occurring in 17% (34 of 199) of the study population.
Moderate skin irritation was the second most frequent event,
occurring in 5% (11 of 199). The outcomes of subjects
reporting skin irritation, at telephone follow-up 30 days
after EMU discharge, are listed in Table 4. Other AEs due
to device electrodes included skin tears (n = 5, 2.5%), gen-
eral discomfort (n = 2, 1%), blister (n = 1, 0.5%), and
bruising (n = 1, 0.5%). A device usability questionnaire
was given to subjects. Of 168 respondents, 23% (38 of 168)

Forty-two percent (16 of 38) of these subjects reported that
they would ask their physician to prescribe the system, 26%
(10 of 38) reported that they would not, 13% (five of 38) had
no opinion, and 18% (seven of 38) did not comment.

Di1SCUSSION

This study shows that an EMG-based seizure detection
system can perform reasonably well in detecting GTCS.
There is a real need for a cost effective, easy-to-use, and
accurate wearable detector for GTCS in the hospital or
home environment, and methods such as this hold promise.
Although it was not foreseen when the study was being
planned, placement of the device over the belly of the biceps
was found to be important for optimal functioning of the
device, greatly enhancing sensitivity. False positive detec-
tions did occur and enhancement in specificity is desirable
in the future. We believe such a seizure detection system
may prove useful to families and caregivers, by providing
the ability for real-time detection and intervention during or
immediately after a GTCS.

The system provided timely detection of GTCS, within
an average of 7.7 seconds of the onset of bilateral appendi-
cular tonic motor manifestations as annotated by expert
VEEG raters. This rapid detection is valuable given that
timely treatment of seizure events can be life-saving. The
consistency of the detection latency within subjects could
not be thoroughly assessed because only five patients
experienced two GTCS during monitoring. (Most subjects
only experienced one GTCS.) All five of these GTCS were
detected and there was no similarity or correlation in detec-
tion latency within subjects. In some cases, where the moni-

reported that the device was uncomfortable to sleep with. toring device alarmed before initial tonic motor
100% 4.5
4
0,
3 80% 35 ¢
= &
-
Figure 1. § 60% s
Positive percent agreement (PPA) ::o ' ~:—:—
and false alarm rate (FAR) per 24 h 2 B
across a range of threshold settings 3 40% 2 né
for the intent to monitor cohort 2 iE ©
(IMC) and properly placed cohort 2 =
(PPC). g 1 B
Epilepsia © ILAE < 20% =
0.5
0% 0
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Table 3. GTCS detection results at threshold setting of 145

Cohort IMC, all,n = 199 IMC, adults,n = 139 PPC,all,n = 149 PPC, adults,n = 106
Total GTCSs per epileptologists 46 29 21
GTCSs detected by device 35 29 21
PPA (95% Cl)° 76% (61-87%) 82% (65-93%) 100% (88—100%) 100% (84—100%)
Total false positives 968 646 442 357
Total hours of SEMG 9,237 7,142 7,369 5,637
PPV for all subjects 3.5% 6.2% 5.6%
PPV for subjects experiencinga GTCS 1% 9.7% 20% 18.6%
Mean false alarm rate per 24 h (range) 2.52 (0-349) 2.16 (0-47) 1.44 (0-16) 1.52 (0-10)
Time to alarm®

Mean, s 7.45 5.53 7.75 5.40

Median, s 7.38 6.67 9.26 6.67

Standard error of the mean, s 2.0l 2.35 231 2.85

Range, s —30.82to0 25.06 —30.82 to 25.06 —30.82 to 25.06 —30.82 to 25.06
Time to alarm for delayed alarms?

Mean, s 11.83 11.00 12.03 11.09

Median, s 12.79 11.00 13.90 12.79

Standard error of the mean, s 1.40 1.57 1.52 1.75

Range, s 0.78-25.06 1.3-25.06 0.78-25.06 1.3-25.06

“As compared to independent review.

Cl, confidence interval; GTCS, generalized tonic—clonic seizure; IMC, intent to monitor cohort; PPA, positive percentage agreement; PPC, properly placed
cohort; PPV, positive predictive value; sEMG, surface electromyography; VEEG, video-electroencephalography.

bValue includes false alarms generated in subjects who did not experience a GTCS.
“The negative numbers included in the range reflect monitoring alerts that precede the time marked by the VEEG reviewers.
9Delayed alarms are alarms that occurred after the consensus time of GTCS onset based on expert VEEG review.

manifestation, the alarm was triggered by motor manifesta-
tions that precede the tonic phase of the GTC.

Mild to moderate skin irritation occurred in 23% of sub-
jects in this study. It is unknown if long-term use of the sys-
tem may increase this occurrence and lead to decreased
compliance over time. The first generation of this device,
which was tested in this study, was rather heavy (8 o0z.), but
was well- tolerated by subjects, with only 9% of subjects
withdrawing from the study due to mild or moderate AEs,
which were mostly mild skin irritation and all resolved with-
out sequelae. Because it was more difficult to recruit pedi-
atric subjects (less than age 13), the number of GTCS
recorded in pediatric subjects (n = 2) is limited. Since it is
not known if the device will perform just as well in children
and adolescents, the pivotal trial continues to be open to
recruit more pediatric subjects to verify this.

Two devices with an alternative approach to detection of
GTCS by measurement of wrist accelerometry are being
investigated for the detection of GTCS. A study of the Epi-
Care system developed by Danish Care Technology ApS
demonstrated a sensitivity of 89% for detection 39 GTCS in
20 patients in the EMU with a FAR of 0.2 per 24 h.'® A
recent study of the SmartWatch system being developed by
SmartMonitor, reported that the device detected 12 of 13
GTCS (92.3%) in nine patients in the EMU with 81 FAs
(with the FAR not detailed).'” A previous study of the
SmartWatch had shown only a 31% sensitivity for detecting
GTCS (with the FAR not reported).]8 No AEs have been
reported with use of wrist accelerometry devices.'®'® In
addition, the low power consumption of accelerometry

Epilepsia, 58(11):1861-1869, 2017
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monitoring and Bluetooth transmission of captured data
allows for battery life of up to 5 days.'® These devices,
which show promising results from pilot studies, are not yet
FDA approved.

When FDA review is needed prior to marketing a device,
the FDA will either (1) “clear” the device after reviewing a
premarket notification, otherwise known as a “510(k)”
application (named for a section in the Food, Drug, and Cos-
metic Act) if there is a predicate device or (2) “approve” the
device after reviewing a premarket approval (PMA) appli-
cation (if there is no predicate device). As there was no pre-
dicate device in this case, the Brain Sentinel system was
automatically categorized as a class III device, which would
usually require a PMA application. But since the FDA deter-
mined the device to be a nonsignificant risk device, “clear-
ance” (rather than “approval”) was granted through the “de
novo* application pathway, and not through a 510(K) appli-
cation or a PMA application.

There are three significant weaknesses in this study. First,
technical challenges arose early in the study and caused data
loss from 46 subjects because of accidental data loss and
suboptimal placement location of the device on the arm.
Comparison of subjects who were excluded due to these
technical challenges (the IPC) and subjects included (the
PPC) showed no difference in subject characteristics.
Improved placement training led to a decrease in the fre-
quency of improper placement, and careful training was
essential for optimal device use. Modifying the device
placement training improved the accuracy of placement
from 73% (76/104) to 93% (69/74) (verified by video
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review). Improved procedures for archiving of data were
also implemented.

Second, the FAR was calculated for all subjects without
regard to optimization for individual users. Using this
method, the FAR generated by the device in some sub-
jects was quite high. The FAR in all subjects (the IMC)
varied from 0 to 349, with a mean FAR of 2.52 per 24 h.
When the device was worn over the belly of the biceps
(the PPC), the FAR was better, with a range of 0 to 16
and a mean of 1.44 per 24 h, but still too high in some
subjects. The detection specificity needs to be higher to
meet patient and physician expectations. Surveys of
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patients with epilepsy (and their caregivers) have shown
that they would strongly consider applying and perma-
nently using a device to detect seizures, especially if the
device is wearable (removable) and worn either on the
wrist or as a patch over an invisible body site.'” As
reported by Van de Vel et al.,”* epilepsy patients, caretak-
ers, and physicians prefer a seizure registration device
with at least 90% sensitivity and a FAR such that there is,
on average, no more than one FA per seizure detected
(and one FA per week for those seizure- free). Since per-
formance of the device reported here reaches this perfor-
mance threshold in regard to sensitivity but not for FAR,

Epilepsia, 58(11):1861-1869, 2017
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Table 4. Outcomes of subjects reporting skin irritation
in the intent to monitor cohort

Number

Number of of subjects with

Outcome at 30 days after subjects with mild moderate skin
EMU discharge skin irritation irritation
Resolved, no sequelae 23 (12%) 5(2.5%)
AE still present, no treatment 2 (1.0%) 3(1.5%)
AE still present, being treated 0 2(1.0%)
Residual effects present, 7 (3.5%) 0

not treated
Residual effects present, 1 (0.5%) 1 (0.5%)

treated
Lost to follow-up 1 (0.5%) 0
Total 34 (17.1%) 11 (5.5%)

AE, adverse event; EMU, epilepsy monitoring unit.

improvements in the device are needed to decrease the
number of false-positive detections. This was a first
attempt to create a wearable sSEMG system to detect
GTCS and hopefully the next generation of the device,
with better electrodes and with algorithm improvements,
will provide better detection specificity. Physicians using
the current system will be able to adjust the threshold set-
ting to optimize performance and choose whether or not
to continue using the device depending on whether
patients and/or caregivers perceive it to be effective.

Third, this study shows that the system works in the EMU
environment; however, how well it will work in the home
environment remains to be seen. It is not known how well
the device will be tolerated if worn in the home for extended
periods of time, since this study just assessed tolerability
during a few days of inpatient monitoring. In the home,
there are additional challenges related to increased patient
movement, placement of the study device, FAR, and tolera-
bility. The device will have to be placed on the arm by the
patient or caregivers, not a study coordinator, and the BSN
and a continuous internet connection will need to be kept
operational. A usability study has demonstrated that people
with epilepsy can set up and operate the system safely and
effectively.?' The frequency of GTCS in the home environ-
ment may be less than that in the EMU, increasing the ratio
of FAs per seizure detected. But physicians may be able to
discern GTCS from non-GTCS sEMG patterns by review of
previously recorded sEMG events and manipulate the
threshold settings of the Brain Sentinel device to improve
performance.

Wearable technologies promise to provide improved
detection of clinically relevant events and continuous physi-
ologic monitoring information to patients, caregivers, and
health care workers. Since GTCS can cause patient injury
and are associated with SUDEP, the device should be useful
to provide a method for caretakers to check on patient safety
shortly after a GTCS. The Brain Sentinel system is the first

Epilepsia, 58(11):1861-1869, 2017
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FDA-approved wearable device designed to be used in
patients with epilepsy. It is designed to detect GTCS, pro-
vide visual and auditory alerts (at the system), and provide
remote alerts sent by text, voice, and/or email message
alarms to caregivers. It is also designed to provide an objec-
tive measurement of the frequency of GTCS in the outpa-
tient setting and provide immediate warning of GTCS
occurrence to medical staff working in EMUs. A Web-
based portal has been developed which will allow physi-
cians to log in to view detection times, adjust detection
threshold settings, view sEMG signal, and listen to audio
recorded during detection events.

Future research goals include improving device tolerabil-
ity and studying the SEMG signal from the scalp recorded
as part of standard EEG to determine whether it contains
similar signals that could be used to detect GTCS in the
EEG signal from EMU or ambulatory EEG monitoring. The
Brain Sentinel system may also be useful as a diagnostic
device if it can discriminate between GTCS and convulsive
non-epileptic events. Additionally, advanced postprocess-
ing analytics may provide chronic and single event seizure
semiology information, thereby expanding the quality of
available patient data.
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