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The introduction of electrospray ionization (ESI) and ma-
trix-assisted laser desorption/ionization (MALDI) for the
mass spectrometric analysis of peptides and proteins had
a dramatic impact on biological science. We now report
that a wide variety of compounds, including peptides,
proteins, and protein complexes, are transported di-
rectly from a solid-state small molecule matrix to gas-
phase ions when placed into the vacuum of a mass
spectrometer without the use of high voltage, a laser, or
added heat. This ionization process produces ions hav-
ing charge states similar to ESI, making the method
applicable for high performance mass spectrometers
designed for atmospheric pressure ionization. We dem-
onstrate highly sensitive ionization using intermediate
pressure MALDI and modified ESI sources. This matrix
and vacuum assisted soft ionization method is suitable
for the direct surface analysis of biological materials,
including tissue, via mass spectrometry. Molecular &
Cellular Proteomics 12: 10.1074/mcp.M112.023663, 792–
796, 2013.

The conversion of large and nonvolatile compounds such
as proteins into gas-phase ions is of immense fundamental
and practical importance. The 2002 Nobel Prize in Chemis-
try was awarded for the accomplishment of this conversion
via electrospray ionization (ESI)1 (1) and matrix-assisted
laser desorption/ionization (MALDI) (2) interfaced with mass
spectrometry (MS) to obtain the molecular weights of pro-
teins with high accuracy. These methods employ high volt-
age or a laser to form gaseous analyte ions from a wide

variety of compounds in solution or a solid matrix,
respectively.

MALDI interfaced with a time-of-flight (TOF) mass spec-
trometer produces gas-phase analyte ions in vacuum and is
the method of choice for the molecular imaging of biological
surfaces. Ionization in vacuum provides excellent ion trans-
mission (3), as well as good spatial resolution achieved using
a focused laser beam. However, the analysis of protein com-
plexes is very challenging with MALDI, requiring strategies
such as first-shot phenomena (4) and chemical crosslinking
(5). The necessity of a laser also makes MALDI less soft than
ESI and produces background ions, which can hinder the
analysis of small molecules (6, 7). MALDI is also of limited
utility on high performance mass-to-charge (m/z) analyzers
because of mass range issues related to the formation of
singly charged ions, which also produce few fragment ions for
structural characterization (8).

Multiple charged ions produced directly from solution in ESI
bring the m/z ratio within the range of high performance mass
spectrometers, allowing the analysis of high-mass com-
pounds. These instruments have advanced features for struc-
tural characterization, such as ion mobility spectrometry (IMS)
for gas-phase separations (9–11), ultra-high mass resolution
and mass accuracy (12–14), and advanced fragmentation
such as electron transfer dissociation (ETD) (13, 14). However,
ESI is limited for surface characterization, requiring ap-
proaches such as desorption-ESI (15) and laser ablation ESI
(16), ionization methods that produce multiply charged ions
but are not compatible with analyses of larger proteins or
fragile complexes.

A softer ionization approach is needed in order to observe
fragile molecules and molecular complexes in living organ-
isms at low levels directly from tissue and cell cultures,
without extensive sample preparation, while retaining spa-
tial information. Ideally, this approach would be compatible
with mass spectrometers having advanced capabilities to
aid structural characterization directly from surfaces. The
new ionization method described here, in which molecules
are transferred from solid-phase to gas-phase ions through
the simple exposure of a material of interest in a suitable
matrix to vacuum, is an advance toward this goal and is of
fundamental interest.
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EXPERIMENTAL PROCEDURES

Materials—3-Nitrobenzonitrile (3-NBN), penta-N-acetylchitopen-
taose, ammonium acetate, ubiquitin (bovine erythrocytes), lysozyme
(chicken egg white), and bovine serum albumin (BSA) were purchased
from Sigma Aldrich Inc. (St. Louis, MO). Phosphorylated peptide
cholecystokinin (10–20) and hirudin (55–65) peptide were obtained
from Protea Biosciences (Morgantown, WV). A synthesized acety-
lated N-terminal fragment peptide 1–16 of myelin basic protein (MBP)
was purchased from Anaspec (Fremont, CA), and leucine enkephalin
was obtained from Waters Co. (Milford, MA). 2,5-Dihydroxyacetophe-
none, acetonitrile (ACN), ethanol, and formic acid were purchased
from Fisher Scientific Inc. (Pittsburgh, PA), and ammonium hydroxide
(NH4OH) from Mallinckrodt Chemicals (Phillipsburg, NJ). Methanol
and HPLC-grade water were obtained from EMD Chemicals
(Gibbstown, NJ). Gold Seal microslides (Portsmouth, NH) were used
as glass plates.

Matrix Assisted Ionization Vacuum Sample Preparation—Stock so-
lutions of the analyte were prepared individually in water. Analyte
solutions were further diluted with water to make concentrations
ranging from 1 to 5 pmol �l�1, 20 pmol �l�1 for BSA, and 50 fmol �l�1

for ubiquitin. For the noncovalent complex, stock solutions of ly-
sozyme and penta-N-acetylchitopentaose were individually diluted in
25 mMol ammonium acetate buffer with 10% methanol according to
published procedures (17). The molar ratio of the protein–ligand mix-
ture was optimized, and a premixed noncovalent complex mixture of
1:285 protein:ligand molar ratio was used. The blood sample was
diluted in water at a 1:10 volume ratio. 3-NBN was dissolved in 50 �l
of 100% ACN with 0.1% formic acid and 150 �l of 50:50 ACN:water
with 0.1% formic acid (positive mode measurements), and 150 �l of
50:50 ACN:water was mixed with with 0.1% NH4OH for peptides and
1% NH4OH for proteins (negative mode measurements). The matrix–
analyte solution was prepared at 1:3 and 1:1 volume ratios for positive
and negative mode measurements, respectively, and 1 �l was spot-
ted on the target plate. Mouse brain tissue, obtained using a protocol
described elsewhere (12, 14, 18, 19), was donated by Professor Ken
Mackie (Indiana University). The delipified mouse brain tissue (14) was
coated with several 0.5-�l spots of 3-NBN matrix in 50:50 ACN:water
with 0.1% formic acid. The matrix deposition on brain tissue sections
from mouse brain tissue was miniaturized by spotting, on the same
area, a total of 1 �l in five increments of 0.2 �l, covering a �400 �m �
150 �m area on the tissue. Blood was extracted from a Band-Aid
using water. After solvent evaporation of the analyte–matrix spot,
the target plate was introduced into the vacuum of the mass
spectrometer.

Matrix Assisted Ionization Vacuum on a Commercial Vacuum
MALDI Source—IMS MS SYNAPT G2 (Waters Co., Milford, MA) with
a commercial intermediate-pressure MALDI source conventionally
operated with an Nd:YAG laser (355 nm) was employed with the
laser off. Matrix–analyte sample was prepared in a manner similar
to MALDI sample preparation protocols using 3-NBN as matrix. The
source pressure when the sample plate was loaded was �0.2 mbar.
Ions are observed from the matrix and the analyte once the sample
plate is positioned so that the matrix spot is near the extraction
lens, a process that takes ca. 2 min. Analyte ions were observed
with as little as 1 V applied between the sample plate and the
extraction lens. Some voltage is necessary to accelerate ions into
the hexapole ion guides and to the mass analyzer. In this study, the
TOF mass analyzer was operated in positive or negative ion V mode
(also referred to as sensitivity mode). “MALDI” (11) or “LSI” (10)
settings were used to perform IMS-MS measurements. Acquisition
times in MS and MS/MS ranged from 30 s to 2 min for standard
samples and up to 4 min for the mouse brain tissue section sample,
but single scan acquisitions were sufficient for most analytes.

MassLynx version 4.1 and DriftScope version 2.2 were used for
data analysis.

Matrix Assisted Ionization Vacuum on Commercial Atmospheric
Pressure ESI Sources—Matrix assisted ionization vacuum (MAIV) on
the ESI source of the SYNAPT G2 mass spectrometer was per-
formed by modifying the skimmer cone. The outer cone aperture
was widened to about �4.5 mm to allow a metal ferrule to form a
gas-tight seal with the inner skimmer cone. Non-standard inner
cones having �3 mm inner diameter inlet apertures were employed.
The ion source temperature for the experiments described here was
50 °C. The glass plate with the matrix–analyte spot was placed on
the ferrule facing the source entrance, and once the vacuum iso-
lation valve was opened, the glass plate was held to the ferrule by
the pressure differential between the atmospheric pressure and the
instrument vacuum. Ions were observed until the matrix was no
longer visible.

The commercial atmospheric pressure source on a Thermo Sci-
entific LTQ Velos mass spectrometer was modified by inserting a
ferrule on the outer opening of the inlet tube to hold the glass plate
as described above. Nonstandard 750 �m inner diameter inlet
capillaries were used. MAIV-ETD fragmentation for sequencing the
MBP peptide used conditions similar to those described in a pre-
vious report (14). Mass spectra were acquired, summing 2 micros-
cans having a maximum injection time of 50 ms with an inlet
capillary tube temperature of 150 °C. ETD acquisition was set at 1
m/z isolation width and 100 ms activation time. Xcalibur 2.1.0 was
used for data analysis.

RESULTS AND DISCUSSION

The MAIV method described here, using 3-NBN as matrix,
produces ions when placed in vacuum. Similar to ESI (17),
multiple charging, even of protein complexes, is observed,
but it occurs directly from the solid state. For example, the
MAIV mass spectrum of the 14.3 kDa lysozyme protein using
the vacuum MALDI source of the SYNAPT G2 is shown in Fig.
1A, and its complex with penta-N-acetylchitopentaose, sep-
arated from both the lysozyme and the peptide ions via IMS,
is shown in Fig. 1B. A challenge in analyzing molecular com-
plexes via any MS approach is that the sample preparation
must keep the complex intact under conditions suitable for
ionization. These mass spectra are obtained simply by placing
the matrix–analyte sample in vacuum. Ions are continuously
formed until the matrix completely sublimes, which, depend-
ing on the applied conditions, can take a few seconds to tens
of minutes (Fig. 1C). No laser, voltage, or heat is used to
initiate the ionization process. The “hot spot phenomenon”
(20–22), an intrinsic limitation for quantitation in MALDI, is not
an issue because the entire matrix–analyte sample is analyzed
by simply summing mass spectra acquired during complete
matrix sublimation.

3-NBN has no acidic protons needed for ionization, so the
protons must be supplied by the solvent, analyte, or acid
during sample preparation. Typically, the matrix is dissolved
in organic or water–organic solvents, with or without 0.1%
formic acid, and the analyte in water–organic solvent or, for
complexes, water buffered with ammonium acetate. The
matrix and analyte solutions are mixed in the same way as
the sample preparation used in MALDI, dried, and placed in
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vacuum or, for labile compounds, immediately placed in
vacuum without drying. Astonishingly, MAIV produces ions
from proteins at least as large as BSA (66 kDa) (Fig. 1D).

As with ESI, small molecules are detected as singly charged
with little matrix-related chemical background (e.g. leucine
enkaphelin; Fig. 2IA), and larger peptides (e.g. acetylated
N-terminal fragment peptide of myelin basic protein; Fig. 2IB)
as multiply charged ions. Mass spectra are obtained using the
SYNAPT G2 mass spectrometer vacuum MALDI source, con-
suming low femtomoles of small proteins such as ubiquitin (50
fmol) (Fig. 2IC). Good negative ion abundances of, for exam-
ple, ubiquitin (Fig. 2IIA), the hirudin (55–65) peptide (Fig. 2IIB),
and the phosphorylated peptide cholecystokinin (10–20) (Fig.
2IIC) are also observed with MAIV.

Peptides and proteins are detected by applying 3-NBN in
an appropriate solvent onto the surface of a mouse brain
tissue section (Fig. 3A) and subjecting the sample to the
vacuum of the mass spectrometer (Fig. 3B). Selected areas
of interest of a tissue can be exposed to matrix, and even if
the entire tissue section is placed in vacuum, only molecular
ions from compounds in those specific areas are observed
(Fig. 3C). Miniaturizing the matrix deposition area to ca. 150
�m � 400 �m using a micropipette enables enhanced
spatial resolution analyses without the need for a laser, as is
required with MALDI (23). The high signal-to-noise obtained
for this analysis suggests that much smaller spot sizes can
be analyzed with appropriate matrix deposition methods
and faster introduction of the sample into vacuum. The
multiple charging in MAIV aids the separation of the com-
pound classes (proteins, peptides, and lipids) by size,
shape, number of charges, and m/z using IMS-MS.

Mass spectrometers with vacuum MALDI sources are not
a requirement for MAIV, as ESI sources can be reversibly

modified for MAIV operation. Fig. 4A shows a glass micro-
scope slide (details in supplemental Fig. S1) onto which a
microliter of blood, diluted 1 part in 10 of water, mixed with
3-NBN matrix in ACN–water, and dried, is held against the
inlet of a modified ESI source of the SYNAPT G2 mass
spectrometer by the atmospheric-pressure-to-vacuum dif-
ferential. Unlike with ESI, which detects predominantly the
�-subunit of hemoglobin (24), both the �- and �-subunits
are detected in good ion abundance from the blood spot
using MAIV. Fig. 4B shows the IMS-MS plot of the gas-
phase drift-time separated �- and �-subunit multiply
charged molecular ions. The extracted mass spectrum of
the �-subunit is shown in Fig. 4C. These results correlate
well with blood spot results obtained with MAIV using the
SYNAPT G2 vacuum MALDI source, indicating the universal
utility of this ionization method with vacuum and atmo-
spheric pressure ion sources.

Using MAIV, sufficient ion abundance is obtained with the
modified ESI source to perform sequence characterization.
ETD fragmentation of the quadruply charged molecular ions
of the acetylated N-terminal peptide fragment of myelin basic
protein provides complete sequence coverage (Fig. 5) using
the modified ESI source, identical to the principle shown in
Fig. 4A, of a linear ion trap LTQ Velos. An expansion of the

FIG. 1. MAIV mass spectra. A, lysozyme, 14.3 kDa. B, noncovalent
complex of lysozyme/penta-N-acetylchitopentaose (PNAP) extracted
from the IMS-MS two-dimensional dataset. C, total ion current of A.
D, bovine serum albumin, �66 kDa. Red numbers indicate the charge
states, and blue numbers in the upper right corner of each spectrum
provide relative ion abundances.

FIG. 2. MAIV mass spectra. (I) Positive ion mode: (A) 1 pmol
leucine enkephalin (molecular weight (MW) 555 Da), (B) 1 pmol MBP
peptide (MW 1833 Da), and (C) 50 fmol ubiquitin (MW 8559 Da). (II)
Negative ion mode: (A) ubiquitin, (B) phosphorylated peptide chole-
cystokinin (10–20) (MW 1332 Da), and (C) hirudin (55–65) peptide
(MW 1411 Da).
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region between m/z 450 and 900 is shown in the inset, graph-
ically demonstrating the degree of fragmentation obtained
with this method. ETD is more applicable to the fragmentation
of peptides and proteins than collision-induced dissociation,
but only with ionization methods that produce abundant mul-
tiply charged ions (13, 14).

The similarity of the charge states of ions produced via
MAIV and ESI suggests similar mechanisms for their forma-
tion. A requirement for producing bare ions in ESI is solvent
evaporation from highly charged droplets, and MAIV may
require matrix sublimation from highly charged particles. A
special property of 3-NBN, beside its ability to sublime at
ambient temperature when placed in vacuum (25), is tribolu-
minescence (26, 27) producing unusually strong dinitrogen
discharge emission under conditions in which crystal frac-
turing occurs. This discharge is believed to result from a
high electric field created between fractured crystal sur-
faces having opposite charge (26). In vacuum, the fracturing
would be driven by sublimation of the matrix or residual
solvent, producing charged particles that, upon sublimation

of matrix, release analyte ions. 3-NBN matrix particles are
observed leaving the surface in vacuum. Other matrices
have been found to produce ions via MAIV, but none as well
as 3-NBN.

This contribution represents the first example of a new
ionization phenomenon demonstrating that small and large
molecules are transferred as ions from the solid phase to the
gas phase under vacuum conditions, without the application
of external energy or fields, apparently via a sublimation-
driven process. Multiply charged ions are produced from the
solid state with high sensitivity, giving MAIV advantages of
both ESI and MALDI. Analyses of surfaces of biological tissue,
thin layer chromatography plates, and one- and two-dimen-
sional gels are logical applications. MAIV, requiring only the
vacuum necessary for the proper functioning of the mass
spectrometer, might be applicable with common electron/
chemical ionization mass spectrometers, with the filament
used for ionization turned off. The simplicity and wide appli-
cability of MAIV also might prove useful in clinical settings and
in field portable instruments.

FIG. 3. MAIV-IMS-MS of a mouse brain tissue section using a commercial vacuum MALDI source with the laser off. A, photograph
of application of matrix solution to a section of mouse brain on a glass microscope slide. B, two-dimensional IMS-MS plot of drift time
versus m/z of ions showing separation of compound classes by charge, size, and shape of lipids, peptides, and proteins. Insets show
isotopic distributions of lipid and protein ions. C, microscopy photograph of the mouse brain tissue before and after ionization. Circled area
shows the area on the tissue analyzed in B, and small arrows are included to guide the eye for a better relative comparison of the
photographs.

FIG. 4. MAIV-IMS-MS of a solvent-extracted blood spot from a Band-Aid using a commercial atmospheric pressure ESI source
with a modified skimmer cone to provide a larger inlet aperture. A, photograph of the device showing the isolation valve in the open
position with a glass microscope slide held by the pressure differential against the skimmer opening, with the matrix–blood spot sample
exposed to the vacuum initiating ionization; more details on source modifications are provided in supplemental Fig. S1. B, two-dimensional
IMS-MS plot of drift time versus m/z of ions showing separation of compound classes by charge, size, and shape: �-globin (MW 15,126
Da) and �-globin (MW 15,866 Da) chains of hemoglobin. Both � and � chains of hemoglobin are detected with MAIV in good ion abundance
(mass spectral details in supplemental Fig. S2), something that has been reported (24) to be problematic with ESI (1). Extraction of the
mass spectral information from the two-dimensional display in B provides the individual mass spectra of the proteins. C, extracted full
range mass spectrum of the �-globin chain.
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