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Abstract: The need for advanced hemostatic agents increases with the complexity of surgi-

cal procedures and use of anticoagulation and antiplatelet treatments. HEMOPATCH (Sealing 

Hemostat) is a novel, advanced hemostatic pad that is composed of a synthetic, protein-reactive 

monomer and a collagen backing. The active side is covered with a protein-reactive monomer: 

N-hydroxysuccinimide functionalized polyethylene glycol (NHS-PEG). NHS-PEG rapidly 

affixes the collagen pad to tissue to promote and maintain hemostasis. The combined action of 

the NHS-PEG and collagen is demonstrated to have benefit relative to other hemostatic agents 

in surgery and preclinical surgical models. This paper reviews the published investigations and 

case reports of the hemostatic efficacy of HEMOPATCH, wherein HEMOPATCH is demon-

strated to be an effective, easy-to-use hemostatic agent in open and minimally invasive surgery 

of patients with thrombin- or platelet-induced coagulopathies.
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Background
Medical device development has evolved with the complexity of surgical procedures 

being performed and the increased use of anticoagulation and antiplatelet therapies, 

wherein hemostatic agents have continually evolved new features and benefits.1  Collagen 

pads were first introduced for hemostasis and wound healing in 1980.2 Collagen pads 

were then coated with fibrinogen and thrombin to improve hemostatic performance 

and to provide tissue sealing in 1987.3 Though these hemostatic pads have been used 

in surgery successfully for several decades, new requirements drive the development 

of novel hemostatic pads. Three new hemostatic pads have recently been developed 

and used in clinical practice, ie, HEMOPATCH,4 VERISET,5 and EVARREST.6

These hemostatic pads consist of a sheet-like backing and a self-adhering surface. 

The various backings include collagen, neutralized oxidized cellulose, or an oxidized 

cellulose–polyglactin 910 composite; while the active surfaces include fibrinogen and 

thrombin or a synthetic, protein-reactive monomer.4–6 Of the various combinations, 

collagen provides advantages over the acidic nature of oxidized cellulose; and synthetic, 

protein-reactive monomers provide advantages over human-derived proteins. This 

paper provides a critical review of an advanced hemostatic pad composed of collagen 

and a synthetic, protein-reactive monomer, HEMOPATCH (Sealing Hemostat) (Baxter 

AG, Vienna, Austria). This paper describes the components, mechanism of action, and 

approval status of HEMOPATCH; reviews published preclinical and clinical data; and 

offers areas for future development and study.
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HEMOPATCH (Sealing Hemostat)
HEMOPATCH consists of a specifically formulated collagen 

matrix, a protein-reactive monomer, and a biocompatible dye 

(Figure 1). The collagen pad is derived from bovine dermis 

sourced from countries with negligible bovine spongiform 

encephalopathy risk according to the classification of the 

World Organization for Animal Health.7 The collagen pad is 

optimized to be soft, thin, pliable, and of high liquid absorp-

tion capacity. This collagen pad provides HEMOPATCH 

with properties necessary for easy tissue conformance and 

simple use in open and minimally invasive surgery.8

The active side of the collagen pad is coated with a thin 

layer of a four-armed cross-linking agent, pentaerythritol 

poly(ethylene glycol) ether tetra-succinimidyl glutarate 

N-hydroxysuccinimide functionalized polyethylene glycol 

(NHS-PEG), which is a rapid protein-reactive monomer. Due 

to the well-known biocompatibility, NHS-PEG is also a com-

ponent of various medical devices such as vascular, dural, and 

lung sealants.9 The nonactive side of the collagen pad is marked 

with blue squares for easy differentiation. The blue squares are 

spaced at a distance of 1 cm from each other to facilitate mea-

suring and cutting. The blue squares are a low concentration 

of Brilliant Blue (FD&C Blue No 1), a clinically established 

and well-tolerated dye also used as a food additive10,11 and as 

a colorant in drug formulations and surgical sealants.12

Mechanism of action
The performance of HEMOPATCH is based on a unique dual 

mechanism of action that creates rapid and lasting hemostasis 

by sealing the bleeding surface and promoting hemostasis. 

The rapid adherence and tissue sealing is produced by the 

NHS-PEG monomers and the hemostatic action is produced 

by the collagen backing.

Adherence and sealing
The first mechanism is rapid adherence upon application to 

tissue due to the electrophilic cross-linking action of NHS-

PEG. Depending on the pH, the NHS esters of NHS-PEG 

readily bind to proteins, specifically the α-amino group 

on the N-terminus of proteins and the ε-amino group of 

lysine.13 By doing so, amine bonds form. Therefore, when 

the NHS-PEG of HEMOPATCH is activated and hydrolyzed 

upon contact with blood or other body fluids, the resulting 

molecular components covalently bind with proteins in the 

blood, or other body fluids, and the tissue surface on which 

HEMOPATCH is applied (Figure 2). The amine bonds func-

tion to affix HEMOPATCH to tissue.

In addition, cross-linking NHS-PEG and proteins, such 

as human serum albumin, form a hydrogel, which effectively 

adheres and seals tissue surfaces.14 Due to the electrophilic 

cross-linking, adherence is not limited to bleeding tissue, but 

is limited to the presence of a proteinaceous fluid. In vitro 

experiments have shown that sealing of and adherence to a 

tissue substrate will occur in the presence of other physio-

logical fluids containing proteins.15 The need for the pres-

ence of a proteinaceous fluid precludes prophylactic use of 

HEMOPATCH on dry tissue surfaces as protein-containing 

fluids are required to form the amide bonds and hydrogel. 

The rapid formation of the amide bonds and hydrogel also 

require a new piece of HEMOPATCH to be used when it does 

not immediately adhere.

Hemostasis
The second mechanism involves collagen, which has several 

important functions. Collagen is well known to participate 

in the intrinsic activation of the blood coagulation process 

and in activating platelets.16 Platelets adhere to collagen via 

the glycoprotein receptor Ib/IX/V complex on the platelet 

surface.17 In doing so, collagen induces lipid molecules to 

undergo a transbilayer flip in the platelet membrane, which 

exposes procoagulant phospholipids on the platelet surface 

leading to the generation of thrombin and further platelet 

activation.18 The additionally generated thrombin cleaves 

circulating fibrinogen to form fibrin, which stabilizes the 

forming platelet plug.19 In addition to inducing platelet plug 

formation, collagen is a vehicle to deliver NHS-PEG to the 

bleeding surface.

Nonactive
colored surface

Noncolored
active surface

Figure 1 HEMOPATCH (Sealing Hemostat) is a next-generation hemostatic pad.
Notes: HEMOPATCH is composed of a bovine collagen backing and pentaerythritol 
polyethylene glycol ether tetra-succinimidyl glutarate (NHS-PEG) monomer that seals 
and induces hemostasis of bleeding tissue. The blue squares in the HEMOPATCH 
indicate the nonactive side and are spaced 1 cm apart.
Abbreviation: NHS-PEG, N-hydroxysuccinimide functionalized polyethylene glycol.
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On its own, NHS-PEG solutions are quickly washed away 

by blood or other leaking body fluids. As a result, bonding 

to tissue surface proteins is very difficult. Many flowable 

PEG-based surgical sealants require a dry application surface, 

application after achieving hemostasis, or application to tis-

sues with minimum leakage of body fluids. Physical attach-

ment of dry NHS-PEG to a collagen pad provides a novel 

vehicle to overcome this limitation. Furthermore, due to the 

open pore structure of the collagen, excess fluids are readily 

absorbed and direct contact of NHS-PEG to tissue surface is 

achieved (Figure 3). The open pore structure is favored for 

hemostatic pads as it is believed to reduce adhesive failures 

secondary to continued blood loss.20 Finally, blood penetrat-

ing into the pad will encounter a dense network of collagen 

fibers, which provide a structural backbone for platelet plug 

and fibrin clot formation.

Other properties
While collagen can swell secondarily to absorbing tissue 

fluid, PEG-based sealants are known to swell more than 

300 times their volume.21 The swell property is caused by 

the composition and hydrophilic nature of the PEG-polymer, 

which draws in tissue fluid, saline and water. PEG-based seal-

ants are composed of two reaction partners in fluid states that 

rapidly form a hydrogel with each other upon application. 

Initial swelling of these hydrogels takes place when further 

fluid is absorbed and additional swelling occurs during degra-

dation of the PEG-polymer due to hydrolysis of the chemical 

bonds. Unlike these sealants, HEMOPATCH consists of a 

single reactive PEG and a solid collagen matrix.

Upon application, the NHS-PEG quickly dissolves and, 

due to the open pore structure and application pressure, pene-

trates into the collagen fleece. Hence, swelling is restricted 

by the physical properties of the collagen fleece. An in vitro 

investigation of HEMOPATCH measured the initial noncom-

pressed thickness to be 2.0 mm, while the maximum thickness 

when submerged in citrated human plasma for 24 hours is 

2.8 mm, an increase of 40%.15 However when pressure is 

applied to mimic application, the mean thickness at 24 hours 

was 2.1±0.2 mm (mean ± standard deviation [SD], N=10), 

Collagen fleece

Collagen fleece

NHS-PEG
coating

Lys

NH2

NH2 NH2 NH2 NH2

NHS

NHS

Application in the
presence of body
fluids, eg, blood

NHS NHS NHS

NHS NHS NHS

NH2 NH2

NH NH NH NH

NH NH NH NH

NH2

LysN-t

Lys LysN-t

Tissue Tissue

N-t

N-t

Lys

PEG PEG

Lys Lys

LysN-t

N-t N-t

N-t

4 × NHS 4 × NHS

1.   Upon application, body fluids dissolve NHS-PEG
      coating

3.   Covalent amide bonds are formed, cross-linking PEG 
      and proteins on tissue/blood and collagen
4.   NHS molecules are released during the reaction

2.   Four-arm NHS-PEG reacts with α-NH2 groups on 
      N-t of proteins and with ε-NH2 groups on
      Lys residues

PEG PEG

Figure 2 HEMOPATCH (Sealing Hemostat) binds to tissue through covalent amide bonds between PEG and tissue proteins and collagen.
Abbreviations: Lys, lysine; N-t, N-terminus; NHS-PEG, N-hydroxylsuccinimide functionalized polyethylene glycol.

A B

500 µm 500 µm

Figure 3 HEMOPATCH (Sealing Hemostat) collagen has an open pore structure 
that absorbs excess tissue fluid and delivers NHS-PEG to the tissue surface. 
Notes: The active surface is positioned upward and the open pore structure is seen 
throughout the collagen cross section using (A) stereoscopy imaging and (B) SEM 
imaging. Pockets of NHS-PEG powder are seen on the active surface in the SEM 
image (arrows).
Abbreviations: NHS-PEG, N-hydroxylsuccinimide functionalized polyethylene 
glycol; SEM, scanning electron microscope.
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suggesting a limited swell. This minimal capacity to swell 

limits the secondary complications of “mass effect.” It 

should, however, be noted that swell can still occur and that 

judicious amounts should be used in or around nervous or 

expandable tissue.

Global registration  
of HEMOPATCH
The novel dual mechanism of action creates an effective 

hemostatic agent and tissue sealant, which at the time of this 

publication is approved in more than 25 countries  worldwide. 

HEMOPATCH is approved as a hemostatic device for 

surgical procedures when control of bleeding by pressure, 

ligature, or conventional procedures is either ineffective or 

 impractical. As approved, HEMOPATCH is applied dry with 

the active surface to the tissue and approximated using dry 

gauze (Figure 4).

Preclinical studies
The eff icacy of HEMOPATCH was f irst investigated 

in two different animal models of hepatic surgery.4 In 

this investigation, HEMOPATCH was compared with a 

 f ibrinogen–thrombin-coated collagen pad, TACHOSIL 

(Takeda Pharmaceutical Company, Osaka-shi, Japan). The 

authors used a nonheparinized rabbit hepatic segmentectomy 

to mimic the clinical procedure and a heparinized porcine 

hepatic abrasion model to mimic a capsular tear, adhesiolysis, 

or trauma secondary to manipulation.

In the rabbit hepatic segmentectomy treatment compari-

son, intraoperative time to hemostasis, hemostatic success, 

and hematoma formation were assessed. Postoperatively, 

hematoma formation was also assessed at 24 hours. The 

hepatic segmentectomy bleed is characterized as a mild, 

diffuse bleed. In this study, HEMOPATCH provided faster 

time to hemostasis, greater hemostatic success, and lower 

incidence of hematoma formation as compared with 

 TACHOSIL. Most notably, the probability of hemostasis 

immediately after application was 100% (95% confidence 

interval [CI]: 72.3%–100%, N=12) in the HEMOPATCH 

group (2 minutes) and 80.0% (95% CI: 49.0%–94.3%, N=12) 

in the TACHOSIL group (3 minutes) (Figure 5). Similarly, 

HEMOPATCH provided a lower incidence of hematoma 

formation at 24 hours as compared with TACHOSIL, 20.0% 

versus 66.7%, respectively.

In the porcine hepatic abrasion treatment comparison, 

bleeding rates, hemostatic success, and hematoma formation 

were assessed. The animals in this study were heparinized 

to 1.5–2 times their baseline activated clotting time (ACT) 

to mimic the coagulopathy secondary to acute and chronic 

liver disease. Under these conditions, the bleed is character-

ized as a mild, localized bleed. In this study, HEMOPATCH 

provided superior hemostatic success and statistically signifi-

cant less blood loss relative to TACHOSIL (Figure 6). At 3 

minutes after application, the odds of hemostatic success of 

HEMOPATCH to TACHOSIL was 24.8 (95% CI: 8.86–69.2, 

N=42 per group). Similarly, HEMOPATCH provided a lower 

incidence of hematoma formation intraoperatively than did 

TACHOSIL (14.3% vs 42.9%).

These initial investigations demonstrated the superior-

ity of HEMOPATCH to TACHOSIL in two animal models 

of hepatic surgery. Based on the odds ratio of hemostatic 

success, HEMOPATCH was 24 times more likely to stop 

clinically relevant mild bleeds relative to TACHOSIL. The 

investigations mimicked clinically relevant bleeds (ie, wide, 

raw bleeding surfaces, and capsular oozing) and patient con-

ditions (ie, coagulopathy). The authors state that the efficacy 

difference between the hemostatic agents is due to the fast 

adherence of the protein-reactive NHS-PEG compared with 

the slower enzymatic conversion of fibrinogen to fibrin. As 

a result, it is presumed that this slower adherence rate led to 

greater hematoma formation beneath TACHOSIL resulting 

in greater hemostatic failure.

A B C

Figure 4 HEMOPATCH (Sealing Hemostat) is applied to a partial nephrectomy in a swine. 
Notes: The partial nephrectomy is ∼1 cm deep. The bleeding tissue is identified (A), orientation of HEMOPATCH is confirmed (B), and complete hemostasis is achieved 
following application (C).
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The efficacy of HEMOPATCH was then investigated in 

both a vascular injury and hepatic lesion animal model.22 

In this investigation, HEMOPATCH was compared with 

oxidized cellulose, SURGICEL (Ethicon Inc., Somerville, 

NJ, USA). The authors used a heparinized rabbit vascular 

injury model to mimic bleeding from needle holes following 

a vascular reconstruction with graft placement or a vascular 

anastomosis following organ transplant, and a heparinized 

porcine hepatic square lesion model to mimic a capsular tear, 

adhesiolysis, or trauma secondary to manipulation.

In the rabbit vascular model, hemostatic  effectiveness 

and probability of hemostatic success were assessed 

 intraoperatively. The vascular bleed is characterized as an 

arterial spurt and had a median bleed rate of 14.5 mL/min. 

The animals in this study were heparinized to a clinically 

rele vant ACT of 250 seconds, which is used for peripheral 

graft placement.23 In this study, HEMOPATCH provided 

superior efficacy relative to SURGICEL based on an odds 

of hemostatic success of 85.3 (95% CI: 25.8–282, N=40 

per group) at 2 minutes after application. In this context, 
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the calculated probability of success of HEMOPATCH was 

80.1% at 2 minutes, which increased to 100% at 10 minutes 

after application, while that of SURGICEL was 4.7% and 

99.6%, relatively.

In the porcine hepatic square model, hemostatic success 

was assessed. The model is widely accepted in literature 

for this type of comparison.24 In this investigation, the 

model is characterized as being normotensive, that is, mean 

blood pressure of 78±13 mmHg (mean ± SD, N=80), with 

a systolic of 102±13 mmHg and diastolic of 63±13 mmHg 

throughout the investigation. The hypocoagulopathy induced 

was between 1.4× and 3.6× baseline ACT throughout the 

 investigation. Under these conditions, HEMOPATCH pro-

vided superior hemostatic success relative to SURGICEL 

up to 8 minutes after application.

These follow-up investigations demonstrated the supe-

riority of HEMOPATCH to SURGICEL in a vascular and 

hepatic animal model. In this model, based on the odds ratio 

of hemostatic success, HEMOPATCH was 85 times more 

likely to stop a clinically relevant moderate bleed relative to 

SURGICEL. The authors stated that the superior efficacy of 

HEMOPATCH relative to SURGICEL was due to the unique 

dual mechanism of action of HEMOPATCH. The efficacy 

of oxidized cellulose was limited by its hemostyptic action 

generated by its fluid absorption and low pH to stop this 

moderate-level bleeding.25

These four animal models demonstrate how the protein-

reactive monomer and procoagulant collagen backing of 

HEMOPATCH combine to be a unique dual mechanism of 

action. The studies, however, only investigate the efficacy 

of HEMOPATCH in mild and moderate bleeds. The studies 

do not investigate its efficacy to treat severe bleeds and 

in tissue sealing applications. The majority of bleeding 

faced in surgery is mild and moderate, yet understanding 

the maximum treatable level of bleeding is important to 

understand the hemostatic utility. Therefore, an additional 

preclinical study investigated the efficacy of HEMOPATCH 

in a severe bleed and in tissue sealing applications.

The efficacy of HEMOPATCH to treat a severe bleed 

was investigated using a nonanatomical pulmonary seg-

mentectomy model of lung surgery.15 The pulmonary seg-

mentectomy is characterized as a severe arterial bleed with a 

bleeding rate of 17.7±8.6 mL/min (mean ± SD, N=36) from 

an area of 5.4±3.3 cm2. The model was performed under 

normotensive (ie, systolic blood pressure: 97±9 mmHg, 

diastolic: 62±10 mmHg) and hypocoagulopathic (ie, ACT 

of 179±43 seconds) conditions, while the lung was actively 

ventilated at 15±4 breaths per minute with an airway pressure 

of 19±2 cm H
2
O. HEMOPATCH reduced and  maintained the 

rate of bleeding to be negligible 3 minutes after  application 

(0.2±0.47 mL/min). Hematoma development was not 

noted between the treatment and lung tissue for any treated 

lesion.

In addition to the reduction and maintenance of bleed-

ing, the rate of intraoperative air leakage was 11% in the 

36 applications. As the authors cited, this is very low relative 

to clinically reported incidence of intraoperative air leaks. 

The rate of intraoperative air leaks following standard of 

care treatment was 71%–90% and for TACHOSIL treatment 

was 66%–70%.26,27 While this study demonstrates favorable 

intraoperative performance, the long-term performance to 

reduce persistent air leaks was not assessed.

In this same publication, the authors investigated the 

efficacy of HEMOPATCH to adhere to tissue substrates 

with various body fluids. By using an in vitro test sys-

tem, HEMOPATCH provided burst pressures sufficient to 

withstand normal tissue pressures of fluid-filled cavities 

(Table 1). The authors noted that HEMOPATCH fixation 

functioned independent of the coagulation cascade and, 

therefore, led to more consistent performance than other 

hemostatic agents that depended on the coagulation 

cascade.

Based on the preclinical data, HEMOPATCH is a 

 versatile hemostatic sealant. HEMOPATCH was 24 times 

more likely to provide hemostatic success relative to 

TACHOSIL, a fibrin and thrombin-coated collagen pad, and 

85 times more likely than SURGICEL, an  oxidized cellu-

lose, to do so. The superior performance of  HEMOPATCH 

relative to these agents supports that the 1) synthetic, 

protein-reactive polymer provides rapid adherence and 2) 

the collagen pad is an effective procoagulant that activates 

platelets and promotes platelet aggregation. While the pre-

clinical studies demonstrate the utility of the hemostatic 

and sealing effectiveness of HEMOPATCH, preclinical 

Table 1 HEMOPATCH (Sealing Hemostat) can withstand normal 
pressures of fluid-filled cavities when applied in the presence and 
absence of blood on a tissue substrate

Fluid-filled cavity Normal pressure  
of cavity (mmHg)

Burst pressure of 
HEMOPATCH (mmHg)

Subarachnoid space 7–15 19.8–38.2
Gallbladder 2.1–12.2 19.0–23.6
Lymphatic system –a 29.9–32.8
Urinary bladders 5–25 19.0–36.5

Notes: aData not available. Data from Lewis KM, Spazierer D, Slezak P, Baumgartner B, 
Regenbogen J, Gulle H. Swelling, sealing, and hemostatic ability of a novel biomaterial: 
a polyethylene glycol-coated collagen pad. J Biomater Appl. 2014;29(5):780–788.15
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studies do not fully replicate clinical conditions and 

comorbidities.

Clinical studies
Imkamp et al28 were the first to provide a clinical report 

regarding the performance of HEMOPATCH in laparoscopic, 

zero-ischemia partial nephrectomy. The seven-patient case 

series details the hemostatic effectiveness of HEMOPATCH 

to treat the bleeding tissue surface following enucleation of 

renal tumors. In four of the seven patients, no hemostatic 

undersuture was used. In all cases, HEMOPATCH was rolled 

and inserted through a 10 mm laparoscopic port. When 

deployed from the port, HEMOPATCH was reported to return 

to its original configuration after being rolled.

Upon application, hemostasis was reached 2–3 minutes after 

application in all patients. The postoperative period of all patients 

was uneventful, no significant drainage was observed, and no 

suspicious findings were observed on ultrasound. In Imkamp 

et al’s opinion based on the size of the tumor resection sites (up 

to 72 mm), HEMOPATCH might be appropriate to safely treat 

the cut parenchymal surface following partial nephrectomy.

This study was the first to investigate the hemostatic 

efficacy of HEMOPATCH applied to laparoscopic moderate 

bleeding, wherein the authors concluded that HEMOPATCH 

provided advantage to other hemostatic pads, specifically: an 

ability to restore its original shape and rigidity when dry to aid 

intracorporeal handling; rapid and tight fixation on to tissue; 

and rapid hemostasis and sealing of bleeding tissues.

Prestipino et al29 were the first to provide a  clinical 

report regarding the hemostatic and sealing eff icacy 

of  HEMOPATCH. The authors described the use of 

 HEMOPATCH in combination with another hemostatic agent 

to repair a ventricular perforation by a pacemaker lead. The 

92-year-old male patient underwent dual mode, dual cham-

ber, and dual sensing permanent pacemaker implantation for 

sick sinus syndrome and intermittent atrioventricular block 

21 days prior to being presented. At the time of surgery to 

correct the perforation, chest radiographs revealed a protru-

sion of the tip of the ventricular electrode through the right 

ventricle and into the left chest wall. The patient underwent 

emergency surgery without an opportunity to discontinue 

antiplatelet therapy (Aspirin, 100 mg once daily).

On intraoperative exam, the surgical team discovered that 

the lead penetrated through the interventricular septum and 

left ventricle. The lead was removed and the left ventricle was 

treated and repaired using FLOSEAL (Baxter International 

Inc., Deerfield, IL, USA) and then with HEMOPATCH. 

HEMOPATCH was selected in place of sutures due to the 

thin and fragile ventricular wall. Despite active antiplatelet 

therapy, HEMOPATCH stopped bleeding and sealed the 

ventricular wall. The authors concluded that the use of a 

hemostatic patch, such as HEMOPATCH, is appropriate to 

treat a perforation and control bleeding.

Fingerhut et al8 have presented the most comprehensive 

case series regarding the efficacy of HEMOPATCH, which 

includes 17 cases totaling 32 applications in solid organ, 

gastrointestinal, biliopancreatic, endocrine, cardiovascular, 

and urological surgeries.8 These surgeries include anatomical 

and endoscopic approaches. While there are several notable 

cases within the series, three of the cases discuss the benefit 

of HEMOPATCH given the patients’ status.

In the first case, a 63-year-old obese male patient with hyper-

tension and hepatitis B virus-related liver cirrhosis underwent an 

open hepatic 6–7 segment sectionectomy to remove a 5 cm hepa-

tocellular carcinoma. The surgeons used a harmonic scalpel, and 

5–0 polypropylene suture and vessel clips to ligate parenchymal 

vessels. At the end of the procedure, incomplete hemostasis and 

biliostasis was noted. The surgeons elected and reported success-

ful use of HEMOPATCH to treat the heavily electrocoagulated 

hepatic parenchyma. The use of HEMOPATCH minimized blood 

loss to 200 cc and obviated the need for transfusion.

In the second case, a 54-year-old male patient with diabe-

tes and chronic pancreatitis underwent a Whipple procedure. 

The surgeons encountered difficult dissection of the portal 

vein, superior mesenteric artery, and vein. The surgeons 

elected and reported successful use of HEMOPATCH to 

treat the bleeding despite the hyperproteolytic environment 

and hypocoagulopathic condition due to local fibrosis and 

inflammation. The authors also describe two additional lap-

aroscopic pancreatectomy cases, wherein HEMOPATCH was 

used to treat the parenchymal cut surfaces. In each case, no 

postoperative bleeding or pancreatic fistula was observed.

In the third case, a 64-year-old female patient being treated 

with antiplatelet therapy underwent an exploratory laparotomy 

during which an anterior resection of the rectum, salpingec-

tomy, and partial resection of the uterus was performed to 

remove an adherent inflammatory pseudotumor from the 

sigmoid colon. The patient was unable to discontinue her 

antiplatelet therapy prior to surgery. Following the extensive 

resection, the surgeons elected to treat ongoing blood loss with 

 HEMOPATCH, instead of using sutures or energy devices. 

The sutures and energy devices were determined to be poten-

tially damaging to the ureter. In similar cases, the authors 

reported using HEMOPATCH to manage diffuse bleeding 

complications to preserve sensitive structures instead of 

traditional energy devices, including: a bilateral extracapsular 
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thyroidectomy and a robot-assisted nerve-sparing radical pros-

tatectomy. In these cases, HEMOPATCH replaced the need for 

alternate treatment options that have secondary tissue trauma 

(eg, electrocautery, harmonic scalpel, argon beam).

Throughout the case series, HEMOPATCH successfully 

stopped bleeding and sealed tissues despite concurrent disease 

states (eg, diabetes, hepatitis, cancer, etc) and treatments (eg, 

chemoradiation, heparinization, antiplatelet drugs, etc) and fria-

ble tissue. The case series also supports the use of HEMOPATCH 

in anatomical and endoscopic surgery, wherein it can be easily 

applied through a 10 mm port, applied to vertical and inverted 

structures, and applied to rounded or uneven surfaces.

In the most recent clinical report, Jainandunsing et al30 

described a case in which HEMOPATCH was used for hemo-

stasis and sealing. The 64-year-old patient underwent left 

anterior descending and anterolateral coronary artery grafting, 

resection of the interventricular septum and aortic and mitral 

valve replacement while on cardiopulmonary bypass. In addi-

tion to the coagulopathies related to cardiopulmonary bypass 

(ie, heparinization, hypothermia), the patient was suspected to 

have endocarditis leading to an increased tendency to bleed.

HEMOPATCH was used to treat the dissected myocardial 

tissue and the anastomotic suture lines. On postoperative 

transthoracic echocardiography, no pericardial effusion 

or pseudoaneurysm suggestive of hemostatic failure were 

observed. The authors concluded that HEMOPATCH is an 

appropriate therapy to treat bleeding and maintain wound 

closure without the need for sutures. Moreover, use of 

HEMOPATCH did not interrupt coronary blood flow in the 

graft or compromise cardiac function.

As the clinical evidence for the use of HEMOPATCH 

increases, surgical teams are exploring the use of  HEMOPATCH 

in their surgical practice.31,32 The multiple case reports support 

the use of HEMOPATCH to provide hemostasis and tissue 

sealing. The broad clinical use of HEMOPATCH confirms the 

versatility and utility of the hemostatic agent in coagulopathic, 

diseased patients with injured or diseased tissue having mild-

to-severe bleeding. The clinical reports, further, demonstrate 

that HEMOPATCH can be used safely and effectively in open 

and minimally invasive applications. Therefore, it is anticipated 

that the clinical case reports will soon be further expanded to 

larger, prospective randomized studies.

Future developments
While there are no unfavorable reports of HEMOPATCH, 

the majority of the literature is using preclinical animal 

models. These studies used appropriate controls, which 

provide an understanding of the hemostatic agent’s relative 

 performance. In contrast, the clinical case reports are not 

designed to compare the safety and efficacy of HEMO-

PATCH to other hemostatic agents. Therefore, a controlled 

clinical study is required. Such an investigation should 

include multiple surgical specialties, and open and endo-

scopic surgical procedures. Beyond a controlled, clinical 

study to investigate the hemostatic efficacy of HEMO-

PATCH, other surgical applications can also be investigated 

in preclinical models. Based on this performance and the 

mechanism of action, HEMOPATCH may be efficacious as 

a surgical sealant as well.

HEMOPATCH affixes to tissue when the NHS-PEG dis-

solves and polymerizes. As NHS-PEG polymerizes, it affixes 

the collagen pad to the tissue. This interaction is dependent 

upon the presence of a proteinaceous fluid. As demonstrated 

in an in vitro study, the fluid can be bile, lymph, or cerebro-

spinal fluid and blood.15 Of the different fluids investigated, 

HEMOPATCH withstood clinically relevant pressures to 

maintain normal intracranial pressure when applied in the 

presence of cerebrospinal fluid. The ability for HEMO-

PATCH to affix to dura and seal cerebrospinal fluid leaks is 

an interesting area of future investigation. HEMOPATCH has 

a favorable, minimal swell profile limiting a potential “mass 

effect” and is composed of a collagen backing that is similar 

to dural substitutes.

In the same preclinical study, the investigators studied the 

efficacy of HEMOPATCH to provide hemostasis of a pul-

monary segmentectomy during active ventilation.15  During 

the 10-minute observation period, the treated lesions had a 

low incidence of insufficient pneumostasis (11%, 4 of 36). 

The investigators did not perform a submersion test to study 

the burst pressure and did not report a control arm; therefore, 

additional studies to investigate the pneumostatic ability of 

HEMOPATCH are of interest. Overall, based on the mecha-

nism of action, additional areas of future investigation include 

the sealing efficacy of other protein-rich organs as well (eg, 

pancreas, gallbladder, bladder).

Conclusion
Through numerous preclinical and clinical case studies, 

HEMOPATCH (Sealing Hemostat) is proving to be an 

effective hemostatic agent and sealant for use in open and 

endoscopic surgical procedures. The unique dual mechanism 

of action – the rapid, protein-reactive NHS-PEG, and the 

procoagulant collagen backing – serves as the advantage 

over other hemostatic pads. The use of a porous collagen 

matrix provides greater hemostatic effectiveness than oxi-

dized cellulose, and a protein-binding layer adheres to the 
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collagen pad more rapidly than a fibrinogen–thrombin-coated 

 collagen pad. The versatility and utility of the hemostatic pad 

is replacing traditional hemostatic methods (eg, electrocau-

tery, sutures) to improve surgical outcomes.
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