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ABSTRACT
Aim To better understand the phenomenon of
dysphotopsia in patients implanted with multifocal
intraocular lenses (IOLs).
Methods Forty-five patients (aged 61.8�8.9 years)
implanted bilaterally with Tecnis ZM900 (diffractive
multifocal), Lentis Mplus MF30 (segmented refractive
multifocal) or Softec-1 (monofocal) IOLs (each n=15)
4–6 months previously and who had achieved a good
surgical outcome were examined. Each reported their
dysphotopsia symptoms subjectively, identified its
form (EyeVisPod illustrations), quantified retinal
straylight (C-Quant) and halo perception (Aston
halometer). Retinal straylight and halometry was
repeated by a second masked clinician to determine
interobserver repeatability.
Results Subjective dysphotopsia ratings were able to
differentiate Tecnis ZM900 from Lentis Mplus MF30
(p<0.001), but not Lentis Mplus MF30 from groups
implanted with Softec-1 (p=0.290). Straylight was
similar between the monofocal and multifocal IOL
designs (p=0.664). ZM900 IOLs demonstrated a
uniform increase in dysphotopsia in comparison with
the monofocal IOL (p<0.001) as measured with the
halometer, whereas sectorial refractive multifocal IOLs
demonstrated a localised increase in dysphotopsia over
the inferior visual field. Intraobserver repeatability was
good for the straylight (intraclass correlation
coefficients (ICC)=0.77) and halometry (ICC=0.89).
There was no significant correlation between the
subjective dysphotopsia severity and the straylight
(p=0.503) or halometry (p>0.10) quantification or
between straylight and the halo area (p>0.30).
Conclusions Multifocal IOLs induce symptoms of
dysphotopsia. Straylight did not differentiate between
IOL designs, however halometry identified clear
differences in light scatter due to the IOL optics.
Whereas, subjective rating of overall dysphotopsia are
not strongly associated with straylight or halo
perception, the halometry polar diagram reflected the
subjective descriptions of dysphotopsia.

INTRODUCTION
Understanding dysphotopsia is vital in
achieving a high quality of life in all
patients following multifocal intraocular
lens (IOL) implantation. Dysphotopsia is a

disturbance of vision and includes light
phenomena such as haloes, the subjective
perception of a bright ring around a light
source; it occurs due to optical non-confor-
mities in the optical path such as cataract or
optical boundaries.1 The current literature
shows that implantation of a multifocal
rather than a monofocal IOL can lead to
unwanted optical phenomenon termed
dysphotopsia.1 2 However, the literature
comparing IOLs is equivocal as to which
design features minimise dysphotopsia, due
principally to the lack of objective methods
for assessing dysphotopsia. The majority of
studies examining dysphotopsia use various
subjective questioning in the form of verbal
interviews,3 4 bespoke questionnaires,5 a
validated questionnaire6 7 or through
subject-initiated complaints.8 An alternative
method is to use graphics depicting visual
demonstrations of different types of
dysphotopsia allowing the subject to indi-
cate which is most representative of what
they perceive.9 10

Instruments designed to measure the
effects of disability glare have also been
used in multifocal IOL studies. Disability
glare is usually quantified as the reduction
in vision from a glare source present within

Key messages

" Dysphotopsia such as glare is commonly
reported following multifocal intraocular lens
implantation. but is generally only quantified
subjectively as self-reported severity.

" The results of this study demonstrate that a
clinically applicable halometry technique can
quantify light scatter and differentiate between
multifocal intraocular lens designs.

" This new, rapid to perform, measure could be
adopted in clinical practice to identify an
individual patient’s subjective tolerance to
objective glare and to assess the amount of
glare resulting from complex optical refractive
correction.
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the visual field and is due to the spread of light (or
straylight) across the retina.11 The majority of techni-
ques used to assess disability glare are composed of a
central optotype chart of varying spatial frequency or
contrast surrounded by a glare source. The intensity of
the ambient light is changed or a glare source is added
to determine the effect this has on measures of visual
acuity or contrast sensitivity. Examples of this approach
can be found in the form of the Brightness Acuity Tester
(BAT; Marco, Florida, USA), Mesoptometer II (Oculus
Optikgera¨te GmbH, Wetzlar-Dutenhofen, Germany)
or digital view-in visual testing units, such as the Optec
6500 (Stereo Optical Co, Chicago, Illinois). Several
custom-built glare testing units have also been devel-
oped.12 13 However, these testing units do not quantify
the extent of dysphotopsia and the literature shows
variable results. Similar studies involving the C-Quant
(Oculus Optikgera¨te GmbH, Wetzlar-Dutenhofen,
Germany), an instrument for evaluating the quantity of
ocular straylight, have shown similar variability with a
marked difference in straylight identified in some
studies,14–16 but not others,2 17–19 and higher straylight
with diffractive designs than refractive and segmented
designs.20 The difference in light scatter between a
monofocal IOL and diffractive bifocal and trifocal
IOLs has been recently reported with the light-distor-
tion analyser (HLMP-CW47-RU000, Agilent
Technologies) an experimental device consisting of a
central white light–emitting diode (LED) surrounded
by 240 small, white LEDs distributed in 24 meridians
15 degrees apart;21–23 a difference was found between
them, but this was not correlated with visual acuity.
The disparity between reported dysphotopsia and the
results recorded with glare testing units may be due to
the optical properties of multifocal IOLs. Pupil size
does not seem to affect straylight measures, but this
has only been assessed in spherical IOLs.24 Dyspho-
topsia due to multifocal IOLs may primarily be the
result of a second out of focus image being present on
the retina rather than diffuse straylight over the retinal
surface (scatter affecting a much broader area) as
induced by conditions such as cataract.13 17 To
measure the qualitatively described light surrounding
retinal blur circle or halo, several instruments often
referred to as ‘halometers’ have been created.25–27

These devices measure the size of a photopic scotoma
created by a central glare source.
The purpose of this study was to examine the

phenomenon of dysphotopsia in patients implanted
with two multifocal IOL designs (refractive and diffrac-
tive) and to compare subjective symptoms to the
quantification of straylight and halo size. A standar-
dised preoperative measure of halo size compared with
subjectively reported symptoms due to cataract, might
help to identify individuals who are more likely to
better tolerate dysphotopsia effects potentially induced
by multifocal IOLs.

METHODS
Patients were recruited from Solihull Hospital and
Midland Eye (Solihull UK). The NHS local research
ethics committee of Solihull approved the study, and
informed consent was obtained from each patient. The
consequences and details of the study were explained
to each patient, and the research followed the tenets of
the declaration of Helsinki.
The recruitment inclusion criteria were patients

requiring bilateral cataract surgery, with an expected
postoperative best corrected distance visual acuity of at
least 0.1 log of the minimum angle of resolution
(logMAR), not having any ocular pathology or previous
surgery, with corneal astigmatism less than 1.00 D,
aged between 40 and 70 years, deemed suitable by the
treating surgeon and willing to be implanted with
multifocal IOLs. The IOLs, implanted bilaterally,
depended on the availability of the IOLs: Tecnis
ZM900, addition power +4.0D at the IOL plane
(Abbott Medical Optics, Santa Ana, California); Lentis
Mplus, addition power +3.0D (MF30) at the IOL plane
(Oculentis, Berlin, Germany); and Softec-1 monofocal
IOL (Lenstec, St Petersburg, Florida).
Preoperatively, biometry was conducted with an

IOLMaster (Carl Zeiss Meditec AG, Jena, Germany)
running V.5.2 analysis software and a NIDEK OPD-
Scan II wavefront aberrometer (Optical Path Difference
Scanning System II; NIDEK Co, Gamagori, Japan) to
measure axial length and corneal power. To determine
IOL power, the Hoffer Q IOL formula was used for
short axial lengths (<22mm) and the SRK/T was used
for all other axial lengths; emmetropia was the target
in all cases (College of Ophthalmologists guidelines,
2010).
All operations were performed by one of three

surgeons (SS, TAK and MTB) experienced in fitting
multifocal IOL, under topical or local anaesthetic. A
2.85mm clear corneal incision, widening to 3.20mm
after injection, was placed on the steepest corneal axis
by all surgeons to reduce residual levels of postopera-
tive astigmatism. Phacoemulsification, aspiration and
irrigation were performed through a 5.50mm capsu-
larhexis using the Millennium Phacoemulsification System
(Bausch and Lomb, Rochester, New York, USA.). The
surgeons used personalised A constants based on their
documented surgically inducted refractive error for
each lens type and used the same type of corneal inci-
sions. The number of cases performed in each type of
IOL was balanced for each of the three surgeons. All
IOLs were implanted into the capsular bag.
Patients were re-examined 4–6 months after surgery

with slit-lamp biomicroscopy. All patients were asked to
evaluate their experience of photopic phenomenon
post-IOL implantation using the question ‘Please can
you rate your experience of glare or unusual phenom-
enon around lights such as haloes on a scale of 0 to 10;
zero indicating no glare experiences and 10 denoting
extreme symptoms’.
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Each subject was shown a set of dysphotopsia illustra-
tions as depicted on the EyeVisPod programme (PGB,
Milan, Italy). Subjects were instructed to indicate the
illustration which best represented their experience of
dysphotopsia (figure 1).
Retinal straylight was measured three times in each

eye on each patient with the C-Quant using its compen-
sation comparison method (a flickering ring induces
straylight at the fixation point in its centre, and this is
compared with a comparison field).28 The average of
three readings was taken as the measurement of
straylight.
Halometry was conducted both monocularly (right

eye) and binocularly with the Aston halometer.27 The
halometer comprises a bright LED in the centre of an
iPad V.4 (Apple, Cupertino, California) at 2 m working
distance in a dark room. Letters subtending 0.21� (500
Weber contrast units) are moved away from the central
glare source in 0.05� steps in each of eight directions
of orientation separated by 45�. The first eccentricity at
which the letter could be correctly identified twice was
recorded, with the letter randomised between
presentations.
Retinal straylight and Aston halometry was repeated

at the same visit by a second masked clinician to deter-
mine interobserver repeatability.

Data analysis
Sample size calculation to achieve significance below
p=0.05 with 80% power and using the halometer vari-
ability of 0.01� to detect a 0.01 � difference and C-
Quant of 0.14 log(s) to detect a 0.15 log(s) difference27

identified a minimum of 12 patients were required in
each group (Statistical Solutions LLC). Patients without

a good visual outcome including posterior capsular
opacification, rhexis phimosis or marked capsule
fibrosis as observed using a slit-lamp biomicroscope
were excluded from the analysis. The subjective
perception of photopic phenomenon was assessed
using the Kruskal-Wallis test; where significance was
found, multiple Mann-Whitney tests were performed
with a Bonferroni correction (with significance adjusted
to p<0.017). C-Quant and Aston halometer measures
were found to be normally distributed (Kolmogrov-
Smirnov test >0.05) so the resultant data were analysed
using repeated measure analysis of variance. Where
significance was identified, a Bonferroni post hoc test
was used to detail the individual differences between
the IOLs. Intraobserver variability of the C-Quant and
Aston halometer measurements was determined using
intraclass correlation coefficients (ICC). As the eyes of
an individual are generally similar, when using monoc-
ular data only, the right eye was included in the
analysis to avoid statistical bias.
The subjective rating of dysphotopsia was correlated

with both measurement of straylight and measurement
from the Aston halometer using the Spearman’s rank
correlation. Correlation between the straylight scores
and the area Aston halometer scores was determined
using Pearson’s correlations.

RESULTS
Only data from 15 patients with each IOL, achieving a
distance visual acuity of <0.1 logMAR, having centred
IOLs (observed through slit-lamp biomicroscopy and
optical coherence tomography), no significant poste-
rior subcapsular opacification or had yttrium
aluminium garnet (YAG) laser capsulotomy and a

Figure 1 The EyeVisPod (PGB, Milan, Italy) graphical illustration depicting dysphotopsia (with the kind permission of

EyeVisPod).
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residual refractive error of ��0.25D sphere
and ��0.50D astigmatism by subjective refraction, was
included in the analysis (14 men, 31 women; mean age
61.8�8.9 years). The patient demographics were
60.7�11.0 years, 4:11 (men:women), in the bilateral
Tecnis ZM900 group, 62.3�9.0 years, 7:8, in the bilat-
eral Lentis Mplus MF30 group and 62.1�6.8 years,
3:12 in the bilateral Softec-1 group. The ages were
similar for each IOL group (F2=0.177, p=0.838),
hence no age correction was applied.
A significant difference in subjectively rated glare was

found between the three groups (H2=12.359,
p=0.002). No significant difference was found between
the Softec-1 monofocal group and the Tecnis ZM900
multifocal group (Z=0.290) or between the Softec-1
monofocal and Lentis Mplus MF30 multifocal groups
(Z=0.187). However, there was a significant difference
between the Tecnis ZM900 and the Lentis Mplus MF30
multifocal group (Z<0.001; figure 2). No patient
reported a difference in glare symptoms between their
eyes. Dysphotopsia categorisation is summarised in
figure 3 for each of the IOL groups.
There was no significant difference in straylight

results between the right and left eyes for each of the
IOL groups (Tecnis ZM900, p=0.430; Lentis Mplus
MF30, p=0.513; Softec-1, p=0.902). The level of stray-
light present in the right eyes of each group is
displayed in figure 4; all IOL groups demonstrated a
similar amount of straylight (f2=0.414, p=0.664).
Intraobserver variability for the C-Quant was good
(ICC=0.765).
There was a significant difference in the size of halos

when comparing the photopic phenomena in the right
eyes (F2,42=11.288 p<0.001) and binocularly
(F2,42=19.525, p<0.001). Differences between groups
can be seen in figure 5.
Monocularly and binocularly, the differences were

between Tecnis ZM900 and the monofocal control at
all eccentricities (p<0.01) and the Lentis Mplus MF30

at all eccentricities except 225�, 270�, 315� (p>0.05),
whereas the Lentis Mplus MF30 was similar to the
monofocal at 180� (binocularly only) 225� and 270�

eccentricities (p>0.05). Examination of the monocular
(F2=8.163, p=0.001) and binocular (F2=14.453,
p<0.001) glare areas revealed a significant difference
between the groups. The area of glare was significantly
greater in the Tecnis ZM900 group than the Lentis
Mplus MF30 (p<0.05) and monofocal (p<0.01) group.
Glare areas for the Lentis Mplus MF30 and monofocal
groups were similar (p>0.05). The intraobserver vari-
ability (ICC) of the Aston halometer for each meridian
varied from 0.840 to 0.916 (average 0.89).
There was no significant correlation between the

subjective scores and the straylight scores (rs=�0.103,
p=0.503). Similarly no significant correlation was
found between the subjective scores and the monocular
(rs=0.246, p=0.103) and binocular (rs=0.241,
p=0.111) halometry scores. There was also no signifi-
cant correlation found between the straylight scores
and the halometry area both monocular (r=0.051,
p=0.739) and binocular (r=0.153, p=0.315).

DISCUSSION
Except for a recent study,23 the use of halometry in
studies examining multifocal IOLs has been limited to
gross estimation halometry, perimetry halometry,
subjective illustration halometry, and the Glare & Halo
test.27 All of these halometers (with the exception of
perimetry halometry) require the subject to indicate
subjectively the boundaries of their photopic scotoma.
Of the studies that have used a halometer to examine

Figure 2 Box plots of subjective 0–10 dysphotopsia scores

(n=15�3). Line within box is the median value, box marks

extent of 1 standard deviation and error bars indicate the

95% confidence interval.

Figure 3 Prevalence of the types of dysphotopsia

(n=15�3).

Figure 4 Level of straylight for each IOL group (n=15�3).

Line within box is the median value, box marks extent of 1

standard deviation and error bars indicate the 95%

confidence interval.
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dysphotopsia with multifocal IOL subjects, five failed to
demonstrate an increase in dysphotopsia after multi-
focal IOL implantation.9 23 29 However, a common
complaint after multifocal IOL implantation is an
increase in dysphotopsia.1 2

This study shows that the Aston Halometer is a
repeatable and sensitive method for the assessment of
dysphotopsia. The C-Quant detected no significant
differences in the level of straylight regardless of the
implanted IOL; this concurs with some,2 17–19 but not
all14–16 previous studies and suggests that measures of
straylight are not inferred measures of dysphotopsia

caused by multifocal IOLs. Of note, the C-Quant values
were on the higher side of what has been reported as
the average for this age group,19 but this was the case
with all three IOL groups.
At each meridian the Tecnis ZM900 multifocal IOL

displayed a larger amount of photopic scotoma in
comparison with the Softec-1 monofocal IOL. This is in
keeping with the known descriptions of haloes caused by
multifocal IOLs1 2 and predominance of ‘halo’ described
with the EyeVisPod. The Lentis Mplus MF30-segmented
multifocal IOL did not demonstrate the same appear-
ance; superiorly, the photopic scotoma region was

Figure 5 Monocular (top) and binocular (bottom) results of the Aston Halometer for each of the IOL groups. Right polar plot,

left box plots (n=15�3). Line within box is the median value, box marks extent of 1 standard deviation and error bars indicate

the 95% confidence interval.
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similar to the monofocal IOL; however, in the inferior
portion of the visual field (around 270�), there was a
greater amount of scotoma similar to the levels exhib-
ited by the Tecnis ZM900 multifocal IOL; this can be
explained by the implanted location of the reading
portion of the lens. In all subjects, the Lentis Mplus
MF30 IOL was implanted with the reading portion infe-
riorly, resulting in the defocused rays from the second
focal point falling on the superior portion of the retina,
responsible for the inferior visual field. As well as in the
270� position, the levels of photopic scotoma with the
Lentis Mplus MF30 was greater in the 180� and 225�

positions binocularly and in the 225� position monocu-
larly. This may suggest that not all of the lenses were
placed accurately with the reading segment in the infe-
rior portion of the lens or rotated from this position and
may explain an increased SD in the inferior regions.
The subjective categorisation of dysphotopsia

supports the halometry results; approximately 73% of
the patients implanted with Tecnis ZM900 multifocal
IOL associated their dysphotopsia with either the small
or large halo images, whereas only 13% of the Lentis
Mplus MF30 segmented multifocal IOL group associ-
ated their vision with the halo illustration, with 53% of
this group reporting either the starburst or decoupling
image. The decoupling image is of interest as it depicts
a ghost image inferiorly to the light sources on screen.
Subjective dysphotopsia ratings were able to differen-
tiate the Tecnis ZM900 from the Lentis Mplus MF30
multifocal IOLs, but not the Lentis Mplus MF30-
segmented multifocal IOL from the group implanted
with Softec-1 monofocal IOL. There was no correlation
between the overall subjective scores and the straylight
and halometry results. These findings highlight the
issue with global ratings of temporally and spatially vari-
able symptoms, probably confounded by the variability
found with subjective rating scales and hence support
the need for an objective method of testing for quanti-
fying haloes and glare. Adaption and tolerance to
dysphotopsia are additional factors that need to be
considered and may further explain the disparity
between subjective and objective measures. For
example, type ‘A’ personality traits are regarded as a
risk factor for multifocal IOL implantation as this group
is widely regarded as intolerant to dysphotopsia.30

Standardised halometry may be useful in deter-
mining other risk factors for multifocal rejection.
Considering the efficacy of halometry and the potential
of multifocal IOLs to exacerbate symptoms of glare, a
standardised preoperative measure of halo size
compared with subjectively reported symptoms due to
cataract, might help to identify individuals who are
more likely to better tolerate dysphotopsia effects
potentially induced by multifocal IOLs. For example,
the larger the tolerance ratio of objective (halometry
measure halo size) divided by subjective (self-reported)
glare before cataract surgery, the less likely a patient

should be to complain about glare symptoms with an
implanted multifocal IOL after surgery.
The study did not randomise patients between the

IOLs, but each surgeon implanted a similar number of
each design, the patients had a similar age profile and
the comparison between methods to assess dysphotopsia
were assessed across all patients, so the findings of the
study should not have been compromised by this
methodology.
In conclusion, the Aston halometer is a repeatable

and sensitive method able to differentiate between
multifocal IOL dysphotopsia, unlike retinal straylight
assessment of veiling luminance over the whole
retina.28 The fully diffractive multifocal IOL demon-
strated a uniform increase in dysphotopsia in
comparison with the monofocal IOL as measured with
halometry, whereas the sectorial refractive multifocal
IOL demonstrates a localised increase in dysphotopsia
over the inferior visual field.
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