
Volume XVII, no. 6: November 2016 721 Western Journal of Emergency Medicine

oRiginAl ReseARch

Endotracheal Tube Cuff Pressures in Patients 
Intubated Prior to Helicopter EMS Transport

Joseph Tennyson, MD*
Tucker Ford-Webb, MD†

Stacy Weisberg, MD, MPH*
Donald LeBlanc, BSN, RN‡

Section Editor: Mark I. Langdorf, MD, MHPE
Submission history: Submitted April 17, 2016; Revision received July 11, 2016; Accepted August 2, 2016
Electronically published September 13, 2016
Full text available through open access at http://escholarship.org/uc/uciem_westjem
DOI: 10.5811/westjem.2016.8.30639

University of Massachusetts Medical School, Department of Emergency Medicine, 
Division of Emergency Medical Services, Worcester, Massachusetts 
Lahey Hospital & Medical Center, Emergency Department, Burlington, 
Massachusetts
UMass Memorial LifeFlight, Emergency Medical Services, Worcester, 
Massachusetts 

*

†

‡

Introduction: Endotracheal intubation is a common intervention in critical care patients undergoing 
helicopter emergency medical services (HEMS) transportation. Measurement of endotracheal tube (ETT) 
cuff pressures is not common practice in patients referred to our service. Animal studies have demonstrated 
an association between the pressure of the ETT cuff on the tracheal mucosa and decreased blood flow 
leading to mucosal ischemia and scarring. Cuff pressures greater than 30 cmH2O impede mucosal capillary 
blood flow. Multiple prior studies have recommended 30 cmH2O as the maximum safe cuff inflation pressure. 
This study sought to evaluate the inflation pressures in ETT cuffs of patients presenting to HEMS.

Methods: We enrolled a convenience sample of patients presenting to UMass Memorial LifeFlight who 
were intubated by the sending facility or emergency medical services (EMS) agency. Flight crews measured 
the ETT cuff pressures using a commercially available device. Those patients intubated by the flight crew 
were excluded from this analysis as the cuff was inflated with the manometer to a standardized pressure. 
Crews logged the results on a research form, and we analyzed the data using Microsoft Excel and an online 
statistical analysis tool.

Results: We analyzed data for 55 patients. There was a mean age of 57 years (range 18-90). The mean 
ETT cuff pressure was 70 (95% CI= [61-80]) cmH2O. The mean lies 40 cmH2O above the maximum 
accepted value of 30 cmH2O (p<0.0001). Eighty-four percent (84%) of patients encountered had pressures 
above the recommended maximum. The most frequently recorded pressure was >120 cmH2O, the maximum 
pressure on the analog gauge.

Conclusion: Patients presenting to HEMS after intubation by the referral agency (EMS or hospital) have 
ETT cuffs inflated to pressures that are, on average, more than double the recommended maximum. These 
patients are at risk for tracheal mucosal injury and scarring from decreased mucosal capillary blood flow. 
Hospital and EMS providers should use ETT cuff manometry to ensure that they inflate ETT cuffs to safe 
pressures. [West J Emerg Med. 2016;17(6)721-5.]

INTRODUCTION
Endotracheal intubation is a common intervention in critical 

care patients undergoing helicopter emergency medical services 
(HEMS) transportation. A standard adult endotracheal tube (ETT) 
is secured at its distal end in the trachea using an inflatable cuff. 
This cuff serves to minimize aspiration risk and provides a seal to 

allow for delivery of a positive pressure gradient. The pressure in 
an ETT cuff must be high enough to occlude the lumen of the 
trachea in order to serve these primary functions. 

Excess pressure, however, may increase the risk of damage 
to the tracheal mucosa.1-3 ETT cuff pressures (ETTCP) that 
exceed the capillary perfusion pressure of the mucosa upon 
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which the cuff is pressing may prevent the flow of blood 
through those capillaries and lead to mucosal ischemia.2,3 
Animal and human studies have demonstrated that ETTCP in 
excess of 30 cmH2O may cause decreased blood flow to the 
tracheal mucosa in as little as 25 minutes.1-3 While guidelines 
for inflation pressures exist, 4 available equipment to measure 
cuff pressure is not routinely used in all settings, and even 
experienced operators are prone to over-inflation.5-7

We hypothesized that in patients intubated by referral 
EMS agencies or referral hospitals, the initial cuff pressure 
measured by the HEMS crew would be within the accepted 
safe range.

Reduction in tracheal blood flow as a consequence of higher-
than-recommended ETTCP has been associated with ischemic 
lesions to the trachea.8 Identifying the frequency at which 
patients are presented for transfer with ETTCP higher-than-
recommended safe values will allow modification of practice.

METHODS
Study Design and Setting

We performed a prospective cohort study of patients 
intubated by referring agencies, both hospitals and EMS 
agencies, who presented for critical care transport by UMass 
Memorial Life Flight. The study was approved by the 
University of Massachusetts Medical School Institutional 
Review Board.

Selection of Participants
This study was performed at UMass Memorial Life 

Flight, a critical care transport service based in Worcester, 
MA, between 2013 and 2014. Patients who were intubated by 
referring agencies (hospitals or EMS agencies) and transported 
by helicopter were consecutively included in the study. We 
excluded patients if they were prisoners at the time of transfer, 
or if they had been intubated with non-cuffed ETTs. 

Methods and Measurements
In all patients intubated prior to initial LifeFlight contact, 

a baseline ETT cuff pressure reading was obtained at the 
time of initial assessment. If the pressure was in excess 
of 25mmH2O, it was lowered to that pressure. Pressure 
measurements, inflation, and deflation of the ETT cuffs were 
performed using the Posey Cufflator™ endotracheal tube 
inflator and manometer (Posey Company, 5635 Peck Road, 
Arcadia, California 91006-0020 USA), a commercially 
available device. The maximum measurement on this device is 
>120 cmH2O (see Figure 1).

Data Collection
Data were collected by critical care paramedics and nurses 

and entered at the time of measurement into a data collection 
form created for the purpose of the study. These data were 
then transcribed to a computer database for analysis.

Outcome Measures
The primary endpoint of the study was the ETTCP of 

ETTs placed by referral agencies.

Data Analysis
This study is an observational cohort of a series collected 

to analyze the change in pressure of ETT cuffs with altitudinal 
changes in flight. This paper represents a pre-planned 
subgroup analysis of the initial ETTCP of patients intubated 
prior to UMass Memorial Life Flight arrival. The original 
study was planned for 110 patients based on a pre-hoc power 
calculation. We analyzed the data analyzed at midpoint (55 
patients) and found them to be significant for this cohort. The 
data was entered into and analyzed using Microsoft Excel 
2013 (Microsoft Corporation, Redmond, WA) and a Web-
based statistical analysis tool for the one-sided T test. For 
the purposes of analysis of the data, we treated manometer 
readings at the maximum on this analog manometer (>120 cm 
H2O) as equal to 120 cmH2O.

RESULTS
At the time data analysis was begun, 60 records had 

been entered into the database. One record was excluded 
for incomplete data (missing the initial cuff pressure). We 

Figure 1. Posey Cufflator™ endotracheal tube inflator and 
manometer.
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excluded four additional records as the patients were not 
intubated prior to the Life Flight crew’s arrival and were 
intubated by the crew. The remaining 55 patients were 
analyzed (see Figure 2).

The table lists the characteristics of the analyzed cases. 
The mean age of patients was 57, ranging from 18 to 90. Male 
patients predominated by a small margin. More cases were 
related to medical conditions as opposed to traumatic 
conditions. The most common ETT size was 7.5 with sizes 
ranging from 6.0 to 8.5.

Initial ETTCP ranged from 15 cmH2O to >120 cm 
cmH2O. The mean pressure measurement was 70 cmH2O, 40 
cmH2O higher than the accepted maximum safe value of 30 
cmH2O (p<0.0001, 95% CI for the difference= [31-50]). The 
mode was >120cmH2O. Of the measurements, 8 (14.55%) 
were below the accepted maximum safe value of 30 cmH2O, 
47 (85.45%) above that value. Figure 3 shows the distribution 
of results.

DISCUSSION
The vast majority of endotracheal tubes transported by our 

Figure 2. Flow chart of study patient selection and 
reasons for exclusion from analysis.

critical care HEMS crew had a dangerous level of cuff 
over-inflation. Less than 15% of the measurements found 
pressures within acceptable ranges and the most common 
value was at the upper limit of the manometer’s range. 
Pressures such as this have been shown in animal studies to 
cause tissue ischemia to the tracheal mucosa.2,3 

Evidence for the harm of over-inflation of ETT cuffs is 
not limited to animal studies. A 1984 study by Seegobin found 
blanching of tracheal mucosa on tracheoscopy in patients 
whose ETTCP exceeded 40 cm H2O.1 This blanching suggests 
decreased blood flow and ischemia to those regions. A 2013 
paper by Touat et al used tracheoscopy on newly extubated 
patients to evaluate the degree of injury with a tracheal 
ischemia score. They found that ETTCP > 30 cm H2O was 
associated with an elevated tracheal ischemia score.8 This 
demonstrates that the issue persists despite the introduction of 
modern high-volume, low-pressure cuffs.

Less severe complications related to over-inflation of ETT 
cuffs include hoarseness, sore throat and hemoptysis.8 More 
severe complications include post-intubation stridor,9 tracheal 
stenosis10 and even reports of tracheal rupture.11,12 One study 
by Kastanos demonstrated a 10% rate of development of 
tracheal stenosis and that this demonstrated a statistically 
significant association with elevated ETTCP.10

The prevalence of over-inflated ETTCP has been reported 
several times and yet persists. The reports have covered clinical 
environments including the prehospital environment,6,7,13 the 
emergency department (ED),13 the peri-operative 
environment,14,15 and the intensive care unit (ICU).16,17 

Many clinicians rely on pilot-balloon estimation of cuff 
pressures. The inaccuracy of this technique has been 
demonstrated many times.9,14,18,19 One study evaluated the 

Characteristics Result
Age (years), mean (95% CI) 57 (51-62)

Minimum age 18
Maximum age 90

Gender, n (%)
Male 35 (64)
Female 20 (36)

Nature of case, n (%)
Trauma 10 (18)
Medical 45 (81)

ETT size
Mode 7.5
Minimum ETT size 6.0
Maximum ETT size 8.5

Table. Characteristics of subjects in study analyzing endotracheal 
tube (ETT) cuff pressures in patients arriving to the emergency 
department via helicopter emergency medical services.

CI, confidence interval
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accuracy of this method by certified nurse anesthetists and 
anesthesiologists as well as students. They found that fewer 
than one-third of the cuffs were inflated to an appropriate range. 
Further, they failed to demonstrate a difference in the accuracy 
of cuff inflation when stratified by provider experience.14

Techniques for using various-sized syringes as pressure-
relief valves have been published over the years.20,21 This 
technique is analogous to the pilot-balloon technique in that a 
syringe is left connected to the pilot balloon, allowing the air 
pressure in the cuff to move the syringe plunger when it is too 
high. While the early reports favored this technique, a more 
recent report has found it lacking.22

In this study each of the abnormal pressures was 
normalized prior to flight. Had the pressures not been 
normalized the risk of tracheal injury might have been even 
higher. Several papers have demonstrated that ETTCP is 
affected by altitude changes23 when patients are transported 
by aeromedical transport modes.24-27 This analysis of patients 
presenting for HEMS transport demonstrated that the majority 
began with pressure outside the safe range. Our data suggest 
uncorrected pressures could lead to severe worsening 
pressures as the patient is brought to altitude, increasing the 
risk of severe complications.

LIMITATIONS
This dataset is limited by possible confounding variables 

that were not collected by the data collection forms. It is 
possible that identification of whether the intubation was 
performed by hospital staff or field EMS personnel may have 
identified a tendency toward over-inflation by one of those 
groups. Additionally, for those cases intubated in a hospital 
setting, delineating whether they were done in the ED, ICU, or 
operating room, may have also allowed for more stratification 
of the data. Finally, the question of who specifically inflated 
the cuff, be they physician, nurse, or respiratory therapist, may 
also have elucidated some associations that could potentially 
have suggested further research.

The fact that these data were collected from a single 
HEMS system may tend to limit the degree to which they can 
be generalized. Possibly offsetting this limitation is the fact 
that the subjects included in the study originated from multiple 
EMS systems and multiple referral hospitals across a five-state 
area, providing a greater cross-section than may be inferred 
from the single HEMS service.

CONCLUSION
In conclusion, we present additional evidence that current 

standard practice in EMS agencies and referral hospitals in 
our HEMS system leads to frequently elevated ETTCP. These 
pressures place the patient at risk for complications from 
the ETT. Clinicians should move to routine measurement of 
ETTCP in all intubated patients.

Figure 3. Distribution of initial endotracheal tube cuff pressures.



Volume XVII, no. 6: November 2016 725 Western Journal of Emergency Medicine

Tennyson et al. Endotracheal Tube Cuff Pressures Intubated Prior to Helicopter Transport

Address for Correspondence: Joseph Tennyson, MD, University 
of Massachusetts Medical School, Department of Emergency 
Medicine, 55 Lake Ave North, Worcester, MA 01655. Email: 
joseph.tennyson@umassmemorial.org.

Conflicts of Interest: By the WestJEM article submission agreement, 
all authors are required to disclose all affiliations, funding sources 
and financial or management relationships that could be perceived 
as potential sources of bias. None of the authors have any financial 
interest in the Posey Cufflator used in this study.

Copyright: © 2016 Tennyson et al. This is an open access article 
distributed in accordance with the terms of the Creative Commons 
Attribution (CC BY 4.0) License. See: http://creativecommons.org/
licenses/by/4.0/

REFERENCES
1. Seegobin RD and van Hasselt GL. Endotracheal cuff pressure and 

tracheal mucosal blood flow: Endoscopic study of effects of four large 
volume cuffs. BMJ. 1984;288(6422):965-8.

2. Bunegin L, Albin MS, Smith RB. Canine tracheal blood flow 
after endotracheal tube cuff inflation during normotension and 
hypotension. Anesth Analg. 1993;76(5):1083-90.

3. Nordin U, Lindholm CE, Wolgast M. Blood flow in the rabbit tracheal 
mucosa under normal conditions and under the influence of tracheal 
intubation. Acta Anaesthesiol Scand. 1977;21(2):81-94.

4. Lewis FR, Jr., Schiobohm RM, Thomas AN. Prevention of 
complications from prolonged tracheal intubation. Am J 
Surg.1978;135(3):452-7.

5. Galinski M, Treoux V, Garrigue B, et al. Intracuff pressures of 
endotracheal tubes in the management of airway emergencies: The 
need for pressure monitoring. Ann Emerg Med. 2006;47(6):545-7.

6. Tollefsen WW, Chapman J, Frakes M, et al. Endotracheal tube 
cuff pressures in pediatric patients intubated before aeromedical 
transport. Pediatr Emerg Care. 2010;26(5):361-3 310.1097/
PEC.1090b1013e3181db1224d.

7. Chapman J, Pallin D, Ferrara L, et al. Endotracheal tube cuff 
pressures in patients intubated before transport. Am J Emerg Med. 
2009;27(8):980-2.

8. Touat L, Fournier C, Ramon P, et al. Intubation-related tracheal 
ischemic lesions: Incidence, risk factors, and outcome. Intensive 
Care Med. 2013;39(4):575-82.

9. Jaber S, Chanques G, Matecki S, et al. Post-extubation stridor in 
intensive care unit patients. Intensive Care Med.29(1):69-74.

10. Kastanos NM, Miro REM, Perez AMM, et al. Laryngotracheal 
injury due to endotracheal intubation: Incidence, evolution, and 

predisposing factors. A prospective long-term study. Crit Care Med. 
1983;11(5):362-37.

11. Fan C-M, Ko PC-I, Tsai K-C, et al. Tracheal rupture complicating 
emergent endotracheal intubation. Am J Emerg Med. 2004;22(4):289-
93.

12. Harris R and Joseph A. Acute tracheal rupture related to endotracheal 
intubation: Case report. J Emerg Med. 2000;18(1):35-9.

13. Svenson JE, Lindsay MB, O’Connor JE. Endotracheal intracuff 
pressures in the ed and prehospital setting: Is there a problem? Am J 
Emerg Med. 2007;25(1):53-6.

14. Stewart SL, Secrest JA, Norwood BR, et al. A comparison of 
endotracheal tube cuff pressures using estimation techniques and direct 
intracuff measurement. AANA J. 2003;71(6):443-7.

15. Braz JR, Navarro LH, Takata IH, et al. Endotracheal tube cuff pressure: 
Need for precise measurement. Sao Paulo Med J. 1999;117(6):243-7.

16. Vyas D, Inweregbu K, Pittard A. Measurement of tracheal tube cuff 
pressure in critical care. Anaesthesia. 2002;57(3):275-7.

17. Jaber S, Kamel M, Chanques G, et al. Endotracheal tube cuff pressure 
in intensive care unit: The need for pressure monitoring. Intensive Care 
Med. 2007;33(5):917-8.

18. Parwani V, Hoffman RJ, Russell A, et al. Practicing paramedics cannot 
generate or estimate safe endotracheal tube cuff pressure using 
standard techniques. Prehosp Emerg Care. 2007;11(3):307-11.

19. Fernandez R, Blanch L, Mancebo J, et al. Endotracheal tube cuff 
pressure assessment: Pitfalls of finger estimation and need for objective 
measurement. Crit Care Med. 1990;18(12):1423-6.

20. Stanley TH, Foote JL, Liu WS. A simple pressure-relief valve to prevent 
increases in endotracheal tube cuff pressure and volume in intubated 
patients. Anesthesiology. 1975;43(4):478-81.

21. Somri M, Fradis M, Malatskey S, et al. Simple on-line endotracheal cuff 
pressure relief valve. Ann Otol Rhinol Laryngol. 2002;111(2):190-2.

22. Annoni R and Pires-Neto RC. Ineffectiveness of using the pressure 
relief valve technique during cuff inflation. Rev Bras Ter Intensiva. 
2014;26(4):367-72.

23. Henning J, Sharley P, Young R. Pressures within air-filled tracheal cuffs 
at altitude – an in vivo study. Anaesthesia. 2004;59(3):252-4.

24. Bassi M, Zuercher M, Erne J-J, et al. Endotracheal tube intracuff 
pressure during helicopter transport. Ann Emerg Med. 2010;56(2):89-93.
e81.

25. Kaye P. Effects of altitude on endotracheal tube cuff pressures. Emerg 
Med J. 2007;24(8):605.

26. Mann C, Parkinson N, Bleetman A. Endotracheal tube and laryngeal 
mask airway cuff volume changes with altitude: A rule of thumb for 
aeromedical transport. Emerg Med J. 2007;24(3):165-7.

27. Brendt P, Schnekenburger M, Paxton K, et al. Endotracheal tube cuff 
pressure before, during, and after fixed-wing air medical retrieval. 
Prehosp Emerg Care. 2013;17(2):177-80.




