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Percutaneous coronary intervention, which is safe, effective, and timely, has become an

important treatment for coronary artery diseases and has been widely used in clinical

practice. However, there are still some problems that urgently need to be solved.

Permanent vessel caging through metallic implants not only prevents the process of

positive vessel remodeling and the restoration of vascular physiology but also makes the

future revascularization of target vessels more difficult. Bioresorbable scaffolds (BRSs)

have been developed as a potential solution to avoid the above adverse reactions

caused by permanent metallic devices. BRSs provide temporary support to the vessel

wall in the short term and then gradually degrade over time to restore the natural state

of coronary arteries. Nonetheless, long-term follow-up of large-scale trials has drawn

considerable attention to the safety of BRSs, and the significantly increased risk of late

scaffold thrombosis (ScT) limits its clinical application. In this review, we summarize the

current status and clinical experiences of BRSs to understand the application prospects

and limitations of these devices. In addition, we focus on ScT after implantation, as it is

currently the primary drawback of BRS. We also analyze the causes of ScT and discuss

improvements required to overcome this serious drawback and to move the field forward.

Keywords: bioresorbable scaffolds, percutaneous coronary intervention, absorb bioresorbable vascular scaffold,

scaffold thrombosis, intravascular imaging

INTRODUCTION

Over the past four decades, percutaneous coronary intervention (PCI), as a landmark breakthrough
in cardiology, has revolutionized the treatment of coronary artery disease. To improve the
prognosis of patients with coronary heart disease, new instruments in the field of coronary
intervention are constantly being developed and improved. The incidence of restenosis is as high
as 20–50% after treatment with percutaneous transluminal coronary angioplasty (PTCA) and
bare metal stents (BMSs). By carrying antiproliferative drugs, drug-eluting stents (DES) reduce
the restenosis rate to 5% (1), but to date, problems such as delayed endothelialization and local
inflammatory reaction remain and may lead to neoatherosclerosis and late stent thrombosis (ST).
With the rise of the concept of “vascular restoration” for coronary heart disease intervention,
bioresorbable scaffolds (BRSs) have emerged. In an ideal state, BRSs can provide temporary
mechanical support to the vessel wall and ensure revascularization at an early stage, avoiding
vessel collapse and negative reconstruction. The subsequent degradation and complete resorption
of scaffolds can leave only the native vessel to preserve the physiological integrity, which not
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only avoids the permanent residue of metallic struts but also
enables coronary adaptive positive remodeling and normal
reactive vasomotion. In this review, we summarize the current
trial outcomes and clinical evidence for BRSs and discuss the
factors that may be associated with the increased risk of scaffold
thrombosis (ScT), including patient and lesion characteristics,
the premature design of BRSs, the poor application of optimal
implantation technique and intravascular imaging, and the
disruption of dual antiplatelet therapy (DAPT). We hope to
reduce the risk of adverse events and improve the long-term
prognosis of patients by optimizing these aspects.

CURRENT STATUS OF BRSs

Compared with DES, the most prominent feature of BRSs
is bioresorbability. Therefore, the core requirement of BRS
manufacturing is that absorbable materials have both high
biocompatibility and excellent flexibility as well as mechanical
properties, which can avoid scaffold fractures during stent
implantation and allow minor elastic shrinkage in later stages
at the same time. Importantly, the process of degradation in
BRSs needs to be consistent with the healing cycle of coronary
artery lesions. Thus, a BRS needs to provide effective support
to the vascular wall for at least 6 months after implantation (2).
Driven by the above demands, bioabsorbable polymers or metals
have become two major trends in the selection of BRS materials.
Table 1 summarizes the principal characteristics of the currently
available and upcoming BRSs.

Bioabsorbable Polymer Scaffolds
The backbone of biodegradable polymer scaffolds is mainly
composed of poly-l-lactide (PLLA)monopolymer. PLLA is a kind
of semicrystalline polymer that usually requires 2–3 years to be
almost completely resorbed in vivo. Through the tricarboxylic
acid cycle, PLLA is ultimately degraded into water and carbon
dioxide, leading to the complete bioresorption of the implanted
materials. However, compared with traditional stent materials,
such as steel or cobalt-chromium (CoCr), PLLA has poorer
mechanical properties such as stiffness and ductility, especially
the elastic modulus closely related to radial strength, which is 66
times lower than that of CoCr (3). To have a similar capacity
to metallic stents to support the vessel, scaffolds prepared from
PLLA tend to have thicker scaffolds to compensate for the
reduced tensile and radial strength. At present, international
companies and scientific research institutions have developed
a variety of biodegradable polymer scaffolds, such as Absorb,
DESolve, and Fantom.

Abbreviations: BMSs, Bare metal stents; BRSs, Bioresorbable scaffolds; CoCr,

Cobalt-chromium; CoCr-EES, Cobalt-chromium everolimus-eluting stent; DAPT,

Dual antiplatelet therapy; DES, Drug-eluting stents; ESC, European Society of

Cardiology; IBS, Iron bioresorbable scaffold; IVUS, Intravascular ultrasonography;

MACE, Major adverse cardiac effects; MI, Myocardial infarction; OCT, Optical

coherence tomography; PCI, Percutaneous coronary intervention; PDLLA,

Poly-d, l-lactide; PLGA, Poly-lactic-co-glycolic acid; PLLA, Poly-l-lactide; PTCA,

Percutaneous transluminal coronary angioplasty; QCA, Quantitative coronary

angiography; ScT, Scaffold thrombosis; ST, Stent thrombosis; TLF, Target lesion

failure; TLR, Target lesion revascularization; VLScT, Very late scaffold thrombosis.

Absorb BVS
TheAbsorb Bioresorbable Vascular Scaffold (Absorb BVS; Abbott
Vascular) is the first drug-eluting BRS that received a CEmarking
for clinical use. Absorb BVS is composed of a PLLA-derived
polymer backbone with 157µm strut thickness, coated with a
layer of a completely absorbable and release rate-controllable
mixture (containing poly-d, l-lactide (PDLLA) and everolimus).
The antiproliferation drug is 80% released at 30 days, and the
polymer is almost completely resorbed by 2 years. An overview
of the clinical trials with Absorb BVS is presented in Table 2.

The ABSORB I trial is the first-in-human study to assess
the safety and efficacy of Absorb BVS at 5 years of follow-
up. Scaffold thrombosis was not observed in any patient, and
the occurrence of major adverse cardiac effects (MACE) was
3.4 and 11% in cohorts A and B, respectively (4, 5). Optical
coherence tomography (OCT) investigation showed that the
formation of a neointima layer resembled a thick fibrous cap
during the vascular healing process, which perhaps suggested
that Absorb BVS may contribute to the formation of stable
endothelium (6). At the same time, a study included a subset
of patients from the ABSORB Cohort A and B trials aiming to
assess endothelial-dependent or independent artery vasomotion
at 12 and 24 months. The vasodilatory response to acetylcholine
was quantitatively associated with a reduction in polymeric
strut echogenicity over time and a small number of necrotic
core areas, which indicated the feasibility of restoring artery
vasomotion as the BRS degrades (7). These findings demonstrate
that the advantages of Absorb BVS are that they can preserve the
normal integrity and physiology of the treated segment, which is
impossible to observe after metallic DES implantation.

However, with the accumulation of clinical evidence, a series
of studies suggest that the rates of target lesion failure (TLF, a
composite of cardiac death, myocardial infarction, and target
lesion revascularization) and ScT with the Absorb BVS are
significantly higher than those with the DES. A large-scale
meta-analysis of seven randomized ABSORB trials including
5,583 patients assigned to receive treatment with an Absorb
BVS (n= 3,261) or a cobalt-chromium everolimus-eluting stent
(CoCr-EES) (n = 2,322) showed that the relative risks of the
device-oriented composite endpoint and thrombosis at 2 years
with the Absorb BVS were higher than those with the CoCr-
EES (9.4% vs. 7.4%, p = 0.0059, 2.3% vs. 0.7%, p < 0.0001,
respectively). Furthermore, higher rates of target vessel-related
myocardial infarction (MI) (5.8% vs. 3.2%, p = 0.0003) and
ischemia-driven target lesion revascularization (TLR) (5.3% vs.
3.9%, p = 0.0090) were reported in the Absorb BVS groups,
with similar levels of cardiac mortality in both groups (8).
An individual-patient-data pooled meta-analysis, in which 2,164
patients received Absorb BVS and 1,225 received CoCr-EES,
reported similar results. Compared with the CoCr-EES, the
Absorb BVSwas associated with significantly higher incidences of
TLF (11.7% vs. 8.1%, p = 0.006) and thrombosis (2.4% vs. 0.6%,
p = 0.001) during 3 years of follow-up. Moreover, the risks of
TLF and thrombosis between 1 and 3 years were higher with the
Absorb BVS as well (6.1% vs. 3.9%, p= 0.02, and 1.1% vs. 0.0%, p
< 0.0001, respectively) (9).

One recently reported trend is that the end of the period
of excess risk is consistent with the time point of complete
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TABLE 1 | Features of current and upcoming BRSs.

Device Manufacturer CE mark

(year)

Backbone Coating Strut

Thickness

(µm)

Antiproliferative

drug

Drug dose Resorption

time

(months)

Biodegradable

polymer

scaffold

Absorb BVS Abbott vascular 2012 PLLA PDLLA 157 Everolimus 100 µg/mm2 24–48

DESolve Nx Elixir medical 2014 PLLA Polylactide

based polymer

150 Novolimus 5 µg/mm 24

DESolve Cx Elixir medical 2017 PLLA Polylactide

based polymer

120 Novolimus 5 µg/mm 24

Fantom REVA medical 2017 PTD-PC PTD-PC 125 Sirolimus 115 µg

(3.0×18mm)

36

ART 18AZ Arterial remodeling

technology

2015 PDLLA N/A 170 None None 6

Mirage Manli cardiology PLLA fibers PLLA 125 Sirolimus N/A 14

FAST Boston scientific PLLA N/A ≤99 Everolimus N/A 12–24

MeRes-100 Meril life science PLLA PDLLA 100 Sirolimus 1.25

µg/mm2

24

FORTITUDE Amaranth medical PLLA PDLLA 150 Sirolimus 96 mg/cm2 12–24

APTITUDE Amaranth medical PLLA PDLLA 120 Sirolimus 96 mg/cm2
>36

MAGNITUDE Amaranth medical PLLA PDLLA 98 Sirolimus 96 mg/cm2 24–36

Xinsorb HuaAn

biotechnology

PLLA PDLLA 160 Sirolimus 12 µg/mm 24–36

Firesorb MicroPort medical PLLA PDLLA 100-125 Sirolimus 4 µg/mm 36

NeoVas Lepu medical PLLA PDLLA 170 Sirolimus 15.3 µg/mm 36

IDEAL

biostent

Xenogenics PAE salicylic

acid

Adipic acid 200 Sirolimus N/A 6–9

Bioabsorbable

metal

scaffold

DREAMS 1G Biotronik 2015 Magnesium

alloy

PLGA 125 Paclitaxel 7.4 µg/cm2 9–12

Magmaris

(DREAMS

2G)

Biotronik 2016 Magnesium

alloy

PLLA 150 Sirolimus 140 mg/cm2 9–12

IBS Life tech scientific Iron alloy PDLLA 70 Sirolimus 235 µg/cm2 12–24

BVS, bioresorbable vascular scaffold; IBS, iron bioresorbable scaffold; N/A, not available; PDLLA, poly-d,l-lactide; PLLA, poly-l-lactide; PTD-PC=desaminotyrosine polycarbonate;

PLGA, poly-lactic-co-glycolic acid.

resorption of Absorb BVS within∼3 years, and there seems to be
no sign of an excess of all patient- and device-oriented endpoints
for the Absorb BVS over the CoCr-EES between 3 and 5 years.
In the ABSORB III trial, though the cumulative incidence of TLF
through 5 years remained numerically increased with the Absorb
BVS compared with the CoCr-EES (23.2% vs. 19.9, p = 0.07)
due to the higher rates of adverse events in the first 3 years, a
substantial reduction in the relative hazards of the Absorb BVS
for TLF (hazard ratio [HR] 0.83 vs. 1.35, p = 0.052) and ScT
(HR 0.26 vs. 3.23, p= 0.056) was reported between 3 and 5 years
after implantation (10). Similarly, 5 year clinical outcomes from
the ABSORB Japan trial indicated no significant differences in
any patient- and device-oriented adverse outcome between the
Absorb BVS and CoCr-EES throughout the 5 years or between
3 and 5 years following resorption of the scaffold (11). A pooled
meta-analysis including four trials of Absorb BVS vs. CoCr-EES
with 3,384 patients showed that the increased risks of TLF and
device thrombosis between 3 and 5 years post-procedure were
markedly lower than those in the first 3 years (4.3% vs. 4.5%,
HR 0.92, 95% confidence interval [CI] 0.64 to 1.31, and 0.1% vs.
0.3%, HR 0.44, 95%CI 0.07 to 2.70, respectively). Splinemodeling

showed that the relative hazard gradually decreased over time
after the peak point for the Absorb BVS risk at 2 years after
implantation, and the Absorb BVS performed comparably to the
CoCr DES with regard to adverse events between 3 and 5 years
(12). These longer-term data have rekindled our expectation for
the Absorb BVS. By improving stent design and deployment
techniques, we may be able to reduce the risk at an early stage
and improve the long-term value proposition of the Absorb BVS.

DESolve
The DESolve (Elixir Medical) is a PLLA-derived polymeric
scaffold with a strut thickness of 150µm and novolimus coating
at a concentration of 5µg/mm. The polymer reabsorption time is
approximately 24months, and the loss of initial molecular weight
is more than 95% in the first 12 months. The main characteristic
of this device is that, unlike the Absorb BVS, it has great
ductility and self-expansion properties. High flexibility provides
tolerance to excessive stretching without risk of scaffold fractures.
The unique self-expansion property can help recover the post-
deployment diameter and avoid the occurrence of malapposition.

Frontiers in Cardiovascular Medicine | www.frontiersin.org 3 November 2020 | Volume 7 | Article 589571

https://www.frontiersin.org/journals/cardiovascular-medicine
https://www.frontiersin.org
https://www.frontiersin.org/journals/cardiovascular-medicine#articles


Peng et al. Bioresorbable Scaffolds

TABLE 2 | Clinical trials with Absorb BVS.

Study

(Identifiers)

Aim Start

date

Follow-up

(BVS, n)

Death

(%)

Cardiac

death

(%)

MI (%) ID-TLR

(%)

TLF

(%)

D/P ST

(%)

ABSORB cohort

A

(NCT00300131)

The First in Man clinical study to evaluate

the feasibility and safety of Absorb BVS

in patients with single de novo native

coronary artery lesions

Mar

2006

5

years (29)

6.9 0 3.4 0 3.4 0

ABSORB Cohort

B

(NCT00856856)

To evaluate the safety and performance

of the Absorb BVS in patients with a

maximum of two de novo native

coronary artery lesions located in two

different major epicardial vessels.

Mar

2009

5 year

s (100)

3.0 0 3.0 8.0 14.0 0

ABSORB extend

(NCT01023789)

To evaluate performance of the Absorb

BVS in a lesion subset representative of

daily clinical practice, including calcified

lesions, total occlusions, long lesions,

and small vessels.

Jan 2010 3 years

(812)

N/A 2.1 4.0 3.1 9.2 2.2

ABSORB II

(NCT01425281)

To compare the safety, efficacy and

performance of Absorb BVS Against

XIENCE EES in patients with de novo

native coronary artery lesions

Nov

2011

3 years

(335)

2.5 0.9 8.3 6.2 10.5 2.8

ASSURE

(NCT01583608)

To evaluate the safety, performance and

efficacy of the Absorb BVS in patients

with de novo native coronary artery

lesions in a real-world setting.

Apr 2012 1 year (183) 1.1 0.5 1.7 N/A 5.0 0

EVERBIO II

(NCT01711931)

To compare the efficacy and safety of

everolimus- and biolimus-bluting stents

with Absorb BVS.

Oct 2012 2 years

(78)

2.6 1.3 5.1 14.1 20.5 1.2

ABSORB III

(NCT01751906)

To evaluate the safety and effectiveness

of the Absorb BVS System compared to

the XIENCE EES

Dec

2012

5 years

(1,322)

7.0 2.7 12.7 9.5 17.5 2.5

PRAGUE-19

(ISRCTN43696201)

To evaluate the safety and effectiveness

of the Absorb BVS in patients with

STEMI.

Dec

2012

5 years

(79)

6.3 3.8 2.5 3.8 12.6 2.5

ABSORB Japan

(NCT01844284)

To evaluate the safety and effectiveness

of Absorb BVS in Japanese population

with de novo native coronary artery

lesions compared with XIENCE EES

Apr 2013 5 years

(254)

11.8 7.9 7.5 8.3 11.0 3.8

ABSORB China

(NCT01923740)

To evaluate the safety and efficacy of the

Absorb BVS compared to the XIENCE

EES in patients with up to two de novo

native coronary artery lesions in separate

epicardial vessels.

Jul 2013 3 years

(236)

0.8 0.4 3.4 4.2 6.8 0.9

AIDA

(NCT01858077)

To evaluate the efficacy and performance

of Absorb BVS versus XIENCE EES in an

all-comers contemporary population

with coronary lesions.

Aug

2013

2 years

(924)

3.5 2.0 7.1 3.0 10.3 3.5

ISAR- ABSORB

MI

(NCT01942070)

To evaluate the clinical performance of

Absorb BVS versus EES in patients

undergoing PCI in the setting of acute

MI.

Sep

2013

1 years

(173)

3.5 2.3 1.8 4.8 7.0 1.8

GABI-R

(NCT02066623)

To evaluate the safety and performance

of the ABSORB BVS in patients with

coronary artery stenosis

Nov

2013

2 years

(2,709)

2.9 0.8 5.0 N/A 6.7 2.8

TROFI II

(NCT01986803)

To assess the neointimal healing score of

Absorb BVS versus XIENCE EES in

patients with STEMI.

Jan 2014 3 years

(95)

2.1 2.1 3.2 3.2 5.3 2.1

ABSORB IV

(NCT02173379)

To continue evaluate the safety and

effectiveness as well as the potential

short and long-term benefits of Absorb

BVS compared to XIENCE EES

July

2014

1 year

(1,296)

1.2 0.8 6.2 2.9 7.6 0.7

BVS, bioresorbable vascular scaffold; D/P ST, definite or probable stent thrombosis; EES, everolimus eluting coronary stent; ID-TLR, ischemia driven-target-lesion revascularization; MI,

myocardial infarction; N/A, not available; STEMI, ST-elevation myocardial infarction; TLF, target lesion failure.
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The DESolve First-in-Man trial, which was a prospective
multicenter study enrolling 16 patients with de novo lesions,
demonstrated the feasibility and efficacy of the device. No scaffold
thrombosis or device oriented major adverse cardiac events
(MACE, including cardiac death, target vessel MI, and clinically
indicated TLR) occurred for 12 months. The results of the 6
month follow-up showed low in-scaffold late lumen loss (0.19
± 0.19mm by quantitative coronary angiography; QCA) and
uniform, thin neointimal coverage (0.12 ± 0.04mm by OCT),
with no scaffold recoil or late malapposition (13). In 2016, data
were presented from a prospective, multicenter, non-randomized
DESolve Nx trial, which enrolled 126 eligible patients. The rates
of MACE and TLR were 7.4% (n = 9) and 4.1% (n = 5) at 24
months, respectively, including a probable thrombosis within the
first month index procedure. QCA evaluation demonstrated that
in-scaffold late lumen loss (0.20 ± 0.32mm) was comparable
to currently available stents, and intravascular ultrasonography
(IVUS) analysis showed an added benefit for vessel (4.04±0.54
vs. 4.16 ± 0.52, p = 0.002), lumen (2.74 ± 0.27 vs. 2.86 ± 0.31,
p = 0.001) and scaffold (2.75 ± 0.27 vs. 2.94 ± 0.32, p < 0.001)
dimension enlargement between the post-procedure time and 6
months after implantation, which were earlier than other PLLA-
based scaffolds (14). A post marketing clinical study indicated
that the cumulative 12 month rates of device-oriented composite
endpoints, TLR and ScT were 3.0% (n = 3), 3.0% (n = 3), and
1.0% (n= 1), respectively (15). A study retrospectively compared
the performance of the DESolve vs. Absorb BVS, which included
63 Absorb BVS treatments in 35 patients and 50 well-matched
DESolve treatments in 37 patients. In the DESolve group, there
were larger maximal and minimal scaffold diameters and lower
residual in-scaffold area stenosis, with no significant difference
in mean and minimal lumen area. Moreover, compared with
Absorb BVS, DESolve was more uncommon because of its
unique expansion properties (16). Currently, DESolve Cx, a
newer version of the DESolve, has a strut thickness of 120µm,
a length of 14–28mm and a diameter of 2.5–4.0mm. The first-
in-man registry is being evaluated for the safety and effectiveness
of DESolve Cx among ∼150 patients (17). Of note, there are no
clinical trials to compare to the safety profile of DES to date, and
a definitive answer on the safety and effectiveness of DESolve
cannot be derived.

Fantom
The Fantom (Reva Medical) bioresorbable, sirolimus-eluting
scaffold is prepared from a desaminotyrosine polycarbonate-
based backbone, with a strut thickness of 125µm. The Fantom
scaffolds have an excellent radial strength and the capacity to
achieve a single-step continuous inflation. In addition, due to the
presence of iodinated tyrosine analog polymer, the characteristic
of radiopacity enables the device to deploy more expediently
and precisely throughout the whole implantation process, and
non-invasive radiologic evaluation of scaffold degradation can be
performed in vivo. The polymer is fully resorbed by 36 months,
with <20% of the molecular mass remaining after the first 12
months. Strut tissue coverage was almost complete (98.1%) as
early as 6 months after stent implantation.

The multicenter FANTOM II study evaluated 240 patients
implanted with the Fantom scaffolds, and the 6 month clinical
outcome showed no deaths, one ScT (0.9%), two MIs (1.7%)
and two clinically driven TLRs (1.7%); one patient had both
an MI and TLR. The risk of MACE within 6 months occurred
in 2.6% of patients; by contrast, other CE-marked BRSs have
higher MACE risks, ranging from 3.0 to 5.0% (18). OCT analysis
revealed a favorable healing pattern of the Fantom scaffolds at 6
and 9months, during which the mean andminimal scaffold areas
maintained stability and acute malapposition was effectively
resolved, with no late vessel wall detachment (19).

Bioabsorbable Metal Scaffolds
Compared with bioabsorbable polymer scaffolds, bioabsorbable
metal scaffolds have higher radial strength and collapse pressure,
reduced shortening, and negligible early elastic recoil (<8%).
There are two main types of metal materials frequently used for
scaffolds at present, including magnesium alloy and iron alloy.

Bioabsorbable Magnesium-Based Scaffolds
Magnesium has good mechanical properties and can provide a
strength-to-weight ratio that is comparable to that of stainless
steel, and another virtue of magnesium-based scaffolds is the
substantial resistance to platelet adhesion and aggregation owing
to its electrochemical properties (20).

AMS-1 (Biotronik) is the first generation of bioabsorbable
magnesium-based scaffolds, with a strut thickness of 165µm
but no layer of antiproliferative drug elution. Although AMS-
1 has great mechanical properties and histocompatibility, the
results of the PROGRESS-AMS study are unsatisfactory. Owing
to the rapid degradation of metal scaffolds, the radial strength
was insufficient to support coronary lesions at an early stage, and
neointima hyperplasia and negative vascular remodeling were
also observed. At 12 months of follow-up, the incidences of
restenosis and ischemia-driven TLR were as high as 47.5 and
45%, respectively (21).

For this reason, DREAMS 1G (Biotronik), which has a slow
degradation rate, was developed and coated with a mixture
of poly-lactic-co-glycolic acid (PLGA) and paclitaxel. The
first-in-man, prospective, multicenter BIOSOLVE-I trial, which
evaluated the long-term performance of DREAMS 1G in 46
patients, reported the occurrence of three TLFs but no cardiac
death or ScT at 3 years. In-scaffold late lumen loss assessed by
QCA improved from 0.51 ± 0.46mm (median 0.28mm) at 12
months to 0.32 ± 0.32mm (median 0.20mm) at a median of 28
months after implantation (22).

The current-generation Magmaris scaffold (formerly known
as DREAMS 2G, Biotronik) has radiopaque markers at both
ends, which are made from permanent tantalum, to allow
visualization of the scaffold throughout implantation. The
scaffold is coated with PLLA polymer instead of PLGA polymer,
and the antiproliferative drug was converted from paclitaxel
to sirolimus at a dose of 140 µg/cm2, resulting in better
endothelialization and a reduced inflammatory response. In the
BIOSOLVE-II trial, a total of 123 patients with de novo coronary
artery lesions were enrolled. The 3 year follow-up with Magmaris
showed a low TLF rate of 6.8% (n = 8; including 2 cardiac
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deaths, 1 target vessel MI, 2 clinically driven TLRs) and no
occurrences of probable or definite thrombosis. Under serial
angiographic assessment, in-segment late lumen loss (LLL) and
diameter stenosis had a slight increase from 12 to 36 months
(0.11 ± 0.28mm, p = 0.060, and 3.8 ± 10.1%, p = 0.072,
respectively) (23). The prospective, observational BIOSOLVE-IV
trial is ongoing and is estimated to enroll 2,054 patients with
follow-up for 5 years. Twelve month clinical outcomes of the
first 400 patients showed that TLF occurred in 17 patients (4.3%),
who needed clinically driven TLR exclusively and in whom the
incidence of MI was 0.8% (n = 3). One definite ScT (0.3%) was
observed on postprocedure day 10 owing to a 5 day interruption
of DAPT treatment (24). However, DREAM BRS is not ready
for clinical use because the safety and effectiveness of this device
has not been evaluated in large-scale prospective randomized
trials, and the obtainable data are insufficient in the real world
at present.

Bioabsorbable Iron-Based Scaffolds
Among all BRSs, the iron bioresorbable scaffold (IBS; Lifetech
Scientific) has the thinnest scaffold thickness at 53µm, and it
offers similar support to the other metallic scaffolds. Preclinical
results suggest no significant difference between the IBS and
the CoCr-EES in area stenosis and intimal thickness at 28,
90, and 180 days. No ScT was observed within 180 days after
implantation. Tissue coverage of the IBS was more complete
compared with that of the CoCr-EES at the 14 day follow-
up (25). Interestingly, the IBS shows good device performance
comparable to a current mainstream DES. However, the slow
degradation of the IBS scaffold in vivo is a considerable
drawback. Only 2.0±1.8% mass loss occurred at 3 months after
implantation, and it took 13 months for full resorption of the IBS
scaffold in the rabbit abdominal aorta (26). The time to complete
degradation was up to 53 months after IBS implantation in a pig
model, in which the corrosion products derived from this device
were removed by macrophages (27). Notably, there is no animal
model that can completely replicate the complex environment of
human lesion vessels with an implantation, and the reabsorption
time of the IBS scaffold in human atherosclerotic vessels is
not clear; it may even be longer than that in healthy animal
models. Therefore, further improvement is needed to optimize
the degradation time and develop the IBS into a promising
treatment for patients with coronary artery disease.

The Newer BRS: Development and Testing
New-generation BRSs may obtain better outcomes and
development due to the attractive and promising concept that
indicates vessels implanted with BRSs will recover to their
natural state. To overcome the pre-BRS shortcomings and obtain
widespread application, new-generation BRSs use materials
that are absorbable and exhibit stronger mechanical properties
with the aim of providing thinner struts and smaller crossing
profiles. Brief summaries regarding the new-generation BRS are
as follows.

FORTITUDE
FORTITUDE (Amaranth Medical) consists of a bioresorbable,
ultrahigh-molecular-weight and PLLA polymeric scaffold with
a PDLLA coating that may release sirolimus and has a strut
thickness of 150µm. The time of complete absorption is ∼10
months. To evaluate the healing and the early tissue compatibility
in FORTITUDE BRSs, histomorphometric analyses and OCT
measurements were performed in 16 adult Yucatan minipigs at
28 days (group 1A) or at 90 days (group 1B). A second group of
4 adult Yucatan minipigs was used for serial OCT measurements
at 28 days and at 1, 2, 3, and 4 years (28). Typical images of the
lumen area changes of BMS and BRS by using OCT to process
the longitudinal assessment are exhibited (Figure 1). That is,
FORTITUDEwas similar to the control BMS in biocompatibility,
safety and efficacy of maintaining coronary arterial patency.
However, the arterial patency with BRSs that did not contain
antiproliferative drug elution showed evidence of late lumen gain
and positive remodeling. A clinical trial enrolling 68 patients
showed that the incidence of target vessel failure and ScT is
4.9 and 1.6%, respectively. Moreover, the APTITUDE device,
the next generation of scaffolds that is being developed by this
company, showed that target vessel failure and ScT did not occur
during 24 months in preliminary reports involving 48 patients
(28). A multi-center prospective study exhibited the safety and
effectiveness of FORTITUDE BRS in patients with low level of
target vessel failure and late lumen loss after treating 9 and 24
months (29).

XINSORB
XINSORB (HuaAn Biotechnology) is a sirolimus-eluting scaffold
that is made of PLLA and has a strut thickness of 160µm.
The efficiency and safety of XINSORB bioresorbable sirolimus-
eluting scaffold had been investigated in porcine model, which
demonstrated the XINSORB scaffold had an effect on inhibiting
neointimal hyperplasia without obvious late device recoil in 180
days follow-up (30). In addition, XINSORB scaffold has similar
effects on the acute stent recoil, acute stent malapposition or
collapse with metallic stent under a pre-clinical trial using 16
minipigs (31). These pre-clinical trials can provide preliminary
data to further studies of XINSORB. A randomized, controlled
study with 392 patients, in which 200 randomly received
the XINSORB and 192 received the TIVOLI stents (Essen
Technology, Beijing), showed that the XINSORB achieved a
better outcome in ischemia-driven target lesion revascularization
(1.0% vs. 4.9%) and the same outcome for ScT (0.5% vs. 0.5%).
Additionally, MACE and ScT were not observed in a trial
of XINSORB including 27 cases (32). XINSORB scaffold was
effective and safe on treating single de novo coronary lesions in a
clinical trial including 19 patients implanted XINSORB scaffold
with 6 month follow-up, and this trial showed the negative
relationship between the healing score and implanted duration
or post-dilatation (33).

Firesorb
The Firesorb scaffold (MicroPort), which can be absorbed within
36 months, includes a PDLLA abluminal coating that can release
sirolimus (4 g/mm) and is composed of PLLA. Its thickness is
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FIGURE 1 | Lumen area changes of BMS and BRS by using OCT to process the longitudinal assessment. (A) Typical images to compare the lumen area changes

between BMS (top panel) and BRS (bottom panel). (B) Quantitative analysis of the relevant in-stent lumen area regarding BMS (red) and BRS (gray) for 4 years. BRS,

bioresorbable scaffolds; BMS, bare metal stents; OCT, optical coherence tomography. This Figure is reprinted from ReF.28, Vahl et al. (28), Copyright 2016, with

permission from Copyright Clearance Center.

125µm for a device with a diameter of 3.0mm and 100µm
for a device with a diameter of 2.5mm. In the first-in-human
Future-I study of the Firesorb scaffold that enrolled 45 cases,
MI occurred in a patient requiring revascularization at 2 years
after implantation, though ScT and cardiac death did not occur
(32). In addition, the patients with non-complex coronary lesions
exhibited the preliminary effectiveness and feasibility of Firesorb
BRS during 3 year follow-up as well (29). The randomized
Future- II trial is in progress.

All of these preclinical studies provide a fundamental basis
for further clinical studies and application of the newer BRSs
for human use. In addition, many clinical studies about newer
BRSs are in process, and a specific table is provided to show the
ongoing trials with new BRSs (Table 3).

SCAFFOLD THROMBOSIS

The initial expectation is that BRS will gradually degrade over
time, and vasoreactivity will be restored, which can avoid
complications caused by permanentmetal stent implantation and
minimize the risk of late ST. However, with additional long-
term follow-up data from large-scale, randomized trials being

reported, concerns about the safety of BRS have been raised.
At present, ScT is the main ongoing limitation of the current-
generation BRS.

Magmaris was believed to be associated with lower
thrombogenicity, which was based mainly on the evidence
that no ScT was observed after the Magmaris implantation in
the BIOSOLVE-II and BIOSOLVE-III trials; thus far, however,
ScT (0.3%) occurred only after the interruption of DAPT in
the BIOSOLVE-IV trial (23, 24). The clinical outcomes with
DREAM BRS in a series of BIOSOLVE trials initially looked
favorable. Of note, caution is suggested in interpreting the results
of these fairly small trials. In addition, Absorb BVS, the most
well-studied BRS worldwide, was associated with a higher risk
of ScT than contemporary DES (34). A meta-analysis of 25
studies including 10,510 patients showed that the risk of ScT
significantly increased among patients with the Absorb BVS
(odds ratio [OR] 2.06, 95% CI 1.07 to 3.98, p = 0.03), and the
rates of definite ScT and ScT at 1 month were numerically
higher as well (OR 1.91, 95% CI 0.82 to 4.46, p = 0.13, and OR
2.02, 95% CI 0.69 to 5.93, p = 0.20, respectively) (35). A meta-
analysis of data from the seven ABSORB trials demonstrated
that subacute, late, and very late ScT (VLScT) are significantly
more common with the Absorb BVS than with the CoCr-EES,
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TABLE 3 | Ongoing trials with new BRSs.

Device Clinical trials

identifier

Recruitment

status

Actual

study start

date

Estimated

study

completion

date

Study type Enrollment Allocation Masking

FANTOM II FANTOM NCT02539966 Recruiting Mar-2015 Mar-2023 Interventional 220 Non-

randomized

None

(open label)

MeReS100-

China

MeRes100;

XIENCE EES

NCT03454724 Active, not

recruiting

Jan-2020 Dec-2024 Interventional 484 Randomized None

(open label)

RENASCENT FORTITUDE NCT02255864 Active, not

recruiting

Feb-2015 Nov-2020 Interventional 21 N/A None

(open label)

RENASCENT II APTITUDE NCT02568462 Active, not

recruiting

Nov-2015 Jul-2021 Interventional 60 N/A None

(open label)

FUTURE-I Firesorb NCT02659254 Active, not

recruiting

Jan-2016 Oct-2021 Interventional 45 N/A None

(open label)

FUTURE-II Firesorb NCT02890160 Recruiting Aug-2017 Oct-2023 Interventional 610 Randomized Single

(participant)

MAGMARIS Magmaris NCT03413813 Active, not

recruiting

Jul-2017 May-2021 Observational 445 Not

applicable

Not

applicable

BIOSOLVE-IV Magmaris NCT02817802 Recruiting Aug-2016 Oct-2025 Observational 2054 Not

applicable

Not

applicable

BESTMAG Magmaris NCT03955731 Recruiting Feb-2019 Feb-2022 Interventional 100 N/A None

(open label)

IBS-FIM IBS NCT03509142 Active, not

recruiting

Apr-2018 Dec-2024 Interventional 65 N/A None

(open label)

EES, everolimus-eluting stent; IBS, iron bioresorbable scaffold; N/A, not available.

whereas no significant differences were found in the incidence
of acute scaffold thrombosis (36). Similarly, another large-scale
meta-analysis of 24 studies comprising data for 22,373 patients
randomized assigned to BRS (n = 2,567) and EES (n = 19,806)
revealed the 2 year outcomes after implantation. In the seven
comparative studies, the risk for ScT at 2 years was significantly
higher in BRS than in EES (OR 2.08, 95% CI 1.02 to 4.26), and
the risk of VLScT tended to increase between 1 and 2 years (OR
2.03, 95% CI 0.62 to 6.71). In the 24 studies, the pooled estimated
risk of ScT and VLScT was higher in BRS than in EES through
2 years (0.240 [95% CI 0.022 to 0.608]% vs. 0.003 [95% CI 0.000
to 0.028]%, and 1.43 [95% CI 0.67 to 2.41]% vs. 0.56 [95% CI
0.43 to 0.70]%, respectively) (37). Due to the high incidence of
fatal complications such as ScT after Absorb BVS implantation,
the clinical promotion and application of the device were limited
and Absorb BVS was ultimately withdrawn from the global
market on September 14, 2017. Herein, we analyze the causes of
ScT and discuss how improvements can overcome this serious
drawback. In addition, the incidences of the representative
imaging manifestations regarding scaffold thrombosis in the
acute/subacute and late/very late phases have been listed as well
(Figure 2).

Considerations on Patient and Lesion
Characteristics
Patient Related
Numerous patient-related factors involved in ST of DES have
been reported. The clinical factors linked with ST vary among the
different time periods. For early ST, MI and heart failure seem to

be strong risk predictors (38). Cardiogenic shock is a particularly
predisposing condition because it combines insufficient coronary
perfusion, liver dysfunction and limited drug absorption (39).
For late ST, diabetes mellitus and renal failure are predisposing
conditions (38), and the strongest predictor of late ST is a
history of malignancy (OR 17.5, 95% CI 4.7 to 65.3) because of
a prothrombotic phenotype and a high risk of bleeding under
DAPT treatment (40). Because these predictors affect the overall
state of the patient, confirmation of a similar association with ScT
after BRS implantation can be expected.

Lesion Related
ST formation is more frequent in complex lesion subsets after
DES implantation. A study demonstrated that lesion complexity
was a significant independent correlate of early ST (adjusted
OR 2.33, 95% CI 1.40 to 3.89) (41). Similarly, the challenge of
complex lesions remains with BRSs and may even be amplified.

According to the current clinical experience, implanting
vessels with reference vessel diameters of <2.25mm and
>3.75mm is not recommended. Because BRSs tend to have
thicker and wider scaffolds, the risk of ScT is increased after BRS
implantation in very small vessels (<2.25mm) (42). Moreover,
we should pay attention to avoiding scaffold dislocation in regard
to BRS implantation in large diameter vessels.

Implanting BRS in bifurcated lesions with already increased
risk of ScT is a tremendous challenge. A sub study from the
GHOST-EU registry showed that the rate of ScT (2.5%) with
BRSs was higher than that with contemporary DES in bifurcation
lesions. It is suggested that the operator made the decision on
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FIGURE 2 | Related factors of scaffold thrombosis and the incidence of the representative imaging manifestations regarding scaffold thrombosis in acute/subacute

and late/very late phases. BRS, bioresorbable scaffolds; DAPT, dual antiplatelet therapy.

BRS size according to the proximal or distal reference diameter
of the individual patient. BRS implantation in the main branch
was performed before the proximal optimization technique. Side
branch side opening, final proximal optimization technique and
proximal optimization technique with mini-final kissing balloon
dilatation are recommended when needed (43). In addition, due
to the bulky design of BRSs, it is difficult to implant BRSs into
side branches through main branch-BRS struts. A conventional
DES is generally the first choice for side branch treatment (44).

Calcified lesions often lead to inadequate dilatation, and under
expansion is an important contributory factor leading to ScT.
Based on current clinical experience, calcification is not one of the
contraindications for BRS implantation. Panoulas et al. have now
proven that it is allowable to implant BRSs in adequately prepared
calcified lesions and indicated that the cumulative 14 month
rates of MACE were similar in non-calcified lesions (12.9% vs.
10.9%, log-rank p = 0.546) (45). However, implantation is still
not recommended for heavily calcified lesions that are unable to
be properly dilated.

Ostial lesions represent a challenging subset in the field of
interventional cardiology due to concerns for acute recoil and
restenosis. The GHOST-EU registry showed that treatment of
coronary ostial lesions was an independent predictor of device-
oriented composite endpoint (p= 0.0025, HR 2.65 [1.41 to 4.97]).
The risk of ScT at 12 months was significantly higher than that in
nonostial lesions (4.9% vs. 2.0%, log-rank p = 0.005). Notably,
the unsatisfactory incidence of ScT in ostial lesions might be
triggered by a low rate of intravascular guidance (32%) and post
dilation (43%), which could contribute to malapposition and
scaffold under expansion (46).

At present, the clinical application of BRSs is mostly limited
to simple lesions, and data about the performance of BRS
are generally blocked among the high-risk population. This
situation also leads to a lack of clear recommendations on
methodological approaches for complex lesions. Future clinical
trials should have minimum exclusion criteria for evaluating the
safety and effectiveness of BRSs and gainingmore comprehensive
clinical experiences.

Considerations on BRS Design
BRSs generally have thicker struts than contemporary DES,
which will increase the endothelial cell coverage area and
migration distance and hinder the process of endothelialization.
At the same time, the protrusion of the scaffolds into the
lumen easily cause local laminar flow loss, and the formation
of oscillating shear stress areas will cause local shear stress
reduction. On the one hand, the change in local shear stress
of BRS-implanted blood vessels can promote platelet activation
and induce a thrombus cascade around stent trabeculae (47). On
the other hand, it is more difficult to reendothelialize because
of endothelial dysfunction caused by changes in local shear
stress. These factors contribute to the formation of acute or
subacute ST. In addition, PLLA is a common material for
BRS platforms, and its radial strength and tensile strength are
weaker than those of metals. Low radial strength can lead to
elastic retraction, and low tensile strength can increase the
occurrence of structural damage in the acute stage, which limits
the use of post-expansion technology and causes poor expansion
of scaffolds. Moreover, the uneven degradation of the overall
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scaffold structure can destroy the stability of the stent. The
residual scaffolds protruding into the lumen can alter shear
stress and hemodynamics and accelerate the formation of VLScT.
Consistently, with the extension of follow-up time, the risk
of VLScT was gradually increased (48). The 3 year follow-up
of the ABSORB Japan trial showed that intraluminal scaffold
dismantling was suspected to have a causal relationship with
VLScT (49). In addition, data from 38 cases of VLScT in 36
patients showed scaffold discontinuity in 42.1% of cases using
OCT imaging (50). These results suggest that the destruction
of the BRS scaffold structure resulting from uneven degradation
might be a vital mechanical cause of VLScT.

In the future, we should select the best materials to reduce the
thickness of scaffolds and minimize coronary flow disturbance;
on the other hand, it will improve the mechanical properties
of scaffolds to ensure full adaptation to vascular anatomy.
In addition, optimizing the time of stent degradation and
strengthening the repair of the vascular intima will mitigate the
damage caused by uneven degradation.

Considerations on the Implantation
Technique
A meta-analysis of the data from the 5 ABSORB prospective
studies demonstrated that aggressive predilation with a ≥1:1
balloon-to-artery ratio and optimal postdilation were the
independent predictors of freedom from ScT and TLF between
1 and 3 years (HR 0.44, p = 0.03, and HR 0.55, p =

0.05, respectively), which revealed that optimal implantation
technique (predilation, vessel sizing, and postdilation) could
improve clinical outcomes after BRS implantation (42).

Predilation
Before scaffolding, an appropriate size of non-compliant balloon
should be used to predilatate with a ≥1:1 balloon-to-reference
vessel diameter ratio to obtain residual 20 to 40% stenosis
in 2 orthogonal views, which allows us to reduce the risk of
thrombosis to a great extent. Additionally, the use of a scoring
balloon contributes to facilitating BRS sizing and obtaining
optimal scaffold expansion in complex lesions prior to BRS
implantation (51).

Sizing
It is very important to select the appropriate scaffold size to
match coronary artery lesions. Implantation of an undersized and
presumably malapposed scaffold may influence the process of
endothelial healing, and thus, the scaffold is at risk for collapsing
into the lumen and dragging associated tissue, accelerating the
formation of ScT. Moreover, compared with those in the non-
oversized scaffold group, the 1 year MACE and MI rates were
significantly higher in the group of implanted oversized scaffolds
in a relatively small vessel (6.6% vs. 3.3%, log-rank p < 0.01,
and 4.6% vs. 2.4%, log-rank p = 0.04), and a maximal lumen
diameter smaller than the scaffold nominal size was one of the
independent MACE determinants (OR 2.13, 95% CI 1.22 to 3.70,
p < 0.01) (52). At the same time, it emphasized the importance
of intravascular imaging in the process of stent implantation as
well. The time of balloon expansion should also be extended to

30 s during stent deployment, which could fully expand BVS and
allow us to obtain a larger luminal diameter. Due to frequent early
recoil in fibrocalcific lesions, adequate stent deployment might be
a vital part of the procedural technique for such lesions (53).

Postdilation
According to current practice recommendations, a non-
compliant balloon should be inflated at 16–25 atm, with a
nominal diameter up to 0.25–0.50mm larger than that of the
scaffold. Postdilatation leads to a result in which the residual
stenosis is <10% in two orthogonal views and ensures that
the entire scaffold adheres to the vessel wall. In the ABSORB
II study, postdilatation was not recommended as a routine
treatment, as it might increase the occurrence of underexpansion.
A retrospective study showed that underexpansion (11.8%)
was one of the common causes of ScT (54). In addition,
the 3 year follow-up results of the ABSORB II study showed
that the incidence of definite or probable ScT with Absorb
BVS was significantly higher than that with CoCr-EES (3%
vs. 0%, p = 0.0331) (55). Therefore, insufficient expansion
during stent implantation might be an important reason for this
unsatisfactory result (56). With the publication of the negative
results of the ABSORB II study, the development of BRSs slowed
considerably. Regardless, research findings from the ABSORB
China trial are very encouraging. The 3 year clinical outcomes
showed that the incidences of TLF and ScT after Absorb BVS
implantation were similar to those in patients treated with CoCr-
EES (5.5% vs. 4.7%, p = 0.68, and 0.9% vs. 0.0%, p = 0.50,
respectively) (57). This is largely because the ABSORBChina trial
clarified the PSP principle (predilation, sizing and postdilation)
and adhered to the principle throughout implantation (42).

Considerations on Intravascular Imaging
Due to the higher scaffold thickness and greater recoil, BRS
implantation may demand more accurate final optimization
than contemporary DES, especially in complex lesions. However,
under the detection of coronary angiography, BRSs had poor
visibility, and the extent of stent degradation and vascular
repair could not be accurately judged, which made it difficult
to carry out the risk stratification of ScT and the optimization
of an antithrombotic treatment strategy for the BRS-implanted
population. Therefore, the application of intravascular imaging
is of great value in the interventional treatment and follow-up
of BRSs.

Accurate assessment of vascular size, plaque properties and
lesion characteristics is a crucial step during BRS implantation.
However, there is a tendency toward underestimation of vessel
size with angiography compared with intravascular imaging (58).
OCT is a unique tool for accurate measurement of vessel/scaffold
sizing. A study suggested that OCT imaging guidance had a great
influence in making decisions, with 16.4% of OCT pullbacks
indicating the need for a different scaffold size (59). During the
implantation process, intravascular imaging can help obtain the
best vascular imaging results and detect immediate conditions
such as the adherence of scaffolds, inadequate expansion and
edge dissection. Optimization and timely posttreatment of BRS
implantation will minimize the risk of scaffold underexpansion
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or malapposition and avoid scaffold rupture to reduce the
occurrence of interventional complications and improve the
clinical prognosis of patients. A retrospective analysis including
203 BRSs implanted in 101 consecutive patients found that OCT
guidance significantly affected the procedural strategy during
all phases of BRS implantation. Almost half of the frequency-
domain OCT pullbacks (49%) indicated the need for changing
strategies (59). Despite a default predilatation strategy adopted in
most cases (98.8%) to achieve full lesion preparation with a 1:1
balloon/vessel ratio, OCT pullbacks led to further predilatation
in 10.2% of cases (60). In addition, all patients underwent
a postexpansion strategy under the guidance of aggressive
systematic angiography, but 31.8% of lesions still needed
additional expansion when OCT was used after BVS deployment,
and OCT-guided postdilatation led to a minimal scaffold area
increase of 0.8 mm2 (12.7%) and corrected malapposition in
nearly one-third of lesions (59). Moreover, OCT follow-up after
BRS implantation allows evaluation of scaffold degradation and
vascular repair, which has important guiding significance for the
formulation of individualized antithrombotic strategies.

Intravascular imaging provides unique application potential
for the management of ScT. In the future, intravascular imaging
will be widely used in the development and clinical application of
BRSs, which has a profound impact and important practical value
for preventing the occurrence of ScT.

Considerations on DAPT Duration
DAPT plays an important role in the prevention of ST.
Optimization of the time course of DAPT after stent implantation
has been a controversial topic in the field of cardiovascular
medicine. Clinicians must determine the best balance point to
dodge the risk and gain the maximum benefits.

Current guidelines recommend that the duration of DAPT
after DES implantation in patients with stable coronary artery
diseases should be at least 6–12 months. For patients with acute
coronary syndrome, a minimum of 12 months of DAPT is
advised (61). Because scaffolds can gradually degrade over time,
they avoid long-term residual implants in blood vessels and
theoretically shorten the time course of DAPT. However, non-
ideal clinical outcomes showed that the majority of these ScT
events occurred in patients who prematurely interrupted DAPT
after receiving BRS treatment. A meta-analysis including five
randomized clinical trials (n= 1,730 patients) found that the rate
of definite/probable device thrombosis was significantly higher
in the Absorb BVS group than in the EES group (OR 2.93, 95%
CI 1.37 to 6.26, p = 0.01). Of the 19 cases with definite/probable
device thrombosis and known DAPT status in the Absorb BVS
group, 37% (n = 7) were still receiving DAPT at the time
of ScT, 47% were receiving aspirin monotherapy, and 16%
had interrupted antiplatelet therapy. Similarly, in VLScT after
Absorb BVS implantation, 92% (11/12) of the VLScT occurred
in the absence of DAPT (62). Moreover, the INVEST Registry
demonstrated that 83% of cases presenting VLScT were on single
antiplatelet therapy, and only 17% were on DAPT at the time of
events (50).

However, there is no large-scale prospective randomized trial
to confirm whether a short duration of DAPT following BRS

stenting will produce adverse effects. It is likely that the risk of
thrombosis continues to lurk and is similar or even higher with
BRSs than with the CoCr-EES owing to the still-present scaffolds.
For this reason, a DAPT duration shorter than 12 months could
not be recommended. Moreover, an observational study showed
that among patients who were off DAPT, the incidence of ScT
may have increased within the first 18 months post-implantation,
with the highest incidence in the first month after DAPT
termination (63). Thus, we recommend that patients receive
a default 12 month DAPT regimen after BRS implantation.
Prolonging the duration of DAPT even up to 3–4 years is a
reasonable solution for patients with an increased ischemic risk
and low bleeding risk because the stent is fully resorbed, and
the vascular physiology is completely restored at 3–4 years after
implantation. Nonetheless, extending DAPT beyond 1 year is not
without risk because of the systemic effect of pharmacological
platelet inhibition. This antithrombotic protection is achieved at
the expense of an increased risk of bleeding. It is suggested that
the decision about the duration of DAPT should be based on
the individual patient rather than according to a one-size-fits-
all principle. However, due to the limited data of clinical trials, it
is urgent to carry out large-scale prospective randomized studies
and registries to clarify the optimal duration of DAPT in patients
undergoing BRS implantation.

CONCLUSION

Overall, after the initial excessive enthusiasm stemming from
the numerous attractive potential benefits of BRSs, the current
results of clinical trials brought on a great disillusionment. BRSs
seemed to be the darkness before the dawn. At present, DES
devices remain the first choice in the majority of cases, but
clinically available BRSs were given a class III indication outside
of well-controlled clinical studies in the 2018 European Society of
Cardiology (ESC) guidelines (64). There are still many limitations
of BRSs; specifically, the higher-than-expected incidence of
ScT represents the major bottleneck problem. Regardless, the
disappointing outcomes mentioned above derive from the
contribution of a variety of factors. In the future, it is highly likely
that refined newer generation BRSs, with optimized implantation
strategies and proper intravascular imaging, combined with long-
term and effective DAPT regimens may shed new light on the
application of BRSs.

AUTHOR CONTRIBUTIONS

XP designed and wrote the review and supervised and critically
reviewed the complete manuscript. WQ, YJ, and YW performed
the literature search and prepared the figures. BY and JT
performed revisions and critically discussed the completed
manuscript. All authors read and approved the final manuscript.

FUNDING

This work was supported by grants from the National
Natural Science Foundation of China (Grant Nos. 91739113,

Frontiers in Cardiovascular Medicine | www.frontiersin.org 11 November 2020 | Volume 7 | Article 589571

https://www.frontiersin.org/journals/cardiovascular-medicine
https://www.frontiersin.org
https://www.frontiersin.org/journals/cardiovascular-medicine#articles


Peng et al. Bioresorbable Scaffolds

81971715 to JT and 81827806 to BY), the National Key
R&D Program of China (Grant No. 2016YFC1301100
to BY), the Fok Ying-Tong Education Foundation for

Young Teachers (171032 to JT), and the Foundation of
Guangxi Key Laboratory of Diabetic Systems Medicine
(GKLCDSM-20200101-01 to JT).

REFERENCES

1. Stefanini GG, Holmes DR Jr. Drug-eluting coronary-artery stents. N Engl J

Med. (2013) 368:254–65. doi: 10.1056/NEJMra1210816

2. Freisinger E, Koeppe J, Gerss J, Goerlich D, Malyar NM, Marschall

U, et al. Mortality after use of paclitaxel-based devices in peripheral

arteries: a real-world safety analysis. Eur Heart J. (2019) 41:3732–9.

doi: 10.1093/eurheartj/ehz698

3. Waksman R. Bioresorbable scaffolds versus metallic stents in routine PCI. N

Engl J Med. (2017) 377:1790–1. doi: 10.1056/NEJMc1711903

4. Serruys PW, Ormiston J, van Geuns RJ, de Bruyne B, Dudek D, Christiansen

E, et al. A polylactide bioresorbable scaffold eluting everolimus for treatment

of coronary stenosis: 5-year follow-up. J Am Coll Cardiol. (2016) 67:766–76.

doi: 10.1016/j.jacc.2015.11.060

5. Onuma Y, Dudek D, Thuesen L, Webster M, Nieman K, Garcia-Garcia

HM, et al. Five-year clinical and functional multislice computed tomography

angiographic results after coronary implantation of the fully resorbable

polymeric everolimus-eluting scaffold in patients with de novo coronary

artery disease: the ABSORB cohort A trial. JACC Cardiovasc Interv. (2013)

6:999–1009. doi: 10.1016/j.jcin.2013.05.017

6. Brugaletta S, Radu MD, Garcia-Garcia HM, Heo JH, Farooq V, Girasis

C, et al. Circumferential evaluation of the neointima by optical coherence

tomography after ABSORB bioresorbable vascular scaffold implantation:

can the scaffold cap the plaque? Atherosclerosis. (2012) 221:106–12.

doi: 10.1016/j.atherosclerosis.2011.12.008

7. Brugaletta S, Heo JH, Garcia-Garcia HM, Farooq V, van Geuns RJ, de Bruyne

B, et al. Endothelial-dependent vasomotion in a coronary segment treated by

ABSORB everolimus-eluting bioresorbable vascular scaffold system is related

to plaque composition at the time of bioresorption of the polymer: indirect

finding of vascular reparative therapy? Eur Heart J. (2012) 33:1325–33.

doi: 10.1016/j.amjcard.2012.01.071

8. Ali ZA, Serruys PW, Kimura T, Gao R, Ellis SG, Kereiakes DJ, et al. 2-year

outcomes with the Absorb bioresorbable scaffold for treatment of coronary

artery disease: a systematic review and meta-analysis of seven randomised

trials with an individual patient data substudy. Lancet. (2017) 390:760–72.

doi: 10.1016/S0140-6736(17)31470-8

9. Ali ZA, Gao R, Kimura T, Onuma Y, Kereiakes DJ, Ellis SG, et al. Three-

year outcomes with the absorb bioresorbable scaffold: individual-patient-

data meta-analysis from the ABSORB randomized trials. Circulation. (2018)

137:464–79. doi: 10.1161/CIRCULATIONAHA.117.031843

10. Kereiakes DJ, Ellis SG, Metzger DC, Caputo RP, Rizik DG,

Teirstein PS, et al. Clinical outcomes before and after complete

everolimus-eluting bioresorbable scaffold resorption: five-year follow-

up from the ABSORB III trial. Circulation. (2019) 140:1895–903.

doi: 10.1161/CIRCULATIONAHA.119.042584

11. Kozuma K, Tanabe K, Hamazaki Y, Okamura T, Ando J, Ikari Y, et al. Long-

term outcomes of absorb bioresorbable vascular scaffold vs. Everolimus-

eluting metallic stent - a randomized comparison through 5 years in Japan.

Circul J. (2020) 84:733–41. doi: 10.1253/circj.CJ-19-1184

12. Stone GW, Kimura T, Gao R, Kereiakes DJ, Ellis SG, Onuma Y, et al. Time-

varying outcomes with the absorb bioresorbable vascular scaffold during 5-

year follow-up: a systematic meta-analysis and individual patient data pooled

study. JAMA Cardiol. (2019) 4:1261–9. doi: 10.1001/jamacardio.2019.4101

13. Verheye S, Ormiston JA, Stewart J, Webster M, Sanidas E, Costa

R, et al. A next-generation bioresorbable coronary scaffold system:

from bench to first clinical evaluation: 6- and 12-month clinical and

multimodality imaging results. JACC Cardiovasc Interv. (2014) 7:89–99.

doi: 10.1016/j.jcin.2013.07.007

14. Abizaid A, Costa RA, Schofer J, Ormiston J, Maeng M, Witzenbichler B,

et al. Serial multimodality imaging and 2-year clinical outcomes of the novel

DESolve novolimus-eluting bioresorbable coronary scaffold system for the

treatment of single de novo coronary lesions. JACC Cardiovasc Interv. (2016)

9:565–74. doi: 10.1016/j.jcin.2015.12.004

15. Nef H, Wiebe J, Boeder N, Dörr O, Bauer T, Hauptmann KE, et al. A

multicenter post-marketing evaluation of the Elixir DESolve( R©) Novolimus-

eluting bioresorbable coronary scaffold system: First results from the

DESolve PMCF study. Catheterizat Cardiovasc Interv. (2018) 92:1021–7.

doi: 10.1002/ccd.27550

16. Mattesini A, Boeder N, Valente S, Löblich K, Dörr O, Secco GG,

et al. Absorb vs. DESolve: an optical coherence tomography comparison

of acute mechanical performances. EuroIntervention. (2016) 12:e566–73.

doi: 10.4244/EIJV12I5A96

17. Mattesini A, Bartolini S, Sorini Dini C, Valente S, Parodi G, Stolcova M,

et al. The DESolve novolimus bioresorbable scaffold: from bench to bedside. J

Thorac Dis. (2017) 9(Suppl. 9):S950–8. doi: 10.21037/jtd.2017.07.25

18. Abizaid A, Carrié D, Frey N, Lutz M,Weber-Albers J, Dudek D, et al. 6-month

clinical and angiographic outcomes of a novel radiopaque sirolimus-eluting

bioresorbable vascular scaffold: the FANTOM II STudy. JACC Cardiovasc

Interv. (2017) 10:1832–8. doi: 10.1016/j.jcin.2017.07.033

19. Simonsen JK, Holck EN, Carrié D, Frey N, Lutz M, Weber-Albers J,

et al. Mechanical performance and healing patterns of the novel sirolimus-

eluting bioresorbable Fantom scaffold: 6-month and 9-month follow-up by

optical coherence tomography in the FANTOM II study. Open Heart. (2019)

6:e000941. doi: 10.1136/openhrt-2018-000941

20. Waksman R, Lipinski MJ, Acampado E, Cheng Q, Adams L, Torii

S, et al. Comparison of acute thrombogenicity for metallic and

polymeric bioabsorbable scaffolds: magmaris versus absorb in a porcine

arteriovenous shunt model. Circul Cardiovasc Interv. (2017) 10:e004762.

doi: 10.1161/CIRCINTERVENTIONS.116.004762

21. Erbel R, Di Mario C, Bartunek J, Bonnier J, de Bruyne B, Eberli FR, et al.

Temporary scaffolding of coronary arteries with bioabsorbable magnesium

stents: a prospective, non-randomised multicentre trial. Lancet. (2007)

369:1869–75. doi: 10.1016/S0140-6736(07)60853-8

22. Haude M, Erbel R, Erne P, Verheye S, Degen H, Vermeersch P, et al.

Safety and performance of the DRug-Eluting Absorbable Metal Scaffold

(DREAMS) in patients with de novo coronary lesions: 3-year results of the

prospective, multicentre, first-in-man BIOSOLVE-I trial. EuroIntervention.

(2016) 12:e160–6. doi: 10.4244/EIJ-D-15-00371

23. Haude M, Ince H, Toelg R, Lemos PA, von Birgelen C, Christiansen

EH, et al. Safety and performance of the second-generation drug-eluting

absorbable metal scaffold (DREAMS 2G) in patients with de novo

coronary lesions: three-year clinical results and angiographic findings of

the BIOSOLVE-II first-in-man trial. EuroIntervention. (2020) 15:e1375–82.

doi: 10.4244/EIJ-D-18-01000

24. Verheye S, Wlodarczak A, Montorsi P, Bennett J, Torzewski J, Haude M,

et al. Twelve-month outcomes of 400 patients treated with a resorbable metal

scaffold: insights from the BIOSOLVE-IV registry. EuroIntervention. (2020)

15:e1383–6. doi: 10.4244/EIJ-D-18-01058

25. Zheng JF, Qiu H, Tian Y, Hu XY, Luo T, Wu C, et al. Preclinical evaluation

of a novel sirolimus-eluting iron bioresorbable coronary scaffold in porcine

coronary artery at 6 months. JACC Cardiovasc Interv. (2019) 12:245–55.

doi: 10.1016/j.jcin.2018.10.020

26. Qi Y, Qi H, He Y, LinW, Li P, Qin L, et al. Strategy of metal-polymer composite

stent to accelerate biodegradation of iron-based biomaterials. ACS Appl Mater

Interfaces. (2018) 10:182–92. doi: 10.1021/acsami.7b15206

27. Lin W, Qin L, Qi H, Zhang D, Zhang G, Gao R, et al. Long-term in

vivo corrosion behavior, biocompatibility and bioresorption mechanism of

a bioresorbable nitrided iron scaffold. Acta biomaterialia. (2017) 54:454–68.

doi: 10.1016/j.actbio.2017.03.020

28. Vahl TP, Gasior P, Gongora CA, Ramzipoor K, Lee C, Cheng Y, et al.

Four-year polymer biocompatibility and vascular healing profile of a novel

ultrahigh molecular weight amorphous PLLA bioresorbable vascular scaffold:

Frontiers in Cardiovascular Medicine | www.frontiersin.org 12 November 2020 | Volume 7 | Article 589571

https://doi.org/10.1056/NEJMra1210816
https://doi.org/10.1093/eurheartj/ehz698
https://doi.org/10.1056/NEJMc1711903
https://doi.org/10.1016/j.jacc.2015.11.060
https://doi.org/10.1016/j.jcin.2013.05.017
https://doi.org/10.1016/j.atherosclerosis.2011.12.008
https://doi.org/10.1016/j.amjcard.2012.01.071
https://doi.org/10.1016/S0140-6736(17)31470-8
https://doi.org/10.1161/CIRCULATIONAHA.117.031843
https://doi.org/10.1161/CIRCULATIONAHA.119.042584
https://doi.org/10.1253/circj.CJ-19-1184
https://doi.org/10.1001/jamacardio.2019.4101
https://doi.org/10.1016/j.jcin.2013.07.007
https://doi.org/10.1016/j.jcin.2015.12.004
https://doi.org/10.1002/ccd.27550
https://doi.org/10.4244/EIJV12I5A96
https://doi.org/10.21037/jtd.2017.07.25
https://doi.org/10.1016/j.jcin.2017.07.033
https://doi.org/10.1136/openhrt-2018-000941
https://doi.org/10.1161/CIRCINTERVENTIONS.116.004762
https://doi.org/10.1016/S0140-6736(07)60853-8
https://doi.org/10.4244/EIJ-D-15-00371
https://doi.org/10.4244/EIJ-D-18-01000
https://doi.org/10.4244/EIJ-D-18-01058
https://doi.org/10.1016/j.jcin.2018.10.020
https://doi.org/10.1021/acsami.7b15206
https://doi.org/10.1016/j.actbio.2017.03.020
https://www.frontiersin.org/journals/cardiovascular-medicine
https://www.frontiersin.org
https://www.frontiersin.org/journals/cardiovascular-medicine#articles


Peng et al. Bioresorbable Scaffolds

an OCT study in healthy porcine coronary arteries. EuroIntervention. (2016)

12:1510–8. doi: 10.4244/EIJ-D-16-00308

29. Song L, Sun Z, Guan C, Yan H, Yu M, Cui J, et al. First-in-man study of

a thinner-strut sirolimus-eluting bioresorbable scaffold (FUTURE-I): Three-

year clinical and imaging outcomes. Catheter Cardiovasc Interv. (2020)

95(Suppl. 1):648–57. doi: 10.1002/ccd.28722

30. Shen L, Wu Y, Ge L, Zhang Y, Wang Q, Qian J, et al. A head to head

comparison of XINSORB bioresorbable sirolimus-eluting scaffold versus

metallic sirolimus-eluting stent: 180 days follow-up in a porcine model. Int

J Cardiovasc Imaging. (2017) 33:1473–81. doi: 10.1007/s10554-017-1148-5

31. Wu Y, Shen L, Wang Q, Ge L, Xie J, Hu X, et al. Comparison of

acute recoil between bioabsorbable poly-L-lactic acid XINSORB stent and

metallic stent in porcine model. J Biomed Biotechnol. (2012) 2012:413956.

doi: 10.1155/2012/413956

32. Jinnouchi H, Torii S, Sakamoto A, Kolodgie FD, Virmani R, Finn AV. Fully

bioresorbable vascular scaffolds: lessons learned and future directions.Nat Rev

Cardiol. (2019) 16:286–304. doi: 10.1038/s41569-018-0124-7

33. Lv X, Shen L, Wu Y, Ge L, Chen J, Yin J, et al. Healing score of the Xinsorb

scaffold in the treatment of de novo lesions: 6-month imaging outcomes. Int J

Cardiovasc Imaging. (2018) 34:1009–16. doi: 10.1007/s10554-018-1326-0

34. Kang SH, Chae IH, Park JJ, Lee HS, Kang DY, Hwang SS, et al. Stent

thrombosis with drug-eluting stents and bioresorbable scaffolds: evidence

from a network meta-analysis of 147 trials. JACC Cardiovasc Interv. (2016)

9:1203–12. doi: 10.1016/j.jcin.2016.03.038

35. Lipinski MJ, Escarcega RO, Baker NC, Benn HA, Gaglia MA Jr., et al.

Scaffold thrombosis after percutaneous coronary intervention with ABSORB

bioresorbable vascular scaffold: a systematic review and meta-analysis. JACC

Cardiovasc Interv. (2016) 9:12–24. doi: 10.1016/j.jcin.2015.09.024

36. Montone RA, Niccoli G, De Marco F, Minelli S, D’Ascenzo F, Testa L, et al.

Temporal trends in adverse events after everolimus-eluting bioresorbable

vascular scaffold versus everolimus-eluting metallic stent implantation: a

meta-analysis of randomized controlled trials. Circulation. (2017) 135:2145–

54. doi: 10.1161/CIRCULATIONAHA.117.028479

37. Toyota T, Morimoto T, Shiomi H, Yoshikawa Y, Yaku H, Yamashita Y, et al.

Very late scaffold thrombosis of bioresorbable vascular scaffold: systematic

review and a meta-analysis. JACC Cardiovasc Interv. (2017) 10:27–37.

doi: 10.1016/j.jcin.2016.10.027

38. Park KW, Hwang SJ, Kwon DA, Oh BH, Park YB, Chae IH, et al.

Characteristics and predictors of drug-eluting stent thrombosis: results from

the multicenter ’Korea Stent Thrombosis (KoST)’ registry. Circul J. (2011)

75:1626–32. doi: 10.1253/circj.CJ-10-1160

39. Iqbal J, Sumaya W, Tatman V, Parviz Y, Morton AC, Grech ED, et al.

Incidence and predictors of stent thrombosis: a single-centre study of 5,833

consecutive patients undergoing coronary artery stenting. EuroIntervention.

(2013) 9:62–9. doi: 10.4244/EIJV9I1A10

40. van Werkum JW, Heestermans AA, Zomer AC, Kelder JC, Suttorp

MJ, Rensing BJ, et al. Predictors of coronary stent thrombosis: the

Dutch Stent Thrombosis Registry. J Am Coll Cardiol. (2009) 53:1399–409.

doi: 10.1016/j.jacc.2008.12.055

41. Cayla G, Hulot JS, O’Connor SA, Pathak A, Scott SA, Gruel Y, et al.

Clinical, angiographic, and genetic factors associated with early coronary stent

thrombosis. JAMA. (2011) 306:1765–74. doi: 10.1001/jama.2011.1529

42. Stone GW, Abizaid A, Onuma Y, Seth A, Gao R, Ormiston J, et al.

Effect of technique on outcomes following bioresorbable vascular

scaffold implantation: analysis from the ABSORB trials. J Am Coll Cardiol.

(2017) 70:2863–74. doi: 10.1016/j.jacc.2017.09.1106

43. Stankovic G, Lassen JF. When and how to use BRS in bifurcations?

EuroIntervention. (2015) 11(Suppl. V):V185–7. doi: 10.4244/EIJV11SVA44

44. Naganuma T, Colombo A, Lesiak M, Capodanno D, Gori T, Nef H,

et al. Bioresorbable vascular scaffold use for coronary bifurcation lesions: a

substudy from GHOST EU registry. Catheterizat Cardiovasc Interv. (2017)

89:47–56. doi: 10.1002/ccd.26634

45. Panoulas VF, Miyazaki T, Sato K, Naganuma T, Sticchi A, Kawamoto

H, et al. Procedural outcomes of patients with calcified lesions treated

with bioresorbable vascular scaffolds. EuroIntervention. (2016) 11:1355–62.

doi: 10.4244/EIJY15M03_11

46. Gori T, Wiebe J, Capodanno D, Latib A, Lesiak M, Pyxaras SA, et al.

Early and midterm outcomes of bioresorbable vascular scaffolds for ostial

coronary lesions: insights from the GHOST-EU registry. EuroIntervention.

(2016) 12:e550–6. doi: 10.4244/EIJY15M09_10

47. Räber L, Yamaji K, Kelbæk H, Engstrøm T, Baumbach A, Roffi M,

et al. Five-year clinical outcomes and intracoronary imaging findings of

the COMFORTABLE AMI trial: randomized comparison of biodegradable

polymer-based biolimus-eluting stents with bare-metal stents in patients

with acute ST-segment elevation myocardial infarction. Eur Heart J. (2019)

40:1909–19. doi: 10.1093/eurheartj/ehz074

48. Torrado J, Buckley L, Durán A, Trujillo P, Toldo S, Valle Raleigh J,

et al. Restenosis, stent thrombosis, and bleeding complications: navigating

between Scylla and Charybdis. J Am Coll Cardiol. (2018) 71:1676–95.

doi: 10.1016/j.jacc.2018.02.023

49. Onuma Y, Honda Y, Asano T, Shiomi H, Kozuma K, Ozaki Y, et al.

Randomized comparison between everolimus-eluting bioresorbable scaffold

and metallic stent: multimodality imaging through 3 years. JACC Cardiovasc

Interv. (2020) 13:116–27. doi: 10.1016/j.jcin.2019.09.047

50. Yamaji K, Ueki Y, Souteyrand G, Daemen J, Wiebe J, Nef H, et al. Mechanisms

of very late bioresorbable scaffold thrombosis: the INVEST registry. J Am Coll

Cardiol. (2017) 70:2330–44. doi: 10.1016/j.jacc.2017.09.075

51. Miyazaki T, Latib A, Ruparelia N, Kawamoto H, Sato K, Figini F, et al. The

use of a scoring balloon for optimal lesion preparation prior to bioresorbable

scaffold implantation: a comparison with conventional balloon predilatation.

EuroIntervention. (2016) 11:e1580–8. doi: 10.4244/EIJV11I14A308

52. Ishibashi Y, Nakatani S, Sotomi Y, Suwannasom P, Grundeken MJ, Garcia-

Garcia HM, et al. Relation between bioresorbable scaffold sizing using QCA-

Dmax and clinical outcomes at 1 year in 1,232 patients from 3 study cohorts

(ABSORB cohort B, ABSORB EXTEND, and ABSORB II). JACC Cardiovasc

Interv. (2015) 8:1715–26. doi: 10.1016/j.jcin.2015.07.026

53. Kawamoto H, Ruparelia N, Tanaka A, Latib A, Colombo A. Minimal

acute recoil following bioresorbable scaffold implantation in fibrocalcific

lesion detected by optical frequency-domain imaging. J Invasive Cardiol.

(2016) 28:E34–6.

54. Sotomi Y, Suwannasom P, Serruys PW, Onuma Y. Possible mechanical causes

of scaffold thrombosis: insights from case reports with intracoronary imaging.

EuroIntervention. (2017) 12:1747–56. doi: 10.4244/EIJ-D-16-00471

55. Serruys PW, Chevalier B, Sotomi Y, Cequier A, Carrié D, Piek JJ,

et al. Comparison of an everolimus-eluting bioresorbable scaffold with

an everolimus-eluting metallic stent for the treatment of coronary

artery stenosis (ABSORB II): a 3 year, randomised, controlled,

single-blind, multicentre clinical trial. Lancet. (2016) 388:2479–91.

doi: 10.1016/S0140-6736(16)32050-5

56. Serruys PW, Chevalier B, Dudek D, Cequier A, Carrié D, Iniguez A, et al. A

bioresorbable everolimus-eluting scaffold versus ametallic everolimus-eluting

stent for ischaemic heart disease caused by de-novo native coronary artery

lesions (ABSORB II): an interim 1-year analysis of clinical and procedural

secondary outcomes from a randomised controlled trial. Lancet. (2015)

385:43–54. doi: 10.1016/S0140-6736(14)61455-0

57. Xu B, Yang Y, Han Y, Huo Y, Wang L, Qi X, et al. Comparison of

everolimus-eluting bioresorbable vascular scaffolds and metallic stents:

three-year clinical outcomes from the ABSORB China randomised

trial. EuroIntervention. (2018) 14:e554–61. doi: 10.4244/EIJ-D-17-

00796

58. Gutiérrez-Chico JL, Serruys PW, Girasis C, Garg S, Onuma Y, Brugaletta S,

et al. Quantitative multi-modality imaging analysis of a fully bioresorbable

stent: a head-to-head comparison between QCA, IVUS and OCT.

Int J Cardiovasc Imaging. (2012) 28:467–78. doi: 10.1007/s10554-011-9

829-y

59. Caiazzo G, Longo G, Giavarini A, Kilic ID, Fabris E, Serdoz R,

et al. Optical coherence tomography guidance for percutaneous coronary

intervention with bioresorbable scaffolds. Int J Cardiol. (2016) 221:352–8.

doi: 10.1016/j.ijcard.2016.07.033

60. Brown AJ, McCormick LM, Braganza DM, Bennett MR, Hoole SP, West

NE. Expansion and malapposition characteristics after bioresorbable vascular

scaffold implantation. Catheterizat Cardiovasc Interv. (2014) 84:37–45.

doi: 10.1002/ccd.25378

61. Levine GN, Bates ER, Bittl JA, Brindis RG, Fihn SD, Fleisher LA,

et al. 2016 ACC/AHA guideline focused update on duration of dual

antiplatelet therapy in patients with coronary artery disease: a report of the

Frontiers in Cardiovascular Medicine | www.frontiersin.org 13 November 2020 | Volume 7 | Article 589571

https://doi.org/10.4244/EIJ-D-16-00308
https://doi.org/10.1002/ccd.28722
https://doi.org/10.1007/s10554-017-1148-5
https://doi.org/10.1155/2012/413956
https://doi.org/10.1038/s41569-018-0124-7
https://doi.org/10.1007/s10554-018-1326-0
https://doi.org/10.1016/j.jcin.2016.03.038
https://doi.org/10.1016/j.jcin.2015.09.024
https://doi.org/10.1161/CIRCULATIONAHA.117.028479
https://doi.org/10.1016/j.jcin.2016.10.027
https://doi.org/10.1253/circj.CJ-10-1160
https://doi.org/10.4244/EIJV9I1A10
https://doi.org/10.1016/j.jacc.2008.12.055
https://doi.org/10.1001/jama.2011.1529
https://doi.org/10.1016/j.jacc.2017.09.1106
https://doi.org/10.4244/EIJV11SVA44
https://doi.org/10.1002/ccd.26634
https://doi.org/10.4244/EIJY15M03_11
https://doi.org/10.4244/EIJY15M09_10
https://doi.org/10.1093/eurheartj/ehz074
https://doi.org/10.1016/j.jacc.2018.02.023
https://doi.org/10.1016/j.jcin.2019.09.047
https://doi.org/10.1016/j.jacc.2017.09.075
https://doi.org/10.4244/EIJV11I14A308
https://doi.org/10.1016/j.jcin.2015.07.026
https://doi.org/10.4244/EIJ-D-16-00471
https://doi.org/10.1016/S0140-6736(16)32050-5
https://doi.org/10.1016/S0140-6736(14)61455-0
https://doi.org/10.4244/EIJ-D-17-00796
https://doi.org/10.1007/s10554-011-9829-y
https://doi.org/10.1016/j.ijcard.2016.07.033
https://doi.org/10.1002/ccd.25378
https://www.frontiersin.org/journals/cardiovascular-medicine
https://www.frontiersin.org
https://www.frontiersin.org/journals/cardiovascular-medicine#articles


Peng et al. Bioresorbable Scaffolds

American College of Cardiology/American Heart Association Task Force

on clinical practice guidelines. J Am Coll Cardiol. (2016) 68:1082–115.

doi: 10.1161/CIR.0000000000000404

62. Collet C, Asano T, Miyazaki Y, Tenekecioglu E, Katagiri Y, Sotomi Y, et al.

Late thrombotic events after bioresorbable scaffold implantation: a systematic

review and meta-analysis of randomized clinical trials. Eur Heart J. (2017)

38:2559–66. doi: 10.1093/eurheartj/ehx155

63. Felix CM, Vlachojannis GJ, AJJ IJ, Fam JM, Smits PC, Lansink

WJ, et al. Potentially increased incidence of scaffold thrombosis in

patients treated with Absorb BVS who terminated DAPT before 18

months. EuroIntervention. (2017) 13:e177–84. doi: 10.4244/EIJ-D-17-

00119

64. Neumann FJ, Sousa-Uva M, Ahlsson A, Alfonso F, Banning AP,

Benedetto U, et al. 2018 ESC/EACTS guidelines on myocardial

revascularization. Eur Heart J. (2019) 40:87–165. doi: 10.1093/eurheartj/e

hy855

Conflict of Interest: The authors declare that the research was conducted in the

absence of any commercial or financial relationships that could be construed as a

potential conflict of interest.

Copyright © 2020 Peng, Qu, Jia, Wang, Yu and Tian. This is an open-access article

distributed under the terms of the Creative Commons Attribution License (CC BY).

The use, distribution or reproduction in other forums is permitted, provided the

original author(s) and the copyright owner(s) are credited and that the original

publication in this journal is cited, in accordance with accepted academic practice.

No use, distribution or reproduction is permitted which does not comply with these

terms.

Frontiers in Cardiovascular Medicine | www.frontiersin.org 14 November 2020 | Volume 7 | Article 589571

https://doi.org/10.1161/CIR.0000000000000404
https://doi.org/10.1093/eurheartj/ehx155
https://doi.org/10.4244/EIJ-D-17-00119
https://doi.org/10.1093/eurheartj/ehy855
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/
http://creativecommons.org/licenses/by/4.0/
https://www.frontiersin.org/journals/cardiovascular-medicine
https://www.frontiersin.org
https://www.frontiersin.org/journals/cardiovascular-medicine#articles

	Bioresorbable Scaffolds: Contemporary Status and Future Directions
	Introduction
	Current Status of BRSs
	Bioabsorbable Polymer Scaffolds
	Absorb BVS
	DESolve
	Fantom

	Bioabsorbable Metal Scaffolds
	Bioabsorbable Magnesium-Based Scaffolds
	Bioabsorbable Iron-Based Scaffolds

	The Newer BRS: Development and Testing
	FORTITUDE
	XINSORB
	Firesorb


	Scaffold Thrombosis
	Considerations on Patient and Lesion Characteristics
	Patient Related
	Lesion Related

	Considerations on BRS Design
	Considerations on the Implantation Technique
	Predilation
	Sizing
	Postdilation

	Considerations on Intravascular Imaging
	Considerations on DAPT Duration

	Conclusion
	Author Contributions
	Funding
	References


