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INTRODUCTION
A variety of noninvasive body contouring treatments 

are available for medical aesthetic indications, such as 
abdominal circumference reduction and fat lipolysis. 
These include devices based on optical energy, ultrasound 
technologies, radiofrequency (RF), cryolipolysis, suction-
massage, or combined technologies.1–3

RF technology for fat related indications is vastly used 
and clinically studied.1,4 RF delivers a thermal stimulus to 
the skin and subcutaneous adipose tissue causing neocol-
lagenesis and thickening of the dermis and enhancement 
of lipolysis/fat cell metabolism, resulting in reduction of 
adipose tissue volume and circumferences.3 In contrast, 
electrical muscle stimulation (EMS) also known as neuro-
muscular electrical stimulation (NMES), is the application 
of current to elicit a muscle contraction. When applied 
to the abdomen, EMS has been shown to increase the 
strength of muscular contraction by about 14%–22%.5,6 

Clinical trials evaluating the effect of EMS on muscle 
hypertrophy and fat reduction have demonstrated prom-
ising results.7,8 The newly introduced Transform device 
combines alternating bipolar RF and EMS energies.

The current prospective study is intended to evalu-
ate the safety and efficacy of the Transform device for 
noninvasive lipolysis and circumference reduction of the 
abdomen.

METHODS
This study was performed as an IRB approved prospec-

tive uncontrolled clinical trial to evaluate the efficacy of 
the Transform for noninvasive lipolysis and abdominal cir-
cumference reduction. Female and male patients aged 
18–70 years with a body mass index (BMI) ≤ 30 kg/m2 were 
included. Patients were excluded if they had any medical 
or surgical history that contraindicated the use of radiofre-
quency or EMS.

Each patient underwent five study visits, which 
included three treatments (each 2 weeks apart) and two 
follow-up visits (1 and 3 months posttreatment). Baseline 
standardized measurements were taken of the patients’ 
abdominal circumference, fat thickness by ultrasound, 
abdominal contour (photographs), height and weight, 
and caliper pinch thickness.
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The criterion for successful treatment was a statistically sig-
nificant reduction in abdominal circumference at 3 months 
follow-up compared with baseline. This endpoint was only 
calculated for patients who maintained a weight ±3% of their 
baseline measurement. Additionally, subjective satisfaction 
and comfort evaluations were obtained using a Likert scale.

RESULTS
There were 15 patients (13 women, 2 men) who met 

inclusion criteria and were enrolled in the study. BMI 
ranged from 18.7 to 25.8 kg/m2 (average 22.68 kg/m2). 
BMI change during the study period ranged from −0.9% 
to 0.3%.

All 15 patients received three treatment sessions with 
the Transform device. Baseline patient measurements and 
the difference from baseline to 3 months after treatment 
are listed in Tables 1–3. Average changes from the base-
line measurements to 3-month follow-up were as follows: 
abdominal circumference (−0.43 cm, P = 0.48), caliper 
pinch thickness (−6.07 mm, P = 0.0036), and ultrasound fat 
thickness (−5.40 mm, P < 0.001). Pretreatment and post-
treatment ultrasound measurements are demonstrated in 
Figure 1. Patients’ comfort level averaged between indif-
ferent and comfortable for the first treatment session, 
comfortable for the second session, and between com-
fortable and very comfortable for the third session. There 
were no patients who reported being very uncomfortable. 
Average patient satisfaction score at 3 months posttreat-
ment was 1.5 and ranged from 0 (indifferent) to 2 (very 
satisfied).

Only one patient experienced an adverse event during 
the study period. The patient experienced localized blis-
tering at the treatment site that resolved with conservative 
management.

DISCUSSION
The Transform applicator is a hands-free medical 

aesthetic device applying combined bipolar RF energy 
and muscle activation. The noninvasive bipolar RF treat-
ment targets the dermal and subdermal tissues. The EMS 

repeatedly contracts muscles by passing electrical currents 
through electrodes contacting the treated body area.

The present study demonstrates that the Transform 
device can result in modest reductions in abdominal cir-
cumference in some patients. On average, the device 
had an insignificant effect (0.43 cm reduction, P = 0.48) 

Takeaways
Question: Are the combination of radiofrequency and 
electrical muscle stimulation energies efficacious for cir-
cumference reduction of the abdomen?

Findings: On average, patients saw changes in abdominal 
circumference after treatment with the Transform device. 
Additionally, significant changes were observed in abdom-
inal caliper pinch thickness and ultrasound fat thickness.

Meaning: The Transform device is a safe and effective non-
invasive option for fat lipolysis and muscular hypertrophy.

Table 1. Ultrasound Measurements

Patient 
Baseline  

Ultrasound (mm) 
3-mo  

Ultrasound (mm) 
Change 
(mm) P 

1 33.9 25.85 −8.05  
2 22 18.9 −3.1  
3 22.9 18.75 −4.15  
4 31.05 21.8 −9.25  
5 22.05 18.75 −3.3  
6 27.6 17.75 −9.85  
7 30.1 18.3 −11.8  
8 33.05 23.7 −9.35  
9 27.5 23.15 −4.35  
10 27.25 23.75 −3.5  
11 27.05 23.15 −3.9  
12 31.75 29.4 −2.35  
13 23.65 21.25 −2.4  
14 23.2 20.1 −3.1  
15 27.5 24.9 −2.6  
Average 27.37 21.97 −5.40 <0.001
Ultrasound fat measurements were taken at points lateral to the umbilicus. 
These points were marked and photographed for consistency in repeat mea-
surements.

Table 2. Caliper Measurements

Patient 
Caliper Pinch  

Thickness Baseline 
Caliper Pinch 

Thickness 3 mo Change P 

1 43.5 33.5 −10  
2 42.5 21.5 −21  
3 45 30.5 −14.5  
4 41.5 32 −9.5  
5 20.5 18.5 −2  
6 25.5 26 0.5  
7 40 36.5 −3.5  
8 43.5 34.5 −9  
9 26 23.5 −2.5  
10 27 27.5 0.5  
11 22.5 23.5 1  
12 38 30.5 −7.5  
13 25 29.5 4.5  
14 35.5 26.5 −9  
15 31.5 22.5 −9  
Average 33.83 27.77 −6.07 0.0036
Caliper pinch thickness measurements were taken at points lateral to the umbi-
licus. These points were marked and photographed for consistency in repeat 
measurements.

Table 3. Abdominal Circumference Measurements

Patient 

Abdominal 
Circumference 
Baseline (CM) 

Abdominal 
Circumference 

3 mo (CM) 
Change 
(CM) P 

1 88.33 88.33 0.00  
2 83.60 84.67 1.07  
3 95.33 93.00 −2.33  
4 90.67 88.67 −2.00  
5 85.00 80.00 −5.00  
6 87.67 87.00 −0.67  
7 100.00 101.67 1.67  
8 101.33 101.67 0.33  
9 98.33 97.67 −0.67  
10 92.33 94.33 2.00  
11 96.00 95.33 −0.67  
12 95.50 100.00 4.50  
13 93.33 92.33 −1.00  
14 92.00 88.67 −3.33  
15 87.00 86.67 −0.33  
Average 92.43 92.00 −0.43 0.4804734
Baseline abdominal circumference was measured initially at the widest part of 
the abdomen. At that time, a reference height from the floor was recorded to 
ensure consistent repeat treatment and measurements.
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on abdominal circumference. This modest result may be 
related to muscular hypertrophy secondary to the simulta-
neous application of electrical muscular stimulation. This 
hypothesis seems to be supported by statistically significant 
improvements in the abdominal caliper pinch thickness and 
ultrasound fat thickness in the treated areas. Furthermore, 
the patients were on average between satisfied and very sat-
isfied with the results and there was not a single patient who 
reported being disappointed with the results.

Regarding patient tolerance, the treatment seemed to 
be better tolerated, on average, with each successive treat-
ment. Patients reported being between comfortable and 
very comfortable during the third treatment without a 
single patient reporting being very uncomfortable during 
any of the three treatment sessions.

The results of this study suggest that the Transform 
device is an effective modality for decreasing subcutane-
ous fat in the treatment areas. The effects on the muscle 
were not as well elucidated. Nonetheless, patients reported 
a high degree of treatment tolerance and satisfaction with 
the results. The isolated incident of posttreatment blis-
tering resolved with conservative management without 

sequela. These findings suggest that the Transform device 
is a safe and efficacious noninvasive treatment for abdomi-
nal contouring. This modality may be best suited for 
patients who desire abdominal muscular hypertrophy with 
decreased thickness of the overlying subcutaneous tissue, 
resulting in an improved appearance. Patients should be 
educated, however, that they may or may not achieve a 
modest reduction in abdominal circumference.

This study is not without limitations. The volume of the 
abdominal musculature was not evaluated and, therefore, 
cannot be excluded as a contributing factor to the modest 
results in abdominal circumference. Additionally, there 
was no control group to test the efficacy of radiofrequency 
and EMS in isolation. For this reason, it is not possible to 
draw conclusions about which of the modalities is benefit-
ting the patient and what outcomes each is producing.

CONCLUSIONS
The Transform radiofrequency and EMS device for 

body contouring is a safe and efficacious noninvasive 
modality for patients looking to achieve better defini-
tion to their abdomen without surgery. Patients should 
be counseled regarding the benefits and limitations of 
the treatment. Particularly, the results may be less dra-
matic than an excisional procedure but spare the patient 
from the downtime, recovery, and scarring of a surgical 
procedure.
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Fig. 1. sonographic images of subcutaneous fat thickness from two 
treatment locations before and after treatment with the transform 
radiofrequency and eMs device. a and B, Pretreatment images. C 
and d, the corresponding 3-month posttreatment images demon-
strating reduction in subcutaneous fat thickness.
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