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Article focus
 � We hypothesized that Indocyanine green 

(ICG) fluorescence angiography can be 
used to evaluate the blood flow of the rota-
tor cuff tendon in arthroscopic surgery.

 � By comparison with normal rotator cuffs, 
we hypothesized that the blood flow of 
torn rotator cuffs is decreased, while that 
of rotator cuff in patients with adhesive 
capsulitis is increased.

Key messages
 � ICG fluorescence angiography allowed 

for evaluation of real-time blood flow of 
the rotator cuff in arthroscopic shoulder 
surgery.

 � The adhesive capsulitis group showed 
significantly earlier enhancement than the 
normal rotator cuff group and rotator 
cuff tear group. In addition, the adhesive 
capsulitis group had a significantly smaller 

Intraoperative evaluation of blood flow 
for soft tissues in orthopaedic surgery 
using indocyanine green fluorescence 
angiography 
A pIloT sTudy

Objectives
Indocyanine green (IcG) fluorescence angiography is an emerging technique that can pro-
vide detailed anatomical information during surgery. The purpose of this study is to deter-
mine whether IcG fluorescence angiography can be used to evaluate the blood flow of the 
rotator cuff tendon in the clinical setting.

Methods
Twenty-six patients were evaluated from october 2016 to December 2017. The participants 
were categorized into three groups based on their diagnoses: the rotator cuff tear group; 
normal rotator cuff group; and adhesive capsulitis group. After establishing a posterior stan-
dard viewing portal, intravenous administration of IcG at 0.2 mg/kg body weight was per-
formed, and fluorescence images were recorded. The time from injection of the drug to the 
beginning of enhancement of the observed area was measured. The hypovascular area in 
the rotator cuff was evaluated, and the ratio of the hypovascular area to the anterolateral 
area of the rotator cuff tendon was calculated (hypovascular area ratio).

Results
IcG fluorescence angiography allowed for visualization of blood flow in the rotator cuff in 
all groups. The adhesive capsulitis group showed significantly earlier enhancement than the 
other groups. Furthermore, the adhesive capsulitis group had a significantly smaller hypo-
vascular area ratio than the other groups.

Conclusion
IcG fluorescence angiography allowed for evaluation of real-time blood flow of the rotator 
cuff in arthroscopic shoulder surgery. The techniques of IcG fluorescence angiography are 
simple and easy to observe, observer reliability is high, and it has utility for evaluating blood 
flow during surgery.
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hypovascular area ratio than the normal rotator cuff 
group and rotator cuff tear group.

 � There were no significant differences in the time to 
enhancement and hypovascular area ratio between 
the normal rotator cuff group and rotator cuff tear 
group.

Strengths and limitations
 � This is the first study to evaluate the in vivo real-time 

blood flow of the rotator cuff tendon using ICG fluo-
rescence angiography from the articular side.

 � The number of patients in each group was small, and 
there was a predominance of men in this study.

 � patient age in the normal rotator cuff group was not 
consistent with that in the other groups.

 � We did not observe blood flow of the rotator cuff ten-
don from the bursal side.

introduction
Blood flow abnormalities are among the most crucial fac-
tors in degenerative rotator cuff tears and adhesive cap-
sulitis. In patients with degenerative rotator cuff tears, 
vascular insufficiency of the supraspinatus tendon has 
been proposed as one cause of the tear.1-4 Blood flow has 
also been considered as an essential factor for healing of 
the rotator cuff tendon.5 In patients with adhesive capsu-
litis, increased blood flow in both the rotator interval and 
axillary pouch has been reported based on dynamic MRI. 
An association between increased blood flow and pain 
has also been recognized as a process that occurs during 
exercise.6 In addition, embolization of increased blood 
vessels in the rotator interval can reportedly relieve pain 
and restore shoulder function.7 Thus, information about 
blood flow is important in order to understand the patho-
physiology of shoulder diseases and to identify treatment 
strategies.

doppler ultrasound and laser doppler flowmetry 
(ldF) have been attempted as blood flow assessment 
techniques in clinical practice. Although various studies 
have utilized ldF and doppler ultrasound, such tech-
niques require another probe in addition to the scope 
and may not be easily applied in routine surgery.8-11

Indocyanine green (ICG) fluorescence angiography is 
an emerging technique that can provide detailed ana-
tomical information during surgery. It has been used for 
visual evaluation of intraoperative blood flow in various 
surgical fields, such as cardiac surgery and transplant sur-
gery.12,13 In the orthopaedic field, Kim et al14 reported dif-
ferences in perfusion of the rabbit’s rotator cuff tendon 
between parallel-type transosseous repair and suture-
bridge configuration repair in the early phase using ICG 
fluorescence angiography. However, whether ICG fluo-
rescence angiography can be used to evaluate the blood 
flow of the rotator cuff tendon in the clinical setting 
remains unknown. A new optical system that can be 

integrated into a surgical microscope or endoscope was 
recently developed, and ICG fluorescence angiography 
has been applied to the fields of neurosurgery and lapa-
roscopic surgery.12,15 To our knowledge, no clinical stud-
ies based on arthroscopic ICG fluorescence angiography 
have been published.

We hypothesized that ICG fluorescence angiography 
can be used to evaluate the blood flow of the rotator cuff 
tendon in arthroscopic surgery. In addition, by compari-
son with normal rotator cuffs, we hypothesize that the 
blood flow of torn rotator cuffs is decreased, while that of 
rotator cuffs in patients with adhesive capsulitis is 
increased. The first purpose of this study was to clarify 
whether the blood flow of the rotator cuff can be visually 
recognized by ICG fluorescence angiography. The sec-
ond purpose was to evaluate differences in blood flow 
among patients with rotator cuff tears, normal rotator 
cuffs, and adhesive capsulitis using ICG fluorescence 
angiography.

Materials and Methods
patients. This prospective study was approved by our 
institutional review board, and informed consent was 
obtained from all participating patients. For patients 
aged less than 20 years, informed consent was obtained 
from both the patients and their parents.

The following patients were included in the study: 
those undergoing arthroscopy for a rotator cuff tear; 
those with a normal rotator cuff but undergoing arthros-
copy for a condition unrelated to rotator cuff disease, 
such as instability or labral tears; and those undergoing 
arthroscopy for adhesive capsulitis. The following 
patients were excluded from the study: those who were 
younger than 15 years; had undergone shoulder surgery; 
had received intra-articular steroid injections; had comor-
bidities that may affect microvascular blood flow (e.g. 
diabetes, cardiovascular disease, local infection, or shoul-
der osteoarthritis or fractures); or had large/massive rota-
tor cuff tears. A large-to-massive tear was defined by an 
anteroposterior or mediolateral diameter of > 3 cm on 
preoperative MRI using the classification established by 
deorio and Cofield.16 patients were diagnosed by an 
experienced senior shoulder surgeon (TI) based on the 
history of their present illness, physical examination find-
ings, and image findings (plain radiograph and MRI). 
patients with a normal rotator cuff or adhesive capsulitis 
were confirmed to have no rotator cuff tear by preopera-
tive MRI and at the time of surgery.

The indications for operative treatment of rotator cuff 
tears or adhesive capsulitis were shoulder pain and failure 
of conservative treatment. The indications for operative 
treatment of instability or labral tears were a feeling of 
functional impairment during activities of daily living and 
sports participation. All patients had been experiencing 
symptoms for a minimum of three months and had 
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previously undergone a course of conservative manage-
ment that included medication and physical therapy.

From october 2016 to december 2017, a total of 42 
consecutive patients (33 male, nine female) undergoing 
arthroscopy for a rotator cuff tear, a condition unrelated 
to rotator cuff disease such as instability and labral tear, 
and patients undergoing arthroscopy for adhesive capsu-
litis were enrolled. large/massive rotator cuff tears were 
excluded because the long head of the biceps brachii 
(lHB) was damaged or the observable area was small due 
to retraction of the cuff stump (16 patients). The remain-
ing 26 patients (23 male, three female) were included in 
this study. The participants were categorized into three 
groups based on their diagnoses: the rotator cuff tear 
group (ten patients); normal rotator cuff group (eight 
patients); and adhesive capsulitis group (eight patients).
iCG fluorescence angiography. ICG fluorescence angi-
ography was performed using a near-infrared endo-
scope system (d-light p system; Karl storz sE & Co. 
KG, Tuttlingen, Germany). This device is a special cam-
era system that can perform ICG fluorescence angiog-
raphy and is usually used for laparoscopic surgery. ICG 
(diagnogreen; daiichi-sankyo pharmaceutical, Tokyo, 
Japan) was intravenously injected at 0.2 mg/kg body 
weight and became instantly bound to globulins in the 
plasma. It is not metabolized in the body; it is excreted 
unchanged exclusively by the liver and has a plasma half-
life of three to four minutes.17 ICG becomes fluorescent 
once excited by near-infrared light at wavelengths of 
about ⩾ 820 nm; the absorption peak is around 807 nm, 
and the emission peak is around 822 nm.13 ICG fluores-
cence angiography can provide differentiation of vital 
anatomic structures from a few millimetres to more than 
1 cm.18

Measurement area. We observed the anterolateral region 
of the rotator cuff tendon. The lHB was used as an 
anatomical landmark to determine the constant mea-
surement area. In the anteroposterior direction, the mea-
surement area was determined from the anterior point of 
the rotator cuff tendon to 1 cm away posteriorly, near the 
lHB. The scope was set to the position at which obser-
vation could be performed from the anterior point of 
the rotator cuff tendon to 1 cm away posteriorly. In the 
normal rotator cuff group and adhesive capsulitis group, 
the measurement area of the rotator cuff tendon ranged 
from the bone attachment portion to the observable 
proximal area close to the lHB. In the rotator cuff tear 
group, the measurement area of the rotator cuff tendon 
ranged from the edge of the tear to the observable proxi-
mal area close to the lHB.
equipment. A laparoscopic procedure (spIEs system, 
Karl storz sE & Co.) was used in all cases. The imaging 
was provided by a high-end full high-definition camera 
system (IMAGE 1 spIEs) connected to a laparoscope with 
0° field of direction, diameter of 5.8 mm, and length of 

19 cm. A xenon light source (d-light p sCB; Karl storz sE 
& Co.) that provided both visible and near-infrared exci-
tation light was used. switching from standard light to 
near-infrared light was controlled by the surgeon using 
a foot switch. visualization in both standard and near-
infrared light was improved by a system for professional 
image enhancement (IMAGE 1 spIEs system), offering 
adjustable visualization modalities that could be selected 
according to the surgeon’s preferences. All operations 
were performed by one senior orthopaedic surgeon 
(TI) in our institution. The patients underwent general 
anaesthesia and were placed in the beach-chair position, 
and an interscalene nerve block was administered under 
ultrasonic echo guidance. The mean arterial pressure was 
maintained at 80 mmHg to 100 mmHg throughout the 
operation to maintain stable blood flow of the soft tissue. 
An irrigation pump was used throughout the procedure 
at 40 mmHg. The arm was positioned at 60º abduction, 
and a full arthroscopic assessment with a conventional 
arthroscope was performed through standard posterior 
portals. Next, an anterior portal infiltrated with lactated 
Ringer’s solution (Arthromatic; Baxter International Inc., 
deerfield, Illinois) was created, and the arthroscope was 
switched to the near-infrared endoscope system. While 
the ICG was being injected by an anaesthetist, the sur-
geon switched from standard light to near-infrared light 
using a pedal. ICG fluorescence angiography was carried 
out, and the anterolateral region of the rotator cuff ten-
don was observed. The duration of time from switching 
to near-infrared light and the beginning of enhancement 
of the observed area was measured using video record-
ings. After injection of ICG, pictures were taken when the 
measurement area revealed enhancement. The video and 
image files of the ICG fluorescence angiography were 
stored on a computer hard drive and analyzed. The mea-
surement area was calculated based on the distance in 
the anteroposterior direction of the rotator cuff tendon as 
a reference. The hypovascular area in the rotator cuff on 
the pictures during the maximum enhancement period 
was measured using ImageJ/Fiji 1.46 software (National 
Institutes of Health, Bethesda, Maryland), and the ratio of 
the hypovascular area to the total measurement area of 
the rotator cuff was calculated (Fig. 1). We defined this 
ratio as the hypovascular area ratio. We assessed the post-
procedural adverse effects related to injection of ICG.
Statistical analysis. The measurements used to calculate 
the hypovascular area ratios were performed indepen-
dently by two orthopaedic surgeons (Nd and TI). The 
observers (Nd and TI) were blinded to the patient infor-
mation. The observers measured three times on different 
days, and the mean values were calculated. We calcu-
lated interclass correlation coefficients (ICCs) to measure 
interobserver agreement between the two surgeons and 
intraobserver reliability for one surgeon. Interobserver 
reproducibility for the hypovascular area ratios was also 
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evaluated by ICCs. All parameters were tested with nor-
mally distributed variables after initial assessment by 
Bartlett’s test. The differences in the mean age, measure-
ment area, hypovascular area ratio, and enhancement 
time among the normal rotator cuff group, rotator cuff 
tear group, and adhesive capsulitis group were evaluated 
by one-way analysis of variance (ANovA). The signifi-
cance of the mean differences between the groups was 
evaluated by Tukey’s post-hoc test. Results are expressed 
as mean with 95% confidence interval (CI). one-way 
ANovA and Tukey’s post-hoc test were performed with 
Graphpad pRIsM software (version 5.03; Graphpad 
software Inc., san diego, California). values of p < 0.05 
were considered statistically significant.

Results
Table I shows the demographics of the study population. 
The normal rotator cuff group was significantly younger 
than the rotator cuff tear group (p < 0.01). ICG fluores-
cence angiography allowed for visualization of the blood 
flow of the rotator cuff in all three groups (Figs 2 to 4). The 
mean measurement areas of the rotator cuff in the three 
study groups were 1.45 cm2 (95% CI, 0.859 to 2.05) in 
the rotator cuff tear group, 2.24 cm2 (95% CI, 0.939 to 
3.54) in the normal cuff group, and 1.45 cm2 (95% CI, 
0.887 to 2.01) in the adhesive capsulitis group. There was 
no statistically significant variation in the measurement 
areas among the study groups. No adverse effects related 
to injection of ICG occurred (low blood pressure, skin 

erythema, and laryngeal oedema were not observed). The 
adhesive capsulitis group showed significantly earlier 
enhancement than the normal rotator cuff group and 
rotator cuff tear group (p < 0.01). Furthermore, the adhe-
sive capsulitis group had a significantly smaller hypovas-
cular area ratio than the normal rotator cuff group and 
rotator cuff tear group (p < 0.01). There were no signifi-
cant differences in the time to enhancement and hypovas-
cular area ratio between the normal rotator cuff group 
and rotator cuff tear group (Tables II and III). Evaluation of 
the interobserver and intraobserver reliabilities for the 
hypovascular area ratios resulted in ICCs of 0.92 and 0.97, 
respectively, indicating excellent agreement.

Discussion
This is the first study worldwide to examine the blood 
flow in the rotator cuff using ICG fluorescence angiogra-
phy in vivo. We were able to evaluate differences in the 
blood flow in patients with various conditions, including 
rotator cuff tears, normal rotator cuffs, and adhesive cap-
sulitis. Furthermore, this study is the first study to evalu-
ate the blood flow of the rotator cuff from the articular 
side.

Evaluation of the cuff blood flow in vivo has been 
attempted in previous studies. ldF is the best-known 
method and allows for evaluation and quantification of 
blood flow in real time.9,10,19 However, the measurement 
is very sensitive to motion and contact pressure of the 
sensor tip applied by observers. Too much pressure may 
produce an ischaemic-like effect, while too little pressure 
may limit the depth of penetration of the laser, leading to 
a lack of signal output.19 Furthermore, to measure blood 
flow, it is necessary to bring the probe into close contact 
with the object, and only the immediate region can be 
evaluated. ICG does not require tissue contact, making it 
possible to observe a wider range than is possible with 
doppler. In addition, the measurement involves only the 

Table i. demographic characteristics of the study population

Group Male:Female Mean age, yrs (range)

RCT (n = 10) 9:1 58.5 (43 to 66)
Normal (n = 8) 8:0 31.6 (19 to 65)
Adhesive capsulitis (n = 8) 6:2 55.4 (33 to 74)

RCT, rotator cuff tear

 
 Fig. 1a Fig. 1b 

Anterolateral area of a rotator cuff tear observed at the time of indocyanine green (ICG) fluorescence angiography. a) The area surrounded by yellow lines is the 
area of the rotator cuff; this area was measured using ImageJ/Fiji 1.46 software. b) The area surrounded by yellow lines is the hypovascular area in the rotator 
cuff; this area was measured using ImageJ/Fiji 1.46 software. The ratio of the hypovascular area to the total area of the rotator cuff was calculated.
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injection of ICG and observation; the observer’s skill itself 
seems to have only a small influence. In this study, the 
interobserver and intraobserver reliabilities had good 

agreement, since the evaluation is not a complicated 
measurement but simply a visual evaluation. This result is 
important because the operator will see and evaluate 

 
 Fig. 2a  Fig. 2b 

a) Anterolateral area of a rotator cuff tear observed before indocyanine green (ICG) fluorescence angiography; b) Anterolateral area of a rotator cuff tear 
observed at the time of ICG fluorescence angiography. ssp, supraspinatus tendon; lHB, long head of biceps brachii; HH, head of humerus

 
 Fig. 3a  Fig. 3b 

a) Anterolateral area of a normal rotator cuff observed before ICG fluorescence angiography; b) Anterolateral area of a normal rotator cuff observed at the time 
of ICG fluorescence angiography. ssp, supraspinatus tendon; lHB, long head of biceps brachii; HH, head of humerus.

 
 Fig. 4a  Fig. 4b 

a) Anterolateral area of adhesive capsulitis observed before ICG fluorescence angiography; b) Anterolateral area of adhesive capsulitis observed at the time of 
ICG fluorescence angiography. ssp, supraspinatus tendon; lHB, long head of biceps brachii; HH, head of humerus.
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during surgery. However, a dedicated scope system for 
ICG fluorescence angiography is required. If technologi-
cal innovations continue to progress, we will be able to 
evaluate blood flow easily during surgery without switch-
ing the scope. Moreover, if we can check the blood flow 
of the cuff during surgery, we could clarify the difference 
in the cuff blood flow due to the suturing method and 
possibly be able to preserve the blood flow of the tendon 
at the time of surgery. In rotator cuff repair, re-tear occurs 
regardless of surgical method or suture method, and 
there are controversial issues on the factor of re-tear.20-22 
If we can check the blood flow of the cuff during surgery, 
it would be useful for establishing an appropriate treat-
ment for degenerative cuff tears. In addition, ICG fluores-
cence angiography can be applied to other operations 
such as surgical operations of other joints, tumours, 
debridement, and nonunion, but prospective studies and 
further development are needed to demonstrate the use-
fulness of ICG fluorescence angiography. Furthermore, 
ICG becomes fluorescent only where near-infrared light 
is applied. We can select which area we would like to 
observe, meaning no change to other areas. This is impor-
tant as it means we can reduce the impact on assessing 
patient oxygenation. Although ICG fluorescence angiog-
raphy involves a risk of allergy, we did not encounter 
patients with an allergy to ICG in this study.

A hypovascular area such as the critical zone was rec-
ognized near the bone insertion of the rotator cuff ten-
don in the normal rotator cuff group and rotator cuff tear 
group. Codman23 reported the presence of an ischaemic 
area (critical zone) proximal to the bone insertion of the 
supraspinatus tendon. The presence of a critical zone has 
been supported by several cadaver studies.24-26 Moseley 
and Goldie27 reported that the critical zone corresponded 
to the region of the anastomoses between the osseous 
and tendinous vessels. In this study, we were able to find 
a hypovascular area on the articular side such as the criti-
cal zone reported by Codman.23 This area might indicate 
the region of the anastomoses between the osseous and 

tendinous vessels. our finding supports these previous 
anatomical studies.

The adhesive capsulitis group showed significant ear-
lier enhancement and had a significantly smaller hypo-
vascular area ratio than the normal rotator cuff group 
and rotator cuff tear group. sasanuma et al6 reported that 
patients with adhesive capsulitis displayed increased 
clustering of blood flow and dispersion of contrast 
medium around the rotator interval and axillary pouch in 
the early phase compared with healthy volunteers using 
dynamic-enhanced MRI. They called this increased blood 
flow the “burning sign.” We directly observed the blood 
flow of the rotator cuff tendon from the articular side, 
and patients with adhesive capsulitis seemed to have 
increased blood flow in the supraspinatus tendon com-
pared with patients with normal rotator cuffs and rotator 
cuff tears.

patients in the normal rotator cuff group were younger 
than those in the rotator cuff tear group, but there was no 
significant difference in the hypovascular area ratio. 
Karthikeyan et al9 measured the microvascular blood flow 
in five different regions of the bursal side of the rotator cuff 
in four groups (normal rotator cuff, subacromial impinge-
ment, partial-thickness rotator cuff tear, and full-thickness 
rotator cuff tear) and found that the blood flow decreased 
in passing to the lateral part of the supraspinatus tendon in 
all groups. They demonstrated that the blood flow 
decreased in the lateral area of the rotator cuff tendon 
regardless of age. our study also showed that a hypovas-
cular area such as the critical zone is present in the rotator 
cuff from the articular side regardless of age. This might be 
related to the fact that the tendon adhesion rate after rota-
tor cuff tear repair is not 100%. Bone marrow stimulation 
techniques have recently been reported to promote micro-
vascularization of repair cuffs and to reduce the re-tear 
rate.28 This result may support the necessity of techniques 
in biologic augmentation on the footprint side.

There are several limitations in this study. First, the 
number of patients in each group was small, and there 

Table ii. Hypovascular area ratios in the three groups

Group Mean hypovascular area ratio (95% Ci) Minimum Maximum

RCT 0.3402 (0.2292 to 0.4512) 0.1836 0.6018
Normal 0.3803 (0.2273 to 0.5333) 0.183 0.7053
Adhesive capsulitis 0.065 (0.019 to 0.1119) 0 0.179

CI, Confidence interval; RCT, rotator cuff tear

Table iii. Enhancement times in the three groups

Group Mean enhancement time, seconds (95% Ci) Minimum Maximum

RCT 65.0 (53.3 to 76.7) 46.0 100.0
Normal 66.5 (56.0 to 77.1) 56.0 93.0
Adhesive capsulitis 27.6 (20.3 to 34.9) 18.0 45.0

CI, Confidence interval; RCT, rotator cuff tear
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was a predominance of men in this study. A small num-
ber of measurements usually results in a low detection 
power. Although our number of measurements was 
small, the hypovascular area in the adhesive capsulitis 
group was significantly smaller than in the normal cuff 
and cuff tear groups. second, the age of patients in the 
normal rotator cuff group was not consistent with that of 
patients in the other groups. Age should be matched in 
every group, and blood flow assessment should be done. 
However, in vivo studies have ethical considerations that 
introduce inevitable limitations. patients were only 
invited to enroll if they required an arthroscopic opera-
tion for the treatment of their shoulder; they were not 
asked to participate for the purposes of the study alone. 
Among patients undergoing shoulder arthroscopic sur-
gery, those with normal cuff tendons seem to have only 
instability or labral tears. due to these unavoidable and 
ethical reasons, the normal rotator cuff group mainly 
comprised young patients undergoing stabilization or 
labral repair surgery. Third, we did not observe from the 
bursal side. lohr and uhthoff2 reported that the articular 
side of the rotator cuff is disadvantageous in terms of 
blood supply compared with the bursal side of the rota-
tor cuff. If we had observed from the bursal side, there 
may have been differences in the enhanced area. 
However, this method is also applicable to the bursal 
side. Furthermore, it enables evaluation of blood flow of 
intra-articular lesions such as partial-thickness articular 
surface tears. Fourth, the field observation range was lim-
ited because we used a laparoscope with 0° field of direc-
tion. A 30° field of correction is often used in orthopaedic 
arthroscopy. Although there is a laparoscope with a 30° 
field of direction, the diameter is as large as 10 mm, 
increasing patient invasiveness. Therefore, we selected a 
laparoscope with a 0° field of direction and diameter of 
5.8 mm that seemed to be less invasive. Fifth, several fac-
tors influenced the blood flow. In patients with instability 
or labral tears, blood flow may increase due to trauma. 
However, the operation was performed more than four 
months after the last dislocation. We think that this meas-
urement could be done at a time when there is little or no 
influence by trauma. We used an irrigation pump to fill 
the glenohumeral joint during the operation. The pres-
sure from the irrigation pump may have affected the 
blood flow measurement. However, the same irrigation 
pump pressure was applied to all patients. Additionally, 
all patients were under general anaesthesia with an 
interscalene nerve block administered under ultrasonic 
echo guidance. The blood vessels may have been dilated 
by the anaesthetic agent, increasing the blood flow. 
Furthermore, the blood flow may have changed depend-
ing on the body temperature and intraoperative position 
(beach-chair position or lateral decubitus position).

In conclusion, this is the first study to evaluate the in vivo 
real-time blood flow at the anterolateral area of the 

supraspinatus tendon using ICG fluorescence angiography 
from the articular side. The adhesive capsulitis group 
showed significantly earlier enhancement and had a signifi-
cantly smaller hypovascular area ratio than did the normal 
rotator cuff group and rotator cuff tear group. The tech-
niques of ICG fluorescence angiography are simple and 
easy to observe, observer reliability is high, and it has utility 
for evaluating blood flow during surgery.
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