
THE BONE & JOINT JOURNAL 19

K. Sevaldsen,
O. Schnell Husby,
Ø. B. Lian,
K. M. Farran,
V. Schnell Husby

From Kristiansund 
Hospital, Kristiansund, 
Norway

Correspondence should be 
sent to K. Sevaldsen; email:  
 kirsti. sevaldsen@ helse- mr. no

© 2022 Author(s) et al.
doi:10.1302/0301-620X.104B1.
BJJ-2021-0325.R2 $2.00 

Bone Joint J
2022;104-B(1):19–26.

 � HIP

Is the French Paradox cementing philosophy 
superior to the standard cementing? A 
randomized controlled radiostereometric trial 
and comparative analysis

Aims
Highly polished stems with force- closed design have shown satisfactory clinical results despite 
being related to relatively high early migration. It has been suggested that the minimal thickness 
of cement mantles surrounding the femoral stem should be 2 mm to 4 mm to avoid aseptic 
loosening. The line- to- line cementing technique of the femoral stem, designed to achieve stem 
press-fit,challengesthisopinion.Wecomparedthemigrationofahighlypolishedstemwith
force- closed design by standard and line- to- line cementing to investigate whether differences in 
early migration of the stems occur in a clinical study.

Methods
In this single- blind, randomized controlled, clinical radiostereometric analysis (RSA) study, the 
migration pattern of the cemented Corail hip stem was compared between line- to- line and 
standard cementing in 48 arthroplasties. The primary outcome measure was femoral stem 
migration in terms of rotation and translation around and along with the X-, Y-, and Z- axes 
measured using model- based RSA at three, 12, and 24 months. A linear mixed- effects model 
was used for statistical analysis.

Results
Results from mixed model analyses revealed a lower mean retroversion for line- to- line (0.72° 
(95%confidenceinterval(CI)0.38°to1.07°;p<0.001),butnosignificantdifferencesinsubsid-
encebetweenthetechniques(-0.15mm(95%CI-0.53to0.227;p=0.429)at24months.Radiolu-
centlinesmeasuring<2mmwidewerefoundinthreeandfivearthroplastiescementedbythe
standard and line- to- line method, respectively.

Conclusion
The cemented Corail stem with a force- closed design seems to settle earlier and better with 
theline-to-linecementingmethod,althoughforsubsidencethedifferencewasnotsignificant.
However, the lower rate of migration into retroversion may reduce the wear and cement defor-
mation,contributingtogoodlong-termfixationandimplantsurvival.

Cite this article: Bone Joint J2022;104-B(1):19–26.

Introduction
To reduce aseptic loosening (ASL) and stem revi-
sion, the minimal thickness of modern complete 
cement mantles is generally 2 mm to 4 mm.1,2 This 
knowledge is challenged by the paradoxical results 
obtained with two French- designed cemented 
stems: Charnley- Kerboull (CK) (Orthinox, 
Stryker Howmedica, France) and Ceraver Osteal 
(Ceraver, France).3 These are cemented line- to- 
line as a press- fit and not with the recommended 

2 mm to 4 mm of surrounding cement.1 The best 
results were achieved with the polished and rect-
angular double- tapered CK mark I and II.2,4,5

An in vitro study demonstrated the worst- case 
scenario with mechanical failure if the stem is 
undersized and the cement is not adequately pres-
surized. The stem was found to create high cement 
stresses, resulting in cracking of the full- thickness 
cement.6 In an in vitro controlled research study, we 
have previously shown that line- to- line cementing 



Follow us @BoneJointJ

K. SEVALDSEN, O. SCHNELL HUSBY, Ø. B. LIAN, K. M. FARRAN, V. SCHNELL HUSBY20

THE BONE & JOINT JOURNAL 

Assessed for eligibility (n = 54)

Excluded (n = 6)
- Not meeting inclusion criteria (n = 3)
- Declined to participate (n = 1)
- Other reasons (n = 2)

Excluded from analysis (n = 6)
- Postoperative not usable image (n = 1)
- < 3 markers visible (n = 2)
- Small model size, CAD not available (n = 1)
- CN >120 (n = 2)

Postop RSA (n = 23)

Allocated to standard cementing (n = 23)
- Received allocated intervention (n = 21)
- Did not receive allocated intervention, received
line-to line, changed group (n = 2)

Postop RSA (n = 25)

Allocated to line-to-line cementing (n = 25)
- Received allocated intervention (n = 23)
- Did not receive allocated intervention, received 
standard, changed group (n = 2)

Excluded from analysis (n = 3)
- < 3 markers visible (n = 1)
- Large model size, CAD not available (n = 1)
- CN > 120 (n = 1)

Analysis

Follow-up

Randomized (n = 48)

Allocation

3 months RSA (n = 23)

12 months RSA (n = 21)

24 months RSA (n = 20)

Analyzed at 2 years (n = 17) Analyzed at 2 years (n = 22)

3 months RSA (n = 25)

12 months RSA (n = 23)

24 months RSA (n = 23)

Fig. 1

CONSORT flowchart. CAD, computer- aided design; CN, condition number; RSA, radiostereometric analysis.

generates higher cement pressure and increased cement pene-
tration into cancellous bone, resulting in a thinner composite 
mantle, but better interdigitation than standard cementing.7

Fixation models of cemented hip stems are commonly char-
acterized as force- closed and shape- closed.8,9 Shape- closed 
designs are meant to be contained by the cement mantle and 
have a rough surface texture, collars, and curved shape. Like the 
cemented Corail (DePuy Synthes, USA), force- closed designs 
are intended to subside in the mantle and have a polished surface 
finish, are tapered, wedged, and sometimes straight. They are 
designed to subside gradually postoperatively. Their stability is 
provided by subsidence under load, like with a press- fit cone.

Standard cementing with oversized broaching has shown 
good long- term survival with shape- closed design and force- 
closed design, respectively. However, it is not necessarily true 
that this technique provides the optimal outcome for force- 
closed design.3,9–12

Interpretation and understanding of the context between 
migration pattern, early ASL, and long- time survival in correla-
tion to stem design, cementing technique, and mantle quality can 
be obtained from radiostereometric analysis (RSA) studies.13–16 
With RSA, a long- term prediction could be made of prosthetic 
loosening based on the 24- month follow- up RSA data.14,16–19 
Several studies have investigated the line- to- line cementing 
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Fig. 2

Orientation of the migration coordinate system with the Corail stem 
(DePuy Synthes, USA).

Table I. Precision results of 31 double migration measurements of the 
patient standard radiostereometric migration analysis (upper limits 
of 95% confidence interval). X, Y, and Z refer to orthogonal axes. 
Translation is given in mm and rotation in degrees.

Tx Ty Tz Rx Ry Rz

0.06 0.15 0.16 0.30 0.73 0.12

R, rotation; T, translation

Table II. Characteristics, implant parameters, and cement grading in 
patients with complete radiographs.

Characteristic Standard Line- to- line

Total, n 17 22

Sex, n (%)
Female 10 (58.82) 15 (68.18)

Male 7 (41.18) 7 (31.82)

Mean BMI, kg/m2 (SD) 26.2 (3.0) 27.0 (2.9)

Mean age, yrs (SD) 65.5 (4.5) 65.5 (6.2)

Side, n
Left 9 10

Right 8 12

Stem size, n
9 3 1

10 1 1

11 6 5

12 6 7

13 0 3

14 1 4

15 0 1

Stem orientation, n
Varus 2 4

Neutral (> 3°) 15 17

Valgus 0 1

Barrackcementgrading,n
A 14 17

B 3 5

C 0 0

D 0 0

SD, standard deviation.

technique versus the standard cementing technique. However, 
to our knowledge, the relationship between the migrations of 
the hip stem with the two cementing techniques has not been 
previously explored.

This clinical research study was designed as a prospective, 
single- blind, randomized controlled clinical trial. The aim of 
the study was to investigate the differences in migration pattern 
of the force- closed femoral stem design by comparing standard 
and line- to- line broaching and cementing of the polished taper- 
shaped Corail stem. We hypothesized that there is no significant 
difference in the pattern of migration of the hip stem on RSA 
between the line- to- line and standard cementing techniques.

Methods
This study (Clinical Trials NCT 01952067) was performed at 
the department of orthopaedic surgery at Kristiansund Hospital, 
Kristiansund, Norway. Between April 2013 and June 2015, 
48 patients were included by orthopaedic hip surgeons at our 
outpatient unit. The last two- year follow- up was in June 2017. 
A total of 48 total hip arthroplasties (THAs) in 48 patients were 
randomized; of these, 25 received line- to- line and 23 received 
standard cementing (Figure 1). The inclusion criteria were male 
and female patients aged between 55 and 75 years with a diag-
nosis of primary or secondary osteoarthritis (OA) or avascular 

necrosis (AVN). The following patients were excluded: those 
who could not sign the consent form; required revision THA, 
cementless THA, or THA for reasons other than OA or AVN; 
prior osteotomy of the femur; BMI > 35 kg/m2; and a diagnosis 
of suspected infection or malignancy.

Patients were randomized to receive either the standard or 
the line- to- line cementing of the Corail hip stem. Block random 
allocation was performed by a computer- generated randomiza-
tion program (Unit for Applied Clinical Research, Norwegian 
University of Science and Technology, Norway). The patients 
and independent examiners performing the RSA and the clinical 
assessment were blinded to the applied type of cementing tech-
nique. Two experienced consultant hip surgeons (KMF, ØBL) 
carried out the procedure using the direct Hardinge lateral 
approach in a single department.20 For standard cementing, the 
corresponding implant (i.e. 1 mm undersized in all directions) 
was used, and for line- to- line cementing, an implant with the 
same geometrical size as the broach was used. The patients 
received a standard collarless cemented Corail hip stem with 
standard offset, a 28 mm Alumina Biolox Forte Ceramic Head 
(DePuy Synthes), and a cemented polyethylene Marathon 
acetabular component (DePuy Synthes). Cemex Genta Fast 
Bone Cement (Tecres, Italy)21–25 was inserted using a third- 
generation cementing technique with pulsatile lavage and 
closed mixing, retrograde injection, proximal seal, and pressur-
ization. The cement was inserted at two minutes and the stems 
implanted at  three minutes after mixing, respectively. Patients 
were evaluated at inclusion, within one week, and at three, 12, 
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Fig. 3

Mean retroversion (°) with standard and line- to- line cementing of the 
Corail stem compared with the precision of rotation around the y- axis. 
Line- to- line retroversion rate 12 to 24 months: 0.187 (95% confidence 
interval (CI) -0.031 to 0.404); standard retroversion rate 12 to 24 months: 
0.369 (95% CI 0.022° to 0.717).
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Fig. 4

Mean subsidence (mm) with standard and line- to- line cementing of the 
Corail stem compared with the precision of translation along the y- axis. 
Line- to- line subsidence rate 12 to 24 months: -0.143 (95% confidence 
interval (CI) -0.207 to 0.078); standard subsidence rate 12 to 24 months: 
-0.287 (95% CI -0.475 to -0.099).

and 24 months postoperatively. At each evaluation, RSA acqui-
sitions and conventional anteroposterior and lateral images 
were obtained. The primary endpoint was stem migration at two 
years measured by RSA.

The study was planned and executed according to the tenets 
of the World Medical Association Declaration of Helsinki.26 
The participants received written information regarding the 
study and signed an informed consent form prior to surgery.

For RSA measurements, eight tantalum markers (ø = 
0.8 mm) were inserted into the proximal femur. These 
reference bone markers form a rigid body that is the basis 
for all RSA calculations. RSA acquisitions were obtained 
using a set- up with the patient supine over a uniplanar 
calibration cage (CanonCage; RSA Biomedical, Sweden). 
All RSA images were made with a fixed (Discovery XR 
656; General Electric Company, USA) and mobile (Optima 
XR22amx; General Electric Company) roentgen tube. The 
first acquisition was made within one week postopera-
tively, and the relative position of the stem to the bone was 
set to serve as the baseline for all further examinations. 
If the markers’ configuration was inadequate or too few 
markers (< three) had been used, the patient was excluded 
from the RSA analyses.

Computer- aided design (CAD) details of the stem were used 
to represent the femoral component.27–30 A 3D model of the 
cemented Corail prosthesis, based on CAD information, was 
combined with a 3D sphere model. This integrated model was 
used to determine the stem’s 3D position in the RSA set- up. 
Translations and rotations of the prosthesis in the orthogonal 
axes (Figure 2) were calculated with a model- based RSA soft-
ware (Model- Based RSA software v. 4.11; RSAcore, Leiden 
University Medical Centre, The Netherlands). RSA analyses 
were performed by a third party (RSAcore).

To determine the precision of the RSA set- up, a double 
set of RSA examinations during the 12- month follow- up was 

acquired. As actual migration within the short time interval in 
between the double examinations is expected to be zero, the 
calculated migration for these double examinations represents 
the measurement error. The standard deviation (SD) is a measure 
for the precision (i.e. the upper limit of 95% confidence interval 
(CI) of the measurements (Table I).13,31,32

For all examinations, the mean rigid body error (ME) of the 
RSA markers was 0.15 mm (SD 0.065), and the mean condition 
number of the RSA markers was 61.1 (SD 23.2). Markers that 
moved by > 0.5 mm with respect to other markers were consid-
ered unstable and excluded from the analyses.

The prosthetic migration was calculated with respect to the 
largest set of available matching bone markers, in all follow- up 
moments (minimum three markers) and meeting the Interna-
tional Organization for Standardization criteria for rigid body 
matching. The ME was < 0.35 mm and the condition number 
(CN) was < 120 m-1 (ISO16087:2013).32

The femoral component’s orientation was evaluated as 
recommended by Johnston et al33 using the prosthesis, the prox-
imal lateral cement mantle and the trochanter major as land-
marks. Cement grading was evaluated using the grading of 
Barrack, Mulroy, and Harris, as described in previous studies 
assessed from the postoperative radiographs (Table II).34,35 The 
two- year postoperative radiographs were evaluated according 
to Engh, Bobyn, and Glassman for the presence of cement frac-
tures and local endosteal lysis at the cement- bone interface in all 
14 Gruen zones.36,37 Radiolucent lines were measured on radio-
graphs according to Kobayashi et al.38 All image acquisitions 
were obtained from the local picture archiving and communi-
cation system (PACS).
Statistical analysis. Assuming a difference in stem subsid-
ence of 0.6 mm (SD 0.6) and 0.7° y- rotation of the stem (SD 
0.7) represents a clinically significant difference which is as-
sociated with increased risk of early failure.13,39 Accordingly, 
17 patients would be needed to detect a potential effect 
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Table III. Mean monthly migration.

Mean monthly 
migration (95% CI)

Translation, mm Rotation, °

X Y Z X Y Z

0 to 3  mths
Standard 0.01 (- 0.06 to 0.09) -0.48 (- 0.70 to -0.25) -0.04 (- 0.14 to 0.05) -0.04 (- 0.22 to 0.13) 1.08 (0.73 to 1.43) -0.01 (- 0.11 to 0.09)

Line to line -0.02 (- 0.09 to 0.05) -0.42 ( -0.71 to -0.13) -0.02 (- 0.12 to 0.07) -0.05 (- 0.26 to 0.16) 0.46 (0.25 to 0.67) -0.01 (- 0.13 to 0.11)

12 to 24 mths
Standard 0.01 (- 0.12 to 0.14) -0.89 (- 1.25 to -0.52) -0.16 (- 0.31 to 0.00) -0.35 (- 0.58 to -0.12) 2.06 (1.34 to 2.78) -0.08 (- 0.25 to 0.09)

Line to line -0.05 (- 0.16 to 0.07) -0.71 (- 1.16 to -0.26) -0.05 (- 0.17 to 0.08) -0.06 (- 0.25 to 0.12) 0.94 (0.71 to 1.18) -0.01 (- 0.21 to 0.19)

24 mths
Standard -0.03 (- 0.15 to 0.09) -1.22 (- 1.72 to -0.72) -0.20 (- 0.37 to -0.04) -0.36 (- 0.68 to -0.04) 2.36 (1.75 to 2.96) -0.04 (- 0.25 to 0.16)

Line to line -0.07 (- 0.19 to 0.05) -0.86 (- 1.32 to -0.39) -0.1 (- 0.23 to 0.03) -0.13 (- 0.34 to 0.08) 1.13 (0.85 to 1.41) -0.048 (- 0.26 to 0.19)

Precision -0.00 (- 0.01 to 0.00) 0.01 (- 0.02 to 0.03) 0.02 (- 0.01 to 0.04) -0.02 (- 0.07 to 0.03) -0.02 (- 0.13 to 0.08) -0.01 (- 0.03 to 0.01)

CI, confidence interval.

Table IV. Results of the mixed effects model. Reported coefficient 
estimates from linear mixed model analysis comparing line- to- line to 
standard technique. Estimates adjusted for age, sex, BMI, time, and 
stem size.

Axis Coefficient(95%CI) p- value

TX 0.090 (- 0.008 to 0.189) 0.074

TY -0.198 (- 0.413 to 0.373) 0.921

TZ -0.078 (- 0.203 to 0.045) 0.215

RX -0.071 (- 0.279 to 0 .136) 0.499

RY 0.770 (0.390 to 1.151) < 0.001

RZ 0.063 (- 0.092 to 0.220) 0.424

CI, confidence interval; R, rotation; T, translation.

with a statistical power of 80% and a significance level of 
5%.23,40–42 This is in accordance with other RSA THA studies, 
which include a minimum sample size of approximately 12 
to 15 participants.13

Descriptive statistics were presented as the mean and SD for 
continuous variables and absolute and relative frequencies for 
categorical variables. Estimates are reported as the mean and 
95% CI where appropriate. Throughout the follow- up period, 
migration was analyzed using a linear mixed model (LMM) 
with an intercept for each patient. This model deals with the 
correlation induced by repeated measurements. For each 
outcome the linear mixed model was adjusted for the following 
baseline characteristics; age, sex, BMI, time, and stem size. 
A p- value < 0.05 was considered to indicate statistical signif-
icance. All analyses were performed using SPSS Statistics for 
Windows v. 25.0 (IBM, USA).

Results
There were no clinically relevant differences between the two 
groups regarding implant parameters, cement grading, or demo-
graphic data (Table II).

The stems migrated by subsidence and retroversion, which 
appeared mainly within the first three months but continued 
throughout the 24- month follow- up period. The pattern of 
migration along and around the orthogonal axes showed that 
the stems cemented using the standard technique subsided 
more distally and rotated more in retroversion than the stems 
cemented using the line- to- line technique. The measurement 
precision was 0.01 mm for subsidence along the y- axis and 
0.02° for rotation around the y- axis.

Retroversion. At three, 12, and 24 months, the migration in ret-
roversion of the stems was significantly higher with standard than 
line- to- line cementing. Within the first three months, stems with 
standard and line- to- line cementing migrated in retroversion by 
a mean of 1.08° (SD 0.70°) and 0.46° (SD 0.43°), respectively. 
At 12 months, the stems with standard and line- to- line cement-
ing had migrated in retroversion by a mean of 2.06° (SD 1.41°) 
and 0.94° (SD 0.49°), respectively. At 24 months, the total rate 
of migration of stems in retroversion for the standard and line- 
to- line cementing were 2.36° (SD 1.15°) and 1.13° (SD 0.59°) 
respectively (Table III). All stems continued to migrate through-
out the observation period (Figure 3). Results from mixed model 
analyses revealed a lower mean retroversion (Ry) for line- to- line 
(0.77° (95% CI 0.39° to 1.15°); p < 0.001) (Table IV).

 
Subsidence. At three months, subsidence of the stems was sim-
ilar. At 12 and 24 months, mean subsidence was higher with 
standard cementing than line- to- line cementing. Within the 
first three months, stems with standard cementing subsided by 
a mean of 0.48 mm (SD 0.46). The corresponding value for 
line- to- line cementing was 0.42 mm (SD 0.67). At 12 months, 
stems in the standard and line- to- line cementing groups showed 
subsidence by a mean of 0.89 mm (SD 0.75) and 0.71 mm (SD 
1.05), respectively. Similarly, at 24 months, stems in the stand-
ard and line- to- line cementing groups showed subsidence by a 
mean of 1.22 mm (SD 0.99) and 0.86 mm (SD 1.09), respec-
tively (Table III). All stems continued to migrate throughout the 
observation period (Figure 4).

Results from mixed model analyses revealed no significant 
differences in subsidence (Ty) between the techniques (- 0.19 
mm (95% CI -0.41 to 0.377); p = 0.921) (Table IV).
Radiological outcomes. Radiolucent lines were found in three 
and five THAs cemented by standard and line- to- line technique, 
respectively. However, their width was < 2 mm, and they all ap-
peared in one Gruen zone only. Cement fractures and osteolytic 
lesions were not detected in any THA.
Survival and complications. After two years of follow- up, no 
revision surgery was required in any patient. None of the study 
participants experienced adverse events, and no postoperative 
complications were recorded during the study period. Due to 
misunderstandings between surgical staff who used the rand-
omization program and the surgeons, there were four patients 
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who did not receive the allocated method. Thus, results were 
analyzed according to the intention- to- treat principle.

Discussion
To our knowledge, this is the first randomized RSA study to 
compare the migration patterns of polished hip stems cemented 
using the standard and line- to- line techniques. The main finding 
was that the highly polished cemented Corail stem migrated 
significantly less in retroversion with the line- to- line technique 
compared to the standard technique. The stems subsided less 
with the line- to- line compared to the standard; however, this 
difference was not statistically significant. For both techniques, 
the main migration (subsidence and retroversion) took place 
during the first three  months and continued during the observa-
tion period of 24 months.

For both cementing techniques, the mean distal subsidence at 
two years was less than 1.2 mm. This is in accordance with other 
studies of highly polished stems.43–46 The very low distal subsid-
ence of 0.86 mm in the line- to- line group is quite similar to that 
reported at two years with the Exeter (Stryker, USA) stem.47 
Furthermore, the subsidence at two years for both cementing 
techniques in the present study was less than that reported with 
the C- stem (DePuy Synthes).46,48 The significantly lower rate of 
retroversion in the line- to- line cementing group in our study can 
be explained by the cementing technique, which is crucial when 
a highly polished Corail stem is used. In a previous in vitro 
study comparing the two cementing techniques, we have shown 
that the line- to- line technique generated an adequate and similar 
cement mantle thickness by interdigitating the cement deep into 
the cancellous bone within the internal surface of the cortex.7 
In that study, we found a higher cement pressure with the line- 
to- line technique than the standard technique. The phenomena 
of deep cement interdigitation may be beneficial in stabilizing 
the cemented Corail stem, which is double- tapered with a 
rectangular proximal shape. The corners of the rectangle are 
rounded, and the distal tip has a blunter shape than the Exeter 
and C- stem stems. The deep interdigitation into the cancellous 
bone creates a composite that may be beneficial for stabilizing 
highly polished stems. This geometrical factor may explain the 
increased retroversion of this stem when combined with stan-
dard cementing. Retroversion at  two years with the line- to- line 
technique is also comparable to the results of Murray et al,47 
where the Exeter stem was combined with standard cementing. 
However, in our study, a cemented Corail stem with the stan-
dard technique showed increased retroversion compared to 
other studies.

The low number of radiolucent lines in our study is accept-
able. However, it can be interpreted as complete white- out or 
a Mach- effect indicating edge enhancement between areas of 
different densities on radiological images.34,49 Cement fractures 
and osteolytic lesions were not observed in any THA and may 
indicate low implant wear at 24 months. High- viscosity cement 
was used in the present study, which possibly created higher 
pressure and subsequent better penetration into corticocancel-
lous bone.7

Precise cut- off values for the degree of early migration of 
the stem assumed to be related to ASL have not been char-
acterized. The pattern of early migration considered to be 

pathological seems to vary with different implant designs. 
With wedged, highly polished taper- shaped stems, the RSA 
findings of a high level of early subsidence and retroversion 
are an expected finding in stems of this design.50,51 This is 
contrary to other designs where such findings may be inter-
preted as predicting early failure.15,52 Different RSA studies 
of similar stems show variation in the degree of migration 
reported (Supplementary Table i).

This study was conducted according to the ISO16087:2013 
requirements for clinical assessment of migration of orthopaedic 
implants using RSA.32 RSA is a highly accurate technique to 
measure the migration of prosthesis components relative to 
bone. It uses a lower radiation dose than regular radiographs, 
but achieves a much higher precision in measuring relative 
prosthesis pose changes. Another strength of this study is that 
it was designed and performed as a prospective, single- blinded, 
randomized controlled trial.

The main limitation of this study was missing data, mainly by 
the exclusion of RSA images that did not match the predefined 
quality standards (missing cage markers, unusable postopera-
tive image, high CN, and CAD- models not available). Missing 
data may introduce selection bias and cause type 2 error, 
resulting in reduced precision of variable estimates. However, 
missing data in our study were assumed to be random and thus 
unrelated to the outcome variables. Patients aged > 75 years 
were not included.

The results and conclusions only apply to the cemented 
Corail implant with force- closed design. Other stems with 
comparable design features were not investigated.

In conclusion, the line- to- line cementing technique provides 
significantly reduced migration in retroversion when used in 
combination with the Corail highly polished hip stem. The 
results of this study indicate that for wedged taper- shaped 
highly polished hip stems with force- closed design, line- to- 
line cementing is a promising procedure, but long- term clinical 
outcomes are warranted.

Take home message
  - For implantation of cemented hip stems, choosing the 

optimal combination of cementing technique, geometrical 
implant design, and surface roughness seems to be 

paramount.
  - Line- to- line cementing in combination with a force- closed design 

seems to reduce early retroversion of the stem.

Twitter
Follow Helse MøreogRomsdal @HelseMR
Follow Norwegian University of Science and Technology @
NTNU

Supplementary material
  Table showing radiostereometric migration results 

from studies on force- closed design.
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