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Wide-field imaging of birefringent 
synovial fluid crystals using lens-
free polarized microscopy for gout 
diagnosis
Yibo Zhang1,2,3, Seung Yoon Celine Lee4, Yun Zhang1, Daniel Furst4, John Fitzgerald4 & 
Aydogan Ozcan1,2,3,5

Gout is a form of crystal arthropathy where monosodium urate (MSU) crystals deposit and elicit 
inflammation in a joint. Diagnosis of gout relies on identification of MSU crystals under a compensated 
polarized light microscope (CPLM) in synovial fluid aspirated from the patient’s joint. The detection 
of MSU crystals by optical microscopy is enhanced by their birefringent properties. However, CPLM 
partially suffers from the high-cost and bulkiness of conventional lens-based microscopy, and its 
relatively small field-of-view (FOV) limits the efficiency and accuracy of gout diagnosis. Here we present 
a lens-free polarized microscope which adopts a novel differential and angle-mismatched polarizing 
optical design achieving wide-field and high-resolution holographic imaging of birefringent objects with 
a color contrast similar to that of a standard CPLM. The performance of this computational polarization 
microscope is validated by imaging MSU crystals made from a gout patient’s tophus and steroid 
crystals used as negative control. This lens-free polarized microscope, with its wide FOV (>20 mm2), 
cost-effectiveness and field-portability, can significantly improve the efficiency and accuracy of gout 
diagnosis, reduce costs, and can be deployed even at the point-of-care and in resource-limited clinical 
settings.

Gout is a type of crystal arthropathy, which is caused by the deposition of monosodium urate (MSU) crystals in 
the joints and periarticular structures such as the tendons and ligaments. During an acute gout attack, the patient 
experiences severe pain and swelling of the affected structures, which can often be debilitating for the patient1,2. 
The prevalence of gout has been gradually increasing by as much as fourfold for the past five decades, and is the 
most common type of inflammatory arthritis in the United States affecting over 8 million adults, 3.9% of the 
entire population3.

The pathogenesis of gout is complex, involving abnormalities in both metabolism and immunity. The key 
components include hyperuricemia and MSU crystallization4. Uric acid is a byproduct of purine metabolism, 
degraded by the enzyme uricase by most mammals; however, humans lack this enzyme because of multiple evo-
lutional mutations of its coding gene and hence have higher levels of serum urate than other mammals5. Once 
serum urate rises above 6.8 mg/dL, urate can form MSU crystals under certain environmental factors (typically in 
and around joints), which then act as a potent trigger of inflammation in the joints6,7.

The gold standard for the diagnosis of gout is identification of MSU crystals within the synovial fluid aspirated 
from the joints of a gout patient using a compensated polarized light microscope (CPLM)8,9. Compared to a 
standard brightfield light microscope, a CPLM has a pair of linear polarizers using the cross-polarized configu-
ration, and a full-wave retardation plate (red compensator) to convert birefringence of the objects into color var-
iations. MSU crystals have needle-like shape and strong negative birefringence, i.e., the fast axis is along the axial 
direction of the crystal, which, when observed under a CPLM, appear yellow (or blue) when the MSU crystal is 
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aligned parallel (or perpendicular) with the slow axis of the full-wave retardation plate, upon a red/magenta back-
ground color. Although polarized microscopy has been considered as the “gold standard” for diagnosis of gout 
since 1961, recent studies show that joint aspiration is not regularly performed in primary care clinics10,11. In some 
observational studies, only about 10% of primary care physicians performed polarizing microscope examination 
in diagnosing gout patients12,13. Among other reasons, limitations of traditional CPLM play an important role. 
Most critically, conventional lens-based microscopes have relatively small FOV, especially when high-numerical 
aperture (NA) and high-magnification objective lenses are used. For example, in the identification of MSU crys-
tals, routinely a 40×  (e.g., 0.75NA) objective lens is used to observe the morphology of the crystals, resulting in 
an extremely small FOV (~0.2 mm2) which leads to long examination times by diagnosticians. In particular, when 
there is only a limited number of crystals present in a synovial fluid sample taken from the patient, the examina-
tion of the entire sample can be not only time-consuming but also can produce a non-reliable diagnostic result 
because of operator-dependent bias in detecting the crystals over a limited FOV14. The concentration of crys-
tals directly correlates with diagnosticians’ ability to positively identify crystals15. Furthermore, the reliability of 
CPLM for detection of MSU crystals can vary widely depending on the examiner’s level of training16. These draw-
backs of the current method call for a newer method to detect birefringent crystals that is higher-throughput, 
easier to use and ideally automated.

Invented to address the limitations of the conventional lens-based light microscopes, lens-free on-chip 
microscopy based on digital in-line holography has gone through significant developments in the past dec-
ade17–39. Taking advantage of the rapid increase in mega pixel counts and the reducing costs of optoelectronic 
image sensors as well as the exponential improvements in computation capabilities of consumer electronic 
devices, lens-free on-chip microscopy can perform wide-field imaging without the need for lenses or objectives 
in a compact, cost-effective and field-portable setup30,40,41. In a lens-free on-chip imaging set-up, a transparent 
sample is positioned above an image sensor chip (e.g., a complementary metal-oxide semiconductor (CMOS) 
or charged-coupled device (CCD) chip) where the sensor-to-sample distance (i.e., z2) is less than a millime-
ter whereas the source-to-sample distance (z1) is e.g., 10–15 cm. This imaging geometry has unit magnification 
and as a result of this, the entire active area of the imager chip serves as the object FOV, which can easily reach  
> 20–30 mm2 and > 10–20 cm2, using commercially available CMOS or CCD imager chips, respectively. Therefore 
the FOV of the lens-free microscope can be 2–3 orders of magnitude larger than a conventional lens-based micro-
scope with a similar resolution level35. One disadvantage of unit magnification geometry is that the diffraction 
patterns or in-line holograms of samples are typically undersampled due to the relatively large pixel size at the 
sensor plane. This limitation has been mitigated using pixel super-resolution (PSR) and synthetic aperture tech-
niques to achieve submicron resolution over large FOVs, breaking the resolution limit imposed by the pixel size 
of the image sensor chips, also achieving a space-bandwidth product that is larger than 1 billion21,23,35,42–47.

Due to these advantages, lens-free computational microscopy can be a potential solution to the efficiency 
and reliability issues of gout diagnosis using the conventional CPLM. However, the adaptation of the current 
bright-field lens-free microscopy setup to polarized imaging is not straightforward: the cross-polarized config-
uration used in CPLM can totally extinct the background light that is not modified by the birefringent sample, 
and therefore is not applicable to lens-free holography where reference light is necessary to form interference41,48. 
Moreover, the color contrast of birefringent objects as generated by a conventional CPLM is challenging to rep-
licate by a lens-free microscope which inherently uses narrow-band illumination sources, unless multiple wave-
lengths are used.

To face these challenges and create a lens-free microscope that can be used in gout diagnosis, we designed 
a novel lens-free differential holographic polarized imaging platform, which can achieve wide-field imaging of 
birefringent objects on an image sensor chip with sub-micron resolution (see Fig. 1(a)). In this design, a par-
tially coherent light source is passed through a circular polarizer and is incident on the transparent sample that 
contains the synovial fluid taken from a patient. A CMOS optoelectronic image sensor is placed right below the 
sample, with a polarization analyzer unit composed of a λ /4 retarder film and a linear polarizer film positioned 
above the image sensor, which utilizes the entire active area of the image sensor as our imaging FOV (~20.5 mm2). 
The holographic diffraction patterns of the sample captured by the image sensor are processed by reconstruc-
tion algorithms including PSR17,21,22,29,30,40,49 and multi-height based phase recovery22,29,30,40 which generate both 
amplitude and phase images of the sample. In this work, we also employed a differential imaging strategy where 
we subtract two reconstructed images (where the analyzer was rotated by 90° between each image acquisition) to 
eliminate possible ambiguities between birefringent objects and absorptive objects that might randomly appear in 
the sample FOV. The detailed polarization design of our lens-free on-chip microscope is also shown in Fig. 1(b). 
The analyzer unit is modified from a standard cross-polarized configuration by changing the orientation of the 
linear polarizer from + 45° with respect to the x-axis to + 65°, to pass a certain fraction of the background light 
for hologram formation.

We optimized this lens-free polarization imaging design first using numerical simulations based on the Jones 
calculus50, and then experimentally validated its effectiveness by imaging MSU crystal samples made from a 
gout patient’s tophus and a fabricated steroid crystal sample (used as a negative control). Our lens-free polarized 
imaging results, after a digital pseudo-coloring step, achieved close agreement to gold-standard images obtained 
using CPLM with a 40×  0.75NA objective lens, both in color contrast and spatial details of the samples. Three 
board-certified rheumatologists also confirmed the image quality and the resolution of the lens-free polarized 
microscope images for crystal identification in gout diagnosis. With a substantial increase in the imaging FOV 
coupled with high resolution and contrast, this computational imaging technique is a promising approach to 
increase the efficiency and accuracy of gout diagnosis. This system can also potentially be used for pseudogout 
diagnosis, with the causative calcium pyrophosphate dihydrate (CPPD) crystals having positive-birefringence 
and rhomboid or rod shape. We believe that with its cost-effectiveness, compactness and field-portability, this 
lens-free polarization imaging technology shows great promise to be deployed at point-of-care and low-resource 
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settings for gout disease and related clinical needs. Other future clinical applications of this platform could 
include diseases caused by crystals that can be detected by a conventional CPLM; for example, ureteral stones can 
be diagnosed by detecting birefringent crystals in urine samples.

Methods
Lens-free polarized on-chip imaging setup. A broad band source (WhiteLase-Micro, Fianium Ltd, 
Southampton, UK) is used to provide illumination at a wavelength of 532 nm, with a spectral bandwidth of 
~2.5 nm and an optical power of ~ 20 μ W. The source is coupled to a single-mode optical fiber and the light is 
emitted at the end of this fiber without any collimation, as shown in Fig. 2. A circular polarizer mounted in a 
3D-printed rotatable holder is attached to the optical fiber, such that the light first passes through the circular 
polarizer. Approximately 10 cm (z1 distance) under the illumination fiber tip, a microscope slide with a drop 
of synovial fluid (dried) is held in place by a 3D-printed slide holder. A CMOS image sensor (Sony, IMX081, 
1.12 μ m pixel size) with an analyzer film on top is placed under the sample and is connected to a 3D positioning 

Figure 1. (a) Schematic setup of lens-free differential holographic polarized microscopy. (b) Design of the 
polarization in this system. The light, which is propagating from top to bottom, passes through a left-hand 
circular polarizer, the birefringent sample, a λ /4 retarder film, a linear polarizer and reaches the image sensor. 
The orientations of the polarizing components are illustrated with red arrows, and the polarization states of the 
light between components are illustrated with green arrows.

Figure 2. Experimental setup. 
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stage (Thorlabs, NanoMax 606) for x-y-z movement to achieve PSR and multi-height based phase recovery. The 
analyzer film is directly placed on top of the image sensor with immersion oil in between. The function of the 
immersion oil is to mitigate interference fringes caused by the thin air gap between the analyzer and the image 
sensor surfaces. The distance between the CMOS image sensor photosensitive layer and the sample (z2 distance) 
is ~600 μ m.

Before image acquisition, the orientation of the circular polarizer is rotated manually to maximize the total 
illumination power on the sample by observing the histogram of the live readout from the image sensor. This 
alignment step does not need to be repeated for further imaging experiments if the illumination part remains 
unchanged. For an unpolarized light source, no such alignment is necessary.

At the first stage of the image acquisition, the long side of the analyzer unit is aligned with the long side (i.e., 
horizontal direction) of the image sensor chip. After PSR and multi-height hologram acquisition, we rotate the 
analyzer unit by 90°, and repeat the same PSR and multi-height hologram acquisition process. Since the rotation 
of the analyzer is equivalent to the rotation of the sample, in an alternative design, one can permanently bond the 
analyzer unit to the image sensor chip and rotate the sample between the two imaging runs.

Fabrication of the analyzer unit using low-cost polymeric polarizing and retardation films. A 
1.8 cm-by-1.5 cm piece of λ /4 retarder film (75 μ m thickness, Edmund Optics) is cut out from a larger sheet, with 
the long side parallel to the slow axis. A piece of linear polarizing film (180 μ m thickness, Edmund Optics) of the 
same dimensions is cut, with the long side at − 65° with respect to the polarization direction. Then the two pieces are 
aligned and bonded together using ultraviolet (UV)-curable adhesive (NOA 68, Norland Products, Cranbury, NJ)  
with the λ /4 retarder on top, and cured under a UV lamp.

Fabrication of the circular polarizing unit. In general for an unpolarized light source, a piece of circular 
polarizer placed in front of the light source is sufficient to generate circularly polarized light, without the need 
for alignment. However, in our experimental set-up the light generated by the tunable illumination source is 
close to linearly polarized light. Therefore, the orientation of the circular polarizer in our set-up translates into 
output light intensity variations. To better utilize the power of the illumination source, we designed a 3D-printed 
rotatable holder for the circular polarizer to achieve free manual rotation with a range of 180°. First, a circular 
polarizer piece is cut from a larger sheet (left-handed plastic circular polarizer, Edmund Optics), and is glued 
to a 3D-printed rotary piece with a handle. Then the rotary piece is placed inside a 3D-printed outer shell with 
openings on the top and at the bottom, and with tick marks for 10° increments. Finally an optical fiber holder is 
embedded inside the same outer shell, on top of the rotary piece.

Processing of lens-free polarized images. As depicted in Fig. 3, after PSR and multi-height-based phase 
recovery and image reconstruction of the two hologram stacks with the analyzer unit undergoing a 90° rotation 
in between, two sets of reconstructed complex images of the objects are obtained. In order to combine them into 
a single lens-free polarized image with pseudo color-contrast, the following steps are sequentially applied:

Image registration. We utilize the automated feature-matching algorithm in the Computer Vision System 
Toolbox  of MATLAB to calculate a geometric transform between the two sets of complex images assuming a 
similarity relationship, based on which the 90° image is aligned to the 0° image. Note that this feature matching 
requires that the inputs are real-valued images. Therefore, we used the absolute-background-subtracted versions 
of the two complex images for feature extraction purposes:

= −O O O (1)j
s

j j

where Oj (j =  {0°, 90°}) denotes the two complex images to be aligned, O j denotes the mean value of Oj.

Image normalization. Both the 0° and 90° complex images after image registration in the previous step are 
divided by their respective mean values, such that the discrepancy between their brightness is minimized. This 
step results in two normalized complex images Aj ( j =  {0°, 90°}).

Subtraction of image amplitudes. We then calculate = −° °A A As 0 90 , resulting in a differential image As 
whose values are centered around 0.

Birefringent object support calculation. To further exploit the information about the object support, i.e., the spe-
cific positions and maps of birefringent objects within the sample FOV, we take advantage of the complementary 
brightness property of this optical design, where the brighter-than-background pixels caused by birefringence in the 
0° image will roughly correspond to darker-than-background pixels in the 90° image, and vice versa. Based on this, 
the object support map (M) for birefringent objects in our imaging FOV can be calculated using the following 
binary operation:
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where thr is a predefined threshold value, e.g., 0.1, AND and OR refer to pixel-wise logical operators. The object 
support mask is then softened using a Gaussian function with σ =  0.56 μ m, resulting in a new mask:
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where *  denotes two-dimensional convolution operation.

Application of object support. After the calculation of the birefringent object support map Mb, we then create a 
grayscale differential image = A A MM s b, where  denotes pixel-wise multiplication of two images.

Pseudo-coloring of the lens-free image. In this final step, the grayscale differential image AM is mapped into a 
color image C to create a similar color contrast compared to a conventional CPLM image for the ease of a rheu-
matologist to inspect our lens-free images. This color map is statistically learned using a sample lens-free gray-
scale differential image from the previous step and a corresponding CPLM image (40×  0.75NA) of the same 
sample. First these two images (lens-free and CPLM) are aligned with respect to each other using image registra-
tion. Then, a set of 128 bins are created for the sample lens-free grayscale differential image, spanning the entire 
range of its values:

= + − +a k w a kwbin [ ( 1) , ) (4)k

where k = 1, …, 128, a is the minimum value of the sample lens-free grayscale differential image (AM), and 
a +  128w is equal to the maximum value of AM. For each one of these bins, we then perform the following:

(a) Find the set of pixels in the sample lens-free grayscale differential image that fall into the kth bin.
(b)  For this set of pixels found in step a, find the corresponding pixels in the sample CPLM image, and calcu-

late the mean R, G and B values for these pixels.

Figure 3. Image processing flow chart. The blue box and the green box depict the processing of the lens-free 
hologram stack with the analyzer positioned at 0° and 90°, respectively. Then the image processing results are 
used in combination to obtain the amplitude-subtracted (differential) image and the object support. Finally the 
object support is applied to obtain a grayscale image, and pseudo-coloring is performed to create color contrast 
similar to a CPLM.
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After steps a and b, we create the mapping between the pixel values of the sample lens-free differential image 
with respect to the R, G and B components of the corresponding CPLM image. We finally use a piecewise linear 
function to approximate these 3 mapping functions (for R, G and B channels) to avoid rapid fluctuations due to 
insufficient sampling. For values that can potentially occur outside the range of these bins, linear extrapolation 
method is used.

PSR technique to improve the resolution of lens-free on-chip microscopy. The pixel size of the 
image sensor array imposes a physical limit on the resolution of a lens-free on-chip microscope, according to the 
Nyquist sampling theorem51. The PSR technique is applied to break this undersampling related resolution limit by 
capturing multiple subpixel-shifted low-resolution holograms and synthesizing them into a single high-resolution 
hologram17,21,22,29,30,35,40,49. During the lens-free hologram acquisition, a positioning stage is used to shift the image 
sensor chip on an 8-by-8 orthogonal grid with a grid size of 0.28 μ m. Note that these subpixel shifts do not need to 
be precise or known a priori, as we use a digital shift estimation algorithm to accurately estimate these sub-pixel 
shifts after image capture17. Then a conjugate gradient method is used to find the optimal high-resolution holo-
gram that is statistically consistent with all the low-resolution pixelated holograms that are undersampled at the 
sensor array17.

Digital propagation of an optical wavefront using the angular spectrum method. If the com-
plex wavefront of an optical field is known, which includes its amplitude and phase information, we can digitally 
calculate its propagation for a given distance using the angular spectrum method48. The complex field is first 
Fourier-transformed to the angular spectrum domain using a fast Fourier transform (FFT) algorithm. Then an 
optical phase function is calculated, parameterized by the wavelength, index of refraction of the medium, and the 
distance of the digital propagation. The multiplication of the angular spectrum of the original optical field and the 
calculated phase function is inverse Fourier transformed to the spatial domain, yielding the digitally propagated 
complex optical field.

Autofocus algorithm to identify the sample height on the sensor chip. An autofocus algorithm 
is used to automatically find the z2 distance (i.e., the sample-to-sensor distance) for a PSR hologram by solving a 
maximization problem, with the objective function being a focus criterion, and the variable being the propagation 
distance. The focus criterion we used in this work is the negative of the Tamura coefficient52 calculated for the 
amplitude of the complex image, which is found to give a distinct peak at the correct z2 distance. The hologram 
is digitally propagated to a range of z2 distances with the focus criterion evaluated at each height, and the corre-
sponding maximum is found. Next, a smaller range of z2 distances are evaluated around this maximum point, 
with the scanning resolution also refined. These steps are repeated until the scanning resolution falls below a 
predefined threshold (e.g., 0.01 μ m).

Multi-height phase recovery for elimination of twin-image artifact. A multi-height iterative phase 
recovery algorithm22,29,30,40,53 with 10 heights is used to retrieve the optical phase of the holograms, in order to 
mitigate the twin image artifact caused by the loss of phase information at the sensor array. These heights are 
separated by ~15 μ m. An initial guess of the complex optical wave is calculated using the back-propagation of 
the hologram at the first measurement height, assuming that the heights are ordered in ascending order (i.e., the 
closest z2 corresponds to the first height). Then, this initial guess is propagated to the second height, where its 
amplitude is averaged with the square root of the measured hologram at the second height, and the phase is kept 
unchanged. Next, this updating process is repeated at the subsequent heights and then backwards after it reaches 
the last height. Each one of these digital round-trips among these different heights counts as one iteration, and 
after ~10–20 iterations the optical phase converges, yielding us a unique complex wave for each one of the meas-
urement heights. The converged complex wave of any one of these heights is finally propagated to the plane of the 
sample to obtain the complex image of the sample. Note that the transport of intensity equation (TIE)22,54,55 is not 
used here as it is known that TIE is more sensitive to low-frequency components, whereas the multi-height based 
iterative phase recovery is more sensitive to high-frequency components. In this work, since the birefringent crys-
tals of interest in synovial fluid are relatively small and sharp, the multi-height iterative phase recovery converges 
rather quickly without the need for using a solution of TIE.

Preparation of MSU and steroid crystals. The reference slides containing MSU crystals were anony-
mously prepared from a surgically resected large tophus without a link to any subject related information. The 
tophus was obtained when a patient with confirmed gout received resection surgery of the tophus located in the 
olecranon bursa. The surgery was routine elective surgery to alleviate the symptom, as part of standard clinical 
care and unrelated to this study. The tophus was cut in half, revealing a soft semi-liquid center. A smear sample 
was prepared (touch-prep method), and a small amount of adhesive mounting medium (Cytoseal™ , Richard 
Allan Scientific, Kalamazoo, Michigan) was applied onto the sample. Finally, the slide was cover-slipped.

For the slides of steroid crystals (used as negative controls), a mixture of methylprednisolone acetate suspen-
sion (Depo-Medrol® 40 mg/ml, Pfizer, New York) and 1 cc of 1% lidocaine was made. Twenty microliters of this 
mixture was placed onto a slide and smeared, and then air-dried. Adhesive mounting medium was not used for 
the steroid crystals slides, because applying the medium to steroid crystals had a tendency of creating bubbles 
next to the crystals, which was not observed in the MSU sample preparation.

All biologic samples were obtained after de-identifying the patients’ information. The methodology for obtain-
ing these samples was reviewed by UCLA Institutional Review Board (IRB) and deemed exempt.
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Results
Design, numerical simulation and analysis of lens-free polarized on-chip microscopy for imag-
ing birefringent crystals. In order to model our optical design, we can effectively decompose the presented 
lens-free polarized imaging system into two sections that deal with polarization and diffraction. In the polari-
zation related part, the circular polarizer, birefringent sample and the analyzer are assumed to be thin and the 
vertical gaps between these components are assumed to be negligible. In the diffraction part, the light that exits 
the analyzer diffracts to be sampled by the sensor chip, after a propagation distance of z2.

We formulated the polarization part of this lens-free on-chip imaging system using Jones calculus50 and simu-
lated it in MATLAB. The Jones representation of the respective elements of our imaging system can be written as:

(a) Input left-hand circularly polarized (LHCP) light:

= 

−


iW 1

2
1

(5)

where = −i 1.
Particular attention should be paid to the convention of handedness: the LHCP used in this paper is defined 

from the point of view of the source, i.e., if one looks away from the source, along the direction of light propagation, 
the temporal rotation of the field at a given point in space is counterclockwise.

(b) Birefringent sample:
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where ϕ is the relative phase retardation induced by the object birefringence after the sample plane, and α is the 
orientation of the fast axis of the birefringent sample with respect to the x-axis.

(c) λ /4 retarder:
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where β is the orientation of the fast axis of the λ /4 retarder with respect to the x-axis.

(d) Linear polarizer:

γ γ=L [cos sin ] (8)

where γ is the polarization orientation of the linear polarizer with respect to the x-axis. Note that we write L as a 
row vector instead of a 2-by-2 matrix, such that p =  LQSW can be a scalar complex output.

Based on these definitions, the variables of interest in our lens-free optical design for polarization imaging are 
α, β, γ, and ϕ. In our simulations, we approximated the shape of the MSU crystals as a cylinder. We further 
assumed that the lower bound on the diameter of the MSU crystal is 0.5 μ m56, and the lower bound on the bire-
fringence is ∆n  =  0.1 with the fast axis being the axis of the cylinder; therefore the relative birefringence induced 
phase retardation at the center of the cylinder at a wavelength of 532 nm can be approximated as ϕ ~ 0.19π . As the 
incident wave is circularly polarized, without loss of generality, we select β to be equal to 90°. In order to detect 
birefringence as well as its sign (+ /− ) similar to a CPLM image, ideally the brightness in the output image should 
vary when the MSU crystal takes different orientations in the sample FOV. More specifically, when the MSU 
crystals are aligned with a certain direction, the output should appear brighter than the background; when per-
pendicular to the same direction, the output should appear darker than the background. In this way, if the sign of 
the birefringence changes, the brightness variation will invert, helping us to determine the sign of the birefrin-
gence of the sample.

With these in mind, we scanned the remaining two parameters α and γ, and calculated the normalized output 
(p̂) against α while varying γ, i.e.:

= = =p̂ p
p

LQSW
LQIW

LQSW
LQW (9)0

where in the calculation of p0, the Jones matrix of the birefringent sample is replaced by the identity matrix I 
representing no sample being present. As can be seen in Fig. 4(a), all the curves corresponding to different choices 
of γ exhibit a modulation of p̂  as a function of α, and the maximum values of these curves occur at α =  45° while 
the minimum values occur at α =  135°. Among all of these curves shown in Fig. 4(a), the red curve, representing 
γ =  + 65°, has the largest modulation depth, implying the best sensitivity for the current parameters simulated. 
Moreover, the red curve is almost symmetrically distributed around unity, and thus, the brighter-than-background 
orientations of the MSU crystal roughly correspond to 0° <  α <  90°, whereas the darker-than-background orien-
tations of the MSU crystal roughly correspond to 90° <  α <  180°. This feature gives advantage to the determina-
tion of the sign of the birefringence of the objects which is important for gout diagnosis and inspection of synovial 
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fluids, and therefore in our experimental design, we chose γ =  + 65° as the optimal configuration. Based on this 
choice, Fig. 4(b) also shows the graphical simulation of the image of a 0.5 μ m diameter MSU crystal having differ-
ent orientations: as expected, the crystal brightness is maximum when aligned in the 45° direction, and minimum 
when aligned in the 135° direction.

Next, we further simulated the behavior of four different types of objects with the same cylindrical morphol-
ogy with a diameter of 0.5 μ m:

1. Transparent and negatively birefringent (ϕ =  0.19π , fast axis is along the cylinder axis);
2. Transparent and positively birefringent (ϕ =  0.19π , fast axis is perpendicular to the cylinder axis);
3. Transparent and non-birefringent (ϕ =  0);
4. Absorptive and non-birefringent (ϕ =  0 and transmission light intensity is attenuated by 36% per 

micron).
These numerical simulations were performed to better understand how different target objects would appear 

in our imaging design as compared to potential false positive objects, and the results are summarized in Fig. 5. 
As can be seen in the first row, Fig. 5(a,d), having opposite signs of birefringence show inversion of brightness; 

Figure 4. (a) Optimization of the orientation angle of the linear polarizer (γ). The normalized output amplitude 
p̂  is plotted as a function of the sample fast-axis orientation, α, for different linear polarizer orientations 
(γ = 50°, 55°, 65°, 75°). (b) The simulated normalized output images of MSU crystals at varying orientations, 
using γ =  65°. The MSU crystals are simulated as cylinders with a birefringence of |Δ n| =  0.1, diameter of 0.5 μ m, 
length of 10 μ m, and the fast axis is along the long axis of the crystals.

Figure 5. Simulated images of four different types of particles with the same needle-like morphology: 
negatively birefringent and transparent (first column), positively birefringent and transparent (second 
column), non-birefringent and transparent (third column), non-birefringent and absorptive (fourth 
column), imaged under two different analyzer orientations (0°: first row, 90°: second row) and the 
subtraction of the amplitudes (labeled as differential) at these two orientations (third row). The differential 
step (third row) results in cancellation of non-birefringent particles that normally appear in both orientations of 
the analyzer.



www.nature.com/scientificreports/

9Scientific RepoRts | 6:28793 | DOI: 10.1038/srep28793

for example for α =  45°, negative birefringence translates to maximum brightness while positive birefringence 
translates to minimum brightness; for α =  135°, negative birefringence translates to minimum brightness while 
positive birefringence translates to maximum brightness. As expected, a non-birefringent and transparent object 
(see Fig. 5(g)) results in zero signal, whereas a non-birefringent and absorptive object (see Fig. 5(j)) results in 
reduced brightness.

A close observation of Fig. 5 (panels a,d, and j) reveals a potential ambiguity of crystal analysis. Although it is 
safe to declare brighter-than-background objects as birefringent, darker-than-background objects need addi-
tional analysis before they can be described as birefringent since an absorptive object could have the same appear-
ance upon single viewing. To resolve this ambiguity, we adopted a differential imaging strategy as also detailed in 
the Methods section. In addition to a single analyzer/sample orientation, we rotate the analyzer or the sample by 
90°, then repeat the lens-free imaging experiment, and finally subtract the amplitudes of the two reconstructed 
images, resulting in the differential output = −° °

ˆ ˆ ˆp p ps 0 90 , where the subscripts 0° and 90° denote the images 
before and after analyzer/sample rotation, respectively. Figure 5 middle row depicts the second set of recon-
structed images with the analyzer rotated by 90°, and Fig. 5 bottom row shows the subtraction results. As shown 
in Fig. 5(c,f,l), the signals due to birefringence are enhanced while the signals due to absorption are exactly canceled 
out, as desired. This differential image ps, in combination with the original lens-free images, 

°p̂0 and 
°p̂90 , help us 

remove potential false positive objects while also sensitively detecting birefringent objects and determining their 
sign. One should note that if a specific birefringent crystal is aligned either at 0° or 90°, the difference lens-free 
imagep̂swill not show its signature; this is also the case for the standard CPLM and would not constitute a limita-
tion since the individual images at each analyzer position will show the presence of such birefringent crystals (see 
e.g., Fig. 5(a–f)).

For this differential lens-free imaging design, it is also important to understand and quantify the linearity of 
the differential output signal p̂s with respect to the relative birefringent phase retardation ϕ. Here, the crystals are 
assumed to be aligned at 45° (α =  45°). Since p̂sis a periodic function of ϕ with a period of 2π , we only need to 
investigate p̂s with respect to ϕ varying between − π  and π , where 0 <  ϕ <  π  implies that the fast axis is along 45°, 
and − π  <  ϕ < 0 implies that the slow axis is along 45°. As shown in Fig. 6(a), for small ϕ (|ϕ| <  0.22π ), the differ-
ential output p̂s is almost perfectly linear as a function of ϕ. However this linearity does not hold for larger |ϕ|. In 
fact, beyond the turning points |ϕ| ≈  0.22π , the curve moves backwards and reaches zero at |ϕ| =  π . This is an 
interesting observation that is revealed by our numerical simulations and analysis, and it should not affect the 
sensitivity of our imaging platform for gout diagnosis or detection of MSU crystals. The thickness of the 
needle-shaped MSU crystal gradually increases from its edge (approximately zero thickness) to the middle (larg-
est thickness), so that the relative phase retardation ϕ also gradually increases from 0 to its maximum value. 
Therefore, it is guaranteed that even for a thick MSU crystal with a large maximum ϕ value, there will be a strong 
linear birefringence signal toward the edges of the crystal for its detection and identification. This is also verified 
by the simulation results shown in Fig. 6(b), where the diameter of the cylindrical crystal model is increased to 
2 μm, and therefore the maximum relative phase retardation is increased to approximately 0.75π . It is shown that, 
even though at the middle of the crystals the images appear less intense, the strong signal contrast toward the 
edges is maintained. The same behavior is also verified experimentally, as will be detailed in the next subsection.

Experimental results on lens-free polarized imaging of MSU crystals. To demonstrate the imaging 
capabilities of our lens-free polarized on-chip microscopy platform to be used in gout diagnosis, we imaged MSU 
crystal samples made from the tophus of a de-identified patient (refer to the Methods section for details) using 
our lens-free microscope and compared our images against the gold standard images captured using a benchtop 
CPLM (Olympus BX51 with additional polarization components: drop-in polarizer U-POT and gout analyzer 
U-GAN) with a 40×  0.75NA objective lens. Figure 7(a) shows a full-FOV lens-free hologram, captured with 

Figure 6. (a) Simulation of the differential output p̂s as a function of the relative phase retardation ϕ, with the 
crystals aligned at 45° (α =  45°). p̂s almost linearly reaches to the maximum/minimum when |ϕ| increases from 
0 to ~ 0.22π , then turns backwards towards 0 as |ϕ| further increases to π . (b) Simulated image of a MSU crystal 
with larger diameter (2 μ m) compared to Figs 4 and 5. The effect of the nonlinearity is manifested by the hollow 
appearance of the simulated images. Nevertheless, the intense (bright/dark) edges provide enough contrast for 
crystal detection and identification.
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the analyzer at 0°. The circular FOV of a typical 40×  objective lens (see the yellow dashed circle) is ~0.24 mm2, 
which is around two orders of magnitude smaller compared to the lens-free FOV. This large FOV of lens-free 
microscopy offers an important advantage for screening of large areas in the search for scarce crystals, potentially 
helping to reduce the false-negative rate of diagnosticians. By digitally zooming into a sub-region of the lens-free 
image (see Fig. 7(b)), one can clearly see that, as expected, the MSU crystals appear brighter compared to the 
background when their orientations are close to 45° and darker when their orientations are close to 135°. Three 
regions of interest (ROI) are further selected and zoom-in images are shown to the right of Fig. 7. The lens-free 
pseudo-colored images (Fig. 7(f–h)) are digitally processed from the lens-free grayscale differential reconstruc-
tion results (Fig. 7(c–e)) as detailed in the Methods section. Comparing Fig. 7(f,g) to the corresponding images of 
the benchtop CPLM (Fig. 7(i,j)), we notice that not only the most prominent objects with strongly yellow or blue 
colors agree well in each set of images, but even the weak signals are picked up (pointed by the white arrows) by 
both microscopes; in fact the image contrast of these weak crystals captured by the lens-free microscope is much 
stronger than the CPLM images. This stronger image contrast suggests the potential enhanced sensitivity of the 
lens-free polarized microscope. In Fig. 7(h), we also notice that two relatively thicker crystals (pointed by the yel-
low arrows) result in “hollow” appearances, verifying the predictions of our numerical simulations (see Fig. 6(b)). 
Although Fig. 7(h) appears somewhat different compared to Fig. 7(k), it should not pose a problem for identifica-
tion of MSU crystals or gout diagnosis, as these thick MSU crystals are clearly defined by their strong yellow/blue 
periphery enclosing a hollow interior, with a needle-shaped morphology. For the same thicker crystals, we also 
notice that the lens-free images contain some fringes along the crystals that do not exist in the traditional CPLM 
images. These artifacts result due to diffraction and form a signature of thicker birefringent crystals in lens-free 
images. However, because of the fact that these fringes will only occur around these thick and strongly birefrin-
gent objects and that non-birefringent objects (transparent or absorptive) are canceled out in our differential 
holographic images, this will not affect the sensitivity of our computational gout imaging method.

Experimental results on lens-free polarized imaging of steroid crystals. Next, in order to test the 
performance of our lens-free holographic imaging method to differentiate other types of birefringent crystals 
from MSU crystals, we imaged steroid crystal samples as negative control. Corticosteroid crystals are birefringent 
crystals that can be found in some patients’ joint fluids following a corticosteroid injection and sometimes can 
lead to false positives in gout diagnosis. Their irregular shape provides a means to differentiate them from MSU 
crystals. As shown in Fig. 8, the pseudo-color lens-free polarized microscope images (b, e, g, i) of these crystals 
show consistent morphology that agrees well with the benchtop CPLM images of the same samples (c, f, h, j). 
Because of the large thicknesses of these steroid crystals, there exists some glowing artifacts around the crystals’ 
lens-free images (b, e, yellow arrows), due to similar reasons previously discussed. In particular, the ROI 3 shown 
in Fig. 8(g–j) contains multiple steroid crystal particles, whose surfaces reside at different depths/heights. We use 
the digital re-focusing capability of the lens-free polarized microscope to show some of the in-focus images of 
these respective crystal particles at different z-distances from the sensor chip. In Fig. 8(g,i), the lens-free image 

Figure 7. Experimental imaging result of a MSU crystal sample from a patient’s tophus, compared to a  
40× 0.75NA CPLM. (a) The full FOV of the lens-free hologram is 20.5 mm2 which is ~2 orders of magnitude 
larger compared to the FOV of a typical 40×  microscope objective lens (see yellow dashed circle). (b) A sub-region 
showing the lens-free differential polarized image. Clearly the crystals oriented close to 45° (see orientation guide 
in the bottom left) appear brighter than the background, and those close to 135° appear darker. (c–e) Lens-free 
grayscale differential image of 3 ROIs taken from (b). (f–h) Pseudo-colored images of (c–e). (i–k) 40×  0.75NA 
CPLM images of the same regions as (f–h). White arrows: crystals that result in a weak signature have better 
contrast in the lens-free pseudo-color images (f,g) than the CPLM images (i,j). Yellow arrows: thick MSU crystals 
in the lens-free pseudo-color image (h) have hollow appearances, slightly different from the CPLM image (k).
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was digitally refocused to relative Δ z distances of 0 μ m and 8.3 μ m. At these respective planes, the particles on 
the lens-free images pointed by the white arrows are at the best focus, showing distinct and clear shapes that are 
also consistent with Fig. 8(h, j), which had to be manually refocused to the same particles due to the extremely 
narrow depth of focus of the objective lens used in CPLM. For example, the blue-colored irregularly shaped crys-
tal particle on the top right of ROI 3, pointed by the white arrow in Fig. 8(g), is best visualized at Δ z =  0 μ m, and 
the sharp corner at the bottom of the blue-colored crystal particle, pointed by the white arrow in Fig. 8(i), is best 
visualized at Δ z =  8.3 μ m.

This digital re-focusing capability of the lens-free holographic polarized microscope is an important feature 
and an advantage for the diagnosis of gout since microscopic samples are usually not perfectly planar – they inev-
itably have height variations on the order of tens of microns. Moreover, when the user of a conventional micro-
scope translates the sample stage to observe different regions of the sample, the sample can easily get out of focus 
as the movement of the sample stage is not perfectly horizontal. For a regular sample, since one can constantly 
refocus the microscope, these issues may be acceptable (at the cost of diagnostician time). But when screening a 
sample with scarce crystals using a standard benchtop CPLM, there can be scenarios where there are simply not 
enough birefringent targets to focus on57. This would be less of an issue for the lens-free holographic polarized 
microscope described in this work because of its enhanced depth of field which can span several hundred microns 
as well as its large FOV that is > 20 mm2 48. The lens-free holograms over a large sample area can thus be easily 
brought into focus by autofocusing and digital back-propagation algorithms detailed in our Methods section.

Discussion
One of the major advantages of the presented lens-free polarization imaging approach is its larger FOV and 
cost-effectiveness compared to a standard CPLM. Using state-of-the-art CMOS imager chips that are also found 
in mobile phone cameras, a large FOV of > 20–30 mm2 can be routinely achieved using the lens-free imaging 
technology, whereas a standard objective-lens with a similar resolution level would typically have ~0.2 mm2 FOV. 
Furthermore, a field-portable and light-weight version of our lens-free microscope with PSR capabilities30 can 
be put together under $250–300 including all the components except the computer interface, while a standard 
CPLM58 costs more than $10K and is significantly more bulky and heavy (> 15 kg), also excluding the PC.

The imaging time of a large sample FOV is also of importance for this lens-free polarization microscopy tech-
nique to be used for synovial fluid screening in clinical settings. The image acquisition and processing speeds of 
the presented platform are currently not optimized to fully utilize the capabilities of the image sensor chip and the 
computer used in our work. In the image acquisition step, typically 1280 raw (i.e., lower-resolution) holograms 

Figure 8. Experimental imaging result of a steroid crystal sample, compared to a 40× 0.75NA CPLM. 
(a,d) Lens-free grayscale differential images of ROI 1 and ROI 2. (b,e) Pseudo-colored images of (a,d). The 
yellow arrows point to the glowing effect around crystals, resulting from the large thicknesses of the crystal 
particles. (c,f) 40×  0.75NA CPLM images of the same regions as (b,e). (g,i) The lens-free images of ROI 3 
digitally refocused to the best relative focus distances (Δ z) for different crystal particles, pointed by white 
arrows. (h,j) CPLM images corresponding to (g,i), manually refocused to the best focus distances for the 
respective particles pointed by white arrows.
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are captured in each experiment for PSR (64 raw holograms per height), multi-height phase recovery (10 heights) 
and differential imaging (2 analyzer angles). However, a significant reduction in the number of raw holograms 
that need to be acquired can be achieved as illustrated in Fig. 9: a similar image quality is retained in our lens-free 
MSU crystal images by using e.g., 4×  4 =  16 raw holograms for PSR, 3 multi-height measurements at 2 analyzer 
angles, resulting in 96 raw holograms in total, which presents more than 13-fold reduction in the number of raw 
hologram measurements (96 vs. 1280). The CMOS image sensor chip that we used in our experiments has a max-
imum frame rate of ~15 frames per second; however, a much faster image acquisition can be achieved by adopting 
higher frame rate image sensors already available on the market.

Figure 9 also compares the performance of two different PSR algorithms (i.e., the conjugate gradient algo-
rithm30,40,43 vs. the shift-and-add algorithm21,22,44) as a function of the number of raw holograms used in phase 
recovery and image reconstruction, both of which provide very similar imaging results. Using the shift-and-add 
algorithm for PSR, which is in general faster than the conjugate gradient algorithm, the entire image reconstruc-
tion of a 1 mm2 FOV for one analyzer orientation (including PSR with 64 sub-pixel shifts and multi-height phase 
recovery with 10 heights, same parameters as in Fig. 9(r)) can be completed within ~2.5 min using a desktop 
PC (OptiPlex 9010, Dell Inc.), without any GPU programming. The computation time cost of the subsequent 
image processing steps (image registration, image subtraction, pseudo-coloring, etc.) is much smaller compared 
to PSR and multi-height phase recovery steps. Therefore, for each analyzer orientation a computer cluster with 
approximately 20 nodes can process an entire FOV of ~20 mm2 in ~2.5 min by dividing it into 1 mm2 tiles. This 
image computation time for a given analyzer orientation is significantly reduced to ~20 seconds for PSR with 
16 sub-pixel shifts and multi-height phase recovery using 3 heights, same as in Fig. 9(j). To further improve the 
image processing speed, a cluster of GPUs can be used instead of CPUs, which can speed up the reconstruction 
time by at least another factor of 10-fold.

Conclusions
We presented the design of a lens-free differential holographic polarized imaging platform, which inte-
grates cost-effective polymeric polarizing films with lens-free on-chip microscopy to achieve wide-field and 
high-resolution imaging of birefringent crystals. This computational imaging system is designed and further 
optimized through numerical simulations using Jones calculus. Lens-free imaging experiments corresponding 
to MSU crystal samples prepared from a gout patient’s tophus and steroid crystals (as negative control) demon-
strated that our reconstructed images have resolution, color and contrast that are highly consistent with the 
performance of a gold-standard CPLM (40×  0.75NA). With ~2 orders of magnitude larger FOV than a CPLM, 
the presented technique has the potential to largely improve the efficiency and accuracy of gout diagnosis, while 
also reducing costs. Furthermore, as the lens-free imaging set-up can be cost-effective and field-portable, the 
presented method is especially promising for automated diagnosis of crystal arthropathy at the point of care or in 
resource-limited clinical settings.

Figure 9. Comparison of lens-free polarized imaging results using different numbers of low-resolution 
(LR) raw holograms. The left panel uses the conjugate gradient algorithm for implementing PSR, while the 
right panel uses the shift-and-add algorithm. Columns: different numbers of sub-pixel shifted raw holograms 
are used to synthesize a high-resolution hologram using PSR. Rows: different numbers of heights are used to 
perform multi-height phase recovery. The total number of LR raw holograms used to generate each image also 
includes a factor of 2 due to the two analyzer orientations.
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