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r for this study.
ochlear Bone Anchored Solutions AB assumed
the current study in accordance with ISO
tion with all authors, the sponsor designed
d was responsible for data analysis and report
ded by the investigators and monitored by a
ization (CRO) assigned by the sponsor. Data
al analyses were completed by external data
ians also assigned by the sponsor. All authors

h
r
M
c
C
s
(

C
(
w
w

or(s). Published by Wolters Kluwer Health, Inc. on behalf
wo implant magnets
ther implants were

converted to the percutaneous counterpart (3.7%). At the
final visit, 89.6% (n¼ 42 out of 47) of the patients used their
sound processor, with a median daily usage of 6 h/d (range,
0–18 h/d).
Conclusions: After 24 months, the transcutaneous implant
provided statistically significant mean improvement in objec-
tive and subjective hearing performance as well as PROs
compared with the preoperative unaided condition and had a
low soft tissue complication rate. The test device could be
considered as an alternative treatment option for appropriately
selected and counseled patients. Key Words: Attract—
Baha—Bone conduction—Bone conduction devices—Bone-
anchored hearing—Health related quality of life—Hearing
loss—Implant loss—Soft tissue reactions—Transcutaneous.
Otol Neurotol 41:901–911, 2020.
ad full access to the results. The authors and the sponsor had final
esponsibility for the content of the publication. I.K., A.B., E.M., and

.H. report financial support to their authors’ institution for conducting
linical studies from Oticon Medical AB (Askim, Sweden) and from
ochlear Bone Anchored Solutions AB (Molnlycke, Sweden), outside the

ubmitted work. P.M. reports a consultancy fee from Oticon Medical AB
Askim, Sweden).

This is an open access article distributed under the terms of the Creative
ommons Attribution-Non Commercial-No Derivatives License 4.0

CCBY-NC-ND), where it is permissible to download and share the
ork provided it is properly cited. The work cannot be changed in any
ay or used commercially without permission from the journal.
DOI: 10.1097/MAO.0000000000002689

of Otology & Neurotology, Inc.

mailto:Ivo.Kruyt@radboudumc.nl


TABLE 1. Eligibility criteria

Age �18 years
Conductive or mixed hearing loss in the ear to be implanted with a

PTA4a bone conduction (BC) threshold of <30 dBHL
Single-sided sensorineural deafness with a PTA4a bone conduction

threshold of <30 dBHL in the contralateral earb

No previous bone conduction hearing implant on the implant site
Unilateral implant surgery
�3 mm soft tissue thickness at planned implant site
Have no condition that could jeopardize osseointegration or skin

healing, e.g., osteoporosis, psoriasis, radiation therapy,
uncontrolled diabetes, and use of systemic corticosteroids

Able to follow investigational procedures (e.g., to complete quality
of life scales)

No participation in another investigation with pharmaceuticals and/or
medical device

aMean of 500, 1000, 2000, 4000 Hz.
bFor US �20 dB hearing level AC in the good ear or indication

for an AC CROS but cannot or will not use an AC CROS.
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Traditional percutaneous implants for bone conduction
hearing consist of a titanium fixture surgically placed into
the temporal bone and a skin-penetrating abutment, onto
which a sound processor is coupled. These implants have
shown to be an effective hearing rehabilitation option in
patients suffering from either conductive (CHL) or mixed
hearing loss (MHL), or single-sided sensorineural deaf-
ness (SSD). Despite its audiological success and good
levels of patient satisfaction, the skin-penetrating abut-
ment of percutaneous implants implies an entry point for
microorganisms potentially causing complications, e.g.,
recurrent skin infections and implant loss (1,2).

In 1986, Hough et al. (3) developed a transcutaneous
system, the Xomed Audiant, using magnets instead of a
skin-penetrating abutment to transmit the sound vibra-
tions to the skull. As a result, the skin remained intact
postoperatively, thus avoiding an entry point for micro-
organisms and, hence, potentially preventing skin infec-
tions and loss of the implant. For the sound processor to
remain seated, the magnets had to provide sufficient
retention force. However, the necessary retention force
resulted in too high static pressure towards the skin
causing pressure related complications. Combined with
insufficient amplification, the transcutaneous device was
withdrawn from the market.

Although recent modifications in percutaneous
implant design and surgical techniques have resulted
in a reduction of adverse skin reactions (observed in
<6.3% of the visits) (4–7) and implant loss rates (occur-
ring in approximately 4.2% of patients with up to 5-year
follow-up) (8–10), the concept of transcutaneous cou-
pling remained attractive, as the intact skin could poten-
tially further diminish skin reactions and could be
considered to be cosmetically appealing. As such, a
new passive transcutaneous implant for bone conduction
hearing was introduced in 2013. This device consists of
an internal magnet fixed in the temporal bone and an
external magnet, onto which the sound processor is
coupled. To reduce pressure related complications, a soft
pad is attached to the external magnet to distribute the
pressure evenly over the underlying skin.

The primary aim of this multicenter study was to
evaluate efficacy in terms of hearing performance of a
transcutaneous implant for bone conduction hearing after
6 months of follow-up, as previously reported by den
Besten et al. (11). The aim of this paper was to evaluate
the long-term audiological and clinical performance after
a total of 2 years of follow-up in the same population, and
to compare patient-reported outcomes (PROs) over time.

METHODS

Implant and Study Design
The device was a Baha Attract System, consisting of: 1) a

BI300 implant (osseointegrating implant fixture), 2) an attached
BIM400 implant magnet, and 3) an external sound processor
magnet (SP magnet) with a soft pad to distribute the pressure
more evenly over the skin. Together, the magnets constitute the
transcutaneous coupling. A sound processor can be attached to
the SP magnet via a snap coupling. All parts were manufactured
Otology & Neurotology, Vol. 41, No. 7, 2020
by Cochlear Bone Anchored Solutions AB (Mölnlycke,
Sweden).

The study was designed as an international multicenter,
open, prospective clinical investigation with a primary evalua-
tion after 6 months and a secondary evaluation after 24 months
of follow-up. The participating centers were Radboudumc
(Nijmegen, The Netherlands), Queen Elizabeth University
Hospital (Birmingham, United Kingdom), Manchester Royal
Infirmary (Manchester, United Kingdom), Medical College of
Wisconsin (Milwaukee, WI), and World Hearing Center, Insti-
tute of Physiology and Pathology of Hearing (Warsaw, Poland).
All patients eligible for a bone-conduction device were fully
informed about the different percutaneous and transcutaneous
options. All patients preferring the transcutaneous option were
informed about the trial. The patients then attended a screening
and baseline visit, during which eligibility criteria (Table 1)
were evaluated, medical history was collected, and baseline
hearing tests were performed for the unaided hearing condition
as well as with a sound processor on a Baha Softband (same
sound processor type as to be used on the implant). The baseline
visit was followed by a period of softband trial previous the
surgical intervention. Follow-up visits were scheduled at 10
days; 4, 6, and 12 weeks; 6, 12, and 24 months after surgery. The
sample size was calculated for improvement in audiometric
thresholds pure-tone average PTA4 (mean of 500, 1000, 2000,
and 4000 Hz) compared with the preoperative unaided hearing
condition for the whole study population; for details, see den
Besten et al. (11). Furthermore, a subgroup analysis per type of
hearing loss (CHL/MHL and SSD) was performed. Audiologi-
cal outcomes, i.e., free-field hearing thresholds (PTA4 and per
frequency 250–8000 Hz), adaptive speech recognition in noise,
and speech recognition in quiet (at 50, 65, and 80 dB SPL) were
compared with the unaided situation and to preoperative per-
formance with a softband. In case of significantly better hearing
in the contralateral ear, data were obtained with the better ear
blocked. Audiometric methods are described in detail in den
Besten et al. (11).

In addition to audiological outcomes, the focus of the current
manuscript was to evaluate long-term safety and usability of the
test implant regarding implant survival, soft tissue tolerability,
pain/discomfort after sound processor loading, skin numbness,
retention difficulties, and daily usage of the sound processor.
Soft tissue tolerability encompassed the presence of signs of
infection, inflammation, skin necrosis, and/or scar hypertrophy.



The level of pain/discomfort was classified as follows: 0¼ no TABLE 2. Patient characteristics and demographics

Parameter Number (%)

Gender:
Male 21 (38.9%)

Female 33 (61.1%)

Hospital:
Nijmegen 23 (42.6%)

Manchester 4 (7.4%)

Birmingham 12 (22.2%)

Milwaukee 1 (1.9%)

Warsaw 14 (25.9%)

Nicotine use:
Does not smoke 40 (74.1%)

<10 cig/d 5 (9.3%)

11–20 cig/d 7 (13%)

21–40 cig/d 2 (3.7%)

Type of hearing loss
Conductive/mixed hearing loss 39 (72.2%)

Single-sided sensorineural deafness 15 (27.8%)

Age at implantation
Years 42.1 (SD 13.6;

range, 18.3–70.3)
Soft tissue thickness (surgery)

Millimeter 5.83 (SD 1.3;
range, 4.0–10.0)

Surgery time (incision to last suture)
Minutes 38.7 (SD 10.7;

range, 17.0–68.0)
Soft tissue thinning performed

Yes 12 (22.2%)

No 42 (77.8%)

Bone polishing/removal performed
Yes 11 (20.4%)

No 43 (79.6%)

Implant length
4 mm 54 (100%)

Sound processor
Baha BP110 23 (42.6%)

Baha 4 28 (51.9%)

Other 3 (5.6%)
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pain/discomfort (normal daily usage SP); 1¼ slight pain/dis-
comfort (not significantly affecting daily usage SP);
2¼ discomfort/pain (reducing daily usage SP); 3¼ excessive
pain/discomfort (preventing usage SP). Skin sensibility was
assessed at randomly picked locations in and around the implant
area, i.e., within and beyond 2 cm from the center of the implant
magnet, and was tested on both gnostic (cotton swab) and vital
(pin prick) sensibility. The following scale was used: 0¼ no
numbness; 1¼ numbness within 2 cm from the implant center;
2¼ numbness within and beyond 2 cm from the implant centre.
Daily usage encompassed the average use of the sound proces-
sor in hours per day during the last month before the study visit
as reported by the patient. Non-use was defined as wearing the
sound processor on average 0 hours a day.

Patient-reported outcomes were measured using the health-
related quality of life (HRQoL) questionnaire Health Utilities
Index (HUI3) (12) as well as the hearing specific questionnaires
Abbreviated Profile of Hearing Aid Benefit (APHAB) (13), and
Speech, Spatial, and Qualities of Hearing Scale (SSQ) (14).
HUI3 is a multi-attribute health-status classification system
which consists of 15 individual questions on eight HRQoL
attributes: vision, hearing, speech, walking, dexterity, emotion,
cognition, and pain. Each category is scored from 0.00 (highest
degree of impairment or disability) to 1.00 (no impairment). A
comprehensive health state attribute is calculated from these
separate attributes. The APHAB is a 24-item inventory to
evaluate the amount of difficulty the patient experiences in
daily life listening conditions. All items are scored on a 7-point
scale indicating the frequency of difficulties experienced, rang-
ing from 1 to 99%, with higher scores indicating more fre-
quently occurring difficulties. Items are grouped and reported
on the four domains ease of communication, reverberation,
background noise, and aversiveness, as well as a global score.

The SSQ is composed of 49 questions that are scored on a
visual analogue scale ranging from 0 (complete inability) to 10
(complete ability/no effort). The questionnaire measures audi-
tory disability across the three subscales speech recognition (in
a variety of contexts), spatial hearing (segregation, direction,
distance, and movement of sound), and hearing qualities (ease
of listening, naturalness, and clarity). For each subscale a mean
score is calculated.

Ethical Considerations
The current study was performed in accordance with the

guidelines established in the Declaration of Helsinki (Wash-
ington 2002), ISO 14155:2011 Good Clinical Practice, and
was approved by all local ethics committees. The current
study was registered at www.ClinicalTrials.gov under identi-
fier NCT02022085.

Data Analysis
Monitoring at the four European sites was performed by

external monitors (Factory-CRO, Bilthoven, The Netherlands),
while at the US site monitors at Cochlear Americas (Denver,
CO) performed the monitoring. Data management and statisti-
cal analysis were performed by independent external data
managers and biostatisticians (Statistiska Konsultgruppen,
Göteborg, Sweden) according to a predefined statistical analy-
sis plan. For comparison over time, Fisher’s non-parametric
permutation test for paired observations was used for continu-
ous variables. For paired analysis of dichotomous and ordered
categorical variables the Sign test was used. All data are
reported according to the intention-to-treat principle. All tests
were two-tailed, conducted at 0.05 significance level, and
performed using SAS v9.4 (Cary, NC).

RESULTS

Patients and Follow-Up
In total, 54 patients were included in the study and

implanted unilaterally; 39 of the patients had CHL or
mild MHL and 15 patients had SSD. Baseline and
surgery characteristics as well as choice of sound pro-
cessor are displayed in Table 2. Seven patients discon-
tinued the study prematurely: two patients had their
transcutaneous system converted to a percutaneous sys-
tem (after 7 and 13 months, respectively; see section
implant survival); in two patients the implant magnet
was removed (after 75 days and 25 months, respectively;
see section implant survival); one patient was unable to
attend the last visit due to being abroad; one patient
passed away during the study (after 14 months); and
one patient chose to discontinue participation after the
Otology & Neurotology, Vol. 41, No. 7, 2020
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12-month visit due to non-usage of the device; the
patient reported persistent pain at the last attended visit.
Data for these patients up until the moment of discon-
tinuation were included in the analysis. Furthermore, in
one patient, the 24-month visit was partly performed by
phone, since the patient was not using the sound pro-
cessor anymore due to Menière attacks; hence, only
implant survival, pain/discomfort, retention, and daily
usage were collected at this visit.

Audiology
For the total cohort, the statistically significant

improvement in audiological outcomes recorded at
6 months of follow-up as reported by den Besten et al.
(11) was maintained also at 12 and 24 months and was
numerically similar to the 6-month results. The mean
improvement from baseline unaided PTA4 to the aided
value at 24-month was –21.5 dB (SD 8.3, range, –45.0 to
–3.8 dB, n¼ 46, p� 0.0001). The mean improvement in
speech recognition in noise at 24 months was –4.47 dB
signal-to-noise ratio SNR (SD 6.11, range –25.2–4.20,
n¼ 31, p� 0.0001); data from two sites were excluded
from the analysis due to invalid results for this specific
test, as elaborated in den Besten et al. (11). In speech tests
in quiet the mean improvement in % correctly repeated
words from unaided to 24-month aided hearing was
40.4% at 50 dB SPL (SD 33.3, range, –65.0–90.0,
n¼ 46, p� 0.0001), 43.3% at 65 dB SPL (SD 29.9,
range, –10.0–90.0, n¼ 46, p� 0.0001) and 14.0% at
80 dB SPL (SD 20.7, range, –10.0 to 71.0, n¼ 46,
p� 0.0001). In line with the 6-month results, for the
total study cohort no significant differences were
observed at 24 months compared with baseline softband
tests in terms of PTA4, speech recognition in noise, and
speech in quiet at 80 dB SPL. However, while the
improvements in speech recognition at 50 and 65 dB
SPL compared with softband were not statistically sig-
nificant at 6 months, the results at 24 months were
statistically significantly better than softband scores.

The audiological outcomes per subgroups of patients
with CHL/MHL and SSD, respectively, are displayed in
Table 3. For the CHL/MHL group, the improvements
compared with the unaided situation were statistically
significant for all audiological tests at all time points
(6, 12, and 24 mo). Compared with softband tests, the 24-
month data showed statistically significant improve-
ments for speech recognition in noise. For the smaller
subgroup of patients with SSD, the improvement in all
audiological tests compared with unaided hearing
reached statistical significance or near-significance at
all time points (6, 12, 24 mo), except for speech recog-
nition in noise at 24 months. No statistically significant
differences compared with softband were recorded in this
patient group at any time point.

Soft Tissue Tolerability
Over the entire follow-up, signs of inflammation, e.g.,

swelling or erythema or infection were observed in 4.6%
(mean) of the patients per postoperative visit: in 1.8%
Otology & Neurotology, Vol. 41, No. 7, 2020
(mean) of the patients per visit before fitting the external
magnet/sound processor and of 5.8% (mean) of the
patients per visit after fitting (6 weeks until 24 months;
range mean 3.8–7.7%). Besides a patient who underwent
implant magnet removal due to infection shortly after
implantation (see section implant survival), all other
observations were minor soft tissue inflammations or
infections which resolved by local treatment.

Pain/Discomfort and Skin Numbness
The presence of pain/discomfort and skin numbness

per visit is displayed in Figure 1. Skin numbness was seen
in 19.2% (vital sensibility) and 17.3% (gnostic sensibil-
ity) of the patients at the 6-month follow-up visit, most of
whom had a numb area exceeding 2 cm in diameter. In
the following 18 months, skin numbness declined
steadily, and at the 24-month visit, numbness was
reported in four patients (out of 46 patients, 8.7%), with
only one patient having a numb area exceeding 2 cm
in diameter.

At the 6-month follow-up, five patients (out of 53
patients, 9.4%) experienced pain which significantly
reduced daily use. Similar to the skin numbness out-
comes, in the following 18 months, pain decreased
steadily over time. At the last visit, three patients (out
of 47 patients, 6.4%) experienced pain which signifi-
cantly affected daily use.

Implant Survival
No spontaneous implants loss occurred and all

patients had their osseointegrated implant in position,
resulting in a 2-year implant survival of 100%. How-
ever, two patients (3.7%) had their implant magnet
surgically removed (osseointegrated implant remained
seated): in one patient due to persisting pain resulting in
non-use, and the other due to infection shortly after
surgery. In addition, two other patients (3.7%) had their
transcutaneous system surgically converted to a percu-
taneous system. One of the conversions was performed
due to insufficient audiological benefit experienced by
the patient, and the other due to persisting pain com-
bined with the sound processor frequently falling off.
Conversion encompassed replacing the implant magnet
with a skin-penetrating abutment, onto the seated
osseointegrated implant.

Sound Processor Usage, Retention Difficulties, and
Device Deficiency

Of the patients that attended the 24-month visit, 89.6%
(n¼ 42 out of 47) used their sound processor on the
transcutaneous implant. Grouped per indication, 97.2%
(n¼ 35 out of 36) of the CHL/MHL patients used their
sound processor, while 2.8% became a non-user (n¼ 1;
due to insufficient benefit of the system). In contrast,
63.6% (n¼ 7 out of 11) of the SSD patients used their
sound processor at the last follow-up, while 36.4% were
non-users (n¼ 4; one due to pain and feedback issue, one
due to pain/discomfort, one due to subjectively eliciting
Menière attacks, and one due to insufficient benefit). The
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FIG. 1. Stacked bar-chart displaying the percentage of patient with pain and its severity (left bar, from visit 5 and onwards), as well as
numbness (middle bar is vital sensibility, right bar is gnostic sensibility) per visit around the implant site, i.e., within and beyond 2 cm from the
center of the implant magnet. The latter was tested on both gnostic (cotton swab) and vital (pin) sensibility. Pain data were collected at visits
after sound processor loading.

906 I. J. KRUYT ET AL.
daily usage of the sound processor per visit is displayed in
Figure 2. The median daily sound processor usage after
24 months was 6 h/d (range, 0–18 h/d) for the entire
cohort (n¼ 47), 8 h/d (range, 0–18 h/d) in patients with
CHL/MHL (n¼ 36), and 3 h/d (range, 0–17 h/d) in
patients with SSD (n¼ 11). For patients that used their
sound processor at the last visit, the median daily usage
was 7.5 h/d for the total cohort (n¼ 42), 8 h/d for patients
with CHL/MHL (n¼ 35), and 6 h/d for patients with
SSD (n¼ 7).
FIG. 2. Daily use of sound processor per visit for the total cohort as w
each plot, boxes represent interquartile range, whiskers represent 95%

Otology & Neurotology, Vol. 41, No. 7, 2020
At 6 weeks (first visit after sound processor loading), in
35.8% of the patients the sound processor fell off at least
once a week (mean 4.53 times a week, range, 0–80). For
the following visits it was reported as follows: 12 weeks—
32.1% (mean 1.79 times a week, range, 0–30); 6 months—
35.8% (mean 1.87 times a week, range, 0–50); 12
months—17.3% (mean 0.63 times a week, range, 0–10);
24 months—6.2% (mean 0.19 times a week, range, 0–7).

Twenty-four device deficiencies occurred during the
24-month follow-up period, of which almost all
ell as per indication. The median (horizontal bar) is defined within
range and dots represent outlier values.
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encompassed a broken snap coupling or battery door on
the sound processor.

Patient-Reported Outcomes
In the studied population, the transcutaneous system

resulted in statistically significant improvement on the
HUI3 attributes hearing, speech, and pain, the APHAB
domains ease of communication, background noise,
reverberation, and global score, and on all SSQ scales
at the 24-month follow-up compared with the baseline
situation. For the subgroup of patients with CHL/MHL a
significant improvement was also reported on the HUI3
attribute Comprehensive Health State (Table 4). For
patients with SSD, the statistically significant improve-
ments seen at 6 months for APHAB (background noise,
reverberation, global score) and SSQ (all subscales) were
no longer statistically significant at 24 months; all HUI3
attributes failed to show improvements for the SSD
population. No significant differences were found in
either group comparing the aided situation at the 6-month
visit to the 24-month visit, except for a significant
deterioration on the SSQ quality scale in SSD patients
(–1.05; p¼ 0.008).

DISCUSSION

Synopsis of Key/New Findings
In the current multicenter study, we evaluated the 2-

year audiological and clinical performance of a new
transcutaneous implant for bone conduction hearing, as
well as patient-reported outcomes (by means of HRQoL
and hearing specific questionnaires). The transcutaneous
system provided significant improvement in all audio-
metric and patient-reported hearing outcomes compared
with the unaided situation as well as in HRQoL. No
implants were lost, although in four patients the implant
magnet was either removed or replaced with an abutment
due to complications or insufficient audiological benefit.
The majority of the patients initially reported to experi-
ence both some degree of pain/discomfort and numbness;
however, these complication rates declined over the
following visits and were reported only sporadically at
the last follow-up. In the subgroup analysis, the transcu-
taneous system provided both significant improvement in
hearing outcomes compared with the unaided baseline
condition as well as regarding PROs in patients with
CHL/MHL. For patients with SSD, the transcutaneous
system provided statistically significant or near-signifi-
cant improvement compared with the unaided condition
in all audiometric tests throughout the 24-month follow-
up, except for speech recognition in noise at the 24-
month visit. However, the statistically significant
improvements in APHAB and SSQ recorded at 6 months
were no longer present at 24 months. HUI failed to show
statistically significant improvement at any time point in
this small subgroup. At the last follow-up, 97.2% of the
patients with CHL/MHL with the transcutaneous implant
in place used their sound processor, compared with
63.6% of the SSD patients.
Strengths and Limitations of the Study
The results of the current study are considered to

reliably reflect clinical outcomes of the transcutaneous
system due to the prospective multicenter study design
and data quality. The study design included one of the
largest populations with the longest follow-up period to
date with this device type. The study was designed as a
within-subject evaluation with audiological benefit after
6 months compared with the unaided situation as primary
outcome variable. The current long-term follow-up
study, evaluating the clinical outcomes after 24 months,
therefore, had the same within-subject design. The trans-
cutaneous system was developed as an alternative to the
percutaneous system, which is currently the gold stan-
dard in terms of transmission efficiency. While the high
frequency sound transmission is less effective, passive
transcutaneous devices are thought to offer other advan-
tages in terms of non-audiological clinical outcomes. A
direct comparison of such clinical outcomes (i.e., numb-
ness, pain/discomfort, soft tissue tolerability, daily use,
implant loss, and health-related quality of life) would
have been desirable. Until now, prospective studies
objectively comparing the clinical outcomes of the two
systems are lacking. Another point that should be taken
into consideration, is that the study was not powered for
the subgroup analysis; hence, no firm conclusions could
be drawn on these subgroup analyses, especially in the
SSD population which at the 24-month visit only
included 10 patients (nine patients for the speech in noise
test). However, as discussed by den Besten et al. (11),
since pooling of the data was not optimal due to differ-
ences between indications, the choice was made to also
report data per indication. Last, a significant percentage
of our implant recipient was smokers, which could have
influenced complication rates. However, we did not
include an analysis regarding the influence of smoking
on postoperative complications in our predefined statis-
tical analysis plan.

Comparisons With Other Studies and Clinical
Applicability

In the current study, we observed signs of inflamma-
tion or infection with a mean of 5.8% of the patients per
visit after sound processor loading. These were most
likely the result of the constant pressure the magnets
apply to the skin, since the prevalence was lower before
loading (1.9%). Furthermore, almost all events resolved
after switching to a weaker SP magnet. As aforemen-
tioned, soft tissue outcomes should ideally be compared
with the percutaneous counterpart; however, accurate
comparison to these implants is impossible due to
differences in reporting soft tissue status and the nature
of skin complications, i.e., infection-related versus
pressure-related. Moreover, until recently, no system-
atic soft tissue scoring system for transcutaneous
implants was available (15). This makes comparison
to other studies evaluating the transcutaneous system
difficult as well, since complications are not uniformly
reported across studies.
Otology & Neurotology, Vol. 41, No. 7, 2020
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AUDIOLOGICAL & CLINICAL OUTCOMES OF A TRANSCUTANEOUS IMPLANT 909
However, previous studies have also reported on pres-
sure-related issues: a too strong magnet resulted in pain
and erythema, while a too weak magnet resulted in
retention difficulties. The occurrence of various degrees
of pain or discomfort in the first months after surgery
varied across studies, ranging between 14.8 and 60% of
the patients with the same transcutaneous system (16–
19). In line with our observation, a general trend was seen
that pain was most frequently reported in the first months
after surgery, but declined over time. Retention difficul-
ties were reported in 83% of the patients in Powell et al.
(20) and in 20% of the patients in Carr et al. (18). As a
result, finding the optimal magnet strength often required
additional visits to the clinic, but was eventually almost
always achieved. The issue, whether it was pain or
retention difficulties, most often resolved once switched
to a different magnet strength (17,18,20,21). Based on
our experience, great attention should be given to care-
fully selecting a magnet strength that suits each individ-
ual patient. A too week magnet may fall off, and a too
strong magnet may result in discomfort or skin soreness.
It is important to regularly check the magnet, and change
magnet strength when indicated due to insufficient reten-
tion or discomfort/soreness. In addition, patients should
change the softpad regularly to warrant optimal pressure
distribution and to avoid discomfort. Last, patients
should be advised to use a safety line to avoid losing
or damaging the sound processor in case it falls off.

The high rate of skin numbness after surgery followed
by a decline over time was also reported in two other
studies. Briggs et al. (17) reported skin numbness in
62.9% of the patients immediately following sound
processor fitting and in 22.2% of the patients nine months
after surgery. Godbehere et al. (22) reported slightly
lower skin numbness rates: in 48.1% of patients follow-
ing surgery, and in 29.6% 6 months postoperatively. In
the current study, skin numbness declined from 77.8%
(vital sensibility) and 66.7% (gnostic sensibility) of the
patients at 10 days postoperatively, to 19.2% (vital
sensibility) and 17.3% (gnostic sensibility) at 6 months,
and finally to 2.2% (vital sensibility) and 8.7% (gnostic
sensibility) at 24 months. In both studies, the same
anterior based C-shaped incision was used as in the
current study. Modifications to the incision technique
to optimize soft tissue handling during surgery might
play a pivotal role in improving clinical outcomes, and
should therefore be further explored (23). From a clinical
perspective, until then, patients should be informed
before surgery, that the majority of patients will, to some
extent, experience postoperative skin numbness, but that
this will most likely resolve entirely over time.

In line with previous observations 6 months after
implantation (11), the 12-month outcomes of the three
PRO questionnaires showed that the transcutaneous
implant system continues to provide significant improve-
ment in subjective hearing benefit and HRQoL also over
the longer term in the total studied population. At the 24-
month follow-up, hearing and health-related PROs
remained stable in CHL/MHL patients; in patients with
Otology & Neurotology, Vol. 41, No. 7, 2020
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SSD, however, no significant benefit could be seen in
terms of HRQoL, and statistically significant improve-
ments in terms of subjective hearing outcomes seen at
6 months were no longer statistically significant.

The daily usage of the transcutaneous system was
previously presented by Briggs et al. (follow-up of 6
months) and Gawecki et al. (follow-up of 9 months)
(17,19). For patients with CHL/MHL, daily sound
processor usage seems comparable to our study at
6 months (8.3 h/d versus 7.6 h/d (17) and 10 h/d
(19)). For patients with SSD the daily use recorded
in the present study was slightly lower than in patients
with CHL/MHL, but comparable to the other studies
(6.5 h/d versus 6 h/d (17) and 9 h/d (19)). Furthermore,
no patients in either of the two studies were non-users
at the last follow-up. In our study, all patients used
their sound processor to some extent at 6 months;
however, among the patients with SSD who had the
transcutaneous system in place, four stopped using the
device for different reasons (including one case of
insufficient benefit) and average daily usage declined
to 3 h/d (including non-users) at 24 months. A dimin-
ished usage over time have also been observed in SSD
patients with percutaneous systems (24,25). It should,
however, be noted that patients with SSD may have
sufficient hearing for normal communication, but typi-
cally experience difficulties with speech intelligibility
in noise and sound localization (26). It has been
suggested that these difficulties are challenging to
overcome by means of any bone-conduction device
(27). In addition, since the start of current study new,
more powerful sound processors have been developed.
Future research is needed to determine the effect of a
more powerful hearing device on daily use, PROs, and
audiological benefit.

CONCLUSION

The current multicenter study showed that after
24 months of follow-up, the transcutaneous implant
for bone conduction hearing is safe to use and provides
statistically significant improvement in hearing perfor-
mance and patient-reported outcomes compared with
the preoperative unaided condition in studied patients
with CHL, mild MHL, or SSD. The transcutaneous test
device did not necessitate daily skin care, although the
magnetic coupling did result in pressure related symp-
toms, e.g., pain/discomfort and signs of inflammation.
However, these symptoms were almost always relieved
after switching to a weaker magnet strength. For the
subgroup of patients with SSD, the improvement in
speech understanding in noise and patient-reported
outcomes was less outspoken than for patients with
CHL/MHL and the percentage of non-users was
higher. Since the sample size in the SSD group was
too small to draw statistically supported conclusions,
further research on a larger population is needed. Until
then, for SSD patients an extra careful selection pro-
cedure may be needed. Based on the current results, the
Otology & Neurotology, Vol. 41, No. 7, 2020
transcutaneous test device could be considered as an
alternative treatment option for appropriately selected
and counseled patients.
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