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Background & objectives: Seroprevalence of Q fever (QF) caused by Coxiella burnetii has been reported 
from different parts of India. Usually serological/molecular tests are employed for detection of infection. 
The present study was undertaken to verify the validity of three different QF phase II IgM ELISA kits 
for acute QF diagnosis by comparing with the gold standard indirect fluorescent antibody assay (IFA).
Methods: Fifty eight serum samples collected from 42 patients (26 patients provided acute sample only 
and 16 both acute and convalescent samples) which were examined by all three commercial kits, were 
cross-checked with QF Phase II IgM IFA for confirmation. 
Results: Eleven patients were positive for C. burnetii antibodies by IFA in acute and/or convalescent 
serum samples. Taking IFA as a reference, percentages of sensitivity, specificity, positive predictive value 
and negative predictive value for Virion-Serion/Vircell/NovaTec were 36.36, 61.29, 25.00, 73.08; 81.82, 
35.48, 31.03, 84.62 and 100, 25.81, 32.35, 100 per cent, respectively.
Interpretation & conclusions: The three different ELISA kits exhibited poor agreement amongst them 
and unacceptable level of false positivity. IFA remains to be the only option for diagnosing acute QF. 
Discrepancy between the clinical findings and IFA/ELISA results needs confirmation by C. burnetii DNA 
detection in real-time polymerase chain reaction.
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Q fever (QF) in humans and animals caused by 
Coxiella burnetii has been reported throughout the 
world1. Reports of coxiellosis in different countries have 
raised the awareness level of Q fever2-4. Slaughterhouse 
workers are at high risk and pregnant women are at low 
risk to contract QF5,6. During 1979-1986, country-wide 
serological surveys established the prevalence of QF in 

India7-10, with cases of human abortions, endocarditis 
and neonatal septicaemia reported subsequently11-13.

C. burnetii occurs in nature in phase I in animals 
and arthropods. In vitro passage in yolk sac or 
transmission to humans leads to conversion to phase II. 
Phase II IgM/IgG antibodies are most prevalent during 
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acute infection and phase I IgG antibodies are 
indicative of chronic infection to C. burnetii2,3. In its 
acute form, QF manifests itself as subclinical infection, 
febrile illness resembling flu, atypical pneumonia, 
pneumonitis, hepatitis, meningitis and infrequently 
as chronic fatigue syndrome with prolonged fatigue, 
arthralgia, myalgia, muscle fasciculation, blurred 
vision, sweats and enlarged painful lymph nodes2. 
Endocarditis is the most common manifestation of 
chronic QF1-3,12. The causative organism C. burnetii, 
an intracellular Gram-negative bacterium does not 
grow on cell-free medium and can only be cultivated 
in the laboratory animals (guinea pigs)/yolk sacs of 
developing chick embryos/tissue cultures. This being a 
Category B/Bio-safety level 3 pathogen with potential 
for bioterrorism11, isolation attempts are made only 
in rickettsial research/reference laboratories. Hence, 
culture is not an option in infected cases. Therefore, 
serological/molecular tests are employed for 
diagnosing the infection. Conventionally, serological 
tests such as Luoto’s capillary agglutination test14, 
Fiset’s micro-agglutination test15, complement fixation 
test2 and immunoperoxidase test1 were used. However, 
only ELISA and indirect fluorescent antibody assay 
(IFA) are used in practice in several countries1-6,16-21. 
Serological diagnostic kits such as IFA are expensive. 
For detection of C. burnetii, DNA, polymerase chain 
reaction (PCR), quantitative PCR (qPCR)22-24, and 
a new test, loop-mediated isothermal amplification 
(LAMP)25 have been employed. LAMP/PCR/qPCR 
kits need to be imported and standardized. Running 
real-time PCR is not feasible in many laboratories 
due to the exorbitant cost of the machine. Therefore, 
the objective of this study was to verify the reliability 
of three commercial Coxiella burnetii Phase II IgM 
ELISA kits available in India for acute QF diagnosis, 
by comparing with phase II IgM IFA.

Material & Methods

This study was conducted during April 
2013-January 2015 in the department of Microbiology 
and Paediatrics, Mahatma Gandhi Medical College and 
Research Institute (MGMC and RI), and departments 
of General Medicine and Microbiology, Indira Gandhi 
Government General Hospital and Post-Graduate 
Institute, Puducherry, India. Majority of the patients 
were from rural areas of Puducherry and surrounding 
Cuddalore, Neyveli, Virudhachalam and Villupuram 
districts of Tamil Nadu. The Institutional Human Ethical 
Committee of MGMC and RI approved this research 
project. Informed written consent was obtained from 

adult patients and parents/guardians of children, before 
collection of blood samples. Inclusion criteria were 
high-grade fever with or without chills and rigour; 
fever with either pneumonia/pneumonitis, or with 
rash/hepatosplenomegaly/jaundice/lymphadenopathy/
thrombocytopaenia, or with constitutional symptoms 
such as malaise, myalgia, nausea and vomiting. 
Exclusion criteria were fever due to urinary tract 
infection/malaria/enteric fever; culture-positive 
bacterial pneumonia; patients with other bloodstream 
infections; bleeding disorders and fever of more than 
four weeks duration (pulmonary tuberculosis).

Sample size calculation was made considering the 
national average prevalence 16 per cent for human QF 
during the past six decades7-9. The power of the study 
was 74 per cent. Of the 470 patients registered in the 
study, only 310 provided both acute and convalescent 
blood samples. The remaining 160 patients did not turn 
up for the convalescent sample collection. Of the 310 
patients, after excluding 35 lipaemic and haemolyzed 
samples, 275 samples were processed. Paired blood 
samples (5 ml) in sterile plastic plain tubes without 
anti-coagulants were collected from these 275 patients 
at 2-3 wk intervals, over a period of 22 months. All 
275 patients could not be screened by QF Phase II 
IgM ELISA because of the unreliability of all three 
kits. Only 42 patients were finally tested by all three 
ELISA kits with the positivity in one/two/three kits. 
Because of discrepancy amongst these three kits, 
confirmation by phase II IFA IgM was carried out. 
Sixteen patients belonged to the first group (paired 
samples) and the remaining 26 patients in the second 
group (acute samples only) (total 58 serum samples).

ELISA for Coxiella burnetii antibody testing: Serum 
was separated, aliquoted and stored at −20°C till 
the time of testing. Three different ELISA kits were 
evaluated: (i) C. burnetii (QF) phase II IgM - ELISA, 
NovaTec, Immundiagnostica GmbH, Dietzenbach, 
Germany; (ii) C. burnetii phase II IgM - Virion/Serion, 
Immundiagnostica GmbH, Wurzburg, Germany; and 
(iii) C. burnetii ELISA phase II IgM - Vircell, Granada, 
Spain. Samples positive in one or more ELISA kits 
were cross-checked for confirmation by IFA.

The following biological positive controls collected 
from MGMC and RI were included: typhoid (Widal 
positive) (2), falciparum malaria (1), dengue (3) and 
rheumatoid arthritis (2). Biological negative controls 
include typhoid (5), leptospirosis (2), vivax malaria 
(1) and dengue (3). The tests were carried out strictly 
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adhering to the technical instructions provided by the 
manufacturers of these three kits and as performed by 
earlier researchers19,21,26,27. All three kits were coated 
with killed phase II C. burnetii antigen. Procedure 
and interpretation of the test results were more or less 
common for all three kits. Briefly, serum samples was 
diluted 1:100 for NovaTec and Virion/Serion but 1:20 
for Vircell. Plates were incubated for 1 h±5 min at 
37°C±1°C, followed by 3-5 washes with wash buffer 
and then aspiration. C. burnetii anti-IgM conjugate 
(100 μl) was added and incubated for 30-60 min at 
room temperature. After three washes and aspiration, 
100 μl 3,3’,5,5’-tetramethylbenzidine (TMB) substrate 
solution was dispensed into all wells and incubated for 
15 min at room temperature in the dark. Stop solution 
(50-100 μl) was added to all wells and the plates were 
read within half an hour. Optical density (OD) readings 
were taken with the wavelength of 450/620 nm for 
NovaTec and Vircell but 405/620 nm for Virion/Serion 
using iMark Microplate Reader (Bio-Rad Laboratories 
Inc, Shinagawa-Ku, Tokyo, Japan).

Cut-off value calculation was similar for both 
NovaTec and Vircell kits. Antibody index=(Sample 
OD/Cut-off OD)×10. The samples with OD values 
above the cut-off 11 nephelometric turbidity unit were 
considered positive and those below the cut-off 9 were 
taken as negative. Borderline samples with cut-off 9-11 
were tested in triplicate, while other samples were run 
in duplicate. For Virion/Serion, 10 per cent and above 
the cut-off value was taken as positive, whereas 10 per 
cent and below the cut-off was considered as negative.

Indirect fluorescent antibody assay (IFA): This test 
was carried out with QF IFA IgM Antibody kit 
(Fuller Laboratories, Fullerton, California, USA) 
which identified both phase I and phase II IgM 
antibodies against C. burnetii. Fifty eight serum 
samples from 42 patients which were screened by 
all three commercial ELISA kits, were taken up for 
this purpose. IFA was performed by adhering to the 
manufacturer’s instructions and as reported by Hackert 
et al21. Patients’ serum samples were initially diluted 
to 1:16 in IgM sample dilution buffer provided with 
the kit. After the final wash, the slides were dried, 
mounted with the mounting medium and read with 
×400 magnification, at 390 nm using Primo Star iLED 
Fluorescent microscope (Carl Zeiss MicroImaging 
GmbH, Göttingen, Germany).

Statistical analysis: Sensitivity, specificity, positive 
predictive value (PPV), negative predictive value (NPV) 

and their respective 95 per cent confidence intervals 
(CIs) were calculated considering QF IFA IgM as gold 
standard. For other parameters (Spearman’s correlation 
and Kappa), statistical analysis was performed using 
IBM 2008 SPSS Statistics version 17.0 for Windows 
(SPSS Inc., Chicago, IL, USA). Chi-square test with 
Yates correction (Fisher’s test) for small number of 
samples was performed for categorical data.

Results

Clinical and laboratory findings of 275 patients 
recruited in the study are presented in Table I. Of the 
42 patients screened by all four serological tests for 
QF, 11 IFA-positive patients could be considered as 
presumptive QF cases. This included six children in 
the age group of 0-14 yr and five adults aged 15 yr 
and above (range 2 to 60 yr). Mean age was 20.19 
±17.9 and male/female ratio was 4:7. The highest 
percentage of seropositivity of 80.95 per cent (34/42) 
was shown by NovaTec ELISA kit followed by Vircell 
with 69.04 per cent (29/42) and Virion/Serion with 
38.09 per cent (16/42). While comparing the results 
of QF phase II IgM ELISA and IFA, it was observed 
that of the 42 patients positive in one or more ELISA 
tests, only 11 were positive for phase II IgM in IFA 
(Table II). QF phase II IgM IFA titres ranged from 1:16 
to 1:512 and QF phase I IgM IFA titres ranged from 
1:16 to 1:32. Phase I and phase II IgM antibodies were 
seen in four patients. Sensitivity, specificity, PPV and 
NPV of the kits are presented in Table III. Among the 
eight biological positive controls, one patient whose 
serum was positive in Widal test, was positive for both 
phase I and phase II QF IgM IFA with a titre of 1:32 
each. The patient’s serum was also positive for QF 
phase II IgM by all three ELISA kits. Eleven biological 
negative controls were negative in all four serological 
tests for QF.

Discussion

A significant difference was observed between 
children and adults regarding certain parameters; more 
adult patients had low platelet counts, increased liver 
enzymes and creatinine, headache, myalgia, chills and 
rigour, malaise and nausea. Hepatomegaly was seen 
in more number of children than adults. However, 
analysis of clinical findings and laboratory parameters 
of 11 QF IFA phase II IgM-positive cases did not reveal 
any significant difference between adults and children.

It is generally accepted that IFA is the gold standard 
for the serological diagnosis and confirmation of 
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QF and other rickettsial diseases1-3,17,19-21. ELISA has 
also been considered sensitive, specific and useful in 
serological surveys1,2,4,5,21. According to Kantsø et al26, 
Vircell QF phase II IgM ELISA kit had a sensitivity 
of 15 per cent and specificity of 94 per cent. As per 
our data, the percentage sensitivity and specificity for 
Vircell were 81.82 and 35.48 per cent, respectively. 
Meekelenkamp et al20 compared the sensitivity and 
specificity of Focus IFA and Virion/Serion ELISA. 
The sensitivity of the IFA and ELISA tests was 100 
and 85.7 per cent, with a specificity of 95.3 and 
97.6 per cent, respectively. According to Herremans 
et al18, the Focus IFA, ELISA (Virion/Serion) and 
Complement Fixation Assay (CFA, Virion/Serion) 
were all suitable serodiagnostic assays to diagnose 

acute QF, but the IFA remained an important tool in the 
follow up of patients and in identifying patients at risk 
for developing chronic QF. In their study, sensitivity 
and specificity of Virion/Serion Phase II IgM ELISA 
in diagnosing acute QF were found to be 60 and 
100 per cent, respectively. As per our findings, the 
percentage sensitivity and specificity of Virion/Serion 
kit were 36.36 and 61.29, respectively. Medić et al27 
reported that of the 43 notified cases of acute QF, 37 
were laboratory confirmed by NovaLisa Phase II IgM 
and/or IgG. The sensitivity and specificity of NovaTec 
ELISA kit were reported to be 100 and 88.4 per cent, 
respectively, in comparison to IFA in another study28. 
In our study, 100 per cent sensitivity but the lowest 
specificity of 25.81 per cent were found for NovaTec 
ELISA. Raven et al29 drew the attention regarding the 
unpredictability of phase II IgM antibody positivity 
as a sole proof of acute QF and recommended to 
look for seroconversion of IgG, together with the 
clinical suspicion. A new algorithm for acute QF 
diagnosis18,21-24,30 emphasized the need to perform 
qPCR for confirmation. In resource-poor settings, 
the diagnosis may be limited to ELISA, and where 
facilities exist, IFA is carried out. In the initial phase 
of our research, a poor agreement in the seropositivity 

Table I. Clinical and laboratory findings of patients recruited in the study (n=275)
Clinical/laboratory findings Children (n=91) 

0-14 yr
Adults (n=184) 

≥15 yr
Total (n=275), n (%)

Platelet count (≤150 ×103/µl) 23 73 96 (34.9)
Increased liver enzymes (AST/ALT/ALP) 12 65*** 77 (28.0)
Creatinine (≥1.0 mg/dl) 1 34*** 35 (12.7)
Fever (days)
≥7 47 109 156 (56.7)
≤7 44 75 119 (43.3)
Headache 21 105*** 126 (45.8)
Myalgia 22 93*** 115 (41.8)
Chills and rigour 42 121*** 163 (59.2)
Hepatomegaly 27 28** 55 (20.0)
Splenomegaly 17 23 40 (14.5)
Malaise 11 46** 57 (20.7)
Nausea 15 74*** 89 (32.3)
Vomiting 29 81 110 (40.0)
Abdominal pain 24 69 93 (33.8)
Cough and expectoration 29 60 89 (32.3)
Pneumonitis 2 15 17 (6.18)
Infective endocarditis 0 3 3 (1.09)
P**<0.01, ***<0.001 compared to children. AST, aspartate transaminase; ALT, alanine transaminase; ALP, alkaline phosphatase

Table II. Analysis of Q fever phase II IgM ELISA results 
against the ‘gold standard’ indirect fluorescent antibody (IFA) 
assay (n=42)
ELISA kit used Positive Negative IFA
Virion/Serion 16 26 4
Vircell 29 13 9
NovaTec 34 8 11
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was observed amongst all three kits. Kappa values were 
not significant. Hence, the gold standard IFA (Phase 
II IgM) was the only option. As per the instructions 
provided by the manufacturers, IgM phase II IFA titres 
of ≥1:16 were taken as positive. The 11 patients had 
phase II IgM IFA titres ranging from 1:16 to 1:512. 
C. burnetii phase I IgM was seen together with phase 
II IgM in four patients.

The most commonly used means of  confirming 
the diagnosis of acute QF is demonstration of a 
four-fold rise in phase II IgG by IFA between serum 
samples from the acute and convalescent phases taken 
3-6 wk apart. Of the 16 patients for whom sufficient 
quantity of acute and convalescent serum samples 
were available for all the four tests, four-fold or more 
increase in titres in paired serum samples in QF phase 
II IgM IFA was demonstrated in only one patient, 
while seroconversion was observed in three cases. Six 
patients with only acute samples were positive for C. 
burnetii antibody in phase II IgM IFA. Eleven of the 
42 patients (26.2%) could be identified as probable 
cases of acute QF, on the strength of positive QF phase 
II IgM in IFA.

This study had some limitations. QF PCR could 
not be performed since these kits were not available 
in India and any imported PCR kit needs to be first 
validated and standardized. QF phase II IgG IFA could 
not be carried out. 

To conclude, disagreement in results of the three 
commercial C. burnetii phase II IgM ELISA kits was 
observed. Hence, their continued use for screening/
serodiagnosis of acute QF needs re-thinking. QF IFA 
phase II IgG and IgM are to be carried out for paired 
serum samples, and in case of discrepancy, qPCR must 
be performed for confirmation.
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