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Abstract

Background: The protocols of WHO network laboratories facilitated development of rapid diagnosis for SARS coronavirus (CoV) using
reverse transcription (RT)-PCR assays. However, several reports have shown that conventional and real-time PCR assays were very specific
for SARS CoV but lack sensitivity depending on the assay, specimen, and time course of disease.
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bjective: To evaluate an automatic nucleic acid extraction system and two standardized real-time PCR assays for rapid diagnos
oV during outbreak and post-epidemic periods in Hong Kong.
tudy design:Specimens from clinically suspected SARS patients collected during outbreak and post-epidemic periods were te
utomatic nucleic acid extraction system followed by our first generation conventional RT-PCR and two standardized real-time P
Artus GmbH, Germany and Roche Diagnostics, Germany). Paired serum samples were assayed for increasing titer against SAR
esults: In the SARS epidemic, Artus and Roche PCR assays exhibited sensitivities of 87% and 85% for respiratory specimenn= 64),
1% and 88% for stool (n= 44), and 82% for urine (n= 29). A specificity of 100% was exhibited by both PCR assays except Artus at
nly a 92% specificity for stool. For post-epidemic period, no SARS CoV was identified among 56 respiratory specimens by all PC

nhibitors to PCR assays were detected at an average rate of 7–8% among 202 clinical specimens.
onclusion: This study highlights the high throughput and performance of automatic RNA extraction in coordination with stand

eal-time PCR assays suitable for large-scale routine diagnosis in case of future SARS epidemic. As no SARS CoV was detec
pecimens collected during post-epidemic period, the positive predictive value of real-time PCR assays for detection of SARS C
ow epidemic requires further evaluation.
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. Introduction

Severe acute respiratory syndrome (SARS) is the first pan-
emic infectious disease of the new millennium, which is
aused by a novel coronavirus (SARS CoV). This pathogen
wept across almost all the continents of the globe, and has
urrently involved 33 countries and regions, including the
ainland China, Hong Kong, Taiwan, North America and
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Europe (Drosten et al., 2003; Lee et al., 2003; Peiris et
2003a; Tsang et al., 2003). In Hong Kong, as a result of r
ductions in population contact rates and improved hos
infection control, the epidemic was shown to decline (Riley
et al., 2003). The World Health Organization (WHO) es
mated that there were 8439 cases of SARS with 812 d
at the end of the transmission cycle in 2003 (available f
URL: www.who.int/csr/sars/country/200307 11/en/). Con-
trol of the spread of disease relies on rapid diagnosis an
propriate clinical management. Early and reliable detec
of the SARS CoV in clinical specimens will determine wh
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patients presenting with fever should be immediately iso-
lated and managed according to strict procedures of infection
control. The protocols of WHO network laboratories (avail-
able fromURL: http://www.who.int/csr/sars/primers/en) fa-
cilitated development of rapid diagnosis for SARS CoV using
reverse transcription (RT)-PCR assays. However, several re-
ports have shown that conventional and real-time PCR assays
were very specific for SARS CoV but lack sensitivity depend-
ing on the assay, specimen, and time course of disease (Peiris
et al., 2003b; Poon et al., 2003a; Yam et al., 2003). This
study evaluated an automatic nucleic acid extraction system
in coordination with two commercial real-time PCR assays
used during this SARS outbreak and post-epidemic periods
in Hong Kong.

2. Materials and methods

2.1. Patients and specimen collection

During April 28, 2003 and May 31, 2003, a total of 137
specimens (54 nasopharyngeal aspirate, 10 throat swab, 29
urine, and 44 stool) were collected from 101 patients pre-
sented with clinically suspected SARS at three acute regional
hospitals in Hong Kong (WHO, 2003). For each patient,
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Hilden, Germany). Initial processing of specimens was per-
formed under biohazard level-2 containment. According to
manufacturer’s instructions (QIAamp Virus BioRobot 9604
kit, Cat. No. 965662, Hilden, Germany), sample volume of
220�L was mixed with 240�L of AL buffer and 40�L pro-
tease solution. The mixture was incubated at 60◦C for 10 min
before transferring to the rack of Robotic 9604 System con-
taining tubes for 96 samples. Nucleic acid precipitation was
initiated by addition of 275�L absolute ethanol and 250�L
AW1 buffer followed by transferring to the QIAamp 96 wells
vacuum manifold. RNA extracted was washed once with
360�L AW1 buffer and twice with 1000�L AW2 buffer.
A final volume of 50–60�L total nucleic acid was eluted by
addition of 86�L AVE elution buffer. The sequential steps
of nucleic acid precipitation, washing and elution were op-
erated automatically. Each run of nucleic acid extraction for
96 samples required 3 h.

2.3. RT-PCR amplification

The WHO first generation RT-PCR (WHO-HKU) pro-
tocol was performed with the use of a single RT step for
cDNA synthesis, followed by subsequent PCR amplification
with specific sense primer (TACACACCTCAGCGTTG) and
anti-sense primer (CACGAACGTGACGAAT) (Poon et al.,
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east one respiratory specimen were collected for study.
iratory specimens were collected between days 1 and

er admission, whereas urine and stool specimens wer
ected between days 5 and 10. The acute-phase sera
ollected in the first week of illness, and the convalesc
hase sera were collected 21 days after the onset of cl
ymptoms. Respiratory specimens were assessed by ra
ect immunofluorescent antigen detection for influenza v
ypes A and B, parainfluenza virus types 1, 2, and 3, res
ory syncytial virus (RSV), and adenovirus (Chan et al., 2002
004). Paired serum samples were assayed for incre

iter against SARS CoV as described previously (Chan et al.
004; Yam et al., 2003). Nine nasopharyngeal aspirate fr
atients suffering from unrelated diseases were collect
ontrols. A clinical isolate of SARS CoV (HKU39849) a
wo human coronaviruses (OC43 and 229E) were use
ositive and negative controls for subsequent PCR as
fter the last reported case of confirmed SARS in early J
nother 56 respiratory specimens (45 nasopharyngeal
ate and 11 throat swab) were also collected from clinic
uspected SARS patients during August and September

.2. RNA extractions

Respiratory specimens were suspended in viral tran
edium. Urine was transported in sterile container. Stoo
ixed in viral transport medium at 1 in 10 dilution, ce

rifuged at 10,000×g for 1 min and the supernatant was c
ected. Viral RNA of coronavirus was extracted by the Q
en Robotic 9604 System for total viral nucleic acid (Qiag
t

-

.

003a; Yam et al., 2003). Reverse transcription was carr
ut with random primers by Superscript II RT (Invitrog
SA) kit. A total volume of 20�L reaction mix containe
0 mM DTT, 500�M dNTP, 0.15�g random primer, R
uffer and 200 U of RT enzyme as well as 12�L extracted
NA. The mixture was incubated at 25◦C for 10 min, 42◦C

or 50 min and, finally, 94◦C for 3 min. Two microlitres o
T product was transferred to PCR with a reaction vol
f 50�L containing reaction buffer, 200�M dNTP, 2.5 mM
gSO4, 250 nM each primer and 2 U AmpliTaq Gold e

yme. The reaction mix was denatured at 94◦C for 10 min,
ollowed by 40 cycles of 94◦C for 30 s, 50◦C for 40 s and
2◦C for 15 s. A final extension step was set at 72◦C for
0 min. Amplified products were electrophoresized thro
% agarose gel in Tris borate buffer. Target bands of 18
ere visualized by staining with ethidium bromide. A clini

solate of SARS CoV (HKU39849) and two human cor
viruses (OC43 and 229E) were used as positive and ne
ontrols.

.4. Real-time PCR assays

Real-time PCR was performed using two commercial
ealArt HPA-Coronavirus LC RT PCR kit (Artus Gmb
amburg, Germany) and LightCycler SARS-CoV Quan
ation Kit (�-Test-Lot) (Roche Diagnostics, Germany). B
ssays are ready-to-use systems for the detection of S
oV RNA using LightCycler real-time PCR system (Ro
iagnostics, Germany). Positive and negative controls

n conventional RT-PCR were also included. For the dete
ation of viral load, internal SARS CoV standards are

http://www.who.int/csr/sars/primers/en
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plied with both assay kits. For each sample, internal control
was incorporated into the reaction mix for determination of
PCR inhibition.

The Artus assay specifically amplifies an 80-bp region of
the SARS CoV genome. Primer and probe sequences were
described previously (Drosten et al., 2003). Real-time quan-
titative amplification of SARS CoV RNA was performed ac-
cording to the instructions of the manufacturer. A total of
5�L RNA extract was transferred into reaction tubes con-
taining 15�L PCR reagents. RT was performed at 50◦C for
10 min and amplification was performed for 1 cycle of 95◦C
for 10 s and 50 cycles of 95◦C for 2 s, 55◦C for 12 s, and
72◦C for 10 s. A final cooling step was performed at 40◦C
for 30 s.

The Roche assay specifically amplifies a 180-bp target se-
quence of the replicase 1AB/polymerase gene of SARS CoV.
Selected region shows no significant sequence homology to
other coronaviruses (human group 1, 2, and 3 coronaviruses)
or non-SARS CoV-related viruses. Specific probes emit fluo-
rescent light after hybridization to the target sequence. Real-
time quantitative amplification of SARS CoV RNA was per-
formed according to the instructions of the manufacturer. A
total of 5�L of RNA extract was transferred into reaction
tubes containing 15�L of PCR reagents. RT was performed
at 61◦C for 20 min and amplification was performed for 1 cy-
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with nasopharyngeal aspirate specimens as described previ-
ously (Chan et al., 2002). Sample was transferred to virus
transport medium and centrifuged, and the cell pellet was
resuspended in phosphate-buffered saline and washed by re-
peated cycles of centrifugation until free of visible mucus.
The cell pellet was then spotted onto 6-mm wells of Teflon-
coated slides, air dried, and fixed in ice-cold acetone for
10 min. Smears were stained with a panel of Imagen antibod-
ies specific for influenza virus types A and B, parainfluenza
virus types 1, 2, and 3, adenovirus and RSV (Dako, Glostrup,
Denmark). Slides were then examined at a magnification of
×400 under epifluorescent illumination using the fluorescein
isothiocyanate (FITC) filter of a fluorescent microscope. If a
specimen with <20 columnar epithelial cells in the nasopha-
ryngeal aspirate smear was negative by immunofluorescence,
the specimen was considered to have insufficient respiratory
epithelial cells, and such specimens were reported as inde-
terminate.

3. Results

Among 137 specimens from patients with clinical sus-
pected SARS in epidemic period (Table 1), 101 were col-
lected from patients confirmed to have SARS CoV infec-
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5 s, and 72◦C for 10 s. A final cooling step was perform
t 40◦C for 30 s.

.5. Serologic testing for SARS CoV

Coronavirus immunoglobulin G serologic testing was
ormed by indirect immunofluorescence. Batches of SA
oV-infected Vero cell smears were prepared using a c
al isolate of SARS CoV (HKU39849) and fixed in ice-c
cetone for 10 min. The cells were adjusted to be 60–
ARS CoV infected, as judged by immunofluorescent s

ng with a control positive human convalescent-phase se
he fixed smears were stored at−70◦C until use. Serum sam
les were screened at a dilution of 1:10 on infected and u

ected control cells. After 30 min of incubation, the cells w
ashed twice in phosphate-buffered saline (PBS) for 5
ach, and then goat anti-human fluorescein isothiocy
onjugate (INOVA Diagnostics Inc., San Diego, CA) w
dded, and the cells were incubated for 30 min at 37◦C. The
ells were washed again as described and examined w
mmunofluorescent microscope. Serum samples positiv
creening dilution of 1:10 were titrated with serial two-f
ilutions in parallel with the respective acute-phase se
pecimen from the same patient. A positive control se
as tested with each batch of cells.

.6. Immunofluorescence

For laboratory diagnosis of respiratory viral pathog
irect immunofluorescent antigen (DFA) test was carried
ions on the basis of sero-conversion. None of the com
iral pathogens including influenza virus types A and
arainfluenza virus types 1,2, and 3 RSV, and adeno
as detected among 64 respiratory specimens. Using
onversion as the gold standard for SARS diagnosis
HO first generation RT-PCR assay (WHO-HKU) exh

ted a sensitivity of 72% (respiratory specimens), 72% (st
nd 59% (urine) with a 100% specificity for all specime
ensitivities of Artus and Roche real-time PCR assays

ound to be 87% and 85% for respiratory specimens,
nd 88% for stool, and 82% for urine. A specificity of 10
as exhibited by both real-time PCR assays except Artu

ained only a 92% specificity for stool. For real-time P
ssays, viral RNA detected in clinical samples ranged
.13 to 106 copies for Artus and 0.44 to 108 copies for Roch
ssays. InFig. 1, high concordance of results was exh

ted by both real-time PCR assays for 134 specimens�).
rtus detected SARS CoV RNA in two specimens (�) of
ARS-confirmed patients at 1.8 and 0.13 copies whe
oche PCR assay was negative for these two specim

n another stool specimen (�), Artus and Roche detect
ARS CoV RNA at 1.3 and 0 copies; however, the

ient was subsequently confirmed SARS negative by s
onversion and clinical presentation. Except for this f
ositive result exhibited by Artus PCR assay, none of
ther sero-negative patient samples and human coron

solates (OC43 and 229E) gave a positive PCR result
er the last reported case of confirmed SARS in early J
he 56 respiratory specimens tested during post-epidem
iod were negative by all PCR assays. Based on the int
ontrols incorporated in each reaction, PCR inhibitors w
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Table 1
Performance of real-time PCR assays for rapid diagnosis of SARS CoV infection

Nature of specimens (no.) No. tested Sero-conversiona No. positive (range of RNA copies detected/reaction)

WHO-HKU Artus Roche

Epidemic period (April–May 2003)
Respiratory specimens (64) 34 + 34 34 (0.48–2× 106) 34 (7–1× 108)

13 + 0 7 (0.13–3× 104) + [1]b 6 (3–7× 103) + [1]b

17 − 0 0 + [3]b 0 + [2]b

Stool (44) 23 + 23 23 (0.25–1.7× 106) 23 (17–4× 107)
9 + 0 6 (1.8–3.7) + [2]b 5 (0.44–43.9) + [2]b

1 − 0 1 (1.3) 0
11 − 0 0 + [3]b 0 + [2]b

Urine (29) 13 + 13 13 (2.3–1.6× 104) 13 (3.9–2× 104)
9 + 0 5 (2.7–3.7× 103) + [1]b 5 (72–102) + [1]b

7 − 0 0 + [1]b 0 + [1]b

Controls
Respiratory specimens 9c ND 0 0 0

Post-epidemic period (August–September 2003)
Respiratory specimens 56d − 0 0 + [5]b 0 + [5]b

a A four-fold rise or more in antibody titer against coronavirus.
b Values in [ ] indicate number of samples showing presence of PCR inhibitors.
c Samples positive for other viral pathogens included 4 flu A, 2 adenovirus, and 3 RSV by immunofluorescence (Chan et al., 2002).
d Samples positive for other viral pathogens included 8 flu A, 1 adenovirus, and 23 RSV by immunofluorescence (Chan et al., 2002).

Fig. 1. Comparison of real-time PCR assays for detection of SARS CoV.

detected at 8% and 7% by Artus and Roche real-time PCR
assays.

4. Discussion

Sero-diagnosis for SARS CoV infection is reliable and
specific but sero-conversion can only be detected around day

10 of illness and, in some patients, especially if they have
been treated with immunomodulator drugs such as steroids,
may be delayed until the third or fourth week of the illness
(Peiris et al., 2003b; Poon et al., 2003a). The case-exclusion
criteria is defined by absence of antibody to SARS CoV in
convalescent-phase serum samples obtained >28 days after
symptoms onset. To serve the purpose of rapid diagnosis, first
generation in-house RT-PCR (WHO-HKU) assay launched
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for routine application has been shown to be highly spe-
cific but insensitive (Yam et al., 2003; Chan et al., 2004). In
the previous study, manual RNA extraction was performed
(QIAamp viral RNA kits, Hilden, Germany) using 140�L
sample volume. However, the WHO-HKU assay exhibited a
higher sensitivity in this study when compared to previous
finding, which is probably accounted by the more efficient
robotic system using a larger initial sample volume (220�L)
for viral RNA extraction. Standardized PCR assays are ex-
pected to facilitate rapid diagnosis of SARS CoV in routine
practice. In this study, both commercial real-time PCR assays
were significantly more sensitive than WHO-HKU assay as
the latter missed mainly samples with low copy numbers of
SAR CoV RNA. Artus PCR assay has been shown to de-
tect SARS CoV RNA from 104 to 109 copies/g lung tissue
of SARS patients (Mazzulli et al., 2004); this study further
illustrated the sensitivity of real-time PCR assays for spec-
imens with low viral load. Recently, the detection limit of
Roche and Artus assays was found to be 3982 copies/mL and
37.8 copies/mL, respectively (Hourfar et al., 2004), which
may account for the slightly higher diagnostic sensitivity of
Artus over Roche in this study. Using the LightCycler system,
the real-time PCR assay generates quantitative results within
1 h, which is much shorter than traditional PCR reactions. As
the WHO-HKU protocol is a two-step RT-PCR assay, one-
s utine
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epidemic. During post-epidemic period, no SARS CoV was
detected by all PCR assays used in this study. To monitor re-
emerging of SARS CoV infection, rapid diagnosis is impor-
tant not only for timely therapeutic intervention but also for
the identification of a beginning outbreak, positive predictive
value of PCR assay for a sporadic case with no epidemio-
logical link to other cases such as the recent SARS in south-
ern China requires further investigation (available fromURL:
http://www.who.int/csr/don/200401 05/en/). Nevertheless,
detection and quantification of SARS CoV by real-time PCR
assays are relevant for rapid diagnosis and treatment plan-
ning. To avoid a false alarm for contingency plan towards
SARS CoV epidemic, initial positive laboratory tests need
validation by a second laboratory in the same region or a re-
peated PCR assay on another target. Our study highlights the
high throughput and performance of automatic RNA extrac-
tion and standardized real-time PCR assays suitable for large-
scale routine diagnosis in case of future SARS epidemic.

Acknowledgements

We thank Artus GmbH and Roche Diagnostics for the free
supply of real-time PCR kits but neither they had any role in
the study design, data collection, data analysis, data inter-
p has
a lso
t iol-
o for
t ity of
H pital
A

R

C al-
in-
40:

C et
ARS.

D cker
vere

D , et
nd an
espi-
;42:

H al-
y syn-

L ajor
Engl

M , et
n lung
tep real-time RT-PCR assays are more suitable for ro
iagnostic application to reduce risk of cross contamina
ne false positive result was exhibited by the Artus as

ndicating the high specificity of PCR assays for SARS C
nd minimal cross contamination introduced by the rob
ystem during viral RNA extraction from clinical specime
ecent study used samples from confirmed SARS patie
erify higher sensitivity of both Roche and Artus assays
rst generation tests (Drosten et al., 2004); this study furthe
lucidates the specificity of both commercial real-time P
ssays suitable for routine application. The detection ra
CR inhibitors remained moderately low, demonstrating
oordination of automatic RNA extraction system and r
ime PCR assays are efficient for routine screening of S
oV with less technologist time. For routine diagnosis
ase of presence of PCR inhibitor, a second sample w
equested immediately to repeat the PCR assay. In ou
ratory, one technologist/scientist can perform RNA ext

ion and real-time PCR assays for 96 samples in a wor
ay (data not shown). We have conveyed another study
tored clinical samples, an in-house real-time PCR assa
our times volume of respiratory specimen for manual v
NA extraction (Poon et al., 2003b). Sensitivity of the assa
as comparable to the two commercial PCR assays in
tudy; however, effect of PCR inhibitors due to increas
nitial sample volume for RNA extraction was not evalua
n the previous study. It has been shown earlier that te

ore than one respiratory specimen will maximize the se
ivity of PCR assays, it was not assessed in this study d
imited supply of commercial kits (Yam et al., 2003). Rapid
iagnosis of SARS CoV by PCR assays is useful durin
retation, or writing of the report. None of the authors
conflict of interest in relationship to this study. We a

hank Jo Shum and the staff of Department of Microb
gy, Queen Mary Hospital, The University of Hong Kong

heir technical assistance. We acknowledge The Univers
ong Kong (HKU SARS Research Fund) and the Hos
uthority of Hong Kong SAR.

eferences

han KH, Maldeis N, Pope W, Yup A, Ozinska A, Gill J, et al. Ev
uation of the Directigen FluA+B test for rapid diagnosis of
fluenza virus type A and B infections. J Clin Microbiol 2002;
1675–80.

han KH, Poon LLLM, Cheng VCC, Guan Y, Hung IFN, Kong J,
al. Detection of SARS coronavirus in patients with suspected S
Emerg Infect Dis 2004;10:294–9.

rosten C, Gunther S, Preiser W, van der Werf S, Brodt HR, Be
S, et al. Identification of a novel coronavirus in patients with se
acute respiratory syndrome. N Engl J Med 2003;348:1967–76.

rosten C, Chiu L, Panning M, Leong HN, Preiser W, Tam JS
al. Evaluation of advanced reverse transcription-PCR assays a
alternative PCR target region for detection of severe acute r
ratory syndrome-associated coronavirus. J Clin Microbiol 2004
2043–7.

ourfar M, Roth WK, Seifried E, Schmidt M. Comparison of two re
time quantitative assays for detection of severe acute respirator
drome coronavirus. J Clin Microbiol 2004;42:2094–100.

ee N, Hui D, Wu A, Chan P, Cameron P, Joynt GM, et al. A m
outbreak of severe acute respiratory syndrome in Hong Kong. N
J Med 2003;348:1319–25.

azzulli T, Farcas GA, Poutanen SM, Willey BM, Low DE, Butany J
al. Severe acute respiratory syndrome-associated coronavirus i
tissue. Emerg Infect Dis 2004;10:1–7.

http://www.who.int/csr/don/2004_01_05/en/


24 W.C. Yam et al. / Journal of Clinical Virology 33 (2005) 19–24

Peiris JSM, Lai ST, Poon LLM, Guan Y, Yam LYC, Lim W, et al.
Coronavirus as a possible cause of severe acute respiratory syndrome.
Lancet 2003a;361:1319–25.

Peiris JS, Chu CM, Cheng VCC, Chan KS, Hung IF, Poon LL, et al.
Clinical progression and viral load in a community outbreak of a
coronavirus-associated SARS pneumonia: a prospective study. Lancet
2003b;361:1767–72.

Poon LLM, Wong OK, Chan KH, Luk W, Yuen KY, Peiris JSM, et
al. Rapid diagnosis of a coronavirus associated with severe acute
respiratory syndrome (SARS). Clin Chem 2003a;49:953–5.

Poon LLM, Chan KH, Wong OK, Yam WC, Yuen KY, Guan Y, et al.
Early diagnosis of SARS coronavirus infection by real time RT-PCR.
J Clin Virol 2003b;28:233–8.

Riley S, Fraser C, Donnelly CA, Ghani AC, Abu-Raddad LJ, Hed-
ley AJ, et al. Transmission dynamics of the etiological agent of
SARS in Hong Kong: impact of public health interventions. Science
2003;300:1961–6.

Tsang KW, Ho PL, Ooi GC, Yee WK, Wang T, Chan-Yeung M, et al. A
cluster of cases of severe acute respiratory syndrome in Hong Kong.
N Engl J Med 2003;348:1977–85.

WHO Severe acute respiratory syndrome (SARS). Wkly Epidemiol Rec
2003;78:86.

Yam WC, Chan KH, Poon LLM, Guan Y, Yuen KY, Seto WH, et al.
Evaluation of RT-PCR assays for rapid diagnosis of severe acute res-
piratory syndrome (SARS) associated with a novel coronavirus. J Clin
Microbiol 2003;41:4521–4.


