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Background: Implant-related infection is a major problem postsurgery. As an alternative to 

a localized antibiotic release system, we used Ag to fabricate Ti–Ag alloys with nanotubular 

coatings (TiAg-NTs). Ag has excellent antibacterial properties, but its biological toxicity is a 

concern. Therefore, we performed biological experiments both in vitro and in vivo to evalu-

ate the biocompatibility of TiAg-NTs with different concentrations of Ag (1%, 2%, and 4%).

Methods: For in vitro experiments, cytocompatibility, including cell attachment, viability, and 

proliferation, was tested, and genes and proteins related to osteogenic differentiation were also 

evaluated. For in vivo assays, the rat femoral condylar insertion model was used, and micro-

computed tomography (micro-CT) and histological analysis were conducted to analyze bone 

formation around implants at 1, 2, and 4 weeks after surgery. 

Results: Both in vitro and in vivo results indicate that Ti2%Ag-NT showed comparable cyto-

compatibility with commercially pure Ti (cp-Ti), and it could achieve good osseointegration 

with the surrounding bone tissue. 

Conclusion: We thus believe that Ti2%Ag-NT is a potential biomaterial for orthopedics.

Keywords: Ag, Ti, alloy, nanotube, biocompatibility

Introduction
Implants are foreign materials in the human body, and they are a preferential site for 

bacterial adhesion, which may lead to implant-related infection (IRI).1 Once IRI occurs, 

patients have to undergo debridement and implant removal surgery, prolonged and 

high-dose antibiotic treatment, and eventually a revision surgery, which is a substantial 

burden for both patients and society.

Ag is a well-recognized and highly effective antibacterial agent that can kill a broad 

spectrum of bacteria and remain stable under physiological conditions.2 The ability of 

Ag ions to prevent biofilm formation on the surface of biomaterials has been confirmed.3 

Compared to traditional localized antibiotic delivery systems,4 Ag-containing bio-

materials have three advantages. First, the initial burst release and subsequent local 

toxicity are relatively low.5 Second, the late-phase persistent low-level release and 

consequent bacterial resistance are alleviated.6 Third, all organic antibiotics, such as 

vancomycin, have a shelf life and are denatured in vivo after a long period of time, 

which makes it impossible to achieve long-term antibacterial effects. Therefore, Ag 

ions are more desirable long-term antibacterial agents than organic antibiotics. How-

ever, the biological toxicity of Ag ions remains a challenge.

Nanotube (NT) arrays have been considered to be an effective means of improving 

the biocompatibility of metal implants for their unique properties.7 First, the preparation 

of NTs on metal surfaces is highly cost-effective.8 Second, the nanoroughness of the 

implant surface mimics the nanomorphology of bone and promotes the interaction 
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between the implant and adjacent cells, thereby promoting 

initial osseointegration and binding strength.9 Third, nanotube 

arrays have a hydrophilic surface that promotes initial cell 

adhesion, and the connecting channels between nanotube 

walls provide a space for the exchange of nutrients and gas.10 

In addition, NTs have a high surface area and are a natural 

reservoir for drugs. NT diameter, length, and other parameters 

can be easily changed to modulate their biological behavior.11

In our previous study,12 we reported the fabrication of 

Ti–Ag alloys with nanotubular coatings (TiAg-NTs, 1%, 

2%, and 4%). The difference between TiAg-NTs and other 

Ag-containing biomaterials mainly includes the following: 

first, this study sintered Ag and Ti together in their entirety 

instead of using the postloading technique.13–15 Second, TiAg-

NTs exert biological effects by releasing Ag ions instead of 

Ag nanoparticles.16 This preparation method firmly fixes 

Ag to the surface of the material, which not only avoids the 

potential hazard of free nanoparticles but also facilitates 

long-term antibacterial properties. Furthermore, excellent 

antibacterial properties, satisfactory cell viability, and a low 

cellular apoptosis rate were observed from Ti2%Ag-NT. 

However, these experiments only provided a good start, and 

we need to conduct more comprehensive experiments to 

demonstrate the biocompatibility of Ti2%Ag-NT and other 

TiAg-NTs, especially the experiments in vivo. Implanting the 

biomaterial into bone to verify its osseointegration property 

is a more powerful support for its future medical application. 

In addition, environmental cues such as the bone marrow 

environment, mechanical stimulation conducted by bone, 

and continuous exchange of the liquids around implants may 

cause discrepancies between in vitro and in vivo experiments. 

Therefore, in this study, the biocompatibility of TiAg-NTs 

was tested both in vitro and in vivo with commercially pure 

Ti (cp-Ti) as a control.

Materials and methods
Nanotube fabrication
Samples with dimensions of Φ14×2 mm3 and Φ1×15 mm3 

were used as substrates for in vitro and in vivo tests (Figures 1 

and 2). As previously reported,12 cp-Ti and Ti–Ag sintered 

alloy samples (1, 2, and 4 wt% Ag) were polished and 

washed in acetone and ultrasonically cleaned for 30 minutes. 

The samples were washed three times with deionized water 

and then dried under a stream of nitrogen gas. A two-step 

anodization process was then applied to fabricate the nano-

tubes. During this process, the samples were first anodized 

under a constant voltage of 60 V for 2 hours in an ethanediol 

solution containing 0.5 wt% ammonium fluoride, cleaned in 

hydrochloric acid, dried with nitrogen gas, and then anod-

ized under a constant voltage of 20 V for 4 hours. Platinum 

slices were used as a counter electrode. The nanotube coat-

ings were then thermally treated at 450°C in air to obtain a 

stable crystal phase.

Biocompatibility assays in vitro
cell culture
The MG63 cell line (The Cell Bank of Type Culture Col-

lection of Chinese Academy of Sciences, Shanghai, China) 

Figure 1 a schematic showing fabrication steps of Ti–ag alloys with nanotubular coatings and its cellular responses as well as osseointegrative properties.
Abbreviation: NT, nanotube.
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was used for the biocompatibility assays. The cells were 

cultured in high-glucose DMEM (Thermo Fisher Scientific, 

Waltham, MA, USA) with 10% FBS (PAN Biotech GmbH, 

Berlin, Germany) and 1% penicillin–streptomycin (Thermo 

Fisher Scientific) under standard culture conditions (95% 

humidity, 5% CO
2
, and 37°C). The culture medium was 

changed every other day, and the cells were passaged once 

they reached 80% confluence.12

Morphology
The samples were placed at the bottom of a 24-well plate, 

and 1 mL of MG63 cell suspension (1×105 cells/mL) was 

seeded onto each sample. After culturing for 1 day under 

standard culture conditions, samples were washed twice 

with PBS and then fixed with 2.5% glutaraldehyde (Solarbio 

Company, Beijing, China) for 2 hours at 4°C. After stepwise 

dehydration of the samples with serial concentrations of etha-

nol for 10 minutes at each concentration (50%, 60%, 70%, 

80%, 90%, 95%, and 100%), the samples were critical-point 

dried and coated with Au for imaging with scanning electron 

microscope (SEM, SU8010; Hitachi Ltd., Tokyo, Japan).17

Viability
A Live and Dead Viability/Cytotoxicity Assay (KeyGEN 

Biotech, Beijing, China) was conducted to evaluate the viabil-

ity of MG63 cells. Following the same seeding and incuba-

tion methods mentioned earlier, all samples were transferred 

to a new 24-well plate after 1 day of culture, washed twice 

with PBS, and then stained in the dark at room temperature 

with 1 mL working solution (containing 5 µL 16 mM prop-

idium iodide and 5 µL 4 mM Calcein-AM in 10 mL PBS) 

for 30 minutes. After staining, excess working solution was 

removed from the surfaces by two washes with PBS. Images 

were acquired with a confocal laser scanning microscope 

(CLSM, FV1000; Olympus Corporation, Tokyo, Japan).

Proliferation
After culturing for 1, 4, and 7 days, cells on each sample 

were collected for cell cycle analysis with a KeyGEN DNA 

Content Quantitation Assay Kit (KeyGEN Biotech). First, 

cells were washed with PBS and fixed in ice-cold 70% 

ethanol at 4°C overnight. Then, the fixed cells were washed 

with PBS and treated with 0.1 mL RNase at 37°C and stained 

with 0.4 mL propidium iodide solution for 30 minutes at 

4°C in the dark. The stained nuclei were analyzed by flow 

cytometry (BD FACSAria; BD Biosciences, San Jose, CA, 

USA) to determine the ratio of cells in G
0
/G

1
, S and G

2
/M 

phases. The proliferation index (PI) was calculated according 

to Equation 1 as follows:

 

PI  
(G /M S)

(G /G G /M S)
2

0 1 2

=
+

+ +
×100%.

 

(1)

real-time quantitative Pcr (q-Pcr)
After culturing cells for 7 and 14 days, the gene expression 

of osteogenic differentiation markers (ALP, OC, and Col-I) 

was determined by q-PCR. Briefly, the total RNA from cells 

seeded on each sample was extracted using TRIZOL reagent 

Figure 2 (A and C) Macroscopic images of Ti2%ag-NT used in vitro and in vivo. (B and D) seM images of nanotubes formed on the surface of Ti2%ag-NT.
Abbreviations: NT, nanotubes; seM, scanning electron microscope.
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(Thermo Fisher Scientific) and treated with recombinant 

DNase I (RNase-free) to remove genomic DNA contamina-

tion (Takara Bio Inc., Tokyo, Japan). The extracted RNA was 

then reverse transcribed into cDNA using a Super-Script III 

First-Strand Synthesis System (Thermo Fisher Scientific). 

q-PCR analysis was performed on an ABI 7500 Real-Time 

PCR System (Thermo Fisher Scientific) using a SYBR Green 

PCR Kit (TaKaRa). The PCR conditions were as follows: 

95°C for 5 minutes, 40 repetitions at 95°C for 15 seconds, 

60°C for 60 seconds, and a final cycle of 5 minutes at 72°C. 

The primer sequences used in the study are listed in Table 1. 

β-Actin was used as a housekeeping gene. The ΔΔCt method 

was applied for measurements of gene expression. Data were 

normalized to the β-actin mRNA level and converted to a 

fold change relative to the control (cp-Ti).

Western blot analysis
After culturing cells for 7 and 14 days, total proteins 

were extracted from cells using RIPA buffer (Beyotime, 

Guangzhou, China). The protein concentration of the super-

natant was assayed with a BCA protein assay kit (Beyotime). 

Proteins were separated by SDS-PAGE and then transferred 

onto polyvinylidene fluoride (PVDF) membranes. After 

blocking for nonspecific binding, the membranes were incu-

bated with primary antibodies (OC, ab13420, 1:500 dilution; 

Abcam, Cambridge, UK; and Col-I, GTX26308, 1:1,000 

dilution; San Antonio, TX, USA) and then incubated with 

the appropriate horseradish peroxidase-conjugated second-

ary antibodies. Specific protein bands were visualized using 

an enhanced chemiluminescence detection system (EMD 

Millipore, Billerica, MA, USA).

Biocompatibility assays in vivo
surgical procedures
All experiments were conducted in accordance with Regula-

tions on Laboratory Animal Welfare and Ethical Examination 

of China Medical University on the protection of animals 

and approved by the ethics committee of China Medical 

University. A total of 90 male Sprague Dawley rats (8-week 

old, weighing 200–250 g; Longyuan Company, Shenyang, 

China) were used and equally distributed into five groups; 

each group consisted of six rats for each time point (1, 2, and 

4 weeks). Surgeries were performed as previously described.4 

Briefly, following general anesthesia by an intraperitoneal 

injection of chloral hydrate, the right leg was cleaned with 

povidone iodine. A medial parapatellar arthrotomy was then 

performed to expose the intercondylar fossa, which is the 

deep notch between the medial and lateral femoral condyle 

(Figure 3A). A 15 mm-long bone tunnel was drilled through 

the fossa with a 1 mm Kirschner wire into which one sample 

was inserted (Figure 3B). After rinsing the joint with PBS, 

the fascia and skin were closed in layers, and a postopera-

tive X-ray (Figure 3C) was performed with a mobile X-ray 

machine (Mobilett XP Hybrid; Siemens, Berlin, Germany). 

Table 1 Primers used in q-Pcr

Gene Forward primer sequence (5′–3′) Reverse primer sequence (5′–3′)

ALP ccgTggcaacTcTaTcTTTgg gccaTacaggaTggcagTga

Col-IA1 cccTggaaagaaTggagaTgaT acTgaaaccTcTgTgTcccTTca

OC aagagacccaggcgcTaccT aacTcgTcacagTcccggaTTg

β-Actin accaacTgggacgacaTggagaaa TagcacagccTggaTagcaacgTa

Abbreviation: q-Pcr, quantitative Pcr.

Figure 3 The right femoral condylar insertion model: an implant was inserted into a hole drilled in the intercondylar fossa (A and B); the postoperative X-ray with the 
sample in the right femoral condyle (C).
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Animals were euthanized at 1, 2, and 4 weeks after surgery 

by the administration of an overdose of chloral hydrate.

Micro-computed tomography (micro-cT)
After euthanasia, the femurs with implants were isolated and 

fixed in 4% paraformaldehyde and scanned using a Micro 

X-ray 3D Imaging System (Y.Cheetah, Berlin, Germany), 

which was set to 90 kV and 50 µA. The scanning resolu-

tion was ~9 µm. The region of interest (ROI) was defined 

as a column (1 mm in height and 1.6 mm in diameter) that 

was 1.5 mm above the growth plate of the condyles. Four-

hundred-fifty projections were reconstructed using a modi-

fied parallel Feldkamp algorithm and segmented into binary 

images (12-bit TIF images). The bone volume per total 

volume (BV/TV), bone surface per bone volume (BS/BV), 

mean trabecular thickness (Tb.Th), mean trabecular num-

ber (Tb.N), and mean trabecular separation (Tb.Sp) were 

calculated using a threshold of 200–1,400 for the bone and 

1,400–4,095 for the implant via VGStudio MAX software 

with beam hardening correction, which can decrease metallic 

artifacts in micro-CT results.18

histological analysis
After decalcification with EDTA, the implants were carefully 

removed, and the femurs were dehydrated and embedded in 

paraffin. Tissue sections that were 8 µm in thickness were 

mounted on glass slides, and HE and Masson’s trichrome 

staining was performed. The bone area ratio (BA), which was 

calculated as the area percentage of bone tissue to the whole 

area shown on the image,19,20 was determined and compared 

among different groups.

statistical analysis
One-way ANOVA was used. P,0.05 (*) was regarded as 

significant, and P,0.01 (**) was regarded as highly signifi-

cant. All assays were conducted with triplicate samples. The 

results were expressed as mean ± SD.

Results and discussion
According to the principle of “race for the surface”,21 the 

evolution of a biomaterial implant is a competitive race 

between bacterial colonization and tissue integration. When 

tissue integration is full and fast, the implant becomes less 

available and less vulnerable to bacterial colonization.2 More-

over, we believe that improved osseointegration of implants 

can promote local immune recovery, which is helpful in the 

prevention of long-term IRI. Therefore, we advocate that 

antibacterial biomaterials must have good biocompatibility 

because it is not only the basis for biosafety but also the key 

to achieve long-term antibacterial properties.

As shown in Figure 4, we observed cell morphology with 

SEM. Compared to Ti1%Ag-NT and Ti4%Ag-NT, more 

Figure 4 Mg63 cell morphology of cp-Ti, TNT, and Tiag-NTs after 1 day of culture.
Note: The arrows indicate the filopodia of MG63 cells on each specimen.
Abbreviations: cp-Ti, commercially pure Ti; TNT, titanium nanotubes; NT, nanotubes.
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MG63 cells adhered to the surfaces of cp-Ti, titanium nano-

tube (TNT), and Ti2%Ag-NT. Furthermore, cells on cp-Ti, 

TNT, and Ti2%Ag-NT showed a natural spindle shape with 

round bodies and lamellipodia. The cells spread extensively 

and showed a clear tendency to clump together and remained 

in close contact with each other. In contrast, the cell shape on 

Ti1%Ag-NT and Ti4%Ag-NT was irregular with slim bodies 

and filopodia, the cellular contact was limited, and there was 

little tendency to clump together, especially on Ti1%Ag-NT.

Then, we observed cell viability under CLSM. Calcein-

AM is a dye that only stains living cells, whereas propidium 

iodide only stains the nuclei of dead cells. As shown in 

Figure 5, the largest number of living cells was observed on 

TNT, followed by cp-Ti, Ti2%Ag-NT, and Ti4%Ag-NT. 

Ti1%Ag-NT had the smallest number of living cells. This 

result is consistent with that of SEM described earlier. Fur-

thermore, for propidium iodide staining, only a small amount 

of dead cells were observed on each sample. There were 

more dead cells on Ti1%Ag-NT and Ti4%Ag-NT compared 

to cp-Ti, TNT, and Ti2%Ag-NT; however, these differences 

were not significant.

After initially adhering to the surface and adapting to the 

local microenvironment, the cells began to proliferate. The 

cell cycle propagation of seeded cells was monitored by flow 

cytometry at days 1, 4, and 7. As shown in Figure 6, the PI 

of cells on each sample showed no significant differences 

at day 1. However, the PI of TNT and TiAg-NTs increased 

rapidly from day 1 to day 4; the PI of TNT was 1.9-fold 

greater than that of cp-Ti at day 4, and the PI of Ti1%Ag-NT, 

Ti2%Ag-NT, and Ti4%Ag-NT was 1.4-, 1.6-, and 1.4-fold 

greater than that of cp-Ti at day 4, respectively. Furthermore, 

the PI continued to increase until day 7, but no significant 

differences between each group were observed.

ALP is a marker of cell maturation and early-phase 

osteogenic differentiation, Col-I is the most abundant com-

ponent of the extracellular matrix (ECM), and osteocalcin 

(OC) is a marker of late-phase osteogenic differentiation and 

bone mineralization.22 As shown in Figure 7, cells on TNT 

and Ti2%Ag-NT showed increased ALP expression levels 

compared to those of cp-Ti at day 7, whereas ALP expres-

sion levels of cells on Ti1%Ag-NT and Ti4%Ag-NT were 

essentially the same as cp-Ti. However, at day 14, there were 

still differences in the absolute values of ALP expression 

levels between groups, but no significant differences were 

observed. In contrast, the expression levels of Col-I and 

OC between groups were similar at day 7, but the expres-

sion levels increased rapidly from day 7 to day 14, and we 

observed that cells on TNT and Ti2%Ag-NT exhibited higher 

gene expression levels compared to those of cells on cp-Ti 

at day 14, whereas cells on Ti1%Ag-NT and Ti4%Ag-NT 

showed significantly lower gene expression levels. Con-

sistent with the results of q-PCR, as shown in Figure 8, no 

significant differences were observed in the protein expres-

sion levels of Col-I and OC at day 7, but they were both 

significantly enhanced by TNT at day 14 (P,0.01), and 

comparable protein expression levels were observed for cells 

Figure 5 clsM images of Mg63 cells seeded on cp-Ti, TNT, and Tiag-NTs after 1 day of culture.
Note: Green fluorescence indicates living cells, and red fluorescence indicates dead cells.
Abbreviations: clsM, confocal laser scanning microscope; cp-Ti, commercially pure Ti; NT, nanotubes; TNT, titanium nanotubes.
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on Ti2%Ag-NT compared to cells on cp-Ti, whereas cells on 

Ti1%Ag-NT and Ti4%Ag-NT exhibited significantly lower 

protein expression levels compared to those for cells on the 

control sample.

It was observed from the abovementioned results that 

the cytocompatibility of Ti2%Ag-NT was satisfactory, 

whereas Ti1%Ag-NT and Ti4%Ag-NT exhibited noticeable 

cytotoxicity compared with cp-Ti. Therefore, we speculated 

whether the in vivo biocompatibility of TiAg-NTs exhibited 

similar trends. To investigate the in vivo biocompatibility, 

we performed two experiments using the femoral condyle 

insertion model, which included micro-CT and histological 

analysis. Micro-CT can quantitatively analyze cancellous 

bone in a preset ROI area around the implant and evaluate 

implant osseointegration. We obtained five different types 

of results from the micro-CT data, and BV/TV is the most 

direct parameter for evaluating the amount of cancellous 

bone around the implant. As shown in Figures 9 and 10, 

TNT showed the best osseointegration at all time points. 

The amount of cancellous bone around Ti2%Ag-NT was 

significantly greater than that of cp-Ti at week 2, whereas 

no significant differences were observed at the other time 

points. Furthermore, the BV/TV values of Ti1%Ag-NT and 

Ti4%Ag-NT were less than those of cp-Ti to varying degrees. 

Consistently, as shown in Figures 11 and 12, the BA value 

of TNT was always the greatest in the histological staining. 

The BA value of Ti2%Ag-NT was greater than that of cp-Ti, 

although there was no significant difference. The amounts of 

cancellous bone around Ti1%Ag-NT and Ti4%Ag-NT were 

less than that of cp-Ti.

In addition, from week 1 to week 4, the amount of 

cancellous bone (BV/TV) around all implants continued to 

decrease, which was also confirmed by histological stain-

ing (BA value). We speculate that this was not an anomaly 

caused by the materials. Instead, we hypothesize that it was 

the result of the normal healing process between the implant 

Figure 6 histographic representations of cell cycle distribution (A–C) and the proliferation index of cells on each substrate (D) at days 1, 4, and 7.
Note: all values are reported as the mean ± sD (n=3). *P,0.05 and **P,0.01.
Abbreviations: cp-Ti, commercially pure Ti; d, days; NT, nanotubes; TNT, titanium nanotubes.
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Figure 7 relative gene expression levels of cells on each sample at days 7 and 14: (A and D) alP, (B and E) col-I, and (C and F) Oc gene expression levels.
Notes: all values are reported as mean ± sD (n=3). Data were normalized to the β-actin mrNa expression level and converted to the fold change relative to cells on the 
control sample (cp-Ti). *P,0.05 and **P,0.01.
Abbreviations: col-I, collagen-I; cp-Ti, commercially pure Ti; d, days; NT, nanotubes; Oc, osteocalcin; TNT, titanium nanotubes.

β

β

Figure 8 Western blot analysis of col-I and Oc protein expression levels at days 7 and 14: (A–C) col-I and Oc expression at day 7; (D–F) col-I and Oc expression at 
day 14.
Notes: Data were normalized to the β-actin protein expression level and converted to the fold change relative to cells on the control sample (cp-Ti). *P,0.05 and **P,0.01.
Abbreviations: col-I, collagen-I; cp-Ti, commercially pure Ti; NT, nanotubes; Oc, osteocalcin; TNT, titanium nanotubes.
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Figure 9 representative 3D micro-cT images of the femoral condyle at 1, 2, and 4 weeks after sample implantation.
Abbreviations: cp-Ti, commercially pure Ti; NT, nanotubes; TNT, titanium nanotubes; w, weeks.

and bone tissue within this femoral condylar insertion model. 

When drilling the hole with Kirschner wire, it squeezed the 

cancellous bone to the periphery; therefore, the pressure 

caused an increase in the amount of cancellous bone around 

the bone tunnel and the highest BV/TV value at week 1. 

Then, as the healing between the implant and the cancellous 

bone proceeded and entered into the remodeling phase, the 

cancellous bone began to restore its original appearance, 

resulting in a continuous decrease in BV/TV. However, this 

downward trend should not last long, and we speculate that 

Figure 10 (Continued)
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it reaches a plateau with a stable cancellous bone volume at 

the end of the remodeling phase. However, the observation 

time of this experiment was only for 4 weeks after surgery, 

and the healing process was still in the remodeling phase; 

therefore, the plateau of the BV/TV value was not observed. 

We will extend the observation time in subsequent experi-

ments to test this hypothesis.

As discussed in our previous study, the biocompatibility 

of Ti2%Ag-NT was essentially determined by two factors as 

follows: the positive effect of the nanotube coating and the 

low toxicity of 2% Ag content.12 The enhanced biocompat-

ibility provided by nanotube coatings has been extensively 

reported;7,10,23 however, for Ag-containing biomaterials, it 

is uncertain if 2% Ag content is optimal for low toxicity. 
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Figure 11 histological sections of bone formation around implanted samples at 1, 2, and 4 weeks after sample implantation.
Abbreviations: cp-Ti, commercially pure Ti; NT, nanotubes; TNT, titanium nanotubes; w, weeks.

Figure 10 The (A) BV/TV, (B) Bs/BV, (C) Tb.N, (D) Tb.sp, and (E) Tb.Th in the rat femoral condylar insertion model after samples were implanted for 1, 2, and 4 weeks.
Notes: all values are reported as mean ± sD (n=3). *P,0.05 and **P,0.01.
Abbreviations: Bs/BV, bone surface per bone volume; BV/TV, bone volume per total volume; cp-Ti, commercially pure Ti; NT, nanotubes; Tb.N, mean trabecular number; 
Tb.sp, mean trabecular separation; Tb.Th, mean trabecular thickness; TNT, titanium nanotubes; w, weeks.
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Consistent with this study, Jamuna-Thevi et al24 demonstrated 

that 2 wt% Ag-TiO
2
 exhibited the greatest cell viability after 

fibroblasts were cultured in the extracts for 6 hours compared 

to those of cells cultured in 1, 3, and 4 wt% Ag-TiO
2
. Jähn 

et al25 proposed that Mg/2% Ag implants could be promis-

ing for the intramedullary fixation of long-bone fractures. 

However, in research conducted by Zheng et al,26 1.4 wt% 

Ag was precipitated within a Ti–Ni alloy matrix to obtain a 

new shape memory alloy with combined antibacterial activity 

and biocompatibility. In another study, 2.5 wt% Ag was used 

to develop a bioactive, corrosion resistant, and antibacterial 

hydroxyapatite/titania composite coating.27 Based on these 

results, it is difficult to reach a consensus regarding the 

optimal content of Ag, but it is likely to obtain a good result 

when the Ag content is approximately 2%.

In this study, the remaining 96% of the Ag content range 

was not investigated, which raises questions regarding the 

effects of increasing Ag contents. Huang et al28 showed that 

a TaN-21.4% Ag film exhibited a greater cell viability than 

those of TaN-14.9% Ag and TaN-17.5% Ag films, and this 

was a positive dose-dependent trend. In contrast, a negative 

dose-dependent trend was observed because the bioactivity 

was reduced when the Ag content was increased in TiO
2
-Ag.29 

In this study, the influence of Ag content on biocompat-

ibility was not dose dependent. The biocompatibility of 

Ti2%Ag-NT was significantly greater compared to those of 

both Ti1%Ag-NT and Ti4%Ag-NT. Similarly, Kang et al30 

showed that Ti2%Ag had improved osteoblast viability than 

those of Ti1%Ag and Ti4%Ag. Chang et al31 showed that 

the cytotoxicity of ZrNO-5%Ag was greater than those of 

ZrNO-2%Ag and ZrNO-12%Ag.

Therefore, questions remain regarding how much Ag 

content is less toxic and the relationship between the amount 

of Ag and the biocompatibility of the biomaterial. Through 

the above discussion, we are temporarily unable to provide a 

definitive answer to these two questions. The influence of a 

biomaterial on the cell or host is complex, and there are many 

factors involved. In this study, the factors that influenced the 

behavior of TiAg-NTs mainly included a biochemical factor, 

which includes the effect of Ag ions and incorporation of 

fluoride species when fabricating nanotubes; a structural 

factor, which is associated with the nanotopography of 

nanotube coatings; and a mechanical factor, which refers to 

the stiffness and Young’s modulus of different substrates.1 

For different Ag-containing biomaterials, they differ in 

the aforementioned three key factors, which is why we are 

unable to draw conclusions about the optimal Ag content 

and its impact.

Conclusion
Nanotubular coatings were fabricated on Ti–Ag sintered alloy 

samples (1, 2, and 4 wt% Ag). Ti2%Ag-NT was as good as 

cp-Ti in terms of cytocompatibility in vitro and osseointegra-

tion in vivo, and Ti2%Ag-NT is thus a potential biomaterial 

for orthopedics. Ti4%Ag-NT was less biocompatible than 

cp-Ti, and Ti1%Ag-NT was the worst among all the samples.
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