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bstract

ackground and objectives: Conventional cell culture (CC) has limited clinical utility as a result of the extended incubation period often
equired for virus isolation. Alternative methodologies have been introduced in an effort to improve turnaround times. One such system, the
-mixTM shell vial is discussed herein. The study objectives were: (a) to establish R-mixTM testing parameters as compared to direct antigen

esting (DAT) and CC, and (b) to assess technical aspects and cost of R-mixTM in a high volume clinical virology laboratory.
tudy design: A prospective analysis of respiratory samples submitted to the clinical virology laboratory between November 2004 and April
005 was performed. All specimens were inoculated onto R-mixTM shell vials (SV) and CC tubes; and a subset also underwent DAT for
nfluenza A and B and/or RSV. A retrospective estimated cost analysis was made.
esults: A total of 563 samples were included in the study, which collectively revealed a total of 207 viruses. Sensitivity of R-mixTM for
even major respiratory viruses ranged from 45% to 83% compared to CC and DAT, while mean time to detection (TTD) varied from 1.1 to
.4 days. In addition to these viruses, 23 picornaviruses, 11 CMV isolates and 5 HSV isolates were detected by CC alone.
onclusions: The R-mixTM system has similar sensitivity as CC for the detection of parainfluenza 1–3 and influenza A/B while dramatically

educing the TTD. Furthermore, it is significantly more sensitive and produces more timely results for RSV than CC; yet, neither method

ffers a diagnostic benefit over rapid DAT for RSV detection. The sensitivity of R-mixTM for adenovirus appears to be significantly lower
han that of CC. Lastly, methodologies other than R-mixTM must remain in place under circumstances where identification of other potential
iral respiratory pathogens, including herpesviruses and picornaviruses, is desired.

2007 Elsevier B.V. All rights reserved.

say

m
f

eywords: Respiratory virus; Cell culture; Direct antigen test; Shell vial as

. Introduction
During recent years clinical virology laboratories have
itnessed an increasing number of commercially available
irus detection systems that vary considerably in terms of

Abbreviations: CC, cell culture; CI, confidence interval; CMV,
ytomegalovirus; DAT, direct antigen testing; EIA, enzyme immunoassay;
AD, hemadsorption; HSV, herpes simplex virus; IF, immunofluorescence;
PV, negative predictive value; PCR, polymerase chain reaction; PPV, pos-

tive predictive value; RSV, respiratory syncytial virus; SV, shell vial; TN,
rue negatives; TP, true positives; TTD, time to detection
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ethodology, efficiency, accuracy and cost. While a desire
or faster, better and cheaper results continually provides an
mpetus for new test development, an improvement in one
rena often yields shortcomings in another. Thus, laboratory
irectors face difficult decisions regarding assay implemen-
ation for which numerous factors need be considered, not
he least of which is the overall impact on patient care.

With respect to diagnostic testing for pathogenic res-
iratory viruses, cell culture (CC) has traditionally been
onsidered the gold standard reference method (Yolken et
l., 2003). One major disadvantage to this approach, how-
ver, is the extended incubation period often required for

irus isolation, such that results are unavailable to clini-
ians during the initial stages of patient management (Shetty
t al., 2003). Additional tests including enzyme immunoas-
ays (EIAs), immunofluorescence (IF) assays and other direct

mailto:prlasala@mdanderson.org
dx.doi.org/10.1016/j.jcv.2006.12.015
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ntigen tests (DAT) (Johnston and Siegel, 1990; Reina et
l., 2004; Shetty et al., 2003; Weinberg and Walker, 2005),
hell vial techniques (Engler and Preuss, 1997; Schirm et
l., 1992) and nucleic acid amplification tests (Kehl et al.,
001; Templeton et al., 2004; Weinberg et al., 2004b) have
ll been introduced into the viral diagnostic armamentarium
ith the logical rationale that more rapid detection may favor-

bly influence patient management, leading to reductions in
ntibiotic usage, shorter and less costly hospitalizations with
ewer extraneous laboratory tests ordered, better cohorting
apabilities and infection control measures, and better uti-
ization of anti-viral therapies. A number of investigations
ave addressed one or more of these issues directly, each
aving employed some DAT as the methodological basis by
hich patient outcome comparisons were made (Adcock et

l., 1997; Barenfanger et al., 2000; Byington et al., 2002;
oyola and Demmler, 2000; Woo et al., 1997).
Considering all parameters, molecular tests utilizing the

olymerase chain reaction (PCR) have performed exceed-
ngly well in detecting respiratory viruses and will likely
upersede cell culture as the new gold standard (Kehl et al.,
001; Templeton et al., 2004; Weinberg et al., 2004b). Yet
any clinical laboratories are not equipped with this capa-

ility at present. Direct antigen tests are inexpensive relative
o PCR and offer the benefit of simplicity and very short
urnaround times. These assays often have considerably lower
ensitivities than cell culture, however. The shell vial tech-
ique, which incorporates the speed and specificity of virus
etection by immunofluorescent antibodies with the sensi-
ivity of virus propagation on cell monolayers, provides an
ttractive option in terms of performance, rapidity and cost.

One commercially available system, the R-mixTM shell
ial system (Diagnostic Hybrids Inc. [DHI], Athens, OH),
ombines epithelial cells derived from mink lung (Mv1Lu)
ith a human adenocarcinoma cell line (A549) in order to

upport the replication of several respiratory viruses, includ-
ng influenza A and B, RSV, adenovirus and serotypes 1–3 of
arainfluenza virus. While analytical sensitivity (St. George
t al., 2002), cost analysis (Barenfanger et al., 2001), and per-
ormance characteristics (Dunn et al., 2004; Fong et al., 2000;

einberg et al., 2004a) of the R-mixTM shell vial system have
een addressed in the medical literature, the present study
as conducted in an effort to (a) substantiate these data at a

arge, tertiary-care hospital laboratory over an entire respira-
ory virus season using traditional CC and DAT as methods of
omparison, and (b) assess the technical aspects and cost of
-mixTM in order to determine the feasibility of its replacing
C.

. Materials and methods
.1. Design

Appropriately labeled and adequately transported nasal
ashes, nasopharyngeal aspirates/swabs and throat swabs

d
o
R
s
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ubmitted for DAT and/or respiratory viral culture to the
niversity of Texas Medical Branch clinical microbiology

aboratory between 8 November 2004 and 1 April 2005 were
ncluded in the analysis. All specimens were cultured using
oth a conventional tube monolayer method and the R-mixTM

hell vial system, whereas DAT was performed only upon
equest. Specimens were accepted from outpatient clinics,
rgent care facilities and UTMB emergency department and
npatient wards.

.2. Specimen processing

Acceptable specimens included swabs received in viral
ransport medium (M4, Remel, Lenexa, KS) and fluid
amples (i.e. washings and aspirates) received directly,
n transport medium or in sterile PBS. Aliquots for EIA
esting, when ordered, were made prior to a centrifugation
tep (1290 × g, 10 min at 4 ◦C). Following centrifugation, a
ortion of the supernatant was frozen at −70 ◦C for possible
uture use and the remainder was utilized for cultures and
hell vials as detailed below. Direct IF tests, when ordered,
ere performed following resuspension of the cell pellet in
.4–1.0 mL sterile PBS. Choice of DAT methodology was
ependant upon time of specimen arrival in laboratory. If
o rapid DAT was requested, samples were stored at 4 ◦C
ntil processing. Time to detection (TTD) of all viruses was
enerated using specimen processing as start point.

.3. Direct antigen testing

For IF, resuspended cell pellets were spotted onto 4-well
lass slides and fixed in acetone. Flourophore-conjugated
onoclonal antibody was used for RSV, influenza A and

nfluenza B (Imagen, DAKO, Carpinteria, CA) detection.
vans blue counterstain provided nuclear detail for deter-
ination of specimen adequacy—negative spots containing

ewer than 20 epithelial cells were reported as insufficient.
or EIA testing, immunochromatographic kits for RSV and

nfluenza A and B (NOW, Binax, Portland, ME) were used
ccording to manufacturer’s instructions.

.4. Conventional tube culture

Standard tube monolayers of primary rhesus monkey kid-
ey cells (RhMK) (two tubes), human lung carcinoma cells
A-549) (one tube) and diploid human embryonic lung cells
MRC-5) (two tubes) (DHI) were used for all conventional
espiratory virus cultures. A 0.2–0.3 mL volume of sample
as inoculated into each tube and adsorbed for 2 h. Cells were

ncubated on a roller drum at 37 ◦C or 33 ◦C (replicate MRC-
and RhMK). Tubes were screened for cytopathic effects

CPE) daily for 5 days, then every other day for 9 additional

ays. Hemadsorption (HAD) using 0.2 mL of a 0.4% solution
f guinea pig erythrocytes was performed at least twice on an
hMK replicate. Cell spots from positive HAD tubes were

tained with unconjugated monoclonal antibody for influenza
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Table 1
Results from 8 samples in which >1 virus was detected

No. of samples Results by method

CC R-mixTM DAT

2 Adenovirus RSV RSV
1 Adenovirus RSV Not performed
3 Adenovirus + RSV RSV RSV
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and B and parainfluenza serotypes 1–3 (Bartels, Trinity
iotech, Wicklow, Ireland). For HAD-negative specimens,

pots were stained with individual monoclonal antibody
or RSV, adenovirus, HSV 1 and 2, CMV (Bartels, Trinity
iotech) or polyclonal antibody for pan-enterovirus, cox-

ackie B and echovirus (Chemicon International, Temecula,
A) based on CPE and/or cell tropism. Slides stained with
onjugated primary antibodies (CMV, HSV and enterovirus)
ere read directly. For indirect assays, spots were stained
ith a flourophore-conjugated secondary anti-murine anti-
ody (Bartels, Trinity Biotech).

.5. R-mixTM shell vial culture

All shell vial cultures were set-up as recommended by the
anufacturer. Briefly, R-mixTM shell vials were inoculated
ith 0.2–0.3 mL of specimen. As with CC, the final volume
f inoculum varied depending upon the total amount of spec-
men received; however, equal volumes of each sample were
dded to CC and R-mixTM cultures. Assay-specific refeed
edium was utilized (DHI). Shell vials were centrifuged

t 700 × g for 60 min and incubated at 37 ◦C on a station-
ry rack. A flourophore-conjugated anti-respiratory virus
ntibody cocktail (D3, DHI) was used for broad-spectrum
creening stain at 24 and 48 h. When positive, a replicate
hell vial was prepared for confirmation stain using individ-
al monoclonal antibodies for RSV, adenovirus, influenza A
r B or parainfluenza serotypes 1–3 (D3, DHI). If both 24- and
8-h broad-spectrum stains were negative, the third replicate
ial was discarded.

.6. Calculations and statistics

Given the high analytical specificity rates of all assays
ncluded in our study, we chose to define a true positive as
ny positive value, regardless of methodology. Based on this
efinition and using individual positivity rates to determine
verall prevalence, sensitivity and negative predictive value
NPV) were determined for each virus/methodology combi-
ation. Comparison of proportions was performed using chi
quare analyses with generated two-tailed p values consid-
red significant if ≤0.05.

. Results

During the nearly 21-week period of study, a total of 563
amples were processed for CC and R-mixTM shell vial assay.
apid DAT was performed on a subset of 329 of these samples

58%). Patient age ranged from 2 weeks to 79 years (mean
.4 years, median 1.0 years); and 95% of specimens received
ere collected from patients <18 years of age. From the 563
pecimens included in the analysis, a total of 207 viruses
ere detected by one or more method, resulting in an overall
ositivity rate of 36.8%. These figures include eight samples
rom which dual virus infection was detected (Table 1).

p
e
r
n

Rhinovirus Negative Influenza A
Parainfluenza 3 Parainfluenza 3 RSV

The most frequently detected virus during the study period
as RSV (n = 78), followed by influenza A/B (n = 36), aden-
virus (n = 31), parainfluenza 1–3 and picornaviruses (n = 23
ach) (Table II). Sensitivity/NPV for the detection of RSV by
-mixTM was significantly higher than by CC (73%/95.8%
nd 42%/91.5%, respectively; p = 0.0001); and mean TTD
f all RSV positive specimens by R-mixTM shell vial assay
as 1.2 days compared to 8.0 days required by CC. On the
ther hand, DAT identified 72/72 RSV-positive samples (20
y EIA, 52 by DFA), resulting in a significantly greater sen-
itivity/NPV for RSV (100%/100%) than for either CC or
-mixTM (p < 0.0001). In addition, all results were reported
ithin 24 h of specimen processing. Sensitivity/NPV for the
etection of adenovirus was significantly higher by CC than
y R-mixTM (100%/100% and 45%/96.9%, respectively;
< 0.0001), while mean TTD by CC was 4.8 days versus
.4 days by R-mixTM. Interestingly, CC required an aver-
ge of 2.6 days for isolation of the 14 adenovirus strains
etected by the R-mixTM system, whereas mean TTD for
he other 17 isolates (identified by CC only) was 6.7 days.
ensitivity/NPV for the detection of all parainfluenza iso-

ates was 87%/99.4% by CC and 83%/99.2% by R-mixTM.
hese differences (as well as differences between detection
f individual serotypes) were not significant. Additionally,
3 picornavirus isolates and 16 herpesvirus isolates were
ecovered by CC only (Table 2).

A total of 36 specimens containing either influenza A
n = 31) or B (n = 5) was identified in the study, 27 by CC,
8 by R-mixTM, and 15 by DAT (11 by EIA and 4 by DFA)
Table 2). Sensitivities and 95% confidence intervals for com-
ined influenza A/B detection were 75% (59–86%), 78%
62–89%) and 65% (45–81%) for CC, R-mixTM and DAT,
espectively (Table 2). No statistical difference in sensitivity
etween the two culture methods was identified, yet mean
TD by R-mixTM was 2.3 days shorter than by CC. Sen-
itivity for influenza A/B detection by DAT did not differ
ignificantly when compared to either culture methodology.
urther analysis of influenza A and B data subsets individu-
lly yielded similar results, as did sub-analysis of individual
AT methodologies (data is not shown).

Because our routine laboratory protocol does not incor-
orate culture for DAT-positive samples throughout the

pidemic season, we chose to analyze separately culture
esults from the subset of specimens that were either DAT-
egative or on which DAT was not performed (due to lack of
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equest). Of 468 such cultures, 6 (1.3%) and 21 (4.5%) were
ositive for RSV and influenza A/B, respectively, by either
-mixTM or CC (Table 3). When analyzed in this fashion, no

tatistical differences in sensitivity between R-mixTM and CC
or the detection of RSV or influenza A/B were noted. Mean
TD by R-mixTM remained shorter than by CC, averaging
.2 and 8.6 days faster for influenza A/B and RSV, respec-
ively. Had this culture protocol been in place during the
tudy period, however, the overall detection rate by either CC
r R-mixTM would have been effectively reduced. As illus-
rated in Fig. 1, the relative proportions of viruses detected
y culture alone would have differed in comparison with the
roportions detected by all three methodologies. As a result,
hile RSV, influenza A/B and parainfluenza 1–3 comprise
7% of the total number of viruses detected by all methods
Fig. 1A), they represent only 44% of viruses detected by
ulture alone (Fig. 1B). Put differently, specimens for which
ulture would have been the sole manner of virus detection
e.g. DAT negative or DAT not requested) gave similar
verall positivity rates for RSV (5/468; 1.1%), HSV (5/468;
.1%) and CMV (11/468; 2.4%) as well as for influenza A/B
21/468; 4.5%), picornaviruses (23/468; 4.9%), adenovirus
31/468; 6.6%) and parainfluenza 1-3 (23/468; 4.9%)
Fig. 1B).

Equivocal results were occasionally obtained by R-mixTM

hen screening with the pooled antibody was positive but
onfirmation staining of a replicate SV with individual anti-
odies was negative. A total of 33 specimens gave such initial
quivocal results (17 at 24 h and 16 at 48 h). Of these, 11
33%) were identified as virus-positive by CC and/or DAT
ut were negative by R-mixTM upon repeat staining (five ade-
ovirus, four influenza A, and two parainfluenza 3). Thirteen
amples (39%) were negative by CC, DAT and R-mixTM. The
emaining nine samples were initially equivocal at 24 h but
ecame positive at 48 h upon repeat staining with individual,
irus-specific antibodies (one adenovirus, two influenza A,
our RSV and two parainfluenza 3 isolates). Seven of these
ine isolates were concomitantly identified by CC and/or
AT.

Overall, the R-mixTM system was well accepted among
aboratory personnel due to its performance ease and time-
avings. Given the two culture protocols used in this study,
e found negligible differences in set-up times (e.g. specimen
rocessing, inoculations, centrifugation steps, etc.) and base-
ine material costs (i.e. cell monolayers/shell vials) between
he two culture methodologies. The primary differences in
ost were noted in immunofluorescent reagents and overall
echnologist time. We calculated having spent approximately
12,000 for R-mixTM ($21 per specimen) and approximately
3000 for CC ($5 per specimen) on immune reagents over
he entire study period. This was partially compensated for
y savings in technologist time—∼0.37 h per specimen for

-mixTM versus ∼1.02 h per specimen for CC, representing
difference of $13 per specimen based upon a $20 h−1 salary.
ther items either represented nominal costs or were difficult

o calculate due to their use in other assays.
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Table 3
Comparison of sensitivity and mean time to detection between CC and R-mixTM after exclusion of 95 DAT (+) results

Virus CC R-mixTM

No. of positive/TPa Sensitivity (95% CI) (%) Mean
TTDb

NPVc (%) No. of positive/TP Sensitivity (95% CI) (%) Mean
TTDb

NPV (%)

Influenza
A and B

18/21 86 (65–96) 4.3 99.3 19/21 90 (70–99) 1.1 99.6

RSV 5/64 83 (42–99) 10.2 99.8 5/6d 83 (42–99) 1.6 99.8
a True positives.
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+) by C

4

f
R
R
s
a
d
(
s
D
t
o
2
p
p
t
a
i
t
a
t
t

q

o
i
a
i
e
B
l
a
d
o
c
m
c
t
d
c

t
c
S
a
R

F
D

b Time to detection (days) = duration between completion of sample proc
c Negative predictive value.
d Includes one dual infection, RSV(+) by R-mixTM and EIA, adenovirus(

. Discussion

Our results indicate that the R-mixTM system outper-
ormed CC with respect both to sensitivity and mean TTD for
SV (Table 2). When compared with DAT, however, neither
-mixTM nor CC provided as sensitive or as timely results,

uggesting that DAT should remain the test of choice for RSV
t our institution. Given the liability of RSV and prior reports
emonstrating that DAT frequently detects uncultivable RSV
Johnston and Siegel, 1990; Kellogg, 1991), we have no rea-
on to doubt that most RSV-positive samples detected by
AT alone were actually true positives. Indeed, other inves-

igations of the R-mixTM system have illustrated the benefits
f DAT for RSV detection (Dunn et al., 2004; Fong et al.,
000). Yet given the possibility that a small number of RSV-
ositive samples detected only by DAT may have been falsely
ositive, we cannot rule out having slightly underestimated
he sensitivity for RSV detection by CC and SV. Addition-
lly, because pediatric-aged patients (a) were overrepresented
n our data, and (b) have been shown to harbor higher RSV
iters and, hence, test positive by DAT more frequently than
dults (Kellogg, 1991), we cannot draw conclusions from

he present study regarding appropriate testing for RSV in
he adult population.

We found that the R-mixTM shell vial system performed
uite favorably in comparison with CC for the detection

p
H
t
p

ig. 1. Relative proportion of viruses detected (A) by CC, R-mixTM and/or DAT (
AT-positive samples) (n = 112).
nd issuance of test result.

C only.

f influenza A/B and parainfluenza 1–3. Potentially signif-
cant reductions in mean TTD were achieved without any
ppreciable compromise in sensitivity (Table 2). Surpris-
ngly, comparison of sensitivity for influenza A/B by DAT and
ither culture methodology revealed no statistical differences.
ecause influenza virus is not generally considered to be as

abile as RSV, a scenario wherein DAT is the sole positive
ssay for this virus seems somewhat less likely. Review of our
ata indicated that 5 of 15 DATs positive for influenza A/B (all
f which were performed by EIA) were unconfirmed by either
ulture method. While we speculate that some of these results
ay have been falsely positive (and therefore decreased the

alculated sensitivity of both culture systems), supplemen-
al testing (e.g. RT-PCR) and/or detailed information (e.g.
uration between DAT and culture set-up), which might have
orroborated this suspicion, were not readily available.

One limitation of the R-mixTM shell vial system appears
o be a lower sensitivity for the detection of adenovirus from
linical samples. Reports by Huang and Turchek (2000) and
t. George et al. (2002) demonstrated similar detection rates
nd analytical sensitivity for adenovirus isolates between
-mixTM shell vials harvested 24 h post-inoculation as com-

ared to other 24-h shell vial or conventional CC methods.
owever, the two studies utilized (a) stored patient samples

hat had previously tested positive by IFA or (b) dilutions of
assaged virus. By contrast, two prospective studies using

n = 207), and (B) by CC and/or R-mixTM alone (i.e. after exclusion of 95
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resh, non-passaged patient samples reported low sensitiv-
ty rates for adenovirus similar to the present study—namely
9% and 25% based on 51 and 16 isolates, respectively (Dunn
t al., 2004; Weinberg et al., 2004a). These authors concluded
hat abbreviated incubation periods (24 h) or differing inocu-
um volumes (0.2 mL versus 0.3 mL) may have accounted for
heir observed low sensitivity values. Yet these variables can-
ot account for our observed adenovirus sensitivity, as we (a)
xtended the incubation period of R-mixTM shell vials to 48 h
nd (b) used identical inoculum volumes of each specimen
or CC and R-mixTM. Still, the lower sensitivity observed
n R-mixTM could have been due to low viral titers in some
amples, particularly given the mean TTD by CC for the 17
amples not detected by R-mixTM (6.7 days). In that case,
xtended incubation of shell vials beyond 48 h may have
esulted in an increased recovery rate, although this seems
o us to defeat the overall purpose of shell vial techniques.
astly, because different antibody reagents were utilized for
-mixTM screen/confirmation (D3, DHI) and CC confirma-

ion (Bartels, Trinity Biotech), we cannot exclude the unlikely
ossibility that differences in observed adenovirus sensitiv-
ty between the two culture systems were partly attributable
o inherent antigen specificities between the virus-specific

onoclonal antibodies.
As others have previously described (Barenfanger et al.,

001; Dunn et al., 2004), we also encountered a number of
linical samples that appeared to be virus-positive by initial
-mixTM screen, but that were negative by individual IF
ntibody staining performed on the same day. Of 33 such
pecimens, 11 (33%) were virus-positive by CC and/or
AT but not R-mixTM, 13 (39%) were negative by all three
ethodologies, and nine (27%) were ultimately identified as

irus positive by repeat R-mixTM confirmation staining. As
he virus season progressed, staff became more attuned to the
act that weak positivity on screening often did not confirm.

minor modification of the SV protocol was instituted so
hat confirmation of weakly positive screens from day 1
as postponed until day 2. Indeed, the number of equivocal

amples at 24-h decreased as the study progressed, and
e were able to confirm six virus-positive samples on day
that may have otherwise gone undetected by R-mixTM.
ad we chosen to extend incubation of equivocal samples

rom day 2 for an additional 24 h (i.e. perform confirmation
taining at 36 h post-inoculation), we may have recovered
ome or all of the 11 viruses that were detected only by other
ethods.
Based upon the relative proportions of all viruses identi-

ed in this study (Fig. 1A), replacement of CC by R-mixTM

ight have seemed justified given that for 67% of isolates
i.e. RSV, influenza A/B, parainfluenza 1–3) R-mixTM clearly
utperformed CC in terms of sensitivity and/or mean TTD.
owever, we found that the majority of viruses detected after
limination of the 95 DAT-positive specimens (i.e. samples
n which culture would not have been performed under our
sual laboratory protocol) were more readily identified by
C (Fig. 1B). In fact, use of the R-mixTM system in place of

B
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C as the exclusive follow-up method to DAT in this study
ould have resulted in a reduction in overall cultivation rate

rom 23.5% (112/476) to 12.8% (61/476). While the clinical
elevance of the herpesvirus and picornavirus isolates from
ur study is unknown, these viruses have been implicated in
espiratory disease among certain populations (de la Hoz et
l., 2002; Ghosh et al., 1999; Greenberg, 2003). Furthermore,
s a number of less common respiratory viruses, including
etapneumovirus, some strains of coronavirus, measles and
umps are more likely to be recognized in CC than shell vials,

t would seem reasonable for laboratories to retain some form
f conventional CC if possible.

From a technical and logistical standpoint, implementa-
ion of R-mixTM in the setting of a large clinical virology
aboratory is appealing and potentially cost-effective. We
ound that the overall cost of the R-mixTM system using the
escribed protocol was only slightly higher (∼$4 per sample)
han our current CC protocol after taking into considera-
ion the marked reduction in labor required by the former
∼300% average reduction/specimen). As with other shell
ial systems, additional advantages included simplicity of the
ethodology and less dependence on experience in discern-

ng CPE. Importantly, our cost estimates were based upon
n “all or nothing” scenario (i.e. CC alone versus R-mixTM

lone). As a result, implementation of R-mixTM with reten-
ion of some CC capabilities would have served to increase
he overall cost of the “R-mixTM approach”.

In summary, we conclude that the R-mixTM system has
comparable sensitivity as CC for the detection of parain-
uenza serotypes 1–3 and influenza A/B, but dramatically
educes the TTD. For RSV, the R-mixTM system is signifi-
antly more sensitive and more timely than CC, but neither
ppears to offers diagnostic benefit over DAT. The sensitivity
f R-mixTM for adenovirus detection in clinical material is
ignificantly lower than that of CC. Finally, while technical
nd logistical advantages of the R-mixTM system exist, alter-
ative methodologies must remain in place if identification of
ther recognized viral respiratory pathogens, including CMV,
SV and picornaviruses is desired.
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