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Background: Enzyme-linked immunosorbent assay (ELISA) is a commonmethod for diagnosing

swine influenza. However, the production of classical antibodies is both costly and time-consuming.

As a promising alternative diagnostic tool, single-domain antibodies (sdAbs) offer the advantages of

simpler and faster generation, good stability and solubility, and high affinity and specificity.

Methods: Phage display technology was used to isolate sdAbs against the SIV-NP protein from

a camel VHH library. The sdAb5 was fused to the biotin acceptor peptide (BAP) and a His-Tag for

its expression as monomeric and site-specific biotinylation in E.coli to develop an sdAb-based

blocking ELISA (sdAb-ELISA). In the sdAb-ELISA, the anti-SIVantibodies from swine samples

were used to block the binding between the biotinylated sdAb5 and SIV-NP protein coated on the

ELISA plate. The specificity, sensitivity, and reproducibility of sdAb-ELISAwere determined. In

addition, consistency among sdAb-ELISA, commercial ELISAkit, andWestern blotwas evaluated.

Results: Six SIV-NP-specific sdAbs were isolated, among which sdAb5 was identified as

a dominant sdAb with higher reactivity. The cut-off value of biotinylated sdAb5-based bELISA

was determined to be 29.8%. Comparedwith the positive reference serum against five different types

of swine viruses, the developed sdAb-ELISA showed 100% specificity. The detection limit of sdAb-

ELISAwas 1:160 in an anti-SIV positive reference serum,which is lower than that of the commercial

ELISA kit (1:20). In 78 diluted anti-SIV positive serum (1:80), 21 and 42 samples were confirmed as

positive by the commercial ELISAkit and sdAb-ELISA, respectively. The coefficients of variation of

intra- and inter-assay were 1.79–4.57% and 5.54–9.98%, respectively. The sdAb-ELISA and com-

mercial ELISA kit showed a consistency of 94.17% in clinical swine serum samples. Furthermore,

the coincidence rate was 96.67% between the results detected by sdAb-ELISA and Western blot.

Conclusion: A specific, sensitive, and reproducible sdAb-ELISA was successfully devel-

oped, which offers a new, promising method to detect anti-SIV antibodies in swine serum.
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Introduction
Swine influenza virus (SIV), a detrimental pathogen that greatly challenges swine

production, is composed of three influenza A virus (IAV) subtypes (H1N1, H1N2,

and H3N2). Both swine and humans can be infected with IAV and exhibit similar

clinical symptoms, which could manifest as an acute upper respiratory disease char-

acterized by fever, coughing, sneezing, and anorexia.1 IAV is a single-stranded,

negative-sense RNA virus that belongs to the family Orthomyxoviridae. The genome

of IAV is composed of eight segments that encode for at least 10–14 proteins, whereby

the highly conserved nucleoprotein (NP) is encoded by segment 5 in all IAV.2
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The serological detection methods for influenza in swine

include the hemagglutination inhibition (HI) test and enzyme-

linked immunosorbent assay (ELISA).3 Although theHI test is

the standard assay for detecting antibodies against SIV, it

shows some limitations, such as its subjectivity, and may not

be suitable for testing large numbers of samples.4 Similarly,

a blocking ELISA has been developed using monoclonal

antibodies against NP,5 but complex production process of

monoclonal antibodies in large-scale industries is needed.

Compared to conventional antibodies composed of two

heavy chains and two light chains, heavy chain only antibodies

(HCAbs) found in Camelidae and sharks lack light chains and

the first constant domain of the heavy chain (CH1).6 In the

variable domains of heavy chain, antibodies (VHH), also

known as single-domain antibodies (sdAbs) or nanobodies®,

derived from a natural antibody known so far, are the smallest

antigen-binding fragment. Themolecular weight of the recom-

binant form of sdAb is about 12–15 kDa. Each sdAb contains

four conserved framework regions (FR) and three complemen-

tarity-determining regions (CDR). Those molecules are attrac-

tive for biotechnological applications as they show several

advantages over the conventional antibodies, such as small

size, good stability and solubility, and high affinity and

specificity.7–9 More importantly, sdAbs are suitable to genetic

manipulation and could be obtained in different expression

systems, adding to their great potential as diagnostic and

therapeutic tools.10,11 Now, some sdAbs are used for clinical

purposes, such as sdAb (ALX-0171) against F-protein of the

respiratory syncytial virus (RSV) that targets the replication of

RSV, and anti-HER2 sdAb (2Rs15d) for in vivo assessment of

the HER2 status in breast cancer patients.12,13 In our previous

studies, several sdAbs were successfully isolated against non-

structural protein 9 (Nsp9) of porcine reproductive and respira-

tory syndrome virus (PRRSV), PRRSV Nsp4, and NP of

Newcastle disease virus (NDV). PRRSV Nsp9 and Nsp4-

specific sdAbs demonstrated suppression of PRRSV replica-

tion in MARC-145 cells and primary porcine alveolar

macrophages.14–16 Based on the NDV-NP-specific sdAb-

horseradish peroxidase (HRP) fusion protein in our previous

study, a competitive ELISA was successfully developed for

detecting anti-NDVantibodies in chicken serum.17 In the pre-

sent study, a VHH library was constructed from peripheral

blood mononuclear cells (PBMCs) of an immunized Bactrian

camel with SIV-NP recombinant protein, and SIV-NP specific

sdAbs were isolated by phage display. Further, the lead candi-

date was in vivo biotinylated in E. coli and used to develop

a blocking ELISA and then the specificity, sensitivity, and

reproducibility were evaluated (Figure 1).

Figure 1 Schematic representation of isolating sdAbs from an immunized camel and development of sdAb-based blocking ELISA.

Abbreviation: sdAb, single-domain antibody.
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Materials and Methods
Expression and Purification of SIV-NP

Recombinant Protein
The recombinant plasmid pET-32a-SIV-NP was kindly

provided by Professor Chuanling Qiao, Harbin Veterinary

Research Institute, Chinese Academy of Agricultural

Sciences. The recombinant plasmid pET-32a-SIV-NP was

transformed into E.coli Rosetta (DE3) cells (TransGen

Biotech, Beijing, China). The expression of the SIV-NP

recombinant protein was induced with 0.4 mM or 0.8 mM

isopropyl-β-D-thiogalactopyranoside (IPTG) for 6 hrs at

25°C. The bacterial suspensions after induction were cen-

trifuged at 8000 g for 15 mins at 4°C. Next, the pellet was

harvested by centrifugation, resuspended in phosphate-

buffered saline (PBS) and then lyzed by sonication. The

bacterial soluble fraction was centrifuged at 10,000 g for

10 mins at 4°C, then the supernatant was loaded onto

a high-affinity nickel–nitrilotriacetic acid (Ni-NTA) col-

umn (GE Healthcare, USA) to purify the SIV-NP recom-

binant protein. The expression and purification of SIV-NP

were evaluated by sodium dodecyl sulfate polyacrylamide

gel electrophoresis (SDS-PAGE). The SDS-PAGE gel was

stained with Coomassie Brilliant Blue.

Camel Immunization
A 2-year-old Bactrian camel was immunized with 1 mg

SIV-NP recombinant protein in complete Freund Adjuvant

(Sigma-Aldrich, St. Louis, MO, USA) via subcutaneous

injection every 14 days. Each booster was performed

under the same conditions except for the use of incomplete

Freund adjuvant. Serum titration ELISA was performed

over recombinant SIV-NP. Briefly, 400 ng/well of the

protein was coated overnight (ON), blocked with 3%

BSA in PBST (PBS containing 0.5% (v/v) Tween-20)

and then serial dilutions of the serum were added into

the wells and incubated at room temperature (RT) with

agitation. After 1 hr, the plate was washed with PBST and

the presence of SIV-NP-specific camel antibodies were

detected by the use of a rabbit polyclonal serum specific

for camel Immunoglobulins (prepared in our lab), fol-

lowed by a goat polyclonal anti-rabbit IgG HRP conju-

gated (TransGen Biotech).

Library Construction
Aweek after the fifth immunization, 200 mL of blood was

collected using tubes containing heparin. Peripheral blood

mononuclear cells (PBMCs) were isolated by Leucosep

tubes (Greiner Bio-One, Frickenhausen, Germany) accord-

ing to the manufacturer’s instructions. Total RNA was

extracted from PBMCs and used to synthesize the cDNA

strand using TransScript One-Step gDNA Removal and

cDNA Synthesis SuperMix (TransGen Biotech). The VH

H genes were amplified by nested PCR from synthesized

cDNA as described previously.18 Finally, the VHH genes

were cloned into the phagemid vector pCANTAB 5E19

containing PstI and NotI restriction enzyme sites and

digested with PstI and NotI restriction enzymes. The pur-

ified 5μg ligation mixture was electroporated into 800μL

of E.coli TG1 cells (prepared in our lab). TG1 cells were

resuspended in SOC and then plated on LB agar plates

supplemented with 100 μg/mL ampicillin and 2% glucose

at 37°C.18 The colonies were collected by a cell scraper

and stored at −80°C in LB supplemented with 20% gly-

cerol. A phage display VHH library was obtained after

infecting bacterial cells with M13K07 helper phages.

Panning and Identification of Specific

sdAbs Against SIV-NP Protein
Three rounds of panning were performed as described

previously.18 Briefly, 100μL of the recombinant SIV-NP

protein (10μg) was coated on 96-well plates and incubated

overnight at 4°C. After washing with PBST, 200μL of

blocking buffer (PBST containing 5% (w/v) skimmed

milk) was added to the plates and incubated for 1 hr at

room temperature (RT). The plates were washed with

PBST and incubated with the phage display VHH library

for 2 hrs at RT. After washing with PBST, the bound

phages were eluted with 100μL of freshly prepared tri-

methylamine (100mM). Then, the eluted phages were neu-

tralized with 100μL of 1M Tris–HCl buffer (pH 7.4). The

neutralized phage particles were titrated by infection of

TG1 cells and plated on LB agar plates supplemented with

100 μg/mL ampicillin and 2% glucose for 12 hrs at 37°C.

After final rounds of panning, enrichment of the SIV-NP-

specific phage particles was evaluated based on the ratios

of positive phage outputs to negative phage output with

plaque-forming units (pfu)/well. Then, 96 colonies were

randomly picked, grown in 96-well plates in 100μL LB

medium supplemented with 100 μg/mL ampicillin and 2%

glucose for 6 hrs at 37°C. And, 10μL of starter culture into

24-well plates in 1 mL TB medium was inoculated. Until

the OD value for 600nm reaches 0.6–0.9, the expression of

soluble VHH with E-Tag was induced by adding 1 mM

IPTG. Next, the cell pellet was harvested and subjected to
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three freeze–thaw cycles and resuspended in PBS. After

centrifugation, the recombinant VHH-E-Tag protein in

supernatant was obtained. The SIV-NP- specific VHHs

were identified by indirect ELISA using anti-E-Tag anti-

body (GenScript, Piscataway, NJ, USA). Positive clones of

VHH genes8 were sequenced and classified according to

the CDR3 sequence. Additionally, to choose the best sdAb

for establishing the following sdAb-ELISA, the specificity

and reactivity of classified sdAb were detected by the

indirect ELISA.

Expression and Purification of sdAb

Containing Biotin Acceptor Peptide
The gene sequence of the BAP was synthesized and cloned

into the multiple cloning sites (HindIII and XhoI) of the

commercial prokaryotic expression vector pET-21b

(Novagen, Madison, WI, USA). The modified vector was

named pET-21b-BAP. The identified VHH genes were

amplified by PCR and cloned into pET-21b-BAP with the

XhoI and BamHI restriction enzyme sites. The recombinant

plasmids were identified by sequencing. The expression of

VHH-BAP fusion protein was induced with 1mM IPTG at

37°C for 4 hrs. The sdAb was purified by Ni-NTA affinity

chromatography and biotinylated with a Biotin-Protein

Ligase/BirA Enzyme kit (GeneCopoeia, Rockville, MD,

USA) following the manufacturer’s instructions. The

in vivo biotinylation of the sdAb is mediated by the biotin-

protein ligase (BirA enzyme) which specifically conjugates

the D-biotin to the Lys residue encoded in the BAP amino

acid sequence LNDIFEAQKIEWH).20

Establishment of the Blocking ELISA
Determination of the optimal coating antigen concentration

and dilution of biotinylated sdAb (10 μg/mL-1 ng/mL) were

carried out by checkerboard titration in indirect ELISA.

Serial dilutions of SIV-NP protein (0.5, 1, 2, and

4 μg/mL) were used to coat 96-well microtiter plates

(Nunc A/S, Roskilde, Denmark) OT at 4°C. The plates

were then washed three times with PBST and blocked

with 200μL/well of blocking buffer (3% BSA in PBST)

and incubated for 1 hr at RT. Then, it was After washed

three, the biotinylated sdAb at various concentrations

(10 μg/mL, 1μg/mL, 100ng/mL, 10 ng/mL, 1 ng/mL) was

added to the plates at 100μL/well in blocking buffer and

incubated for 1 hr at RT. After three washes with PBST,

100μL/well HRP-conjugated streptavidin (Solarbio, Beijing,
China) diluted in blocking buffer at 200ng/mL was added to

plates and incubated for 1 hr at RT. Following three washes,

100μL/well of 3,3ʹ,5,5ʹ-tetramethylbenzidine (TMB) was

added to the plates for a colorimetric reaction for

15 mins at RT in the dark. Finally, the colorimetric reaction

was stopped by adding 50 μL/well of 3 M sulfuric acid, and

the OD value was read at 450 nm using the ELISA plate

reader (Bio-Rad, USA). The optimal concentration range of

biotinylated sdAb5 for each concentration SIV-NP was

determined as follows: 100–167 ng/mL for 0.5 μg/mL SIV-

NP, 25–50 ng/mL for 1 μg/mL SIV-NP and 12.5–25 ng/mL

for 2 μg/mL or 4μg/mL SIV-NP. The optimal concentration

of biotinylated sdAb5 (in three different dilutions) for each

concentration SIV-NP was then determined using

a checkboard titration. The confirmed optimal concentration

of biotinylated sdAb5 for each concentration SIV-NP was

as follows: 125 ng/mL for 0.5 μg/mL SIV-NP, 33 ng/mL for

1 μg/mL SIV-NP and 16ng/mL for 2 μg/mL or 4μg/mL

SIV-NP. Once found, the optimal conditions for the sdAb-

ELISA, the assay was performed as follows: 96-well micro-

titer plates (Nunc A/S, Roskilde, Denmark) were coated

with 1 μg/mL SIV-NP protein (100 μL/well) diluted in

PBS overnight at 4°C. Next day, the plates were washed

three times with PBST and blocked for 1 hr at RT with

200 μL/well of blocking buffer (2.5% BSA in PBST). Then,

to detect the presence of antibodies against SIV-NP, the

reference swine positive serum was diluted in blocking

buffer and 100 μL/well was added to the plates and incu-

bated for 1 hr at RT. Following three washes with PBST, the

biotinylated sdAb5 (100 μL/well at 33 ng/mL) was added

into each well and incubated for 1 hr at RT and then

detected using HRP- conjugated streptavidin (diluted in

blocking buffer at 200ng/mL). Finally, after three washes,

the HRP activity was developed for 15 mins by the addition

of 100 μL/well of TMB. To conclude, the colorimetric

reaction was stopped by adding 50 μL/well of

3 M sulfuric acid, and the OD450 nm was read using the

ELISA plate reader (Bio-Rad).

The 110 negative swine serum samples were identified by

the commercial ELISA kit (IDEXX Influenza A Ab Test,

IDEXX Laboratories, Inc., Westbrook, ME, USA). As

a blocking ELISA, the commercial kit is designed to detect

serum antibodies to any influenza A subtype, which required

serum sample is diluted 1:10. The test result is evaluated by

using OD650nm of test serum samples/OD650nm of negative

control (S/N). The test serum samples with S/N<0.6 and S/N

0.6 ≥ are designated positive and negative, respectively. The

cut-off point of sdAb-ELISA was determined by the mean

percentage inhibition (PI) value of 110 negative swine serum
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samples plus three standard deviations (99% confidence

interval). The PI of test serum samples was calculated

using the following formula: PI (%) = (1 − (OD450nm of test

serum samples/OD450nm of negative serum samples))

×100%.21–23

Validation of the Blocking ELISA
The specificity and cross-reactivity of the sdAb-ELISAwere

determined using the homemade swine antisera against five

other swine viruses, including porcine circovirus type 2

(PCV2), porcine epidemic diarrhea virus (PEDV), porcine

reproductive and respiratory syndrome virus (PRRSV), pseu-

dorabies virus (PRV), and classical swine fever virus

(CSFV).24 The sensitivity of the sdAb-ELISAwas validated

by the analysis of serial dilutions of an anti-SIV positive

reference serum (1:10–1:640) and 78 positive serum samples

which were confirmed using the commercial ELISA kit

(IDEXX Influenza A Ab Test, IDEXX Laboratories, Inc.,

Westbrook,ME, USA) at a dilution of 1:80.24 The intra-assay

and inter-assay variations were evaluated by the coefficient

of variation (CV) using six positive serum samples. Each

sample was replicated three times in each plate to determine

the intra-assay CV. The inter-assay CV (plate-to-plate) was

calculated by testing each sample using three different 96-

well microtiter plates at different time points.

Evaluation of the Testing Consistency

Among sdAb-ELISA, Commercial ELISA

Kit, and Western Blot
To compare consistency, sdAb-ELISA, the commercial

ELISA kit (IDEXX Influenza A Ab Test, IDEXX

Laboratories, Inc., Westbrook, ME, USA) and Western

blot were used to detect 120 clinical swine serum samples

at dilution of 1:10. The coincidence rates of the test results

were calculated using Microsoft Excel’s CORREL function.

The Western blot analysis was performed by loading SIV-

NP recombinant protein (5μg/lane) in 12% SDS-PAGE and

electrotransferred onto a polyvinylidene difluoride (PVDF)

membrane. The membrane was blocked with 2.5% skin

milk in PBST and then probed with swine serum (1:100).

HRP-conjugated rabbit anti-pig IgG was used as the sec-

ondary antibody. Immunostained proteins were visualized

using ECL Reagent (Pierce, Rockford, IL, CA, USA).25,26

Statistical Analysis
Kappa index values were calculated to evaluate the coin-

cidence between sdAb-ELISA and the commercial ELISA

kit and between sdAb-ELISA and Western blot using

SPSS software (Version 20, http://www.spss.com.cn).

Results
Expression and Purification Analysis of

SIV-NP
To prepare the antigen (SIV-NP) for immunizing camels, an

E.coli expression system was used. As shown in Figure 2A,

the soluble SIV-NP recombinant protein was expressed after

induction with IPTG at 25°C for 16 hrs, and a higher-yield

protein production was obtained when 0.8 mM IPTG was

used as inducer. Next, the SIV-NP recombinant protein was

purified through a Ni-NTA column. After buffer exchange

to PBS, 60mg of SIV-NP were obtained from 1L of culture.

SDS-PAGE analysis was performed and no major impuri-

ties from E.coli were seen (Figure 2B), allowing us to

generate a good quality antigen for the immunization of

camels.

Construction and Verification of Phage

Display VHH Library
A healthy Bactrian camel was immunized with the SIV-NP

protein five times. The titer of antibody against SIV-NP

protein reached 1:256,000 after the last immunization as

the OD450nm value from the immunized sera at highest

dilution was more than three times the OD450nm value

than that from the pre-immune sera (Figure 3), which

indicates the camel developed strong antibody responses

against SIV-NP antigen. A phage display VHH library was

generated from PMBC cDNA, containing approximately

5.88 × 109 individual transformants by sequence analysis

(data not shown). The results of PCR analysis from 49

randomly picked colonies showed that 46 colonies showed

the presence of the VHH gene.

Selection and Characterization of

SIV-NP-Specific sdAbs
To isolate specific sdAbs against SIV-NP protein from the

phage display VHH library, biopanning was performed by

ELISA. The result of enrichment SIV-NP-specific phages

showed that the maximal enrichment was seen after the

third round, compared with values against the control pan-

ning. After the screening, 93/96 positive colonies were iden-

tified for specific binding to SIV-NP protein using ELISA.

After sequencing, based on amino acid sequences of the

CDR3, 93 positive colonies represented six sdAb families

(sdAb1-sdAb6) (Figure 4), that occurred 2, 3, 5, 7, 75, and 1
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times, respectively. The sdAb of one representative member

of each family was extracted from IPTG-induced E. coli TG1

colonies. Then, the specificity of each sdAb was evaluated by

indirect ELISA. The result showed that each sdAb could

specifically react with the SIV-NP protein but not with the

irrelevant N protein of PEDV (PEDV-N) (Figure 5A). The

group of six sdAbs was compared in terms of the reactivity

against SIV-NP. As shown in Figure 5B, sdAb4 and sdAb5

exhibited the highest reactivity. Based on the higher reactiv-

ity and higher frequency of the sequence of sdAb5, this sdAb

was chosen for the establishment of the blocking ELISA.

Generation of Biotinylated sdAb
The sdAb5-BAP fusion protein was expressed in

a prokaryotic expression system and purified by a Ni-NTA

column. A 15-kDa specific band was appeared on 12%

SDS-PAGE using Coomassie blue staining (Figure 6A).

After purification, the yield of purified sdAb5-BAP fusion

protein could be up to 80mg/L using 1L LB media. SDS-

PAGE analysis showed that no major impurities from E.coli

were seen (Figure 6B). After ex vivo enzymatic biotinyla-

tion, the sdAb was used to develop sdAb-ELISA.

Establishment of Blocking ELISA Based on

sdAb5
The optimum concentration of biotinylated sdAb5 was

identified as 33 ng/mL by indirect ELISA (Figure 7A).

The results of the checkerboard titration assay showed that

1 μg/mL of SIV-NP protein was the optimal concentration

for use as the coated antigen, while the optimal serum

dilution was 1:10 (Figure 7B). The 110 negative swine

serum samples confirmed with the commercial ELISA kit

generated the cut-off value of 29.8% (23.5% + 3SD) for

the sdAb-ELISA, which exhibits an average PI (x) of

23.5% and SD of 2.1%. Therefore, test serum samples

with PI ≥ 29.8% and PI < 29.8% are designated positive

and negative, respectively, using the sdAb-ELISA.

Figure 2 SDS-PAGE analysis of SIV-NP recombinant protein.

Notes: (A) The expression of SIV-NP protein from soluble fraction was analyzed using 12% SDS-PAGE. MW, protein molecular markers; lane 1, bacterial lysates from pET-

32a-transformed cells without IPTG; lane 2, bacterial lysates from IPTG-induced pET-32a-transformed cells; lane 3, bacterial lysates from pET-32a-SIV-NP-transformed cells

without IPTG; lane 4, bacterial lysates from 0.4 mM IPTG-induced pET-32a-SIV-NP-transformed cells; lane 5, bacterial lysates from 0.8 mM IPTG-induced pET-32a-SIV-NP-

transformed cells. (B) The SIV-NP protein was purified using a Ni-NTA chromatography and analyzed by 12% SDS-PAGE. MW, protein molecular markers; Lane 1–8,

sequential fractions from the Ni-NTA column. SDS-PAGE gel was stained using Coomassie Brilliant Blue.

Abbreviations: SIV, swine influenza virus; NP, nucleoprotein; IPTG, isopropyl-β-D-thiogalactopyranoside; Ni-NTA, nickel–nitrilotriacetic acid.

Figure 3 Detection of serum titration of the immunized camel against recombinant

SIV-NP protein after last immunization.

Abbreviations: SIV, swine influenza virus; NP, nucleoprotein.
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Specificity, Sensitivity, and Reproducibility

of Blocking ELISA
To evaluate the specificity of sdAb-ELISA, antisera

against PCV2, PEDV, PRRSV, PRV, and CSFV were

detected by sdAb-ELISA. The results in Figure 8A show

that the PI values of all antisera against viruses were lower

than the cut-off value of sdAb-ELISA, except anti-SIV

positive reference serum, which suggests that sdAb-

ELISA is specific to antiserum against SIV.

The sensitivity of the sdAb-ELISA was determined

using the anti-SIV positive reference serum with dif-

ferent dilutions and compared with a commercial

ELISA kit. The limit of detection of sdAb-ELISA

reached 1:160, which is lower than that of commercial

ELISA kit (1:20) (Figure 8B). To further evaluate the

sensitivity of the sdAb-ELISA, 78 commercial ELISA-

anti-SIV positive serum samples (diluted 1:10) (data

not shown) were diluted 1:80 to reduce the antibody

Figure 4 Amino acid sequences of six representative sdAbs against SIV-NP were aligned with human VH.

Abbreviations: sdAbs, single-domain antibodies; SIV, swine influenza virus; NP, nucleoprotein; VH, antibody heavy chain variable region.

Figure 5 Evaluation of specificity and reactivity of six representative sdAbs against SIV-NP.

Notes: (A) The sdAb of one representative member of each family extracted from IPTG-induced E. coli TG1 colonies was checked for their specific binding to the immobilized SIV-

NP using an indirect ELISA. PEDV-N was used as an irrelevant protein control. (B) The reactivity of six representative sdAbs against SIV-NP was detected by indirect ELISA.

Abbreviations: sdAb, single-domain antibody; IPTG, isopropyl-β-D-thiogalactopyranoside; SIV, swine influenza virus; NP, nucleoprotein; PEDV, porcine epidemic diarrhea

virus; N, nucleocapsid.
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level and tested again using the commercial ELISA kit

and the sdAb-ELISA. The results showed that 21/78

verses 42/78 samples were SIV antibody-positive sam-

ples by the commercial ELISA and the sdAb-ELISA,

respectively (Figure 8C). This finding indicates the

higher sensitivity of sdAb-ELISA over the commercial

ELISA kit.

The study of intra-assay and inter-assay variabilities was

performed to test the reproducibility of sdAb-ELISA. The

anti-SIV positive serum samples from six pigs were tested

three times within a plate using sdAb-ELISA, and the intra-

assay CV of PI was observed to be in the range of 1.79–-

4.57% with the median value at a level of 3.5%. After

repeating the sdAb-ELISA experiments in three plates for

Figure 6 Expression and purification of sdAb5-BAP fusion protein.

Notes: (A) The expressed and (B) purified sdAb5-BAP fusion protein was analyzed by SDS-PAGE. (A) MW, protein molecular markers; lane 1, supernatant of bacterial

lysates from IPTG-induced pET-21b-sdAb5-BAP-transformed cells in E.coli; lane 2, precipitation of bacterial lysates. (B) MW, protein molecular markers; Lane 1–4, sequential

fractions from the Ni-NTA column.

Abbreviations: sdAb, single-domain antibody; BAP, biotin acceptor peptide; IPTG, isopropyl-β-D-thiogalactopyranoside.

Figure 7 Determination of the optimal conditions of sdAb-ELISA.

Notes: (A) A checkerboard titration was used to test the optimal concentration range of biotinylated sdAb5 for each dilution of SIV-NP. (B) After the optimal

concentration of biotinylated sdAb5 for each concentration SIV-NP was determined using another checkboard titration, the optimal dilution of serum was determined

using sdAb-ELISA.

Abbreviations: sdAb-ELISA, single-domain antibody-based blocking ELISA; SIV, swine influenza virus; NP, nucleoprotein.
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six serum samples on 3 different days, the inter-assay CVof

PI was found to be in the range of 5.54–9.98% with the

median value at a level of 8.9% (Table 1). These results

show that the sdAb-ELISA offers good reproducibility.

Figure 8 Specificity and sensitivity of sdAb-ELISA.

Notes: (A) The sera against SIV, PCV2, PEDV, PRRSV, PRV, and CSFV were used to evaluate specificity of the sdAb-ELISA. (B) The detection limit of the commercial ELISA

kit (left) and sdAb-ELISA (right) were determined for an anti-SIV reference swine positive serum. (C) Serum samples were diluted 1/80 and used to evaluate and compare

the sensitivity of the commercial ELISA kit (top) and sdAb-ELISA (bottom).

Abbreviations: SIV, swine influenza virus; PCV2, porcine circovirus type 2; PEDV, porcine epidemic diarrhea virus; PRRSV, porcine reproductive and respiratory syndrome

virus; PRV, pseudorabies virus; CSFV, classical swine fever virus.
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Comparison of the sdAb-ELISA with

Commercial ELISA Kit and Western Blot
A total of 120 swine serum samples from a pig farm in

Shaanxi Province were examined using both sdAb-ELISA

and a commercial ELISA kit. The test results show that the

positive rates of the sdAb-ELISA and commercial ELISA

kit were 85.83% and 85%, respectively. When the perfor-

mance of both approaches was compared, the sdAb-ELISA

allowed to identify 103 positive and 17 negative serum

samples, while in the commercial ELISA only 99 were

positive and 4 showed to be negative. When the 17 sdAb-

ELISA-negative samples were subjected to the commercial

ELISA, 3 of them were positive and 14 negative (Figure 9

and Table 2). The results of both sdAb-ELISA and Western

blot coincided in 116 of the 120 serum samples with an

agreement rate of 96.67% (Table 2). Moreover, Kappa index

values show that a high degree of coincidence exists

between sdAb-ELISA and the commercial ELISA kit

(Kappa = 0.76) and between sdAb-ELISA and Western

blot (Kappa = 0.82). No significant differences were

observed between the two groups (Kappa > 0.4). In addition,

based on the results of Western blot, sdAb-ELISA has two

false positive and two false negative, the commercial kit has

one false positive and two false negative (Figure 10).

Discussion
The diagnosis of viral infectious diseases can be determined

by the presence of antigens and specific antibodies. As one

of the most used methodologies, ELISA is a specific, sensi-

tive and high-throughput detection assay that does not

require an expensive experimental device. Antibodies are

important for developing ELISA.27,28 For sdAb-ELISA,

free antibody in the test sample could be used to block the

antigen-specific antibody with plate-coated antigen. In the

traditional ELISA method, polyclonal or monoclonal anti-

bodies are commonly used, but the quality may be incon-

sistent among the different batch of polyclonal antibodies,

and the industrialized large-scale production process of

monoclonal antibodies is complicated.29 In contrast with

conventional antibodies, sdAb is easily produced as recom-

binant proteins in bacteria and yeast expression systems,

which facilitate large-scale production of sdAb and high

batch-to-batch consistency.12,13 The conserved SIV-NP is

an RNA-binding protein that plays a significant role in the

virus life cycle and, thus, serves as a specific target protein

for diagnosis of SIV infection.30 In the present study, six

specific sdAbs against SIV-NP protein were isolated

through phage display.

In ELISA, the biotinylation of the antigen or anti-

body is a pre-requisite for applying streptavidin-biotin-

based sensors with detection signal amplification.31

Table 1 Estimation of Intra- and Inter-assay CV

Methods CV Value Range (%) Median Value (%)

Intra-assay 1.79–4.57 3.5

Inter-assay 5.54–9.98 8.9

Abbreviation: CV, coefficient of variation.

Figure 9 Consistency between sdAb-ELISA and commercial ELISA kit.

Notes: The 120 swine serum samples were detected using (A) the commercial ELISA kit and (B) sdAb-ELISA, respectively.

Abbreviation: sdAb, single-domain antibody.
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Biotinylated molecules could be obtained by using che-

mical or enzymatic biotinylation. Chemical biotinylation

is the process of nonspecific covalently attaching to

biotin to amines, carboxylates, sulfhydryls or carbohy-

drates in the target molecule. The most common of

enzymatic biotinylation is to genetically link BAP to

the target molecule. Then, the target molecule was bio-

tinylated by using biotin ligase (BirA) to transfer biotin

to specific lysine residue BAP sequence.32,33 Enzymatic

biotinylation is also performed by co-expression of bio-

tin ligase and BAP-tagged molecule in bacterial and

mammalian cells.34,35 Compared with chemical biotiny-

lation, enzymatic biotinylation provides a technique for

high selective modification of target molecules.

Additionally, sdAb serves as the probe molecule in

ELISA that possibly offers a higher probe density due

to their small size.36 In this study, sdAb5 was biotiny-

lated by enzymatic biotinylation, where a biotin mole-

cule is conjugated to a specific lysine residue by the

action of a biotin ligase (BirA). Moreover, the

sensitivity of the developed sdAb-ELISA was improved

based on this streptavidin–biotin system.

Swine influenza is the primary cause of respiratory disease

among the swine industry, which has faced serious economic

losses globally.37 Currently, several methods for detecting SIV

include immunohistochemistry, immunofluorescence, virus

isolation, ELISA, and PCR. Compared to direct virus detec-

tion, serological tests are more suitable for diagnosing acute

and previous infection, surveilling disease, and evaluating

immune effects of vaccines.38 For detection of antibodies

against SIV, the most common serologic assay is the HI test.

However, the HI test faces some limitations prior to operation,

such as elimination of native agglutinins and non-specific

inhibitors for viral hemagglutination from the serum samples

before performing the test and preparation of virus and turkey

or chicken erythrocytes.3,4 In the course of developing tradi-

tional ELISA, the production of anti-SIV antibodies is cum-

bersome, and antibodies require strict storage conditions. In

the present study, a novel sdAb-ELISA was developed for

detecting anti-SIVantibodies on the basis of biotinylated SIV-

NP-specific sdAbs. Results show that the detection limit of the

developed sdAb-ELISA is lower than that of the commercial

ELISA kit, suggesting that this method has high sensitivity.

Not only that, the developed sdAb-ELISA exhibited high

consistency with both the commercial ELISA kit and

Western blot, further demonstrating its great potential in the

detection of anti-SIV antibodies. But, based on the results of

Western blot, false-negative rates of sdAb-ELISA and the

commercial kit were consistent. Compared with commercial

kit, sdAb-ELISA had a higher false-positive rate, probably

because sdAb-ELISA had a higher sensitivity. Potentially,

the sdAb-ELISA could be used for the detection of IAV

antibodies in the serum of different species, which is suggested

for further research.

Conclusion
Considering the increasing use of sdAbs in the develop-

ment of diagnostic tools, six specific sdAbs against SIV-

NP protein were isolated from an immune phage display

Table 2 Comparative Analysis of bELISA with Commercial ELISA Kit and with Western Blot by Testing Swine Serum Samples

Samples Number bELISA Commercial

ELISA Kit

Agreement (%) Kappa Value Western

Blot

Agreement (%) Kappa Value

+ – + –

103 + 99 4 94.17 0.76 101 2 96.67 0.82

17 – 3 14 2 15

Abbreviation: bELISA, blocking ELISA.

Figure 10 Evaluation of the discrepancy of testing results between sdAb-ELISA and

the commercial ELISA kit by Western blot.

Notes: (A) Western blot was performed to detect swine serum samples with

discrepancy between sdAb-ELISA and the commercial ELISA kit. (B) The detection

results of three indicated methods.

Abbreviation: sdAb, single-domain antibody.
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library in this study. The dominant sdAb was determined

to be sdAb5, which exhibited a higher reactivity. Based on

biotinylated sdAb5, a novel sdAb-ELISA with good spe-

cificity, sensitivity, and reproducibility was developed for

detecting anti-SIV antibodies in swine serum. In compar-

ison, the results of sdAb-ELISA are in close agreement

with the measurements obtained from a commercial

ELISA kit and Western blot. Overall, the developed sdAb-

ELISA offers an alternative way to assess the levels of

anti-SIV antibodies in swine serum, which is cost-

effective, highly specific and sensitive, and has wide

potential application in clinical examination.
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