
1309Copyrights © 2023 The Korean Society of Radiology

Original Article
J Korean Soc Radiol 2023;84(6):1309-1323
https://doi.org/10.3348/jksr.2023.0008
eISSN 2951-0805

Impact of Deep-Learning 
Based Reconstruction 
on Single-Breath-Hold, 
Single-Shot Fast Spin-Echo 
in MR Enterography for 
Crohn’s Disease
크론병에서 자기공명영상 장운동기록의 단일호흡  
단발 고속 스핀 에코기법: 딥러닝 기반 재구성의 영향

Eun Joo Park, MD1 , Yedaun Lee, MD1* , Joonsung Lee, PhD2 
1Department of Radiology, Inje University College of Medicine, Haeundae Paik Hospital, Busan, Korea 
2GE Healthcare Korea, Seoul, Korea

ORCID iDs
Eun Joo Park   https://orcid.org/0000-0003-2450-9365,
Yedaun Lee   https://orcid.org/0000-0002-9801-8449,
Joonsung Lee   https://orcid.org/0000-0002-0164-1139

Purpose To assess the quality of four images obtained using single-breath-hold (SBH), single-shot 
fast spin-echo (SSFSE) and multiple-breath-hold (MBH) SSFSE with and without deep-learning based 
reconstruction (DLR) in patients with Crohn’s disease.
Materials and Methods This study included 61 patients who underwent MR enterography (MRE) for 
Crohn’s disease. The following images were compared: SBH-SSFSE with (SBH-DLR) and without (SBH-
conventional reconstruction [CR]) DLR and MBH-SSFSE with (MBH-DLR) and without (MBH-CR) DLR. 
Two radiologists independently reviewed the overall image quality, artifacts, sharpness, and motion-
related signal loss using a 5-point scale. Three inflammatory parameters were evaluated in the ileum, 
the terminal ileum, and the colon. Moreover, the presence of a spatial misalignment was evaluated. 
Signal-to-noise ratio (SNR) was calculated at two locations for each sequence.
Results DLR significantly improved the image quality, artifacts, and sharpness of the SBH images. No 
significant differences in scores between MBH-CR and SBH-DLR were detected. SBH-DLR had the 
highest SNR (p < 0.001). The inter-reader agreement for inflammatory parameters was good to excel-
lent (κ = 0.76–0.95) and the inter-sequence agreement was nearly perfect (κ = 0.92–0.94). Misalign-
ment artifacts were observed more frequently in the MBH images than in the SBH images (p < 0.001).
Conclusion SBH-DLR demonstrated equivalent quality and performance compared to MBH-CR. Fur-
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thermore, it can be acquired in less than half the time, without multiple BHs and reduce slice mis-
alignments.

Index terms   Crohn’s Disease; Magnetic Resonance Imaging; T2-Weighted-Imaging; 
Deep Learning Reconstruction 

INTRODUCTION

MR enterography (MRE) is commonly performed in patients with Crohn’s disease as it helps 
in diagnosing and monitoring their therapeutic response. Owing to the lack of ionizing radiation 
exposure, MRE has an advantage over CT in observing inflammation over a long period of time, 
particularly in young patients. In addition, MRE provides information acquired from multiple 
sequences, enabling the evaluation of the degree of inflammation using various features. 
Among these sequences, T2-weighted imaging is essential because it provides information on 
bowel wall thickening, bowel wall signal intensity, perienteric edema, and fluid collection, 
which are important features in determining the severity and extent of inflammation (1-4). 

Fast image acquisition is mandatory to reduce the motion artifacts caused by bowel peri-
stalsis and respiration. These motion artifacts result in image blurring, ghosting, signal loss, 
and the misalignment of slices, which may obscure the anatomical details or complicate bow-
el tracing (5), decreasing the diagnostic confidence. Single-shot fast spin-echo (SSFSE) is the 
most motion-robust T2-weighted acquisition technique; thus, it is preferred in performing 
MRE (6, 7). SSFSE is usually obtained by split acquisition over multiple-breath-holds (MBHs) 
for an adequate spatial resolution and coverage. However, the breath-holding positions may 
vary, resulting in a spatial mismatch in the acquired sections (8, 9). Moreover, repeated BHs 
can easily exhaust patients and reduce compliance. Therefore, single-BH (SBH) acquisition 
might have an advantage over MBH acquisition, such that it minimizes the misalignment and 
gross bowel motion between the BHs and shortens the scan time. With the application of a 
variable refocusing flip angle (VFA), image acquisition within an SBH has become possible 
while providing clinically acceptable T2 contrast (10). However, suboptimal image quality due 
to potential artifacts and a low signal-to-noise ratio (SNR) may hinder the substitution of stan-
dard-of-care images with those obtained from faster acquisitions (9, 11, 12).

A commercially available deep-learning based reconstruction (DLR) pipeline overcomes 
the tradeoff between the scan time and image quality. This technique addresses the funda-
mental image quality limitations of conventional reconstruction (CR) to provide images with 
a higher effective spatial resolution and less noise (13). We hypothesized that using DLR in 
SBH-SSFSE would be comparable to conventional MBH-SSFSE in MRE. Therefore, this study 
aims to compare SBH-SSFSE and MBH-SSFSE with and without DLR according to image 
quality and to evaluate the inter-sequence agreement for the findings that suggest the pres-
ence of active inflammation.
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MATERIALS AND METHODS

PATIENT
This study was approved by the Institutional Review Board, and the requirement for an in-

formed consent was waived because of its retrospective nature (IRB No. 2022-05-053).
Patients with known or suspected Crohn’s disease, who underwent MRE between Decem-

ber 2020 and February 2022, were enrolled after we searched our institution’s electronic med-
ical database. Of the 86 patients who were initially identified, 25 with incomplete T2-weight-
ed images in the workstation (i.e., not including either originally acquired T2-weighted SBH-
SSFSE DLR or MBH-SSFSE DLR sequences) were excluded. Therefore, 61 patients (42 males 
and 19 females; mean age: 32.9 ± 1.5 [standard deviation {SD}] years) were included in the fi-
nal analysis. Of the 61 patients, one underwent ileal loop resection, two underwent right 
hemicolectomy, and three underwent terminal ileal resection. Therefore, 60 segments of the 
ileal loop, 56 segments of the terminal ileum, and 59 segments of the ascending colon were 
evaluated for the severity of inflammation.

MRE ACQUISITION
MRE was performed using a 3T MRI scanner (SIGNATM Architect, GE Healthcare, Wauke-

sha, WI, USA) with two 30-channel coils (AIRTM anterior array coil, GE Healthcare). Before 
MRI acquisition, the patients ingested 1 L of polyethylene glycol solution (Coolprep, Taejoon 
Pharm, Seoul, South Korea) to achieve adequate bowel lumen distension. Coronal SSFSE T2-
weighted images without fat saturation were acquired using SBH and MBH schemes, respec-
tively. The SBH sequence was acquired with a VFA applied, while the MBH sequence was ob-
tained at an initial FA of 155° and a fixed refocusing FA of 130°. The detailed imaging 
parameters are listed in Table 1.

Table 1. Imaging Scan Parameters

Multiple-Breath-Hold SSFSE Single-Breath-Hold SSFSE
Refocusing flip angles, ° Initial 155°, constant 130° Initial 130°, minimum 90°, central 100°, last 45°
Bandwidth, Hz/pixel 90.91 111.11
Matrix 400 × 320 320 × 192
Field of view 380 × 380 380 × 380
No. of slice acquired 36 36
Slice thickness, mm 4 4
Slice gap, mm 0.4 0.4
Acceleration factor 2.00 3.00
Number of excitation 1.0 1.0
Echo time, msec 80 100
Repetition time, msec 1287.9 331.4
Scan time, sec, mean ± SD 53.19 ± 3.16 16.29 ± 0.99
SD = standard deviation, SSFSE = single shot fast spin echo
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DLR
The commercially available DLR pipeline (AIRTM Recon DL, GE Healthcare) (14) was used 

to reconstruct images in the SBH and MBH sequences. The DLR was designed to reduce trun-
cation artifacts, increase sharpness, and offer tunable noise reduction levels. A reduction fac-
tor of 75% (DL High) was selected for this study.

IMAGE ANALYSIS
Two blinded radiologists (with 2 and 12 years of subspecialty experience) independently 

reviewed the four image sets: MBH-DLR, MBH-CR, SBH-DLR, and SBH-CR. The subjective 
overall image quality was assessed using a 5-point Likert scale (1 = very poor quality, non-di-
agnostic; 2 = poor quality, significantly impaired diagnostic quality; 3 = fair quality, slightly 
impaired diagnostic quality; 4 = good quality; and 5 = excellent quality). 

The overall image artifacts, synthetic appearance, and motion-related signal loss were scored 
using a 5-point scoring system. Similarly, higher scores (closer to 5) indicated fewer artifacts 
and better quality (15). Moreover, the sharpness of the bowel wall and vasa recta was evaluated 
using a 5-point scale; a score of 5 indicated a very clear and sharp visualization of the struc-
tures (16). The spatial misalignment of slices was evaluated not only using coronal images 
but also using reconstructed axial and sagittal images. One reader (with 2 years of subspe-
cialty experience) reviewed the MBH and SBH images for the presence of a misalignment. 

Mural thickness, mural signal intensity, and perimural signal intensity were scored using a 
4-point scale in the ileum (excluding the terminal ileum), terminal ileum, and ascending co-
lon, respectively, to evaluate the severity of inflammation (Table 2) (17). Readers were blinded 
to the endoscopic results.

The SNR was calculated at the level of the superior mesenteric artery (SMA) and iliac bifur-
cation. It was calculated by dividing the mean signal of the image slice by the estimated SD 
of the noise level, which was estimated using a hybrid discrete wavelet transform and an 
edge information removal-based algorithm (18). The conventional method to calculate the 
SNR using the SD of noise in the background air was not used because the imaging field-of-
view was tightly selected and did not include much of the background air region. In addition, 
the background noise is non-homogenous on applying multichannel coils and parallel imag-

Table 2. MR Enterography Scoring System for Bowel Inflammation Severity

Parameter
Scoring

0 1 2 3
Bowel wall thickness, 

mm
1–3 > 3–5 > 5–7 > 7

Mural SI on T2 weighted 
image

Equivalent to that of 
normal bowel wall

Minor increase in SI Moderate increase in SI Marked increase in SI: 
bowel wall contains 
areas of high SI, 
approaching that of the 
luminal content

Perimural SI on T2 
weighted images

Equivalent to that of 
normal mesentery

Increase in mesenteric SI but 
no fluid collection

Small fluid rim (≤ 2 mm) Large fluid rim (> 2 mm)

SI = signal intensity 
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ing (19), and the SD calculation of the noise depends heavily on the location of the region of 
interest (ROI). Indeed, the multiple disease locations and the thinness of the bowel wall could 
confound the measurement of the ROI in the inflamed bowel walls caused by Crohn’s disease. 
Other methods, such as structural similarity, which is used to calculate image quality from the 
ground-truth image, were not used as there was no ground-truth image in this study. 

STATISTICAL ANALYSIS
The mean scores for the overall image quality, artifacts, image sharpness, synthetic ap-

pearance, and SNR of the four image sets were compared using the Friedman test. A Bonfer-
roni correction was applied in multiple comparisons. The inter-reader and inter-sequence 
agreement of the mural thickness, mural signal intensity, and perimural signal intensity 
were calculated using the Cohen’s kappa coefficient (κ). The kappa estimate was interpreted 
as poor agreement for a κ of < 0.20, fair for a κ = 0.21–0.40, moderate for a κ = 0.41–0.60, good 
for a κ = 0.61–0.80, and excellent for a κ = 0.81–1.00. The spatial misalignment artifacts were 
compared using the paired t-test. All the statistical analyses were performed using the SPSS 
version 28 (IBM Corp., Armonk, NY, USA).

RESULTS

ASSESSMENT OF VISUAL SCORING
The average score of the overall image quality was the highest in the MBH-DLR images 

(mean ± SD: 4.36 ± 0.45) compared with that of the other three sets. The SBH-CR images 
(3.10 ± 0.28) showed the lowest score. No significant difference was detected between the 
MBH-CR and SBH-DLR images (4.00 ± 0.18 and 3.98 ± 0.41, respectively, p > 0.999) (Fig. 1).

The overall artifact in the SBH-CR images (3.32 ± 0.47) was the most severe compared with 
that in the others (p < 0.001). No significant difference among the other three sets was detect-
ed. The most frequently visible artifacts were fine linear structures that appeared in the en-
tire image, particularly in the SBH images. Moreover, artifacts caused by bowel peristalsis or 
respiratory motion were included.

Regarding the synthetic appearance, both DLR images scored lower than the correspond-
ing conventional images (p < 0.001). No significant difference was found among the DLR im-
ages (p > 0.999).

The SBH images (4.11 ± 0.66 for SBH-CR) showed a significant (p < 0.001) motion-related 
signal loss compared with that in the MBH images (4.72 ± 0.45 for MBH-CR). No significant 
difference between the DLR images and the conventional images was observed. 

The spatial misalignment artifacts were observed in the MBH images of 32 patients (52%) 
and in the SBH images of two patients (3.3%). The rates were higher in the MBH images than 
in the SBH images (p < 0.001) (Fig. 2).

The bowel wall sharpness was the clearest in the MBH-DLR images (4.34 ± 0.45) followed 
by that in the MBH-CR (4.04 ± 0.19) and SBH-DLR (3.95 ± 0.41) images. However, the differ-
ences were not statistically significant. The vasa recta sharpness was the highest in the SBH-
DLR images (4.11 ± 0.39), followed by that in the MBH images. Both the bowel wall and vasa 
recta sharpness were the lowest in the SBH-CR images compared with those in the other sets 



jksronline.org1314

Single-Breath-Hold SSFSE in Crohn’s disease

(p < 0.001). The image quality scores are summarized in Table 3.

INFLAMMATORY LESION ANALYSIS
On lesion evaluation, the overall inter-reader agreement was good to excellent (κ value: 

0.76–0.95). The inter-sequence agreement by both readers was excellent for all bowel seg-
ments (κ value: 0.94–1.00 by reader 1; 0.92–1.00 by reader 2) (Figs. 3, 4). The results are pre-
sented in Tables 4 and 5.

SNR
The highest SNR was detected in the SBH-DLR images at both the SMA and aortic bifurca-

tion levels (mean ± SD: 135.32 ± 23.81 at the SMA level and 131.52 ± 23.9 at the aortic bifur-

Fig. 1. Coronal single-shot fast spin-echo T2WIs of a 31-year-old male patient with Crohn’s disease. 
A-D. MBH T2WI with DLR (A), MBH T2WI with CR (B), SBH T2WI (C) with DLR, and SBH with CR (D). The DLR 
images show reduced background noise and higher sharpness of bowel margins and mesenteric vessels, 
compared with those in the corresponding CR images, and the SBH-DLR image shows a comparable image 
quality to that of the MBH images.
CR = conventional reconstruction, DLR = deep-learning based reconstruction, MBH = multiple-breath-hold, 
SBH = single-breath-hold, WI = weighted image

A

C

B

D
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cation level), followed by that in the MBH-DLR images (126.05 ± 19.94 at the SMA level and 
126.99 ± 16.66 at the aortic bifurcation level), with no significant difference (p > 0.999). The 
DLR images showed a significantly higher SNR than that of the CR images for both the SBH 

Fig. 2. Axial reconstruction images of a 22-year-old male patient (A, B) and a 47-year-old male patient (C, D) 
with Crohn’s disease. Multiple-breath-hold-DLR images (A, C) and SBH-DLR images (B, D). 
A, C. A slice misalignment appears as an inappropriately cut-off liver surface and abdominal wall muscles 
(arrows) because of the altered breath-holding position.
B, D. The reconstructed corresponding SBH images show continuous anatomical structures without any 
gap or skipped areas.
DLR = deep-learning based reconstruction, SBH = single-breath-hold

Table 3. Qualitative Analysis of Image Quality Scoring

Parameter
Image

p-Value
MBH-DLR MBH-CR SBH-DLR SBH-CR

Overall image quality 4.36 ± 0.45 (4.0–5.0) 4.00 ± 0.18 (3.0–4.5) 3.98 ± 0.41 (3.0–5.0) 3.10 ± 0.28 (2.5–4.0)  < 0.001*
Overall artifacts 3.98 ± 0.44 (3.0–5.0) 3.84 ± 0.41 (3.0–4.5) 3.92 ± 0.34 (3.0–5.0) 3.32 ± 0.47 (2.5–4.0)  < 0.001†

Motion related signal loss 4.72 ± 0.45 (3.5–5.0) 4.72 ± 0.45 (3.5–5.0) 4.11 ± 0.65 (2.0–5.0) 4.11 ± 0.66 (2.0–5.0)  < 0.001‡

Bowel wall sharpness 4.34 ± 0.45 (4.0–5.0) 4.04 ± 0.19 (4.0–5.0) 3.95 ± 0.41 (3.0–5.0) 3.12 ± 0.31 (3.0–4.0)  < 0.001†

Vasa recta sharpness 4.05 ± 0.28 (3.5–5.0) 3.83 ± 0.31 (3.0–4.0) 4.11 ± 0.39 (3.0–5.0) 3.12 ± 0.34 (2.5–4.0)  < 0.001†

Synthetic appearance 3.98 ± 0.45 (3.0–5.0) 4.81 ± 0.33 (4.0–5.0) 4.32 ± 0.43 (3.5–5.0) 4.96 ± 0.17 (4.0–5.0)  < 0.001§

Data are presented as mean ± standard deviation (range). The score of 5 is the highest quality and has the least amount of artifact.
*The post hoc analysis showed significant difference between MBH-DLR and other three images. Also SBH-CR showed significant differ-
ence from MBH images and SBH-DLR. The MBH-CR and SBH-DLR showed no significant difference.
†The post hoc analysis demonstrated significant difference between SBH-CR and other three images. The MBH-DLR, MBH-CR, and SBH-
DLR showed no significant difference.
‡The MBH and SBH images showed significant differences, regardless of reconstruction methods. The DLR and CR images showed no sig-
nificant difference.
§The DLR images showed significant difference compared with corresponding CR images.
CR = conventional reconstruction, DLR = deep-learning based reconstruction, MBH = multiple-breath-hold, SBH = single-breath-hold

A

C

B

D
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Fig. 3. Coronal SSFSE T2-weighted images of a 30-year-old male patient with Crohn’s disease. 
A-D. MBH-DLR (A), MBH-CR (B), SBH-DLR (C), and SBH-CR (D), respectively. The DLR images (A, C) show re-
duced noise with sharper margin of bowel wall compared with those in the CR images (B, D); better delinea-
tion of the bowel wall and of the inflammation (asterisks) in the cecum and terminal ileum with an enteroen-
teric fistula (arrows) and an enterocolic fistula (arrowheads); moreover, both readers gave all the four 
sequences the same scores regarding mural thickness, mural signal intensity, and perimural signal intensity.
E, F. Contrast-enhanced T1-weighted image (E) and diffusion restriction image (F) (b = 900) of the corre-
sponding area. Contrast enhanced image show mural hyper-enhancement and wall thickening of cecum and 
terminal ileum (asterisks), enteroenteric fistula (arrows) and enterocolic fistula (arrowheads) which show dif-
fusion restriction, suggesting active inflammation.
CR = conventional reconstruction, DLR = deep-learning based reconstruction, MBH = multiple-breath-hold, 
SBH = single-breath-hold

A

C

E

B

D

F
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Fig. 4. Coronal SSFSE T2-weighted images of a 22-year-old female patient with Crohn’s disease.
A-D. MBH-DLR (A), MBH-CR (B), SBH-DLR (C), and SBH-CR (D), respectively. Two readers gave all four imag-
es the same scores regarding the inflammatory parameters (e.g., mural thickness, mural signal intensity, 
and perimural signal intensity). Images show increased mural thickness and mural signal intensity (arrows), 
suggesting active inflammation. 
E, F. Contrast-enhanced T1-weighted image (E) and diffusion restriction image (F) (b = 900) of the corre-
sponding area show mural hyper-enhancement with diffusion restriction (arrows).
CR = conventional reconstruction, DLR = deep-learning based reconstruction, MBH = multiple-breath-hold, 
SBH = single-breath-hold 
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and MBH schemes (p > 0.001).

ACQUSITION TIME
The mean acquisition time of the MBH images was 53.19 s (SD: 3.16, range: 49–65 s), and 

that of the SBH images was 16.29 s (SD: 0.99, range: 13–20 s).

DISCUSSION

Our study demonstrated that applying DLR in SSFSE T2-weighted images in MRE improves 
image quality compared with that of conventionally reconstructed images. The SBH tech-
nique has advantages over the MBH technique, such as reducing misalignments (MBH vs. 
SBH: 52% vs. 3.3%, p < 0.001) and scan time (MBH vs. SBH: 53 s vs. 16 s). SBH-DLR showed an 
equivalent image quality in terms of the overall quality, artifacts, and sharpness of bowel and 
vessel structures compared to that of MBH-CR, which is the current standard of care. More-
over, the inter-reader and inter-sequence agreements were excellent for all the three parame-
ters used to evaluate the inflammation caused by Crohn’s disease, suggesting that the diag-
nostic performance was not affected.

A slice misalignment between BHs was more frequently observed in the MBH images than 
in the SBH images. Our results showed that the misalignment was more statistically signifi-
cant in the MBH group. The coverage of the entire scan range in the SBH technique could 
eliminate this spatial mismatch as it prevents the unintentional skipping of anatomical de-
tails or lesions caused by a slice misalignment. Because DLR was not designed to correct this 
misalignment, the CR and corresponding DLR images showed no difference. 

The SBH sequence can be acquired in approximately 16 s, while the MBH sequence can be 
acquired in 53 s over three BHs. Considering the total scan time of MRE, which is approxi-

Table 4. Inter-Reader Agreement on Inflammatory Lesions

Parameter
Image

MBH-DLR MBH-CR SBH-DLR SBH-CR
Ileum

Mural thickness 0.91 (0.83-1.00) 0.91 (0.83-1.00) 0.91 (0.84-1.00) 0.88 (0.82-1.00)
Mural signal intensity 0.87 (0.84-1.00) 0.87 (0.84-1.00) 0.87 (0.84-0.99) 0.87 (0.84-0.99)
Perimural signal intensity 0.89 (0.78-1.00) 0.89 (0.78-1.00) 0.89 (0.78-1.00) 0.89 (0.78-1.00)

Terminal ileum
Mural thickness 0.79 (0.81-0.96) 0.79 (0.81-0.96) 0.77 (0.79-0.95) 0.77 (0.79-0.95)
Mural signal intensity 0.76 (0.72-0.94) 0.76 (0.72-0.94) 0.79 (0.74-0.95) 0.79 (0.74-0.95)
Perimural signal intensity 0.95 (0.85-1.00) 0.95 (0.85-1.00) 0.95 (0.84-1.00) 0.95 (0.84-1.00)

Ascending colon
Mural thickness 0.85 (0.74-1.00) 0.85 (0.74-1.00) 0.85 (0.80-1.00) 0.85 (0.80-1.00)
Mural signal intensity 0.85 (0.70-1.00) 0.85 (0.70-1.00) 0.85 (0.70-1.00) 0.85 (0.70-1.00)
Perimural signal intensity 0.79 (0.57-1.00) 0.79 (0.57-1.00) 0.79 (0.57-1.00) 0.79 (0.57-1.00)

Data in parenthesis are 95% confidence interval.
CR = conventional reconstruction, DLR = deep-learning based reconstruction, MBH = multiple-breath-hold, 
SBH = single-breath-hold
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mately 40–45 min, the time saved was minimal. However, because patients ingest more than 
1000 mL of oral contrast, endure abdominal symptoms and urgency during the scan, and re-
peat breath-holding, they get exhausted easily. Thus, even the smallest duration reduction can 
help them to better tolerate the exam and cooperate. In addition, SBH imaging could help in 
reducing motion artifacts caused by gross bowel movement between BHs, which might hin-
der the anatomic details of the bowel.

The main contributor to the low scores in the overall image artifact category was the multi-
ple fine linear artifacts that appeared throughout the entire image, particularly in the SBH im-
age sets. They were identified as free-induction decay (FID) artifacts or fine-line artifacts. FID 
artifacts are more prominent when applying a VFA because of the overlapping of incomplete-
ly crushed FID signals from a radiofrequency refocusing pulse, which manifest as ripples or 
ring-like artifacts (20, 21). Although the use of DLR reduces artifacts, it is specifically designed 
to reduce the truncation ones (9); therefore, it cannot eliminate FID artifacts completely. Nev-
ertheless, these artifacts were observed less frequently in the SBH-DLR images than in the 
SBH-CR images, resulting in an improved image quality and reduced overall artifacts.

Motion-related signal loss, which is usually associated with cardiac motion, is another 
common artifact typically observed in the left upper quadrant of the abdomen, especially 
when a VFA is applied. The reduced refocusing FA and long refocusing pathways allow the ac-
cumulation of phase shifts from motion, resulting in a bulk area of signal loss (10, 22). The 
SBH images, in which a VFA was applied, had a tendency toward signal loss in the left upper 
margin of the image compared with the MBH images that maintained a constant refocusing 
FA. The corresponding DLR images showed no significant improvement in signal loss. How-
ever, most signal losses were confined to the left liver and did not affect the diagnostic capabil-
ity to detect bowel inflammation in most cases.

Mural or perimural T2 signal intensity and bowel wall thickening indicate active inflamma-
tion in patients with Crohn’s disease (15). Previous studies have shown that the a VFA applica-
tion can improve image contrast by reducing the effective rate of T2 relaxation and decreasing 
image blurring through the stabilization of the signal amplitude through the echo train com-
pared with SSFSE, in which a constant refocusing FA is used (10, 12, 23). Nevertheless, if the 
T2 signal intensity or bowel wall thickness varies according to the sequences imaged, it may 
be difficult to diagnose inflammation. In our study, the agreements of the inflammatory pa-
rameters were high between the readers and between the sequences, suggesting that the dif-
ferences in the refocusing FA and the image reconstruction methods do not affect the evalua-
tion of bowel wall inflammation. 

Our study had a few limitations. First, it had a retrospective design and was performed at a 
single institution. Second, the quality difference between the images was sufficient to esti-
mate the sequence and reconstruction methods; therefore, the reviewers were not complete-
ly blinded, which might have been a source of potential bias. 

In conclusion, the SBH images with DLR demonstrated nearly an equivalent image quality 
without changes in interpretation when evaluating bowel inflammation compared to the 
MBH images with CR. Furthermore, this sequence can be acquired in less than half of the 
scan time without exhausting multiple BHs and reducing slice misalignment. Considering 
these characteristics, SBH-SSFSE imaging with DLR may be considered an alternative to the 
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conventional methods. 
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크론병에서 자기공명영상 장운동기록의 단일호흡  
단발 고속 스핀 에코기법: 딥러닝 기반 재구성의 영향

박언주1 · 이예다운1* · 이준성2

목적 크론병 환자의 자기공명영상 장운동기록(MR enterography; 이하 MRE)에서 단발 고

속 스핀 에코기법(single-shot fast spin-echo; 이하 SSFSE)을 이용한 단일호흡영상(single-

breath-hold; 이하 SBH)과 다호흡영상(multiple-breath-hold; 이하 MBH)을 딥러닝 기반 

재구성(deep-learning based reconstruction; 이하 DLR)의 유무에 따라 네 개의 영상에서 

품질을 비교했다. 

대상과 방법 이 연구는 후향적 연구로서, 크론병으로 MRE를 시행한 61명의 환자가 포함되었

다. SBH와 MBH SSFSE 영상에서 각각 DLR과 고식적 재구성(conventional reconstruc-

tion; 이하 CR)을 시행한 영상을 획득했다. 두 명의 영상의학과 전문의가 네 가지 영상을 분

석하여 전반적인 영상의 품질, 인공물, 선명도와 움직임 관련 신호 손실에 대하여 각각 5점 

척도를 이용해 점수를 부여했다. 회장과 말단 회장, 결장에서 염증을 시사하는 세 가지 소견

을 평가했다. 각 영상에 대해서 공간적 불일치 여부를 확인했고, 네 가지 영상에서 각각 다른 

두 위치에서 신호 대 잡음비(signal-to-noise ratio; 이하 SNR)를 계산했다. 

결과 SBH SSFSE 영상에서 DLR을 적용한 경우 CR보다 영상의 품질, 인공물, 선명도가 통계

학적으로 유의하게 개선되었다. 네 가지 영상 중 SBH-DLR 영상에서 SNR이 가장 높게 나타

났다(p < 0.001). 염증 소견에 대한 판독자 간 일치율은 좋음에서 매우 좋음으로 나타났고(κ = 

0.76–0.95) 시퀀스 간 일치율은 매우 좋음으로 측정되었다(κ = 0.92–0.94). 공간적 불일치는 

SBH 영상보다 MBH 영상에서 통계학적으로 유의하게 빈도가 높았다(p < 0.001).

결론 SBH-DLR 영상은 MBH-CR 영상과 비교했을 때 동등한 영상 품질과 성능을 보여주었

다. 또한, MBH 영상에 비해 절반 이하의 시간과 단일 호흡만으로 영상을 획득할 수 있으며 

공간 불일치를 줄일 수 있는 대체제로 사용할 수 있다.

1인제대학교 의과대학 해운대백병원 영상의학과, 
2GE 헬스케어코리아


