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Cheek swabs, SNP chips, and CNVs: Assessing the
quality of copy number variant calls generated
with subject-collected mail-in buccal brush DNA
samples on a high-density genotyping microarray
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Abstract

Background: Multiple investigators have established the feasibility of using buccal brush samples to genotype
single nucleotide polymorphisms (SNPs) with high-density genome-wide microarrays, but there is currently no
consensus on the accuracy of copy number variants (CNVs) inferred from these data. Regardless of the source of
DNA, it is more difficult to detect CNVs than to genotype SNPs using these microarrays, and it therefore remains an
open question whether buccal brush samples provide enough high-quality DNA for this purpose.

Methods: To demonstrate the quality of CNV calls generated from DNA extracted from buccal samples, compared
to calls generated from blood samples, we evaluated the concordance of calls from individuals who provided both
sample types. The Illumina Human660W-Quad BeadChip was used to determine SNPs and CNVs of 39 Arkansas
participants in the National Birth Defects Prevention Study (NBDPS), including 16 mother-infant dyads, who
provided both whole blood and buccal brush DNA samples.

Results: We observed a 99.9% concordance rate of SNP calls in the 39 blood–buccal pairs. From the same dataset,
we performed a similar analysis of CNVs. Each of the 78 samples was independently segmented into regions of like
copy number using the Optimal Segmentation algorithm of Golden Helix SNP & Variation Suite 7.
Across 640,663 loci on 22 autosomal chromosomes, segment-mean log R ratios had an average correlation of 0.899
between blood-buccal pairs of samples from the same individual, while the average correlation between all
possible blood-buccal pairs of samples from unrelated individuals was 0.318. An independent analysis using the
QuantiSNP algorithm produced average correlations of 0.943 between blood-buccal pairs from the same individual
versus 0.332 between samples from unrelated individuals.
Segment-mean log R ratios had an average correlation of 0.539 between mother-offspring dyads of buccal samples,
which was not statistically significantly different than the average correlation of 0.526 between mother-offspring
dyads of blood samples (p=0.302).
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Conclusions: We observed performance from the subject-collected mail-in buccal brush samples comparable to
that of blood. These results show that such DNA samples can be used for genome-wide scans of both SNPs and
CNVs, and that high rates of CNV concordance were achieved whether using a change-point-based algorithm or
one based on a hidden Markov model (HMM).
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Background
Multiple investigators have established the feasibility of
using buccal brush samples to genotype single nucleotide
polymorphisms (SNPs) with high-density genome-wide
microarrays [1-3], but there is currently no consensus on
the accuracy of copy number variants (CNVs) generated
from these DNA samples and genotyping instruments.
Regardless of the source of DNA, it is more difficult to
detect CNVs than genotype SNPs using these microar-
rays. There is understandable concern that detecting
CNVs is difficult enough using DNA extracted from
blood samples, much less using buccal samples, where
the amount and quality of DNA might be lower.
Many studies, including the National Birth Defects

Prevention Study (NBDPS) [4], rely on subject-collected
mail-in DNA samples, because this is a cost-effective
way of collecting DNA from a geographically diverse
population. Such DNA samples are assumed to have a
higher variance in adherence to collection protocols, and
furthermore may be subject to suboptimal conditions in
transit.
To demonstrate the quality of CNVs generated from

these DNA samples and genotyping instruments, we
evaluated the concordance of CNV calls from DNA
extracted from blood to DNA extracted from subject-
collected mail-in buccal brushes (i.e. cheek swabs). The
Illumina Human660W-Quad BeadChip was used to de-
termine SNPs and CNVs of 39 Arkansas participants in
the NBDPS who had provided both whole blood and
buccal brush DNA samples.
Results
SNP concordance
Genotype calls across 561,490 SNPs were generated
using Illumina’s GenomeStudio software under default
settings; genotypes with a GenCall score [5] of 0.15 or
lower were considered unreliable and set to no-calls.
Among the 39 blood samples, call rates averaged
99.82%, ranging from 99.25% to 99.87%, while call rates
for the 39 buccal brush samples averaged 99.81%
(99.51% to 99.87%). Concordance rates between blood-
buccal pairs of samples averaged 99.92%, ranging from
99.60% to 99.97%. These results confirm that it is
possible to get excellent performance in genotyping
SNPs from mail-in buccal brush DNA samples on a
genome-wide microarray.
CNV concordance
For our analysis of CNVs, we restricted data to the 22
autosomal chromosomes, because part of our analysis
was a comparison of maternal and infant CNVs, and
there were both male and female infants in the study
sample. In addition to 547,937 SNPs, an additional set of
92,726 non-polymorphic, but copy-number-informative,
loci were included in the analysis, for a total of 640,663
loci on 22 autosomal chromosomes. Using the Optimal
Segmentation algorithm of SNP & Variation Suite 7
(SVS7; Golden Helix, Bozeman, Montana), each of the
78 samples was independently segmented into regions of
common mean. This segmentation was performed on
the 78 sequences (one per sample) of 640,663 log R
ratios, which is defined as the base-2 log-ratio of the
sample’s direct intensity (R) at the given locus, versus a
reference sample [6].
Optimal Segmentation does not explicitly assign copy

number state, but instead produces a parsimonious seg-
mentation of the genome in which each locus in a seg-
ment shares the same underlying distribution of log R
ratios. We judged concordance, therefore, by comparing
the 78 sequences of segment-mean log R ratios, in which
individual log R ratios are replaced by their correspond-
ing segment mean. Among the 39 blood-buccal pairs of
DNA samples from the same individual, segment-mean
log R ratios had an average Pearson’s correlation coeffi-
cient of 0.899, while the average correlation between all
possible blood-buccal pairs of unrelated individuals was
0.318.
As an illustration, Figure 1 shows data from blood-

buccal pairs of samples from three unrelated individuals
in a 3kb region of chromosome 3. We find multiple
deletions in two of these subjects, each of which is
detected in both the blood and buccal samples, except
for one deletion that spans only three loci and is
detected in the blood sample but not in the buccal sam-
ple (subject 100210181.1 near 164.0 mb). Figure 1, there-
fore, illustrates the feasibility of using buccal cell data



Figure 1 Illustrative example from a 3kb region of chromosome 3. The log R ratios of three blood-buccal pairs of samples are plotted, with
segment means (produced by Optimal Segmentation algorithm) overlaid in red.
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for CNV detection, but also reveals the challenges
involved in detecting CNVs which span only a small
number of probed loci.
The average correlation of raw log R ratios between

the 39 blood-buccal pairs of samples from the same in-
dividual was 0.613, while the average correlation of
segment-mean log R ratios from the same pairs of sam-
ples was 0.899 (Table 1). This shows that by combining
data across neighboring loci to infer regions of like copy
number, the Optimal Segmentation algorithm substan-
tially reduces locus-to-locus variation while still retain-
ing the features (CNVs) shared by the two sequences of
data. The average correlation of segment-mean log R
ratios was 0.526 between mother-offspring dyads of
Table 1 Average correlation of log R ratios between pairs of b

Blood v Buccal

Self Mother/Child Unrelated M

Raw data 0.613 0.336 0.184

SVS 7 0.899 0.526 0.318

QuantiSNP

BF10 0.933 0.552 0.326

BF30 0.943 0.550 0.332

BF50 0.943 0.549 0.335

Average correlations (Pearson’s) are shown for both raw data and for vectors of seg
three different log Bayes factor cut-offs.
blood and buccal samples, and was 0.318 between the
set of all possible blood-buccal pairs from unrelated
individuals. The greater correlation between mother-
offspring dyads shows that there are heritable CNVs,
while the positive correlation between unrelated pairs of
samples shows that there are common CNVs shared by
unrelated individuals in our population.
The correlation between mothers and offspring allows

us to compare the performance of buccal and blood
samples. We would expect higher quality DNA to yield
higher correlations between mothers and offspring, be-
cause there would be less measurement error in the
resulting data. In our data, segment-mean log R ratios
had an average correlation of 0.539 between mother-
iological samples

Blood Buccal

other/Child Unrelated Mother/Child Unrelated

0.369 0.231 0.446

0.526 0.321 0.539 0.323

0.549 0.329 0.565 0.334

0.552 0.335 0.557 0.334

0.551 0.338 0.557 0.337

ment-mean data under different algorithms. QuantiSNP results are shown for
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offspring dyads of buccal samples, which was greater
than the average correlation of 0.526 between mother-
offspring dyads of blood samples, although not signifi-
cantly so (p=0.302). Similarly, correlations averaged
0.323 between all possible unrelated pairs of buccal sam-
ples, compared to 0.321 (p=0.177) from blood samples.
Buccal and blood DNA samples, therefore, performed
comparably well in detecting CNVs.

Comparison of CNV-calling algorithms
QuantiSNP [7] is a Bayesian hidden Markov model
(HMM) for inferring CNVs from SNP arrays. We chose
QuantiSNP as a contrasting algorithm to Optimal Seg-
mentation because it is HMM-based, is widely used and
cited in scientific literature [8-10], and in a recent com-
parison of seven CNV-calling algorithms [11], outper-
formed the other six methods in the majority of datasets
tested. Each CNV detected by QuantiSNP has a log
Bayes factor (LBF) associated with it, indicating the
strength of evidence in favor of the CNV versus normal
copy number. The QuantiSNP manual [12] recommends
an LBF cutoff of at least 30 to obtain low false positive
rates; as with any CNV-detecting algorithm, there is a
tradeoff between detecting smaller variants (sensitivity)
and controlling the rate of false positives (specificity).
An independent analysis using QuantiSNP produced

average correlations of 0.943 between blood-buccal pairs
versus 0.332 between unrelated pairs, using an LBF cut-
off of 30. Table 1 also shows results from applying LBF
cutoffs of 10 and 50, suggesting that the correlation in
segment-mean log R ratio is largely insensitive to the
choice of cutoff. Table 2, however, shows that the LBF
cutoff does influence the number of CNVs detected, as
well as the average size of those CNVs. When using an
LBF cutoff of 10, which is the lowest value
Table 2 Characteristics of CNVs detected using
QuantiSNP

Bayes Factor 10 Bayes Factor 30 Bayes Factor 50

Blood Brush Blood Brush Blood Brush

Mean # CNVS
per subject

314.0 385.7 151.5 183.0 103.1 109.1

Size of CNVs (kb)

Mean 15.9 16.2 19.9 19.0 19.4 19.0

25th percentile 1.0 1.1 1.0 1.1 1.1 1.2

Median 2.1 2.1 1.9 2.1 1.9 2.0

75th percentile 6.0 5.8 4.4 4.8 3.9 4.2

Size of CNVs (probes)

Mean 15.9 16.6 17.2 18.4 17.9 17.0

25th percentile 12.0 12.0 13.0 14.0 14.0 14.0

Median 16.0 16.0 17.0 17.0 17.0 17.0

75th percentile 18.0 18.0 18.0 18.0 18.0 18.0
recommended in the QuantiSNP manual, a significantly
higher number of CNVs is detected in the brush data
than in the blood data (385.7 per subject vs 314.0, re-
spectively, p=0.025). Using an LBF cutoff of 50, however,
reduces the average number of CNVs as well as the dif-
ference between brush and blood (109.1 per subject vs
103.1, p=0.169).
Figure 2 compares the blood-buccal correlation of

segment-mean log R ratios generated by QuantiSNP and
SVS Optimal Segmentation. The first panel shows that
QuantiSNP yields uniformly higher self-to-self correla-
tions, while the second and third panels show higher
average mother-offspring correlations and correlations
between unrelated pairs of samples. This may be due to
QuantiSNP’s use of B allele frequency data, in addition
to log R ratio, to infer CNVs, which allows loss of het-
erozygosity (LOH), for example, to inform CNV calls.

Discussion
The use of subject-collected mail-in DNA samples
exposes a study to an additional risk of non-compliance,
namely, the possibility of poor sample collection or
handling by study subjects. Out of our initial collection
of 46 buccal brush samples that were run on non-
defective microarrays, one had a low genotyping call rate
that was likely caused by poor DNA quality, and one
had a high call rate but was genetically inconsistent with
the three other members of its blood/buccal/mother/
offspring quartet. This left 44 buccal samples (96%) that
had high call rates and the expected genetic relatedness
to the rest of their respective quartets. The NBDPS col-
lects DNA from mothers, fathers, and infants, which
allows a consistency check of genetic identity. In the
buccal brush samples used in this study, total DNA yield
ranged from 390 to 11,004 ng and averaged 2,474 ng
(Additional file 1: Table 1), while the Illumina BeadChip
platform requires 200 ng DNA per sample. Therefore, in
the case of defective chips or for purposes of quality as-
surance, nearly any buccal sample could be re-run on a
new chip if desired.
This study investigated the feasibility of using buccal

brush DNA samples, instead of blood samples, on a
high-density genotyping microarray platform to geno-
type SNPs and CNVs. Other labs have investigated the
accuracy of CNVs detected using microarrays [13], and
we recommend replicating any CNV associations using
independent samples and alternate lab techniques, such
as quantitative real-time PCR (qPCR), regardless of the
DNA sample type. Nevertheless, the high correlation of
CNV calls within self-to-self blood-buccal pairs of sam-
ples, in comparison to substantially lower correlations
between unrelated blood-buccal pairs, gives us high con-
fidence that the data, though containing noise and
errors, do reflect the actual biological state. Rincon and
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Figure 2 Correlation between pairs of samples of segment-mean log R ratios. Comparison of results from QuantiSNP (LBF=30) vs. Optimal
Segmentation.
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colleagues [14] have published a comparison of eight
matched pairs of canine blood and buccal DNA samples
and, similarly, did not find significant differences in mar-
ker intensity measurements between the two sources of
DNA. Marenne and colleagues, [15] on the other hand,
found that human saliva DNA samples did not perform
as well as blood in their analysis of CNV. Although these
and our current results cannot be extrapolated to all po-
tential sources of DNA, such as urine, hair, or finger-
nails, they might give investigators with access to these
other non-blood DNA samples encouragement to per-
form similar feasibility studies.
CNV differences between different tissues of the same

healthy individuals have been observed [16]. This might
be responsible for the consistently higher correlations
between blood/blood and buccal/buccal pairs of unre-
lated individuals, compared with corresponding buccal/
blood pairings (Table 1). The fact that these correlations
between unrelated individuals were consistently positive
is evidence of common CNVs that are shared by mul-
tiple individuals in populations.

Conclusions
We observed performance from the subject-collected
mail-in buccal brush samples comparable to that of
blood. These results show that such DNA samples can
be used for genome-wide scans of both SNPs and CNVs,
and that high rates of CNV concordance were achieved
whether using a change-point-based algorithm or one
based on a hidden Markov model.

Methods
Ethics statement
The study was approved by University of Arkansas for
Medical Sciences’ Institutional Review Board and the
NBDPS with protocol oversight by the Centers for Dis-
ease Control and Prevention (CDC) Center for Birth
Defects and Developmental Disabilities. All study sub-
jects gave informed written consent. For minors,
informed written consent was obtained from their legal
guardian.

Sample collection
In 1997, eight CDC-supported centers for birth defects
research were established and began participation in the
NBDPS [4,17,18]. A population-based birth defects
registry at each site abstracts information on live born
or stillborn infants and elective terminations diagnosed
with one of 30 major structural malformations. Con-
trols—infants without congenital anomalies—are
selected randomly from either birth certificates or hos-
pital records.
Information regarding multiple maternal exposures

and lifestyles hypothesized to impact the developing
embryo are obtained from all case and control mothers
who participate in the NBDPS by a phone interview.
Once a mother has completed the interview, a DNA
sample-collection kit (with instructions, consent forms,
sterile brushes, reimbursement, and return envelope) is
mailed to her.
In Arkansas, there is one pediatric tertiary care stand-

alone children's hospital – Arkansas Children's Hospital.
A subset of Arkansas residents who completed the
NBDPS were also included in another study at Arkansas
Children's Hospital Research Institute; thus, some Ar-
kansas families who were eligible for both studies pro-
vided both blood and buccal cell samples.

Experimental design
All participants in the NBDPS are asked to submit ma-
ternal, paternal, and infant DNA samples using mail-in
CytoSoft CYB-1 buccal brush kits [4]. In order to assess
the quality of genotypes generated using these samples
on the Illumina Human660W-Quad BeadChip, we per-
formed a pilot study of 24 mother-offspring dyads (48
subjects total) for whom whole blood samples were
available in addition to buccal brush samples. These 96
DNA samples were prepared and hybridized to
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BeadChips under standard Illumina protocols [19]. Be-
cause the Human660W-Quad handles four DNA sam-
ples per chip, each sample of the mother-offspring/
blood-buccal quartet of samples was randomly assigned
to four different BeadChips, to prevent any possible chip
effects from biasing results. After hybridization and
scanning, genotypes for 561,490 SNPs were determined
for each sample, using Illumina’s proprietary GenCall al-
gorithm under default settings.
Out of the 96 DNA samples, all but six had SNP call

rates of 99.1% or higher, with a mean call rate of 99.8%.
Four of the six low call rates were caused by a defective
BeadChip, which was determined using diagnostic data
plots and subsequently confirmed by Illumina. We can-
not definitively determine the cause of the remaining
two low call rates, which came from one blood and one
buccal sample of unrelated individuals on two different
BeadChips. Out of the remaining 42 subjects with both
high blood and high buccal call rates, 39 had blood-
buccal SNP concordance rates greater than 99.9%. Of
the three subjects (two infants and one mother) with
high call rates and low concordance rates, we were able
to determine whether the blood or buccal sample was
more likely to contain incorrect DNA, by comparing
genotypes to those from the related subject (i.e., mother
or child) and assuming Mendelian inheritance.
Based on these comparisons, the three likely mis-

labeled or miscollected DNA samples were one maternal
blood, one infant blood, and one infant buccal sample.
Out of the 46 buccal samples that were hybridized to
non-defective BeadChips, therefore, one had a low call
rate (83%) and one appeared to be either mislabeled or
miscollected, based on a high call rate but low concord-
ance with its corresponding blood sample and with the
two maternal DNA samples. The other 44 buccal sam-
ples (96%) exhibited high call rates and high concord-
ance with their corresponding blood samples, as well as
Mendelian consistency with their related samples. There
were 39 subjects with high SNP call rates for both blood
and buccal, and high SNP concordance rates between
the two, and these subjects form the basis for our ana-
lysis of CNV. Out of these 39, 32 were comprised of 16
mother-infant dyads.

DNA collection, extraction, and quantification
Methods for the collection and processing of blood and
buccal cells are well established using approved IRB pro-
tocols for the DNA Bank for Congenital Malformations
and the NBDPS [17]. Samples are logged into electronic
inventory at the Hobbs Birth Defects Genomics Labora-
tory using a bar-code system. DNA is extracted from
blood or buccal cell samples by using Pure Gene DNA
purification reagents (Qiagen Inc. USA, Valencia, CA)
according to the manufacturer’s protocol. Prior to
genotyping, genomic DNA are quantified with TaqMan
RNaseP Detection Reagents (Applied Biosystems ABI,
Foster City, CA) and 200 ng were used for genotyping.
Additional file 1: Table 1 shows DNA yields and concen-
trations for the 78 blood- and buccal-derived samples.

Generation of SNP and CNV calls
Genotype calls across 561,490 SNPs were generated
using Illumina’s GenomeStudio software under default
settings; genotypes with a GenCall score of 0.15 or lower
were considered unreliable and set to no-calls (Illumina,
2010).
The QuantiSNP manual recommends filtering out

CNVs with LBF less than 10 to prevent large numbers of
false positive calls, while setting a threshold at 30 or
more is recommended to obtain low false positive rates.
We therefore computed correlations of segment-mean
log R ratios under three different LBF thresholds: 10, 30,
and 50, representing a range of thresholds that might be
used in practice.

Additional file

Additional file 1: Table S1. DNA Yields and Concentrations.

Abbreviations
SNP: Single nucleotide polymorphism; CNVs: Copy number variants;
NBDPS: National Birth Defects Prevention Study; IRB: Institutional Review
Board; HMM: Hidden Markov model; LBF: Log Bayes factor; LOH: Loss of
heterozygosity; CDC: Centers for Disease Control and Prevention.

Competing interests
The authors declare that they have no competing interests.

Authors’ contributions
SWE conducted statistical analysis and drafted the manuscript. SLM
conducted DNA extraction and genotyping and assisted with the
manuscript. CAH participated in the study design and manuscript
development. All authors read and approved the final manuscript.

Acknowledgements
This research is supported by grants from the National Institutes of Health (5-
R01-HD039054-08), the Centers for Disease Control and Prevention (3-
U50DD613236-10W1), the Arkansas Biosciences Institute, and the University
of Arkansas for Medical Sciences’ College of Medicine Children’s University
Medical Group (CUMG) grant program. The authors thank Ashley S. Block for
assistance in preparation of the manuscript.

Received: 6 February 2012 Accepted: 21 June 2012
Published: 26 June 2012

References
1. Loomis SJ, Olson LM, Pasquale LR, Wiggs J, Mirel D, Crenshaw A, Parkin M,

Rahhal B, Tetreault S, Kraft P, et al: Feasibility of High-Throughput
Genome-Wide Genotyping using DNA from Stored Buccal Cell Samples.
Biomark Insights 2010, 5:49–55.

2. Woo JG, Sun G, Haverbusch M, Indugula S, Martin LJ, Broderick JP, Deka R,
Woo D: Quality assessment of buccal versus blood genomic DNA using
the Affymetrix 500 K GeneChip. BMC Genet 2007, 8:79.

3. Feigelson HS, Rodriguez C, Welch R, Hutchinson A, Shao W, Jacobs K, Diver
WR, Calle EE, Thun MJ, Hunter DJ, et al: Successful genome-wide scan in
paired blood and buccal samples. Cancer Epidemiol Biomarkers Prev 2007,
16(5):1023–1025.

http://www.biomedcentral.com/content/supplementary/1471-2350-13-51-S1.xlsx


Erickson et al. BMC Medical Genetics 2012, 13:51 Page 7 of 7
http://www.biomedcentral.com/1471-2350/13/51
4. Yoon PW, Rasmussen SA, Lynberg MC, Moore CA, Anderka M, Carmichael
SL, Costa P, Druschel C, Hobbs CA, Romitti PA, et al: The National Birth
Defects Prevention Study. Public Health Rep 2001, 116(Suppl 1):32–40.

5. Infinium Genotyping Data Analysis: Technical Note. http://www.illumina.com/
Documents/products/technotes/technote_infinium_genotyping_data_
analysis.pdf.

6. Genomic Profiling of LOH and DNA Copy Number with Infinium Whole-
Genome Genotyping. http://www.illumina.com/documents/products/
appnotes/appnote_cgh.pdf.

7. Colella S, Yau C, Taylor JM, Mirza G, Butler H, Clouston P, Bassett AS, Seller A,
Holmes CC, Ragoussis J: QuantiSNP: an Objective Bayes Hidden-Markov
Model to detect and accurately map copy number variation using SNP
genotyping data. Nucleic Acids Res 2007, 35(6):2013–2025.

8. Buizer-Voskamp JE, Muntjewerff JW, Strengman E, Sabatti C, Stefansson H,
Vorstman JA, Ophoff RA: Genome-wide analysis shows increased
frequency of copy number variation deletions in Dutch schizophrenia
patients. Biol Psychiatry 2011, 70(7):655–662.

9. Pagnamenta AT, Bacchelli E, de Jonge MV, Mirza G, Scerri TS, Minopoli F,
Chiocchetti A, Ludwig KU, Hoffmann P, Paracchini S, et al: Characterization
of a family with rare deletions in CNTNAP5 and DOCK4 suggests novel
risk loci for autism and dyslexia. Biol Psychiatry 2010, 68(4):320–328.

10. Rujescu D, Ingason A, Cichon S, Pietilainen OP, Barnes MR, Toulopoulou T,
Picchioni M, Vassos E, Ettinger U, Bramon E, et al: Disruption of the
neurexin 1 gene is associated with schizophrenia. Hum Mol Genet 2009,
18(5):988–996.

11. Dellinger AE, Saw SM, Goh LK, Seielstad M, Young TL, Li YJ: Comparative
analyses of seven algorithms for copy number variant identification
from single nucleotide polymorphism arrays. Nucleic Acids Res 2010,
38(9):e105.

12. Yau C: QuantiSNP In. 2114th edition.: ; 2010.
13. Zhang D, Qian Y, Akula N, Alliey-Rodriguez N, Tang J, Gershon ES, Liu C:

Accuracy of CNV Detection from GWAS Data. PLoS One 2011, 6(1):e14511.
14. Rincon G, Tengvall K, Belanger JM, Lagoutte L, Medrano JF, Andre C,

Thomas A, Lawley CT, Hansen MS, Lindblad-Toh K, et al: Comparison of
buccal and blood-derived canine DNA, either native or whole genome
amplified, for array-based genome-wide association studies. BMC Res
Notes 2011, 4:226.

15. Marenne G, Rodriguez-Santiago B, Closas MG, Perez-Jurado L, Rothman N,
Rico D, Pita G, Pisano DG, Kogevinas M, Silverman DT, et al: Assessment of
copy number variation using the Illumina Infinium 1M SNP-array: a
comparison of methodological approaches in the Spanish Bladder
Cancer/EPICURO study. Hum Mutat 2011, 32(2):240–248.

16. Bruder CE, Piotrowski A, Gijsbers AA, Andersson R, Erickson S, von Tell D, de
Stahl TD, Menzel U, Sandgren J, Poplawski A, et al: Phenotypically
concordant and discordant monozygotic twins display different DNA
copy-number-variation profiles. AmJHumGenet 2008, 82(3):763–771.

17. Rasmussen SA, Lammer EJ, Shaw GM, Finnell RH, McGehee RE Jr, Gallagher
M, Romitti PA, Murray JC: Integration of DNA sample collection into a
multi-site birth defects case–control study. Teratology 2002, 66(4):177–184.

18. Rasmussen SA, Olney RS, Holmes LB, Lin AE, Keppler-Noreuil KM, Moore CA:
Guidelines for case classification for the National Birth Defects
Prevention Study. Birth Defects ResPart A Clin MolTeratol 2003,
67(3):193–201.

19. Peiffer DA, Le JM, Steemers FJ, Chang W, Jenniges T, Garcia F, Haden K, Li J,
Shaw CA, Belmont J, et al: High-resolution genomic profiling of
chromosomal aberrations using Infinium whole-genome genotyping.
Genome Res 2006, 16(9):1136–1148.

doi:10.1186/1471-2350-13-51
Cite this article as: Erickson et al.: Cheek swabs, SNP chips, and CNVs:
Assessing the quality of copy number variant calls generated with
subject-collected mail-in buccal brush DNA samples on a high-density
genotyping microarray. BMC Medical Genetics 2012 13:51.
Submit your next manuscript to BioMed Central
and take full advantage of: 

• Convenient online submission

• Thorough peer review

• No space constraints or color figure charges

• Immediate publication on acceptance

• Inclusion in PubMed, CAS, Scopus and Google Scholar

• Research which is freely available for redistribution

Submit your manuscript at 
www.biomedcentral.com/submit


	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Results
	SNP concordance
	CNV concordance
	Comparison of CNV-calling algorithms

	Discussion
	Conclusions
	Methods
	Ethics statement
	Sample collection
	Experimental design
	DNA collection, extraction, and quantification
	Generation of SNP and CNV calls

	Additional file
	Abbreviations
	Competing interests
	Authors’ contributions
	Acknowledgements
	References


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /PageByPage
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000500044004600206587686353ef901a8fc7684c976262535370673a548c002000700072006f006f00660065007200208fdb884c9ad88d2891cf62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef653ef5728684c9762537088686a5f548c002000700072006f006f00660065007200204e0a73725f979ad854c18cea7684521753706548679c300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV <>
    /HUN <>
    /ITA <>
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020b370c2a4d06cd0d10020d504b9b0d1300020bc0f0020ad50c815ae30c5d0c11c0020ace0d488c9c8b85c0020c778c1c4d560002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken voor kwaliteitsafdrukken op desktopprinters en proofers. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents for quality printing on desktop printers and proofers.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /NoConversion
      /DestinationProfileName ()
      /DestinationProfileSelector /NA
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure true
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles true
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /NA
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /LeaveUntagged
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [595.440 793.440]
>> setpagedevice


