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Abstract

With the recent CyberKnife treatment planning system (TPS) upgrade from Preci-

sion 1.0 to Precision 2.0, the new VOLO optimizer was released for plan optimiza-

tion. The VOLO optimizer sought to overcome some of the limitations seen with

the Sequential optimizer from previous TPS versions. The purpose of this study was

to investigate the clinical impact of the VOLO optimizer on treatment plan quality

and clinical treatment efficiency as compared to the Sequential optimizer. Treatment

plan quality was evaluated in four categories of patients: Brain Simple (BS), Brain

Complex (BC), Spine Complex (SC), and Prostate (PC). A total of 60 treatment plans

were compared using both the Sequential and VOLO optimizers with Iris and MLC

collimation with the same clinical constraints. Metrics evaluated included estimated

treatment time, monitor units (MUs) delivered, conformity index (CI), and gradient

index (GI). Furthermore, the clinical impact of the VOLO optimizer was evaluated

through statistical analysis of the patient population treated during the 4 months

before (n = 297) and 4 months after (n = 285) VOLO introduction. Significant MU

and time reductions were observed for all four categories planned. MU reduction

ranged from −14% (BS Iris) to −52% (BC MLC), and time reduction ranged from

−11% (BS Iris) to −22% (BC MLC). The statistical analysis of patient population

before and after VOLO introduction for patients using 6D Skull tracking with fixed

cone, 6D Skull tracking with Iris, and Xsight Spine tracking with Iris were −4.6%,

−22.2%, and −17.8% for treatment time reduction, −1.1%, −22.0%, and −28.4% for

beam reduction and −3.2%, −21.8%, and −28.1% for MU reduction, respectively.

The VOLO optimizer maintains or improves the plan quality while decreases the

plan complexity and improves treatment efficiency. We anticipate an increase in

patient throughput with the introduction of the VOLO optimizer.
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1 | INTRODUCTION

The CyberKnife robotic system is specifically designed for stereotactic

radiosurgery (SRS) and stereotactic body radiosurgery (SBRT).1,2 The

most recent CyberKnife (Model M6TM) is equipped with three collima-

tors: fixed cone, IrisTM variable collimator, and InCiseTM multileaf colli-

mator (MLC).3,4 Both fixed cone and Iris have 12 circular collimator

sizes ranging from 5 mm to 60 mm. The Iris collimator was designed

to emulate the fixed cone but with better efficiency in delivery by

freely changing collimator sizes at the same delivery position.5 The

goal of the treatment planning process is to optimize the beam aper-

ture, beam angle, and beam weight to achieve good conformity and a

steep dose gradient around the target volume, and to minimize the

dose to the nearby critical structures. As the treatment targets are

often located near or adjacent to the critical structures, the optimiza-

tion process is often a tradeoff process between the multiple critical

goals of target coverage and critical structure sparing.

In 2008, Schlaefer et al. introduced a stepwise optimization algo-

rithm with the approach of optimizing multiple clinical goals in steps

with built‐in priority.6 It was implemented in the CyberKnife planning

system as the Sequential optimizer. The system searches for a solu-

tion under a set of constraints that must be met, and then optimizes

the clinical objectives in sequential steps with higher priority for the

top objectives. The Sequential optimizer is relatively efficient for

simple cases while it shows significant weaknesses on complicated

cases. For example, the optimizer seldom converges on the optimal

solution when planning with dose escalation or when planning with

multiple targets at different dose prescriptions. Furthermore, delivery

efficiency is not integrated in the optimization. Therefore, a separate

time and beam reduction process has to be performed after opti-

mization. For plans using MLCs, the Sequential optimizer optimizes

on pre‐created shapes which makes the planning with MLC collima-

tor significantly difficult and inefficient. Finally, long optimization

times are needed for complex cases.

To overcome some of the weaknesses with the Sequential opti-

mizer, Accuray (Sunnyvale, CA, USA) released an upgrade to their

treatment planning software (TPS) for CyberKnife treatments in

November 2018. The upgrade (Precision 1.0 to Precision 2.0)

included the VOLO optimizer which was a major rework of the opti-

mization engine used in the TPS and was intended to improve on

optimization performance (faster optimization and better plan quality

with shorter treatment times), ease of use (intuitive interface with

optimization approach similar to other planning systems), and better

integration (no time reduction tools required and all plans are deliv-

erable after final calculation).

The VOLO optimizer combines dose–volume histogram (DVH)

goals into a single cost function. The goal's importance is specified

as objective weighting. For circular collimators (fixed cones and Iris

collimation), plan optimization is single phased with direct beam opti-

mization before final dose calculation. The optimization is based on

pregenerated beams as the previous optimizer. For MLC collimation,

plan optimization consists of two phases: (a) fluence optimization fol-

lowed by (c) segmentation and aperture adaptation before final dose

calculation. The upgraded MLC optimization workflow also includes

an interactive DVH display that allows for parameter adjustment

during the optimization process. The optimization process integrates

delivery efficiency as part of the cost function, resulting in an always

deliverable plan. This is in contrast to the Sequential optimizer.

The goal of this study was to investigate the clinical impact of

the VOLO optimizer in terms of machine performance, patient

throughput, and treatment plan quality compared to the Sequential

optimizer.

2 | METHODS AND MATERIALS

2.A | Patient selection

Patients who had previously undergone CyberKnife treatment at

Stanford Cancer Institute using the Sequential optimizer of Precision

1.0 on the M6 CyberKnife system (Accuray, Sunnyvale, CA) with

either Iris3 or InCise 2 MLC4 collimation were included. Patients

treated with plans using fixed cones were not included as fixed

cones are generally only used for small metastatic brain lesions (<

~3.0 cm3), for which we expected minimal differences between the

optimizers. Five patients were selected from the predefined cate-

gories of Brain Simple (BS), Brain Complex (BC), Spine Complex (SC),

and Prostate (PC) (Fig. 1). Care was taken to ensure that the plans

were representative of the cases typically seen in the clinical practice

at Stanford Cancer Institute.

2.B | Treatment plan optimization

Treatment plans previously generated with the Sequential optimizer

prior to the TPS upgrade were re‐optimized with the VOLO opti-

mizer. Both the BC and the SC cases all had previously generated

plans using both Iris and MLC for the purpose of comparison. One

of the plans was used for treatment. During the re‐optimization pro-

cess, the prescription dose, fractionation schedule, coverage (volume

of tumor that receives ≥ prescription dose divided by the total

tumor volume), and maximum dose were kept constant between the

plans. The treatment time was not kept constant but was evaluated

after optimization to ensure that it was kept within clinically appro-

priate delivery times. BS cases were optimized using only Iris colli-

mation as these cases would never have been considered for MLC

collimation due to the small size and simplicity of the lesions. In con-

trast, the PC cases were optimized using only MLC collimation due

to the size and complexity of prostate treatments. Both BC and SC

cases were re‐optimized using both Iris and MLC collimation with

VOLO optimizer. All treatment plans were generated by medical

physicists with >10 years' experience in CyberKnife treatment plan-

ning. All plans were deemed clinically acceptable after critical review

by physicians and satisfied the dose constraints proposed in TG‐
101.7 All final doses were calculated using RayTracing dose calcula-

tion algorithm, although Monte Carlo algorithm is also available

(Monte Carlo calculation for MLC only becomes available in Preci-

sion 2.0 and after).
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2.C | Plan evaluation

The treatment plans were evaluated based on treatment time, dose

conformity index (CI), dose gradient index (GI), number of monitor

units (MUs), and OAR doses. Treatment time was estimated by the

TPS based on the number of nodes, beams, segments (MLC only),

and MU, as well as user‐defined Estimated Patient Setup Time and

Estimated Image Time interval. For comparison purpose, we set the

Estimated Patient Setup Time and Estimated Image Time interval to

1 min and 90 sec, respectively, for all plans. CI was defined as the

ratio of the product of total volume receiving ≥prescription dose

and total tumor volume to the square of tumor volume receiving

≥ prescription dose CI ¼ V100%�V PTVð Þ
V100% PTVð Þ2

� �
. GI was defined as the ratio of

volume receiving ≥50% of prescription dose to volume receiving

≥100% of prescription dose GI ¼ V50%
V100%

� �
.8 One MU is equal to

1 cGy of absorbed dose in water under calibration conditions

(depth = dmax, Source–Axis Distance (SAD) = 80 cm, field size = 60

mm diameter at SAD = 80 cm).

2.D | Population evaluation

Two population analyses of patients treated before and after the

Precision 2.0 upgrade were performed. In the first analysis, patients

treated during the 4 months leading up to the TPS upgrade were

compared to the patients treated during the 4 months after the TPS

upgrade. Treatment time, number of beams used, and number of

MUs used were compared. Only patients with treatment plans using

6D Skull tracking or Xsight Spine tracking were included in this anal-

ysis (these criteria excluded a total of three patients who had treat-

ment plans using fiducial tracking with or without the Synchrony

Respiratory Tracking System). In the second analysis, the utilization

of the three different collimation systems was evaluated on a

monthly basis starting 5 months before until 6 months after the TPS

upgrade. The analysis was subdivided into treatment plans utilizing

6D Skull tracking and Xsight Spine tracking.

2.E | Statistical analysis

The statistical analyses of the population evaluations were per-

formed using unpaired t‐tests.

3 | RESULTS

3.A | Brain Simple (BS)

For BS plans, the average treatment time and MUs were reduced by

11% (26.4–23.4 min) and 14% (15430–13270 MUs) when comparing

the VOLO to the sequentially optimized plans (Table 1, Fig. 2). The

CI was 1.16 and 1.14 (1% reduction) and the GI was 3.25 and 3.00

(8% reduction) with the Sequential and VOLO optimizers, respec-

tively. Figure 2 shows a representative case in BS category. This par-

ticular plan did not show a significant reduction in treatment time

F I G . 1 . Representative cases and inclusion criteria. Representative cases and inclusion criteria of the categories of patients evaluated. Four
categories of patients were evaluated (n = 5 per category): Brain Simple (BS), Brain Complex (BC), Spine Complex (SC), and Prostate (PC).
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with the VOLO compared to the Sequential optimizer, but a reduced

dose gradient and an increased conformity was shown.

3.B | Brain Complex (BC)

For BC plans using Iris collimation, the average treatment time and

MUs were reduced by 22% (41.6–32.6 min) and 43% (33597–
19285 MUs) when comparing the VOLO to the sequentially opti-

mized plans (Table 1). The CI was 1.18 and 1.17 (1% reduction) and

the GI was 3.10 and 3.06 (2% reduction) when optimized with the

Sequential and VOLO optimizers, respectively.

With MLC collimation, the average treatment time and MUs

were reduced by 21% (28.2–22.2 min) and 52% (21635–
10335 MUs) when comparing the VOLO to the sequentially opti-

mized plans (Table 1, Figure 3). The CI was 1.20 and 1.16 (3% reduc-

tion) when optimized with the Sequential and the VOLO optimizer,

respectively. No change in GI was found (2.75 and 2.75, respec-

tively). Figure 3 shows a representative case in BC category. This

category showed largest time and MU reduction of all categories

tested, with larger reductions for the MLC plans vs the Iris plans.

Between the two collimator systems, the average MU was

reduced from 33597 (Iris) to 21635 (MLC) (−35.6%) for Sequential,

and 19285 (Iris) to 10335 (MLC) (−46.4%) for VOLO. Treatment

time was reduced from 41.6 min (Iris) to 28.2 min (MLC) (−32.2%)

for Sequential, and from 32.6 min (Iris) to 22.2 min (MLC) (−31.9%).

V50% was reduced from 267 to 237 cm3 (−11.4%) for Sequential,

and 265 to 239 cm3 (−10.0%) for VOLO. No change was found for

V100%.

3.C | Spine Complex (SC)

In the SC category with Iris collimation, the average treatment time

and MUs were reduced by 12% (52.0–46.5 min) and 22% (42950–
33408 MUs) when comparing the VOLO to the sequentially opti-

mized plans (Table 1). The CI was 1.33 and 1.31 (1% reduction) and

the GI was 4.02 and 4.13 (3% increase) when optimized with the

Sequential and the VOLO optimizer, respectively.

With MLC collimation, the average treatment time and MUs

were reduced by 14% (34.6–29.8 min) and 16% (27326–
22899 MUs) when comparing the VOLO to the sequentially opti-

mized plans (Table 1, Fig. 4). The CI was 1.32 and 1.24 (6% reduc-

tion) and the GI was 3.43 and 3.73 (9% increase) when optimized

with the Sequential and the VOLO optimizer, respectively. Figure 4

shows a representative case in SC category with MLC. The MLC

plans in this category had the most significant improvement in con-

formity of the categories tested with the VOLO compared to the

Sequential optimizer. Doses to relevant risk organs for all cases are

presented in Table S1.

Between the two collimator systems, the average MU was

reduced from 42950 (Iris) to 27326 (MLC) (−36.4%) for Sequential,

and 35065 (Iris) to 22899 (MLC) (−34.7%) for VOLO. Treatment

time was reduced from 52.0 min (Iris) to 34.6 min (MLC) (−33.5%)

for Sequential, and from 47.0 min (Iris) to 29.8 min (MLC) (−36.5%)

for VOLO. V50% was reduced from 522 (Iris) to 443 cm3 (MLC)

(−15.0%) for Sequential, and 528 (Iris) to 444 cm3 (MLC) (−15.9%)

for VOLO. V100% was reduced from 137 cm3 to 125 cm3 (−8.8%)

for Iris vs MLC, respectively, using the VOLO optimizer, with mini-

mal change for the Sequential optimizer.

3.D | Prostate (PC)

In the PC category, the average treatment time and MUs were

reduced by 17% (23.2–19.2 min) and 38% (27867–17301 MUs)

when comparing the VOLO to the sequentially optimized plans

(Table 1, Fig. 5). The CI was 1.09 and 1.07 (2% reduction) and the

GI was 2.92 and 3.11 (7% increase) when optimized with the

Sequential and the VOLO optimizer, respectively. Doses to relevant

risk organs for all cases are presented in Table S2.

3.E | Population Analysis

All patients planned and treated on our CyberKnife system during

the 4 months before and after TPS upgrade were compared (Fig. 6).

A significant improvement in plan efficiency was found for all metrics

for plans generated with Iris collimation regardless of site. The num-

ber of beams and number of MUs was reduced by ~22% and ~28%,

respectively, for both brain and spine. The corresponding values for

average treatment time reduction was 22.2% (7 min reduction) and

17.8% (8 min reduction), respectively. No significant difference was

found in brain cases using fixed cone collimation. The number of

plans with MLC collimation for both tracking types, and the number

of plans using Fixed Cone collimation for Xsight Spine tracking were

too few for analysis.

The collimation usage was analyzed on a monthly basis pre‐ and
post‐TPS upgrade (Fig. 7). For brain cases, increased consideration

for MLC usage was seen for more complex cases of brain lesions.

However, the distribution between fixed cone and Iris collimation

remained constant during this period. For spine cases, the use of

MLC collimation increased following the TPS upgrade. At 4 months

after upgrading, the MLC usage dominated the Iris collimation usage

for these patients. The usage of Fixed Cone remained unchanged.

4 | DISCUSSION

The introduction of the VOLO optimizer with Precision 2.0 was a

major upgrade of the optimization engine used for CyberKnife treat-

ment plan generation. The upgraded optimization approach is more

similar to other planning system in that it combines weighted DVH

goals into a single cost function. The new interactive features during

the optimization also allows the planner to explore different trade-

offs which is made easier by faster convergence of the optimization.

Furthermore, the new optimizer allows for easy planning with dose

escalation and multitarget planning with different dose prescriptions

as the old sequential nature of the optimization has been removed.

We did not include such plans in our designed comparison due to
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the difficulty in quantitative CI and GI calculations. To illustrate this

improvement, one re‐plan with two targets at different dose level

was presented in Figure S1. A planner accustomed to the Sequential

optimizer may miss the hard constraints feature. With VOLO opti-

mizer, achieving certain dose limits requires balancing the weighting

of the objectives.

The performance comparison between the Sequential and VOLO

optimizer was performed on four categories of patients: Brain Simple

(BS), Brain Complex (BC), Spine Complex (SC), and Prostate (PC).

These patient categories represent a wide variety of target size, loca-

tion, and proximity to risk organs, and therefore the complexity of

the treatment. All patients had previous clinically approved treat-

ment plans generated with the Sequential optimizer. In treatment

plan comparison, these cases were re‐optimized using the VOLO

optimizer. During this re‐optimization, care was taken to maintain

the same stringent Stanford Cancer Institute criteria for plan accep-

tance as was used for the original plan. Parameters such as prescrip-

tion isodose line and coverage were aimed to be constant.

Prescription isodose lines agreeing within 2% were accepted in the

final plans. The planners did not get any information about the treat-

ment time in the original plan but was told to optimize as they

would normally do. Due to the nature of the variety of plans

F I G . 2 . Representative case in the Brain Simple (BS) category. Axial, coronal, and sagittal view of the dose distribution for an example case
planned with the Sequential and VOLO optimizer utilizing Iris collimation. The CI, GI, number of MUs, and treatment time are shown for the
two plans.

F I G . 3 . Representative case in the Brain Complex (BC) category. Axial, coronal, and sagittal view of the dose distribution for an example
case planned with the Sequential and VOLO optimizer utilizing MLC collimation. The CI, GI, number of MUs, and treatment time are shown for
the two plans. The yellow arrows represent significant differences between the plans.
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included, the OAR doses were intentionally left out in the results.

For example, the brain cases were chosen based on treatment com-

plexity, not on similarity between cases. Between the different plans,

not only the relevant risk organs differ, but also the fractionation

scheme and total dose. However, in the case of spine and prostate,

the same type of risk organ is present in all plans. Therefore, we

have included the risk organ doses for these two categories in

Table S1 and Table S2.

In the previous versions of the TPS, time‐reducing techniques

were available which aimed at reducing the number of beams and

MUs following plan optimization.9,10 However, as this time reduc-

tion technique was applied after the optimization, an aggressive

reduction could cause plan quality degradation. For this reason, the

final plans optimized with the Sequential optimizer were mostly not

optimized on treatment time. These post‐optimization time reduction

techniques were removed with the new TPS upgrade and were

instead included as part of the optimization. The user may specify

maximum nodes, minimum and maximum MU per beam, maximum

number of beams, and MU penalty as optimization parameters. The

integration of these parameters during the optimization significantly

reduced the complexity of the plan without compromising the plan

quality as was seen in both the plan comparison and in the clinical

population analysis.

Overall, major improvements in plan efficiency were seen with

the VOLO optimizer. In the direct plan comparison, overall reduc-

tions of 14–52% in number of MUs used and 11–22% reductions in

F I G . 5 . Representative case in the Prostate (PC) category. Axial, coronal, and sagittal view of the dose distribution for an example case
planned with the Sequential and VOLO optimizer utilizing MLC collimation. The CI, GI, number of MUs, and treatment time are shown for the
two plans. The yellow arrows represent significant differences between the plans.

F I G . 4 . Representative case in the Spine Complex (SC) category. Axial, coronal, and sagittal view of the dose distribution for an example
case planned with the Sequential and VOLO optimizer utilizing MLC collimation. The CI, GI, number of MUs, and treatment time are shown for
the two plans. The yellow arrows represent significant differences between the plans.
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treatment time was seen when using Iris or MLC collimation. These

reductions increased with increasing plan complexity. However, only

small changes in conformity and in dose fall off were seen. This indi-

cates that the increase in plan efficiency did not come at the

expense of the plan quality. The MLC plans showed larger confor-

mality improvements as compared to Iris plans with the VOLO com-

pared to the Sequential optimizer. SC benefited the most due to its

complexity in tumor shape. GI changes were mixed in sign and the

increase in GI were partially due to the increase of conformality (de-

creased V100%). Looking at V50% for those groups with positive GI

change, only PC group had noticeable V50% increased.

The treatment efficiency improvement seen in our direct plan

comparison was also shown in our population analysis of patients

undergoing CyberKnife treatment before or after the TPS upgrade.

For both Iris and MLC collimation, large reductions in number of

beams, number of MUs, and treatment time was seen. The reduction

in number of MUs and number of beams was very similar indicating

that the plans are both more efficient and less modulated. The

reduction in beams, MUs, and treatment time was not translated to

brain cases utilizing fixed collimation. The reason for this is most

likely due to the simplicity of most of these cases which consists of

a high percentage of small circular lesions treated with single fixed

collimation as stated above.

In this study, we planned BC and SC with both Iris and MLC

using both optimizers. We observed similar MU and time reductions

comparing the MLC plans to the Iris plans with both optimizers.

Dose gradients were better with MLC plans vs Iris plans for both

optimizers. The reductions seen were consistent with previous

publications comparing the two collimation systems for the Sequen-

tial optimizer alone.11‐17 Furthermore, with the VOLO optimizer we

also found planning using MLC much easier with better plan quality

compared to the Sequential optimizer. Plan conformality was

improved significantly for the SC group, where V100% was reduced

by 9% for MLC vs Iris, using the VOLO optimizer. However, not all

cases will benefit from MLC. The physical limitations on MLC leaf

width (3.85 mm for InCiseTM 2 collimator) and slightly larger penum-

bra (due to the nonfocused leaf edge), can result in inferior plan

quality for smaller targets.17 At our institution, we apply MLC only

to larger targets with diameter greater than 3 cm.

One of the vendor's promises with the VOLO optimizer was an

increased performance of the MLC. In previous versions, the MLC

plans were optimized based on pre‐created MLC apertures (periph-

eral, conformal, and random segments on treatment target) which

limited the solution space for these plans. Previous MLC plans often

contained a high component of small segments created to conform

to the target boarders resulting in higher doses on the periphery of

the target and lower doses centrally. The lack of a full MLC aperture

optimization in the Sequential optimizer caused planning difficulty

and inferior plan quality, which limited the MLC application for com-

plicated spine and brain cases at our institute. With the new opti-

mizer, a fluence optimization is performed followed by a segment

generation and adaptation.18 The MU penalty pushes the optimizer

to use the largest possible segments in the final plan. With this

approach, the MLC apertures are no longer random, and they are

optimized on both treatment dose distribution and treatment effi-

ciency.

(a)

(b) 6D Skull Tracking Xsight Spine Tracking

Fixed Cone Iris Iris

Sequen�al VOLO Sequen�al VOLO Sequen�al VOLO

Number of Pa�ents 169 167 57 75 71 43

Number of Beams 115 114 138 107 175 126

Treatment Time (min) 35 33 31 24 47 39

Number of MUs 18866 18261 19216 15033 30697 22063

F I G . 6 . Population analysis: Treatment
efficiency. Population analysis of patients
undergoing CyberKnife treatment during
the 4 months before and after upgrading
to Precision 2.0. a) Bar graph showing
percent average reduction in number of
beams, treatment time, and number of
MUs used per treatment plan and b) the
average values of the evaluated
parameters. Separate comparisons were
performed for plans with 6D Skull tracking
and Xsight Spine tracking. *P < 0.05.
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Due to that in the majority of cases, the Iris plans outperformed

the MLC plans using the Sequential optimizer in Precision 1.0, too

few plans were available in the population analysis for proper statis-

tical handling. However, in the comparison of the re‐optimized plans,

a marked improvement in plan quality was seen, with, for example,

significant improvements in conformity in BC and SC categories for

the MLC plans. With these data, MLC has seen increased considera-

tion of use in brain and spine cases after the TPS upgrade. A real

increase in the MLC usage was not seen until 4 months after the

upgrade due to MLC hardware and software compatibility issues.

Once this was resolved (at 4 months) the MLC usage has steadily

increased, especially in cases related to the spine (Fig. 7).

With the significant reduction of MU and treatment time for

plans using VOLO optimizer, the other potential benefits may be the

reduced patient body dose from the head and collimator leakage,

and decreased imaging dose. While patient body dose is directly pro-

portional to MU, the imaging dose is proportional to treatment time.

A pair of KV images is usually taken at an interval between 30 amd

90 sec based on patient positioning stability.

5 | CONCLUSIONS

The VOLO optimizer maintains or improves the plan quality while

decreases the complexity compared to the Sequential optimizer

found in previous versions of the CyberKnife TPS. This is evident by

reductions in treatment time, number of beams used, and in the

number of MUs delivered. Through the introduction of the VOLO

optimizer with Precision 2.0, we foresee the ability of increasing our

patient load, facilitated by the simplicity of plan generation,

increased use of MLCs, and the reductions in treatment time with-

out decreasing the quality of the treatment plan.
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SUPPORTING INFORMATION

Additional supporting information may be found online in the

Supporting Information section at the end of the article.

Fig. S1. This patient was treated on CyberKnife with a plan cre-

ated with Sequential optimizer using MLC. The original plan deliv-

ered 3500 cGy to target “Sellar” and 3000 cGy to target “R

maxillary” in 5 fractions. The case was re‐planned with VOLO opti-

mizer. MU, segments and treatment time are (11692, 71, 18 min-

utes) for the VOLO plan (Active), and (12997, 71, 20 minutes) for

the Sequential plan (Ref). The isodose of the two plans were com-

pared in Supp. Figure 1a, where the 3000 cGy isodose line follows

the “R maxillary” contour much better in the VOLO plan. DVHs in

Supp. Figure 1b shows that VOLO plan covers the “R maxillary” sig-

nificant better, while spares the critical structures (brainstem, chiasm

and L Optic nerve) better than the original Sequential plan. However,

the volume at low dose for the soft tissue (defined as the total

patient scanned volume with targets subtracted) is slightly worse for

the VOLO plan in this case.
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