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INTRODUCTION

The main role of craniofacial skeleton is to support and protect 

the important soft-tissue organs. Craniofacial bone fractures and 

congenital anomalies can cause functional and aesthetic prob-

lems. In severe cases, disruptions in the craniofacial skeleton can 

affect breathing, speech, sight, and the ability to swallow. Cranio-

facial reconstructive surgery is performed following facial trauma 
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and for treating congenital anomalies in order to achieve the most 

complete restoration of facial functions.

Adequate reduction and durable fixation are the most impor-

tant goals in facial bone reconstruction. Titanium plates and 

screws has been the golden standard for fixation in craniofacial 

reconstructive surgery [1-4]. During the last few decades, signifi-

cant developments have taken place in the management and the 

materials used for craniofacial reconstruction.

Materials used for fixation of the craniofacial bone can be cate-

gorized into metallic or bioabsorbable materials. Clinical knowl-

edge about the use of bioabsorbable materials has allowed applica-

tion of these materials in orthgnathic and facial trauma surgeries 

[5-7]. The most relevant advantage is the absence of the need for a 
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second-stage operation to remove implants [8].

Bioabsorbable materials for craniofacial surgery can be divided 

into bioabsorbable plate or bioabsorbable mesh. Bioabsorbable 

plate has been accepted internationally. The advantages of bioab-

sorbable meshes over the plates are the ease in designing and 

shaping the implant such that the prepared material matches the 

curvature of the facial skeleton.

In this study, we report the use of bioabsorbable mesh in vari-

ous craniofacial trauma reconstructions. The purpose of this 

study is to focus on the outcome and efficacy of bioabsorbable 

mesh in craniofacial trauma surgery.

 

METHODS

Patients

The study includes a total of 611 patients in whom a bioabsorbable 

mesh was for craniofacial reconstruction at our institution be-

tween October 2008 and February 2015. Medical records were re-

viewed for demographic information, injury characteristics, oper-

ative details, and clinical outcomes. To ensure an accurate 

diagnosis, the patients routinely underwent preoperative axial, 

coronal, sagittal plane view, and 3-dimensional computed tomog-

raphy (CT) imaging, in addition to plain radiographs and physical 

examination.

Surgical techniques

Each fracture site was exposed with periosteal dissection. We de-

signed a bioabsorbable mesh (MacroPore, 30×36 mm or 50×50 

mm, 0.5 m in thickness; Medtronic, Minneapolis, MN, USA) and 

immersed it in heating bath (saline water at 55°C) to mold the mesh 

to the contour of each bone lesion. Displaced bone fragments were 

removed from the fracture site and were re-aligned on to the mesh 

using absorbable screws. This bioabsorbable mesh was then inter-

nally fixated to the intact adjacent bone also using several absorb-

able screws. The mesh was molded once again according to the fa-

cial bone curvature, under warm saline irrigation (Figs. 1, 2).

Fig. 1. Fracture reduction and bioabsorbable mesh fixation. This 20-year-old male patient presented with an anterior wall fracture of the frontal 
sinus after being hit by a baseball. A 4-cm incision was made in the subbrow area to access the frontal sinus. The fracture site was completely 
exposed by periosteal stripping. Intraoperative findings confirmed the presence of a step-off deformity. A bioabsorbable mesh was cut to the 
appropriate size, and then soaked in saline bath at 55°C to be molded to the curved shape of frontal sinus. Then, depressed bone fragments (4 
cm×3 cm, when aligned together) were detached from the fracture site and attached to the bioabsorbable mesh. (A) The mesh with attached bone 
fragments was fixed onto the intact surrounding bone. (B) Preoperative computed tomographic scan shows a depressed fracture of the left anterior 
table of the frontal sinus. (C) Postoperative computed tomography images demonstrates a near-normal contour of the frontal sinus. Preoperatively, 
the patient had been complaining of forehead paresthesia, which was resolved with the operation. 
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RESULT

The study identified 501 men (82.0%) and 110 women (18.0%). 

The mean age was 40.5 years (range, 7 to 94 years). The fracture 

sites were blow-out fracture in 392 cases, zygomaticomaxillary 

complex fracture in 34 cases, nasal septum fracture in 16 cases, 

frontal bone in 14 cases, and complex facial bone fracture (more 

than two fracture sites) in 155 cases (Table 1). Injury mechanism 

included physical altercation, automobile collisions, motorcycle 

collisions, vehicle-vs-pedestrian collisions, work-related accidents, 

sports-related injuries, slipping, and fall (Table 2). The mean fol-

low-up duration was 11.4 weeks (range, 1 week to 3 years). 

Displaced bone segments were reduced and fixed properly in 

all patients. The authors found that bioabsorbable meshes provid-

ed rigid fixation without any evidence of loss of integrity on post-

operative CT scans.

Overall, preoperative symptoms were observed in 335 patients 

(54.7%), including numbness in 266 cases (43.5%), extraoccular 

movement (EOM), discomfort in 159 cases (26.0%), diplopia in 93 

cases (15.2%), enophthalmos in 3 cases (0.5%), blurry vision in 7 

cases (1.1%), and septal deviation in 16 cases (2.6%). Postoperative 

complications were observed in 46 patients (13.7%), including 

numbness in 31 cases (5.1%), EOM discomfort in 7 cases (1.1%), 

diplopia in 3 cases (0.5%), enophthalmos in 1 case (0.2%), ectropi-

on in 3 cases (0.5%), and infection in 2 case (0.3%) (Table 3).

There were no cases of malunion, nonunion, or contour abnor-

malities. None of the patients experienced any reaction to the 

mesh or screws, and no implant became exposed.

Table 1. Fracture site
Fracture site No. (%)

Blow out fracture 392 (64.1)

Zygomaticomaxillary 34 (5.6)

Nasal septum 16 (2.6)

Frontal bone 14 (2.3)

Complex facial bone 155 (25.4)

Table 2.  Clinical data by injury mechanism

Etiology
Sex

Total (%)
Male Female

Altercation 145 11 156 (25.7)

Car 19 16 35 (5.7)

Motorcycle 43 5 48 (7.8)

Bicycle 28 5 33 (5.4)

Vehicle- vs. -Pedestrian 22 11 33 (5.4)

Work-related accident 4 - 4 (0.7)

Sport-related injury 44 3 47 (7.7)

Slipping 69 27 96 (15.7)

Fall 32 11 43 (7.0)

Miscellaneous injuries 81 21 102 (16.7)

Unknown 14 0 14 (2.2)

Total 501 110 611 (100)

Fig. 2. Internal fixation of the bioabsorbable mesh. The patient was a 25-year-old woman presenting with a left zygomaticomaxillary complex 
fracture. A 5cm intraoral incision was made on the upper gingivobuccal sulcus. The periosteum was dissected in order to completely expose the 
fracture site. The loose bone fragments were detached from the anterior wall of the maxillary sinus. The bioabsorbable mesh was designed in the 
appropriate size and shape so that it would not compress the infraorbital nerve. The mesh was soaked in warm saline and molded to the curvature 
of maxillary sinus. (A) A detached bone fragment was attached to the mesh by a bioabsorbable screw. (B) The bone-and-mesh complex was 
subsequently fixed to the intact bone. The fixed mesh was irrigated with 55°C saline solution to allow for firm contact between the mesh and the 
facial bone, which was simultaneously carried out with suction to avoid infraorbital nerve injury. 

BA
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DISCUSSION

The use of titanium plates and screws to achieve stable facial bone 

fixation has been well documented. These materials have become 

the standard hardware used for fixation of craniofacial bone frac-

tures. However, there are disadvantages to using titanium plates 

and screws [9,10]. Orringer et al. [11] identified the reasons for im-

plant removal in craniofacial surgical patients and found that pal-

pable implants were the most common cause of removal, in addi-

tion to infection, pain, wound dehiscence, thermal sensitivity, 

plate migration, and loosening of plates and screws [12]. In our 

study, signs of postoperative infection were present in 2 patients. 

However, postoperative IV antibiotics were adequate in control-

ling initial nidus and obviated the need for mesh removal. 

Despite these disadvantages, rigid fixation using titanium 

plates and screws was relatively successful in the adult population. 

Therefore, surgeons extended its application to craniofacial re-

constructive surgery in children [13]. But there are different con-

siderations for the pediatric craniofacial reconstructive surgery 

compared with the adult reconstructive surgery. These include 

tremendously accelerated ability to heal and being in the midst of 

bone growth. Lin et al. found that rigid fixation might affect the 

growth of surrounding bones and result in craniofacial deformi-

ties [14]. Because of these negative results after the use of rigid fixa-

tion in pediatric patients, fixation with bioabsorbable materials 

should be considered the standard of care for craniofacial bone 

fixation in children [15-17]. 

The bioabsorbable mesh used in our study is composed of 70% 

poly L-lactic acid and 30% poly D, L-lactic acid in combination. 

This polymer provides optimal strength and resorption time. 

Rehm et al. [18] reported that this combination of polymers retains 

approximately 68% of its initial strength after 8 weeks, approxi-

mately 30% its initial strength after 6 months, and is absorbed 

completely within 24 months. The material is biocompatible and 

is suitable for use in craniofacial reconstructive surgery [8].  Al-

though biomechanically inferior to titanium plate and screws, the 

bioabsorbable plate and screw appear to provide equivalent results 

when compared to metal fixation systems in an animal model [8].  

Bioabsorbable mesh was originally used for orbital wall frac-

tures. Baek et al. [19] reported that both bioabsorbable and titani-

um meshes showed good results without significant differences in 

long term follow-up. Tabrizi et al. [20] evaluated orbital floor re-

construction in 101 patients using autologous bone and various 

alloplastic materials (Medpor, Medpor Titan, titanium mesh, and 

resorbable plates). The authors concluded that these alloplastic 

materials provided structural support and could be successfully 

used in large orbital floor defects. These bioabsorbable meshes 

and screws commonly used for blowout fracture are inappropri-

ate for frontal bone and zygomaticomaxillary complex fractures 

because these bones tend to fracture into multiple small frag-

ments. Kim et al. [21] performed successful treatment of frontal 

sinus fracture using the bioabsorbable mesh. The method in-

volved use of mesh applied in surgery for fracture. Detached bone 

fragments were attached to the prepared bioabsorbable mesh. The 

mesh was molded in heating bath, and while fixing the bone-

mesh complex to the remainder of zygomaticomaxillary bone, 

the mesh was molded once again by warm saline irrigation. By 

performing irrigation and suction at the same time, we could 

avoid thermal injury to the soft tissue, including the nerve and ar-

tery.

Nasal bone fracture is one of the most common facial bone 

fractures, and it is frequently accompanied by septal fracture. Kim 

et al. [10] reported that 46.9% of nasal bone fractures are accom-

panied by septal fractures. For nasal bone fractures with accom-

panying septal fracture, we approached the septum though an in-

verted L-shaped incision at the mucocutaneous junction. We 

straightened the fractured cartilage and inserted a 2×3 cm pen-

tagonal bioabsorbable mesh. Then, the mesh was fixed as an in-

ternal splint between the perichondrium and the cartilage. In or-

Table 3. Postoperative complications
Complications Number (%)

Numbness 31 (5.1)

EOM discomfort 7 (1.1)

Diplopia 3 (0.5)

Enophthalmos 1 (0.2)

Infection 2 (0.3)

Ectropion 3 (0.5)

EOM, extraoccular movement.
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der to keep the bioabsorbable mesh in the desired place, a silicone 

sheet was fixed for seven days. The nasal packing was removed 

five days after the operation, and afterwards, the mesh functioned 

as a buttress for the septum.

Bone fragment reduction with bioabsorbable mesh and screws 

is relatively easy because it allow fixation of small bone fragments 

away from the fractured site. Also, the bioabsorbable mesh is thin 

and convenient for designing and trimming with scissors. Placing 

the fixation material on the outer surface of craniofacial bone can 

result in suboptimal cosmetic outcome, as the plates and screws 

can be palpable. However, as time passes, the fixation material 

placed under the skin degrades naturally and is no longer palpa-

ble. This phenomenon increases patient satisfaction for the ab-

sorbable system. In addition, holes on the surface of the bioab-

sorbable mesh are the grounds for the close contact between the 

soft tissue and bone fragments, which leads to successful healing 

within the fracture site [22]. 

For several years, we have been using the bioabsorbable mesh 

for treating facial bone fractures. Based on this experience, we 

suggest that bioabsorbable mesh can be easily applied in a variety 

of craniofacial trauma reconstructions.
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