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Abstract. Photoacoustic imaging (PAI) is an emerging biomedical imaging technology, which can potentially be
used in the clinic to preoperatively measure melanoma thickness and guide biopsy depth and sample location.
We recruited 27 patients with pigmented cutaneous lesions suspicious for melanoma to test the feasibility of a
handheld linear-array photoacoustic probe in imaging lesion architecture and measuring tumor depth. The probe
was assessed in terms of measurement accuracy, image quality, and ease of application. Photoacoustic scans
included single wavelength, spectral unmixing, and three-dimensional (3-D) scans. The photoacoustically mea-
sured lesion thickness gave a high correlation with the histological thickness measured from resected surgical
samples (r ¼ 0.99, P < 0.001 for melanomas, r ¼ 0.98, P < 0.001 for nevi). Thickness measurements were
possible for 23 of 26 cases for nevi and all (6) cases for melanoma. Our results show that handheld, linear-
array PAI is highly reliable in measuring cutaneous lesion thickness in vivo, and can potentially be used to inform
biopsy procedure and improve patient management. © The Authors. Published by SPIE under a Creative Commons Attribution 3.0

Unported License. Distribution or reproduction of this work in whole or in part requires full attribution of the original publication, including its DOI. [DOI: 10
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1 Introduction
Melanoma is a tumor that results from the malignant transfor-
mation of melanocytes and is the most lethal form of skin
cancer. Despite accounting for <5% of all skin cancers, it is
responsible for 75% of skin-cancer-related deaths.1,2 Early diag-
nosis and treatment is essential, with a 98% survival rate for
cases discovered before the tumor metastasizes to the sentinel
lymph nodes and organs. The histopathologically measured
melanoma thickness, known as the Breslow thickness, is the
most important clinical indicator for melanoma staging, guiding
treatment, and determining prognosis.

Although the recommended technique for diagnosing cuta-
neous melanoma is excisional biopsy with narrow margins, par-
tial biopsy techniques, such as punch and tangential biopsies,
are routinely used to diagnose suspect lesions, particularly in
cosmetically sensitive areas, with up to 27% of melanomas
being diagnosed with partial biopsy.3,4 Partial biopsies are
associated with an increased risk of inaccurate histopathologic
measurement of tumor thickness and misdiagnosis, due to
undersampling of the primary lesion.5 Microstaging inaccura-
cies for melanoma have been reported in 16% to 43% of non-
excisional biopsy techniques.5,6 Current guidelines suggest that
the most irregular and pigmented part of a suspect lesion is the
most favorable for biopsy; however, this does not always cor-
respond to the most histologically advanced area of the

lesion,5,7,8 and thus the full lesion thickness may be unavailable
to the pathologist. In cases where undersampling occurs, sur-
geons can be faced with a choice of planning a full surgical exci-
sion based on a provisional Breslow thickness, in the hope that it
represents the thickest portion of the lesion, or to perform a
repeat biopsy to obtain the full lesion thickness prior to defini-
tive surgery.9 Thus, a preoperative, noninvasive measurement of
tumor thickness could guide the surgeon in determining biopsy
depth and sample location and could improve patient manage-
ment and eliminate the need for additional biopsies.

Many noninvasive imaging modalities have been used for the
in vivo assessment of melanoma and benign skin lesions, but
many have significant limitations. Dermoscopy10 is routinely
used to examine subsurface tumor characteristics and pigmen-
tation, and has aided the diagnosis of melanoma. However, its
penetration depth is limited by optical diffusion, and it cannot
image beyond the papillary dermis. Other optical imaging meth-
ods, such as optical coherence tomography,11 confocal micros-
copy,12,13 and two-photon microscopy,14 while providing good
contrast and resolution, are likewise depth limited and do not
have sufficient penetration to determine melanoma depth.
High-frequency ultrasound (US) can maintain good resolution
at penetration depths greater than optical imaging but it has
poor contrast as the difference in acoustic impedance between
melanoma and the surrounding tissue is low.15 Magnetic reso-
nance imaging and positron emission tomography16,17 have been
used in the assessment of melanoma, however, they have poor
resolution in the skin, are expensive, and are not routinely avail-
able for clinical dermatological imaging.
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Photoacoustic imaging (PAI) is a noninvasive biomedical im-
aging modality which combines the advantages of optical and
US imaging, namely high optical absorption contrast with high
US resolution, for deep tissue imaging in the diffusive regime,
while minimizing their disadvantages.18 In PAI, a pulsed source
of electromagnetic energy, typically a short-pulsed laser, is used
to heat biological tissue through optical absorption. The result-
ant thermoelastic expansion generates an acoustic wave that can
be detected at the tissue surface in the same way as conventional
US imaging. PAI derives its means of contrast from optical
absorption and is thus sensitive to endogenous biological
absorbers, such as melanin and hemoglobin, allowing it to
image melanin distribution within the skin and pigmented
skin lesions, as well as their associated microvasculature
networks.19,20 By varying the laser wavelength, PAI can acquire
functional information such as blood oxygen saturation and
hemoglobin concentration measuring angiogenesis—a hallmark
of cancer. Moreover, since US scattering is 2 to 3 orders of mag-
nitude weaker in biological tissue than optical scattering, PAI
can image beyond the optical ballistic regime (∼1 mm in soft
tissue) while maintaining high spatial resolution.

Several preclinical studies, employing PAI systems with
various scanning configurations, have demonstrated its
effectiveness in assessing the axial and lateral extent of cutane-
ous skin lesions, including melanoma, and their associated
microvasculature.21–23 PAI systems with handheld, linear-
array probes are most likely to succeed in clinical applications
due to their high frame rate, field of view, and ease of
application.24,25 Furthermore, linear-array systems allow for
the simultaneous coregistration of PA and B-mode US images,
which combine the optical absorption contrast and functional
information of PAI with the structural imaging capabilities
of US.26

In this study, we introduce a high-frequency, handheld linear-
array PAI system to the clinic to test its feasibility, in terms of
ease of application, image quality, scanning time, and accuracy
in measuring pigmented skin lesion thickness in vivo. To this
end, patients with cutaneous lesions suspicious for melanoma
were recruited to undergo a preoperative PA scan. PA lesion
thickness measurements were compared with the histologically
determined thickness measured from resected surgical samples.

2 Materials and Methods
After ethical approval from our institutional review board, 27
patients with pigmented cutaneous lesions that aroused a clinical
suspicion of melanoma were recruited to undergo PAI. All
patients were informed and gave consent before participation.
During scanning, patients were required to wear laser safety
goggles for protection from laser radiation.

The PA linear-array probe (LZ 550, VisualSonics Inc.) was
composed of 256 acoustic transducers, with a central detection
frequency of 40 MHz (bandwidth 55%), and surface area of
3 mm × 14 mm, with a large acceptance angle allowing the
entire section of most lesions to be assessed in the imaging
plane. The use of a linear array generates inherently coregistered
PA and US images in real time, which provide a complementary
fusion of US structure with the functional and molecular infor-
mation of PA images.27 Pulsed laser light was delivered to the
tissue through two planar light bars (Fig. 1), situated on either
side of the transducer array, and focused at a distance of 7 mm
from the transducer surface. The beam angle was 30 deg with
respect to the imaging plane. A tunable optical parametric oscil-
lator (OPO, 680 to 970 nm, Opotek Inc.) driven by a frequency-
doubled Nd:YAG laser (20 Hz repetition rate, 5 frames per sec-
ond) provided the laser light source and was coupled to an opti-
cal fiber bundle and incorporated to the PA probe. The detected

Fig. 1 PAI system used to scan pigmented skin lesions. (Left) Schematic of PAI system showing laser
source, signal processing procedure, and linear-array PA probe (viewed from elevational direction).
(Right) View of the PA probe head (enclosed by dashed box on left) showing crossed laser beam geom-
etry (lateral direction).
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PA and US signals were sent through a cable to an imaging sta-
tion (Vevo LAZR, VisualSonics Inc.), where a delay-and-sum
beam forming algorithm was used to reconstruct the coregis-
tered PA and US images and display them in real time.
Furthermore, by scanning the linear-array probe along a one-
dimensional stepper motor, three-dimensional (3-D) images
of skin lesion morphology could be formed by taking a two-
dimensional (2-D) scan at regular intervals.28 The frame density
of 3-D scans was set to 290 frames per scan length, which was
varied depending on the lesion diameter. A single 3-D scan took
∼3 min to acquire, and during scanning the patient was
instructed to keep still to prevent movement artifacts.

The PA probe was coupled to the skin with US gel and
scanned laterally across the lesion in several scanning directions
to assess its full volume. Single-wavelength PA scans were
taken at 680 nm. Care was taken to ensure that the PA probe
was placed perpendicular to the skin surface to maximize the
amplitude of the detected PA signal. The frame with the deepest
portion of the lesion was selected, and the maximum lesion
thickness was measured from the top of the epidermis to the
deepest discernible lower boundary, as distinguished by high
optical absorption.

In addition to single-wavelength PA scans, an imaging tech-
nique known as spectral unmixing (SU)29 was employed. SU
uses multiwavelength PA scans to produce a PA image that
maps the spatial distribution of a selected biological absorber,
in this case melanin and melanin-containing cells (e.g., melano-
cytes and basal keratinocytes), by means of their distinct optical
absorption spectrum within the near-infrared wavelength region.
The SU scanning procedure consisted of taking a spectroscopic
scan of the most pigmented part of the lesion over the wave-
length range of 680 to 970 nm in steps of 10 nm, and a sub-
sequent multiwavelength scan where the laser sequentially
switched between 5 wavelengths (680, 700, 750, 850, and
900 nm). The multiwavelength scan was used to produce a
PA image that exclusively plots regions of absorption, which
matched the absorption spectrum of the lesion. Since SU sep-
arates the absorption signature of melanin-containing cells from
other endogenous chromophores in the tissue, it was hypoth-
esized that it may provide a more accurate measure of lesion
thickness. To test this, SU thickness measurements were com-
pared with thickness measurements from single-wavelength PA
scans. Furthermore, SU scans were used to track the extent of
lesion growth along the epithelium in skin adnexa, such as hair
follicles and sweat glands, in cases where said measurements
were reported by histology. Adnexal depth was measured ver-
tically from the lesion surface to the deepest adnexal structure
connected to the primary lesion. On average, the full SU scan-
ning procedure took ∼7 min.

The maximum PA lesion thickness, and the depth of lesion
extension in the skin adnexa measured with SU, was compared
with the histological measurements from resected surgical
specimens. PA thickness measurements were made blinded
to results of the histological thickness. Correlation between
PA measurements and histological measurements was deter-
mined by means of the correlation coefficient (CC) obtained
from a linear regressive fit. The percentage error between
the PA measurements and the histological measurements
was equal to the difference between the PA and histology
thickness divided by the histological thickness (100×). Two-
tailed t-tests were employed to test the statistical significance
between results.

3 Results
A total of 32 pigmented cutaneous lesions were scanned on 27
patients, with histology confirming a diagnosis of melanoma in
six cases. All patients displayed primary tumors, located on the
trunk, extremity, head, or neck (lesions immediately adjacent to
the eyes were excluded due to laser safety risk), without visible
ulceration, which allowed application of the probe. Benign
lesions included compound and intradermal melanocytic nevi
(8 and 5, respectively), seborrheic keratosis (3), and dysplastic
nevi (4), whereas malignant tumors included in situ (3) and inva-
sive melanomas (3). Benign lesions were very ill-defined in
some cases, with lower structural boundaries being invisible
in three cases. Melanoma lower boundaries were determined
in all cases.

On the PA images, lesions boundaries could be clearly dis-
tinguished from the surrounding soft tissue, with well-demar-
cated lower boundaries distinguished by high optical absorption.
Skin layers, such as the epidermis, dermis, and subcutaneous
tissue could be identified (Fig. 2). Superficial lesions, such as
compound nevi and thin seborrheic keratoses, appeared as sym-
metrical masses with well-defined regular borders with no vis-
ible presence in the dermis. In situ melanomas had more uneven
boundaries but were not seen to invade past the basal layer of the
epidermis, as confirmed by histopathology [Fig. 3(a)]. Invasive
lesions, such as intradermal nevi and invasive melanoma, gen-
erally had irregular borders, due to uneven proliferations of
melanoma cells and melanocytes, and could be distinguished
from superficial lesions through growth of the primary lesion
through the dermal–epidermal junction [Fig. 3(d)]. SU scans
showed the presence of melanin-containing cells extending
through skin appendages connected to the primary lesion
[Fig. 3(g)].

Statistical analysis and plots of in vivo thickness measure-
ments against histological thickness are shown in Table 1
and Fig. 4. In Fig. 4, the slope of the linear fit indicates the sen-
sitivity of the imaging system in estimating lesion depth. For PA
and SU, the slope was found to be>1.1, indicating a tendency to
over-estimate lesion thickness.

For benign lesions, PAI and SU gave a high correlation with
the histological thickness, with a CC of 0.98 (P < 0.001) for
both. For cases where an in vivo measurement was possible,
the mean PA thickness was 0.96 mm (range, 0.14 to 2.2 mm),
giving a 13.4% error with the histological thickness of 0.84 mm

Fig. 2 Coregistered PAI image of in situ melanoma on upper left
extremity. Handheld linear-array based PAI was able to image pig-
mented lesion and skin architecture with high contrast, speed, and
resolution.
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(0.12 to 2.05 mm), whereas the mean SU thickness was
0.86 mm (0.13 to 2.0 mm), with a percentage error of 13.1%.
Benign lesions thickness was overestimated in 69% of cases.
For melanomas, a CC of 0.99 (P < 0.001) was obtained for
both PAI and SU. The mean percentage error for PA was
22.3%, for a mean PA thickness of 0.58 mm (0.17 to
1.85 mm) and mean Breslow thickness of 0.47 mm (0.15 to
1.6 mm). For SU, the mean percentage error was 22.1%,
with a mean thickness of 0.56 mm (0.17 to 1.74 mm). Both
PA and SU overestimated melanoma thickness in all cases.
Adnexal measurements were reported in histology for 12
lesions, with SU depth measurement being possible in 10

cases. The CC between SU adnexal depth and histology was
0.93 (P < 0.001). Mean histological depth was 1.56 mm
(0.46 to 2.9 mm) compared with a mean SU depth of 2.15 mm
(0.47 to 3.6 mm), with a percentage error of 37.8%. Two-tailed
t-test analysis yielded no statistically significant differences
between results for all measurement groups.

3-D rendered scans of an in situmelanoma and benign lesion
are shown in Fig. 5. 3-D PA scans provided a map of the overall
lesion architecture, allowing for the thickest point to be identi-
fied and correlated to the surface topography, which can be dif-
ficult with 2-D images. However, in some cases, 3-D scans had
to be discarded due to movement artifacts.

4 Discussion
PAI represents a new technique for the in vivo evaluation of
melanoma and benign skin lesions in dermatology. The main
strength of PAI is its ability to image molecular changes at clin-
ically significant depths. In this study, we have demonstrated the
feasibility of PAI in measuring the in vivo depth of pigmented
melanocytic nevi and melanomas on patients in the clinic. The
use of a handheld, linear-array PA probe provided an easily
applicable means of imaging the entire lesion architecture
with high contrast, speed, and resolution.

PAI was found to accurately measure primary lesion thick-
ness, for both melanocytic nevi and melanomas, as evidenced by
the high CC obtained. In general, PAI, tended to overestimate
lesion thickness compared with the histologically measured
thickness. This was expected, as dehydration of the resected
samples in the histological sectioning process results in sample
shrinkage, which is further compounded by loss of in vivo skin
tension.30 Although care was taken to ensure registration of the
PAI measurement location with the histological sections

Fig. 3 Coregistered linear-array based PAI of melanoma and benign skin lesions. (a) Coregistered PAI
image of in situ melanoma with a PA depth of 0.3 mm. (b) In situ melanoma on chest. (c) Histology of
excised melanoma, with Breslow depth of 0.15 mm. Original magnification ×4. (d) Coregistered PAI
image of invasive melanoma on back, showing signs of dermal invasion, with a PA depth of
1.85 mm. (e) Invasive melanoma on back. (f) Histology after full excision, with a Breslow depth of
1.6 mm and Clarke level IV. Original magnification ×4. (g) SU image of dysplastic nevus showing adnexal
extension, with a PA depth of 0.36 mm and adnexal depth of 1.6 mm. (h) Dysplastic nevus on lower left
extremity. (i) Histology of excised nevus, with a histological depth of 0.39 mm and adnexal depth of
2.08 mm. Original magnification ×4.

Table 1 CC, median percentage errors, and statistical significance of
PAI and SU measurements of lesion thickness and adnexal depths,
for melanomas and benign lesions.

Imaging modality N CC Mean % error t -test P value

PA benign 23 0.98 13.4 0.60
P < 0.001

SU benign 23 0.98 13.1 0.67
P < 0.001

PE melanoma 6 0.99 22.3 0.76
P < 0.001

SU melanoma 6 0.99 22.1 0.80
P < 0.001

SU adnexae 10 0.93 37.8 0.44
P < 0.001
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obtained from biopsy, this cannot be guaranteed and could there-
fore effect measurement correlation. Moreover, unlike histology,
handheld B-mode and 3-D scans allow for the entire lesion vol-
ume to be assessed, and the deepest portion to be selected for
measurement.

Lower lesion boundaries could not be determined for nevi in
three cases, possibly due to strong optical attenuation from
absorption in highly pigmented lesions or possible suboptimal
directional placement of the PA probe.

PAI’s ability to image the skin layers and lesion architecture
with high contrast enabled it to distinguish between invasive and
superficial lesions by their penetration through the dermal–epi-
dermal boundary. Benign intradermal lesions were identified as
such in all cases; however, epidermal lesions were misread as
having a dermal presence in two cases due to irregular border
profiles. For melanomas, PAI was able to structurally distin-
guish in situ melanomas from invasive melanomas in all cases.
In cases where a melanoma diagnosis is made with an under-
sampled biopsy, preoperative knowledge of lesion penetration
through the dermal–epidermal boundary could expedite and
inform the treatment process, as this is a critical step in the meta-
static development of melanoma.

SU had a slightly lower measurement error for primary lesion
thickness; however, since the contrast ratio between the

background tissue and pigmented lesions is high in the NIR,
its accuracy over single-wavelength PAI at 680 nm was negli-
gible. SU was able to track lesion extension in skin appendages
in most cases and can potentially guide the surgical management
of adnexal-based malignant tumors.31,32 However, it had a large
measurement error due to difficulty ensuring registration
between in vivo sections and histology, and in the case of
hair follicles, melanin presence in hair shaft made it difficult
to determine where lesion extension ended.

The high correlation between PAI depth measurements and
histopathology allows for the establishment of a linear depth
index,30 which accounts for measurement errors, such as shrink-
age effects. While PAI is more suited to imaging pigmented
melanomas (>90% of cases), it can potentially be used to
image amelanotic melanomas as they still contain a low concen-
tration of melanin. Our results show that handheld linear-array
PAI could help guide biopsy depth and sample location, and thus
improve staging and diagnostic accuracy and prevent the need
for additional biopsies. Demonstrating the staging potential of
PAI in the clinic is important, as it has the potential to diagnose
melanoma and other skin cancers with the injection of targeted
antibodies coupled with PA sensitive contrast agents.33 While
PAI shares the same means of detection and associated electron-
ics as US imaging, it can have a considerably higher cost if

Fig. 4 Correlation between in vivomeasurements of melanomas (black circles) and benign lesions (clear
circles) and histological measurements from biopsied samples (black line shows 1:1 agreement for PAI
measurements and histological measurements). (a) Plot of primary lesion thickness measured with PAI
against histological thickness. (b) Plot of adnexal tumor extension measured with SU against histological
depths.

Fig. 5 Rendered 3-D PA images of pigmented skin lesions taken using a stepper motor. (a) Large diam-
eter melanoma in situ located on ventral aspect of wrist. (b) 3-D PAI scan (area ¼ 14 mm × 235 mm) of
dashed region in (a) showing complex pigmentation pattern. (c) Compound melanocytic nevus located
on lower left extremity. (d) 3-D PAI scan (area ¼ 4 mm × 4 mm) of lesion in (c). 3-D PA scans assessed
lesion volume and allowed for the thickest portion to be registered to the surface, which can potentially
guide incisional biopsy location and depth.
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pulsed nanosecond lasers are employed as the excitation source.
However, it is still relatively inexpensive when compared with
PET and MRI. PAI systems which employ inexpensive laser
diode sources as the excitation means can significantly reduce
costs, rendering PAI on the same cost level as US imaging.34

Disclosures
In accordance with the polices of NUI Galway, and the Journal
of Medical Imaging, we must report that the author, Jithin Jose,
is employed as an applications specialist by Fujifilm Visual
Sonics Inc.

Acknowledgments
We would like to thank Daniela Catargiu and Tsvetanova
Zornitsa for their assistance in obtaining histological sections
of excised lesions. This research was supported by the Science
Foundation Ireland (SFI) under Grant No. 12/RI/2338(4).

References
1. American Cancer Society, “Cancer facts and figures 2016,” American

Cancer Society, Atlanta (2016).
2. A. F. Jerant et al., “Early detection and treatment of skin cancer,” Am.

Fam. Physician 62(2) (2000).
3. J. W. Kelly et al., “The management of primary cutaneous melanoma in

Victoria in 1996 and 2000,” Med. J. Aust. 187(9), 511–514 (2007).
4. T. J. Hieken et al., “Accuracy of diagnostic biopsy for cutaneous mela-

noma: implications for surgical oncologists,” Int. J. Surg. Oncol. 2013,
1–7 (2013).

5. J. C. Ng et al., “The impact of partial biopsy on histopathologic
diagnosis of cutaneous melanoma: experience of an Australian tertiary
referral service,” Arch. Dermatol. 146(3), 234–239 (2010).

6. O. Orzan, A. Sandru, and C. Jecan, “Controversies in the diagnosis and
treatment of early cutaneous melanoma,” J. Med. Life 8(2), 132 (2015).

7. C. K. Bichakjian et al., “Guidelines of care for the management of
primary cutaneous melanoma,” J. Am. Acad. Dermatol. 65(5), 1032–
1047 (2011).

8. V. H. Stell et al., “Method of biopsy and incidence of positive margins in
primary melanoma,” Ann. Surg. Oncol. 14(2), 893–898 (2007).

9. D. J. Karimipour et al., “Microstaging accuracy after subtotal incisional
biopsy of cutaneous melanoma,” J. Am. Acad. Dermatol. 52(5),
798–802 (2005).

10. C. Benvenuto-Andrade et al., “Differences between polarized light der-
moscopy and immersion contact dermoscopy for the evaluation of skin
lesions,” Arch. Dermatol. 143(3), 329–338 (2007).

11. T. Gambichler et al., “Characterization of benign and malignant
melanocytic skin lesions using optical coherence tomography in vivo,”
J. Am. Acad. Dermatol. 57(4), 629–637 (2007).

12. S. Segura et al., “Development of a two-step method for the diagnosis of
melanoma by reflectance confocal microscopy,” J. Am. Acad. Dermatol.
61(2), 216–229 (2009).

13. M. Rajadhyaksha et al., “In vivo confocal scanning laser microscopy of
human skin: melanin provides strong contrast,” J. Invest. Dermatol.
104(6), 946–952 (1995).

14. E. Dimitrow et al., “Sensitivity and specificity of multiphoton laser
tomography for in vivo and ex vivo diagnosis of malignant melanoma,”
J. Invest. Dermatol. 129(7), 1752–1758 (2009).

15. W. Dummer et al., “Preoperative characterization of pigmented skin
lesions by epiluminescence microscopy and high-frequency ultra-
sound,” Arch. Dermatol. 131(3), 279–285 (1995).

16. J. Bittoun, B. Querleux, and L. Darrasse, “Advances in MR imaging of
the skin,” NMR Biomed. 19(7), 723–730 (2006).

17. T. Z. Belhocine et al., “Role of nuclear medicine in the management
of cutaneous malignant melanoma,” J. Nucl. Med. 47(6), 957–967
(2006).

18. L. V. Wang, “Prospects of photoacoustic tomography,” Med. Phys.
35(12), 5758–5767 (2008).

19. X. Wang et al., “Noninvasive functional photoacoustic tomography of
blood-oxygen saturation in the brain,” Proc. SPIE 5320, 69 (2004).

20. M. Xu and L.V. Wang, “Photoacoustic imaging in biomedicine,” Rev.
Sci. Instrum. 77(4), 041101 (2006).

21. J.-T. Oh et al., “Three-dimensional imaging of skin melanoma in vivo by
dual-wavelength photoacoustic microscopy,” J. Biomed. Opt. 11(3),
034032 (2006).

22. Y. Wang et al., “Toward in vivo biopsy of melanoma based on photo-
acoustic and ultrasound dual imaging with an integrated detector,”
Biomed. Opt. Express 7(2), 279–286 (2016).

23. C. P. Favazza et al., “In vivo photoacoustic microscopy of human cuta-
neous microvasculature and a nevus,” J. Biomed. Opt. 16(1), 016015
(2011).

24. Y. Zhou et al., “Handheld photoacoustic probe to detect both melanoma
depth and volume at high speed in vivo,” J. Biophotonics 8(11–12),
961–967 (2015).

25. Y. Zhou et al., “Noninvasive determination of melanoma depth using a
handheld photoacoustic probe,” J. Invest. Dermatol. 137(6), 1370–1372
(2017).

26. M. Lakshman and A. Needles, “Screening and quantification of the
tumor microenvironment with micro-ultrasound and photoacoustic im-
aging,” Nat. Methods 12(4), 273–372 (2015).

27. A. Needles et al., “Development and initial application of a fully inte-
grated photoacoustic micro-ultrasound system,” IEEE Trans. Ultrason.
Ferroelectr. Freq. Control 60(5), 888–897 (2013).

28. P. Ephrat et al., “Imaging of murine tumors using the Vevo LAZR
photoacoustic imaging system,” Visualsonics White Paper.

29. S. Morscher et al., “Blind spectral unmixing to identify molecular sig-
natures of absorbers in multispectral optoacoustic tomography,” Proc.
SPIE 7899, 78993D (2011).

30. M. Crisan et al., “Ultrasonographic staging of cutaneous malignant
tumors: an ultrasonographic depth index,” Arch. Dermatol. Res.
305(4), 305–313 (2013).

31. N. A. Obaidat, K. O. Alsaad, and D. Ghazarian, “Skin adnexal neo-
plasms—part 2: an approach to tumours of cutaneous sweat glands,”
J. Clin. Pathol. 60(2), 145–159 (2006).

32. O. Pozdnyakova et al., “The hair follicle barrier to involvement by
malignant melanoma,” Cancer 115(6), 1267–1275 (2009).

33. C. Kim et al., “In vivo molecular photoacoustic tomography of mela-
nomas targeted by bioconjugated gold nanocages,” ACS Nano 4(8),
4559–4564 (2010).

34. W. S. Wu, W.-W. Liu, and P.-C. Li, “Cost-effective design of a concur-
rent photoacoustic-ultrasound microscope using single laser pulses,”
Proc. SPIE 9708, 97081O (2016).

Aedán Breathnach is a PhD candidate in the tissue optics
and microcirculation imaging lab, at NUI Galway, Ireland. He received
his BSc degree in experimental physics and electronics in 2012. In
2013, he was awarded funding to pursue his PhD studies. His
research interests include quantitative photoacoustic spectroscopy,
Monte Carlo modeling, and clinical applications of photoacoustic
imaging.

Elizabeth Concannon is a specialist registrar in plastic surgery, cur-
rently working in Galway University Hospital. She received her pri-
mary medical degree and postgraduate master’s in surgery from
the National University of Ireland Galway. She was selected for higher
surgical training in plastic surgery in 2015, following which she worked
at Cork University Hospital and Beaumont Hospital, Dublin. She has
completed research on the topics of melanoma, head and neck oncol-
ogy, wound healing, and clinical ultrasonography.

Jemima J. Dorairaj graduated with an honors degree in medicine
from the National University of Ireland, Galway, in 2007. She success-
fully completed her surgical membership examinations (MRCSI) in
2009 during her basic surgical training, and subsequently undertook
an MD degree in surgery, which was awarded in 2013. She has a
number of publications and has won numerous national and
international awards. Currently, she is a plastic surgery resident on
the Higher Surgical Training scheme in Ireland.

Shazrinizam Shaharan is a doctor in plastic surgery working in the
UK. She received her medical degree in Trinity College Dublin and
basic surgical training in Ireland. She has completed her research
in the Royal College of Surgeons in Ireland (RCSI) on the application
of motion tracking analysis in surgical training. She subsequently

Journal of Medical Imaging 015004-6 Jan–Mar 2018 • Vol. 5(1)

Breathnach et al.: Preoperative measurement of cutaneous melanoma and nevi thickness with photoacoustic imaging

https://doi.org/10.1155/2013/196493
https://doi.org/10.1001/archdermatol.2010.14
https://doi.org/10.1016/j.jaad.2011.04.031
https://doi.org/10.1245/s10434-006-9240-4
https://doi.org/10.1016/j.jaad.2004.09.031
https://doi.org/10.1001/archderm.143.3.329
https://doi.org/10.1016/j.jaad.2007.05.029
https://doi.org/10.1016/j.jaad.2009.02.014
https://doi.org/10.1111/1523-1747.ep12606215
https://doi.org/10.1038/jid.2008.439
https://doi.org/10.1001/archderm.1995.01690150043010
https://doi.org/10.1002/(ISSN)1099-1492
https://doi.org/10.1118/1.3013698
https://doi.org/10.1117/12.532440
https://doi.org/10.1063/1.2195024
https://doi.org/10.1063/1.2195024
https://doi.org/10.1117/1.2210907
https://doi.org/10.1364/BOE.7.000279
https://doi.org/10.1117/1.3528661
https://doi.org/10.1002/jbio.201400143
https://doi.org/10.1016/j.jid.2017.01.016
https://doi.org/10.1038/nmeth.f.381
https://doi.org/10.1109/TUFFC.2013.2646
https://doi.org/10.1109/TUFFC.2013.2646
https://doi.org/10.1117/12.875290
https://doi.org/10.1117/12.875290
https://doi.org/10.1007/s00403-013-1321-1
https://doi.org/10.1136/jcp.2006.041608
https://doi.org/10.1002/cncr.v115:6
https://doi.org/10.1021/nn100736c
https://doi.org/10.1117/12.2214096


published research articles and a book chapter. She has presented
her work in national and international conferences.

James McGrath is a software engineer for McHale Engineering in
Co. Mayo, Ireland. He graduated from the National University of
Ireland, Galway, with BSc degree in applied physics and electronics,
and a HDipAppSc software design and development. He recently
completed his MSc thesis, focused on high-resolution microscopy
and microcirculation imaging, also at NUI Galway.

Jithin Jose received his master of science degree in photonics from
Center of Excellence in Lasers and Optoelectronic Science (CELOS),
Cochin University of Science and Technology (CUSAT), Kerala, India,
in 2007. His specialization was in the field of biophotonics. From
January 2008 to January 2012, he performed research toward his
PhD thesis at Biomedical Photonic Imaging (BMPI) Group,
University of Twente, The Netherlands. Since January 2012, he
has been working as an applications specialist at FujiFilm
Visualsonics, Europe.

Jack L. Kelly is a professor of plastic and reconstructive surgery at
NUI Galway, and Galway University Hospital. He is an intercollegiate
examiner in plastic surgery, a full member of the British Association of
Plastic, Reconstructive and Aesthetic Surgery and a full member of
the British Association of Aesthetic Plastic Surgeons. He has trained
in the US, Australia, Canada, the UK and has published over 120
original peer-reviewed papers.

Martin J. Leahy completed his DPhil degree from the University of
Oxford, and he was the founding director of R&D at Oxford Optronix
Ltd. He is an adjunct professor at the Royal College of Surgeons, fellow
of the Institute of Physics, fellow of the Royal Academy of Medicine in
Ireland, and fellow of SPIE. His main research interests are in tissue
optics and in the advancement of existing technologies such as laser
Doppler and laser speckle as well as the development of new modal-
ities such as TiVi, photoacoustics and cmOCT for 2-D, 3-D, and 4-D
imaging of the microcirculation.

Journal of Medical Imaging 015004-7 Jan–Mar 2018 • Vol. 5(1)

Breathnach et al.: Preoperative measurement of cutaneous melanoma and nevi thickness with photoacoustic imaging


