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Introduction

The frozen elephant trunk (FET) technique is commonly 
used for completion in the treatment of extensive aortic 
arch aneurysms (1-3). This technique is also used in patients 
with acute type A aortic dissection to close the entry of 
the proximal descending aorta and stabilize the intima by 
decreasing pressure in the false lumen (4,5). The FET 

technique for both of these conditions of the aortic arch 
has provided good early and long-term results with lower 
morbidity than conventional aortic arch replacement (2,3). 
In Japan, use of the Frozenix® J-graft (Japan Lifeline Inc., 
Tokyo, Japan) as part of the FET technique to treat aortic 
arch aneurysms and aortic dissection has been increasing 
since 2014 because neither the E-vita OPEN PLUS hybrid 

Original Article

Early outcomes of the Frozenix J-graft with exclusion of the  
non-stent part at a single center 

Akimasa Morisaki^, Yosuke Takahashi, Hiromichi Fujii, Yoshito Sakon, Kenta Nishiya,  
Noriaki Kishimoto, Kokoro Yamane, Takumi Kawase, Toshihiko Shibata

Department of Cardiovascular Surgery, Osaka City University Graduate School of Medicine, Osaka, Japan

Contributions: (I) Conception and design: A Morisaki; (II) Administrative support: None; (III) Provision of study materials or patients: A Morisaki, Y 

Takahashi, T Shibata; (IV) Collection and assembly of data: A Morisaki, Y Takahashi, H Fujii, Y Sakon, K Nishiya, N Kishimoto, K Yamane, T Kawase; (V) 

Data analysis and interpretation: A Morisaki, Y Takahashi, T Shibata; (VI) Manuscript writing: All authors; (VII) Final approval of manuscript: All authors.

Correspondence to: Akimasa Morisaki, MD, PhD. Department of Cardiovascular Surgery, Osaka City University Graduate School of Medicine, 1-4-3 

Asahimachi, Abeno-ku, Osaka 545-8585, Japan. Email: m3_514@yahoo.co.jp.

Background: The frozen elephant trunk technique is useful in aortic arch repair; however, some adverse 
events are associated with the Frozenix J-graft. We designed a technique to prevent these adverse events and 
achieve easy anastomosis (Total Exclusion of the Non-Stent part of Frozenix using an Everting anastomosis 
[TENSE]), and we assessed the outcomes of this technique in the present study.
Methods: From April 2017 to May 2021, 44 patients with aortic arch disease underwent TENSE, in which 
the proximal stump of the stent part of Frozenix was matched to the distal anastomosis end between the left 
common carotid and left subclavian arteries.
Results: The median age of the patients (35 men, 9 women) was 76.5 years. The predicted mortality and 
morbidity rates were 10.0% and 40.2%, respectively, according to the JapanSCORE II. Two patients (4.5%) 
died of aneurysm rupture and interstitial pneumonia, respectively, during hospitalization. Four patients (9.1%) 
who developed postoperative cerebral infarction had a previous cerebral infarction (P=0.010). No patients 
developed spinal cord complications or Frozenix kinking. Follow-up computed tomography showed no 
endoleaks or aneurysmal dilatation, although one patient had possible distal stent graft-induced new entry.
Conclusions: Our strategy provided good early outcomes without spinal cord complications or Frozenix 
kinking in patients with aortic arch disease. Continuous follow-up is needed to avoid missing distal changes. 

Keywords: Dissecting aortic aneurysm; aortic arch aneurysm; frozen elephant trunk technique; J-graft open 
stent graft; total arch replacement

Submitted Nov 04, 2021. Accepted for publication Jan 28, 2022.

doi: 10.21037/jtd-21-1751

View this article at: https://dx.doi.org/10.21037/jtd-21-1751

1041

 
^ ORCID: 0000-0001-9736-5257.

https://crossmark.crossref.org/dialog/?doi=10.21037/jtd-21-1751


Morisaki et al. Early outcomes of Frozenix J-graft1032

© Journal of Thoracic Disease. All rights reserved. J Thorac Dis 2022;14(4):1031-1041 | https://dx.doi.org/10.21037/jtd-21-1751

prosthesis (JOTEC GmbH, Hechingen, Germany) nor the 
Thoraflex hybrid prosthesis (Vascutek, Terumo, Inchinnan, 
Scotland) has received insurance approval in Japan (1).

Notably, the FET technique is associated with some 
complications, such as coarctation or kinking of the open 
stent graft; these complications are in turn associated 
with devasting adverse events that require additional 
intervention (1-4,6-8). In patients with an acute angulated 
or narrow aortic arch, kinking of the Frozenix J-graft may 
occur between the non-stent and stent parts after total arch 
replacement (TAR) with the FET technique (1,6). Based 
on the results of their multicenter study, Uchida et al. (1) 
recommended shortening the non-stent part to the greatest 
extent possible to prevent kinking of the Frozenix J-graft. 
Moreover, after deploying the Frozenix J-graft, the non-
stent part is commonly distorted into folds and wrinkles, 
which makes anastomosing the vascular graft difficult. 
According to these findings, we considered total exclusion 
of the non-stent part to prevent kinking of the Frozenix 
J-graft and obtain good expansion of the proximal portion 
of the graft. Additionally, arch replacement can injure the 
recurrent laryngeal nerve, especially when manipulating 
the aortic arch distal to the left subclavian artery (1,2,4). 
Therefore, we designed a technique to facilitate easy 
anastomosis and prevent complications associated with the 
Frozenix J-graft with an arch translocation anastomosis 
technique. This technique is referred to as Total Exclusion 
of the Non-Stent part of the Frozenix J-graft with an 
Everting anastomosis (TENSE), and it can be used in 
patients with aortic arch disease. 

The number of reports showing the outcomes of the 
Frozenix J-graft is still relatively small, and all such studies 
have been multicenter in nature. Furthermore, although 
shortening of the non-stent part and use of the arch 
translocation anastomosis technique may be well known, 
few reports have included both techniques. In this study, we 
assessed the results of TAR using the Frozenix J-graft with 
the TENSE technique for aortic arch disease at a single 
center. We present the following article in accordance with 
the STROBE reporting checklist (available at https://jtd.
amegroups.com/article/view/10.21037/jtd-21-1751/rc).

Methods

Study population

We retrospectively analyzed the data of 44 patients who 
underwent TENSE for aortic arch disease, including an 
extensive aortic arch, distal aortic arch aneurysm, and 

chronic dissecting aortic aneurysm, from April 2017 to 
March 2021 (4 patients in 2017, 10 in 2018, 15 in 2019, 14 
in 2020, and 1 in 2021). Patients with acute aortic dissection 
were excluded from this study because compared with 
aneurysms, acute aortic dissection has a different pathology 
and requires different surgical strategies. We planned to 
perform secondary interventions in patients who required 
deployment of the Frozenix J-graft distal to T8 for aortic 
aneurysms that extended from the aortic arch to the distal 
descending aorta. We assessed the early outcomes of the 
TENSE technique.

This study was conducted in accordance with the 
Declaration of Helsinki (as revised in 2013). The study was 
approved by the Institutional Ethics Board of Osaka City 
Medical School Hospital (Approval No. 4203), and written 
informed consent was obtained from all the patients. 
Preoperative comorbidities and perioperative complications 
were defined according to the Japan Cardiovascular Surgery 
Database (9).

Surgical technique 

Conventional approach
Full medial sternotomy was performed under general 
anesthesia. After systemic heparinization, we established 
cardiopulmonary bypass with an arterial cannula to the 
ascending aorta as well as a two-stage cannula through 
the right atrial appendage (most commonly) or a bicaval 
venous cannula to the superior and inferior vena cava 
(in patients who required intracardiac operations). 
The body temperature was then cooled to <27 ℃ and 
measured at the pharynx. After performing aortic cross-
clamping or moderate hypothermic circulatory arrest, 
antegrade and retrograde identical cold-blood cardioplegia 
were administered, followed by intermittent selective 
administration into the orifices of the coronary arteries or 
retrograde administration.

Minimal incisional approach 
We performed TAR with the FET technique in patients 
with aortic arch disease via upper partial sternotomy under 
general anesthesia. We applied this technique in patients 
who underwent aortic arch aneurysmal repair alone if 
anatomically acceptable. We established cardiopulmonary 
bypass with an arterial cannula to the ascending aorta 
and a venous cannula to the right atrium through the 
right femoral vein. Vacuum-assisted venous drainage was 
applied, and the cardioplegia and operative procedures were 

https://jtd.amegroups.com/article/view/10.21037/jtd-21-1751/rc
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identical to those in the conventional approach. 

TENSE technique

We designed an arch translocation anastomosis technique 
for TAR involving the distal anastomosis site between the 
left common carotid and left subclavian arteries under 
moderate hypothermic circulatory arrest with conventional 
antegrade cerebral perfusion to reduce injury to the left 
recurrent laryngeal nerve and easily achieve hemostasis of 
the distal anastomosis. 

When kinking of the Frozenix J-graft occurred after TAR 
with the FET technique for acute type A aortic dissection, 
the kink was often located between the non-stent and stent 
parts of the Frozenix J-graft (Figure S1) (6). This adverse 
event may result from a severely angulated arch preserved 
by arch translocation. Figure 1 shows TESE technique. 
TENSE involves two steps. First, the proximal stump of 
the stent part of the open stent graft is matched to the distal 

anastomosis end of the aortic arch by several sutures, with 
reinforcement using a Teflon felt strip (Figure 1B). Second, 
the branched vascular graft with an everted distal end is 
interpolated and anastomosed to the stump of the aortic 
arch fixed to the Frozenix J-graft [“turn-up” technique (10)] 
(Figure 1C). We chose the size and length of the Frozenix 
J-graft according to the preoperative computed tomography 
angiography (CTA) findings. In terms of surgical repair 
of dissecting aneurysms, the size of the Frozenix J-graft 
was 5% to 10% larger than the inner diameter of the true 
lumen, which was calculated by dividing the circumference 
of the true lumen by pi. However, 10% to 20% oversizing 
of the landing aorta is necessary in aortic arch aneurysm 
repair. The length of the stent part of the Frozenix J-graft 
was chosen according to the distance from the distal 
anastomosis site to the entry site with deployment in the 
relatively straight zone of the descending aorta or with a 
length of >3 cm of the distal landing in the descending aorta 
over the arch aneurysm to prevent endoleaks. The Frozenix 

A B

C D

Figure 1 Schema of TENSE technique using the Frozenix J-graft. (A) Schema of distal aortic arch aneurysm. (B) Deployment of the 
Frozenix J-graft with matching the proximal stump of the stent part to the distal anastomosis end of the aortic arch. (C) Anastomosis of the 
branched vascular graft with an everted distal end, the Frozenix J-graft with exclusion of the non-stent part, and the aortic arch. (D) Final 
schema of TENSE technique. TENSE, Total Exclusion of the Non-Stent part of the Frozenix J-graft using an Everting anastomosis.

https://cdn.amegroups.cn/static/public/JTD-21-1751-Supplementary.pdf
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J-graft was deployed proximal to the aortic valve level under 
transesophageal echocardiographic guidance. The orifice 
of the subclavian artery was closed by suturing and with 
a Weck® Hem-o-lok® Polymer Locking Ligation System 
(Teleflex Inc., Morrisville, NC, USA). Following distal 
anastomosis of the aortic arch, the left subclavian artery, 
left common carotid artery, and brachiocephalic artery were 
sequentially reconstructed. The left subclavian artery was 
reconstructed by direct or extra-anatomical bypass if this 
artery was located in a deep dorsal position. 

Follow up

Forty-two patients underwent CTA before discharge, 
excluding one patient who died after aortic arch aneurysm 
rupture and one who died of interstitial pneumonia. 
After excluding these two patients who died during 
hospitalization, 42 patients were followed up on an 
outpatient basis every 6 to 12 months. Followed-up patients 
were censored at the point of the last known date that they 
had visited the hospital or based on the patient referral 
documents from the other hospital. The follow-up rate 
was 100%. The median follow-up duration was 1.9 years 
[interquartile range (IQR), 1.1–2.9 years]. 

Statistical analysis

Data were analyzed using EZR software, version 1.52 
(Saitama Medical Center, Jichi Medical University, 
Saitama, Japan), which is based on a modified version of R 
Commander (version 2.7-1) (R Foundation for Statistical 
Computing, Vienna, Austria). Numerical variables are 
expressed as median (IQR) or mean ± standard deviation, 
and categorical variables are expressed as numbers. 
Categorical variables were analyzed using Fisher’s exact 
test. The overall actual survival rate and major adverse 
cardiovascular or cerebrovascular event rates after discharge 
are expressed by Kaplan-Meier estimates. Statistical 
significance was set at P<0.05.

Results

Preoperative and intraoperative data

The patients’ preoperative characteristics are summarized 
in Table 1. The mean age of the patients was 75.0±6.8 years 
[median (IQR), 76.5 (69.8–81.0) years], and the patients 
comprised 35 men and 9 women. TENSE was performed 
for aortic arch aneurysms in 39 patients and for dissecting 
aneurysms in 5 patients (type A, n=3; type B, n=2). Three 
patients were diagnosed with aortic arch aneurysms when 
they developed hoarseness caused by left recurrent laryngeal 
nerve palsy, and one patient was diagnosed after developing 
hemoptysis caused by an aortobronchial fistula. Fifteen 
patients had existing cerebrovascular diseases that had been 
identified >6 months prior. Severe atherosclerosis with rich 
plaques was identified in nine patients. Three patients had 
previously undergone cardiothoracic surgery via median 

Table 1 Patients’ preoperative characteristics 

Variables
No. of patients (%) or median 

[IQR], N=44

Age, yrs. 76.5 [69.8–81.0]

Sex, female/male 9 (20.5)/35 (79.5)

Body surface area, m2 1.66 (1.50–1.74)

Hypertension 43 (97.7)

Dyslipidemia 21 (47.7)

Diabetes mellitus 14 (31.8)

Smoking 34 (77.3)

Chronic kidney disease 15 (34.1)

Hemodialysis 2 (4.5)

Respiratory dysfunction 7 (15.9)

Cerebral disease 15 (34.1)

Extrathoracic vascular disease 15 (34.1)

Atrial fibrillation 3 (6.8)

Aortobronchial fistula 1 (2.3)

RLNP 3 (6.8)

Preop. left ventricular ejection 
fraction, %

60.0 [57.0–60.3]

Vital shock requiring CPA 1 (2.3)

Repeat surgery 3 (6.8)

EuroSCORE II, % 5.1 [3.0–8.8]

JapanSCORE II: mortality, % 10.0 [7.0–16.5]

JapanSCORE II: morbidity, % 40.2 [27.8–48.3]

Categorical data are presented as number (%) of patients, 
and continuous data are presented as median (IQR). IQR, 
interquartile range; RLNP, recurrent laryngeal nerve palsy; CPA, 
cardiopulmonary arrest.
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sternotomy. Among them, one patient with a distal aortic 
arch aneurysm had undergone aortic mechanical valve 
replacement and ascending aortic replacement. This 
patient developed a nonfunctioning mechanical aortic 
valve that required urgent repeat aortic valve replacement. 
Another two patients had previously undergone off-
pump coronary artery bypass grafting as well as ascending 
aortic replacement for acute type A aortic dissection. We 
performed spinal cord drainage to prevent spinal cord 
complications in one patient who underwent thoracic 
endovascular repair preoperatively. The predicted mortality 
and morbidity rates were 10.0% and 40.2%, respectively, 
according to the JapanSCORE II.

The patients’ perioperative data are summarized in 
Table 2. The mean open distal time was 40 minutes. 
Three patients with saccular distal aortic arch aneurysms 
underwent upper partial sternotomy. More than 50% of the 
patients underwent simultaneous operations. Seven patients 
underwent bicaval venous cannulation due to mitral valve, 
tricuspid valve, and atrial septal operations. Seventeen 
patients underwent coronary artery bypass, and five patients 
underwent aortic valve replacement with a bioprosthetic 

Table 2 Patients’ perioperative data

Variables
No. of patients (%) or 
median [IQR], N=44

Operation time, min 380 [323–453]

Cardiopulmonary bypass time, min 196 [174–242]

Aortic clamp time, min 137 [108–170]

Antegrade cerebral perfusion time, min 133 [105–156]

Open distal time, min 40 [37–50]

Frozenix J-graft size

Diameter

27 mm 2 (4.5)

29 mm 2 (4.5)

31 mm 8 (18.2)

33 mm 10 (22.7)

35 mm 18 (40.9)

37 mm 4 (9.1)

Stent-part length

90 mm 16 (36.4)

120 mm 21 (47.7)

150 mm 7 (15.9)

Simultaneous procedures

Aortic valve repair/replacement 1 (2.3)/5 (11.4)

Bentall/remodeling procedure 3 (6.8)/1 (2.3)

Mitral valve repair 7 (15.9)

Tricuspid valve repair 3 (6.8)

Coronary artery bypass grafting 17 (38.6)

Atrial septal defect closure 1 (2.3)

Upper sternotomy approach 3 (6.8)

Transfusion

Red blood cell, units 8 [6–10]

Fresh frozen plasma, units 8 [6–10]

Platelet, units 20 [20–20]

Using intra-aortic balloon pumping 1 (2.3)

Mortality 2 (4.5)

Morbidity 15 (34.1)

Postop. re-exploration for bleeding 2 (4.5)

Postop. cardiac tamponade 3 (6.8)

Table 2 (continued)

Table 2 (continued)

Variables
No. of patients (%) or 
median [IQR], N=44

Postop. myocardial infarction 1 (2.3)

Postop. lethal arrhythmia 1 (2.3)

Postop. acute renal failure 8 (18.2)

Postop. need for continuous 
hemodialysis

5 (11.4)

Postop. cerebral accident 4 (9.1)

Postop. spinal cord injury 0 (0)

Postop. new RLNP 1 (2.3)

Postop. prolonged mechanical 
ventilation (>72 h)

4 (9.1)

Postop. tracheotomy 2 (4.5)

Postop. pneumonia 6 (13.6)

Postop. deep sternal wound infection 1 (2.3)

Postop. intestinal disease 2 (4.5)

Categorical data are presented as number (%) of patients, 
and continuous data are presented as median (IQR). IQR, 
interquartile range; RLNP, recurrent laryngeal nerve palsy.



Morisaki et al. Early outcomes of Frozenix J-graft1036

© Journal of Thoracic Disease. All rights reserved. J Thorac Dis 2022;14(4):1031-1041 | https://dx.doi.org/10.21037/jtd-21-1751

valve. We performed the modified Bentall procedure with 
a bioprosthetic valve in three patients and remodeling with 
aortic valve repair in one patient.

Postoperative results

Two patients (4.5%) died during hospitalization; one 
patient with a ruptured aortic aneurysm died of multiple 
organ failure caused by preoperative hemodynamic 
instability on postoperative day 2, although the aneurysm 
had been well excluded by the Frozenix, and the other 
patient died of interstitial pneumonia on postoperative day 
27. Fifteen patients (34.1%) developed severe morbidity 
during hospitalization as follows: two patients required re-
exploration for bleeding, one patient required transcatheter 
intervention of the left circumflex coronary artery for acute 
myocardial infarction, five patients required continuous 
hemodialysis, one patient developed a deep sternal wound 
infection but was cured by omental flap plombage after 
extensive debridement and negative-pressure wound 
therapy, and one patient developed new left recurrent 
laryngeal nerve palsy but was cured with time. No patients 
developed postoperative paraplegia or paraparesis, although 
four patients developed cerebral infarction {three patients 
intraoperatively [modified Rankin scale score of 1 in two 
patients and 4 in one patient (preoperative modified Rankin 
scale score of 3)] and one patient on postoperative day 
7 (modified Rankin scale score of 4)}. All patients who 
developed postoperative cerebral infarction had an old 
cerebral infarction preoperatively (P=0.010). Among them, 
two patients demonstrated a shaggy aorta on preoperative 

CTA, but no significant relationship was observed between 
shaggy aorta and cerebral infarction (P=0.180).

 In patients with aortic arch aneurysms, postoperative 
CTA showed no kinking of the Frozenix J-graft or proximal 
endoleaks. With the exception of two patients with residual 
aneurysms of the descending aorta that were scheduled to 
undergo secondary intervention, all aortic arch aneurysms 
were completely covered by the Frozenix J-graft. In patients 
with chronic aortic dissecting aneurysms, postoperative 
CTA showed no new entry (distal stent graft-induced new 
entry [dSINE]) into the descending aorta or kinking of 
the Frozenix J-graft. All patients with chronic dissection 
achieved complete thrombosis of the false lumen or 
exclusion of the dissected aorta. 

Follow-up results

We followed up 42 patients as outpatients after discharge. 
We performed additional endovascular interventions for 
residual descending aortic aneurysms in two patients. 
The 1-, 2-, and 3-year postoperative overall survival rates 
were 95.5% [95% confidence interval (CI): 0.830–0.988], 
91.6% (95% CI: 0.753–0.973), and 84.6% (95% CI: 
0.598–0.947), respectively (Figure 2). Two patients died of 
ruptured type B aortic dissection and cerebral bleeding, 
respectively. In one patient with a ruptured type B aortic 
dissection after 3 years postoperatively, follow-up CT 
showed a gradual change in the angle of the open stent graft 
to a wide angle, which may have led to the type B aortic 
dissection, although there was some distance between the 
entry site of the type B dissection and the distal end of the 
open stent graft (Figure 3). However, the patient’s family 
was reluctant to pursue additional intervention for the 
ruptured type B aortic dissection because of the patient’s 
advanced dementia. Follow-up CT revealed aneurysmal 
shrinkage or no dilatation. The 1-, 2-, and 3-year major 
adverse cardiovascular and cerebrovascular event rates 
after discharge were 95.2% (95% CI: 0.823–0.988), 91.1% 
(95% CI: 0.738–0.972), and 83.5% (95% CI: 0.573–0.943), 
respectively (Figure 4). Four patients developed major 
adverse cardiovascular and cerebrovascular events, including 
death, during follow-up. Two patients died, and one patient 
underwent endovascular repair of a left common carotid 
artery aneurysm induced by an intraoperative tourniquet 
injury 4 months after surgery. One patient developed acute 
type B aortic dissection that did not require additional 
endovascular repair, but it was not associated with dSINE 
because of the long distance from the entry of the aortic 
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Figure 2 Estimated overall survival rate.
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dissection to the distal end of the open stent graft. With 
the exception of one patient with a ruptured type B aortic 
dissection, no patients demonstrated a distal change of the 
Frozenix J-graft.

Discussion

The FET technique is useful for the treatment of extensive 
aortic arch aneurysms or aortic dissection because it 
decreases the operation time and reduces the incidence 
of complications compared with conventional aortic arch 
replacement. The FET technique for aortic arch aneurysms 
that require zone 0 or 1 landing may be preferable to 
endovascular repair because of the high possibility of type 
1a endoleaks and cerebral infarction. TAR with the FET 

A B

C D

Figure 3 Computed tomography angiography image of a patient with ruptured type B aortic dissection. (A) Preoperative three-dimensional 
image. (B) Postoperative three-dimensional image. (C) Three-dimensional image and (D) sagittal image 3 years postoperatively. The black 
arrow shows the entry of the descending aortic dissection. The white arrow shows the distal end of the Frozenix J-graft.

Figure 4 MACCE-free rate after discharge. MACCE, major 
adverse cardiovascular and cerebrovascular event.

100%

80%

60%

40%

20%

0%

MACCE-free rate after discharge

0              1              2              3              4
years

Number at risk
42          34           18            8             2



Morisaki et al. Early outcomes of Frozenix J-graft1038

© Journal of Thoracic Disease. All rights reserved. J Thorac Dis 2022;14(4):1031-1041 | https://dx.doi.org/10.21037/jtd-21-1751

technique for aortic arch aneurysms recently provided 
favorable outcomes with low mortality and morbidity 
rates compared with debranching thoracic endovascular 
repair (11). However, the FET technique is associated 
with some complications, including coarctation or kinking 
of the open stent graft and spinal cord complications. 
These complications may require additional interventions  
(1-4,6-8). Furthermore, left recurrent laryngeal nerve palsy 
sometimes occurs in TAR because of manipulation of the 
arch anastomosis distal to the left subclavian artery (1,2,4). 
Therefore, we designed the TENSE technique to prevent 
adverse events associated with the Frozenix J-graft with 
inclusion of an easily performed anastomosis technique. 
TENSE for aortic arch disease shows good early outcomes 
with a low mortality rate and no spinal cord complications, 
although high mortality and morbidity rates have been 
observed based on the JapanSCORE.

The Frozenix J-graft, which is commercially used in 
Japan, comprises non-stent and stent parts; this design 
differs from other open stent grafts used in Western 
Europe. Uchida et al. (1) reported kinking of the Frozenix 
J-graft in 1 of 60 patients. We previously reported two cases 
of kinking of the Frozenix J-graft after TAR with the FET 
technique for acute type A aortic dissection (6). Kinking of 
the Frozenix J-graft occurs mainly between the non-stent 
and stent parts for the following three reasons. First, the 
remaining long length of the non-stent part is positioned 
in the lesser curvature, and the short length of the non-
stent part is positioned in the greater curvature of the aortic 
arch. Second, traction on the non-stent part may induce 
kinking. Third, distal migration of the stent part may occur. 
Uchida et al. (1) recommended keeping the non-stent part 
as short as possible to prevent kinking. Furthermore, a 
severely angulated arch is strongly associated with kinking. 
The translocation technique with TAR, in which the curved 
aortic arch is preserved, may also cause kinking, especially 
in young patients who develop acute aortic dissection with 
a severely angulated arch. However, the arch translocation 
technique is advantageous in that it allows for easy distal 
anastomosis and hemostasis of the anastomosis site 
because of the relatively shallower site of the anastomosis 
compared with conventional TAR. Therefore, considering 
the advantages and disadvantages of translocated TAR, 
we designed the arch translocation technique with total 
removal of the non-stent part of the Frozenix J-graft. 
Furthermore, after deploying the Frozenix J-graft, the non-
stent part is commonly distorted into folds and wrinkles, 
which increases the difficulty of vascular graft anastomosis. 

Once modified, the Frozenix J-graft allows easy anastomosis 
with a wide opening in the stent part without the folded 
non-stent part.

Spinal cord complications significantly decrease patients’ 
activities of daily living. Recent reports have shown that 
after the FET technique, one risk factor for spinal cord 
complications is deployment of an open stent graft lower 
than the level of T8 to T10 (7,8). We experienced no cases 
of spinal cord complications because we did not deploy 
open stent grafts distal to T8. Moreover, we planned to 
perform secondary interventions in patients who required 
deployment of an open stent graft distal to T8 for an 
extensive aortic aneurysm. Etz et al. (12) showed that 
second-stage operations for extensive aortic aneurysms 
decrease the incidence of spinal cord complications. 
Therefore, for extensive aortic aneurysms requiring 
deployment of an open stent graft at a level lower than 
T8, second-stage treatment with the FET technique and 
additional endovascular completion may be necessary. 
Moreover, other risk factors, such as a low hemoglobin 
concentration, a low mean blood pressure, and a long 
open distal time (>60 minutes), are also associated with 
spinal cord complications (7). We performed distal arch 
anastomosis with a shorter open distal time (40 minutes), 
followed by management of patients with a relatively high 
mean arterial pressure and hemoglobin concentration 
of ≥10 g/dL, which may have prevented spinal cord 
complications. Maximum possible effort may be important 
to prevent spinal cord complications.

Stroke is a major complication that also associated with 
a decrease in patients’ activities of daily living after thoracic 
aortic surgery. In the FET technique with antegrade 
cerebral perfusion for aortic arch aneurysms, a stroke 
rate of 5.0% to 13.4% has been reported (1-3,7). We also 
experienced four patients (9%) who developed a cerebral 
infarction postoperatively, which is similar to previous data. 
Furthermore, our results showed that a previous cerebral 
infarction was significantly associated with postoperative 
cerebral infarction. This finding may suggest the presence 
of inherent factors that contribute to the development 
of cerebral infarction postoperatively even when strict 
preventive measures are taken. 

Recurrent laryngeal nerve palsy is also highly associated 
with respiratory complications, especially in older patients. 
Some studies showed that the incidence of recurrent 
laryngeal nerve palsy was 0% to 18% after TAR with 
the FET technique for aortic arch disease (1,2,4). We 
encountered only one new recurrent laryngeal nerve 
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palsy event in our study; however, this patient recovered 
with time. The reason may relate to the distal aortic arch 
anastomosis between the left common carotid and left 
subclavian arteries located proximal to the left recurrent 
laryngeal nerve when performing translocated TAR.

A minimal incisional approach may be an acceptable 
alternative to reduce postoperative complications, and it also 
has cosmetic advantages (13,14). El-Sayed Ahmad et al. (14)  
suggested that TAR with the FET technique via partial 
upper sternotomy can be performed safely and repeatedly 
in patients with extended thoracic aortic aneurysms. We 
also performed TAR with the FET technique via partial 
upper sternotomy in three patients. Translocated TAR with 
TENSE could be also applied using a minimal incisional 
approach because of easy distal anastomosis with minor 
bleeding from the anastomosis.

In patients with extensive dissecting aortic aneurysms, 
using the FET technique alone to close the proximal entry 
tear may not be sufficient because of reperfusion from 
residual distal re-entry tears that are left uncovered. Pacini 
et al. (15) showed that when using the FET technique to 
treat patients with chronic dissecting aneurysms, 79% 
of patients developed complete false lumen thrombosis, 
whereas 25% of patients required secondary aortic repair 
of the distal aorta because of reperfusion from distal re-
entry. With endovascular repair for chronic type B aortic 
dissection, the most frequent cause of re-intervention is 
aneurysmal dilatation caused by reperfusion from distal 
re-entry tears left uncovered or newly created, or from 
visceral branch vessels (16). Therefore, these findings 
suggest that the main objective of intervention for type 
B dissecting aortic aneurysms should be to promote 
false-lumen thrombosis or to exclude the false lumen 
completely. In our study, all patients obtained good 
outcomes with complete thrombosis of the false lumen in 
the descending aorta because the dissection was located 
either at the aortic arch or at the proximal descending 
aorta. If the patients had developed extensive dissection 
to the thoracoabdominal aorta, additional interventions 
may have been required. Additionally, the FET technique 
offers an ideal proximal landing zone for endovascular 
repair compared with the conventional elephant trunk 
technique (17). Therefore, the FET technique may be 
effective and feasible in patients who require additional 
endovascular completion.

The deployment site of an open stent graft has the 
potential to cause dSINE (18,19). Spring-back force, which 
occurs when the stent graft has an inherent tendency to 

spring back to its initial position when passively bent at the 
curved aortic arch, has recently been noted (20). A recent 
case report showed that the spring-back force induced an 
aneurysmal change at the distal end of the open stent graft 
with a 60-mm stent graft (18). Moreover, in type B aortic 
dissection, a shorter stent graft length was significantly 
associated with dSINE, which raised speculation that 
shorter stent grafts have a stronger spring-back force (20). 
However, we experienced one patient who had a possibility 
of dSINE despite the fact that we deployed the stent part of 
the Frozenix J-graft in the straight zone of the descending 
aorta with a length of 120 mm. dSINE may have been 
derived from the relatively short length of the stent part in 
the straight zone of the descending aorta distal to the curved 
aortic arch, which is similar to short open stent grafts, and 
weakness of the aortic wall. Kreibich et al. (19) reported that 
the Thoraflex graft with its outer stent is associated with a 
high incidence (>20%) of dSINE because of its stiff outer 
distal ring compared with E-vita OPEN PLUS. In contrast, 
the Frozenix J-graft has an inner stent made of nitinol wire 
with a soft woven graft, which may reduce injury to the 
intima (1). Nevertheless, continuous follow-up is needed to 
detect adverse events that require additional intervention 
because dSINE can occur, even in the long term.

This study had two limitations. First, the study was 
a small retrospective case series. Second, we performed 
TENSE in only highly selected patients; however, we 
used this technique in patients with severely complicated 
conditions without technical issues and obtained low 
mortality and morbidity rates. Given these limitations, 
larger studies are needed to validate our observations.

Conclusions 

In this study, our strategy provided relatively good early 
outcomes without spinal cord complications or Frozenix 
J-graft kinking in patients with aortic arch disease, despite 
a high JapanSCORE. TENSE prevented kinking of the 
Frozenix J-graft and allowed for easy distal anastomosis 
in translocated TAR with the FET technique. However, 
continuous follow-up is needed to avoid missing distal 
changes of the Frozenix J-graft. 
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