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Abstract: In February 2020, our laboratory started to offer a RT-qPCR assay for the qualitative
detection of severe acute respiratory syndrome coronavirus 2. A few months after the assay was
released to our patients, some materials, reagents, and equipment became in short supply. Alternative
protocols were necessary in order to avoid stopping testing to the population. However, the suitability
of these alternatives needs to be validated before their use. Here, we investigated if saliva is a reliable
alternative specimen to nasopharyngeal swabs; if 0.45% saline is a reliable alternative to guanidine
hydrochloride as a collection viral transport media; the stability of SARS-COV-2 in guanidine
hydrochloride and in 0.45% saline for 10 and 50 days at room temperature; and if the primers/probe
concentration and thermocycling times could be reduced so as to overcome the short supply of these
reagents and equipment, without a significant loss of the assay performance. We found that saliva is
not an appropriated specimen for our method—nasopharyngeal swabs perform better. Saline (0.45%)
and guanidine hydrochloride have a similar SARS-CoV-2 diagnostic capability as tube additives.
Reliable SARS-CoV-2 RNA detection can be performed after sample storage for 10 days at room
temperature (18–23 ◦C) in both 0.45% saline and guanidine hydrochloride. Using synthetic RNA,
and decreasing the concentration of primers by five-fold and probes by 2.5-fold, changed the assay
limit of detection (LOD) from 7.2 copies/reaction to 23.7 copies/reaction and the subsequent reducing
of thermocycling times changed the assay LOD from 23.7 copies/reaction to 44.2 copies/reaction.
However, using real clinical samples with Cq values ranging from ~12.15 to ~36.46, the results of the
three tested conditions were almost identical. These alterations will not affect the vast majority of
diagnostics and increase the daily testing capability in 30% and increase primers and probe stocks
in 500% and 250%, respectively. Taken together, the alternative protocols described here overcome
the short supply of tubes, reagents and equipment during the SARS-CoV-2 pandemic, avoiding the
collapse of test offering for the population: 105,757 samples were processed, and 25,156 SARS-CoV-2
diagnostics were performed from 9 May 2020 to 30 June 2020.

Keywords: SARS-CoV-2; validation; RT-qPCR

1. Introduction

In February 2020, our laboratory started to offer an RT-qPCR assay for the qualitative
detection of severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) for Brazil’s
Federal District population. The validated protocol was an optimization of the assay
described by the Centers for Disease Control and Prevention (CDC) [1]. A few months after
the assay was released to our patients, some materials, reagents, and equipment became in
short supply. Alternative protocols were necessary in order to avoid stopping testing for
the population. However, the suitability of these alternatives needed to be validated before
their use [2].
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The most often used and reliable clinical specimen for SARS-CoV-2 detection is na-
sopharyngeal swabs samples [3]. However, acquiring a nasopharyngeal swab is not as
easy as obtaining other types of specimens, such as saliva, and may result in subopti-
mal specimens, particularly if the specimens are obtained by inexperienced personnel.
The procedure can cause coughing, increasing the risk of nosocomial spread of respiratory
viruses [4]. Moreover, nasal swabs for sample collection are in short supply from our
providers, and saliva could be a good candidate as alternative primary sample to mitigate
these sample collection difficulties.

Additionally, we validated the sample collection in tubes containing guanidine hy-
drochloride. This viral transport media virtually inactivates the pathogens present in the
sample and preserves the nucleic acid of the specimen [5–8], however, it this also ended up
resulting in a short supply. It has been described that 0.9% saline and phosphate-buffered
saline (PBS) are appropriated viral transport media for SARS-CoV-2 collection and test-
ing during the shortage of commercials tubes containing a viral transport medium [9,10].
Saline at a lower concentration (e.g., 0.45%) may be more appropriate, but descriptions
of the use of this lower concentration of saline as a viral transport media for SARS-CoV-2
detection is scarce or absent from the scientific literature.

Moreover, molecular detection methods do not require the replication of a competent
virus, but the preservation of nucleic acid is essential [2]. The stability of SARS-CoV-2
or its RNA overtime in specimens collected in different tubes additives (e.g., guanidine
hydrochloride and 0.45% saline) are pre-analytical knowledge gaps that can influence
the accuracy of SARS-CoV-2 detection using RT-qPCR. Because of this, the ex-vivo virus
stability must be investigated, especially at room temperature, in order to eliminate the
need for a cold chain during the challenging period of a pandemic [11].

Furthermore, the number of samples referred to our laboratory for SARS-CoV-2 RNA
detection increased substantially following the rapid spread rate of the virus, which is at-
tributed to its ability to be transmitted before becoming symptomatic [12–14]. Primers and
probes, as well as new qPCR thermocyclers, were in short supply at their manufactur-
ers [15], halting us from providing more tests to our patients. Decreasing the primer/probe
concentrations in the reaction and diminishing the RT-qPCR cycling times can be alterna-
tives to restore the testing capacity, thus avoiding the collapse of test availability [16,17].

In light of the above-mentioned factors, in this study, we investigated the following
questions regarding alternatives to our validated protocol for SARS-CoV-2 qualitative
detection:

(a) Is saliva a reliable alternative specimen to nasopharyngeal swabs?
(b) Is 0.45% saline a reliable alternative to guanidine hydrochloride as a collection viral

transport media?
(c) Can SARS-COV-2 collected in guanidine hydrochloride or in 0.45% saline be detected

after 10 and 50 days of incubation at room temperature (18–23 ◦C)?
(d) Can the primer/probe concentration and thermocycling times be reduced to overcome

the short supply of reagents and equipment without a significant loss in the RT-qPCR
assay performance?

2. Materials and Methods
2.1. Primary Samples Collection and Processing

To test if saliva is a reliable alternative specimen to nasopharyngeal swabs, 10 vol-
unteers that tested positive for SARS-CoV-2 in our daily routine testing were invited to
donate paired saliva and nasopharyngeal samples. Sample collection was performed at
their residence using the appropriate protection equipment. Volunteers were asked to spit
~2.5 mL of voided saliva into a tube containing guanidine hydrochloride (Cobas® PCR
Media tubes from Roche Molecular Systems, Inc., Basel, Switzerland). One nasopharyngeal
swab was collected and placed into another guanidine hydrochloride tube.

To test if 0.45% saline is a reliable alternative viral transport media, the 10 volunteers
that tested positive for SARS-CoV-2 were invited to donate two nasopharyngeal swabs
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(one form each nostril), which were placed into a 0.45% saline tube (in house produced
15 mL tube with 2.5 mL of 0.45% saline) and into a guanidine hydrochloride tube, respec-
tively. These specimens were also used to test the sample stability after 10 and 50 days of
incubation at room temperature (18–23 ◦C). These tubes were tested for SARS-CoV-2 RNA
at day 0, and were retested after 10 and 50 days, respectively.

To evaluate if the primer/probe concentrations and thermocycling times could be
reduced without a loss of assay performance, a previously described synthetic SARS-CoV-
2 RNA fragment was introduced directly into the RT-qPCR reactions [1]. Additionally,
105 anonymized leftover RNA samples that were positive for the virus were submitted
to the three tested conditions (validated primer/probe concentrations and thermocycling
conditions, named (+); decreased primer/probe concentrations and validated thermocy-
cling conditions, named [−]; and decreased primer/probe concentrations and reduced
thermocycling times, named [−] fast) in order to evaluate their effect on the Cq values.

2.2. Nucleic Acid Extraction

When applied, the nucleic acids were extracted from 200 µL of the primary sample
using a MagNA Pure 96 Instrument (Roche Diagnostics, Basel, Switzerland) and MagNA
Pure 96 DNA and Viral NA Small Volume Kit (protocol Viral NA Universal version 4.0,
Roche Diagnostics, Basel, Switzerland), with elution in 100 µL of elution buffer (Roche Di-
agnostics, Basel, Switzerland).

2.3. One-Step RT-qPCR Reaction and Thermocycling Conditions

The RT-qPCR reaction (20 µL) consisted of 4 µL of LightCycler® Multiplex RNA Virus
Master (5×; Roche, Basel, Switzerland), 1500 nM of (or 300 nM for experiments with a
reduced concentration) N1 SARS-CoV-2 primer and 375 nM (or 150 nM for experiments
with ra educed concentration) probe (FAM), 80 nM of RPP30 primer and 40 nM of RPP30
probe (HEX), 0.1 µL of reverse transcriptase (200×) (Roche), 10 µL of extracted nucleic
acid, and 3.34 µL of nuclease-free water. The primer and probe sequences were described
elsewhere [1]. The thermocycling conditions were reverse transcription (10 min at 50 ◦C)
and polymerase activation (3 min at 94 ◦C), followed by 45 cycles of 15 s at 95 ◦C and 30 s
at 55 ◦C, with a total time of 85 min or a reverse transcription of 5 min at 50 ◦C; polymerase
activation (30 s at 94 ◦C); and this was followed by 45 cycles of 5 s at 95 ◦C and 15 s at
55 ◦C, for a total time of 60 min. The instrument used was LightCycler 480 II.

2.4. Amplification Efficiency

The amplification efficiencies of each primer/probe set were investigated by testing
the 10-fold dilution (1.48 × 108 to 1.48 × 102 copies/PCR) of the synthetic SARS-CoV-2
diagnostic RNA, followed by the evaluation of the standard curve parameters, especially its
slope, from which the amplification efficiency is derived. These analyses were performed
using linear regression tools available in Graphpad Prism software version 6.0 (Graphpad,
Inc., La Jolla, CA, USA).

2.5. Determining Assays Limit of Detection

The limits of detection were calculated using the probit regression analysis of a 1:2
serial dilution (from 2.64 × 102 to 4.04 × 10−1 copies/reaction) of the synthetic SARS-CoV-2
diagnostic RNA. Six technical replicates corresponding to each dilution point were tested
in a single day (n = 6) and the assay response (detected or not detected) was measured.
Applying the probit regression analysis to the data, a probability of detection versus
concentration was returned. The target concentrations, which the assay tested positive 95%
of the time (limit of detection—LOD), were estimated using Minitab version 19 (Minitab,
LLC, State College, PA, USA).
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3. Results
3.1. Is Saliva a Reliable Alternative Specimen to Nasopharyngeal Swabs?

Paired nasopharyngeal swabs and saliva samples from 10 volunteers with a recent
SARS-CoV-2 diagnostic were simultaneously submitted for a new SARS-CoV-2 detection
test in order to evaluate the virus RNA detection in saliva. The median (min–max) N1 Cq
values were 21.01 (14.53–27.59) for nasopharyngeal swabs and 29.51 (24.50–40) for saliva
(Figure 1), suggesting a lower diagnostic capability of SARS-CoV-2 in saliva.
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Figure 1. Evaluation of whether saliva (green) is a reliable alternative specimen to nasopharyngeal
swabs (blue). The N1 Cq values were consistently higher in saliva compared with the paired
nasopharyngeal swab sample, suggesting a decreased diagnostic capability of SARS-CoV-2 RNA
in saliva.

3.2. Is 0.45% Saline a Reliable Alternative Collection Viral Transport Media to
Guanidine Hydrochloride?

Paired samples from the 10 volunteers with a recent SARS-CoV-2 diagnosis collected
in both guanidine hydrochloride and 0.45% saline as a viral transport media were simul-
taneously submitted to a new SARS-CoV2 detection test in order to evaluate the virus
detection in 0.45% saline. The median (min–max) N1 Cq values were 27.46 (12.88–35.52) for
guanidine hydrochloride and 28.33 (15.66–35.40) for 0.45% saline (Figure 2), suggesting an
acceptable and conformable diagnostic capability of SARS-CoV-2 using 0.45% saline as a
viral transport media.
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Figure 2. Evaluation of whether 0.45% saline (blue) is a reliable alternative viral transport media to
guanidine hydrochloride (red). The N1 Cq values were analogous or slightly decrease in 0.45% saline
compared with the paired guanidine hydrochloride sample, suggesting an acceptable diagnostic
capability of SARS-CoV-2 in 0.45% saline.
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3.3. Can SARS-COV-2 Collected in Guanidine Hydrochloride or in 0.45% Saline Be Detected after
10 and 50 Days of Incubation at Room Temperature (18–23 ◦C)?

The same samples used in the previous experiment were stored for 10 day and then
for 50 days at room temperature before been resubmitted to SARS-CoV-2 RNA detection.
In guanidine hydrochloride, the median (min-max) N1 Cq values were 29.53 (15.58–37.75)
for day 10 and 37.71 (21.90—not detected) for day 50 (reference: day 0–27.46 (12.88–35.52)).
In 0.45% saline, the median (min–max) N1 Cq values were 30.20 (18.64–37.34) for day 10
and 34.96 (19.08–40) for day 50 (reference: day 0–28.33 (15.66–35.40)). These results suggest
a slightly diminished SARS-CoV-2 diagnostic capability after 10 days and a decreased
SARS-CoV-2 diagnostic capability after 50 days of sample collection in both the guanidine
hydrochloride and 0.45% saline tubes. The decrease in the diagnostic capability after
50 days appears to be more pronounced in guanidine hydrochloride, suggesting less
stability for SARS-CoV-2 RNA in this additive (Figure 3). In summary, SARS-CoV-2
diagnostics can reliably be performed after sample storage for 10 days at room temperature
in both 0.45% saline and guanidine hydrochloride, but for extended periods (e.g., 50 days)
SARS-CoV-2 detection seems to be more reliable in 0.45% saline.
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Figure 3. Evaluation of the SARS-CoV-2 detection capability in guanidine hydrochloride (red) (a) and
in 0.45% saline (blue) (b) after 10 and 50 days of incubation at room temperature (Nasopharyngeal
samples). The N1 Cq values were slightly increased on day 10 versus day 0 for both tubes additives
suggesting that a reliable SARS-CoV-2 detection can be performed for 10 days at room temperature
after sample collection. However, the N1 Cq values were higher on day 50 versus day 0 for both
tubes’ additives, indicating that after 50 days at room temperature, the diagnostic capability is
affected, especially in guanidine hydrochloride. In summary, SARS-CoV-2 diagnostics can reliably
be performed in both 0.45% saline and guanidine hydrochloride after sample storage for 10 days at
room temperature, but for extended periods (e.g., 50 days), the detection seems to be more reliable in
0.45% saline. The dashed line is the Cq value cut-off value and a Cq of 45 was arbitrarily attributed
to samples where SARS-CoV-2 was not detected.

3.4. Can the Primer/Probe Concentrations and Thermocycling Time Be Reduced to SARS-COV2
Testing Capability without Loss of Assay Performance

In the first version of our method, The N1 primer and probe concentrations per
reaction were 1500 nM and 375 nM, respectively (named [+]). Here, we tested if the primer
and concentration could be reduced to 300 nM and 150 nM per reaction, respectively
(named [−]). After that, we investigated if the thermocycling time could be reduced
from reverse transcription of 10 min at 50 ◦C, polymerase activation of 3 min at 94 ◦C,
followed by 45 cycles of 15 s at 95 ◦C and 30 s at 55 ◦C, for a total time of 85 min, to reverse
transcription of 5 min at 50 ◦C, polymerase activation of 30 s at 94 ◦C, followed by 45 cycles
of 5 s at 95 ◦C and 15 s at 55 ◦C, for a total time of 60 min (named [−] fast).

The PCR amplification efficiencies using the SARS-CoV-2 diagnostic RNA (described
in [1]) were 98.5% (y = −3.357x + 42.74) for [+], 97.5 % (y = −3.383x + 42.52) for [−],
and 97.5% (y = −3.383x + 43.35) for [−] fast (Figure 4a). The probit regression analy-
sis showed a LOD of 7.3 (95% CI 5.21–18.84) copies/reaction for [+], 23.7 (95% CI 16.1–
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57) copies/reaction for [−] (3.2-fold decrease versus [+]), and 44.2 (95% CI 30.2–99.4)
copies/reaction for [−] fast (6-fold decrease versus [+]). Then, we submitted 105 real
clinical nasopharyngeal samples positive for SARS-CoV-2 RNA collected in 0.45% saline
to the three tested conditions, and they presented almost identical results (Figure 4b).
The median (min–max) N1 Cq values were 24.21 (12.15–36.46) for [+], 23.87 (11.88–35.98)
for [−], and 24.92 (12.98–37,65) for [−] fast.
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Figure 4. (a) Amplification efficiencies and (b) Cq values observed for 105 SARS-CoV-2 positive
samples. The values for both parameters for [+] (blue), [−] (green), and [−] fast (red) were almost
identical, suggesting that the three tested conditions did not affect the diagnostic capability of the
N1 assay. A three-fold decrease in the limit of detection (LOD) was observed for [−] compared
with [+] (7.3 versus 23.7 copies/reaction), and a six-fold decrease in the LOD was observed for [−]
compared with [−] fast (7.3 versus 44.2 copies/reaction) using synthetic SARS-CoC-2 RNA and
probit regression, suggesting that the differences between the tested conditions will be noted only on
samples with a very low viral load.

4. Discussion

Here, we investigated the preanalytical and analytical parameters that can affect SARS-
CoV-2 RNA using a CDC N1-based assay, and also tested some alternatives to our validated
protocol in order to overcome the short supply of tubes, reagents, and equipment during
pandemics, avoiding halting testing for the population. The most appropriate specimen and
viral transport media for SARS-CoV-2 detection were evaluated. The ex-vivo SARS-CoV-2
RNA stability at room temperature was also determined. Additionally, we investigated
whether the primer/probe concentrations in the reaction and the thermocycling times
could be reduced without compromising the assay performance.

First, we found that our assay performs better in nasopharyngeal swabs compared
with saliva. Paired specimens were submitted to an identical process, involving RNA
extraction of 200 uL of each type of sample, which were collected in tubes containing guani-
dine hydrochloride, but the saliva showed consistently higher Cq N1 values compared
with the nasopharyngeal swabs (median Cq values of 21.01 versus 29.51). Qualitatively,
no difference was observed between the tested specimens, but after observing the Cq
values, we can conclude that the saliva collected using the drooling technique was not an
appropriate primary sample for our assay because of the presumed decrease in the assay
sensibility and diagnostic capability in samples with a low viral load. Collecting only oral
fluids instead of mucous secretions from the oropharynx or lower respiratory tract may
have contributed to the overall higher Cq values found saliva. Indeed, overall higher Cq
values for saliva were overserved in one study [18], but not in another [19]. A systematic
review concluded that saliva is a reliable sample for SARS-CoV-2 detection [20]. Our results
highlight that the validation of the primary sample locally for each laboratory is important
in order to achieve the best sensitivity and specificity for the SARS-CoV-2 detection method,
as we found that the nasopharyngeal swab performed better in our study.
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Next, we investigated if 0.45% saline is a reliable collection viral transport media
compared to the validated method of guanidine hydrochloride. The median Cq values were
slightly higher for 0.45% saline (28.33) versus guanidine hydrochloride (27.46). Some paired
samples presented higher Cq values in 0.45% saline and others in guanidine hydrochloride,
suggesting a random effect over the amount of material that could be secondary to the
nasopharyngeal sampling. We conclude that 0.45% saline and guanidine hydrochloride
have a similar diagnostic capability. The validation of 0.9% saline and PBS as an alternative
transport medium for SARS-CoV-2 testing has been done by others [9,10]. The downside of
0.45% saline use instead of guanidine hydrochloride is that the former does not inactivate
the microorganisms that may be present in the sample, and extra cautious should be
applied during the sample measurement [7]. To our knowledge, this is the first description
of use of 0.45% saline as a viral transport media for SARS-CoV-2 detection. Saline with a
lower concentration is desirable for extraction-free RT-qPCR, because 0.9% saline and PBS
are compatible with SARS-CoV-2 direct RT-qPCR only at lower input volumes [21].

The observed stability of SARS-CoV-2 RNA in both 0.45% saline and guanidine
hydrochloride was high at room temperature. The virus could be reliably detected for
10 days after sample collection (median Cq values of 27.46 on day 0 versus 29.53 on day
10 for guanidine hydrochloride, and 28.33 on day 0 versus 30.20 on day 10 for 0.45%
saline). The median N1 Cq value fluctuation was 1.87 in 0.45% saline and 2.07 in guanidine
hydrochloride. These two tested tube additives had differences regarding the state of the
SARS-CoV-2 RNA inside them. In the 0.45% saline tubes, it is expected that SARS-CoV-2 is
intact, protected by its envelope and membrane proteins. On the other hand, SARS-CoV-2
RNA is unprotected in guanidine hydrochloride tubes because of its chaotropic effect,
which degrades the envelope and membrane of viruses [5–8]. We conclude that SARS-CoV-
2 detection is highly reliable in both samples, at least for 10 days. Additional time can
negatively affect the diagnostic capabilities, especially in guanidine hydrochloride tubes,
where the virus RNA is unprotected (see Figure 3a, b for 50-day results).

The stability of SARS-CoV-2 in phosphate-buffered saline at room temperature has
been studied elsewhere; for samples with high viral loads (10,000–50,000 copies per mL),
the median N1 Cq values fluctuation was less than 1 though 28 days. For samples with
low viral loads, the reduction in positivity began at day 7, and by day 28, 0% of samples
were detected using N1 [11]. These findings corroborate our results indicating reliable
stability of SARS-CoV-2 at room temperatures for 7–10 days in different viral transport
media. To our knowledge, this is the first description of SARS-CoV-2 stability in 0.45%
saline and guanidine hydrochloride for diagnostic purposes.

The primer/probe concentrations used in the validated protocol are high, and in-
crease the assay sensitivity [1]. Scaling down the primer/probe concentration to legacy
levels would allow us to perform more diagnostic tests with the same amount of material.
The challenge is to perform this scaling down without a significant loss of sensitivity.
It is important to highlight that many oligo manufactures experienced undesirable SARV-
CoV-2 target contamination during the manufacturing, which lead to a short or delayed
supply of these reagents [22]. So, as many assays as possible must be performed with
approved uncontaminated primers lots. Using synthetic SARS-COV-2 diagnostic RNA,
the reduction in the N1 primer concentration from 1500 nM to 300 nM (five-fold or 500%)
and the probe from 375 nM to 150 nM (2.5-fold or 250%) did not affect the PCR ampli-
fication efficiency of the assay, but a 3.2-fold decrease in LOD was observed (7.3 versus
23.7 copies/reaction). However, it is expected that the diagnostic capability of the clinical
samples with viral loads higher than 23.7 copies/reaction is not affected, as observed in
Figure 4b, where [+] (high amount of oligos) and [−] (less amount of oligos) showed very
similar N1 Cq values on extracted RNA samples that were tested positive for SARS-CoV-2
(median Cq values of 24.21 for [+] versus 23.87 for [−]). We concluded that a decrease in the
primer/probe concentration will not affect the vast majority of the diagnostics, only those
with viral loads between 7.2 copies/reaction (~722 copies/mL of viral transport media)
and 23.7 copies/reaction (~2370 copies/mL of viral transport media).
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Reducing the thermocycling time is an alternative to increase the number of tests that
could be performed per day, as the new thermocycler was under stock depletion from the
manufactures. Decreasing the reaction time from 1 h and 25 min to 1 h would increase the
testing capability by 30%, eliminating our necessity of new thermocyclers. Using synthetic
SARS-CoV-2 diagnostic RNA, the reduction in the thermocycling time as described above
did not affect the PCR amplification efficiency of the N1 assay, but did decrease the
assay LOD to 44.2 copies/reaction (six-fold compared with the original LOD). The same
deliberation used above for the primer concentration can be used here (median Cq values
of 23.87 for [−] versus 24.92 for [−] fast). We concluded that reducing the thermocycling
time will not affect the vast majority of diagnostics, only those with viral loads between
7.2 copies/reaction (~722 copies/mL viral transport media) and 44.2 copies/reaction
(~4420 copies/mL of viral transport media).

It is expected that limit of detection matters and low viral load infections will be
missed [23]. However, these modifications increased our daily testing capability by 30%
and our reagent stock by 500% for primers and 250% for probes, which have a more
profound effect on combating the pandemic in Brazil’s Federal District and other Brazilian
regions that send their samples to us. Using real clinical samples with Cq value ranging
from ~12.15 to ~36.46, the results of the three tested conditions were almost identical.
This observation corroborates the amplification efficiency experiment, where the assay
presented a linear response similar to this range (Figure 4a). Indeed, some laboratories use
a Cq cut-off value of 35–36 [24], which means that reactions that returns Cq higher that
these values are judge as negative or indeterminate results. Our assay presented a linear
response until Cq 36 suggesting the higher Cq values can be detected. Taken together,
the above-described evidences favor our statement that primer/probe concentration and
thermocycling modifications will not affect the vast majority of diagnostics.

5. Conclusions

In conclusion, (a) saliva is not an appropriate specimen for our method, nasopharyn-
geal swabs perform better; (b) saline (0.45%) and guanidine hydrochloride have similar
SARS-CoV-2 diagnostic capability as tube additives; (c) reliable SARS-Cov-2 RNA de-
tection can be performed after sample storage for 10 days at room temperature using
0.45% saline and guanidine hydrochloride as the collection medium; (d) decreasing the
primers and probe concentration increases the LOD of the assay by 3.3-fold; (e) reducing
the thermocycling time increases the LOD by 6.1-fold; and both alterations (d and e) will
not affect the vast majority of diagnostics, but will increase our daily testing capability
and our primer/probe stocks. Using 0.45% saline as a viral transport media and reducing
primer and thermocycling conditions together with using the optimized direct PCR method
(in publication), 105,757 samples were processed, and 25,156 SARS-CoV-2 diagnostics were
performed from 9 May 2020 to 30 June 2020 by our laboratory.
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