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Abstract

Bioelectrical impedance analysis (BIA) is a simple, inexpensive, quick and non-invasive technique for measuring
body composition. The clinical benefit of BIA can be further enhanced by combining it with bioelectrical
impedance vector analysis (BIVA). However, there is a substantial lack of information on the practical aspects of
BIA/BIVA for those primarily interested in learning how to use and interpret this method in practice. The purpose
of this article is to provide some guidance on the use of BIA/BIVA with special attention to practical considerations.
This report reflects the authors’ practical experience with the use of single-frequency BIA in combination with BIVA,
particularly in COPD patients. First, the method and principles of BIA/BIVA are briefly described. Then, a practice-
oriented approach to the interpretation and analysis of characteristic examples of altered nutritional and fluid
status as seen with BIA/BIVA in COPD patients (e.g. malnutrition in obese and underweight patients with COPD,
water retention) is presented.
As our examples show BIA/BIVA is an attractive and easy-to-learn tool for quick nutritional assessment and is
therefore of great clinical benefit in daily practice.

Keywords: Bioelectrical impedance analysis bioelectrical impedance vector analysis, malnutrition, chronic obstruc-
tive pulmonary disease

Introduction
Loss of body weight and depletion of fat free muscle
mass are common and serious problems in patients with
chronic obstructive pulmonary disease (COPD) irrespec-
tive of the degree of airflow limitation [1-3]. Malnutri-
tion in COPD has been associated with systemic
inflammation, cachexia, anorexia, skeletal muscle dys-
function, dyspnoea, reduced health status, enhanced risk
of exacerbations and increased mortality [4-8]. Conse-
quently, current COPD guideline recommendations by
GOLD (Global Initiative for Chronic Obstructive Lung
Disease) consider nutritional monitoring an important
part of routine evaluation of COPD patients [9].
Surrogate measures such as the well-known Body

Mass Index (BMI) give no indication of body composi-
tion, muscle mass or nutritional state. Thus,

malnutrition requiring intervention can exist in spite of
a normal to high BMI. These patients are usually not
detected by subjective global assessment of nutritional
status. In the case of COPD, it has been recognized that
it is low fat-free mass (FFM) further differentiated into
body cell mass (BCM) and extra cellular mass (ECM)
rather than low BMI that should be considered as a cri-
tical parameter of disease severity and prognosis [10,11].
Different methods are used for nutritional assessments

beyond BMI, such as bioelectrical impedance analysis
(BIA), skin-fold anthropometry and dual-energy X-ray
absorptiometry (DEXA) [12-14]. BIA is a simple, inex-
pensive, quick and non-invasive technique for assessing
body composition and its changes over time. BIA is lar-
gely used in clinical trial settings and there is a whole
series of literature on the theory and methodology of
several different BIA techniques [15-18]. Surprisingly
enough, however, there is considerable lack of informa-
tion on the practical aspects of BIA for those primarily
interested in learning how to apply and interpret this
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method in practice. Thus, BIA still is an underused and
underestimated tool for nutritional assessment in pri-
mary care. This can be further explained by the fact that
the costs of BIA are currently not always refundable [12]
and that there are no guidelines outlining the methods
for assessing malnutrition in patients with COPD [9,19].
BIA analysis is simply and effectively complemented

by bioelectrical impedance vector analysis (BIVA), which
is independent of hydration status and can be used as a
quality control measure for correct interpretation of BIA
results [20,21]. BIVA is a pattern analysis of impedance
measurements (resistance and reactance) plotted as a
vector in a coordinate system [21]. Reference values
adjusted for age, BMI and gender are plotted as so-
called tolerance ellipses in the coordinate system. On
this basis, a statement can be made with regard to water
balance (normo-, hypo-, hyperhydration) and body cell
mass (nutritional status) [14].
The purpose of this article is to provide some gui-

dance on the use of BIA/BIVA with particular attention
to practical considerations. It reflects a decade of our
own practical experience of using single-frequency BIA
combined with BIVA with a focus on COPD patients.
Here, we briefly describe the basic principles, feasibility
and limitations of BIA/BIVA methodology and provide
practical tips and recommendations for appropriate con-
duct and analysis of the measurements. We have aimed
to provide a simple, structured and practice-oriented
approach to the interpretation and analysis of BIA/BIVA
results using characteristic examples seen in patients
with COPD.

Basic principles
Bioelectrical impedance analysis (BIA)
BIA is a method for estimating body composition. The
principle of BIA is to determine the electric impedance
of an electric current passing through the body [15].
The electrical impedance (Z) consists of two compo-
nents, resistance (R) and reactance (Xc). Reactance is a
measure of BCM and resistance a measure of total body
water [15,22]. From the determined impedance a num-
ber of BIA parameters can be estimated [20]:
Body cell mass (BCM)

• consists of all cells that have an effect on metabo-
lism (e.g. muscle, internal organs, nervous system)
• key factor when assessing the nutritional status of
a patient
• ↑: e.g. good training status, intracellular water
retention
• ↓: e.g. malnutrition, cachexia, dehydration

BCM %
• percentage of BCM in FFM
• for differential diagnosis of BIA changes: changes
in the same way as BCM

• measure of individual nutritional status and physi-
cal fitness level
• ↑: e.g. good training status
• ↓: e.g. malnutrition

Extra cellular mass (ECM)
• mainly extracellular water
• increase or decrease mostly due to increased extra-
cellular water retention or a loss of extracellular
water
• ↑: e.g. extracellular water retention (e.g. oedema)
• ↓: e.g. extracellular loss of water (e.g. diuretics)

Fat-free mass (FFM)
• everything that is not body fat, consists of BCM
and ECM
• ↓: elderly people, chronic diseases

Fat mass (FM)
• is indirectly determined from body weight minus
FFM

Phase angle
• one of the best indicators of cell membrane
function
• can be regarded as a marker of training and nutri-
tional status
• ↑: e.g. athletic constitutional type, good nutritional
status (of BCM cells)
• ↓: e.g. poor training status, poor nutritional status
(of BCM cells)

Total body water (TBW)
• ↑: e.g. high portion of muscle, water retention (e.g.
oedema)
• ↓: e.g. small portion of muscle, dehydration/
exsiccosis

The strengths and limitations of different BIA meth-
ods (e.g. single frequency, multi-frequency, segmental
BIA) have been extensively reviewed [15,16,18,23-25].
Our experience is based on single frequency BIA (50

kHz); the software package we use (NUTRIPLUS from
Data Input GmbH) includes BIVA and adapted refer-
ence values.
Detailed instructions for performing BIA measure-

ments can be found elsewhere [17,18]. To give a brief
description here, single frequency BIA usually involves
the placing of two distal current or signal-introducing
electrodes on the dorsal surfaces of the hand and foot
close to the metacarpal-phalangeal and metatarsal-pha-
langeal joints, respectively. The two voltage sensing elec-
trodes are applied at the pisiform prominence of the
wrist and between the medial and lateral maleoli of the
ankle. The impedance analyzer delivers a constant alter-
nating current at a fixed 50-kHz frequency via the distal
electrodes and detects the drop in voltage via the proxi-
mal electrodes. The measured resistance and reactance
are displayed by the analyzer [18].
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Factors impacting BIA results [16,18,20,23,25]:

1. weight and height (should be measured directly by
the investigator)
2. position of the body and limbs (supine position,
arms abducted at least 30°, legs abducted at approxi-
mately 45°)
3. consumption of food and beverages (no beverages
for at least 12 hours previously, fasted state for at
least 2 hours)
4. moderate to intense level of physical activity/exer-
cise before BIA measurements (last exercise at least
12 hours previously)
5. medical conditions and medication that have an
impact on the fluid and electrolyte balance; infection
and cutaneous disease that may alter the electrical
transmission between electrode and skin
6. environmental conditions (e.g. ambient
temperature)
7. individual characteristics (e.g. skin temperature,
sex, age, race)
8. ethnic variation
9. non-adherence of electrodes, use of wrong elec-
trodes, loosening of cable clip, interchanging of
electrodes

BIA parameters are largely dependent on the patient’s
hydration status. BIA enables the above mentioned para-
meters to be determined in subjects without significant
fluid and electrolyte abnormalities [15].

BIVA (bioelectrical impedance vector analysis)
BIVA as an integrated part of BIA measurement is a
simple, quick and clinically valuable method for asses-
sing fluid status (TBW) and body cell mass (BCM). This
method plots the direct impedance measurements resis-
tance R and reactance Xc as a bi-variate vector in a
nomogram (Figure 1) [21]. Reference values adjusted for
age, BMI and gender are plotted as so-called tolerance
ellipses in the same coordinate system. Three tolerance
ellipses are distinguished, corresponding to the 50th,
75th and 95th vector percentile of the healthy reference
population [22,26]. Values outside of the 95th percentile
are considered abnormal. Based on the position of the
measurement point in the BIVA nomogram, the sex-,
age-, BMI- and race-adjusted nutrition/training and
hydration status can be read off at a glance [21]. As
shown in Figure 1, values located outside the 95th per-
centile in the following four quadrants point to the fol-
lowing conditions [20]: a) right upper quadrant e.g.
exsiccosis b) left lower quadrant e.g. oedema c) right
lower quadrant e.g. malnutrition d) left upper quadrant
e.g. good training status.

Applications of BIA/BIVA and interpretation of body
composition
We present below some examples of characteristic BIA
findings in COPD patients with their interpretation:

1. Normal finding
2. Malnutrition in a COPD patient with overweight
3. Cachexia
4. Oedema due to right heart failure
5. Anorexia

From personal experience, follow-up measurements
(examples 2-5) should be performed every 4 weeks for
overweight patients and every 8-12 weeks for all other
cases [27]. However, this is a decision that must be
taken on an individual basis.
1. Normal finding
Patient: female, 61.1 kg, BMI 22.7, 64 years old, mild
COPD (GOLD stage I) [9].

Figure 1 Interpretation of the BIVA nomogram. Age, BMI and
gender adjusted reference values are plotted as so-called tolerance
ellipses in the coordinate system. Three tolerance ellipses are
distinguished, corresponding to the 50th, 75th and 95th vector
percentile of the healthy reference population. Values outside of the
95th percentile are considered abnormal. Values located above the
long axis (/) indicate an increase in body cell mass (BCM), values
below the long axis indicate a decrease in BCM. Values located
above the short axis (\) indicate a loss of water and values below
the short axis indicate increased water retention. Values located
outside the 95th percentile in the following four quadrants point to
the following conditions: a) right upper quadrant e.g. exsiccosis b)
left lower quadrant e.g. oedema c) right lower quadrant e.g.
malnutrition d) left upper quadrant e.g. good training status
(modified with permission from Data-Input GmbH).
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Interpretation: With a BMI of 22.7 this patient is of
normal weight. The measurement point in the BIVA
nomogram (Figure 2) lies within the 50th tolerance
ellipse and thus indicates normal findings. The TBW,
ECM, body fat, BCM, BCM % and phase angle values
listed in table 1 are within the normal range.
Conclusion: All values in the table are within the nor-

mal range and the measurement point in the BIVA
nomogram lies within the 50th tolerance ellipse.
2. Malnutrition in an obese COPD patient
Patient: female, 90 kg, BMI 31.5, 73 years old, severe
COPD (GOLD stage III)
Interpretation: With a BMI of 31.5 this patient is

obese. The measurement point in the BIVA nomogram
(Figure 3) in this patient is well below the line of normal
BCM values (long axis) and above the line of normal
TBW values (short axis) between the 75th and the 95th

tolerance ellipse. The position of the measurement point
in the lower right quadrant points to malnutrition.
The BIA parameter values listed in table 2 can be

interpreted as follows: The fat mass lies above the nor-
mal range in line with the increased BMI. BCM lies
within the normal range. At first sight this does not fit
in with the finding of the BIVA nomogram, which indi-
cates malnutrition. The fact that the calculated BCM is
within the range of normal values here may be
explained as follows: It needs to be considered that
BCM is dependent on the patient’s fluid status (TBW).
This means that a BCM within the normal range does

not necessarily mean a normal nutritional status but
may also be due to increased TBW. The following two
BIA parameters are helpful in drawing a distinction:
BCM % and phase angle, which are usually altered along
the same lines as BCM. In this case TBW is increased
and the BCM % and phase angle are below the range of
normal values. This indicates that BCM is actually
reduced. BCM therefore only appears to lie within the
range of normal values because of the increased TBW.
In contrast to this somewhat complex interpretation of
the calculated BIA values, the suspected diagnosis of
malnutrition can be established at a glance by BIVA. In
addition, it is confirmed that the calculated BCM is too
high because of the increased TBW (position of the
measurement point in the BIVA nomogram above the
line of normal TBW values).

Figure 2 Normal finding as illustrated in the BIVA nomogram.
The position of the measurement point in the BIVA nomogram
within the 50th tolerance ellipse (range of normal values) indicates a
normal finding.

Table 1 Normal finding.

parameter values

TBW 33.2 l [29.1 - 36.1 l]

FFM 45.4 kg [39.8 - 49.4 kg]

ECM 22.7 kg [19.5 - 25.7 kg]

BCM 22.7 kg [18.8 - 25.3 kg]

BCM % 50.1 % [44.7 - 53.9 %]

phase angle 5.6 ° [4.7 - 6.4 °]

body fat in kg (corrected) 15.6 [13.3 - 23.7 kg]

Values for different BIA parameters. Age- and BMI-adapted reference values
are shown in brackets. All values are within the normal range.

Figure 3 Malnutrition in an obese COPD patient as illustrated
in the BIVA nomogram. The position of the measurement point in
the BIVA nomogram is below the line of normal BCM values (long
axis) and above the line of normal TBW values (short axis) between
the 75th and 95th tolerance ellipse. The position in the lower right
quadrant indicates malnutrition.
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Conclusion: Despite the presence of obesity the
patient is exhibiting malnutrition. The position of the
measurement point in the BIVA nomogram in the right
lower quadrant between the 75th and the 95th tolerance
ellipse provides an indication for the suspected diagnosis
of malnutrition.
3. Cachexia
Patient: male, 45 kg, BMI 16.7, 62 years old, severe
COPD (GOLD stage III)
Interpretation: With a BMI of 16.7 the patient is

underweight. The measurement point in the BIVA
nomogram (Figure 4) in this patient is far below the line
of normal BCM values (long axis) and well above the
line of normal TBW values (short axis), far outside the
95th tolerance ellipse. The position of the measurement

point in the lower right quadrant points to malnutrition
in the form of cachexia.
The BIA parameter values listed in table 3 can be

interpreted as follows: The fat mass lies below the nor-
mal range in line with the reduced BMI. The calculated
values for BCM und TBW are reduced. It needs to be
considered as regards the reduced BCM value that BCM
is dependent on the patient’s fluid status (TBW). This
means that a reduced BCM does not necessarily point
to malnutrition but may also be due to a low TBW. The
BIA parameters BCM % and phase angle are again help-
ful for drawing a distinction, as they are usually altered
along the same lines as BCM. The values for BCM %
and phase angle are reduced, which indicates an actually
reduced BCM or malnutrition. In this example also
BIVA provides a more efficient assessment of the nutri-
tional status than the calculated BIA parameters.
Conclusion: All the values listed in the table are below

the normal range and the measurement point in the
BIVA nomogram is outside the 95th tolerance ellipse in
the lower right quadrant. This indicates severe malnutri-
tion in the form of cachexia. The assessment of the
BIVA nomogram is sufficient for the suspected diagno-
sis of cachexia.
4. Oedema due to right heart failure
Patient: female, 105.6 kg, BMI 38.8, 78 years old, COPD
GOLD stage II
Interpretation: With a BMI of 38.8 the patient is over-

weight. The measurement point in the BIVA nomogram
(Figure 5) in this patient is above the line of normal
BCM values (long axis) and well below the line of nor-
mal TBW values (short axis) on the 95th tolerance
ellipse. The position of the measurement point in the
lower left quadrant points to water retention in the
form of oedema.
The BIA parameter values listed in table 4 can be

interpreted as follows: Body fat mass lies above the nor-
mal range in line with the increased BMI. The deter-
mined TBW is increased and the calculated BCM lies in
the upper range of normal. These findings are consistent
with the position of the measurement point above the

Table 2 Malnutrition in an obese COPD patient

parameter values

TBW 36.7 l [29.1 - 36.1 l]

FFM 50.1 kg [39.8 - 49.4 kg]

ECM 29.1 kg [19.5 - 25.7 kg]

BCM 21.0 kg [18.8 - 25.3 kg]

BCM % 42.0 % [44.7 - 53.9 %]

phase angle 4.3 ° [4.7 - 6.4 °]

body fat in kg (corrected) 39.9 kg [13.3 - 23.7 kg]

Values for different BIA parameters. Age- and BMI-adapted reference values
are shown in brackets. Bold values are outside the normal range.

Figure 4 Cachexia as illustrated in the BIVA nomogram. The
position of the measurement point in the BIVA nomogram is far
below the line of normal BCM values (long axis) and well above the
line of normal TBW values (short axis) far outside the 95th tolerance
ellipse. The position in the lower right quadrant points to cachexia.

Table 3 Cachexia

parameter values

TBW 29.1 l [37.6 - 48.4 l]

FFM 39.8 kg [51.4 - 66.1 kg]

ECM 22.5 kg [24.6 - 33.7 kg]

BCM 17.3 kg [25.1 - 34.0 kg]

BCM % 43.5 % [44.7 - 55.0 %]

phase angle 4.5 ° [4.7 - 6.6 °]

body fat in kg (corrected) 5.2 kg [7.9 - 20.1 kg]

Values for different BIA parameters. Age- and BMI-adapted reference values
are shown in brackets. All values are below the normal range.
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line of normal BCM values and below the line of normal
TBW values in the lower left quadrant. With the derived
normal BIA value for BCM it needs once again to be
taken into account here that BCM is dependent on the
patient’s fluid status (TBW). This means that a BCM
within the normal range does not necessarily indicate an
actually normal BCM or normal nutritional status but
may also appear normal due to an increased TBW. The
BIA parameters BCM % and phase angle, which are
usually altered along the same lines as BCM, in this case
lie in the lower range of normal, so that it may be
assumed that the BCM is actually in the normal range.
In addition to the increased TBW, ECM is also mark-
edly increased, indicating oedema. The suspicion of
oedema is established at a glance with BIVA. BIVA con-
firms simply and rapidly the calculated BIA values BCM

and TBW. The suspicion of oedema was confirmed on
physical examination of the legs.
Conclusion: The values listed in the table for TBW

and ECM are outside the normal range and the mea-
surement point in the BIVA nomogram is on the 95th

tolerance ellipse in the lower left quadrant, indicating
oedema. The determined BCM is in the upper range of
normal and the measurement point in the BIVA nomo-
gram is above the line of normal BCM values. The posi-
tion of the measurement point in the nomogram
provides an indication for the suspected diagnosis of
oedema.
5. Anorexia
For the general differential diagnosis of underweight we
present a female patient with anorexia: female, 34.1 kg,
BMI 18.4, 41 years old, anorexia (unintentional loss of
appetite).
Interpretation: With a BMI of 18.4 the patient is

underweight. The measurement point in the BIVA
nomogram (Figure 6) lies almost on the line of normal
BCM values (long axis) and far above the line of nor-
mal TBW values (short axis) outside the 95th tolerance
ellipse. The position of the measurement point in the
upper right quadrant points to the presence of
anorexia.
The BIA parameter values listed in table 5 can be

interpreted as follows: Body fat mass is reduced in line

Figure 5 Oedema due to right heart failure as illustrated in the
BIVA nomogram. The position of the measurement point in the
BIVA nomogram is above the line of normal BCM values (long axis)
and well below the line of normal TBW values (short axis) on the
95th tolerance ellipse. The position in the lower left quadrant
indicates the presence of increased water retention.

Table 4 Oedema due to right heart failure

Parameter values

TBW 49.3 l [36.1 - 45.1 l]

FFM 67.3 kg [49.3 - 61.6 kg]

ECM 34.5 kg [23.0 - 30.6 kg]

BCM 32.8 kg [24.6 - 32.8 kg]

BCM % 48.7 % [47.2 - 56.0 %]

phase angle 5.4 ° [5.1 - 6.9 °]

body fat in kg (corrected) 40.2 kg [22.7 - 35.0 kg]

Values for different BIA parameters. Age- and BMI-adapted reference values
are shown in brackets. Bold values are outside the normal range.

Figure 6 Anorexia as illustrated in the BIVA nomogram. The
position of the measurement point in the BIVA nomogram is
almost on the line of normal BCM values (long axis) and far above
the line of normal TBW values (short axis) outside the 95th tolerance
ellipse. The position in the upper right quadrant points to the
presence of anorexia.
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with the low BMI. TBW is markedly reduced and BCM
also is decreased. With the reduced BCM it needs to be
kept in mind here that BCM is dependent on the
patient’s fluid status (TBW). This means that a lower
BCM may also appear reduced due to a lower TBW.
The BIA parameters BCM % and phase angle which are
helpful in drawing a distinction and which are usually
altered in the same way as BCM, in this case lie in the
upper third of the normal range. This indicates that
BCM is normal and that the calculated value was too
low only because of the low TBW. BIVA confirms the
suspicion raised by the BIA values that the calculated
BCM was too low because of the reduced TBW. Again,
the suspected diagnosis of anorexia can be established
more efficiently and more reliably by BIVA.
Conclusion: The patient exhibits a markedly reduced

BMI, decreased body water and a normal BCM in the
form of anorexia. The position of the measurement
point in the nomogram in the upper right quadrant out-
side the 95th tolerance ellipse provides an indication for
the suspected diagnosis of anorexia.

Summary
Bioelectrical impedance analysis (BIA), particularly in
combination with bioelectrical impedance vector analy-
sis (BIVA), provides a viable opportunity for evaluating
body composition in humans. However, lack of guidance
for those interested in learning how to use and interpret
BIA/BIVA in clinical practice has probably prevented its
broader application. This practical guidance which is
mainly based on own practical experience has attempted
to provide a direction on the use of BIA/BIVA metho-
dology with particular attention given to practical con-
siderations. The basic principles of performing BIA/
BIVA measurements have been given as well as charac-
teristic examples in COPD patients.
As the examples suggest the interpretation of BIA

results is often complex and a suspected diagnosis can
be established more efficiently and more reliably by
integrating BIVA into the patient assessment process.
Although this review was not intended to be compre-
hensive and is not evidence-based, it has hopefully

provided a brief description of some of the practicalities
involved in performing BIA/BIVA measurements and,
perhaps more importantly, has raised interest in actively
using BIA/BIVA in daily clinical practice.

Abbreviations
ATS: American Thoracic Society; BCM: body cell mass; BIA: bioelectrical
impedance analysis; BIVA: bioelectrical impedance vector analysis; BMI: body
mass index; COPD: chronic obstructive pulmonary disease; ECM: extra
cellular mass; ERS: European Respiratory Society; FFM: fat free mass; FM: fat
mass; GOLD: Global Initiative for Chronic Obstructive Lung Disease; TBW:
total body water.

Acknowledgements
Publication fees were funded by Boehringer Ingelheim Pharma GmbH & Co
KG, Germany.

Author details
1Nutritional Consulting Practice, Emil-Schüller-Straße, Koblenz, 56068,
Germany. 2Pneumology Practice, Emil-Schüller-Straße, Koblenz, 56068,
Germany. 3Medical Affairs Germany, Boehringer Ingelheim Pharma GmbH &
Co. KG, Binger Straße, Ingelheim, 55218, Germany. 4Department of
Pulmonary Disease, III. Medical Clinic, Johannes Gutenberg-University,
Langenbeckstraße, Mainz, 55131, Germany.

Authors’ contributions
AWK and TG conceived of the review, drafted and coordinated the
manuscript. MMG and AK critically discussed and helped to draft the
manuscript. All authors read and approved the final manuscript. The
contents of this original manuscript have not been previously presented or
submitted elsewhere.

Competing interests
The authors declare that they have no competing interests. TG and MMG
were employees of Boehringer Ingelheim at the time of manuscript
submission.

Received: 8 November 2010 Accepted: 21 April 2011
Published: 21 April 2011

References
1. Engelen MP, Schols AM, Baken WC, Wesseling GJ, Wouters EF: Nutritional

depletion in relation to respiratory and peripheral skeletal muscle
function in out-patients with COPD. Eur Respir J 1994, 7:1793-7.

2. Schols AM, Broekhuizen R, Weling-Scheepers CA, Wouters EF: Body
composition and mortality in chronic obstructive pulmonary disease. Am
J Clin Nutr 2005, 82:53-9.

3. Engelen MP, Schols AM, Does JD, Wouters EF: Skeletal muscle weakness is
associated with wasting of extremity fat-free mass but not with airflow
obstruction in patients with chronic obstructive pulmonary disease. Am
J Clin Nutr 2000, 71:733-738.

4. King DA, Cordova F, Scharf SM: Nutritional aspects of chronic obstructive
pulmonary disease. Proc Am Thorac Soc 2008, 5:519-523.

5. Shoup R, Dalsky G, Warner S, Davies M, Connors M, Khan M, Khan F,
ZuWallack R: Body composition and health-related quality of life in
patients with obstructive airways disease. Eur Respir J 1997, 10:1576-80.

6. Hallin R, Koivisto-Hursti UK, Lindberg E, Janson C: Nutritional status, dietary
energy intake and the risk of exacerbations in patients with chronic
obstructive pulmonary disease (COPD). Respir Med 2006, 100:561-7.

7. Schols AM: Nutrition in chronic obstructive pulmonary disease. Curr Opin
Pulm Med 2000, 6:110-5.

8. Soeters PB, Schols AM: Advances in understanding and assessing
malnutrition. Curr Opin Clin Nutr Metab Care 2009, 12:487-94.

9. Global Initiative for Chronic Obstructive Lung Disease: Global strategy
for the diagnosis, management, and prevention of chronic obstructive
pulmonary disease (updated 2009). [http://www.GOLDCOPD.com].

10. Vestbo J, Prescott E, Almdal T, Dahl M, Nordestgaard BG, Andersen T,
Sørensen TI, Lange P: Body mass, fat-free body mass, and prognosis in
patients with chronic obstructive pulmonary disease from a random

Table 5 Anorexia

parameter values

TBW 20.1 l [29.9 - 36.9 l]

FFM 27.4 kg [40.8 - 50.4 kg]

ECM 12.9 kg [19.1 - 25.0 kg]

BCM 14.5 kg [20.4 - 26.6 kg]

BCM % 53 % [47.7 - 55.4 %]

phase angle 6.2 ° [5.2 - 6.8 °]

body fat in kg (corrected) 6.7 kg [13.9 - 24.2 kg]

Values of the different BIA parameters. Age- and BMI-adapted reference
values are shown in brackets. Bold values are outside the normal range.

Walter-Kroker et al. Nutrition Journal 2011, 10:35
http://www.nutritionj.com/content/10/1/35

Page 7 of 8

http://www.ncbi.nlm.nih.gov/pubmed/7828687?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/7828687?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/7828687?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16002800?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16002800?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10702166?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10702166?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10702166?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18453365?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18453365?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9230250?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/9230250?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16019198?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16019198?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16019198?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/10741769?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19512916?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19512916?dopt=Abstract
http://www.GOLDCOPD.com
http://www.ncbi.nlm.nih.gov/pubmed/16368793?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16368793?dopt=Abstract


population sample: findings from the Copenhagen City Heart Study. Am
J Respir Crit Care Med 2006, 173:79-83.

11. Ischaki E, Papatheodorou G, Gaki E, Papa I, Koulouris N, Loukides S: Body
mass and fat-free mass indices in COPD: relation with variables
expressing disease severity. Chest 2007, 132:164-9.

12. Miller A, Strauss BJ, Mol S, Kyoong A, Holmes PH, Finlay P, Bardin PG, Guy P:
Dual-energy X-ray absorptiometry is the method of choice to assess
body composition in COPD. Respirology 2009, 14:411-418.

13. Lerario MC, Sachs A, Lazaretti-Castro M, Saraiva LG, Jardim JR: Body
composition in patients with chronic obstructive pulmonary disease:
which method to use in clinical practice? Br J Nutr 2006, 96:86-92.

14. Lee SY, Gallagher D: Assessment methods in human body composition.
Curr Opin Clin Nutr Metabol Care 2008, 11:566-72.

15. Kyle UG, Bosaeus I, De Lorenzo AD, Deurenberg P, Elia M, Gómez JM,
Heitmann BL, Kent-Smith L, Melchior JC, Pirlich M, Scharfetter H, Schols AM,
Pichard C: Bioelectrical impedance analysis-part I: review of principles
and methods. Clin Nutr 2004, 23:1226-43.

16. Matthie JR: Bioimpedance measurements of human body composition:
critical analysis and outlook. Expert Rev Med Devices 2008, 5:239-61.

17. Mattsson S, Thomas BJ: Development of methods for body composition
studies. Phys Med Biol 2006, 51:R203-28.

18. Kushner RF: Bioelectrical impedance analysis: a review of principles and
applications. J Am Coll Nutr 1992, 11:199-209.

19. Kuzma AM, Meli Y, Meldrum C, Jellen P, Butler-Labair M, Koczen-Doyle D,
Rising P, Stavrolakes K, Brogan F: Multidisciplinary care of the patient with
chronic obstructive pulmonary disease. Proc Am Thorac Soc 2008,
5:567-571.

20. The BIA compendium. , 3[http://www.data-input.de].
21. Bosy-Westphal A, Danielzik S, Dörhöfer RP, Piccoli A, Müller MJ: Patterns of

bioelectrical impedance vector distribution by body mass index and
age: implications for body-composition analysis. Am J Clin Nutr 2005,
82:60-8, Erratum in: Am J Clin Nutr 2005, 82:1358..

22. Piccoli A: Bioelectric impedance vector distribution in peritoneal dialysis
patients with different hydration status. Kidney Int 2004, 65:1050-63.

23. Dehghan M, Merchant AT: Is bioelectrical impedance accurate for use in
large epidemiological studies? Nutr J 2008, 7:26.

24. Barbosa-Silva MC, Barros AJ: Bioelectrical impedance analysis in clinical
practice: a new perspective on its use beyond body composition
equations. Curr Opin Clin Nutr Metab Care 2005, 8:311-7.

25. Buchholz AC, Bartok C, Schoeller DA: The validity of bioelectrical
impedance models in clinical populations. Nutr Clin Pract 2004, 19:433-46.

26. Bozzetto S, Piccoli A, Montini G: Bioelectrical impedance vector analysis to
evaluate relative hydration status. Pediatr Nephrol 2010, 25:329-34.

27. Creutzberg EC, Wouters EF, Mostert R, Weling-Scheepers CA, Schols AM:
Efficacy of nutritional supplementation therapy in depleted patients
with chronic obstructive pulmonary disease. Nutrition 2003, 19:120-127.

doi:10.1186/1475-2891-10-35
Cite this article as: Walter-Kroker et al.: A practical guide to bioelectrical
impedance analysis using the example of chronic obstructive
pulmonary disease. Nutrition Journal 2011 10:35.

Submit your next manuscript to BioMed Central
and take full advantage of: 

• Convenient online submission

• Thorough peer review

• No space constraints or color figure charges

• Immediate publication on acceptance

• Inclusion in PubMed, CAS, Scopus and Google Scholar

• Research which is freely available for redistribution

Submit your manuscript at 
www.biomedcentral.com/submit

Walter-Kroker et al. Nutrition Journal 2011, 10:35
http://www.nutritionj.com/content/10/1/35

Page 8 of 8

http://www.ncbi.nlm.nih.gov/pubmed/16368793?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17505043?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17505043?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/17505043?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19353776?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19353776?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16869995?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16869995?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16869995?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/15380917?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/15380917?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18331184?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18331184?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16790904?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16790904?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/1578098?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/1578098?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18453373?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18453373?dopt=Abstract
http://www.data-input.de
http://www.ncbi.nlm.nih.gov/pubmed/16002801?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16002801?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16002801?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/14871426?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/14871426?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18778488?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/18778488?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/15809535?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/15809535?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/15809535?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16215137?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/16215137?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19876654?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/19876654?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12591542?dopt=Abstract
http://www.ncbi.nlm.nih.gov/pubmed/12591542?dopt=Abstract

	Abstract
	Introduction
	Basic principles
	Bioelectrical impedance analysis (BIA)
	Body cell mass (BCM)
	BCM %
	Extra cellular mass (ECM)
	Fat-free mass (FFM)
	Fat mass (FM)
	Phase angle
	Total body water (TBW)

	BIVA (bioelectrical impedance vector analysis)
	Applications of BIA/BIVA and interpretation of body composition
	1. Normal finding
	2. Malnutrition in an obese COPD patient
	3. Cachexia
	4. Oedema due to right heart failure
	5. Anorexia


	Summary
	Acknowledgements
	Author details
	Authors' contributions
	Competing interests
	References


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /None
  /Binding /Left
  /CalGrayProfile (Gray Gamma 2.2)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.3
  /CompressObjects /Off
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams false
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /Warning
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 500
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /Warning
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 500
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.76
    /HSamples [2 1 1 2] /VSamples [2 1 1 2]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 15
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /Warning
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000410064006f006200650020005000440046002065876863900275284e8e55464e1a65876863768467e5770b548c62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef69069752865bc666e901a554652d965874ef6768467e5770b548c52175370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /DAN <>
    /DEU <>
    /ESP <>
    /FRA <>
    /ITA (Utilizzare queste impostazioni per creare documenti Adobe PDF adatti per visualizzare e stampare documenti aziendali in modo affidabile. I documenti PDF creati possono essere aperti con Acrobat e Adobe Reader 5.0 e versioni successive.)
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020be44c988b2c8c2a40020bb38c11cb97c0020c548c815c801c73cb85c0020bcf4ace00020c778c1c4d558b2940020b3700020ac00c7a50020c801d569d55c002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken waarmee zakelijke documenten betrouwbaar kunnen worden weergegeven en afgedrukt. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /PTB <>
    /SUO <>
    /SVE <>
    /ENU (Use these settings to create Adobe PDF documents suitable for reliable viewing and printing of business documents.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [612.000 792.000]
>> setpagedevice


