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Abstract

Background: Attenuation correction of a single photon emission computed tomography (SPECT) image is possible
using computed tomography (CT)-based attenuation maps with hybrid SPECT/CT. CT attenuation maps acquired
during breath holding can be misaligned with SPECT, generating artifacts in the reconstructed images. The purpose
of this study was to investigate the effects of respiratory phase during breath-hold CT acquisition on attenuation
correction of cardiac SPECT imaging.

Methods: A series of 201Tl-emission and 99mTc-based transmission computed tomography (TCT) scans was carried
out along with CT-attenuation scans on 11 young normal volunteers using a hybrid SPECT/CT scanner. The CT
scans were performed at three respiratory phases: end-inspiration (INS), end-expiration (EXP), and the midpoint
(MID) between these phases. Using alignment parameters between attenuation maps and SPECT images without
attenuation or scatter corrections, quantitative SPECT images were reconstructed, including corrections for
attenuation and scatter. Regional radioactivity concentrations normalized by the subjects’ weights were compared
between CT- and TCT-based attenuation correction techniques.

Results: SPECT images with CT attenuation maps at the EXP phase showed significant differences in regional
weight-normalized radioactivity concentrations relative to the images using the other attenuation maps (p< 0.05),
as well as systematic positive bias errors, compared to TCT-based images for all myocardial segments, 5.7%± 2.7%
(1.9% to 10.0%). No significant differences in regional weight-normalized radioactivity concentrations were observed
between images with CT attenuation maps at MID and INS phases or between these and the TCT-based images,
but regional tendencies were found: for anterior to anterolateral segment, positive bias of 5.0%± 2.2% (1.3% to
8.1%) and 5.6%± 1.9% (2.6% to 8.5%) and for inferior to inferoseptal segment, negative bias of −5.3%± 2.6% (−9.1%
to −1.7%) and −4.6%± 2.5% (−8.8% to −1.5%) for the MID and INS phases, respectively.

Conclusions: Use of breath-hold CT attenuation maps at INS and MID phases for attenuation and scatter
corrections demonstrated accurate quantitative images that would prove beneficial in cardiac SPECT/CT studies.
Background
Single photon emission computed tomography (SPECT)
has the unique ability to provide functional images of
biological tissues in vivo. As is the case with positron
emission tomography (PET), corrections for attenuation
and scatter are important. Previous studies have demon-
strated improvements in diagnostic accuracy when ap-
plying corrections for both attenuation and scatter [1].
Attenuation correction has been widely carried out by
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means of transmission computed tomography (TCT)
scanning, with several mechanical configurations such as
rotating rod sources fitted with parallel-beam collimator
systems, and a single rod source placed at the focal line
of a symmetrical fan-beam collimator [2-4]. It has been
demonstrated that TCT data can also be used for scatter
correction [5], and that when coupled with kinetic ana-
lysis, the overall accuracy of reconstructed SPECT
images is sufficiently high for quantitation of various
physiological functions in the thoracic region [6-8] and
also in the brain [9]. Several dedicated TCT systems
developed by various manufacturers have resulted in
improved diagnostic accuracy. It has also been reported
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that when using optimally designed TCT equipment,
reconstructed images are accurate and applicable to
quantitative studies in the thoracic region [10].
Myocardial blood flow (MBF) quantitation has been

shown to be feasible using 201Tl and dynamic SPECT if
proper procedures are applied to accurately correct for
attenuation and scatter [8]. It has been demonstrated
that a kinetic modeling approach can be applied to
quantitatively obtained SPECT data to determine re-
gional myocardial blood flow. In fact, in a canine study
with correction for all necessary factors, MBF values
assessed at rest, after beta-blocker administration, and
during adenosine infusion were in good agreement with
those determined in a microsphere experiment [11].
Based on these previous works, it is likely that correc-
tion for attenuation and scatter is an important key for
the establishment of absolute MBF measurement in car-
diac SPECT.
Recently, an X-ray computed tomography (CT)-based

method of attenuation correction has been implemented
with commercial PET cameras and now has become
standard as a combined PET/CT system. This type of
system has been used primarily not only in oncology
studies but also for the quantitation of myocardial perfu-
sion using 13N-ammonia [12]. Combination of multi-
slice CT and SPECT systems has been shown to result in
accurate reconstruction in myocardial studies [13]. A
problem, however, has been noted when applying CT in-
formation to attenuation correction in the thoracic re-
gion. Erroneous observations occur and are attributed to
misregistration between CT and PET images. These are
associated not only with global patient movement but
also with respiratory motion. Previously, 68Ge-based
TCT scans were carried out for 3 to 10 min at each bed
position and, thus, provided spatially and temporally
smoothed images that were consistent with the emission
data, resulting in no systematic artifacts in reconstructed
PET images. On the other hand, the CT-based method,
which provides frozen images during one respiratory
phase, can cause significant mismatches with PET data
and, thus, cause artifacts, often in the apex and lateral
wall regions [14].
The same problem has also been noted with combined

SPECT/CT systems [15,16]. These studies recommended
careful review of attenuation correction maps as well as
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Figure 1 Protocol for cardiac SPECT/CT and 99mTc TCT. INS, EXP, and M
the midpoint between these phases, respectively.
software-based re-registration in order to avoid recon-
struction artifacts due to misregistration.
In cardiac studies with PET/CT, it would be ideal to

match cine CT to PET images at each phase [17] or to
use respiratory-averaged CT information as the attenu-
ation map for reconstructing single-frame PET data sets
[18]. However, these techniques require large radiation
doses for multiple CT scans, resulting in their limited
use in clinical studies. In contrast, it has been noted that
the use of CT images acquired at specific phases pro-
vides reasonable accuracy in producing attenuation-
corrected PET images [18].
The purpose of this study was to investigate the effect

of respiratory phase on breath-hold CT-based attenu-
ation correction (CT-AC) for quantitative cardiac
SPECT imaging. The CT-based attenuation maps were
acquired from normal volunteers at three respiratory
phases: end-inspiration (INS), end-expiration (EXP), and
the midpoint (MID) between these phases. The attenu-
ation maps were used for quantitative SPECT (QSPECT,
National Cerebral and Cardiovascular Center and
QSPECT group, Japan), namely for scatter correction
using transmission-dependent convolution subtraction
technique followed by ordered-subset expectation
maximization (OSEM) reconstruction with attenuation
correction [8,19]. The CT-corrected emission images
were compared with images reconstructed using 99mTc
TCT-based attenuation maps, which have been validated
in a previous article [10].

Methods
Subjects
Subjects consisted of 11 healthy volunteers (7 men, 4
women; age range, 18 to 25 years; mean age ± SD,
21.4 ± 2.3 years; mean weight ± SD, 55.4 ± 5.2 kg). The
volunteers had no signs or symptoms of ischemic heart
disease. The study protocol was approved by the ethics
committee of the National Cerebral and Cardiovascular
Center. Prior to the scan, all subjects gave written
informed consent for participation in this study.

Image acquisition
All subjects were placed in supine position with arms up
and scanned at rest using a hybrid SPECT/CT scanner,
the Symbia T6 (Siemens, Knoxville, TN, USA). As shown
CT AC CT AC 201Tl SPECT
(52 min)(EXP)

+2’ 201Tl injection
over 2 min

(MID)

ID denote respiratory phases at end-inspiration, end-expiration, and
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in Figure 1, the study protocol consisted of 99mTc-based
blank and TCT scans, X-ray CT scans, and a dynamic
SPECT.
A 10-min blank scan and a 15-min TCT scan, used as

references for CT-AC, were performed using a TCT sys-
tem validated in a previous work [10]. A small scatter
fraction with maximum sensitivity was achieved by opti-
mizing the collimator gap for the 99mTc source. The sys-
tem was attached to an opposing two-headed detector
with low-energy, high-resolution (LEHR) collimators, as
shown in Figure 2A. The TCT source consisted of a 3-m
long tube (5 mm in diameter) filled with 740 MBq of
99mTc, which was equivalent to seven separate rod
sources. Each rod was collimated axially with lead
sheets. The TCT system was removed from the SPECT
detector before the following scans.
After acquisition of a CT scout image, breath-hold

CT-AC scans were performed at the INS, EXP, and MID
respiratory phases. CT acquisition parameters were as
follows: helical scan time, 10 s; rotation cycle, 1 s; pitch,
1.0; tube voltage, 130 kVp; tube current, 100 mA over
10 s; slice thickness, 5 mm; slice interval, 5 mm; matrix
size, 512 × 512; pixel size, 0.98 × 0.98 mm2; and max-
imum duration for holding breath, 16 s. For breath-hold
CT acquisition at each phase, a system of monitoring
and displaying respiratory phase was introduced. Briefly,
a subject’s abdominal respiratory motion was determined
using an optical motion-tracking device, POLARIS
(Northern Digital Inc., Ontario, Canada), to monitor the
location of an infrared-reflective target placed on the ab-
dominal surface, as shown in Figure 2B,C. The accuracy
of the device was 0.35-mm root mean square (RMS), as
reported by the manufacturer. The motion was displayed
on a screen using an ellipsoidal indicator to enable the
subject to control his or her own breathing in real time.
The subject breathed deeply several times to determine
the marker’s range of motion between the EXP and INS
phases before the CT-AC scans. The MID phase was
A
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Figure 2 Experimental setup. (A) Schematic diagram of 99mTc transmissio
monitor respiratory motion; (B) optical motion-tracking device. (C) Infrared-
defined as occurring when the marker was located at the
central position of the motion range.
Dynamic SPECT begun 2 min before the start of the

2-min constant infusion of 111-MBq 201Tl. Projection
data were acquired using the detector heads positioned
opposing each other (H-mode) with the LEHR collima-
tors in continuous mode and in a circular orbit because
QSPECT reconstruction was performed on geometric-
mean projections. The frame collection rates and 360°
rotation times were 6 × 2 min (28 s) and 8 × 5 min
(148 s); number of views, degrees per view, matrix size,
and enlargement factor were 45 views, 4° per view,
64 × 64, and 1.45, respectively. A 34% energy window
centered on 77 keV was used for the 201Tl acquisitions
[7,20].

Image reconstruction
SPECT projection data were processed to generate a
quantitative image, that is, pixel values were calibrated
in Bq/mL. The procedure was as follows: (1) TCT pro-
jections normalized by blank projections and CT projec-
tions were reconstructed and then linearly scaled to
provide attenuation maps for 201Tl. For CT images, fil-
tering to SPECT spatial resolution using the B08s filter,
which was called by the manufacturer, interpolation to
equate the matrix and pixel sizes to those of TCT at-
tenuation map, and conversion from Hounsfield units to
attenuation coefficients were performed using Syngo MI
Application, version 7.0.7.14 (Siemens, Knoxville, TN,
USA). (2) A SPECT image was temporarily recon-
structed using a filtered backprojection algorithm with-
out scatter or attenuation correction. Each attenuation
map was manually aligned to the SPECT image using
translations along three orthogonal directions by inter-
actively moving the attenuation map image over the
SPECT image. The interactive fusion was performed
using the QSPECT software package. The overlap in the
aligned images was assessed in coronal, sagittal, and
B C

n system attached to a SPECT/CT detector. (B) and (C) System to
reflective target placed on the subject’s abdominal surface.



Table 1 Translations to align attenuation maps to SPECT
image (mean± SD)

Attenuation
map

Direction

Right/left (mm) Up/down (mm) Cephalad/caudal (mm)

TCT 0.0 ± 0.0 0.0 ± 0.0 2.4 ± 2.1

CT at MID 2.8 ± 7.1 −2.6 ± 3.9 11.7 ± 8.0

CT at INS 4.5 ± 6.0 −4.7 ± 5.4 6.2 ± 7.3

CT at EXP −1.5 ± 3.5 0.0 ± 5.1 19.9 ± 5.8

Koshino et al. EJNMMI Research 2012, 2:33 Page 4 of 8
http://www.ejnmmires.com/content/2/1/33
transaxial views based on the distances of myocardial
contours between the anterior to lateral regions of the
attenuation map and the SPECT images. (3) Using each
alignment parameter, scatter- and attenuation-corrected
images were reconstructed with OSEM (three iterations,
five subsets using geometric-mean projections, post-
reconstruction Gaussian filter of 7.0 mm in full width at
half maximum) provided by the QSPECT software pack-
age [8], respectively.
CT, computed tomography; EXP, end-expiration; INS, end-inspiration; MID,
midpoint; TCT, transmission computed tomography.

CT middle 

CT end-inspiration 

99mTc-TCT 
Data analysis
Each dynamic image reconstructed using the four at-
tenuation maps was summed into a static image with
the 14.5- to 34.5-min frames (mid-scan time). Trans-
formation to a short-axis orientation was based on a
static image corrected with a TCT attenuation map
(TCT-AC image). The transformation was also applied
to the static images corrected with CT attenuation maps
(CT-AC images). The radioactivity concentrations of the
images were normalized by the subject’s weight. Variabil-
ity of normalized radioactivity concentrations in the
myocardium was also assessed. Polar maps for the left
ventricles were generated from the static images. In this
process, the basal slice and apical region were defined
on the TCT-AC image. The definition was also used for
the CT-AC images of the same subject. In addition, per-
cent differences between the weight-normalized radio-
activity concentrations of TCT-AC and CT-AC images
were calculated as 100� CT�TCT

TCT . Regional radioactivity
concentration values and percent differences were evalu-
ated for myocardial segments by dividing polar maps
into 17 segments according to the AHA 17-segment
model [21]. To evaluate the effects of attenuation cor-
rection with the four attenuation maps on SPECT
images, the regional radioactivity of TCT-AC and CT-
AC images was statistically tested using the Tukey mul-
tiple comparisons method. Homogeneity of radioactivity
distribution among the 17 myocardial segments was also
assessed using the Tukey multiple comparisons method
for each dataset of TCT-AC and CT-AC images. A p-
value of less than 0.05 was considered statistically
significant.
CT end-expiration 

Figure 3 Attenuation map images of 99mTc-TCT and CT at three
different respiratory phases. The left, middle, and right columns
represent transaxial, sagittal, and coronal views, respectively.
Results
Breath-hold CT-AC scans at three respiratory phases
were performed successfully for all subjects. The ampli-
tude of the marker indicating respiratory phases, which
was defined as half the distance between the infrared-
reflective targets at the INS and EXP phases, was
8.50 ± 5.58 (2.51 to 17.50) mm. Translations to align at-
tenuation maps to SPECT image was listed in Table 1.
Cephalad/caudal translations were dominant among
three orthogonal directions, especially in CT attenuation
maps at the MID and the EXP phases. Figure 3 shows
examples of TCT and CT attenuation map images at the
three phases. In coronal and sagittal views at the INS
phase, the surfaces of the inferior regions of the myocar-
dium and the liver were clearly separated. On the other
hand, at the EXP phase, it was difficult to distinguish
these surfaces. The position of the heart relative to the
liver at the MID phase seemed to be similar to that of
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TCT attenuation map rather than those at the other re-
spiratory phases. Figure 4 shows SPECT images for the
same subject as Figure 3. The left, middle, and right col-
umns represent slices at basal, middle, and apical levels,
respectively.
The distribution of weight-normalized radioactivity con-

centration and the differences between TCT-AC and CT-
AC images are shown in Figure 5. The left column dis-
plays polar maps of averaged radioactivity concentration,
normalized using the maximum value of the TCT-AC
map. Statistical analysis of the SPECT image datasets with
the four attenuation maps indicated that the images cor-
rected with EXP attenuation maps were different signifi-
cantly from the other datasets, that is, significant
differences in weight-normalized radioactivity concentra-
tions were observed between TCT-EXP, INS-EXP, and
MID-EXP image datasets (there was no significant differ-
ence in weight-normalized radioactivity concentration be-
tween TCT-INS, TCT-MID, and INS-MID). No regional
99mTc-
TCT

CT AC

Middle

End-
inspiration

End-End
expiration

0%0%

Figure 4 SPECT images corrected for attenuation and scatter using TC
represent slices at the basal, middle, and apical levels, respectively. The sub
differences were found in weight-normalized radioactivity
concentrations of any datasets, although relatively large
values in inferior regions were observed for all TCT-AC
and CT-AC image datasets. As shown in the right column,
the polar map of the percent difference for CT-AC images
of EXP phases shows a positive bias, 5.7%±2.7% (1.9% to
10.0%), over all segments. Regional tendencies were found
for CT-AC images of the other two phases: for the anter-
ior to anterolateral segments, positive biases of
5.0%± 2.2% (1.3% to 8.1%) and 5.6%± 1.9% (2.6% to 8.5%)
and for the inferior to inferoseptal segments, negative
biases of −5.3%±2.6% (−9.1% to −1.7%) and −4.6%± 2.5%
(−8.8% to −1.5%) for the MID and INS phases, respect-
ively. The worst segmental percent differences (mean±SD
and the worst individual value) were 10.5%±4.9%, 22.6%
in the basal inferolateral segment for the EXP phase;
−4.8%±4.8%, −11.0% and −8.0%±6.4%, −18.4% in the
mid inferior segments for the MID and the INS phases,
respectively. The percent difference excluding the worst
100%100%
(peak at TCT)

T and CT attenuation maps. The left, middle, and right columns
ject was the same as in Figure 3.
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Figure 5 Polar maps of averaged radioactivity concentrations and percent differences from images corrected with TCT attenuation
maps.
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individual value was 9.3%±3.0% in the basal inferolateral
segment for the EXP phase. It was considered that the
relatively large differences in radioactivity concentrations
of the EXP polar map, as shown in Figure 5, compared to
the MID or the INS polar maps were due to the results
over all subjects, but was not from outliers.

Discussion
This study investigated the effects of respiratory phases
on breath-hold CT-based attenuation correction in car-
diac SPECT with monitoring of the respiratory phase
and amplitude. Reconstruction using CT attenuation
maps at the INS and MID phases, with correction for at-
tenuation and scatter, provided quantitative SPECT
images that agreed with images derived from TCT-based
attenuation maps. The SPECT images with CT attenu-
ation maps at INS and MID phases showed similar
radioactivity concentrations, as seen in Figures 4 and 5.
This may be due to similarities between CT attenuation
maps at INS and MID, for instance the separation be-
tween the surfaces of the inferior myocardial wall and
the liver, as shown in Figure 3. Polar map analysis of the
four attenuation maps showed no significant heterogen-
eity in any image dataset in terms of weight-normalized
radioactivity concentrations.
The CT-AC images corrected with EXP attenuation

maps differed significantly from the TCT-AC and CT-
AC image datasets at INS and MID phases. In addition,
for all segments, the percent differences from TCT-AC
images indicated a bias of CT-AC images with EXP
attenuation maps: a positive bias in anterior to anterolat-
eral segments and a negative bias in inferior to infero-
septal segments for CT-AC images with both INS and
MID attenuation maps, as shown in Figure 5. The mag-
nitude of the bias for CT-AC images with EXP attenu-
ation maps was larger than that of CT-AC images with
the other respiratory attenuation maps. As previously
reported, MBF was non-linearly related to the radio-
activity concentration for 201Tl kinetics [8,11]. Error with
positive bias in the concentration propagated to error in
MBF values more than negative bias with the same mag-
nitude. Therefore, we considered the CT attenuation
maps at the INS or MID phases to be preferable to those
at the EXP phase. Instead of breath-hold CT acquisi-
tions, respiratory gating in both SPECT and CT scans
was expected to be another approach for CT-AC. Uni-
formity of radioactivity concentrations in myocardia has
been improved by respiratory-gated SPECT acquisition
[22]. Although respiration-related artifacts must be cor-
rected ideally, the breath-hold CT-AC might be suitable
for dynamic SPECT studies with low-dose injections,
such as measurement of absolute MBF, which needed
temporal changes in radioactivity concentrations.
Although no significant heterogeneity in regional

radioactivity concentrations was observed, Figures 4 and
5 show reduced radioactivity concentrations in the an-
terior regions near the apexes and increased concentra-
tions in the inferior regions in images with all
attenuation maps. Potential reasons for the reduced con-
centrations are as follows: first, residual errors in
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registration between an attenuation map and a SPECT
image. Fricke et al. reported that a 3.5-mm misalignment
in the ventrodorsal direction induced a spurious defect
in the anteroseptal wall in a phantom study [23]. The
second reason is spillover from the anterior wall due to
partial volume effects. The anterior wall was surrounded
by void space in terms of 201Tl concentration. Spillover
from the wall, particularly near the apex, could be
affected by the partial volume effects three-
dimensionally. In contrast, possible reasons for relatively
high concentrations in the inferolateral to inferior wall
are as follows: (1) residual errors in registration as seen
with the anterior wall, (2) overestimation of attenuation
effects around the inferolateral to lateral walls caused by
the liver, as pointed out by Cook et al. [18], and (3) spill-
over from other organs. Little effect of overlap between
the heart and the liver was reported by McQuaid and
Hutton [24]. However, in their numerical phantom
study, spatial resolution effects of a SPECT scanner were
excluded, and the assumed activity ratio between the
myocardium and the liver was 75:30. Their experimental
conditions were different from those in our human
study, specifically the spatial resolution of the SPECT
scanner and the activity ratio of the two organs (liver/
anterolateral myocardium= 1.1 ± 0.3, range = 0.7 to 1.7).
High radioactivity concentration was also observed in
the left kidney (the activity ratio of the left kidney/an-
terolateral myocardium= 1.5 ± 0.3, range = 1.1 to 2.0). It
could cause additional spillover to the anterolateral myo-
cardium. Anatomical information from the CT image
prior to spatial resolution matching to SPECT was
expected to help correct for the spillover and, thus, pro-
duce a more accurate quantitative SPECT image.
In this study, the use of CT-AC attenuation maps with

breath holding was validated at resting conditions. In
order to measure coronary flow reserve, a stress SPECT
scan is needed. A series of resting and stress scans could
take a relatively long time. For optimal comfort, the pa-
tient would step off the scanner bed during the interval
between the two scans, or the two scans would be car-
ried out on different days. In such cases, additional CT-
AC scans would be needed for accurate attenuation cor-
rection. The respiration amplitude observed by the mon-
itoring system was 8.50 ± 5.58 (2.51 to 17.50) mm. The
accuracy of the system, 0.35-mm RMS, was considered
sufficient to discriminate the three respiratory phases
during a single session, that is, while a subject lay con-
tinuously on the scanner bed. However, it would be diffi-
cult, using the monitoring system, to ensure inter-
subject reproducibility of the amplitude of respiratory
motion as well as intra-subject results obtained during
different sessions. The respiratory motion was estimated
by measuring positions of the infrared-reflective target
placed on the abdominal surface. The amplitudes and
directions of surface movements depend on the individ-
ual subject, the location of the target, and any non-linear
deformation of the abdominal surface and internal
organs.
The registration of an attenuation map and a pre-

reconstructed SPECT image, prior to reconstruction of a
quantitative SPECT image corrected for attenuation and
scatter, was limited to translations in three spatial direc-
tions. If a rigid-body model including rotations or a
non-linear registration was employed, an image cor-
rected with CT-AC at the EXP phase might provide a
consistent result with a TCT-based scan or CT-AC at
the other respiratory phases. However, the use of INS or
MID attenuation maps has an advantage over the EXP
attenuation map in terms of separation between the
heart and the liver surfaces, which would contribute to
accurate registration of attenuation maps and pre-
reconstructed SPECT images. As shown in Table 1,
translations toward caudal directions were needed to
align CT attenuation maps at any respiration phases to
SPECT images. The reason could be different baseline
positions of the hearts during breath-hold CT acquisi-
tions and SPECT acquisitions with breathing freely, as
previously reported by Pan et al. [25]. For TCT attenu-
ation map, no alignment between the attenuation map
and SPECT image was needed essentially because tem-
poral resolutions of TCT and SPECT scans for respira-
tory motions were nearly identical. The slight shifts of
TCT attenuation maps to SPECT images in cephalad/
caudal directions, 2.4 ± 2.1 mm, might be caused by glo-
bal and/or intra-torso motions of subjects.

Conclusion
Use of breath-hold CT attenuation maps at end-
inspiration and middle phases for attenuation and scat-
ter corrections demonstrated accurate quantitative
images in cardiac SPECT/CT studies. This technique
might be applicable to routine clinical study. Quantita-
tive assessment of absolute MBF and coronary flow re-
serve in clinical settings would be an additional potential
application.

Competing interests
The authors declare that they have no competing interests.

Acknowledgments
This study was supported by a Grant for Translational Research from the
Ministry of Health, Labour and Welfare of Japan, a Grant for Advanced
Medical Technology from the Ministry of Health, Labour and Welfare of
Japan, and, in part, a Grant-in-Aid for Scientific Research from the Ministry of
Education, Culture, Sports, Science and Technology of Japan.

Authors’ contributions
KaK participated in the development of a respiratory motion indicator
system and analysis of SPECT data. KS participated in the image processing
for reconstruction of SPECT images. YH participated in the measurement of
respiratory motions. TM and TZ participated in the discussion of spillover
effects and misregistration effects between emission and attenuation data



Koshino et al. EJNMMI Research 2012, 2:33 Page 8 of 8
http://www.ejnmmires.com/content/2/1/33
and helped to draft the manuscript. MF and YN carried out SPECT/CT studies
as radiological technologists. KF and KeK participated as physicians. HI
conceived the application of the breath-hold CT to the cardiac SPECT study
and helped to draft the manuscript. All authors read and approved the final
manuscript.

Author details
1Department of Investigative Radiology, National Cerebral and Cardiovascular
Center Research Institute, 5-7-1 Fujishirodai, Suita, Osaka 565-8565, Japan.
2Department of Radiology and Nuclear Medicine, National Cerebral and
Cardiovascular Center Hospital, 5-7-1 Fujishirodai, Suita, Osaka 565-8565,
Japan. 3Graduate School of Medicine/Faculty of Medicine, Osaka University,
1-1 Yamadaoka, Suita, Osaka 565-0871, Japan.

Received: 19 March 2012 Accepted: 22 June 2012
Published: 22 June 2012

References
1. Hendel RC, Berman DS, Cullom SJ, Follansbee W, Heller GV, Kiat H, Groch

MW, Mahmarian JJ: Multicenter clinical trial to evaluate the efficacy of
correction for photon attenuation and scatter in SPECT myocardial
perfusion imaging. Circulation 1999, 99:2742–2749.

2. Bailey DL: Transmission scanning in emission tomography. Eur J Nucl Med
1998, 25:774–787.

3. Bailey DL, Hutton BF, Walker PJ: Improved SPECT using simultaneous
emission and transmission tomography. J Nucl Med 1987, 28:844–851.

4. Bailey DL, Robinson M, Meikle SR, Bye PT: Simultaneous emission and
transmission measurements as an adjunct to dynamic planar gamma
camera studies. Eur J Nucl Med 1996, 23:326–331.

5. Meikle SR, Hutton BF, Bailey DL: A transmission-dependent method for
scatter correction in SPECT. J Nucl Med 1994, 35:360–367.

6. Narita Y, Eberl S, Iida H, Hutton BF, Braun M, Nakamura T, Bautovich G:
Monte Carlo and experimental evaluation of accuracy and noise
properties of two scatter correction methods for SPECT. Phys Med Biol
1996, 41:2481–2496.

7. Narita Y, Iida H, Eberl S, Nakamura T: Monte Carlo evaluation of accuracy
and noise properties of two scatter correction methods for 201Tl cardiac
SPECT. IEEE Trans Nucl Sci 1997, 44:2465–2472.

8. Iida H, Eberl S: Quantitative assessment of regional myocardial blood
flow with thallium-201 and SPECT. J Nucl Cardiol 1998, 5:313–331.

9. Iida H, Narita Y, Kado H, Kashikura A, Sugawara S, Shoji Y, Kinoshita T,
Ogawa T, Eberl S: Effects of scatter and attenuation correction on
quantitative assessment of regional cerebral blood flow with SPECT.
J Nucl Med 1998, 39:181–189.

10. Iida H, Shoji Y, Sugawara S, Kinoshita T, Tamura Y, Narita Y, Eberl S: Design
and experimental validation of a quantitative myocardial 201Tl SPECT
System. IEEE Trans Nucl Sci 1999, 46:720–726.

11. Iida H, Eberl S, Kim KM, Tamura Y, Ono Y, Nakazawa M, Sohlberg A, Zeniya
T, Hayashi T, Watabe H: Absolute quantitation of myocardial blood flow
with (201)Tl and dynamic SPECT in canine: optimisation and validation
of kinetic modelling. Eur J Nucl Med Mol Imaging 2008, 35:896–905.

12. Koepfli P, Hany TF, Wyss CA, Namdar M, Burger C, Konstantinidis AV,
Berthold T, Von Schulthess GK, Kaufmann PA: CT attenuation correction for
myocardial perfusion quantification using a PET/CT hybrid scanner.
J Nucl Med 2004, 45:537–542.

13. Willowson K, Bailey DL, Baldock C: Quantitative SPECT reconstruction
using CT-derived corrections. Phys Med Biol 2008, 53:3099–3112.

14. Bacharach SL: PET/CT attenuation correction: breathing lessons. J Nucl
Med 2007, 48:677–679.

15. Goetze S, Brown TL, Lavely WC, Zhang Z, Bengel FM: Attenuation
correction in myocardial perfusion SPECT/CT: effects of misregistration
and value of reregistration. J Nucl Med 2007, 48:1090–1095.

16. Goetze S, Wahl RL: Prevalence of misregistration between SPECT and CT
for attenuation-corrected myocardial perfusion SPECT. J Nucl Cardiol
2007, 14:200–206.

17. Alessio AM, Kohlmyer S, Branch K, Chen G, Caldwell J, Kinahan P: Cine CT
for attenuation correction in cardiac PET/CT. J Nucl Med 2007, 48:794–801.

18. Cook RA, Carnes G, Lee TY, Wells RG: Respiration-averaged CT for
attenuation correction in canine cardiac PET/CT. J Nucl Med 2007,
48:811–818.

19. QSPECT Group Web Page: QSPECT Group Web Page.; . www.qspect.org.
20. Jia L, Tsui BMW, Welch A, Frey EC, Gullberg GT: Energy window
optimization in simultaneous technetium-99 m TCT and thallium-
201 SPECT data acquisition. Nuclear Science, IEEE Transactions 1995,
42:1207–1213.

21. Cerqueira MD, Weissman NJ, Dilsizian V, Jacobs AK, Kaul S, Laskey WK,
Pennell DJ, Rumberger JA, Ryan T, Verani MS: Standardized myocardial
segmentation and nomenclature for tomographic imaging of the heart:
a statement for healthcare professionals from the Cardiac Imaging
Committee of the Council on Clinical Cardiology of the American Heart
Association. Circulation 2002, 105:539–542.

22. Kovalski G, Israel O, Keidar Z, Frenkel A, Sachs J, Azhari H: Correction of
heart motion due to respiration in clinical myocardial perfusion SPECT
scans using respiratory gating. J Nucl Med 2007, 48:630–636.

23. Fricke H, Fricke E, Weise R, Kammeier A, Lindner O, Burchert W: A method
to remove artifacts in attenuation-corrected myocardial perfusion SPECT
introduced by misalignment between emission scan and CT-derived
attenuation maps. J Nucl Med 2004, 45:1619–1625.

24. McQuaid SJ, Hutton BF: Sources of attenuation-correction artefacts
in cardiac PET/CT and SPECT/CT. Eur J Nucl Med Mol Imaging 2008,
35:1117–1123.

25. Pan T, Mawlawi O, Nehmeh SA, Erdi YE, Luo D, Liu HH, Castillo R,
Mohan R, Liao Z, Macapinlac HA: Attenuation correction of PET
images with respiration-averaged CT images in PET/CT. J Nucl Med
2005, 46:1481–1487.

doi:10.1186/2191-219X-2-33
Cite this article as: Koshino et al.: Breath-hold CT attenuation correction
for quantitative cardiac SPECT. EJNMMI Research 2012 2:33.
Submit your manuscript to a 
journal and benefi t from:

7 Convenient online submission

7 Rigorous peer review

7 Immediate publication on acceptance

7 Open access: articles freely available online

7 High visibility within the fi eld

7 Retaining the copyright to your article

    Submit your next manuscript at 7 springeropen.com


	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Methods
	Subjects
	Image acquisition

	link_Fig1
	Image reconstruction

	link_Fig2
	Data analysis

	Results
	link_Tab1
	link_Fig3
	link_Fig4
	Discussion
	link_Fig5
	Conclusion
	Competing interests
	Acknowledgments
	sectionBib1
	Author details
	References
	link_CR1
	link_CR2
	link_CR3
	link_CR4
	link_CR5
	link_CR6
	link_CR7
	link_CR8
	link_CR9
	link_CR10
	link_CR11
	link_CR12
	link_CR13
	link_CR14
	link_CR15
	link_CR16
	link_CR17
	link_CR18
	link_CR19
	link_CR20
	link_CR21
	link_CR22
	link_CR23
	link_CR24
	link_CR25


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /PageByPage
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.0000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000500044004600206587686353ef901a8fc7684c976262535370673a548c002000700072006f006f00660065007200208fdb884c9ad88d2891cf62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef653ef5728684c9762537088686a5f548c002000700072006f006f00660065007200204e0a73725f979ad854c18cea7684521753706548679c300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV <>
    /HUN <>
    /ITA <>
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020b370c2a4d06cd0d10020d504b9b0d1300020bc0f0020ad50c815ae30c5d0c11c0020ace0d488c9c8b85c0020c778c1c4d560002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken voor kwaliteitsafdrukken op desktopprinters en proofers. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents for quality printing on desktop printers and proofers.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /NoConversion
      /DestinationProfileName ()
      /DestinationProfileSelector /NA
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure true
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles true
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /NA
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /LeaveUntagged
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [595.440 793.440]
>> setpagedevice


