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Abstract
Purpose: The aim of this study was to evaluate the overall risk of hand
disinfectants and skin antiseptics to become contaminatedwith bacterial
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In-use contamination of alcohol-based formulations was tested by re-
peated use over 12 months under practical conditions and microbiolo-
gical and physico-chemical data were determined.
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Primary packagingmaterial and use were not found to pose a significant
contamination risk as far as bacterial spores are concerned. Based on
the data from this study, a microbial limit of <1 cfu/10 ml can be sug-
gested as a quality-control threshold for finished goods to ensure high
quality and safe products.
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Zusammenfassung
Hintergrund: Ziel dieser Untersuchungwar die Klärung der Fragestellung,
inwiefern eine Kontamination alkoholbasierter Händedesinfektionsmittel
und Antiseptika mit bakteriellen Sporen ein gesundheitliches Risiko
darstellen kann. Dabei wurde insbesondere die Möglichkeit einer Kon-
tamination mit bakteriellen Sporen im Zuge des Produktionsprozesses
sowie der späteren Verwendung untersucht.
Methode: Es wurden umfangreiche mikrobiologische Untersuchungen
der Primärpackmittel durchgeführt, um den mikrobiologischen Status
bewerten zu können. DesWeiteren wurde die Langzeitüberlebensfähig-
keit bakterieller Sporen in Alkohol untersucht. Dabei wurde sporulierter
B. subtilis ATCC 6633 als Standardtestorganismus verwendet. Die Un-
tersuchung der mikrobiellen Kontamination während der Anwendung
wurde über einen Zeitraum von 12 Monaten unter praktischen Bedin-
gungen untersucht. Dabei wurdenmikrobiologische und physiko-chemi-
sche Daten erhoben.
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Ergebnisse: Von insgesamt 625 untersuchten Primärverpackungen
konnte bei 542 Verpackungen keinerlei mikrobielle Kontamination
nachgewiesen werden.
DerMedian lag insgesamt bei 0,2 cfu/10ml Verpackungsgefäß in Bezug
auf aerobe sporenbildende Bakterien. Es wurden keine anaeroben
sporenbildenden Bakterien gefunden.
Die Untersuchung ergab weiterhin, dass aliphatische C2–C3 Alkohole
die Lebensfähigkeit bakterieller Sporen beeinträchtigen. Dabei zeigte
1-Propanol die beste Wirksamkeit. 2-Propanol und Ethanol waren
ebenfalls wirksam, jedoch in geringerem Umfang.
Im Rahmen der Anwendungstests wurden keinerlei Veränderungen der
physiko-chemischen Daten detektiert. Des Weiteren wurde keinerlei
mikrobielle Kontamination über den gesamten Anwendungszeitraum
nachgewiesen.
Diskussion: Die Daten dieser Untersuchung zeigen, dass mit Hilfe mo-
derner Produktionsprozesse hergestellte alkoholbasierte Händedesin-
fektionsmittel und Antiseptika als mikrobiologisch sicher betrachtet
werden können. Die Untersuchung von Primärpackmitteln und wieder-
holter Anwendung zeigt, dass von diesen kein signifikantes Risiko im
Hinblick auf eine Kontamination mit bakteriellen Sporen ausgeht.
Basierend auf denDaten dieser Untersuchungwird einmikrobiologischer
Kontrollwert von <1 KBE/10 ml für Fertigwaren empfohlen, um eine
hohe Produktsicherheit zu gewährleisten.

Schlüsselwörter: Händedesinfektionsmittel, Hautantiseptika, Sporen,
hygienische Sicherheit, Kontamination, Alkohol

Introduction
Application of alcohol-based hand rubs in hygienic and
surgical hand disinfection is of great importance and
highly recommended to prevent healthcare-associated
infections [23]. Alcohol-based products are also state of
the art in skin antisepsis [4]. Although skin sterility cannot
be achieved using hand disinfectants and skin antiseptics
[18], [19], [22], the risk of healthcare-associated infec-
tions is reduced significantly [23].
However, the alcohols commonly used as disinfectants
and antiseptics are not regarded as sporicidal at contact
times relevant for disinfection and antisepsis [1].
Although the majority of aerobic spore-forming species
are considered to have little or no pathogenic potential,
rare but severe infections have been associated with
Bacillus spp., especially in immunocompromised patients
[3], [11], [16].
The US CDC reported spread of Bacillus spp. due to con-
taminated alcohol prep pads. Non-sterile alcohol prep
pads containing 70% 2-propanol were found to be con-
taminated with B. cereus and other Bacillus spp. [5]. Ac-
cordingly, Berger has described a case of pseudo-
bacteremia due to contaminated alcohol swabs, which
was clearly associated with highly contaminated cotton
swabs [2]. Thus, careful attentionmust be paid to auxiliary
material with regard to its microbiological status. This
also applies to primary packaging material. A careful
evaluation of the contamination risk posed by each ma-
terial coming into contact with the alcohol-based product
and suitable procedures including sterile filtration is es-
sential to control this risk.

The aim of the present study was therefore to evaluate
the overall risk of hand disinfectants and skin antiseptics
to become contaminatedwith bacterial spores throughout
the production process and the subsequent in-use period,
hence posing a public health risk.

Methods

Bacterial strains and standard growth
conditions

Sporulated B. subtilis ATCC 6633 was used as a standard
to test the alcohol tolerance of bacterial spores over ex-
tended periods.B. subtilis spore suspensions (108 cfu/ml;
L+S AG, Bad Bocklet, Germany) were stored in aqua ad
iniectabilia. According to themanufacturer, spore suspen-
sions were heated for 10min at 95°C. The spore suspen-
sion titre was determined and adjusted if necessary to
yield 107 cfu/ml. Spore suspensions were checked for
sporulation and titres using bright-field microscopy and
a Helber bacteria counting chamber.
For microbiological assessment of primary packaging
material, 0.45 µm cellulose-acetate membrane filters
(Sartorius, Göttingen, Germany) were incubated on
tryptone soya agar (TSA) Schaedler blood agar (BD Dia-
gnostic Systems, Heidelberg, Germany) or Columbia agar
(Oxoid, Wesel, Germany). For TSA cultivation, filters were
incubated under aerobic conditions at 35±2°C for 48 h.
For cultivation on Schaedler blood or on Columbia agar,
filters were incubated anaerobically for 72 h at 35±2°C.
All colonies detected under anaerobic conditions on
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Schaedler blood or Columbia agar were transferred to
TSA and cultivated under aerobic conditions for 72 h at
35±2°C.

Staining procedures and microscopy

Sporulation wasmonitored using bright-field microscopy.
5 µl of each spore suspension was heat-fixed on a glass
slide, stained with 5% malachite green aqueous solution
and steamed for 20 s. The slides were rinsed with water
and counterstained for 1min using 2.5% eosin G aqueous
solution.

Assessment of primary packaging
material for bacterial spores

Microbiological assessment of primary packaging mater-
ial was carried out using five different types of containers
and their respective caps typically used: 50-ml plastic
pocket bottles (high-density polyethylene; HDPE; Kaller
Kunstofftechnik, Germany) with polypropylene (PP) caps
(hinged breech block Euro; Zeller Plastik, Zell, Germany);
100-ml plastic bottles (HDPE; Rebhan GmbH, Stockheim,
Germany) with PP caps (Zeller Plastik); 250-ml round
plastic bottles (HDPE, Promens Packaging GmbH,
Witzenhausen, Germany) with Fine Mist Sprayer caps
(MistetteMK II; MeadWestvaco Calmar GmbH, Germany);
500-ml plastic bottles (HDPE; Sauer Polymertechnik,
Germany) with PP caps (Krallmann Kunststoffverarbei-
tung, Germany); and 5-l canisters (HDPE; E+E Verpa-
ckungstechnik, Germany) withHDPE caps (GFVVerschluss-
technik, Germany). These materials were manufactured
under current state of the art conditions, i.e. in a visibly
clean environment, but without specific air filtration. The
sample size (each 125 items) was calculated according
to DIN ISO 2859-1, general inspection level I, sample size
code letter K, single sampling plan for normal inspection
[12]. The primary packaging material was selected at
random and taken from production sites under hygienic
conditions. Beforemicrobiological assessment caps were
added to their respective containers, which were disin-
fected from the outside (excluding caps) using an alcohol-
based disinfectant [25 g ethanol (94%) and 35 g 1-pro-
panol]. The containers were opened in a laminar flow
cabinet and filled to 1/5 of the total volume with sterile
filtered ethanol 70% (v/v) for elution of bacterial spores.
Repositories were closed with corresponding caps and
shaken thoroughly for 60 s. Elution liquid was divided
into two equal volumes and membrane-filtered using a
0.45-µm cellulose acetate membrane. Each filter was
rinsed with 100ml tryptone-NaCl solution (TSL). One filter
was incubated on TSA, and the other under anaerobic
conditions on Schaedler blood or Columbia agar, as de-
scribed above.
Sporulated B. subtilis ATCC 6633 was used for validation
of growth of aerobic spore-forming bacteria. One container
was filled to 1/5 total volume with 70% ethanol (v/v),
which was used as an elution solution. A second container
was filled with TSL, which was used as a rinsing solution.

Both containers were closed with caps and agitated for
1 min. Half of the rinsing solution and half the elution
solution were membrane-filtered using a 0.45-µm cellu-
lose acetate membrane. Each filter was rinsed with 100
ml TSL, to which 1 ml B. subtilis ATCC 6633 (titre >101

to <102 cfu/ml) was added. Membrane filters were incu-
bated on TSA for 72 h at 35±2°C and growth of B. subtilis
spores was verified. Growth of anaerobic spore-forming
bacteria was validated using Clostridium sporogenes
ATCC 19404 as a standard for validation of growth of
anaerobic spore-forming bacteria on Schaedler blood or
Columbia agar, which was carried out under anaerobic
conditions, as described above.
All colonies detected on TSA were multiplied by 2, as only
half of the elution volume was used for membrane filtra-
tion and subsequent cultivation on TSA. Numbers are
reported as aerobic and facultative anaerobic spore-
forming bacteria. All colonies detected on Schaedler blood
agar, which did not grow on TSA under aerobic conditions,
were similarly multiplied by 2 and numbers were reported
as strictly anaerobic spore-forming bacteria.
Acceptance criteria for validation of growth were as fol-
lows: 0.5–2 = initial bacterial count/recovered bacterial
count.

Long-term survival of bacterial spores in
C2–C3 aliphatic alcohols

To assess long-term survival of bacterial spores in differ-
ent alcohols, freshly distilled ethanol was mixed with
sterile deionised water in sterile glass bottles to give 95,
80, 60, or 40% (v/v) in 50 ml final volume. Freshly dis-
tilled 1-propanol or 2-propanol was mixed with sterile
deionised water in sterile glass bottles to give 70, 50, 30,
or 10% (v/v) in 50 ml final volume.
To test the extended alcohol tolerance, 50 µl B. subtilis
spore suspension (107 cfu/ml) was mixed with 50 ml
ethanol, 1-propanol, or 2-propanol. 110 sterile glass
beads (Ø 3mm; Soda-Kalkglas; Th. Geyer, Germany) were
added to each glass container to avoid adhering and
clumping of the spores. Sampling was carried out once
or twice weekly. Samples were mixed thoroughly for 30 s
and 1-ml samples were taken immediately for determin-
ation of log Na (Na = cfu/ml sample), mixed thoroughly
with 9ml germinationmedium in the presence or absence
of lysozyme (25 µg/ml) and incubated for 15 min at
30±2°C to allow spore germination, as described previ-
ously [6], [17]. Lysozyme did not affect cfu detection;
therefore, cfu were determined for each sample by serial
dilutions using the germinationmedium lacking lysozyme
and subsequent cultivation on TSA, as described above.
Non-toxicity of the germination medium was verified by
validation experiments according to EN 13704 [7].
All experiments were reproduced three times in and re-
sults are given as mean values. Error bars represent
standard deviations. Data are reported as logarithmic
reduction factors RF = lg N0 – lg Na, where N0 is cfu/ml of
control (water) and Na is cfu/ml in sample after exposure
to the respective alcohol at indicated contact time.
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In-use contamination and stability of
alcohol-based formulations

An in-use test of alcohol-based formulations was carried
out with a typical alcohol-based hand disinfectant [Formu-
lation A; 73.4% (w/w) ethanol, 10% (w/w) 2-propanol]
and alcohol-based skin disinfectant [Formulation B; 74.1%
(w/w) ethanol, 10% (w/w) 2-propanol]. Both disinfectants
were challenged by repeated use over a period of
12 months under practical conditions. Each sample un-
derwent ~150 simulations. The test took place under
open conditions in a conventional laboratory for applica-
tion tests without air conditioning or filtering. The room
temperature was 18–32°C.
Microbiological and physico-chemical data were deter-
mined. At the end of the test, a sealed reference sample
of each product, stored in parallel to the test samples,
was analysed for the same quality parameters.
A 1-l bottle was used for the tested hand disinfectant,
and normal use was simulated by pouring 5 ml product
via the snap-cap closure of the bottle three times a week
over a period of 12 months. The skin disinfectant was
packed in 250-ml bottles with a spray pump. Normal use
was simulated by a threefold activation of the pump
equalling ~1 ml over a period of 12 months, three times
weekly.
For the microbiological assessment, 100-ml samples of
the respective disinfectant were used and processed
according to European Pharmacopoeia 2.6.12 [8].
Active substances were assayed by head-space gas
chromatographic methods. Tests for relative density were
carried out according to European Pharmacopoeia 2.2.5
[8], using an oscillating transducer density meter.

Results

Bacterial spores on primary packaging
material

We analysed 125 individual containers (50 ml) and their
corresponding caps (Table 1). No strictly anaerobic spore-
forming bacteria were found. In 124 of the containers
and their corresponding caps (99.2%), no aerobic spore-
forming bacteria were detected. Only one of the contain-
ers (0.8%) had 2 cfu aerobic spore-forming bacteria.
Median counts for 50ml primary packagingmaterial were
1 cfu/container and 0.02 cfu/ml for aerobic spore-forming
bacteria, and 0 cfu/container and 0 cfu/ml for strictly
anaerobic spore-forming bacteria. Analysis of the other
pack sizes (100, 250, 500 and 5000 ml) indicated con-
sistently low bacterial counts (Table 2, Table 3, Table 4,
Table 5). The respectivemedian values of all investigated
pack sizes as given in Tables 1–5 revealed a maximum
of 0.02 cfu/ml for contamination of the samples with
bacterial spores.

Long-term survival of B. subtilis spores
in aliphatic C2–C3 alcohols

The efficacy of aliphatic C2–C3 alcohols against B. sub-
tilis spores was investigated over the long term. Long-
term survival rates of B. subtilis spores were determined
using ethanol, 1-propanol, and 2-propanol at concentra-
tions typically found in disinfectants and antiseptics.
Figure 1 shows long-term survival of B. subtilis spores in
40–95%ethanol. Concentrations of 60%and80%ethanol
had the greatest impact on survival of B. subtilis spores
over the long termwhen compared with the water control.
Average logarithmic reductions of 0.43 for 60% (v/v) and
0.49 for 80% (v/v) ethanol were found after 7 weeks
contact time, increasing to 0.92 log for 60% and 1.36 log
for 80% ethanol at 14weeks contact time. Concentrations
of 40% and 95% were found to be less effective. Viability
of bacterial spores was only negligibly affected at 7
weeks, which was demonstrated by theminimal variation
in the average logarithmic reduction factors [0.15 log
(40%) and 0.16 log (95%)]. However, at week 14, viability
decreased slightly, and an average reduction of 0.48 log
was determined for 40% ethanol, whereas average reduc-
tion for 95% ethanol remained unchanged (0.13 log).
Figure 2 indicates that long-term survival of B. subtilis
spores in 1-propanol wasmost affected at concentrations
of 30 and 50%, resulting in an average reduction of 1.35
log for 30% 1-propanol and 0.91 log for 50% 1-propanol
after 7 weeks contact time. For 70% 1-propanol, an aver-
age reduction of 0.94 log was detected after 7 weeks
contact time. After 14 weeks, the average reduction in-
creased to 1.54 log. Ten percent 1-propanol was the least
effective concentration over the long term, resulting in a
reduction of 0.61 log after 7 weeks, which remained al-
most unchanged after 14 weeks (0.59 log).
Figure 3 shows the impact of 2-propanol on long-term
survival of B. subtilis spores. For 2-propanol, 70% was
the most effective concentration, and 10% was the least
effective. After 7 weeks contact time, average logarithmic
reductions were 0.17 log (10%), 0.26 log (30%), 0.23 log
(50%), and 0.31 log (70%). After 14 weeks, average re-
ductions were 0.26 log (10%), 0.38 log (30%), 0.46 log
(50%), and 0.68 log (70%).

In-use contamination and stability of
alcohol-based formulations

To determine the in-use contamination and stability of
alcohol-based formulations used for hand disinfection
and skin antisepsis, two typical alcohol-based products
were investigated by repeated use under practical condi-
tions over a period of 12 months. Microbiological and
physicochemical data were determined. Aerobic spore-
forming bacteria played a role as potential airborne con-
taminants, whereas strictly anaerobic spores were of no
relevance (as described above), therefore, microbiological
assessment throughout the in-use tests was focused on
total viable aerobic count.
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Table 1: Assessment of primary packaging material for bacterial spores

Table 2: Assessment of primary packaging material (100 ml container) for bacterial spores

Table 3: Assessment of primary packaging material (250 ml container) for bacterial spores
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Table 4: Assessment of primary packaging material (500 ml container) for bacterial spores

Table 5: Assessment of primary packaging material (5,000 ml container) for bacterial spores

Table 6 shows the data obtained for the samples chal-
lenged in the in-use simulation, compared with the re-
spective reference samples. At the outset, total viable
aerobic count was 0 cfu/100 ml disinfectant, which re-
mained unchanged after 6 and 12 months use. Assays
for ethanol and 2-propanol indicated no significant vari-
ation over time. The same result was found for the relative
density of the two typical formulations tested.

6/10GMS Hygiene and Infection Control 2013, Vol. 8(2), ISSN 2196-5226

Steinhauer et al.: Hygienic safety of alcohol-based hand disinfectants ...



Figure 1: Long-term survival of B. subtilis spores in ethanol. Assessment of viability of B. subtilis spores after exposure to ethanol.
Data are reported as logarithmic reduction factors RF = lg N0 – lg Na, where N0 is cfu/ml of control (water) and Na is cfu/ml in
sample after exposure to the respective ethanol concentration at indicated contact times. The experiments were reproduced

three times and data are given as mean values. Error bars represent standard deviations.

Figure 2: Long-term survival of B. subtilis spores in 1-propanol. Assessment of viability of B. subtilis spores after exposure to
1-propanol. Data are reported as logarithmic reduction factors RF = lg N0 – lg Na, where N0 is cfu/ml of control (water) and Na is
cfu/ml in sample after exposure to the respective 1-propanol concentration at indicated contact times. The experiments were

reproduced three times and data are given as mean values. Error bars represent standard deviations.
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Figure 3: Long-term survival of B. subtilis spores in 2-propanol. Assessment of viability of B. subtilis spores after exposure to
2-propanol. Data are reported as logarithmic reduction factors RF = lg N0 – lg Na, where N0 is cfu/ml of control (water) and Na is
cfu/ml in sample after exposure to the respective 2-propanol concentration at indicated contact times. The experiments were

reproduced three times and data are given as mean values. Error bars represent standard deviations.

Table 6: In-use contamination and stability of alcohol-based formulations
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Discussion
In our study in-use tests of two typical alcohol-based dis-
infectant formulations revealed no significant changes
even when tested for 12 months. Neither microbial con-
tamination nor significant changes in the physico-chem-
ical data indicating changes in active compounds was
detected. As we used typical formulations, it is implied
that these results are valid for other alcohol-based formu-
lations. These data correspond closely to those reported
previously [13], where 50 100-ml pocket bottles were
opened and left under normal environmental conditions
for 3 days. Subsequent evaluation of aliquots from each
bottle revealed no bacterial growth.
Furthermore, C2–C3 aliphatic alcohols have been
demonstrated to account for a slow, but recognisable
impairment of bacterial spores when tested at concentra-
tions commonly used in hand disinfectants and skin
antiseptics. This finding correlates with data from Setlow
et al. who have described sporicidal efficacy of 70% eth-
anol at elevated temperature within as little as 2 h for B.
subtilis spores, with reduction rates of ~2 log [20]. De-
coating of spores was found to have no significant impact
on killing of spores by 70% ethanol at 65°C. Release of
dipicolinic acid (DPA) paralleled spore killing, and Setlow
et al. [20] have proposed that loss of DPA and the asso-
ciated core hydration are the underlying mechanism for
the observed sporicidal efficacy. Our data regarding long-
term survival of B. subtilis spores in C2–C3 aliphatic al-
cohols also revealed some impact on spore survival when
tested for ~100 days at room temperature. 1-propanol
was the most effective alcohol, followed by 2-propanol
and ethanol. Observed differences in the efficacy of
aliphatic alcohols may be attributed to the different lipo-
philicity of the three alcohols. 1-propanol as an un-
branched C3-aliphatic alcohol is the most lipophilic mol-
ecule, whereas ethanol as a C2-aliphatic alcohol is the
least lipophilic. Thus, penetration of the spore coat, which
has been suggested for alcohols due to their small mo-
lecular size [9], [20], may differ for the aliphatic alcohols,
with differences in efficacy regarding release of DPA,
which has been proposed as the rate-limiting event in
killing of B. subtilis spores [20]. However, further studies
are needed to explain the observed long-term impact on
spore survival of the different aliphatic alcohols.
Infections with anaerobic spore-forming bacteria due to
contaminated antiseptics have not been reported, as far
as we are aware. This agrees with our own findings, where
no anaerobic spore-forming bacteria were detected.
In addition it has been demonstrated that sterility of the
skin cannot be achieved using the known hand disinfect-
ants and skin antiseptics [18], [19], [22]. Data from our
laboratories indicate that spore-forming bacteria can be
isolated from human skin (data not shown), which is
consistent with previous findings [15], [21], [22]. Con-
sequently, a maximum of 10 ml product on surgeons’
hands during disinfection [14], and <1 bacterial spore at
the incision site in preoperative skin antisepsis, will not

result in any additional bacterial spore burden on the
patient’s skin, and can be considered safe.
Hoewever, Hsueh et al. have reported a nosocomial
pseudo-epidemic caused byB. cereus [10]. Contaminated
70% ethanol was used in the hospital as a skin antiseptic
and contamination was traced to contaminated 95%
ethanol. Based on our data 95% ethanol does have no
impact on survival of B. subtilis spores, even after 98
days contact time. This correlates well with the finding of
Hsueh et al., who found that 95% ethanol was the source
of the pseudo-epidemic [10]. However, they did not
mention sterile filtration in their report and its omission
was likely implicated in the pseudo-epidemic, underlining
the importance of safe production processes including
any auxiliary material.
In our study investigation of primary packaging material
used throughout state-of-the-art production processes
revealed only a maximum median of 0.02 cfu/ml for
contamination with bacterial spores. Given a dosage of
10 ml applied for surgical hand disinfection or skin anti-
septics, amedian of 0.2 cfu/10ml spore-forming bacteria
can be considered as the maximum contamination risk
associated with primary packaging material, thus not
posing a public health risk.
In our study primary packaging material and use were
not found to pose a significant contamination risk regard-
ing bacterial spores. Thus state-of-the-art production
processes of alcohol based hand rubs and antiseptics
and subsequent use can be regarded safe. Based on the
data of this study a microbial limit of <1 cfu/10 ml is
suggested as a quality-control threshold for finished goods
to ensure high quality production processes and safe
products.
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