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 � Off-label use is frequently practiced in primary and revi-
sion arthroplasty, as there may be indications for the 
application of implants for purposes outside the one the 
manufacturers intended.

 � Under certain circumstances, patients may benefit from 
selective application of mix & match. This can refer to 
primary hip arthroplasty (if evidence suggests that the 
combination of devices from different manufacturers has 
superior results) and revision hip or knee arthroplasty 
(when the exchange of one component only is necessary 
and the invasiveness of surgery can be reduced).

 � Within the EFORT ‘Implant and Patient Safety Initiative’, 
evidence- and consensus-based recommendations have 
been developed for the safe application of off-label use 
and mix & match in primary as well as revision hip and 
knee arthroplasty.

 � Prior to the application of a medical device for hip or knee 
arthroplasty off-label and within a mix & match situation, 
surgeons should balance the risks and benefits to the 
patient, obtain informed consent, and document the deci-
sion process appropriately.

 � Nevertheless, it is crucial for surgeons to only combine 
implants that are compatible. Mismatch of components, 
where their sizes or connections do not fit, may have cata-
strophic effects and is a surgical mistake.

 � Surgeons must be fully aware of the features of the com-
ponents that they use in off-label indications or during mix 
& match applications, must be appropriately trained and 
must audit their results.

 � Considering the frequent practice of off-label and mix & 
match as well as the potential medico-legal issues, further 
research is necessary to obtain more data about the appro-
priate indications and outcomes for those procedures.
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Introduction
During this era, when orthopaedic surgeons are being 
increasingly regulated and litigated against, most will 
agree that there are occasions when surgeons have to 
tread carefully between what they think is best for a patient 
and what is deemed ‘correct’ by regulators and lawyers. 
For the majority of the time most surgeons will practice 
evidence-based medicine, but patients are unique and 
there are times when standard techniques maybe not the 
best option for a patient. Most surgeons have the capac-
ity to adapt their practice when they think it is necessary 
and go ‘off-label’. EFORT consider these issues extremely 
important; they are all about patient safety which is why 
they commissioned this appraisal in order to evaluate 
all aspects of these practices and to produce guidance 
for the benefit of patients, surgeons, manufacturers and 
regulators.

In this article we will attempt to clarify and suggest 
recommendations around the issues of off-label, includ-
ing discussing the mixing and matching of implants 
from different manufacturers in total joint arthroplasty 
(‘mix & match’) and commenting on ‘mismatch’. The 
commentary and conclusions we have made are based 
on an extensive literature review and consensus meet-
ings. We have reached out to the specialist groups that 
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Table 1. Survey of the incidence of mix & match from contributing 
members to the International Society of Arthroplasty Registries (ISAR)

Registry Past Present

AOANJRR (Australia) Yes Yes, but less than previously
DHR/DKR (Denmark) Yes Yes
EPRD (Germany) Yes 12% Hips
KP National Implant 
Registries (USA)

Yes 2–4% hips, 1% shoulders

FAR (Finland) Yes Yes, but less than previously
LROI (Netherlands) Yes 8%
MARCQI (Michigan, 
USA)

Yes 1.2% hips

NZOA (New Zealand) Yes Yes, but less than previously
NJR (England and 
Wales)

Yes (hips, 
shoulders, patellae)

Yes, but less than previously

NAR (Norway) Yes > 10 %
RIAP (Italy) 13% hips 15% hips
RIPO (Italy) Yes 4 % hips and some patellae
SHAR (Sweden) Yes Yes

Source: Performed by Keith Tucker, January 2020.

represent the surgeons who we hope will eventually be 
guided by our conclusions, and have taken careful note 
of their opinions.

Definitions and significance
Any discussion about off-label procedures usually includes 
the subject of litigation, but even in the highest circles it 
seems that even liability has never been unequivocally 
defined. For the purposes of this article, we have attempted 
to define and explain the frequently used descriptions that 
are used in the context of this subject.

Off-label

Put simply, off-label means that the user of whatever the 
label has been placed on, is using it in a way that is not 
listed in the ‘indications for use’ (IFU) that are cited on 
the label. The United States (US) Food and Drug Admin-
istration (FDA) considers off-label use as a utilization of 
a medical device or drug outside the intended scope of 
indications or patient group for which they had granted 
approval.1 In the UK, the Medicines and Healthcare prod-
ucts Regulatory Agency (MHRA) offers the advice: ‘You 
should use medical devices as described by the manufac-
turer in the instructions. Should you use the device in any 
other way, it’s considered “off-label” use’.2 Originally, the 
term off-label was almost exclusively used with respect to 
pharmaceutical products. In this article, the term will only 
be used in the context of arthroplasty implants and not in 
the context of other hardware or procedures (i.e. synthetic 
implants, allografts, etc.).

Significance

The significance of the term off-label in joint replacement, 
including in routine surgical practice, is that there are 
occasions when on-label devices are not readily available 
or, if available, they do not adequately meet the require-
ments for a particular patient. Thus, the surgeon turns to 
a device that they think would fit the requirements, but if 
the indication for which the surgeons is going to use it for 
is not in the IFU, it will be said that it has been used off-
label. With this decision comes the risk that the implant 
manufacturer will not take responsibility if the device fails 
and the responsibility could rest with the surgeon, which 
could result in major consequences.

Mix & match

According to different dictionaries, a definition of the 
idiom ‘mix & match’ is to put different things (such as 
pieces of clothing, furniture or food) together in different 
ways. In medicine the term is also used when something 
is made up of complementary elements taken from differ-
ent sets or sources. Commonly, in contemporary preci-
sion medicine initiatives, mixing and matching drugs is an 

important part of pharmacology in the medical treatment 
of diseases, but mixing adversely acting drugs is a medica-
tion error. In the context of total joint arthroplasty (TJA) 
in orthopaedic surgery, mix & match describes the use of 
components from more than one manufacturer in com-
pleting the construct.3

Significance

Although off-label use as well as mix & match are fre-
quently practiced in primary and revision arthroplasty, 
there is an increasing debate about potential medico-legal 
issues. Therefore, we ask the question: should surgeons, 
who feel they have no other alternative but to use off-label 
implants in high-risk patients or to mix and match when 
results of mixing and matching in a particular situation are 
equal or superior, be allowed to do so? In other words, 
should they change their practice simply to protect them-
selves from possible legal issues or should they continue a 
practice where their results or available evidence supports 
that mix & match might be best for their patients?

Certainly, there are agencies, including the medical 
insurance agencies, competent authorities and manufac-
turers who argue otherwise. They suggest that if the out-
come of a procedure is poor, the surgeon will be blamed 
for going off-label and litigation might ensue. It has even 
been said that surgeons could be held responsible for 
designing a new device if they went off-label, and doubt 
has been cast over the status of their malpractice insur-
ance. It is suggested that well documented, informed 
consent from the patient outlining the advantages and 
drawbacks of such a mix & match procedure would miti-
gate against litigation.

From Table 1 it is clear that mixing and matching of 
components in total joint replacement continues to be 
practiced.
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Malcolm et al4 reported that 30% of total hip arthroplasty 
(THA) and 37% of total knee arthroplasty (TKA) proce-
dures, using regular off-the-shelf implants, are performed 
in groups of patients outside those approved by the 
United States Food and Drug Administration for agreed 
indications. Due to increasing obesity and other comor-
bidities, they still expect future growth of these off-label 
procedures, emphasizing the need for continued medi-
cal device surveillance. Peters et al,5 reporting on mix & 
match, confirmed the practice as being contemporary in 
many countries, mainly involving THA, but, as demon-
strated in Table 1, we found that it has also been reported 
in total shoulder replacement and in TKA operations 
where the patella from one manufacturer has been used 
with the tibial and femoral components of another.

Mismatch

The term ‘mismatch’ generally refers to a situation where 
components in a construct do not match each other (such 
as for size or shape) and are altogether unsuitable for each 
other. In arthroplasty, it is a special subtype of mixing 
and matching, such as when the size or connections of 
components do not fit or match each other. A potential 
mismatch between morphological features of hip or knee 
bone anatomy and implant configuration is not addressed 
in this review.

Significance

The significance for the patient and the surgical team is 
that they have implanted into a patient a construct where 
the components do not fit or in some way are incom-
patible. This is very likely to result in early failure of the 
construct and an early revision operation. Mismatch is 
generally a mistake.

Methodological approach
Inauguration workshop

An inauguration workshop of the EFORT Implant and 
Patient Safety Initiative (IPSI) took place on 21 January 
2020 with the participation of a steering group invited 
by the EFORT board. The steering group consisted of 
clinical experts, scientists, representatives from implant 
manufacturers, regulatory authorities and patient organi-
zations. Also attending were representatives from Euro-
pean national societies and specialty societies, who were 
identified before the initiative commenced. During the 
workshop, the convenors (KT, LZ) introduced the scop-
ing process and defined clinically relevant key questions 
about off-label use and mix & match with the participants 
within the workshop. It was agreed that the target audi-
ence for these recommendations will be primarily Euro-
pean orthopaedic surgeons.

After this initial meeting, the clinical key questions have 
been translated into epidemiological topics by the con-
venors, a methodologist (TL) and members of the writing 
group (KT, LZ, PKA, KPG, JL, JPK, RGHHN). These key top-
ics formed the basis for the search and synthesis of evi-
dence which was used to develop an iterative consensus 
process to be used by clinical experts. The clinical recom-
mendations have therefore been based on all the available 
evidence and clinical expertise. The sequential develop-
ment steps of the practical recommendation are described 
in more detail in the following chapters.

Evidence retrieval and synthesis

In order to identify the best available evidence for the clini-
cal topics, a systematic literature search was performed. 
based on the information provided from the inauguration 
workshop, the convenors and members of the writing 
group defined relevant terms for the systematic literature 
search, which was then performed by the methodologist. 
Two in-depth literature searches were performed:

(1) to identify available evidence for off-label use of 
regular implants during THA/TKA (Fig. 1),

(2) to identify publications concerning the mixing of 
implants from different manufacturers for primary 
and revision THA/TKA (Fig. 2).

both literature searches were performed in EMbASE via 
Ovid and MEDLINE via PubMed. The titles and abstracts 
were screened independently in a double-blind man-
ner by two reviewers (clinical experts) for eligibility. The 
search was completed by a hand search of abstracts addi-
tionally referring to the above topics. All eligible full texts 
were screened by at least two reviewers and allocated to 
the clinical topics.

based on the results of the systematic literature searches, 
the convenors and writing group members drafted a first 
set of recommendations for the clinically relevant topics, 
which served as the basis for next steps in the consensus 
process. For each resulting recommendation, the available 
evidence was summarized.

Consultation of steering group, national  
and specialty societies

In order to receive additional input from clinical experts, 
the writing group distributed the preliminary set of rec-
ommendations and background information to the steer-
ing group as well as to EFORT National Member Societies  
and Specialty Societies (National Delegates and Presidents of 
Specialty Societies). They received a copy of the preliminary 
recommendations together with the summarized evidence 
and were asked for comments, specifically with regard to 
the relevance and completeness of the recommendations. 
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Furthermore, the national society representatives were asked 
to compare ‘our’ guidelines with their own national guide-
lines to demonstrate any shortcomings or discrepancies.

A total of 26 steering group members, 70 national del-
egates and three specialty societies representatives were 
contacted and we received 40 responses (40%).

Consensus voting

Convenors and writing group members integrated the com-
ments from the steering group and the national and spe-
cialty society representatives into the draft of preliminary 
recommendations. After confirming any possibility of poten-
tial plagiarism could not have occurred, updating references 
and correcting the English, the document was resent to all 
members of the steering group and the national and spe-
cialty society representatives to prepare consensus voting.

Prior to the annual EFORT congress, a final meeting 
of the steering group was organized on 23 June 2021 in 

Dresden. The convenors presented the results of the set of 
recommendations with the underlying evidence to all 30 
panel members who could participate.

Due to the restrictions imposed by the COVID-19 
pandemic only three steering group members attended 
the meeting in person whilst the other 27 panellists par-
ticipated online. After explanation of the voting rules 
and voting process, consensus voting was performed. 
Due to the lack of a generally accepted definition of 
consensus in the development of recommendations, we 
adopted the stepwise approach as implemented during 
the previous consensus initiative on periprosthetic joint 
infections.6 The following levels of consensus have been 
established:

No consensus:  less than 60% agreement in the 
voting panel

Weak consensus: 60% to 65% agreement
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Fig. 1 Flowchart of evidence retrieval about ‘off-label’ use.
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Consensus: 66% to 74% agreement

Strong consensus: 75% or more agreement

Unanimous: 100% agreement

During the voting process, all recommendations were dis-
played on a screen and the delegates were asked to vote 
in real time. Where necessary, the recommendations were 
rephrased and re-voted on. There were three possible 
responses to each recommendation: agree, disagree, or 
abstain. The voting results were communicated to the pan-
ellists electronically immediately after each vote was taken.

Distribution of the consensus document

Immediately after the consensus meeting, the voting 
results were added to the final recommendation docu-
ment and the manuscript submitted for publication. When 
the recommendations are finally published, they will be 
sent to national societies as well as specialty societies who 

will be encouraged to distribute them to their members. 
In addition, the recommendations will be published on 
the EFORT and on individual member societies’ websites.

Recommendations
Off-label use of THA and TKA implants outside the scope of 
approved indications

Recommendation 1: There may be indications for 
the application of THA or TKA implants for pur-
poses outside the one for which the manufacturer 
intended both in primary and revision arthroplasty 
(off-label use).

Results of consensus voting: 100% agreement, 
0% disagreement, 0% abstention
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Fig. 2 Flowchart of evidence retrieval about ‘mix & match’.
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Off-label use of implants and surgical instruments refers to 
their use outside those listed in the manufacturer’s ‘instruc-
tion for use’ or IFU. This section addresses the use of implants 
in conditions for which they were not originally intended 
(mix & match will be dealt with in a separate section).

Off-label use of instruments, and particularly implants, 
has been practiced for years. The original indications for 
THA as well as TKA were mainly aimed at the elderly and 
the infirm with crippling arthritis but with limited comor-
bidities. With the significant improvement in outcomes 
due to improved implant design, fixation techniques, sur-
gical approaches, and postoperative rehabilitation total 
joint arthroplasty (TJA) is now offered to young and active 
patients as well as patients with different comorbidities 
and disease patterns.4 It is a seminal point that such proce-
dures, once considered ‘off-label’, are nowadays routinely 
accepted.7

However, in spite of it being acceptable to offer TJA 
in the way that is now practiced, implant labelling has 
largely remained unchanged, typically reflecting historic 
indications and contraindications. Some manufacturers 
still only list in their IFU primary and secondary osteoar-
thritis in skeletally mature individuals as a result of non-
inflammatory degenerative joint disease as the indication 
for use. They then go on to include disorders predisposing 
to infection and implant loosening (i.e. obesity, metabolic 
disorders, osteoporosis) besides non-compliance and 
inadequate fixation as contraindications.

Malcolm et al4 calculated a national off-label preva-
lence of 30.4% and 37.0% for THA and TKA, respectively 
in their United States Healthcare Cost and Utilization Pro-
ject. They attributed the slight predilection for off-label 
practice in TKA compared to THA to higher rates of obe-
sity (15.3% vs. 9.8%) and metabolic/bone disease (23.7% 
vs. 19.4%). It was also reported that with increased inci-
dence of comorbidities the off-label rate rose annually for 
each procedure type during the investigated decade. Liu  
et al,8 in a single-institution study, evaluated the incidence 
and outcomes between patients with implants used on- 
and off-label. They found that, by current definition, of 
the 225 patients surveyed (92 hips and 133 knees), 154 
patients (68.4%) had off-label implants. No differences in 
outcomes were reported in the off-label group.

There are reports, albeit few, where a surgeon has delib-
erately gone a bit more than just off-label. Marie-Hardy  
et al9 reported two cases (a unicompartmental knee 
arthroplasty and a TKA) where very abnormal patient 
anatomy meant that using an implant designed for the 
contralateral side provide the patient with a better fit.

It is germane to the argument, as pointed out by Nun-
ley et al,10 that the indication of off-label implants for 
patients may depend on whether or not the indication 
has been approved in a specific country or by a particu-
lar health authority. This inconsistency can also apply to 

their use in different anatomical situations.11 Taylor et al12 
commented in their article on the ‘off-label use in ortho-
paedic surgery’, that surgeons frequently use orthopaedic 
devices in an off-label manner. They added that it is the 
responsibility of the surgeon to be familiar with the prod-
uct and to base its use on scientific and clinical rationale. 
Such practices are poorly publicized, and there remains 
a paucity of literature surrounding the off-label use of 
orthopaedic devices. These authors have supported the 
argument made by surgeons that they should be able to 
implant off-label within the scope of their medical practice 
if by doing so they optimize a patient’s outcome. They 
must, however, be fully cognisant of the recognized indi-
cations and any relevant research and clinical experience 
that is available. Zindrick13 pointed out that, whilst eve-
ryone expects an increasing number of innovations and 
technological improvements in orthopaedics, ethical and 
moral issues are raised whenever there is a suggestion that 
a device is being used in an off-label fashion. The com-
mentary emphasized that the moral physician will always 
place a patient’s well-being and best interests above all 
else. It would appear that all these authors are asking for 
improved clarity throughout the whole issue of off-label.

Summary

 • Off-label use of instruments and implants has been 
common clinical practice in arthroplasty for many 
years, as current IFU restrictions are often based on 
historic indications and contraindications, but also 
should be justified by clinical data, to fulfil the regula-
tory requirements.

 • Surgeons must be familiar with the product, and it 
is their responsibility to base its use on scientific and 
clinical rationale.

Recommendation 2: Prior to the application of 
a medical device for hip or knee arthroplasty 
off-label, surgeons should balance the risks 
and benefits to the patient, obtain informed 
consent, and document the decision process 
appropriately.

Results of consensus voting: 100% agreement, 
0% disagreement, 0% abstention

In the UK, the Medicines and Healthcare products Regula-
tory Agency (MHRA)2 recommend that surgeons should 
use medical devices as described by the manufacturer in 
the IFU. If the device is used in any other way, the MHRA 
consider it to be used off-label. Their statement goes on 
to say that without the manufacturer’s approval, using a 
device off-label will mean that any risk will become the 
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surgeon’s liability. Also in their advice, they state that the 
surgeon or their employer could become liable for civil 
claims for damages from injured patients or their families 
if the device should fail. The MHRA cites a list of reasons 
as to why they consider off-label use to be a risk which 
includes adverse reactions, inadequate sterilization, insuf-
ficient mechanical strength and/or structural integrity, 
insufficient durability besides misuse due to lack of ade-
quate training for the device. However, they do go on to 
say, in their advice to surgeons, that in the rare situation 
where there is no medical device available for a proce-
dure, the surgeon may decide:

 • to use an existing medical device normally designed 
for a different purpose;

 • to modify a medical device for a new purpose;
 • or to use a product for a medical purpose that is not 

CE (Conformité Européene – certificate) marked as a 
medical device.

However, they stress that surgeons must balance the risks 
and benefits to the patient, taking account of the MHRA 
recommendations,2 which include:

 • Carrying out a risk assessment and documenting it.
 • Considering the ethical and legal implications.
 • Implementing suitable precautions to minimize the risk.
 • Reviewing the risk assessment at suitable periods.
 • Getting approval from the MHRA for exceptional use 

of non-complying devices (if necessary).
 • Informing the patient during the consent procedure 

and documenting off-label use.

What is also said is that off-label use is legal as long as it is 
in accordance with the medical standard of care; care that 
is reflective of the type of care that a reasonable physician 
would provide under similar circumstances. Practically, 
this care translates to the use of the device in a way that 
serves patient needs in an equivalent or better manner 
than other currently available options.12

The point is also made that if the off-label use is not a 
common feature of practice, or empirical evidence does 
not exist supporting its use in a particular setting, the 
surgeon may have difficulty in providing the necessary 
evidence. Given this case law, it would be in the best inter-
est of the surgeon to disclose off-label use to all patients 
and to ensure that, wherever possible, any off-label use 
is performed in accordance with common practice and 
the available scientific evidence. This will involve counsel-
ling patients appropriately regarding risks, benefits, and 
alternatives to any proposed treatment with appropriate 
records being documented and the physician’s records 
including a note about any off-label usage. The records 

should include any information regarding the relevant off-
label usage.12–14 It is readily acknowledged that today’s 
patient may well expect to become a partner with the 
physician and to participate in the treatment decision 
making. This participation will include making personal 
decisions based on the full disclosure of risks, benefits, 
and alternatives besides the physician’s personal experi-
ence with various treatments.

Whilst a new device may not be off-label as it  
has a CE mark, it might just as well be for a particular  
surgeon who has not previously used it. Not infre-
quently, patients are biased towards new but unproven 
devices, believing that in medicine new must equate 
with better.12 Indeed, any dialogue with a patient that 
touches on a new device should embrace caution. 
Anand et al15 failed to show that there was any benefit to 
patients from the introduction of new prostheses, details 
of which had been recorded in the Australian registry 
during the previous five-year study period. They identi-
fied new implants with worse outcomes than the ones 
which were well established.

It is agreed that physicians, after a full and frank dis-
cussion with the patient, will usually recommend the 
treatment they think is the best for a particular patient. 
They will try not to introduce any personal bias but a 
patient’s choice is nearly always influenced by the recom-
mendation made by the physician whom they trust and 
respect.13 For a standard procedure the consent process 
is relatively straightforward, but where there are off-label 
implants or techniques involved, the discussion may be 
more challenging; it will be incumbent on the surgeon 
to be sure as possible that informed consent has been 
achieved. The surgeon will have to question whether 
the patient fully understands the lack of existing medical 
information regarding outcomes and long-term effects of 
any off-label procedure. Surgeons must be very clear in 
their minds that they have imparted their guidance to the 
patient thoroughly, accurately and honestly so as to allow 
the patient to come to logical decision about what will be 
in their best interest.13,16

Summary

 • In situations where there is no IFU-approved implant 
available, surgeons must balance the risks and ben-
efits to the patient before considering an off-label 
procedure.

 • Prior to the operation the patient should be informed 
about the advantages and disadvantages of off-label 
use, in order to allow proper shared decision making. It 
is, however, recognized that during an operation, when 
the patient is anaesthetized, the final decision making 
will have to be left to the surgeon who will be cognisant 
of the patients’ preoperative thoughts and views.
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 • Appropriate documentation of decision making and 
off-label use is mandatory. It is important that the indi-
cation for undertaking a procedure involving off-label 
devices should be fully justified and documented.

 • The documentation should include a benefit-risk 
assessment, which could be performed according to 
published guidelines of the European Commission’s 
independent Scientific Committee on Health, Environ-
mental and Emerging Risks (SCHEER).

Primary THA and TKA

Recommendation 3: In obese patients, primary 
and revision arthroplasty is associated with 
increased peri and postoperative risks. Off-label 
use of implants must be considered carefully by 
surgeons and patients.

Results of consensus voting: 100% agreement, 
0% disagreement, 0% abstention

According to the manufacturers, the IFUs many of their 
THRs and TKRs are either contraindicated or at least not 
recommended in obese patients. A fact that is not widely 
appreciated. Craik et al17 reviewed the most commonly 
used primary THA and TKA components in the National 
Joint Registry (NJR) and requested their IFUs from the 
manufacturers with regard to recommendations for com-
ponent use in obesity. Of 25 components reviewed:

 • Five recommended against implant use in obese 
patients or even listed obesity as a contraindication.

 • Four reported morbid or pathological obesity as a 
contraindication.

 • Of the remaining implants, all advised caution or 
patient counselling with regard to the risks of implant 
use in heavy, overweight or obese patients.

based on this information and the analysis of all patients 
with a body mass index (bMI) of more than 30 kg/m2 in 
the NJR database, a total of 10,745 patients (16%) received 
implants against manufacturer recommendations.

It is well recognized and well recorded that obesity is 
influencing the rate of peri- and postoperative compli-
cations in THA and TKA arthroplasty. There are several 
meta-analyses, including those by Kunutsor et al18 and 
reviews by Liu et al,19–21 Ponnusamy et al,22 boyce et al,23 
Chaudhry et al,24 and Sun and Li.25 They all reported that 
obesity results in increased rates of infections and revi-
sions secondary to deep infection besides an increase in 
overall complications. Especially patients with morbid 
obesity (bMI > 40 kg/m2), and those with super-obesity 

(bMI > 50 kg/m2) seem to have substantially higher risks 
of all-cause and septic revision.22,24 barrett et al26 reported 
an increased rate of thromboembolic events in obese TKA 
and THA patients whilst Liu et al19 observed a higher fre-
quency of dislocation in THA in obese patients.

At the Second International Consensus Meeting on 
Musculoskeletal Infection27 a clear association between 
obesity and PJI was agreed upon. The authors of the 
output considered that obesity is a modifiable risk factor 
and recommended that arthroplasty should be delayed 
until body weight has been reduced. It was agreed that 
obesity is considered a relative contraindication while 
super-obesity (bMI ⩾ 50 kg/m2) serves as an absolute 
contraindication.28

Nevertheless, despite the overall increased complica-
tion rate in obese THA and TKA patients, patient-relevant 
outcome improvements (PROMS) are often comparable to 
those for non-obese patients.19,21 What this means is that 
although obese patients rarely achieve the high outcome 
scores that many non-obese reach in terms of function, as 
they usually start a lower level preoperatively, their overall 
gain is often comparable to that of non-obese patients.23

Should arthroplasty be withheld in obese patients?

As improvement of functional outcomes and satisfaction 
are little different in obese patients, it can be argued that 
it is unfair to withhold arthroplasty. Considering the high 
and even increasing number of obese patients world-
wide, it is very important that everyone involved acknowl-
edges the potential risks of elevated body weight. It will 
always have to be part of the discussion during the shared 
decision-making process with a patient, including advice 
about weight loss. However, it is noted that any approach 
to reducing weight is controversial28 and weight loss may 
not always result in adequate risk reduction.27,29

Which implants should a surgeon use in obese patients?

If a surgeon’s standard implant is contraindicated or 
not recommended in obese patients, the surgeon has to 
choose the most appropriate implant for the patient. This 
can either be the use of this standard implant off-label or 
to use another implant. It has to be acknowledged, how-
ever, that for surgeons using an implant which they rarely 
use, just because it is not contraindicated in an obese 
patient, it will also have attendant risks. Withholding 
commonly used implants with good results in registries 
to obese patients, in favour of implants which are less 
commonly used, may result in even higher revision risk in 
obese patients. It could also skew registry data.

It is important that surgeons are cognisant of any con-
traindications to use in the IFU and their legal responsi-
bilities, whilst coming to a decision about the implant 
they use. The reasons for their final decision must be well 
documented.
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Revision arthroplasty

Corresponding to the age-related increase that has been 
seen worldwide in the rates of primary THA and TKA 
rates, is a corresponding increase in the number of revi-
sions arthroplasties being undertaken and further growth 
has to be expected. Considering the fact that revision 
patients show a similar trend towards rising bMI as pri-
mary patients, it is of concern that, again, many implant 
manufacturers include obesity as a relative or even abso-
lute contraindication in their revision implant IFU.30

As with primary TJA, all complications including infec-
tion in revision arthroplasty are reported as being higher in 
obese patients. A large national database31 analysing both 
18,866 THA and THA revisions and systematic reviews of 
reasons for failure after hip revision32 and knee revision30 
demonstrated that obese patients – and especially those 
with morbid obesity – have higher complication and re-
revision rates than non-obese patients.

While the reported main problem in these large cohorts 
is again periprosthetic infection, potential mechanical fail-
ure is rarely mentioned in this advancing field. However, 
reports do exist, especially in modular hip revisions stems, 
that elevated mechanical load on the components can 
lead to fracture of the taper connection. Other causes of 
mechanical failure (i.e. high offset, short proximal com-
ponent, lack of adequate medial bone supporting the 
junction area) seem to be more common in the obese 
patient.33–36 Whilst one option to avoid taper connection 
fractures is to use a monobloc or non-modular implant, 
there is always a conflict when obesity is listed as a con-
traindication in the IFU.

Thus, considering the increased risk of complications in 
obese patients who have to undergo revision surgery, it is 
important that they are advised about potential off-label 
use in order to avoid litigation.30

Summary

Considering the increasing prevalence of obesity and a ris-
ing number of patients with primary as well as revision 
THA and TKA, there are several points which need to be 
urgently addressed:

 • Firstly, denying TJA in obese patients, where conserva-
tive treatment has failed and weight loss is not a viable 
option is, in most people’s view, inhumane.

 • The suggestion that the surgeon takes responsibility 
for implanting a device ‘off-label’ and is maybe legally 
responsible for potentially resulting problems is unrea-
sonable and should be put aside.

 • The current product information and IFU of manufac-
turers should be re-appraised in the light of contem-
porary practice and, where appropriate, revised.

 • Surgeons should be familiar with the IFU.

 • Shared decision making is of even more importance in 
these complex patients.

 • Implant manufacturers are strongly encouraged to 
base their warnings and contraindications about obe-
sity on biomechanical data and to clearly describe 
these restrictions in the IFU.

Mix & match in primary hip arthroplasty

Recommendation 4: Due to product liability it 
is commonly accepted in primary THA to use all 
components from one manufacturer. If evidence 
suggests, however, that the combination of 
devices from different manufacturers has superior 
results, patients may benefit from selective and 
documented application of mixing and matching.

Results of consensus voting: 96.15% agreement, 
3.85% disagreement, 0% abstention

For many years, throughout the world, a good number 
of surgeons have made a positive decision to use com-
ponents from more than one manufacturer, in the for-
mation of a joint replacement, both in the primary and 
revision setting. The practice is widely documented as mix 
& match. The practice mainly involves hips but has also 
involved total shoulder and knee arthroplasty.

The construct that is created has the manufacturers 
mixed and the sizes matched, but is this practice safe and 
what is the evidence both from a bioengineering and a 
clinical perspective? It has been hypothesized that in THA 
the combination of different implants from different man-
ufacturers can lead to adverse effects.37–40

A typical example of mix & match would be combin-
ing an acetabular cup and liner from one company with 
a stem and head from another. The majority of recorded 
instances has involved polythene (of varying types) being 
mixed with ceramic or metal heads. In this section an 
attempt is made to address these issues.

Bio-engineering commentary

Acetabular bearing wear and friction depend on the com-
bined materials and sizes. The head and socket diameters 
are slightly different, and from this difference the bearing 
clearance is defined. In particular with hard-on-hard bear-
ings the clearance is an important parameter to promote 
mixed lubrication or fluid-film lubrication, ensuring low 
wear and friction.41 by combining components from dif-
ferent manufactures, the mode of lubrication might be 
altered, potentially leading to increased wear or pinch-
ing of the bearing. With hard-on-soft bearings the influ-
ence of the clearance is not as strong, as these bearing are 
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generally not as sensitive regarding the mode of lubrica-
tion and furthermore the size of the polyethylene liner is 
requested by standardization (ISO 7206-2) to be slightly 
larger than the nominal bearing size. Consequently, 
pinching of the bearing is not expected even if a head 
and a polyethylene liner from different manufactures are 
combined.

There is probably more concern with regard to tapers. 
Femoral heads are connected to the stem by a taper con-
nection. The male taper or trunnion is the proximal part 
of the stem that is engineered to fit perfectly into the 
female taper on the underside of the femoral head (ball). 
This arrangement secures the head onto the stem. It is 
important to realize that modular tapers are not stand-
ardized and that they vary in terms of dimension and sur-
face properties albeit they (i.e. the 12/14 taper) may be 
labelled the same.42,43

As they can vary from manufacturer to manufacturer, it 
is agreed that combining a stem and head from different 
manufacturers should not be undertaken. Good evidence 
behind this advice came from Mueller et al,43 who per-
formed torque-off tests using hip stems and metal femoral 
heads from different implant manufacturers. They showed 
that while some mix & match combinations from two dif-
ferent manufacturers failed to indicate a potential prob-
lem when compared with the off-the-shelf combination, 
the overall results suggested that mixing components 
may affect the strength of the taper connection. They sug-
gested that this could lead to increased weakness and a 
reduction in the stability of the construct.

From systematic reviews four modularity-related taper 
failure modes have been identified:

 • Tribocorrosion-associated adverse local tissue reac-
tions (ALTR)

 • Dissociation of a taper junction
 • Stem fracture
 • Mismatch of a femoral head taper attached to a stem 

with a different trunnion size44,45

Angular mismatch at the taper junction has been shown 
to lead to increased micromotion above certain thresh-
olds.46 This may cause severe fretting and corrosion with 
loss of material from the bore of the head as well as from 
the trunnion)47–49 leading to dissociation of the cou-
pling. Particle release can also induce adverse biologic 
reactions.50

In THAs with ceramic heads, a mismatch can result in a 
fracture of the femoral head component.48,51,52

Other studies have reported different results. Cook  
et al53 analysed the geometry of taper interfaces from dif-
ferent manufacturers in order to establish whether the 
taper clearance angles were outside the normal range 

for other taper interfaces. Also reviewed were the rates 
of material loss from the bearings and taper. They ranked 
the stem damage to determine whether the levels of loss 
were above that seen for other similar joints. The material 
loss analysis demonstrated that the rates or levels of loss 
from the bearings, taper and trunnion were no different to 
levels published for manufacturer matched joints and in 
many cases were lower. They also demonstrated that the 
taper clearance angles for the mixed manufacturer joints 
were within the range of other studies and manufac-
turer matched clearances. Thus, when compared to same  
manufacturer pairings, using components from different 
manufacturers failed to show increased material loss. These 
findings are in line with a recent investigation of retrieved 
hips with large-diameter cobalt-chromium heads, where 
those paired with stems from different manufacturers (mix 
& match) did not show higher corrosion scores than those 
paired with stems from the same manufacturer.54

In summarizing the data, it is very evident that at the 
taper junction there are significant variations in shape, 
metallurgy, roughness, inclination, and angle.43,55 Taking 
this evidence into account would lead us to recommend 
that surgeons should avoid mixing stem–head combina-
tions which are not authorized by manufacturers. The 
risks include trunnionosis and, in the case of an unpaired 
ceramic head, ceramic head fracture.

Clinical commentary

It is extremely relevant to this discussion that some 
authors have shown that in some circumstances mix & 
match can result in lower revision rates in hip replacement 
than from non-mixed THAs.5,56,57 In fact, mix & match THA 
has been practiced on a large scale (Fig. 3). Typically, in 
THA, the practice involves the use of cups and liners from 
one manufacturer with stems and heads from another. 
More recently, combining the stem from one manufac-
turer with a dual mobility cup from another has become 
commonplace in patients with a high risk of instability.58

Tucker et al57 reported data from the National Joint 
Registry of England and Wales (NJR) describing the inci-
dence of mix & match in THA. They produced data show-
ing that, in the NJR, mix & match had been recorded for 
virtually all combinations of implants used in THA, and in 
a few cases how more than two manufacturers’ implants 
had been used in a single construct. They divided the 
constructs into ‘hard-on-soft’ and ‘hard-on-hard’. The 
former included metal or ceramic heads on polythene 
and the latter ‘metal-on-metal’ or ‘ceramic-on-ceramic’. 
The best performing construct in the NJR at the time of 
publishing was a cemented Exeter Stem and the Charn-
ley Elite cup that are produced by different manufactur-
ers. The breakdown when the data was sampled is below 
in Table 2.
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Other important outcomes detailed in the article

 • The results of mixing and matching large and regu-
lar sized metal heads and acetabular components in 
a construct appeared to be no worse than the results 
from most of the control group where no mix & match 
had occurred. In fact, if the results from the ASR© are 
extracted the results in the mix & match group were 
better than in the control group. It was emphasized 
that all the results from metal-on-metal were dismal.

 • The results of mixing and matching ceramic con-
structs failed to show any meaningful difference 
from the control group (it should be understood that 
the vast majority were manufactured by the same 
company).

 • The results of mixing and matching metal heads on a 
metal stem in a construct with a high-density polyeth-
ylene cup showed the mix & match results to be infe-
rior to the controls, although the numbers were small.
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Fig. 3 Graphs to show the probability of revision when an Exeter V40 femoral component is used with different brands of acetabular 
components both the Elite acetabular cups, which are made by a company other than the company which manufactured the Exeter 
V40 stem, show lower revision rates than non-mixed combinations.
Source: The illustration is by courtesy of the National Joint Registry, reproduced with kind permission.

Table 2. Breakdown of the bearing combinations in the National Joint Registry (NJR) from 2003–2013

Matched Mix & match

Hard-on-soft Monobloc or modular stem metal head on monobloc poly cup modular cup with poly liner 519,993 79,672 approx. (13.3%)
 Ceramic head on poly cup 27,909 7,894 approx. (22.0%)
Hard-on-hard Ceramic-on-ceramic 83,295 3,861 approx. (4.4%)
 Metal-on-metal (include. standard head size & resurfacing) 29,206 4,138 approx. (12.4%)
Approximate totals 
(some data were not ‘clean’ enough to use)

660,403 
87.4%

95,565
(12.6 %)

Source: Courtesy of Keith Tucker.
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Other national registries have published similar find-
ings. Peters et al5 reported from the LROI (Netherlands) 
that during an eight-year period between 2007 and 
2014 mix & match had occurred in 11% of primary 
THAs. They reported that the revision rates in the mix & 
match group were similar to the non-mix & match cohort.  
Taylor et al56 in their analysis of New Zealand Joint Regis-
try data (99,732 arthroplasties performed between 1999 
and 2015), reported that in 24.6% of hip procedures 
mix & match was recorded in the registry. Their survival 
analysis showed that the 17-year results for matched com-
ponents and unmatched were within 95% confidence 
intervals of each other at all time points. Interestingly, 
there was a small, statistically significant improvement in 
Oxford Hip Scores for the unmatched group compared 
with the matched group. They concluded that it is safe 
to use unmatched implants for THA as the outcomes in 
the groups they evaluated compared favourably with 
those of matched implants in the medium to long term. 
In addition to these observations from arthroplasty reg-
istries, Trebše et al59 reported that mixing components 
from different manufacturers did not lead to worse sur-
vival rates if the head and stem were provided from the 
same manufacturer.

Finally, a pertinent fact is that manufacturers are pre-
pared to sell one component of a joint replacement in 
large numbers to a specific hospital without question-
ing why the purchaser has not included the rest of the 
construct in the purchase. Manufacturers are obviously 
aware of mix & match and it could be argued that they 
would have a moral responsibility to advise a surgeon 
against the practice if they had evidence that it was 
dangerous.

Summary

It would seem that there are pros and cons to mixing and 
matching components from more than one manufacturer 
in a THA.

 • The evidence suggests that reliable results in mix & 
match are only likely to be achieved when it is limited 
to combining cups and inserts from one manufacturer 
with stems and heads from another.

 • Ceramics and metals from different manufacturers 
should never be mixed as materials coming from dif-
ferent fabricators may differ in their mixture.

 • Careful thoughts based on available long-term results 
should be applied to any situation where mixing and 
matching head and stem is being considered.

 • If a THA failed and it was one where the manufacturer 
of the acetabular component(s) was different from the 
one who manufactured the femoral components it is 
very unlikely that mix & match was responsible for the 
failure.

 • If a manufacturer only produces an acetabular com-
ponent, using a femoral system from another is not 
unreasonable (e.g. dual mobility constructs, con-
strained liners).

 • Informed consent is important.

Mixing and matching in revision surgery

Recommendation 5: When, in revision THA and 
TKA, only one component needs revising, mix & 
match should be allowed. Taking the patient’s 
risk-benefit balance, the available evidence and 
the current state of the art into account, sur-
geons should be allowed to avoid replacing a 
component purely to avoid mix & match.

Results of consensus voting: 100% agreement, 
0% disagreement, 0% abstention

Somewhat surprisingly, in view of the importance that 
the regulators and manufacturers have attached to the 
dangers of mixing and matching in primary operations, 
the practice of mix & match in the revision setting seems 
never to have been challenged. The following clinical situ-
ations, where this practice has been undertaken, include:

 • when an exact replacement of the failed prosthesis is 
not immediately available or no longer manufactured 
(legacy implants).

 • when a different design or surface finishing of an 
implant is required such as a long-stem prosthesis or 
a high porosity cup or cage or complex reconstruc-
tion and either the manufacturer does not make such a 
device or it would not be immediately available.

 • after consideration of the patient’s fitness to withstand 
the extended surgery required to remove a well-fixed 
implant.

In these often-challenging cases the following examples 
of strategies have been shown to be effective, often using 
mix & match 60.

Application of a taper adapter for exchange of  
ceramic heads

In a case of acetabular revision surgery, where the stem is 
well fixed and the taper undamaged, the surgeon has the 
option of using a taper adapter or a re-sleeving device 
so they can use a new femoral head that pairs with the 
revision acetabular component they have used. The 
importance of this option cannot be over stressed. It will 
reduce operating time, reduce blood loss and preserve 
bone stock. It does have to be noted that while a new 
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metal ball can be applied to a well-fixed stem without 
gross taper damage, ceramic manufacturers have con-
cerns over placing a ceramic head on a used trunnion, 
due to the danger of ceramic fracture. These adaptors, 
which are usually made of titanium alloy, are designed 
to be placed over the trunnion of the retained stem. They 
allow for neck length adjustment and they negate the 
risks of ceramic fracture when ceramic heads are applied 
to a ‘used’ trunnion. by definition they are examples 
of mix & match if they are manufactured by another 
company.61

Some manufacturers also provide special ceramic 
heads for THA revision surgery, where the titanium sleeve 
is integrated into the ceramic head62 and several studies 
have demonstrated good results when this technology is 
used.63–68

All those combinations can be used when the taper 
of the head/adapter is the same as the taper of the in 
situ stem and if the maximum manufacturer-approved 
stem extension is not exceeded. This has to be verified 
intraoperatively.

When these devices are off-label, where possible, sur-
geons should explain the rationale behind their use and 
record the patient’s informed consent.

Cementing a polyethylene liner into a well-fixed  
acetabular component

If removing the well-fixed metal back component of a 
modular acetabular component is thought to be contrain-
dicated, cementing a new liner into the shell is an accepted 
procedure.69,70 This option is particularly applicable when 
either a replica of the original liner is not available (either 
off-the-shelf or custom made) or when the locking mecha-
nism is damaged.71 The shell size has to be adequate to 
accept a liner with a > 2 mm cement mantle around it and 
the operative technique does have to include scoring the 
inside of the metal shell in a spider web configuration to a 
depth of 1 mm to promote reliable bonding.72

bensen et al 73 have shown sufficient mechanical stabil-
ity of cemented liners in an in vitro investigation, and sev-
eral clinical studies report good intermediate to long-term 
results, although the dislocation rate has been reported to 
be as high as 17%.62,71,74 It has been suggested that the 
use of constrained liners may be an alternative to provide 
better stability.75,76 However, it is likely that the liner dis-
sociation rate would be increased due to the decreased 
impingement-free arc of motion, resulting in higher stress 
at the cement–implant interface.

When cementing a conventional or constrained liner 
into the shell, the technique must be definitely regarded as 
off-label. Not only is it off-label, if the manufacturer of the 
new (cemented) liner is different from the manufacturer of 
the shell it should be regarded as mix & match. The sur-
geon must be cognisant of the technical recommendations 

(i.e. cement mantle thickness, appropriate scoring). Thus, 
appropriate patient counselling will be essential.

Cementing dual mobility liners into well fixed  
acetabular components

In view of the high frequency of dislocations when poly-
ethylene liners are cemented into well fixed metal back 
components during acetabular revision, a recently rec-
ommended alternative is cementing dual mobility cups 
into the retained liner (‘double-socket’ technique). both 
primary and revision THA tripolar cups have been shown 
to have low dislocation rates and they can be readily 
cemented into well fixed shells as an off-label technique. 
biomechanical investigations have confirmed reliable fixa-
tion of the constructs, when they are exposed to signifi-
cantly higher maximum lever arm moments than those 
used to test all-polyethylene components.77,78 Again, 
a prerequisite for success is a minimum cement mantle 
thickness of 2–3 mm and spider roughening of the metal 
shell surface. Encouraging short- to medium-term results 
have been reported using this technique.79–84 Long-term 
results are awaited, but the technique seems to be useful 
in cases with high risk of instability and it allows a more 
limited exposure and surgical trauma during revision. 
Nevertheless, as an off-label procedure, patients must be 
informed appropriately.

Waiving exchange of a well seated patellar component  
in aseptic TKA revision

If the femoro-tibial components of a previously implanted 
tri-compartmental TKA have to be replaced by a new 
implant, with different design or from a different manu-
facturer, and the patella is well integrated without evi-
dence of polyethylene wear, it might be detrimental for 
the bone stock to revise it just to match the new revision 
device. Shield et al85 have presented a large series of asep-
tic revisions where femoral and/or tibial components were 
exchanged and the patella was not. The clinical results at 
medium-term follow-up were good, and no reoperations 
on any patella or risk of failure were observed.

Other applications

Dual mobility acetabular components on conventional 
stems have been reported as producing encouraging 
results after excision of the femoral head in revisions of 
surface replacements, where the acetabular component 
is being retained.86,87 Long-term reports are not yet avail-
able and it could be that there will be a potential wear 
problem as a consequence of incompatible clearance.88

In selected circumstances, particularly when more 
than one risk factor is present, (such as instability, allergy 
to metals, ceramic breakage) off-label use of modular 
ceramic dual mobility liners has been incorporated into 
the THA.89
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In order to treat large acetabular defects in hip revision, 
several authors recommend the use of a modular recon-
struction construct incorporating anti-protrusio cages 
and metal augments. If components from different manu-
facturers are used or two off-the-shelf components from 
one manufacturer are combined (without being formally 
approved for use together) the procedure is performed 
off-label.15,90

Occasionally it may be deemed necessary to reshape 
peripheral areas of a polyethylene bearing in a TKA for 
impingement as described by Shah et al.91 They described 
how they reshaped the posterior aspect of a large size 
constrained liner to fit into the corresponding femoral box 
of a retained femoral component, during a revision for 
recurrent posterior knee dislocation after TKA.

Considering the fact that THA and TKA revision sur-
gery can be very complex, every effort should be made 
to reduce the morbidity of the procedure. This is partic-
ularly important in these patients who are often elderly 
and suffering from other comorbidities. The use of reliable 
technical or implant modifications that make an operation 
quicker and less traumatic should be supported.

Summary

1. At present the evidence for the use of these off-
label procedures is still limited but it is clear that 
they can often reduce invasiveness and thereby be 
advantageous for patients.

2. Used appropriately, mixing and matching of com-
ponents in the revision situation has no detrimen-
tal effect on implant survival and outcome.

3. Whenever possible, informed consent should be 
obtained.

Mismatch

Recommendation 6: It is crucial for surgeons to 
only combine implants that are compatible. Mis-
match of components, where their sizes or con-
nections do not fit, may have catastrophic effects. 
It is essential that appropriate measures should 
be put in place to avoid component mismatch.

Results of consensus voting: 100% agreement, 
0% disagreement, 0% abstention

Mixing and matching components from more than one 
manufacturer is an active decision made by a surgeon 
and it can only be undertaken safely when all the com-
ponents are matched for size, material and connection. 
They should fit together properly. Mismatch is different, 
and it is a surgical mistake. It is where a construct is put 

together where sizes or connections do not fit or match 
each other due to geometrical differences. A mismatch is a 
non-compatible combination of implant components. Its 
creation is regarded in the UK as a ‘never event’.
Examples include:

 • a femoral head with a different diameter to the inter-
nal diameter of the acetabular component with which 
it has been articulated (i.e. combining a 28 mm head 
with a 32 mm acetabular liner)

 • a femoral head with a different taper to the trunnion 
on the stem (i.e. combining a 12/14 head taper with a 
11/13 stem taper)

 • femoro-tibial component size mismatch in TKA (i.e. 
the combination of a very large femoral condyle with 
a very small tibia base plate)

 • wrong sidedness such as combining a left TKA femoral 
component with a right tibia base plate

In a confidential survey among members of one national 
Orthopaedic Society, Stokes and Rutherford92 reported 
that 23% of surgeons had implanted mismatched com-
ponents within the previous five years, occurring mainly 
in THA, but also TKA and other TJAs. In about half of the 
patients further surgery was necessary to correct the 
mistake. Howard93 stated that more than the expected 
number of hip head-liner mismatches and knee wrong-
sided mismatches have been found in the NJR in the past, 
and besides incomplete or absent intraoperative check, 
unclear labelling of implants may have been a major rea-
son. Wrong implant selection (incorrect size, wrong side 
or where parts of the prosthesis used are incompatible 
with each other) is sometimes recognized by the surgeon 
and operating theatre team and can be addressed dur-
ing the procedure. If the mistake is recognized at a later 
date, a revision operation may be required. This might be 
after serious side effects or other problems have already 
affected the patient. Generally, the advice is to revise as 
soon as the mismatch has been unequivocally identified.

In view of the serious consequences of mismatch, sev-
eral initiatives have been developed to reduce the risk 
of incompatible component selection. Odgaard et al94 
piloted an online, real-time compatibility check in the 
operating theatre based on checking of the barcodes on 
the implant packages, before the packets were opened 
and expected that this process could significantly reduce 
the number of incompatibility events for hip and knee 
arthroplasty procedures.

In countries with established arthroplasty registries 
such as the National Joint Registry (NJR), wrong implant 
selection is picked up as a ‘never event’, immediately the 
data from the operation are uploaded. The writing on 
the screen turns red and a warning question is posed. 
The Healthcare Safety Investigation branch (HSIb)95 and 
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National Guideline Centre (UK)96 have also proposed 
measures to prevent these never events in relation to 
wrong implant selection. Ast et al97 found that through 
the use of a software verification system they could reduce 
selection errors that occur in the operating room (OR). 
They found that mismatch errors occurred in approxi-
mately 0.74% of the procedures they monitored, but 
these were all identified and rectified before implantation. 
It has been widely publicized that when such advanced 
procedures and systems are not available, the golden rule 
in the OR is to follow a comprehensive check list. First 
before starting surgery, then through double checking 
the implant boxes and the labels by the surgeon and by 
the nurse during surgery (before implantation) and then 
again just after and before the wound is closed.

Font size of the details on the box which contains the 
implant has been discussed and recommendations have 
been made.95

Head-liner mismatch in THA

Head-liner mismatch has been reported in hip resurfacing 
arthroplasty98–100 as well as conventional THA.37,101–103 In 
all cases the head size of the femoral component was dif-
ferent from the corresponding inner diameter of the ace-
tabular cup. Although we could not find additional reports 
of head-cup mismatch, this complication may occur more 
frequently. The problem may present as recurrent disloca-
tion or gross wear.

In terms of material mismatch the most striking 
examples have been mismatches involving ceramics. If 
ceramic heads are combined with inserts of incompat-
ible cera mic (usually made by a different manufacturer), 
catastro phic failure may occur.40,104 Pairing metal heads  
with ceramic inlays is nowadays regarded as a never event.105

Reassuringly, the combination of alumina ceramic 
heads with delta ceramic liners from the same manufac-
turer has been widely and safely used.106,107

Taper mismatch in THA

Koper et al108 reported on a 12/14 stem taper that was com-
bined with a 14/16 head taper causing dramatic metal wear, 
an increased release of metal ions and pseudotumor for-
mation. They have not been alone in describing extremely 
worrying effects of taper mismatch. Hohman et al48 found 
metallosis and excessive wear of the stem taper after a head 
with a C-taper and a stem with a V40 taper were paired.

These clinical cases have been supported by finite ele-
ment analysis (FEA) of mismatched taper connections in the 
laboratory. Using FEA, Ashkanfar et al109 reported on how 
a significant taper mismatch resulted in markedly increased 
wear and negative clinical outcomes which they combined 
with retrieval studies. Similar findings were reported by Fal-
lahnezhad et al,110 who showed in an FEA of simulated fret-
ting wear, that it increased with increased taper mismatch.

It has been shown 52 that with mismatched compo-
nents the mean fracture strength of the ceramic heads 
was reduced to about 50% of the recommended FDA 
strength.

Femoro-tibial component mismatch in TKA

Most TKA systems allow a certain degree of femoro-tibial 
component size mismatch. Heylen et al111 have investi-
gated whether and how the size of mismatch influences 
the clinical outcome in a clinical study. They could not find 
a statistically significant difference in patient-relevant out-
comes between patients with no mismatch and patients 
with tibial component larger than femoral component or 
femoral component one size as well as two sizes larger than 
the tibial component. They even described that, compared 
to men, women tend to have more component size mis-
match. berend et al112 reported even lower revision rates 
with mismatched components compared to size-matched 
components. Nevertheless, there is a conflicting report 
from the Australian registry,113 where TKA revision rates 
were significantly higher when the femoral size was greater 
than the tibia, compared to both equal size as well as to 
tibial size greater than femoral size. The authors discussed 
edge loading of polyethylene and increased tibial compo-
nent stress as potential explanations for their findings.

The challenge with component size mismatch in TKA 
is that most TKA manufacturers allow such a mismatch 
to a certain degree (i.e. by two component sizes), which 
would lead to compatible conditions. Nevertheless, if 
the size difference of the mismatched components is 
outside the range as specified by the manufacturer, a 
non-compatible combination is created.

Summary:

 • Mismatch may lead to adverse clinical events which 
are avoidable.

 • Acknowledging the existence of the problem and 
introducing robust checking protocols will mitigate 
against its occurrence.

 • It is suggested that clear and improved labelling of 
implants by the manufacturers may further reduce the 
risk of incorrect pairing of TJA components.

General recommendations

Recommendation 7: As always, surgeons must 
be fully aware of the features of the components 
that they use off-label, must be appropriately 
trained and must audit their results.

Results of consensus voting: 100% agreement, 
0% disagreement, 0% abstention
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Wherever possible, surgeons must be fully cognisant of 
the salient features, the accepted uses and the required 
surgical technique for the use an off-label device. They 
should be aware of any off-label and on-label use of the 
product and the scientific basis behind its design. Sur-
geons should only use an off-label device after they have 
failed to find an on-label one that would be a suitable 
implant.

It is expected that the surgeon will be able to show that 
the decision to go off-label would be expected to lead to 
a better clinical outcome than would have been the case 
following the use of an on-label device. These important 
points will need to be included in the preoperative coun-
selling of the patient.12

because there is little or no follow-up data on the per-
formance of off-label devices, careful and ongoing follow-
up is essential, both to ensure a satisfactory outcome for 
the patient and the knowledge base of the surgeon. Sur-
geons should be prepared to share their experience with 
others.

Recommendation 8: As mix & match is an off-
label procedure, the reasons should be explained 
to the patient and informed consent obtained.

Results of consensus voting: 96.43% agreement, 
0% disagreement, 3.57% abstention

It is standard practice to fully counsel patients with 
regard to all aspects of their operation but if it is the inten-
tion of the surgeon to use off-label implants or to mix 
& match implants, for ethical, moral and medico-legal 
reasons, fully detailed consent is even more important. 
The patient deserves a detailed breakdown of the sur-
geon’s own experience with the off-label implants and/
or mixing and matching. It is important for the surgeon 
to evaluate and record the patient’s reaction to the surgi-
cal pathway and accompanying explanations that they 
have covered during their discussion. In case of concern 
either by the patient or the surgeon, the opportunity of a 
second opinion should be offered.

Ethical and moral issues are raised whenever a drug or device 
is used in an unapproved manner. Physicians using devices 
in an off-label fashion must be aware of these issues and 
how they affect their patients. Reviewing an ethical checklist 
before embarking on the use of a device or drug in an off-
label fashion can alert the physician to potential ethical 
and moral conflicts. The ethical physician always will place 
his or her patient's well-being and best interests above all 
else. Using this pledge as the cornerstone of all their clinical 

decision making, the virtuous physician is able to offer the 
most innovative and new procedures without compromising 
his or her ethical or moral obligations to their patients.13

Recommendation 9: If the application of off-
label and mix & match follows recommenda-
tions 1–8 for the clinical benefit of the patient, 
surgeons should not be considered as ‘implant 
manufacturers’.

Results of consensus voting: 89.29% agreement, 
3.57% disagreement, 7.14% abstention

Off-label application

One type of off-label use is the application of an implant 
in a situation which is not approved by the manufacturer. 
According to the MHRA,2 this will be at surgeon’s own 
risk and they or their employers ‘. . .could become liable 
for civil claims for damages from injured patients or their 
families if something goes wrong with the device’.2 Many 
IFUs list ‘relative’ or even ‘absolute’ contraindications (i.e. 
soft tissue insufficiency or compromised bone stock creat-
ing a risk of instability or fixation failure, allergy to implant 
materials, renal insufficiency, neoplasms, obesity). If the 
patient suffers from such a condition, the application of an 
implant is off-label and might bear the risk of legal impli-
cations in case of failure. Obesity is probably the most 
important example, as the incidence of arthritic patients 
with obesity is raising worldwide and may pose an irre-
solvable dilemma to the surgeon. If severe pain persists 
in spite of appropriate conservative treatment and recom-
mended weight reduction is not possible, there is only the 
choice between refusing an arthroplasty operation or per-
forming it off-label. In these situations, the surgeon should 
explicitly inform the patient about potential risks and ben-
efits of both alternatives (including the specified formal 
contraindication) and obtain written informed consent 
before offering the surgical procedure. Otherwise, there 
is a potential danger being accused of having violated a 
standard of care and committed a fault causing liability.30

Mix & match application

Implant manufacturers are responsible for the release of 
implants from their production to the hospitals. Prior to 
market release all medical implants have to be approved 
and marked (CE – Conformité Européene – certificate) by 
an appropriate body. This approval is given if products 
meet the requirements of the former Medical Devices 
Directive (now Medical Device Regulation MDR), and 
documents show that the implant does not entail a safety 
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risk (Directive 93/42/EEC 1993, Regulation (EU) 2017/745 
2017). Surgeons who mix components from different 
manufacturers in a combination which has not been 
tested or that does not comply with the product instruc-
tions as provided by the manufacturer, must be extremely 
careful, as they could potentially be asked to take respon-
sibility for a new product. It is not clear if the same pos-
sibility could happen when they use different implants 
from the same manufacturer, as not all the possible com-
binations of product lines, for example of cups/liners and 
stems/heads, can be tested. Moreover, companies can 
merge by acquisition with consequent mix & match of 
components. Peters et al114 expressed the opinion that 
surgeons and other healthcare providers who mix com-
ponents from different manufacturers could qualify as a 
‘manufacturer of a finished product’ to whom the liabil-
ity regime of the Directive applies. The European Product 
Liability Directive (85/374/EEC) states that the producer of 
a product is liable for damages suffered by a patient if this 
product appears to be defective. This Directive has been 
transposed into national law in all member states of the 
European Union. For these reasons, surgeons are required 
to be extremely cautious, even if they use mix & match 
for better clinical outcomes, that there is no evidence of 
defective combination nor incompatibility.

In 2010, the MHRA2 circulated a warning to all trusts 
in England that devices should not be modified. In some 
EU countries it has been hypothesized that the surgeon is 
legally considered a ‘designer’ of a new hip device, once 
he decides to mix and match components for THA. In other 
European countries, however, such a formal implication 
has never been considered, making regulation even more 
difficult to interpret.

This heterogeneous practice may lead to legal implica-
tions and carry the risk of liability toward patients in case 
of failure clearly due to mix & match. Very recently, Peters 
et al114 approached this topic in an annotation paper. The 
authors even mention the possibility that mixing of compo-
nents might be considered negligent when unauthorized 
and discouraged by the manufacturer, untested by ortho-
paedic surgeons and unapproved by law, when medical 
publications have shown clinical risks. Interestingly, the 
same group of authors show in a Dutch Arthroplasty Reg-
istry study, how mixed and non-mixed components had 
similar medium-term revision rates.5 They also report that 
liability regimes in this field vary by country in the EU and 
that a search of case law in the UK, Germany and the Neth-
erlands revealed that, until now, no orthopaedic surgeon 
has never been held responsible as the manufacturer of a 
finished product of mixed components.114

In revision surgery, where a combination of compo-
nents from different manufacturers can prevent additional 
patient morbidity, and appropriately matching spare parts 
are sometimes no longer available, the potential legal 

impact of mixing may be more difficult. It is not accepta-
ble, therefore, that surgeons, who retain a well-fixed stem 
or cup (in order to reduce morbidity as best as possible) 
and combine it with a head or cement a liner from another 
company if the previous one is not available or feasible, 
are regarded as ‘manufacturers’ in a legal sense.

Summary

 • It is important that surgeons are well aware of potential 
liability problems when considering off-label application 
and especially mix & match while taking care of their 
patients in the best of their evidence-based practice.

 • Key elements for the protection of patients as well 
as surgeons in such a situation should include com-
prehensive patient information about features of 
implants, possible alternatives (based on a procedur-
ally well-defined and documented benefit risk analy-
sis) and informed consent.

 • In addition, it is necessary to develop regulations 
which protect surgeons who mix components in pri-
mary or revision arthroplasty based on best scientific 
evidence and knowledge from the risk of litigation.

Recommendation 10: Further research is neces-
sary to obtain more data about the appropriate 
indications and outcomes for off-label proce-
dures in THA and TKA.

Results of consensus voting: 100% agreement, 
0% disagreement, 0% abstention

It is clear from the previous chapters that many surgeons 
feel that there are strong indications for the use of off-
label implants and mixing and matching. It has also been 
shown that there are dangers and sometimes an increased 
lack of predictability of outcomes.

by definition, none of these products or combinations 
carry a CE mark, or if they have a CE mark and are being 
used off-label the CE mark is unlikely to be relevant. This 
means they have not been comprehensively tested. Pre-
clinical testing of so far unapproved mix & match cases 
must have its supporters. These tests could focus on the 
most likely causes of failure such as accelerated wear, 
increased fretting and corrosive behaviour of the mixed 
and matched materials. They would include a full range 
of mechanical testing and tests to include, for example, 
fracture performance, galvanic corrosion etc.52,115

Arthroplasty registries

Most European countries have national or regional joint 
registries and although not all of them monitor implants on 
a regular basis many do. Several of them are able to monitor 
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mix & match very accurately and the NJR offers the facility 
of ‘supplier feedback’ to manufacturers who are therefore 
able to monitor the use of their devices in real time, includ-
ing mix & match. The Dutch Arthroplasty Register (LROI) 
offers offline ‘supplier feedback’ to manufacturers in order 
to monitor past performance of their devices (also including 
mix & match). Many monitor patient characteristics such as 
bMI, and these data will also be available. by developing 
the registries a little further, it would be perfectly possible 
to generate a rich data set where many of these patient as 
well as implant characteristics on implant performance (i.e. 
implant survival) could be evaluated for safety. The latter 
can be used as real evidence feedback to surgeons, to guide 
them in their clinical decisions.

To further optimize outcomes for patients, all these 
data could be collated into an implant performance indi-
cator (IPI), which allows multifactorial judgement (i.e. 
influence of implant, mix & match and non-mix & match, 
surgical practice, hospital performance) as a feedback to 
all those who are involved in TJA. The latter can be used 
as input into further research of the effects of mix & match 
and all off-label activity.

Retrieval studies

Studies on revised implant components may help to eval-
uate whether and to what extend mix & match conditions 
lead to a relevant material degradation. by comparing 
matched and mixed cases, retrieval studies which are con-
sidering the real conditions in the human body may help 
to better evaluate the effect of mixing and matching.54

Recommendation 11: Where manufacturers have 
ceased regular production of an implant, they 
make provision for some of these legacy devices 
to remain available when required in revision 
operations. This initiative should be supported 
by regulators to ensure simplified re-certification.

Results of consensus voting: 100% agreement, 
0% disagreement, 0% abstention

Whilst the hope of both the patient and the surgeon is that 
their new joint replacement will last them throughout the 
rest of the patient’s life, 5–8% of the best performing joint 
replacements will have required revision by the 15th year 
from their insertion. Revision is always a major procedure 
and by the time it is required the patient may be elderly and 
be suffering from comorbidities that make the operation 
riskier and rehabilitation more prolonged. The problems that 
lead to revision include wear, osteolysis (loss of bone around 
the implant) and very importantly periprosthetic fractures 
that can occur either side of all TJAs and dislocation in THA.

In this context it is desirable that the revision could be 
as uninvasive as possible, as well as tissue/implant spar-
ing, especially in the older and more fragile patients who 
received a TJA many years before. For this aim, ‘spare 
parts’ of the implant must be available ideally for ever. 
Unfortunately, every orthopaedic surgeon (together with 
his/her patient) has had to undertake these challenging 
operations without the ‘same’ implants being available. 
Exchanging a perfectly functioning implant just because 
mix & match has been banned cannot be acceptable. This 
situation can be even worse in TKA and can also apply to 
surgical instruments.

The excuses that have been offered by manufacturers 
for legacy devices not being available are varied:

 • The implant is no longer being marketed for commer-
cial reasons.

 • The original manufacturing company has been 
acquired by another company who are not interested 
in promoting that specific device any longer.

 • The costs of maintaining the stock.
 • Problems with sterilization.
 • Re-certification and medical device regulations.

It is reported that it is possible to have custom made or 
equivalent implants by the companies, but this option has 
found little favour on account of delays and expense. In 
some countries these requests may have to go to health 
ministers and also to ethics committees. Revision can be 
an urgently required procedure and requests along these 
pathways are rarely dealt with expeditiously.

Analysis of previous and new regulations for implant 
use is outside the scope of this article, but we strongly 
advocate that these demanding clinical situations should 
be managed in a proper and compassionate way both by 
manufacturers and by regulatory bodies, for the very best 
interest of patients.

An alternative could be that when surgeons start using 
a particular joint replacement, they could insist that they 
will only use it if there is a written guarantee for ‘spare 
parts’ to be indefinitely available after regular production 
of an implant has stopped.

Recommendation 12: In order to ensure safety 
of head-taper assembly in hip arthroplasty, 
standardization committees and implant manu-
facturing industry are encouraged to develop a 
uniform definition which integrates geometric 
and topographical features of the taper to reduce 
the potential of incompatibility.

Results of consensus voting: 90% agreement, 
3.33% disagreement, 6.67% abstention
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In a modular femoral component of a THA, the head 
is held on to the stem by a taper junction. The femoral 
taper should fit tightly into the head taper. The major-
ity of tapers have unique properties and dimensions, i.e. 
length, taper angle, diameter, straightness, roundness, 
surface finish and surface properties.43 These differences 
are sometimes very subtle and not easily visible to the 
naked eye. It is agreed that for a secure and durable fit the 
femoral ball head taper and the stem taper should match 
each other precisely.

Trebše et al59 reported data from their institutional 
registry that showed that when the head and stem 
were from different manufacturers, the clinical results 
were inferior. On the basis of their findings, they recom-
mended that the regulating bodies should introduce a 
standard taper, with defined tolerances, that would be 
adopted universally and its use by manufacturers should 
be compulsory.

Thus contemporary research has confirmed what Cales 
and Stefani116 advocated over 20 years ago. They cited 
several very important advantages of the standardization 
of bores and cones:

 • Reduction in the risk of a mistake during surgery
 • Smaller hospital inventories resulting in a direct and 

significant economic benefit
 • The main obvious advantage would be for the sur-

geon and for the patient as it would allow a well- 
fitting taper connection during revision surgery in cases 
where stem retention was desirable and a replica head 
(with the original matched taper) was not available.

Whilst recognizing the independence and competitive-
ness of the manufacturers, it has been demonstrated that 
there is a strong argument for implant manufacturers to 
come to an agreement with the regulatory bodies for 
there to be a standard design for all stem/head combina-
tions. Eventually this could become mandatory.

Furthermore, standardization of the articular bearing 
interface might be a solution to reduce the clinical risks of 

mix & match. In fact, some dimensional aspects are already 
standardized. For example, ISO 7206-2 specifies the bear-
ing dimensions and requires that the spherical polyethyl-
ene liner shall have a diameter slightly larger (+0.1 to 0.3 
mm) than the nominal bearing diameter. Consequently, 
pinching of the bearing is not expected even if a head 
and a polyethylene liner from different manufacturers are 
combined, although this is not the intention under the 
ISO standard. If further interfaces were standardized, gen-
eralized pre-clinical tests may help to identify safe combi-
nations which might then be approved. If both interfaces 
are standardized it should be expected that the failure risk 
of mixing and matching can be reduced. Nevertheless, the 
CE approval process lies in the hands of the implant man-
ufactures and they would need to assume responsibility if 
they approved mix & match for clinical application, which 
is a challenge for the manufactures. Research may help to 
bridge the gap.

Conclusions
Up until now manufacturers and regulators have instituted 
their own policies around the issues of ‘off-label’ and ‘mix 
& match’ and apparently applied them without always 
taking into account the needs of some patients. Surgeons 
have sometimes disregarded the instructions of manufac-
turers and taken it upon themselves to go off-label or to 
mix & match components from more than one manu-
facturer. Our first conclusion is that the status quo is not 
satisfactory in terms of contemporary practice, for any of 
the parties involved, and that each party must take into 
account the views and concerns of the other parties. We 
have concluded that by providing a forum for each of these 
groups to share their views and concerns there is scope for 
agreement about the major issues involved. Evidently it is 
possible to improve their understanding of the challenges 
that these issues bring, in the safe and effective manage-
ment of patients requiring joint replacement. We found 
that the consensus voting was a very effective method of 
focusing the thoughts of all the participants (see Table 3).

Table 3. Overview on recommendations with voting results at the consensus conference

Recommendation % of delegate votes Eligible to vote

 Agree Disagree Abstain  

1 There may be indications for the application of THA or TKA implants for purposes outside 
the one for which the manufacturer intended both in primary and revision arthroplasty 
(off-label use).

100 %
(n = 26)

0% 0% 26

2 Prior to the application of a medical device for hip or knee arthroplasty off-label, surgeons 
should balance the risks and benefits to the patient, obtain informed consent, and document 
the decision process appropriately.

100%
(n = 26)

0% 0% 26

3 In obese patients, primary and revision arthroplasty is associated with increased peri- and 
postoperative risks. Off-label use of implants must be considered carefully by surgeons and 
patients.

100%
(n = 25)

0% 0% 25

(continued)
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Our final conclusion is that patients should always be 
at the centre of any discussion regarding these issues, if it 
involves them, and this cannot be overemphasized. We 
look forward to these conclusions being acted upon.
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Recommendation % of delegate votes Eligible to vote

 Agree Disagree Abstain  

4 Due to product liability it is commonly accepted in primary THA to use all components 
from one manufacturer. If evidence suggests, however, that the combination of devices 
from different manufacturers has superior results, patients may benefit from selective and 
documented application of mixing and matching.

96.15%
(n = 25)

3.85%
(n = 1)

0% 26

5 When, in revision THA and TKA, only one component needs revising, mix & match should 
be allowed. Taking the patient’s risk-benefit balance, the available evidence and the current 
state of the art into account, surgeons should be allowed to avoid replacing a component 
purely to avoid mix & match.

100%
(n = 28)

0% 0% 28

6 It is crucial for surgeons to only combine implants that are compatible. Mismatch of 
components, where their sizes or connections do not fit, may have catastrophic effects. It is 
essential that appropriate measures should be put in place to avoid component mismatch.

100%
(n = 29)

0% 0% 29

7 As always, surgeons must be fully aware of the features of the components that they use off-
label, must be appropriately trained and must audit their results.

100%
(n = 29)

0% 0% 29

8 As mix & match is an off-label procedure, the reasons should be explained to the patient and 
informed consent obtained.

96.43% 
(n = 27)

0% 3.57% 
(n = 1)

28

9 If the application of off-label and mix & match follows recommendations 1–8 for the clinical 
benefit of the patient, surgeons should not be considered as ‘implant manufacturers’.

89.29%
(n = 25)

3.57%
(n = 1)

7.14%
(n = 2)

28

10 Further research is necessary to obtain more data about the appropriate indications and 
outcomes for off-label procedures in THA and TKA.

100%
(n = 27)

0% 0% 27

11 Where manufacturers have ceased regular production of an implant, they make  
provision for some of these legacy devices to remain available when required in revision 
operations. This initiative should be supported by regulators to ensure simplified  
re-certification.

100%
(n = 27)

0% 0% 27

12 In order to ensure safety of head-taper assembly in THA, standardization committees and 
implant manufacturing industry are encouraged to develop a uniform definition which 
integrates geometric and topographical features of the taper to reduce the potential of 
incompatibility.

90.0%
(n = 27)

3.33%
(n = 1)

6.67%
(n = 2)

30

Table 3. (continued)
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