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ABSTRACT

Objective:	To	produce,	purify,	and	characterize	a	polyclonal	antibody	against	acrylamide	(anti-AA)	
for	an	application	to	immunochromatographic	strip	tests	for	AA.
Material and Methods:	 Polyclonal	 anti-AA	 was	 prepared	 by	 injecting	 N-acryloxysuccinimide-
conjugated	bovine	serum	albumin	hapten-antigen	into	New	Zealand	white	rabbits.	The	antibody	
was	purified	using	protein	A,	characterized	using	sodium	dodecyl	sulfate-polyacrylamide	gel	elec-
trophoresis	(SDS-PAGE)	and	conjugated	with	gold	nanoparticles	(AuNP).	The	conjugated	antibody	
was	then	characterized	using	UV–Vis	and	FTIR	spectroscopy	and	transmission	electron	microscopy	
(TEM).	Immunochromatographic	strip	tests	were	performed	using	sample	pads,	conjugated	pads,	
test	zones,	control	zones,	and	absorbent	pads.	Strip	tests	were	finally	validated	using	standard	AA	
solutions	followed	by	the	application	of	various	concentrations	of	coffee	samples.
Results:	Using	SDS-PAGE,	the	purified	anti-AA	antibody	was	resolved	at	50	and	25	kDa,	indicat-
ing	the	presence	of	heavy	and	light	chains,	respectively.	The	conjugation	of	anti-AA	with	AuNP	
was	confirmed	using	wavelength	shifts	in	UV–Vis	and	FTIR	spectra,	and	TEM	analyses	revealed	
increased	diameters	of	AuNPs	after	conjugation.	The	immunochromatographic	strip	test	was	sen-
sitive	 to	1	mgml−1	 standard	AA.	Various	concentrations	of	coffee	samples	 resulted	 in	 red	color	
differences	in	the	test	zone.	High	and	low	coffee	concentrations	produced	thick	and	thin	red	lines,	
respectively.	
Conclusion:	Purified	anti-AA	can	be	conjugated	with	AuNP	to	produce	strip	 tests	 for	detecting	
AA	 in	 coffee	 samples.	 The	 present	 immunochromatographic	 strip	 tests	 quantitatively	 showed	
increasing	intensities	of	red	lines	with	increasing	AA	concentrations.
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Introduction

Acrylamide (AA) is generally present in low concentrations 
in food samples and is therefore difficult to detect. The 
World Health Organization [1] determined that the daily 
AA intake is 0.3–0.8 μgkg-1 body weight (bw). Accordingly, 
if an average adult weighs 50 kg, the limit of daily AA intake 
is approximately15–40 μg. Previous studies showed that 
although potato chips contain AA at <1,000 ppb, the result-
ing AA intake could exceed the aforementioned daily limit 

[2]. This is an important issue because AA was suspected 
to cause cancer in human [3]. Thus, a device for detecting 
AA in foods is urgently required. Various methods have 
been developed to detect AA in food samples and these 
are commonly based on chromatographic techniques,  
including liquid chromatography [4], gas chromatography 
[5], and capillary electrophoresis [6].

In addition, the development of a biotin–avidin  
enzyme-linked immunosorbent assay (BA-ELISA) [7] 
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and competitive indirect ELISA [8] were also reported. 
However, all of these methods require sophisticated lab-
oratory instruments that need to be operated by experts. 
In addition, the associated detection processes take a long 
time as these processes require sample preparation. For 
use in the field, AA detection devices must be fast, easy to 
use, inexpensive, and independent from complex labora-
tory equipment. In the present study, we developed a rapid 
test kit for detecting AA in food using principles of immu-
nochromatography. Initially, we produced, purified, and 
characterized a polyclonal antibody against AA (anti-AA) as 
an immunodiagnostic reagent. The anti-AA was then mod-
ified with gold nanoparticles (AuNP) as a label on immu-
nochromatographic strip tests. Immunochromatographic 
strip tests that combining immunoreactions with chro-
matographic techniques have attracted some interest for 
applications to protein analysis and clinical diagnoses 
[9–11]. Similar devices were previously developed for 
detecting cholera, malaria, foodborne pathogens, human 
immunodeficiency virus influenza, and influenza [12–
14]. Yet applications to food may be limited to tests that 
detect aflatoxins B, G and M1, hexoestrol, zearalenone, and 
melamine [15–18].

Based on the ability of the antibody to specifically rec-
ognize the related antigen, this research developed and 
employed acrylamide antibodies as biomarkers in immu-
nochromatographic sensors for acrylamide. This research 
can be a model to develop typical biosensors for many other 
important compounds since this technique is easy, simple, 
and can be used by everybody. In addition, the detection of 
food contaminant is important to increase the health qual-
ity of humans. Furthermore, easy and applicable sensors 
are indeed required not only for food quality but also in 
industrial process or environmental issues related.

Materials and Methods

Ethical approval

Approval for this research was received under the number 
16-2016 ACUC RSHP FKH-IPB from the Animal Care and 
Use Committee of the Research and Community Services 
Institution at Bogor Agricultural University, Bogor, 
Indonesia.

Animals

In this study, three male New Zealand white rabbits at 
10–16 weeks-of-age and with body weights of 2.5–3.0 
kg were obtained and certified from PT Indoanilab, 
Sindangbarang, Bogor, Indonesia.

Materials

AA, hydrogen tetrachloroaurate (III) (HAuCl4), and tri-
sodium citrate (Na3C6H5O7) were obtained from Wako 
Pure Chemical Industries (Japan). N-acryloxysuccinimide 

(NAS), bovine serum albumin (BSA), phosphate buffer 
saline (PBS), polyethylene glycol (PEG) 2000, 3,3ʹ, 5,5ʹ- 
Tetramethylbenzidine (TMB), Tween 20, goat antirabbit 
IgG-HRP, Freund’s complete and incomplete adjuvants and 
protein A antibody purification kits, and other chemicals 
were supplied from Sigma Aldrich. Double distilled water 
(maximum conductivity of 18 MΩ), pap pens, and plastic 
backing sheet were supplied by Daido Sangyo, Japan.

Study design

This study was performed in the following five stages: (a) 
preparation and production of polyclonal anti-AA, (b) puri-
fication and characterization of anti-AA, (c) conjugation of 
anti-AA with AuNP, (d) preparation of immunochromato-
graphic strip test for AA detection and (e) application of 
the immunochromatographic strip test to AA detection in 
coffee samples.

Apparatus

Experiments were performed using a microDrop ND-1000 
spectrophotometer UV–Visible (Thermo Scientific 
Multiscan Go.), a vortex mixer (Thermo Scientific), an  
MPW-352R centrifuge (Med Instrument), a Fourier 
Transform Infra Red (FTIR; Agilent) instrument, and 
an HR-transmission electron microscopy (TEM; Hitachi 
H-8100).

Polyclonal anti-AA production

The antibody was prepared using a previously described 
method [7] with some modifications. Briefly, NAS was 
conjugated with BSA by mixing 0.1 ml of dimethyl sulf-
oxide containing 20 mg ml−1of NAS with 1 ml of PBS (pH 
7.4) containing 1 mg of BSA for 3 h at 36°C. The solution 
was then dialyzed at 4°C for 6 × 4 h in PBS followed by 
8 × 6 h in water. The solution was then stored at −20°C 
until use. Subsequently, 1.1-ml aliquots of NAS-conjugated 
BSA were intravenously (i.v.) injected into experimental 
animals. Booster injections of NAS-conjugated BSA (0.71 
ml) emulsified with Freund’s incomplete adjuvant (1:1) 
were administered four times subcutaneously with 10-day 
intervals. Anti-AA production in serum was monitored 
using agar gel precipitation test (AGPT) and enzyme-
linked immunosorbent assays (ELISA). Blood samples 
were harvested based on AGPT and ELISA results. Blood 
samples were collected into tubes for 30 min and serum 
components were separated naturally. Afterward, the 
serum samples were centrifuged at 5,000 rpm for 10 min 
and supernatants were collected and stored at −20°C until 
use in purification procedures.

AGPT

Produced antibodies were detected using AGPT plates 
of 4-mm in diameter with 4-mm interspaces containing  
10 ml of 9% agarose with 1% sodium azide [19,20]. The 
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plates were set up in groups of six wells with a center well 
surrounded by other wells. Center wells were filled with 
the antigen (NAS-conjugated BSA), and peripheral wells 
were filled with serum samples. The plates were then incu-
bated at 37°C for 24 h and observed under diffused light 
and compared with positive and negative controls. Positive 
serum samples were identified by lines of precipitation 
between serum and antigen containing wells; negative 
serum samples had no lines of precipitation.

Indirect ELISA

Indirect ELISA was performed as described previously [8]. 
Briefly, all reagents were conditioned, incubated, and stan-
dardized using checkerboard titrations to determine opti-
mum antibody detection in serum samples. Indirect ELISA 
was then performed according to Hnasko et al., Akter et al., 
Kong et al., Lin AV with slight modification [21–24]. Briefly, 
the antigen AA was dissolved in coating buffer containing 
0.05M carbonate bicarbonate buffer (pH 9.6) and 100 μl 
aliquots were then added to each well of 96-well plates 
that were previously incubated at 4°C overnight. The wells 
were then washed three times using PBS containing Tween 
20 (PBST 0.05%). Subsequently, 100 μl serum samples 
were diluted to various concentrations in PBST containing 
0.2% casein in each well. The plates were then incubated at 
room temperature for 1 h and 100 μl aliquots of horserad-
ish peroxidase-labeled goat antirabbit IgG in PBST—0.2% 
casein were added and incubated at room temperature for 
1 h. Subsequently, residual conjugates were discarded and 
the wells were washed three times in PBST 0.05%. Finally, 
100 μl aliquots of the TMB substrate were added to each 
well. Enzyme reactions were allowed to proceed for 15 
min at 37°C in the dark and were stopped by the addition 
of 100 μl aliquots of 2M sulfuric acid. Absorbance intensi-
ties of the wells were then determined at 450 nm using a 
microplate reader.

Purification and characterization of anti-AA

The anti-AA was purified using protein A purification kits 
(Sigma, USA) according to the manufacturer’s instruc-
tions. Absorbance values were determined at 280 nm 
and were converted using a correction factor of 1.36 [25]. 
Purified proteins were then loaded onto sodium dodecyl 
sulfate-polyacrylamide gel electrophoresis (SDS-PAGE) 
gels and molecular weights were estimated. SDS-PAGE 
was performed in gel separation (13.47% polyacrylamide) 
and gel collection (4% polyacrylamide) stages. Antibody 
samples were prepared and destroyed in a water bath at 
60°C for 5 min, and 10 μl samples were loaded into the 
gels. Electrophoresis was performed at 50 mA and 100 V 
for 3 h. Electrophoresis was terminated when bands on 
gels were within 0.5 cm from the bottom of the gel. Gels 

were then removed from glass plates and were soaked 
in a coomassie brilliant blue dye solution for 3 h at room 
temperature with stirring. Methanol and acetic acid were 
used to remove the dye and separated protein bands were 
observed on clear gels [26].

Conjugation of gold nanoparticles and anti-AA

The conjugation between anti-AA with AuNP was per-
formed using a conjugation kit (BioAssay Works). After 
optimizing pH, 0.5 ml samples of AuNP were added to 
microtubes in 10 vials. Solutions in vials were then adjusted 
to pH 5.4, 6.6, 7.3, 7.8, 8.2, 8.4, 8.8, 9.2, 9.6, or 10.1 and 7 μl 
aliquots of anti-AA were added to each vial. Solutions were 
then mixed gently using a pipette and were incubated at 
room temperature for 30 min. Vials showing a darkening 
purple color, black precipitate, or both in some vials were 
discarded. 50 μl aliquots of BSA were added to the vials 
that did not show precipitation to stop the reactions. The 
resulting mixtures containing AuNP-conjugated anti-AA 
were kept at room temperature overnight (16 h) and were 
then used to assemble strip tests and characterized using 
UV–Vis and FTIR spectroscopy and transmission electron 
microscopy (TEM) [27–29].

Preparation of immunochromatographic strip test for AA 
detection

Immunochromatographic strip tests were assembled from 
sample pads, conjugated pads, test zones, control zones, 
and absorbent pads. Sample pads were prepared from 
nitrocellulose membranes dipped in 0.01M PBS (pH 7.4) 
containing 5% BSA and 0.05% Tween 20 and were then 
dried at 60°C for 2 h. Conjugated pads were made of fiber-
glass spiked with AuNP-conjugated anti-AA. Test zones 
were prepared by spiking nitrocellulose membrane with 
1 mgml−1 anti-AA. Conjugated and test zones were dried 
at 37°C for 2 h. Finally, immunochromatographic strip test 
detection was performed by placing 100 µl of standard  
1 mgml-1 AA solution on sample pads and then incubating 
for 15 min [15].

Application of immunochromatographic strip test for AA 
detection in coffee samples

Coffee samples were prepared by dissolving coffee at  
1 mgml−1 in distilled water at 100°C. Coffee samples were 
then filtered and dropped onto sample pads (100 μl). Color 
changes in the test zone were observed in the 7th minute. 
Tests were then performed by adding coffee samples to 
AA at ratios of 0:4, 1:3, 2:2, 3:1, and 4:0. Further testing of 
various concentrations of coffee was then conducted using 
100, 25, and 10 mg of coffee in 1 ml aliquots of distilled 
water at 100°C.
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Results and Discussion

Polyclonal anti-AA production

Polyclonal anti-AA was produced in New Zealand 
white rabbits using NAS-conjugated BSA as the anti-
gen. Previous research has been made to produce 
AA antibodies by using several types of antigens, 
including the conjugate AA-mercaptobenzoic acid,  
AA-4-mercaptophenylaceticacid, and NAS-conjugated BSA 
[7,8,30]. In this work, NAS-BSA was selected as a hapten 
because NAS has a more reactive succinimide group and 
can act as a leaving group, compared to the structure of 
acrylamide compounds. The reactivity of NAS made it eas-
ier for the conjugation with BSA as a molecular weight of 
more than 10 KDa is required to induce antibody forma-
tion [7].

The specific NAS antibodies were then detected using 
AGPT and were indicated by the presence of a precipi-
tation line between the serum and antigen wells from 
the 10th day after the second booster. AGPT is a fast test 
based on the principle of agglutination reactions and pre-
cipitation between antigens and antibodies. If the serum 
contains enough antibodies, the reaction of the antigen 
and these antibodies can be clearly seen. The first and 
second boosting shows negative results of AGPT, indicat-
ing that the antibody titer is not yet formed as expected 
in the serum. These lines became clearer after the third 
and fourth boosters (Fig. 1). Thicker precipitation lines 

indicating higher antibody titer, which is expected, as 
the first antigen injection only induce a primary immune 
response, resulting in low antibody titer. After several 
boosters, the antibody titer increased and then could be 
collected after the fourth boosting. This result is consistent 
with the previous studies about NAS antibodies-containing 
blood production, which could be collected 10 days after 
the 4th injection [7,8].

Using indirect ELISA, we confirmed the specificity of 
our antibody since the antibodies produced are able to 
bind acrylamide. Specifically, checkerboard titrations 
showed that the best dilution for the antigen was 1:100, 
but for serum samples and conjugates, optimal dilutions 
were 1:400 and 1:10,000, respectively. The optical density 
(OD) of the obtained serum was 1.481 ± 0.419, whereas 
for negative control serum was 0.105 ± 0.039. The stan-
dard curve from the checkerboard titration (Fig. 2) 
showed that OD values decreased with greater dilutions, 
and particular dilutions produced stable OD values. Based 
on checkerboard titration results, indirect ELISA was per-
formed for all indicated boosting titers. Table 1 shows that 
the first boost produced a low antibody titer, which was 

Figure 1. Agar gel precipitation tests for antibody specificity; (1) 
agar gel precipitation tests (AGPT) with serum collected after 
antigen boost 1, (2) boost 2, (3) boost 3, (4) boost 4.

Figure 2. Indirect ELISA curve standard titration for positive 
and negative serum controls.

Table 1.	 OD	values,	S/P	ratios,	and	serum	titers	for	antigen	boosts.

Boosts No. OD S/P Titer

1 0.36453 0.1886 18.861

2 0.77176 0.4846 48.456

3 0.75452 0.472 47.203

4 0.52102 0.5204 52.036

OD,	optical	density;	S/P,	sample/positive	ratio.
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then increased after the second booster. Based on AGPT 
and indirect ELISA results, blood samples were harvested 
after the fourth booster. Antibody titer will affect their 
ability to bind with specific antigen, so we collected anti-
body at the highest titer which is after the fourth booster.

Purification and characterisation of anti-AA

Protein A is a cell wall-associated protein domain that is 
exposed on the surface of the Gram-positive bacterium 
Staphylococcus aureus. Protein A has a high affinity for IgGs 
from various species [31]. Serum and crude antibodies are 
bound tightly and immobilized by protein A. Immobilized 
antibodies are then replaced using a strong eluent(gly-
cine–HCl) and the resulting elutes contained purified anti-
body [32]. We obtained 12 fractions of purified antibody 
(anti-AA; Fig. 3). Anti-AA was present at high concentra-
tions in fractions 6, 7, and 8, with an average concentration 
of 0.69 μgμl−1. The molecular weight of purified anti-AA 
was then analyzed using SDS-PAGE (Fig. 4), revealing two 
protein bands of 50 and 25 kDa for heavy and light IgG 
chains, respectively. Protein A binds rabbit IgG strongly 
in the fragment crystallizable (Fc) region for almost all 
classes of lgG [33]. Hence, our analyses indicate that the 
antibody was purified by protein A and was specifically 
free from other substances, such as albumin.

Conjugation of gold nanoparticles and anti-AA

UV–Vis spectra (Fig. 5) show that the maximum absorbance 
of colloidal AuNP was about 527 nm (red line). After con-
jugation with anti-AA antibody, this peak shifted slightly 

to about 529 nm (blue line), indicating an interaction 
between AuNP and anti-AA antibody. Despite its insignifi-
cant differences, the spectrum showed wavelength shifted 
and increased absorbance. Conjugate AuNP-Anti-AA has 
undergone a bathochromic shift, and it causes maximum 
wavelength increase. This reflected a disturbance in the 
solvent due to the presence of anti-AA antibodies bound 

Figure 3. Absorbance curve of the purified IgG using protein 
A in 12 consecutive sample fraction, each fraction was 0.5 ml 
collected in every 5 min.

Figure 4. Profile of sodium dodecyl sulfate-polyacrylamide gel 
electrophoresis (SDS-PAGE) with anti-AA antibody after purifi-
cation; (a) protein A purified antibody; (b) prestained protein 
standards, broad range 7–175 kDa.

Figure 5. UV–Vis Spectra of AuNP in the absence (red line) and 
presence of anti-AA (blue line).
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to AuNP. In addition, AuNP–anti-AA conjugates had slightly 
higher absorbance than AuNP, again reflecting the pres-
ence of anti-AA antibodies. Therefore, these UV–Vis spectra 
show that AuNP was successfully conjugated with anti-AA, 
as necessary for application as a probe in immunochro-
matographic strip tests.

FTIR spectra of AuNP, AuNP–Anti-AA antibody conju-
gate, and anti-AA antibodies are shown in Figure 6, reflect-
ing broad absorption with a wavenumber around 3,600 
cm−1. These spectra indicate a stretching vibration of O-H, 
with higher intensities for AuNP–anti-AA and anti-AA than 
for AuNP. Although strong absorption at 1,650 cm−1 can be 
attributed to asymmetrical stretching of carbonyl groups 
(C=O), it was probably due to the presence of citrate ions 
in the samples. Taken together, these data confirm that 
AuNP–anti-AA conjugates were formed successfully. Figure 
7 shows the results of TEM analyses that were performed 
with a Hitachi H-8100 HR instrument. AuNP particles 
attached directly to the sample holder, as indicated by the 
clean image around the particles shown in Figure 7(a). 
In contrast, the image in Figure 7(b) shows that AuNP is 
attached to the matrix. The matrix is suspected to be an 
organic material because it was damaged by the electron 
beam from the TEM, which altered its shape. Yet in Figure 
7(c), AuNP has a crystalline structure with an average size of 
24.5 nm, as demonstrated using Image J software. Changes 
in size following conjugation of antibody were not signifi-
cant, with an average size of 28.6 nm (Fig. 7). The selected 
area of electron diffraction (SAED) patterns of nanoparticles 
is supposed to be clearly crystalline in shape [34]. In our 
experiments, the crystalline circle was slightly opaque and 

was obscured by an organic material (Fig. 7). Nonetheless, 
our TEM analyses show that AuNP–anti-AA conjugates were 
successfully produced, even without particle size changes.

Theoretically, conjugation of AuNP and anti-AA follows 
interactions of nanoparticles at the active sites of proteins. 
Thiol (-SH) groups are well-known to have a high affinity for 
gold compared with other functional groups, such as–NH 
and–OH. However, the availability of thiol groups is highly 
dependent on pH, which must be optimized for conjugation. 
In addition, pH controls are required to avoid nanoparti-
cle aggregation. Thus, antibody molecules are not suffi-
ciently adsorbed onto the surfaces of nanoparticles [21]. 
Aggregation of nanogold can be observed with changes 
in color from reddish purple to purple-black and by the 
presence of black precipitates. We performed conjugation 
reactions at 10 pH values between 5.4 and 10.1. We only 
observed color changes and black precipitates at pH 6.6, 
indicating that anti-AA was optimally absorbed under these 
conditions. We also examined AuNP–anti-AAconjugates at 
various pH values in immunochromatographic strips, which 
produced red colors at pH 5.4–7.3. The clearest changes 
were observed at pH 6.6 (Fig. 8), confirming that the opti-
mal pH was 6.6. This result differs from a previous study 
showing an optimal pH of 7.3 for nanogold antibody con-
jugation [35]. Other studies show an optimal pH of 8 [36]. 
These differences likely reflect differing isoelectric points of 
the antibodies. Based on these results, subsequent conjuga-
tion reactions were performed at pH 6.6 [2] and resulted in 
reddish-purple AuNP–anti-AA conjugates. 

Preparation of immunochromatographic strip test for AA 
detection

Immunochromatographic strip tests were used to evaluate 
the application of anti-AA–AuNP probes. Positive control 
samples contained AA standard solution at 1 mgmL−1 and 
negative controls were assembled with PBS. Upon introduc-
tion of the AA standard solution to the sample pad, the sam-
ple moves due to the capillary properties of nitrocellulose 
membranes. Specifically, samples interact with and are cap-
tured by anti-AA that was specifically conjugated with AuNP 
in the conjugated pad. The resulting complexes then travel 
toward the test zone across nitrocellulose membranes. Upon 
arrival, complexes are captured by an antibody that was pre-
viously spiked into the system, leading to the formation of 
a sandwich complex of antibody, AA, and anti-AAAuNP. The 
conjugate also moves toward the control zone and gives a 
red color in this area due to binding of antibodies from the 
conjugate with anti-species antibodies in the zone control 
area. Positive results are indicated as obvious red lines at 
test and control zones, and negative results are indicated 
by red lines at the control zone only. Movements of the red 
AuNP from the sample pad to the test zone took about 7 
min; likely a sufficient time for immunoreactions [32].

Figure 6. FTIR spectra of AuNP without (blue line) and with 
conjugated anti-AA (redLine), and of anti-AA alone (green line).
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Application of immunochromatographic strip test for AA 
detection in coffee samples

Strip tests were applied to coffee samples that were 
spiked with various concentrations of standard AA and 
to the untreated coffee samples. To generate AA stan-
dards, 1 mgml-1 coffee samples and 1 mgml-1 standard 
AA were mixed at coffee:AA ratios of 0:4, 1:3, 2:2, 3:1, 
and 4:0. These standards produced a clear gradation 
of the red colors in test and control zones. Specifically, 

coffee without AA led to the generation of weak red col-
ors in the test zone and the control zone. These red areas 
were increasingly colored with standard AA additions. 
Standard 1 mgmL−1 AA without coffee gave the strongest 
color (Fig. 9).

In subsequent tests, we examined coffee samples of 
100, 25, and 10 mgml−1. Red bands in test and control 
zones were denser and thicker with higher concentrations 
of coffee (Fig. 10). But at the highest concentration, coffee 
samples produced a background signal that was thicker 

Figure 7. (a) TEM images of AuNP without anti-AA; (b) TEM images of AuNP 
conjugated with anti-AA; (c) AuNP images from ImageJ software;  
(d) AuNP–anti-AA conjugates, images were generated using Image J software; and 
(e) the SAED patterns of AuNP–anti-AA antibody conjugates.
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Figure 8. Photographs of immunochromatography strip tests for detecting AA using 
AuNP–Anti-AA antibody conjugates at various pH values.

Figure 9. Photographs of immunochromatography strip tests performed by adding 
coffee samples to AA at ratios of (coffee:AA) 0:4 (5), 1:3 (4), 2:2 (3), 3:1 (2), and 4:0 (1).
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than the one observed with the lower coffee concentra-
tions. Typically, one cup of coffee (250 ml) contains around 
100 g of coffee. Therefore, the present immunochromato-
graphic strip tests are best used with 2–3-fold dilutions of 
coffee to minimize the background.

Conclusion

In conclusion, we produced an anti-AA antibody in New 
Zealand white rabbits using NAS as the antigen. AuNP were 
then successfully conjugated with the antibody and had an 
average size of 28.621 nm. Application of AuNP–anti-AA 
antibody conjugates as probes in immunochromatographic 
strip tests allowed detection of AA in coffee samples with a 
limit detection of 1 mgml−1. Our results indicate a promis-
ing method for detecting AA in food samples.

Acknowledgments

This work was partly funded by Hibah TADOK 
Tahun Anggaran 2018 Contract No. 1334/UN2.R3.1/
HKP.05.00/2018.

Conflict of interests

The authors have no conflicts of interest.

Authors’ contribution

LDA designed the study, data collection, interpreted the 
data, and drafted the manuscript. ES, RDS, and RSA were 
involved in data collection and also contributed to the 
manuscript preparation process. ONP participated in the 
preparation of the manuscript. TAI participated in the 
study design, interpreted the data, and involved in manu-
script preparation.

References
[1] Food and Agriculture Organization/World Health Organization. 

Health Implication of Acrylamide in Food, 2002. Available via http://
apps.who.int/iris/bitstream/10665/42563/1/9241562188.pdf. 
(Accessed 1 February, 2019)

[2] Tateo F, Bononi M, Gallone F. Acrylamide content in potato chips on 
the Italian market determined by liquid chromatography tandem 
mass spectrometry. Int J Food Sci Technol 2010; 45(3):629–34; 
https://doi.org/10.1111/j.1365-2621.2009.02176.x

[3] Kumar J, Das S and Teoh SL. Dietary acrylamide and the risks of 
developing cancer: facts to ponder. Front Nutr 2018; 5:14; https://
doi.org/10.3389/fnut.2018.00014

[4] Omar MMA, Elbashir AA, Schmitz OJ. Determination of acrylamide 
in Sudanese food by high performance liquid chromatography 
coupled with LTQ Orbitrap mass spectrometry. Food Chem 2015; 
176:342–9; https://doi.org/10.1016/j.foodchem.2014.12.091

[5] Ghiasvand AR, Hajipour S. Direct determination of acrylamide 
in potato chips by using headspace solid-phase microextraction 
coupled with gas chromatography-flame ionization detec-
tion. J Talanta 2015; 146:417–22; https://doi.org/10.1016/j.
talanta.2015.09.004

[6] Başkan S, Erim FB. NACE for the analysis of acrylamide in food. 
Electrophoresis 2007; 28(22):4108–13; https://doi.org/10.1002/
elps.200700421

[7] Zhou S, Zhang C, Wang D, Zhao M. Antigen synthetic strategy and 
immunoassay development for detection of acrylamide in foods. 
Analyst 2008; 133(7):903–9; https://doi.org/10.1039/b716526a

[8] Wu J, Shen YD, Lei HT, Sun YM, Yang JY, Xiao ZL, et al. Hapten syn-
thesis and development of a competitive indirect enzyme-linked 
immunosorbent assay for acrylamide in food samples. J Agric 
Food Chem 2014; 62(29):7078–84; https://doi.org/10.1021/
jf5015395

[9] Ivandini TA, Wicaksono WP, Saepudin E, Rismetov B, Einaga Y. 
Anodic stripping voltammetry of gold nanoparticles at boron-
doped diamond electrodes and its application in immunochro-
matographic strip tests. Talanta 2015; 134:136–43; https://doi.
org/10.1016/j.talanta.2014.11.010

[10] Liu BH, Hsu YT, Lu CC, Yu FY. Detecting aflatoxin b1 in foods and 
feeds bu using sensitive rapid enzyme-linked immunosorbent 
assay and gold nanoparticle immunochromatographic strip. 
J Food Control 2012; 30:184–9; https://doi.org/10.1016/j.
foodcont.2012.07.008

[11] Rismetov B, Ivandini TA, Saepudin E, Einaga Y. Electrochemical 
detection of hydrogen peroxide at platinum-modified diamond 
electrodes for an application in melamine strip tests. Diamond 
Relat Mater 2014; 48:88–95; https://doi.org/10.1016/j.
diamond.2014.07.003

[12] He L, Nan T, Cui Y, Guo S, Zhang W, Zhang R, et al. Development 
of a colloidal gold-based lateral flow dipstick immunoassay for 
rapid qualitative and semi-quantitative analysis of artesunate 
and dihydroartemisinin. Malaria J 2014; 13:127; https://doi.
org/10.1186/1475-2875-13-127

Figure 10. Photographs of immunochromatography strip test 
with coffee samples at various concentrations.

http://apps.who.int/iris/bitstream/10665/42563/1/9241562188.pdf
http://apps.who.int/iris/bitstream/10665/42563/1/9241562188.pdf
https://doi.org/10.1111/j.1365-2621.2009.02176.x
https://doi.org/10.3389/fnut.2018.00014
https://doi.org/10.3389/fnut.2018.00014
https://doi.org/10.1016/j.foodchem.2014.12.091
https://doi.org/10.1016/j.talanta.2015.09.004
https://doi.org/10.1016/j.talanta.2015.09.004
https://doi.org/10.1002/elps.200700421
https://doi.org/10.1002/elps.200700421
https://doi.org/10.1039/b716526a
https://doi.org/10.1021/jf5015395
https://doi.org/10.1021/jf5015395
https://doi.org/10.1016/j.talanta.2014.11.010
https://doi.org/10.1016/j.talanta.2014.11.010
https://doi.org/10.1016/j.foodcont.2012.07.008
https://doi.org/10.1016/j.foodcont.2012.07.008
https://doi.org/10.1016/j.diamond.2014.07.003
https://doi.org/10.1016/j.diamond.2014.07.003
https://doi.org/10.1186/1475-2875-13-127
https://doi.org/10.1186/1475-2875-13-127


http://bdvets.org/javar/	 	 375Assaat et al./ J. Adv. Vet. Anim. Res., 6(3): 366–375, September 2019

[13] Liu JW, Lu CC, Liu BH, Yu FY. Development of novel monoclonal anti-
bodies-based ultrasensitive enzime-linked immunosorbent assay 
and rapid immunochromatographic strip for aflatoxin B1 detec-
tion. Food Control 2016; 59:700–7; https://doi.org/10.1016/j.
foodcont.2015.06.038

[14] Sun Z, Shi B, Meng F, Ma R, Hu Q, Qin T, et al. Development of a col-
loidal gold-based immunochromatographic strip for rapid detec-
tion of H7N9 influenza viruses. Front Microbiol 2018; 9:2069; 
https://doi.org/10.3389/fmicb.2018.02069

[15] Anfossi L, Calderara M, Baggiani C, Giovannoli C, Arletti E, Giraudi 
G. Development and application of solvent -free extraction for 
the detection of aflatoxin M1 in dairy products by enzyme immu-
noassay. J Agric Food Chem 2008; 56(6):1852–7; https://doi.
org/10.1021/jf073133d

[16] Ji F, Mokoena MP, Zhao H, Olaniran AO, & Shi J.Development of an 
immunochromatographic strip test for the rapid detection of zear-
alenone in wheat from Jiangsu province, China. PLoS One 2017; 
12(5):e0175282; https://doi.org/10.1371/journal.pone.0175282

[17] Wicaksono WP, Ivandini TA, Endang S, Einaga Y. Development of 
immunochromatographic immunostript for selective and quanti-
tative detection of melamin. Makara J Sci 2014; 18(3):96; https://
doi.org/10.7454/mss.v18i3.3722

[18] Yang X, Sun Z, Tian F, Jia G, Yang J, Hu X. A lateral flow immuno-
chromatographic strip test for rapid detection of hexoestrol in 
fish samples. Roy Soc Open Sci 2018; 5(8): 180504; https://doi.
org/10.1098/rsos.180504

[19] de Azevedo PZ, Sylvestre TF, Cavalcante RdeS, de Carvalho LR, 
Moris DV, de Oliveira MLCS, et al. Evaluation of the double agar gel 
immunodiffusion test and of the Enzyme-Linked Immunosorbent 
Assay in the Diagnosis and Follow-Up of Patients with chronic pul-
monary aspergillosis. PLoS One 2015; 10(8):e0134841; https://
doi.org/10.1371/journal.pone.0134841

[20] Okwor EC, Eze DC, Okonkwo KE, Ibu JO. Comparative evaluation of 
agar gel precipitation test (AGPT) and indirect haemagglutination 
test (IHA) for the detection of antibodies against infectious bursal 
disease (IBD) virus in village chickens. Afr J Biotechnol 2011; 
10(71):16024–7; https://doi.org/10.5897/ajb11.2006

[21] Akter T, Atanelishvili I, Noguchi A, Silver RM, Bogatkevich GS. 
Establishment of an indirect ELISA for detection of the novel anti-
fibrotic peptide M10. PLoS One 2017; 12(11):e0188588; https://
doi.org/10.1371/journal.pone.0188588

[22] Hnasko R, Lin A, McGarvey JA, Stanker LH. A rapid method to 
improve protein detection by indirect ELISA. Biochem Biophys 
Res Commun 2011; 410(4):726–31; https://doi.org/10.1016/j.
bbrc.2011.06.005

[23] Kong D, Xie Z, Liu L, Song S, Kuang H,Cui G, Xu C. Development of 
indirect competitive ELISA and lateral- flow immunochromato-
graphic assay trip for the detection of sterigmatocystin in cereal 
products. Food Agric Immunol 2016; 28(2):260–70; https://doi.
org/10.1080/09540105.2016.1263985

[24] Hnasko R, Lin A, Mc Garvey JA, Stanker LH. A rapid method to 
improve protein detection by indirect ELISA. Biochem Biophys 

Res Commun 2011; 410(4):726–31; https://doi:10.1016/j.
bbrc.2011.06.005

[25] Simpson RJ, Adams PD, Golemis EA. Basic methods in protein puri-
fication and analysis—a laboratory manual. Cold Spring Harbor 
Laboratory Press. Long Island, NY, 2009.

[26] Putri DD, Handharyani E, Soejoedono RD, Setiyono A, Poetri 
ON. Production and characterization of Newcastle disease anti-
body as a reagent to develop a rapid immunodiagnostic test 
tool. Vet World 2018; 11:895–901; https://doi.org/10.14202/
vetworld.2018.895-901

[27] Martínez-Sernández V, Muiño L, Perteguer MJ, Gárate T, Mezo M, 
González-Warleta M, et al. Development and evaluation of a new 
lateral flow immunoassay for serodiagnosis of human fasciolosis. 
PLoS Negl Trop Dis 2011; 5(11):e1376; https://doi.org/10.1371/
journal.pntd.0001376

[28] Thobhani S, Attree S, Boyd R, Kumarswami N, Noble J, Szymanski M, 
et al. Bioconjugation and characterisation of gold colloid-labelled 
proteins. J Immunol Methods 2010; 356(1–2):60–9; https://doi.
org/10.1016/j.jim.2010.02.007

[29] Tam JO, de Puig H, Yen C, Bosch I, Gómez-Márquez J, Clavet C, et 
al. A comparison of nanoparticle-antibody conjugation strategies 
in sandwich immunoassays. J Immunoassay Immunochem 2016; 
38(4):355–77; https://doi.org/10.1080/15321819.2016.12693
38

[30] Preston A, Fodey T, Elliott C. Development of a high-throughput 
enzyme-linked immunosorbent assay for the routine detection 
of the carcinogen acrylamide in food, via rapid derivatisation 
pre-analysis. Anal Chim Act 2008; 608(2):178–85; http://doi.
org/10.1016/j.aca.2007.12.013

[31] Hober S, Nord K, Linhult M. Protein A chromatography for antibody 
purification. J Chromatogr Analyt Technol Biomed Life Sci 2007; 
848(1):40–7; https://doi.org/10.1016/j.jchromb.2006.09.030

[32] Arora S, Ayyar BV, O’Kennedy R. Affinity chromatography for 
antibody purification. Methods Mol Biol 2014;4 1129:497–516; 
https://doi.org/10.1007/978-1-62703-977-2_35

[33] Choe W, Durgannavar T, Chung S. Fc-binding ligands of immuno-
globulin G: an overview of high affinity proteins and peptides. 
Materials 2016; 9(12):994; https://doi.org/10.3390/ma9120994

[34] Egerton RF. Physical principles of electron microscopy. An intro-
duction to TEM, SEM, and AEM. Springer, p 111, 2005; https://doi.
org/10.1007/0-387-26016-1_1

[35] Moon J, Kim G, Lee S. Agold nanoparticle and aflatoxin B1-BSA 
conjugates based lateral flow assay method for the analysis of afla-
toxin B1. Materials 2012; 5(12):634–43; https://doi.org/10.3390/
ma5040634

[36] Pham VD, Hoang H, Phan TH, Conrad U, Chu HH. Production 
of antibody labeled gold nanoparticles for influenza 
virus H5N1 diagnosis kit development. Adv Nat Sci 
Nanosci Nanotechnol 2012; 3(2012):04501; https://doi.
org/10.1088/2043-6262/3/4/045017

https://doi.org/10.1016/j.foodcont.2015.06.038
https://doi.org/10.1016/j.foodcont.2015.06.038
https://doi.org/10.3389/fmicb.2018.02069
https://doi.org/10.1021/jf073133d
https://doi.org/10.1021/jf073133d
https://doi.org/10.1371/journal.pone.0175282
https://doi.org/10.7454/mss.v18i3.3722
https://doi.org/10.7454/mss.v18i3.3722
https://doi.org/10.1098/rsos.180504
https://doi.org/10.1098/rsos.180504
https://doi.org/10.1371/journal.pone.0134841
https://doi.org/10.1371/journal.pone.0134841
https://doi.org/10.5897/ajb11.2006
https://doi.org/10.1371/journal.pone.0188588
https://doi.org/10.1371/journal.pone.0188588
https://doi.org/10.1016/j.bbrc.2011.06.005
https://doi.org/10.1016/j.bbrc.2011.06.005
https://doi.org/10.1080/09540105.2016.1263985
https://doi.org/10.1080/09540105.2016.1263985
https://doi:10.1016/j.bbrc.2011.06.005
https://doi:10.1016/j.bbrc.2011.06.005
https://doi.org/10.14202/vetworld.2018.895-901
https://doi.org/10.14202/vetworld.2018.895-901
https://doi.org/10.1371/journal.pntd.0001376
https://doi.org/10.1371/journal.pntd.0001376
https://doi.org/10.1016/j.jim.2010.02.007
https://doi.org/10.1016/j.jim.2010.02.007
https://doi.org/10.1080/15321819.2016.1269338
https://doi.org/10.1080/15321819.2016.1269338
http://doi.org/10.1016/j.aca.2007.12.013
http://doi.org/10.1016/j.aca.2007.12.013
https://doi.org/10.1016/j.jchromb.2006.09.030
https://doi.org/10.1007/978-1-62703-977-2_35
https://doi.org/10.3390/ma9120994
https://doi.org/10.1007/0-387-26016-1_1
https://doi.org/10.1007/0-387-26016-1_1
https://doi.org/10.3390/ma5040634
https://doi.org/10.3390/ma5040634
https://doi.org/10.1088/2043-6262/3/4/045017
https://doi.org/10.1088/2043-6262/3/4/045017

