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Purpose: To compare the reliability and accuracy of intraocular pressure (IOP) measured while 

wearing soft contact lenses (SCLs) using a non-contact tonometer (NCT), Goldmann applanation 

tonometer (GAT), iCare rebound tonometer (RBT) and the Tono-Pen XL.

Methods: Twenty-six healthy subjects were examined. The IOP was measured using NCT, 

GAT, RBT, and the Tono-Pen XL, while the subjects wore SCLs -5.00 D, -0.50 D and +5.00 D. 

Bland–Altman plots and a regression analysis were used to compare the IOPs obtained with 

those instruments and the IOPs of the naked eyes measured using GAT (the standard IOPs in 

this study).

Results: The IOPs obtained by the Tono-Pen XL while the subjects were wearing -5.00 D, -0.50 

D, and +5.00 D SCLs were significantly higher than those of the naked eyes obtained using GAT. 

RBT showed that the IOPs were similar to the GAT standard IOPs under all conditions. The IOPs 

measured with NCT and GAT while the subjects were wearing -5.00 D and -0.50 D SCLs were 

similar to the GAT standard IOPs. The IOPs obtained with RBT and NCT while the subjects were 

wearing -5.00 D and -0.50 D SCLs exhibited a good correlation with the standard IOPs.

Conclusion: The NCT and RBT are best when measuring IOP through hydrogel SCLs.

Keywords: soft contact lens, intraocular pressure, rebound tonometer, non-contact 

tonometer

Introduction
Soft contact lenses (SCLs) are often used in the treatment of corneal epithelial 

abnormalities and after corneal surgery. Contact lenses (CLs) are also a common tool 

for correcting refractive errors. The intraocular pressure (IOP) is a fundamental and 

essential ocular parameter in ophthalmological clinics. Physicians treating corneal 

disease and refractive errors need to estimate whether the IOP is beyond the normal 

limit. Measuring the IOP through SCLs is convenient for ophthalmologists treating 

corneal and refractive diseases. However, it has been shown that wearing CLs during 

IOP measurement affects the results.1–3 Previous studies have reported IOP changes 

using different instruments.1–10 For example, when using a non-contact tonometer 

(NCT), a significant increase in the IOP was found when subjects used plus SCLs, 

while a decrease was observed when the subjects used minus SCLs made of hydrogel 

and silicone hydrogel.1,2 With respect to Goldmann applanation tonometer (GAT) 

measurement, neither -1.50 D hydrogel SCLs5 nor -0.50 D silicone hydrogel SCLs6 

have significant effects on IOP results. Furthermore, studies have reported that the 

use of SCLs for therapy does not affect the IOP obtained using the Tono-Pen XL,7,8 

whereas Zeri et al9 reported that the iCare rebound tonometer (RBT) shows significant 

differences in the IOP values among subjects wearing +2.00 D, -2.00 D and -6.00 D 

hydrogel CLs versus those wearing no lenses.
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However, there have been no comparisons of the IOP 

measurements obtained using the NCT, GAT, RBT or 

Tono-Pen XL while wearing SCLs. In order to clarify which 

tonometer is more reliable for measuring the IOP through 

SCLs, we examined the IOP results obtained while wearing 

SCLs using these instruments.

Methods
The right eye in each of 26 healthy subjects was examined 

between August and December 2009. The procedures 

adhered to the tenets of the Declaration of Helsinki, and were 

approved by the Institutional Review Board of Hiroshima 

University, Japan. Informed consent was obtained from 

each subject after informing them of the nature and possible 

complications of the examination procedures. Subjects with 

a history of ocular surgery or any type of eye disease other 

than refractive errors were excluded. All subjects underwent 

standard ophthalmological examinations, including slit-lamp 

examinations and ophthalmoscopy. The corneal central thick-

ness was measured with a specular microscope (SP-2000p; 

Topcon Corporation, Tokyo, Japan). The refractive error 

(spherical equivalent) and corneal curvature were measured 

with an autorefractor/autokeratometer (ARK-700A; NIDEK 

Co. Ltd., Gamagori, Japan).

All IOP-measuring instruments were calibrated prior 

to the examinations. The IOP values of the naked eyes 

were examined with NCT (CT-70; Topcon), GAT, RBT 

(Tiolat Oy, Helsinki, Finland), and Tono-pen XL (Men-

tor, Norwell, MA, USA) with 5-minute intervals for every 

measurement in accordance with previous articles.9,11 The 

IOP was then measured while the subject wore hydrogel 

ACUVUE CLs (Johnson & Johnson, New Brunswick, NJ, 

USA) of -5.00 D, -0.50 D and +5.00 D, with an 8.7 mm 

base curve, 14.0 mm diameter, and 58% water content. The 

IOP without a bar display were adopted for the RBT. Fur-

ther, only readings with a maximum 5% standard deviation 

were recorded with the Tono-pen XL. IOP readings that 

appear in parentheses were excluded when using the NCT. 

We measured IOP three times using GAT and averaged the 

IOP readings. We measured the IOP in random order. All 

examinations were performed by an ophthalmologist between 

10 am and 3 pm. The sample size was decided as follows. 

We decided that the statistical power was to be 0.80. Thus, 

to calculate the necessary sample size, we presumed that 

between the tonometers, there was a standard deviation (SD) 

of 2 mmHg, a difference (⊿) of 2 mmHg, a type 1 error (α) 

of 0.01, and type 2 error (β) of 0.20. Therefore the necessary 

sample size (N) =2(Zα/2+ Zβ)2SD2/⊿2=23.4.

Statistical analyses
The relationships between the IOP values of the naked eyes 

measured using GAT and those obtained while wearing SCLs 

measured with various instruments were evaluated according 

to Bland–Altman plots and a regression analysis. The results 

of the regression analysis were interpreted for the Spear-

man rank correlation coefficient as follows: high correlation  

(r=0.7–0.99), moderate correlation (r=0.4–0.69), weak corre-

lation (r=0.2–0.39), and no correlation (r,0.2). We regarded 

the IOP values of the naked eyes measured using GAT to  

be the standard IOP values in this study. The differences 

between the average standard IOP values and the IOP values 

obtained while wearing SCLs measured using various instru-

ments were evaluated using the Student’s t-test. A P-value of 

,0.05 was considered statistically significant. The statistical 

analyses were performed using the JMP 10.0 version software 

program (SAS Institute Inc., Cary, NC, USA).

Results
There were 26 subjects consisting of 15 females and eleven 

males, with a mean age of 21.9±1.1 years. The demographics 

of subjects are presented in Table 1.

The mean IOP obtained without SCLs using GAT was 

13.7±2.6 mmHg. The changes in the IOP values obtained while 

wearing -5.00 D, -0.50 D, +5.00 D CLs measured using the 

various instruments compared to the IOP values of the naked 

eyes measured using GAT are presented in Table 2. The IOP 

values measured using NCT while wearing -5.00 D and -0.50 

D SCLs were not significantly different from the standard IOP 

values, although the IOP values obtained while wearing +5.00 

D lenses were significantly higher (P,0.01) than the standard 

IOP values. Similar to these results, the IOP values obtained 

using GAT while the subject was wearing -0.50 D SCLs were 

not significantly different, whereas those obtained while the 

subject was wearing -5.00 D lenses were significantly lower 

(P=0.03), and those obtained while the subject was wearing 

+5.00 D lenses were significantly higher (P,0.01) than the 

standard IOP values. The IOP measurements obtained with 

SCLs using RBT did not show any significant differences 

Table 1 subject demographics

Parameter Average Range

age, years 21.9±1.1 20–24
sex, F/M 15/11 –
CCT, µm 536.3±29.2 484–582
Corneal curvature, mm 7.8±0.2 7.5–8.2
spherical equivalent, D -4.5±2.7 -8.8–0

Note: The values are presented as the mean ± standard deviation.
Abbreviations: F/M, female/male; CCT, corneal central thickness.
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compared to standard IOP measured using GAT. In contrast, 

all IOP measurements obtained with SCLs using the Tono-Pen 

XL exhibited significant differences compared to the standard 

IOP values (all P,0.01).

The relationships between the standard IOP values and 

the IOP values obtained while wearing SCLs measured 

using NCT, GAT, RBT, and the Tono-Pen XL are displayed 

with Bland–Altman plots in Figures 1–4, respectively. The 

x-axis represents the average of the GAT standard IOP and 

each measurement, while the y-axis represents the difference 

between the two values. The differences in the IOP values 

measured using NCT while wearing -5.00 D and -0.50 D 

lenses were close to 0, whereas those obtained while wear-

ing +5.00 D lenses showed increased IOP measurements 

of 2.0 mmHg. For the -5.00 D, -0.50 D, and +5.00 D 

lenses, the 95% limit of agreement was -0.5±3.2 mmHg, 

0.3±2.0 mmHg, and 2.0±3.7 mmHg, respectively. Mean-

while, the GAT measurements showed decreased values of 

1.5 mmHg and 0.6 mmHg while wearing -5.00 D and -0.50 

D CLs, respectively, and an increased value of 2.3 mmHg 

Table 2 intraocular pressure differences in the subjects wearing soft contact lenses compared to that obtained without contact lenses 
measured using the goldmann applanation tonometer

Contact lens  
power  
(diopter)

NCT GAT RBT Tono-Pen XL

Difference  
(mmHg)

P-value Difference  
(mmHg)

P-value Difference  
(mmHg)

P-value Difference  
(mmHg)

P-value

-5.00 -0.5 0.42 -1.5 0.03 +0.5 0.49 +2.6 ,0.01
-0.50 +0.3 0.70 -0.6 0.36 -0.2 0.75 +2.5 ,0.01
+5.00 +2.0 ,0.01 +2.3 ,0.01 +1.1 0.18 +4.8 ,0.01

Abbreviations: nCT, non-contact tonometer; gaT, goldmann applanation tonometer; rBT, iCare rebound tonometer.

Figure 1 Bland–altman plot showing the relationship between the iOP values of the naked eyes measured using gaT and those obtained while wearing sCls measured 
using nCT.
Notes: (A) Wearing -5.00 D sCls. (B) Wearing -0.50 D sCls. (C) Wearing +5.00 D sCls.
Abbreviations: iOP, intraocular pressure; gaT, goldmann applanation tonometer; sCls, soft contact lenses; nCT, non-contact tonometer; Cl, contact lens; D, diopter.
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Figure 2 Bland–altman plot showing the relationship between the iOP values of the naked eyes and those obtained while wearing sCls measured using gaT.
Notes: (A) Wearing -5.00 D sCls. (B) Wearing -0.50 D sCls. (C) Wearing +5.00 D sCls.
Abbreviations: iOP, intraocular pressure; gaT, goldmann applanation tonometer; sCls, soft contact lenses; Cl, contact lens; D, diopter.

Figure 3 Bland–altman plot showing the relationship between the iOP values of the naked eyes measured using gaT and those obtained while wearing sCls measured using rBT.
Notes: (A) Wearing -5.00 D sCls. (B) Wearing -0.50 D sCls. (C) Wearing +5.00 D sCls.
Abbreviations: iOP, intraocular pressure; gaT, goldmann applanation tonometer; sCls, soft contact lenses; Cl, contact lens; D, diopter; rBT, iCare rebound 
tonometer.
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while wearing +5.00 D CLs. The 95% limit of agreement 

was -1.5±4.4 mmHg, -0.6±4.4 mmHg, and 2.3±4.8 mmHg 

for -5.00 D, -0.50 D, and +5.00 D CLs, respectively. The 

RBT measurements showed that the differences in IOP were 

close to 0 while wearing -5.00 D, -0.50 D, and +5.00 D 

lenses. The 95% limit of agreement for the -5.00 D, -0.50 D,  

and +5.00 D lenses were 0.5±4.3 mmHg, -0.2±4.9 mmHg, and 

1.1±5.2 mmHg, respectively. The Tono-Pen XL showed higher 

IOP differences while wearing -5.00 D, -0.50 D, and +5.00 D 

lenses, with a 95% limit of agreement of 2.6±4.2 mmHg, 

2.5±5.6 mmHg, and 4.9±5.2 mmHg, respectively.

The results of the regression analyses of the IOP values 

of the naked eyes measured using GAT and the IOP values 

obtained while wearing SCLs measured using the various 

instruments are shown in Table 3. The IOP values measured 

using NCT showed a moderate correlation with the standard 

IOP values among the subjects wearing SCLs. Meanwhile, 

the IOP values measured using RBT exhibited moderate cor-

relations among the subjects wearing -5.00 D and -0.50 D 

Table 3 results of the regression analysis of the intraocular 
pressure values of the naked eyes measured using the goldmann 
applanation tonometer, and those obtained while wearing contact 
lenses measured with various tonometers

Tonometer r value P-value Regression equation

nCT 0.78 ,0.0001 y=0.72x+4.47
nCT Cl -5.00 D 0.60 ,0.0001 y=0.59x+5.10

nCT Cl -0.50 D 0.44 0.0002 y=0.64x+5.22

nCT Cl +5.00 D 0.52 ,0.0001 y=0.70x+6.08

gaT Cl -5.00 D 0.36 0.0013 y=0.56x+4.55

gaT Cl -0.50 D 0.27 0.0060 y=0.41x+7.54

gaT Cl +5.00 D 0.34 0.0017 y=0.65x+7.15
rBT 0.60 ,0.0001 y=1.00x+1.47

rBT Cl -5.00 D 0.46 0.0001 y=0.73x+4.20

rBT Cl -0.50 D 0.44 0.0002 y=0.74x+3.35

rBT Cl +5.00 D 0.32 0.0028 y=0.68x+5.52
Tono-Pen Xl 0.51 ,0.0001 y=0.59x+9.54

Tono-Pen Xl Cl -5.00 D 0.32 0.0027 y=0.37x+11.3

Tono-Pen Xl Cl -0.50 D 0.09 0.1288 y=0.23x+13.1
Tono-Pen Xl Cl +5.00 D 0.35 0.0014 y=0.71x+8.78

Abbreviations: nCT, non-contact tonometer; gaT, goldmann applanation 
tonometer; rBT, iCare rebound tonometer; Cl, contact lens; D, diopter.

Figure 4 Bland–altman plot showing the relationship between the iOP values of the naked eyes measured using gaT and those obtained while wearing sCls measured 
using the Tono-Pen Xl.
Notes: (A) Wearing -5.00 D sCls. (B) Wearing -0.50 D sCls. (C) Wearing +5.00 D sCls.
Abbreviations: iOP, intraocular pressure; gaT, goldmann applanation tonometer; sCls, soft contact lenses; Cl, contact lens; D, diopter.

www.dovepress.com
www.dovepress.com
www.dovepress.com


Clinical Ophthalmology 2015:9submit your manuscript | www.dovepress.com

Dovepress 

Dovepress

1880

Takenaka et al

lenses (r=0.46 and r=0.44 respectively). Other comparisons 

revealed weak correlations. All correlations were significant, 

except for that observed for the Tono-Pen XL measurements 

obtained while wearing -0.50 D SCLs.

Using Dunnett’s test, we compared the baseline data 

obtained using the GAT with those obtained using each of the 

tonometric devices. None of the tonometric devices yielded 

data that were significantly different from those obtained 

using the GAT.

As the central cornea became thicker, the IOP measured 

with all tonometers tended to become higher. This constituted 

a significant difference when we measured the IOP using the 

NCT, the RBT, and the GAT. On the other hand, when the 

data were analyzed using regression analysis, there were no 

significant differences between spherical equivalent and the 

IOP measurements using each tonometer.

We examined the correlation of corneal central thickness 

with the IOP differentials within the devices. There were no 

significant differences with regard to correlation.

We analyzed the regression of IOP differences from 

GAT-measured IOP. As GAT-measured IOP increased, 

IOP differences tended to become larger. The IOP dif-

ferences from GAT-measured IOP were significant when 

we measured IOP with the NCT while the subjects were 

wearing -5.00 D, -0.50 D, or +5.00 D SCLs, GAT while the 

subjects were wearing -5.00 D or -0.50 D SCLs, and Tono-

Pen XL while the subjects were wearing -5.00 D or -0.50 D 

SCLs. Conversely, there were no significant differences in 

this regard when we measured the IOP using the RBT.

Actually, measuring the IOP using the GAT without 

SCLs is ideal. However, it is sometimes difficult to do so in 

an everyday medical examination. Rather, we are sometimes 

forced to measure the IOP using a limited tonometer com-

bined with SCLs. Therefore, we need to calculate the accu-

racy of the IOP under non-ideal conditions. The GAT is the 

gold standard. Therefore, we analyzed the data using Bland–

Altman plots, while setting the GAT as the standard.

Discussion
Our results showed no significant differences in the IOP 

values obtained while wearing negative lenses using NCT, 

GAT, and RBT compared to the standard IOP values (the 

IOP values of the naked eyes measured using GAT), except 

for the GAT measurement with -5.00 D lenses.

Previous studies regarding NCT have demonstrated a 

small effect of negative lenses, especially when the lens 

thickness is less than 0.15 mm.2,4 The thickness of the CLs 

used in our study was 0.084 mm for the -5.00 D lenses, 0.124 

mm for the -0.50 D lenses, and 0.21 mm for the +5 D lenses 

(information obtained from Johnson & Johnson K.K. Vision 

Care, Tokyo, Japan). Patel and Illahi3 evaluated the IOP values 

obtained while wearing CLs with power ranging from -15.00 

D to +13.00 D and concluded that NCT can be performed 

through a contact lens if the power is not greater than +3 D. In 

that study, the IOP readings increased in association with the 

use of thicker hyperopic lenses.1–3 Our results are in agreement 

with these results. Previous studies have also found that the 

IOP measured using NCT through SCLs is altered depend-

ing on the lens power, curvature, thickness, and rigidity. 12–14 

Rimayanti et al15 indicated that SCL use changes the ocular 

surface behavior and IOP readings during NCT. The radius 

of curvature of the eye affects the ocular surface displacement 

and IOP readings. The changes in the curvature of the ocular 

surface may be responsible for changes in the IOP readings 

by NCT while wearing SCLs.

In addition, we found no significant differences in the 

IOP measurements obtained while wearing SCLs using 

RBT. The Bland–Altman plots also showed that the average 

IOP difference measured on RBT was close to 0 for all SCL 

examinations. Zeri et al found no significant differences in the 

IOP measurements obtained through silicone hydrogel CLs, 

although significantly lower IOP results were observed while 

wearing hydrogel CLs of +2.00 D, -2.00 D, and -6.00 D.9 The 

authors noted that, although the differences were significant, the 

clinical significance was minimal. RBT bounces a magnetized 

probe off the cornea, subsequently measuring the deceleration 

of the probe and converting it into a pressure value.16 Zeri et 

al suggested that the possible decrease in the value of Young 

modulus of the cornea-CL new body observed in their study 

accounted for the decrease in the tonometric values obtained 

without CLs.9 The Young’s modulus of hydrogel SCLs used in 

our study is very similar to that of the human cornea; Young’s 

modulus of the human eye has been reported to be 0.29±0.06 

Mpa,17 while that of hydrogel SCLs is 0.29±0.03 Mpa (infor-

mation obtained from Johnson & Johnson K.K. Vision Care, 

Tokyo, Japan). This may be one reason why our IOP readings 

obtained through CLs were close to the standard IOP values.

With respect to the IOP measurements obtained with the 

Tono-Pen XL, we found increased IOP values among the 

subjects wearing -5.00 D, -0.50 D, and +5.00 D CLs. Previous 

studies using the Tono-Pen XL found no significant differ-

ences regardless of whether the measurements were obtained 

through plano CLs,7 whereas overestimation of the IOP values 

was observed if performed over high-power (-3.25 D to -6.00 

D) silicon hydrogel CLs.8 In the present study, the Tono-Pen 

XL measurements were significantly higher for all SCLs 
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than those obtained in the naked eyes using GAT. The IOP 

obtained using the Tono-Pen XL is inferred from the pressure 

on the eyeball with a contact area of 3 mm diameter between 

the eyeball and tip of the Tono-Pen XL probe. In order to 

mediate the measurement obtained over SCLs, the diameter 

of the eyeball receiving pressure from the Tono-Pen XL 

may become larger than 3 mm. A larger contact area makes 

the cornea harder to deform, resulting in a greater force and 

subsequently larger IOP measurements.

There are several limitations associated with this study. 

In Table 3, most results of the regression analysis did not 

show high correlation. This study had a small sample size, 

and the investigation was performed using only young 

Japanese subjects. For this reason, we were unable to assess 

the influence of age or ethnicity on IOP. In addition, we do 

not know whether our results apply to patients with glaucoma 

or corneal abnormalities, as we examined only normal eyes. 

We measured the IOP of young subjects in order to exclude 

the effects of age on IOP differences. We hope to examine 

the findings for different age groups in the future.

Conclusion
We compared the effects of wearing SCLs on the IOP 

measurements obtained using various instruments. The IOP 

measurements obtained while wearing +5.00 D lenses were 

higher than those of the naked eyes measured using GAT, 

with the exception of the measurements obtained using RBT. 

The measurements obtained using RBT were similar to 

those acquired over SCLs ranging from -5.00 D to +5.00 D 

and those obtained with GAT in the naked eyes. The IOP 

values obtained while wearing SCLs using NCT exhibited 

the highest correlation with those obtained using GAT. 

The NCT and RBT are best when measuring IOP through 

hydrogel SCLs.
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