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Abstract

Background: In endemic areas with very low infection prevalence, the frequency and intensity of Echinococcus
multilocularis can be extremely low. This necessitates efficient, specific and sensitive molecular tools. We wanted to
compare the existing molecular tools, used in the Norwegian national surveillance programme, and compare these
with new techniques for detection of this zoonotic pathogen in fox faeces. Here we present the results of
screening samples containing a known level of E. multilocularis eggs with two highly sensitive DNA isolation and
extraction methods combined with one conventional PCR and three real-time PCR methods for detection.

Methods: We performed a comparison of two extraction protocols; one based on sieving of faecal material and
one using targeted DNA sampling. Four methods of molecular detection were tested on E. multilocularis-egg spiked
fox faeces.

Results: There were significant differences between the multiplex PCR/egg sieving DNA extraction methods
compared to the new DNA fishing method and the three real-time PCR assays. Results also indicate that replicates
of the PCR-reactions improve detection sensitivity when egg numbers are low.

Conclusions: The results indicate that the use of real-time PCR combined with targeted DNA extraction, improves
the sensitivity of E. multilocularis detection in faecal samples containing low numbers of E. multilocularis eggs.
Results also indicate the importance of replicates of the PCR-reactions when pathogen levels are low.
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Background
Effective, sensitive surveillance tools are important to help
determine the distribution of pathogens. Echinococcus
multilocularis eggs are zoonotic and can cause fatal hyda-
tidosis in humans [1]. Annual surveillance programmes in
mainland Norway and Finland, in suitable host species
(red fox (Vulpes vulpes) and raccoon dog (Nyctereutes pro-
cyonis)), suggest that E. multilocularis is currently absent,
or at least below the estimated required detection thresh-
old of 1% [2,3]; EFSA zoonoses report [http://www.efsa.
europa.eu/en/scdocs/scdoc/223r.htm]. This zoonotic ces-
tode continues to push at its northernmost distribution
boundaries [4-6]. Echinococcus multilocularis was first de-
tected in mainland Fennoscandia in Denmark in 2005 [7]
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and in neighbouring Sweden in 2010 [8] and has been
detected on the Norwegian high-Arctic island of Svalbard
[9]. In Sweden, only four of the 2985 foxes examined
during 2011 surveillance programme harboured E. multi-
locularis worms [10], highlighting the extremely low
prevalence of this parasite in this region (0.1%). Recently,
E. multilocularis has been detected in four foxes from
Denmark in a study of 679 wild carnivores, indicating a
countrywide E. multilocularis prevalence of only 0.7%
[11]. It is vital that the methods used in surveillance pro-
grams are able to detect this very low prevalence, espe-
cially in areas where the burden of infection is expected to
be low. The methods used in surveillance programs must
not only be highly sensitive and specific, but also cost-
effective so as to allow for high sample throughput to
enable sufficient numbers to be screened.
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The current gold standard method for the detection of
E. multilocularis in the definitive-host is intestinal exam-
ination (sedimentation counting technique (SCT)) using
microscopy. This method is purported to have close to
100% sensitivity and specificity [12]. We argue that this
approach is very laborious and costly due to the high
labour costs involved in the analysis. Additionally, SCT
must be performed by specially trained staff. This ap-
proach is not feasible in countries where infection levels
are assumed to be very low or absent and, labour costs
are high. Another approach for E. multilocularis detec-
tion is through coproantigen detection [12] as is used in
the surveillance program in Belgium [13]. Coproantigen
tests have the potential to detect antigens prior to pa-
tency, before eggs are excreted in the faeces. False nega-
tive and false positive results obtained in coproantigen
tests are problematic for surveillance programmes in
regions considered to be free from E. multilocularis.
Coproantigen detection has been shown to have high
sensitivity when worm burdens are moderate to high,
but the occurrence of false negatives when worm bur-
dens are lower (50 or less) [14] is of concern. All four of
the Danish E. multilocularis positive foxes harboured
less than 27 adult worms [11], highlighting the need for
sufficiently sensitive diagnostic tools in surveillance pro-
grammes. Surveillance programs in Norway and Great
Britain have chosen to use molecular methods for the
detection of E. multilocularis DNA in faecal samples
[2,15]. The majority of approaches rely on the physical
isolation of eggs followed by DNA isolation to decrease
the presence of background DNA or inhibitors in faecal
samples. In Norway, fox faecal samples have been ana-
lysed since 2006 using egg-isolation, followed by DNA-
extraction and detection using a multiplex PCR for the
identification of the E. multilocularis eggs [2]. The me-
thod used for the screening of most of these samples
was initially described by Trachsel and colleagues [16].
The results of the 2780 fox faecal samples screened
to date indicate that the tapeworm is either absent, or
present in very low numbers in Norway, given that no
positive fox samples have yet been detected [17]. A dis-
advantage of the mPCR method are the multiple steps
performed prior to DNA extraction: including the phy-
sical sieving of eggs from the faecal material and alkaline
lysis and proteinase K digestion of the material prior
to DNA-extraction using conventional spin columns.
Not only is this ‘sieving’ approach time consuming and
labour intensive, when compared to traditional DNA-
extraction protocols, but the sieving stage is also vul-
nerable to blockage from faecal particles, potentially
preventing eggs passing through the first sieving stage.
Broken eggs might also be flushed through the second
nylon mesh and this DNA-material can be lost. Ad-
ditionally, this approach only targets eggs and any
remaining parasite material in the faeces may therefore
remain undetected. It would be preferable to have para-
site DNA-extraction systems where high volumes of fox
faeces can be analysed and a variety of parasite material,
such as eggs and proglottids, could easily be detected.
Real-time PCR methods have become available for

E. multilocularis detection [18]. Real-time PCR further
reduces the time and cost of diagnosis, as well as in-
creasing sensitivity [19-21]. Real-time PCR is performed
in a closed tube system thus minimizing the risk for
cross-contamination and operational error given fewer
manual steps. Real-time PCR also has the potential to
indicate the relative amount of target DNA present in a
sample, based on comparisons between cycle thresholds
(Ct) from several samples. Development of real-time
PCR assays for E. multilocularis detection, which can
identify low amounts of DNA in faeces from foxes,
may improve detection sensitivity. The sensitivity of the
methods used in a surveillance program will not only
influence the quality of the results but also affect the
number of samples required to achieve a minimum de-
tection level.
In this study we wanted to compare different DNA iso-

lation methods and molecular detection methods which
were available in our laboratories and try to identify the
best combination for use in future surveillance programs
(Figure 1). The primary aim of this study was to compare
the performance of two sample preparation protocols; the
egg-isolation and DNA extraction used in Davidson et al.
[2] ‘sieving’, with a new DNA isolation procedure ‘DNA-
fishing’ using fox faeces spiked with eggs from E. multi-
locularis. A secondary aim was to compare a selection of
real-time PCR methods for E. multilocularis detection.
Comparison of the PCR systems were performed in a
blinded trial using two batches of DNA samples prepared
from spiked fox faecal samples containing a known num-
ber of E. multilocularis eggs. The use of spiked material
was a cost-effective alternative to the use of real-life en-
demic samples identified by necropsy and sedimentation
and counting technique. Laboratory spiking of pooled fox
faeces allows almost identical samples to be analysed in
parallel. The ability to select samples with very low levels
of eggs may also help address the sensitivity and reprodu-
cibility of different methods more precisely. In comparison
the exact egg numbers would be unknown in samples
from naturally infected foxes. Results from these experi-
ments helped with the selection of optimised methods for
a surveillance programme in an E. multilocularis ‘free’
country, such as Norway.

Methods
Preparation of Echinococcus multilocularis eggs
All preparation of E. multilocularis eggs and spiked sam-
ples was carried out at Laboratory 1 using inactivated



Figure 1 A flow diagram outlining the experimental design of samples containing fox faeces with a known number of Echinococcus
multilocularis eggs (α2 and β2). 144 samples were divided into two batches for DNA extraction at two different laboratories. Each of the laboratories
then carried out two of the four PCR methods on the DNA extractions done at their laboratory (solid line) as well as on DNA extractions sent from the
other laboratory (dotted line).
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eggs generously donated by Dr Thomas Romig (University
of Hohenheim) which had been frozen for more than
3 days at below -80°C, and kept in ethanol. Eggs were
transferred from the storage container to a plastic Petri
dish containing physiological saline. Pieces of plastic (max.
2 mm × 2 mm) were placed on a glass slide and small
droplets of physiological saline containing eggs was pi-
petted onto the surface of the plastic using a thin glass
Pasteur pipette with a modified melted tip. This allowed
the precise pipetting of low numbers of eggs and mini-
mized the volume of storage solution to be transferred
with the eggs, keeping any free DNA in solution or
attached to the egg surface to minimal levels. After being
placed on the plastic film, egg counting was carried out at
40 × magnification using a stereomicroscope. Each small
piece of plastic had a known number of eggs and
these plastic pieces were carefully individually transferred
into labelled sample tubes: Eppendorf tubes or 15 ml
Falcon tubes, depending on the extraction protocol which
followed.

Preparation of ‘E. multilocularis -egg only’ series
Two batches of eggs were prepared without faeces (α1/β1).
Each batch was made up of 24 samples, in either 1.5 ml
Eppendorf tubes (α1) or 15 ml falcon tubes (β1), depen-
ding on protocol and each tube contained a small piece of
plastic with a known quantity of eggs suspended in physio-
logical saline. Samples in batch α1 and β1 contained 1-24
eggs (Additional file 1: Table S1).
Batch ‘α1’ was DNA extracted using ‘sieving’, according

to Davidson et al. [2] at Laboratory 1, starting from the
alkaline lysis step and protein K digestion, followed by
the protocol previously reported. Batch ‘β1’ was extracted
using a simplifieda targeted DNA extraction method
known as ‘DNA-fishing’, an in-house protocol developed
at laboratory ‘2’. This method uses a capture probe system:
streptavidin coated magnetic beads which attach to a
biotinylated DNA capture probe complementary to Echi-
nococcus mtDNA. This complex is then physically drawn
out of the homogenised solution using powerful magnets.
This allows, more or less, specific target DNA to be con-
centrated and removed from a solution containing inhi-
bitory substances and “background” DNA, which could
inhibit amplification. This targeted approach to DNA-
isolation has previously been reported for detection of
Toxoplasma from meat samples [22] and Mycobacterium
in clinical specimens [23].

Preparation of the spiked fox faeces batches
A pool of fox faeces from 29 animals, which had been con-
firmed as E. multilocularis negative during the Norwegian
2010/2011 surveillance programme, was homogenised
using vigorous stirring for five minutes. Larger debris such
as hair, bones, feathers and plastic were removed from the
faecal pool. One hundred and forty four 15 ml falcon tubes
were filled with 3 ± 0.05 g of the homogenised fox faeces
and labelled 1 to 144 (Additional file 1: Table S2). The
tubes were divided into two batches (α2/β2) (Figure 1). A
known number of E. multilocularis eggs were added to
randomly selected numbered-tubes. Fifteen tubes in each
batch had 1-4 eggs added, fifteen had 5-15 eggs added;
another 15 tubes had 16-50 eggs added; 51-150 eggs were
added to 14 tubes; twelve tubes had no eggs added, whilst
a single tube in each batch respectively contained a high
number of eggs (600-1000). Density plots for the distri-
bution of the number of eggs per tube for the α2 and β2
batches are presented in Figure 2. The Kolmogorov-
Smirnov (KS) goodness of fit test was used to determine



Figure 2 Comparing the density distribution of egg numbers
from samples from batches α2- egg sieving and β2 DNA-fishing.
Kolmogorov-Smirnov (KS) goodness of fit test was used to determine if
egg distributions between the two batches, α2 and β2, were similar.
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if the egg distributions between the two batches were
similar [24].

Batches α2/β2 E. multilocularis -DNA extractions from
spiked faecal samples
Seventy-two samples of batch α2 (SID1-72) were prepared
in laboratory 1, according to Davidson et al. [2]. Extrac-
tion of batch β2 (SID73-144) samples was performed at
laboratory 2, according to Isaksson and colleagues’ DNA
capture method (Isaksson, pers. comm.). As described
above, the extraction protocol is a sequence-specific mag-
netic capture method, where DNA-probes conjugated
with biotin and streptavidin are coupled with paramag-
netic beads and are extracted out of the sample. The
method is similar to that which has been described for
Toxoplasma detection in meat [22]. Samples were stored
either at 4°C or frozen (<-18°C) for extended periods bet-
ween each analysis. The last analysis was performed no
more than 7 months after DNA template preparation.
Additional file 1: Table S2 provides details on the number
of eggs present in each sample.

Molecular detection of E. multilocularis -DNA
In this study four molecular assays were used to detect
the presence of E. multilocularis in the DNA extraction: a
conventional multiplex PCR assay and three different real-
time assays (Figure 1). All the molecular methods used
targeted mtDNA genes, which are likely to be present in
higher numbers compared to nuclear targets. We tested
one real-time PCR which used EvaGreen reporter, having
no probe, and two other probe-based real-time PCR
assays. These two different real-time PCR assays had
different probe designs; Taqman® design with a minor
groove binder (MGB)-probe and Zen™ double quenched
probe; targeting E. multilocularis mitochondrial gene
targets.

Multiplex PCR –mPCR
Detection of E. multilocularis using a multiplex PCR
(‘mPCR’) was performed according to Davidson et al. [2].
Digital gel images were prepared using ChemiDoc™ XRS
+ transilluminator (Bio-Rad, Hercules CA, USA) after
using GelRed™ (Biotium, Hayward CA, USA) staining and
images were analysed using Image Lab software (Bio-Rad,
Hercules CA, USA). Images were manually optimised in
software to best visualise presence of bands indicative of
E. multilocularis. Any bands which were present on a gel,
including less intense bands were interpreted as positive.
This method was performed in laboratory 1.

Real-time PCR MGB taqman
An MGB-taqman real-time PCR assay (‘Taq-PCR’) tar-
geting the mitochondrial 12 s gene (Isaksson pers. comm)
was run in triplicate. This method was performed in
laboratory 2.

Real-time EvaGreen assay
An EvaGreen real-time PCR assay (‘Eva-pcr’) targeting the
mitochondrial ND1 gene was designed. This assay is not
specific and can also detect Echinococcus granulosus, ne-
cessitating confirmation using another assay. Primers ‘Echi
New F’: 5′- CTTTCWGTRTTRTGRTTTTTAGCTG – 3′
and ‘Echi New R’: 5′- TACACAAAAACAAGCTTC
AAACCTAAC – 3′ were used in 400 nM concentration
in combination with the Bio-Rad SsoFast EvaGreen Super-
mix (Bio-Rad, Hercules CA, USA), giving a total volume
of 15 μl, 2 μl of which were template DNA. Reactions were
run in a Bio-rad CFX-96 instrument under the following
conditions: 98°C for 2 seconds; forty cycles of 98°C for
2 sec, 55°C for 5 sec, plate read FAM-channel; melting
curve 65°C to 85°C with 0.2°C increment, 10 sec hold and
plate read under each step. Sample positive for E. multilo-
cularis will generally result in a melting peak temperature
of 77.2°C and E. granulosus 78.8°C, but melting peak tem-
peratures may vary with samples and are therefore not
conclusive. An alternative assay is necessary for confir-
mation. This method was performed in laboratory 2.

Real-time PCR using ZEN™ double quenched probe
A real-time PCR was designed (‘CO1rtPCR’) as a ZEN™
double quenched probe (Integrated DNA technologies,
Coralville USA). The mitochondrial CO1-gene was se-
lected as the target area, due to its widely accepted bar-
coding properties, making it, in most cases, a useful
species marker. A selection of various relevant sequences
available in Genbank was imported into Vector NTi
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(Invitrogen, Carlsbad, USA) and an alignment was con-
structed using the Align X module in the software pack-
age. Selected sequences from closely related species, such
as Echinococcus granulosus were also included in the
alignment, to avoid sequence regions which were con-
served between species. A suitable region was found to
which primers and probes were designed. Primers were
‘EMrtCO1F’ (5′-TGGTATAAAGGTGTTTACTTGG-3′),
‘EMrtCO1Rew’ (5′-ACGTAAACAACACTATAAAAGA-
3′), and Zen probe: 5′-56-FAM/TCTAGTGTA/Zen/
AATAAGAGTGATCCTATTTTGTGGTGGGT/3IABkFq/-
3′. Real-time PCR reactions were run using Brilliant III
(Agilent Technologies, Santa Clara CA, USA) mastermix.
Reactions were run on the MXPro 3005x instrument,
using normal two step conditions (60°C annealing
temperature) and run for 40 or 45 cycles. The filter gain
setting for FAM was set to eight. Results were analysed
using MxPro software (Agilent Technologies, Santa Clara
CA, USA). A total reaction volume of 25 μL containing
3 μL of template DNA was added into each vessel. This
method was run in laboratory 1.
Figure 3 Depicting results from batches α2 egg sieving and β2
DNA-fishing ordered by number of eggs (shown with the
increasing intensity of the blue gradient from zero eggs to
500+ eggs). Individual replicate results are marked either as negative
(red) or positive (green) after being analysed using the multiplex PCR
(mPCR), Taq-PCR, EVA-PCR and CO1rtPCR. Batch α2 is on the left side
of the blue gradient whilst β2 is on the right side of the central blue
column. Any greyed positions indicate replicates which were not
available due to lack of DNA.
Replicates to detect variation
PCR-detection of E. multilocularis - DNA was planned to
be carried out in duplicate for egg only batches α1 and β1,
and in triplicate for batches containing spiked faeces (α2
and β2). Replicates were included to detect variation for
each of the methods (mPCR/Taq-PCR/Eva-PCR/CO1-
rtPCR), which might be due to very low levels of target
DNA. However, due to limited amounts of material avail-
able from both batches (α2 and β2) at the two laboratories
during the testing, the Taq-PCR was the only method per-
formed in triplicate for all samples. The Eva-assay was
performed in triplicate for samples that had undergone
the DNA-fishing extraction method but only carried out
once for samples prepared by the egg sieving DNA-
extraction method. The mPCR and CO1rtPCR were run
in triplicate for samples prepared from ‘sieving’ (batch
“α2”). Due to limited amounts of template from the
‘DNA-fishing’ (β2 batch), analysis using CO1rtPCR and
mPCR was only possible in duplicate. Nine samples from
the β2 batch were only analysed in a single CO1rtPCR run
due to insufficient volumes of extracted DNA. The varia-
tions of replicates are represented graphically in Figure 3
and results are visible as horizontally stacked under each
method.
Statistical analysis
The different DNA extraction methods and PCR
methods, in terms of test sensitivity and specificity,
were compared using the receiver-operating character-
istic curve (ROC) analysis and quantified by measuring
the area under the curve. The approach is cut-off
independent, and therefore provides a good measure of
accuracy for continuous results [25].
For the present study, we plotted ROC curves and cal-

culated area under the curves (AUC) with a 95% confi-
dence interval (CI) for all the replicates of the four PCR
methods for each of the DNA extraction methods (DNA-
fishing (β2) and ‘sieving’ (α2)). The ROC presents a plot of
the sensitivity versus specificity over the entire range of
egg concentration. The sensitivity is defined as the prob-
ability that a method yields a positive result given that
samples contain eggs. The specificity is defined as the
probability that a method yields a negative result given
that samples contain no eggs. The AUC, ranging from 0
to 1, presents the overall performance of the testing
methods accounting for both sensitivity and specificity.
We estimated AUC of each method for all samples
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Figure 4 Results from analyses of results from batches α1 and
β1, eggs only. The Y-axis shows the percentage of E. multilocularis
egg spiked samples that were detected by each of four PCR methods
(Taq-PCR blue diamond; EVA-PCR green square; mPCR red triangle; and
CO1rtPCR purple circle), after using two different DNA extraction
methods – egg sieving (dotted line, N = 24) and DNA-fishing (solid line,
N = 24). The 95% confidence interval is shown for the detection
level and given that all overlap; no significant differences were seen
between the different methods with samples containing eggs only,
with no inhibitors. The CO1rtPCR was run on α1 samples only.
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(n = 144), and when samples only contained ≤ 15 eggs
(n = 84) (Additional file 1: Table S2). The ROC and
AUC s were performed using the pROC package of R
software [26].
In addition, calculations of AUC using a combination

of two of the three replicates from batch β2 were per-
formed (data not shown). This was carried out to check
if duplicate or triplicate analysis would influence the
results.
The negative and positive predictive values were calcu-

lated in addition to the sensitivity and specificity [27].
The datasets were analysed using JMP 9.0.0 statistical
software (SAS Institute Inc, NC USA) and a significance
level of p < 0.05 was selected for analysis purposes.

Results
α1/β1 -DNA extraction assessment of Echinococcus
multilocularis eggs only
All four PCR methods (Taq, EVA, mPCR and CO1rtPCR)
were used to analyze DNA extracted from batch α1 whilst
only three PCR methods (Taq, EVA and mPCR) were used
to analyse samples in the β1 batch. The four PCR methods
were able to detect a minimum 20 of the 24 positive sam-
ples containing 1-24 eggs in saline water (Figure 4). Table 1
shows how many of the samples tested positive using the
different detection methods from batches α1/β1.

α1 batch
All samples in batch α1 were positive in one or more of
the three replicatesb tested using the four different de-
tection methods, thus indicating successful extraction of
DNA for samples containing 1-24 eggs. All 24 samples
tested positive using the Taq-PCR and mPCR, 23 tested
positive using the CO1rtPCR and 21 tested positive with
the EVA-PCR.

β1 batch
None of the PCRs was able to detect all of the positive
samples in the β1 batch. When interpreting that a sam-
ple was positive in at least one of three runs, the Taq-
PCR successfully detected 22 of the 24 positive samples,
whilst the mPCR only detected 20. The EVA-PCR was
only performed as a single run but from this a total of
21 samples were positive. The number of eggs in each
successfully detected sample ranged from 1-21. One
sample containing 3 eggs tested false negative using all
three PCR methods. It is not known why this sample
failed. The CO1rtPCR was not performed on this mate-
rial due to limited amounts of DNA available.

Molecular detection on samples from batches α2- and β2
A total of 144 spiked fox faecal samples were investi-
gated using one of the two DNA extraction methods, 72
using the ‘sieving’ method (α2) and 72 with DNA-fishing
(β2). The egg number in the two batches were not iden-
tical (Additional file 1: Table S1), but results of the KS
test yielded a 96% probability that the number of eggs
per tube between batches α2 and β2 were derived from
the same distribution (Figure 2). The prepared templates
of these batches were then subsequently analysed using
four different PCR methods but the number of replicates
varied depending on the PCR used and DNA extraction
method (Figure 3).
The design of the study successfully covered the detec-

tion level of the different DNA extraction methods and
the four different PCR methods. In Figure 3 the results
of all the replicates are shown by DNA extraction
method and PCR method and have been stratified ac-
cording to the number of eggs spiked in the sample.
Looking at the results in Figure 3, it is apparent that the

samples containing 15 eggs or less were less frequently
detected as positive compared to the samples that were
spiked with higher numbers of eggs. Figure 5 shows the
percentage of samples correctly identified as containing
eggs (and the 95% confidence interval) by DNA extraction
method (fishing or sieving) and detection (Taq PCR, EVA
PCR, mPCR, CO1rtPCR). From this figure, it is clear that
the samples examined using DNA-fishing did relatively
better than those investigated using egg sieving DNA ex-
traction. All the tests were able to detect E. multilocularis
DNA in the spiked samples, with the exception of mPCR
(Figure 5). The mPCR combined with DNA-fishing was
only able to detect the high positive control but none of
the other samples. The overall performance recorded for



Table 1 Results of the molecular analysis of E. multilocularis eggs-only samples using two extraction methods

Method Egg sieving DNA extraction DNA-fishing extraction

No. +ve/no. examined Percentage detected [95% CI] No. +ve/no. examined Percentage detected [95% CI]

Taq-PCR 24/24 100% [86.2-100] 22/24 91.7% [74.2-97.7]

EVA-PCR 21/24 87.5% [70.0-95.7] 21/24 87.5% [68.9-95.7]

mPCR 24/24 100% [86.2-100] 20/24 83.3% [64.1-93.3]

CO1rtPCR 23/24 95.8% [79.7-99.2] Not examined

A summary of the results of the molecular analysis of pure E. multilocularis egg samples using two different DNA extraction methods (egg sieving and DNA-fishing) and
subsequent analysis with up to four different PCR methods (Taq-PCR, EVA-PCR, mPCR and CO1rtPCR. Three replicates were run for all methods except for EVA-PCR which
was run only once due to limited material. A sample was categorised as being positive if either of the replicates produced a positive result. Egg numbers added to each
sample are available in Additional file 1: Table S1.
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the two DNA extraction protocols and the four detection
methods are indicated by the plot of the ROC (Figure 6).
The y-axis represents test sensitivity and x-axis represents
test specificity. In general, the test sensitivity increases as
test specificity decreases and the higher the area under the
curve the better test accuracy. By observing the curves,
the three real-time PCR methods using DNA-fishing, per-
formed better than methods using egg sieving. Although
this was not the case for mPCR, as the template from the
DNA-fishing seemed not to work properly with this assay.
In the β2 batch, the EVA-PCR yielded the highest sensi-
tivity followed by Taq-PCR and CO1rtPCR, respectively,
for the same level of test specificity.
In the egg sieving batch (α2) (left Figure 6), imperfect

specificity (less than 1.0) was observed for EVA-PCR,
mPCR, and CO1rtPCR. From our data, Taq-PCR per-
formed the best of the PCR methods, yielding the highest
sensitivity compared with other methods for the same
level of test specificity (100%).
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Figure 5 Graph showing the percentage of E. multilocularis egg
spiked faecal samples that were detected by each of four PCR
methods (Taq-PCR blue diamond; EVA-PCR green square; mPCR
red triangle; and CO1rtPCR purple circle) after using two different
DNA extraction methods – egg sieving (dotted line, N = 59) and
DNA-fishing (solid line, N = 59), once the negative and the high
positive control samples (groups E, n = 12, and F, n = 1) were
excluded from the data set. The 95% confidence interval is given for
the detection level.
The quantitative measurement of test performance of
each testing method was presented as AUC (Table 2).
Overall, the AUC estimates were consistent with that ob-
served from the ROC plots (Figure 6). Based on DNA-
fishing extraction, with the exception of mPCR, the PCR
methods yielded > 81% AUC, and statistically there was no
significant difference in the estimates among the methods
as the 95% CI for the Taq-PCR, EVA-PCR and CO1rtPCR
overlapped. Based on the egg sieving extraction, the AUC
estimate ranged from 61% - 71% and the 95% CI for all
four PCRs overlapped.
The cut off level for the detection of false negatives

was calculated for all four PCR methods and batch
α2 -egg sieving extraction method. The Taq-PCR showed
no false negative results above 76 eggs (25 eggs per gram
(EPG)), and the CO1rtPCR showed no false negative
results above 33 eggs (11 EPG). EVA-PCR and mPCR
showed false negative results even at the maximum level
of response of 140 eggs in the sample. False positive
results were also detected in two of the negative control
samples (Figure 3). In one sample one of the mPCR trip-
licate runs tested positive whilst the other two mPCR
replicates were negative. The CO1rtPCR, EVA-PCR and
Taq-PCR replicates also tested negative for this sample.
The second false positive sample tested positive in the Taq-
PCR, in all three replicates, as well as in the EVA-PCR but
tested negative in the mPCR and CO1rtPCR replicates.
The cut off level for the detection of false negatives

was calculated for batch β2 -DNA-fishing and the three
real-time PCR methods. The mPCR method failed to de-
tect eggs at low levels and only detected samples with
more than 500 eggs and so was not included in the cal-
culations. The cut off for false negative results in the
replicates in the Taq-PCR data, was 26 eggs (equivalent
to 8.7 EPG in the faecal sample). Similar analysis was
carried out for the EVA-PCR (cut off 54 eggs, 18 EPG)
and the CO1rtPCR (cut off 22 eggs, 7.3 EPG). It was
possible to detect samples with eggs at less than this
level but false negatives occurred especially if no dupli-
cate or triplicate samples were investigated (Figure 3). No
false positive results were detected by any of the PCRs
using this method.



Figure 6 Presenting the receiver-operating characteristic curves (ROC) of the two DNA extraction methods (egg-sieving α2 and DNA-fishing
β2) with the four different detection methods (mPCR, Taq-PCR, EVA-PCR and CO1rtPCR).
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Results indicate a fourfold sensitivity increase, from 25
eggs per gram with the conventional mPCR and egg
sieving method, compared to sensitivity of 18, 8.7 and
7.3 eggs per gram using EVA-Green, MGB-probe and
ZEN-probe based real-time PCR systems combined with
the DNA-fishing method. Further increased sensitivity
was observed in the study when allowing for some false
negatives in each run, by testing a sample in duplicate or
triplicate.

Discussion
DNA extraction protocols –which one is best?
Testing of batches α1/β1 –eggs only
The batches containing eggs only were analysed prior to
the batches containing faecal material since we wanted
to make sure that the extraction protocols were able
to handle few eggs when inhibitory material was not
Table 2 Results of the molecular analysis of the spiked fox fa

DNA
extraction
method

PCR
method

Whole data set

N Se Sp PPV NPV AU

Egg sieving Taq PCR 72 0.47 0.92 0.97 0.26 0.6

EVA PCR 0.32 0.92 0.98 0.37 0.6

mPCR 0.3 0.92 0.95 0.21 0.6

CO1rtPCR 0.43 1 1 0.26 0.7

DNA Fishing Taq PCR 72 0.65 1 1 0.37 0.8

EVA PCR 0.77 1 1 0.46 0.8

mPCR 0.02 1 1 0.17 0.5

CO1rtPCR* 0.63 1 1 0.35 0.8

Values of Sensitivity (SE), Specificity (SP), Positive predictive values (PPV) Negative p
extractions and detection methods tested in the study. The table is divided into the
low numbers of E. multilocularis eggs (<15) (n = 84). Detection was performed in trip
only possible in duplicate. Egg numbers added to each sample are available in Add
present. The majority of samples tested positive, which
indicated that the extraction protocols worked and de-
tection methods could be used in further testing. The
testing did reveal some differences between the detec-
tion methods, but given that inhibitors were low in these
samples more attention to the performance of the detec-
tion assays was given in the experiments which followed.
There were more false negative samples in batch β1
compared to α1. It is possible that this might be because
tubes were transported by mail prior to extraction in la-
boratory 2, or that the small volumes kept in the large
tubes (15 ml) increased the chance of losing the eggs
during the extraction procedure. False negatives were
found in both batches, which indicate that there might
be variations in the assays due to operator errors, or per-
haps some eggs were empty containing little or no DNA
for analysis. Since eggs were inactivated prior to analysis
eces batches using four detection methods

Samples with ≤ 15 eggs

C [95% CI] N Se Sp PPV NPV AUC [95% CI]

8 [0.57-0.79] 57 0.1 0.92 0.75 0.29 0.50 [0.40-0.60]

1 [0.51-0.71] 0.03 0.92 0.50 0.28 0.47 [0.38-0.56]

1 [0.51-0.70] 0.07 0.92 0.67 0.28 0.49 [0.39-0.58]

1 [0.65-0.77] 0.03 1 1 0.29 0.51 [0.48-0.54]

5 [0.76-0.88] 61 0.40 1 1 0.40 0.70 [0.61-0.78]

8 [0.82-0.93] 0.60 1 1 0.50 0.80 [0.71-0.88]

0 [0.49-0.52] 0.0 1 0.0 0.29 0.5 [0.5-0.5]

1 [0.75-0.87] 0.3 1 1 0.37 0.65 [0.56-0.73]

redictive values (NPV) and Area under the curve (AUC) for the different DNA
whole dataset of all samples (n = 144), and separately for samples containing
licate, however, due to little DNA available, *CO1rtPCR on DNA-fishing was
itional file 1: Table S2.
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and kept in ethanol for some time it is possible that this
treatment degraded DNA even more than had the eggs
just been frozen.

Testing of batches α2/β2 –spiked faecal material
The two series (α2 and β2) which comprised of spiked
fox faeces also contained other taeniid eggs, and were
included to mimic a naturally occurring scenario. The
mPCR results on the α2-batch indicated positive taeniid
bands from all samples, proving that the extraction
protocol worked. As previously reported, close to a third
of foxes included in the annual surveillance programme
in Norway have been shown to harbour Taenia sp. para-
sites. It is possible that these taeniid eggs and taeniid
DNA could influence both the extraction protocols and
the amplification steps and that the performance of the
assays would have been improved if such eggs had not
been present. We wanted the samples to be as realistic
as possible so no a priori attempts were done to exclude
eggs from the faecal pool used as template for the spiked
samples.
The results from the screening of batches α1/β1 which

contained samples containing very low egg numbers (1-5)
proved successful when no faecal material was present.
The introduction of faecal matter to the samples would
add inhibitors to the samples. We therefore estimated that
detection performance would decrease when DNA and
chemical inhibitors were added to the samples. From our
experiments we found that the lowest number of eggs
which could be detected, although not consistently, from
spiked fox faecal samples using either of the two DNA ex-
traction protocols was 1. However, the methods were less
robust when egg numbers were very low. Generally we
found that the robustness of both the DNA extraction
protocols and detection assay increased with increasing
number of eggs in the samples. It was also evident that
the DNA-fishing method produced extracts which gave
better and more consistent results with low egg numbers.
One major consideration that must be taken into account
in this study that may have impacted on sensitivity is that
the eggs were preserved in ethanol prior to shipping and
refreezing. It is possible that the sensitivity of the assays
would have been different if fresh eggs from field samples
were used in the study, but this was weighed against the
zoonotic risk and import consequences of using live eggs
from abroad.

DNA extraction method - sieving versus DNA-fishing
The DNA-fishing method seem to perform better than
the egg sieving method on faecal samples containing
E. multilocularis eggs as the AUC score is generally
higher for the different detection methods for these sam-
ples (Table 2). The AUC confidence intervals for the dif-
ferent methods for samples containing more than 15
eggs marginally overlap making them not statistical sig-
nificant. However, for samples containing ≤15 eggs, the
difference between the AUC intervals for the different
extraction methods and real-time PCR methods do not
overlap, indicating that the DNA-fishing method is
superior (mPCR excluded) to the sieving method. DNA-
fishing also had no false positive results. We found that
the three real-time PCR detection methods were able to
detect more positives using the DNA-fishing method
(Figure 5). The sieving method can only detect eggs
which pass through the nylon mesh leaving any adult
worms, or proglottids, undetected in the faeces trapped
on the first nylon mesh and discarded. Similarly if eggs
were crushed during preparation, any DNA material dis-
lodged may not be trapped on the second nylon mesh.
Any eggs which may become lodged with larger material
present in the faeces may also not be recovered in the
first sieving procedure. The DNA-fishing extraction
method has the advantage of extracting any E. multilo-
cularis DNA which may be present in the sample, after
thorough homogenisation of the sample, including that
from any intact adult parasites, proglottids or crushed
eggs.
Two samples, extracted using the sieving method, gave

false positive results – one of which tested positive only in
one replicate of the mPCR and the other which tested
positive in all replicates of two of the real-time PCR
methods. This would suggest technical error, rather than
cross reactions to the PCR primers or material going from
one sample to another. All equipment used during the egg
sieving and DNA isolation was single-use in order to
minimise the risk of cross-contamination. Despite this,
due to many manual steps, such as a double sieving stage,
and back flushing, this method is more vulnerable to
cross-contamination than the DNA-fishing method. More
automation of the various steps could decrease the chance
of false positives and negatives and would thereby increase
the quality of the assays. Isaksson et al. (in prep) have
recently modified the DNA-fishing to become semi-
automated using the Nordiag Bulletc robot to perform
some of the steps. This has further optimised the DNA-
extraction protocol.

E. multilocularis DNA detection methods –limitations to
this study
The development of fast, sensitive and reliable assays that
are economic to use are crucial for a successful surveil-
lance programme. Although several molecular detection
methods are becoming available, at the time of start of
the study few real-time PCR methods for detection of
E. multilocularis were available. This work is therefore not
a review of all current diagnostic PCR methods, but a
comparison of the few methods which were available to us
at the onset of the project. It is possible that further
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optimisation of the procedures and the methods may fur-
ther improve the performances of the methods used in
the study.

E. multilocularis DNA detection protocols –real-time PCR
or multiplex PCR?
The mPCR method performed comparably to the real-
time PCR methods on samples from the batches con-
taining eggs only and with little or no inhibitors present.
This was not the case once faecal material was added to
the spiked samples. In batch β2 (DNA-fishing), the
mPCR only detected E. multilocularis eggs in the sample
spiked with >500 eggs and failed to detect the target
DNA in any of the 59 samples in the four other groups,
making it the poorest combination of methods in the
study. It is not known why the template from this batch
worked so poorly with the mPCR. One explanation with
regard to the mPCR, is that the multiplex uses several
sets of primers in the master-mix, including Taenia spp.
These primers were able to amplify their target Taenia
DNA, which was also present in the spiked faecal sam-
ples and was clearly visible on the gel for all samples
from α2 and β2 (data not shown). These Taenia spp.
primers may have outcompeted the specific E. multilocularis
primers yielding more false negatives for the E. multilocularis
specific PCR as a consequence. Data from this study indi-
cate that real-time PCR methods generally are more suited
to detect samples containing low levels of target DNA.
The closed tube systems of real-time PCRs require fewer
manual steps during preparation and detection thus min-
imizing the risk of cross-contamination and operator
error.

Real-time PCR – so which is best?
We compared three different real-time PCR’s, using
samples which closely mimicked the samples which
would be encountered in a surveillance programme.
Taq-PCR and CO1rtPCR are both probe-based real-time
PCR having reporter and quencher dyes on complemen-
tary regions of an amplified product and rely on the
5′-nuclease activity of the polymerase used in the PCR
reaction to release the dyes and enable detection. EVA-
PCR is a simpler system where the fluorescent dye EVA
Green binds to double stranded DNA [28]. Binding of
the fluorescent dye is not sequence specific. There is less
risk of false positives using a probe based system than
with the EVA assay due to the fact that both the primers
and the probes need to be complementary to the se-
quence of the target for a signal to be generated. Unspe-
cific binding of the primers to non-target DNA would
therefore not generate any signal from the reaction in a
probe based system. One way to decrease false positives
from the EVA-PCR is to perform melting curve analysis.
The probe based real-time systems limit the binding to
undiscovered variants which may have enough base al-
terations to the target area, which would cause the
primers and probe to bind more poorly increasing the
risk of false negatives.
Two different probe-based real-time PCR’s were used in

this study. The Taq-PCR is designed with a MGB-probe
and the CO1rtPCR a ZEN™ uses a double quenched probe
(Integrated DNA technologies, Coralville USA). The
minor groove binder (MGB)-probes are designed to in-
crease the melting temperature forming a more stable
product and increase the sequence specificity of the probe
[29]. When designing a detection assay in the mitochon-
drial CO1-gene, due to its A/T–richness, it may be very
challenging to find a suitable area in which primers and
real-time PCR probes can target, due to the thermo-
dynamic properties of this region. A/T-rich regions cause
the melting temperature to decrease, but since the double
quenched ZEN™ probes can be of longer design, probe de-
sign of these difficult regions was possible.
The differences between the performances of the real-

time PCR methods were marginal and difficult to differen-
tiate, in this study. Eva-PCR had the highest AUC, but the
confidence intervals of the AUCs of the different real-time
PCR methods overlapped indicating that these differences
were not significant. It would appear that the real-time
methods in combination with the DNA-fishing extraction
method are superior to the multiplex PCR and egg sieving
DNA isolation. The real-time PCR methods were able to
positively identify samples containing lower numbers of
eggs more often than the multiplex PCR.

The importance of replicates
We found that by increasing the replicates, more true
positive samples could be detected.
In our study CO1rtPCR was only performed in dupli-

cated. From the data we have collected, we see that this
PCR is already within the AUC confidence interval of the
best performing methods, making it a good method. We
wanted to know the influence of replicates on the AUC of
the other methods by randomly choosing only two of the
three available replicates. The calculations indicated that
the AUC (data not shown) decreased when only two repli-
cates were used. Hence, it is possible that the performance
numbers of the rtCo1 PCR would have been improved if
this method was given a full triplicate run. From the data
we discovered that even fewer samples were positive from
only one real-time run. This highlights the importance of
running samples in duplicate or triplicates, to further in-
crease successful detection, rather than base results from
a single run. This seems to be more true especially if infec-
tion levels are suspected to be low and target DNA resides
in the lower ranges of its detection limit, or if the experi-
ments are performed manually, adding the possibility of
operator errors.
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Conclusions
In endemic areas with very low infection prevalence, the
frequency and intensity of E. multilocularis can be
extremely low. The methods used in surveillance pro-
grammes should therefore be as specific and sensitive as
possible and have minimal chance of generating false posi-
tive and negative results. The methods previously used in
the E. multilocularis surveillance program in Norway, egg
sieving combined with mPCR, were not as efficient as the
methods assessed in this study. Based on the data pre-
sented here, mPCR seems unsuitable for detecting low
levels of infection. The method selected for the Norwegian
surveillance program for E. multilocularis, as of January
2013, was DNA-fishing and detection using real-time
PCR, currently the CO1rtPCR. A second real-time PCR
can also be run, using a different mitochondrial probe tar-
get if a positive sample is encountered, for verification
purposes. We have implemented analysing samples in du-
plicate in the detection step. Two individual PCR setups
minimise the risk of operator error, or a faulty PCR run,
thus decreasing the chance of having false negative sam-
ples, but still keeping running costs minimal. In future
studies, the molecular approaches to E. multilocularis de-
tection in low infection level material described herein,
should be directly compared to the SCT gold standard to
assess the performance of these two approaches.

Endnotes
aThe protocol used for batch ‘β1’ was a shortened ver-

sion of the complete protocol as these samples did not
contain faeces, so many of the homogenisation and buffer
steps were omitted. The complete targeted DNA extrac-
tion protocol was used only for samples in batch ‘β2’.

bIn the Eva-PCR only one run of the samples was
performed.

cProduct now markedet as Bullet Pro® by Diasorin
(Diasorin, Saluggia, Italy) (www.diasorin.com).

dFor 9 samples there was only material to perform a
single replicate. These samples coloured grey in Figure 3.

Additional file

Additional file 1: Table S1. Table showing the sample identity (SID)
number and the number of eggs added to the 48 samples in batches α1
and β1. Table S2. Table indicating the number of added eggs and the
sample identity (SID) number of faecal samples from batches α2 (isolated
in laboratory A) and β2 (laboratory B).

Competing interests
The authors declare that they have no competing interests.

Authors’ contributions
ØØ prepared the manuscript, designed the study, prepared spiked samples,
carried out DNA extractions using sieve technique, designed one of the real-
time PCR methods used in analysis, performed parts of the molecular detections
and carried out analysis. MI prepared manuscript, designed study, carried out
half the extractions and part of detections. SJ helped with statistical analysis and
helped draft the manuscript. ÅH helped with the extraction and analysis and
drafted the study. RKD helped design the study, prepared spiked samples,
prepared the manuscript and data analysis. All authors read and approved the
final manuscript.

Authors’ information
All researcher work at their respective national veterinary institutes where
this work was carried out to further improve the tools used in surveillance
programmes carried out to assess each country’s E. multilocularis infection
status. Methods chosen must be optimised for surveillance in low endemic
countries and could therefore be different to methods commonly used in
high endemic countries such as SCT or ELISA approaches. Our aim is to
optimise methodology to assess if we, in Norway, have E. multilocularis free
status with relation to the EU Directive 998/2003/EC on pet movement. The
methods used in this paper have so far revealed no positive EM samples in
mainland Norway since screening started in 2002 (n = 2780 samples).

Acknowledgements
Many thanks to Dr Thomas Romig, University of Hohenheim, for the material
used in the study. We would like to thank Dr Inger Sofie Hamnes for creative
hand-drawings attached to Figure 3. Parts of this research were funded by
the Nordic working group for microbiology and animal health and welfare
(NMDD).

Author details
1Norwegian Veterinary Institute, Post boks 750 Sentrum, 0106, Oslo, Norway.
2National Veterinary Institute, Uppsala 75189, Sweden.

Received: 27 December 2013 Accepted: 14 May 2014
Published: 28 May 2014

References
1. Eckert J, Deplazes P: Biological, epidemiological, and clinical aspects of

echinococcosis, a zoonosis of increasing concern. Clin Microbiol Rev 2004,
17:107–135.

2. Davidson RK, Øines Ø, Madslien K, Mathis A: Echinococcus multilocularis–
adaptation of a worm egg isolation procedure coupled with a multiplex
PCR assay to carry out large-scale screening of red foxes Vulpes vulpes in
Norway. Parasitol Res 2009, 104:509–514.

3. Wahlström H, Isomursu M, Hallgren G, Christensson D, Cedersmyg M,
Wallensten A, Hjertqvist M, Davidson RK, Uhlhorn H, Hopp P: Combining
information from surveys of several species to estimate the probability
of freedom from Echinococcus multilocularis in Sweden, Finland and
mainland Norway. Acta Vet Scand 2011, 11:53–59.

4. Moks E, Saarma U, Valdmann H: Echinococcus multilocularis in Estonia.
Emerg Infect Dis 2005, 11:1973–1974.

5. Berke O, Romig T, von Keyserlingk M: Emergence of Echinococcus
multilocularis among red foxes in northern Germany, 1991-2005.
Vet Parasitol 2008, 155:319–322.

6. Takumi K, de Vries A, Chu ML, Mulder J, Tenuis P, van der Giessen J:
Evidence for an increasing presence of Echinococcus multilocularis in
foxes in the Netherlands. Int J Parasitol 2008, 38:571–578.

7. Saeed I, Maddox-Hyttel C, Monrad J, Kapel CM: Helminths of red foxes
(Vulpes vulpes) in Denmark. Vet Parasitol 2006, 139:168–79.

8. Österman Lind E, Juremalm M, Christensson D, Widgren S, Hallgren G,
Agren EO, Uhlhorn H, Lindberg A, Cedersmyg M, Wahlström H: First
detection of Echinococcus multilocularis in Sweden, February to March
2011. Euro Surveill 2011, 16(14):19836.

9. Henttonen H, Fuglei E, Gower CN, Haukisalmi V, Ims RA, Niemimaa J,
Yoccoz NG: Echinococcus multilocularis on Svalbard: introduction of an
intermediate host has enabled the local life-cycle. Parasitology 2001,
123:547–52.

10. Wahlström H, Lindberg A, Lindh J, Wallensten A, Lindqvist R, Plym-Forshell L,
Osterman Lind E, Agren EO, Widgren S, Carlsson U, Christensson D,
Cedersmyg M, Lindström E, Olsson GE, Hörnfeldt B, Barragan A, Davelid C,
Hjertqvist M, Elvander M: Investigations and actions taken during 2011
due to the first finding of Echinococcus multilocularis in Sweden.
Euro Surveill 2012, 17(28):20215.

11. Enemark HL, Al-Sabi MN, Knapp J, Staahl M, Chríel M: Detection of a
high-endemic focus of Echinococcus multilocularis in red foxes in
southern Denmark. Euro Surveill 2013, 7:18:20420.

http://www.diasorin.com
http://www.biomedcentral.com/content/supplementary/1756-3305-7-246-S1.docx


Øines et al. Parasites & Vectors 2014, 7:246 Page 12 of 12
http://www.parasitesandvectors.com/content/7/1/246
12. Eckert J: Predictive values and quality control of techniques for the
diagnosis of Echinococcus multilocularis in definitive hosts. Acta Trop
2003, 85:157–63.

13. Hanosset R, Saegerman C, Adant S, Massart L, Losson B: Echinococcus
multilocularis in Belgium: prevalence in red foxes (Vulpes vulpes) and in
different species of potential intermediate hosts. Vet Parasitol 2008,
151:212–217.

14. Allan JC, Craig PS: Coproantigens in taeniasis and echinococcosis.
Parasitol Int 2006, 55(Suppl):S75–80.

15. Learmount J, Zimmer IA, Conyers C, Boughtflower VD, Morgan CP, Smith GC:
A diagnostic study of Echinococcus multilocularis in red foxes
(Vulpes vulpes) from Great Britain. Vet Parasitol 2012, 190:447–53.

16. Trachsel D, Deplazes P, Mathis A: Identification of taeniid eggs in the
faeces from carnivores based on multiplex PCR using targets in
mitochondrial DNA. Parasitology 2007, 134:911–920.

17. Madslien K, Øines Ø, Handeland K, Urdahl AM, Albin-Amiot C, Hopp P,
Davidson R: The surveillance and control programme for Echinococcus
multilocularis in red foxes (Vulpes vulpes) in Norway. Hunting season
2011-2012. Surveillance and control programmes for terrestrial and aquatic
animals in Norway. Annual report 2012. Oslo: Norwegian Veterinary Institute;
2013.

18. Dinkel A, Kern S, Brinker A, Oehme R, Vaniscotte A, Giraudoux P,
Mackenstedt U, Romig T: A real-time multiplex-nested PCR system for
coprological diagnosis of Echinococcus multilocularis and host species.
Parasitol Res 2011, 109:493–498.

19. Varcasia A, Lightowlers MW, Cattoli G, Cancedda GM, Canu S, Garippa G,
Scala A: Genetic variation within Taenia multiceps in Sardinia, Western
Mediterranean (Italy). Parasitol Res 2006, 99:622–626.

20. Jeon HK, Chai JY, Kong Y, Waikagul J, Insisiengmay B, Rim HJ, Eom KS:
Differential diagnosis of Taenia asiatica using multiplex PCR.
Exp Parasitol 2009, 121:151–156.

21. Nkouawa A, Sako Y, Nakao M, Nakaya K, Ito A: Loop-mediated isothermal
amplification method for differentiation and rapid detection of Taenia
species. J Clin Microbiol 2009, 47:168–174.

22. Opsteegh M, Langelaar M, Sprong H, den Hartog L, De Craeye S, Bokken G,
Ajzenberg D, Kijlstra A, van der Giessen J: Direct detection and genotyping
of Toxoplasma gondii in meat samples using magnetic capture and PCR.
Int J Food Microbiol 2010, 15:139:193–201.

23. Mangiapan G, Vokurka M, Schouls L, Cadranel J, Lecossier D, Van Embden J,
Hance AJ: Sequence capture-PCR improves detection of mycobacterial
DNA in clinical samples. J Clin Microbiol 1996, 34:1209–1215.

24. Stephens MA: Test of fit for the logistic distribution based on the
empirical distribution function. Biometrika 1979, 66:591–595.

25. Gardner I, Greiner M: Reciever-operating characteristic curves and
likelihood ratios: improvement over traditional methods for the
evaluation and application of veterinary clinical pathology tests.
Vet Clin Pathol 2006, 35:8–17.

26. Robin X, Turck N, Hainard A, Tiberti N, Lisacek F, Sanchez JC, Muller M:
pROC: an open-source package for R and S+ to analyse and compare
ROC curves. BMC Bioinforma 2011, 12:77.

27. Dohoo I, Martin W, Stryhn H: Veterinary epidemiologic research.
Charlottetown, Prince Edward Island: Screening and diagnostic tests in
veterinary epidemiologic research, AVC Inc.; 2003.

28. Mao F, Leung WY, Xin X: Characterization of EvaGreen and the
implication of its physicochemical properties for qPCR applications.
BMC Biotechnol 2007, 9:7–76.

29. Kutyavin IV, Afonina IA, Mills A, Gorn VV, Lukhtanov EA, Belousov ES, Singer MJ,
Walburger DK, Lokhov SG, Gall AA, Dempcy R, Reed MW, Meyer RB,
Hedgpeth J: 3′-minor groove binder-DNA probes increase sequence
specificity at PCR extension temperatures. Nucleic Acids Res 2000,
5:28:655–661.

doi:10.1186/1756-3305-7-246
Cite this article as: Øines et al.: Laboratory assessment of sensitive
molecular tools for detection of low levels of Echinococcus
multilocularis-eggs in fox (Vulpes vulpes) faeces. Parasites & Vectors
2014 7:246.
Submit your next manuscript to BioMed Central
and take full advantage of: 

• Convenient online submission

• Thorough peer review

• No space constraints or color figure charges

• Immediate publication on acceptance

• Inclusion in PubMed, CAS, Scopus and Google Scholar

• Research which is freely available for redistribution

Submit your manuscript at 
www.biomedcentral.com/submit


	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Methods
	Preparation of Echinococcus multilocularis eggs
	Preparation of ‘E. multilocularis -egg only’ series
	Preparation of the spiked fox faeces batches
	Batches α2/β2 E. multilocularis -DNA extractions from spiked faecal samples
	Molecular detection of E. multilocularis -DNA
	Multiplex PCR –mPCR
	Real-time PCR MGB taqman
	Real-time EvaGreen assay
	Real-time PCR using ZEN™ double quenched probe

	Replicates to detect variation
	Statistical analysis

	Results
	α1/β1 -DNA extraction assessment of Echinococcus multilocularis eggs only
	α1 batch
	β1 batch

	Molecular detection on samples from batches α2- and β2

	Discussion
	DNA extraction protocols –which one is best?
	Testing of batches α1/β1 –eggs only
	Testing of batches α2/β2 –spiked faecal material
	DNA extraction method - sieving versus DNA-fishing

	E. multilocularis DNA detection methods –limitations to this study
	E. multilocularis DNA detection protocols –real-time PCR or multiplex PCR?
	Real-time PCR – so which is best?
	The importance of replicates

	Conclusions
	Endnotes
	Additional file
	Competing interests
	Authors’ contributions
	Authors’ information
	Acknowledgements
	Author details
	References


<<
  /ASCII85EncodePages false
  /AllowTransparency false
  /AutoPositionEPSFiles true
  /AutoRotatePages /PageByPage
  /Binding /Left
  /CalGrayProfile (Dot Gain 20%)
  /CalRGBProfile (sRGB IEC61966-2.1)
  /CalCMYKProfile (U.S. Web Coated \050SWOP\051 v2)
  /sRGBProfile (sRGB IEC61966-2.1)
  /CannotEmbedFontPolicy /Error
  /CompatibilityLevel 1.4
  /CompressObjects /Tags
  /CompressPages true
  /ConvertImagesToIndexed true
  /PassThroughJPEGImages true
  /CreateJobTicket false
  /DefaultRenderingIntent /Default
  /DetectBlends true
  /DetectCurves 0.1000
  /ColorConversionStrategy /LeaveColorUnchanged
  /DoThumbnails true
  /EmbedAllFonts true
  /EmbedOpenType false
  /ParseICCProfilesInComments true
  /EmbedJobOptions true
  /DSCReportingLevel 0
  /EmitDSCWarnings false
  /EndPage -1
  /ImageMemory 1048576
  /LockDistillerParams true
  /MaxSubsetPct 100
  /Optimize true
  /OPM 1
  /ParseDSCComments true
  /ParseDSCCommentsForDocInfo true
  /PreserveCopyPage true
  /PreserveDICMYKValues true
  /PreserveEPSInfo true
  /PreserveFlatness true
  /PreserveHalftoneInfo false
  /PreserveOPIComments false
  /PreserveOverprintSettings true
  /StartPage 1
  /SubsetFonts true
  /TransferFunctionInfo /Apply
  /UCRandBGInfo /Preserve
  /UsePrologue false
  /ColorSettingsFile ()
  /AlwaysEmbed [ true
  ]
  /NeverEmbed [ true
  ]
  /AntiAliasColorImages false
  /CropColorImages true
  /ColorImageMinResolution 300
  /ColorImageMinResolutionPolicy /OK
  /DownsampleColorImages true
  /ColorImageDownsampleType /Bicubic
  /ColorImageResolution 300
  /ColorImageDepth -1
  /ColorImageMinDownsampleDepth 1
  /ColorImageDownsampleThreshold 1.50000
  /EncodeColorImages true
  /ColorImageFilter /DCTEncode
  /AutoFilterColorImages true
  /ColorImageAutoFilterStrategy /JPEG
  /ColorACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /ColorImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000ColorACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000ColorImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasGrayImages false
  /CropGrayImages true
  /GrayImageMinResolution 300
  /GrayImageMinResolutionPolicy /OK
  /DownsampleGrayImages true
  /GrayImageDownsampleType /Bicubic
  /GrayImageResolution 300
  /GrayImageDepth -1
  /GrayImageMinDownsampleDepth 2
  /GrayImageDownsampleThreshold 1.50000
  /EncodeGrayImages true
  /GrayImageFilter /DCTEncode
  /AutoFilterGrayImages true
  /GrayImageAutoFilterStrategy /JPEG
  /GrayACSImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /GrayImageDict <<
    /QFactor 0.15
    /HSamples [1 1 1 1] /VSamples [1 1 1 1]
  >>
  /JPEG2000GrayACSImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /JPEG2000GrayImageDict <<
    /TileWidth 256
    /TileHeight 256
    /Quality 30
  >>
  /AntiAliasMonoImages false
  /CropMonoImages true
  /MonoImageMinResolution 1200
  /MonoImageMinResolutionPolicy /OK
  /DownsampleMonoImages true
  /MonoImageDownsampleType /Bicubic
  /MonoImageResolution 1200
  /MonoImageDepth -1
  /MonoImageDownsampleThreshold 1.50000
  /EncodeMonoImages true
  /MonoImageFilter /CCITTFaxEncode
  /MonoImageDict <<
    /K -1
  >>
  /AllowPSXObjects false
  /CheckCompliance [
    /None
  ]
  /PDFX1aCheck false
  /PDFX3Check false
  /PDFXCompliantPDFOnly false
  /PDFXNoTrimBoxError true
  /PDFXTrimBoxToMediaBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXSetBleedBoxToMediaBox true
  /PDFXBleedBoxToTrimBoxOffset [
    0.00000
    0.00000
    0.00000
    0.00000
  ]
  /PDFXOutputIntentProfile (None)
  /PDFXOutputConditionIdentifier ()
  /PDFXOutputCondition ()
  /PDFXRegistryName ()
  /PDFXTrapped /False

  /CreateJDFFile false
  /Description <<

    /BGR <>
    /CHS <FEFF4f7f75288fd94e9b8bbe5b9a521b5efa7684002000500044004600206587686353ef901a8fc7684c976262535370673a548c002000700072006f006f00660065007200208fdb884c9ad88d2891cf62535370300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c676562535f00521b5efa768400200050004400460020658768633002>
    /CHT <FEFF4f7f752890194e9b8a2d7f6e5efa7acb7684002000410064006f006200650020005000440046002065874ef653ef5728684c9762537088686a5f548c002000700072006f006f00660065007200204e0a73725f979ad854c18cea7684521753706548679c300260a853ef4ee54f7f75280020004100630072006f0062006100740020548c002000410064006f00620065002000520065006100640065007200200035002e003000204ee553ca66f49ad87248672c4f86958b555f5df25efa7acb76840020005000440046002065874ef63002>
    /CZE <>
    /DAN <>
    /DEU <>
    /ESP <>
    /ETI <>
    /FRA <>
    /GRE <>

    /HRV <>
    /HUN <>
    /ITA <>
    /JPN <>
    /KOR <FEFFc7740020c124c815c7440020c0acc6a9d558c5ec0020b370c2a4d06cd0d10020d504b9b0d1300020bc0f0020ad50c815ae30c5d0c11c0020ace0d488c9c8b85c0020c778c1c4d560002000410064006f0062006500200050004400460020bb38c11cb97c0020c791c131d569b2c8b2e4002e0020c774b807ac8c0020c791c131b41c00200050004400460020bb38c11cb2940020004100630072006f0062006100740020bc0f002000410064006f00620065002000520065006100640065007200200035002e00300020c774c0c1c5d0c11c0020c5f40020c2180020c788c2b5b2c8b2e4002e>
    /LTH <>
    /LVI <>
    /NLD (Gebruik deze instellingen om Adobe PDF-documenten te maken voor kwaliteitsafdrukken op desktopprinters en proofers. De gemaakte PDF-documenten kunnen worden geopend met Acrobat en Adobe Reader 5.0 en hoger.)
    /NOR <>
    /POL <>
    /PTB <>
    /RUM <>
    /RUS <>
    /SKY <>
    /SLV <>
    /SUO <>
    /SVE <>
    /TUR <>
    /UKR <>
    /ENU (Use these settings to create Adobe PDF documents for quality printing on desktop printers and proofers.  Created PDF documents can be opened with Acrobat and Adobe Reader 5.0 and later.)
  >>
  /Namespace [
    (Adobe)
    (Common)
    (1.0)
  ]
  /OtherNamespaces [
    <<
      /AsReaderSpreads false
      /CropImagesToFrames true
      /ErrorControl /WarnAndContinue
      /FlattenerIgnoreSpreadOverrides false
      /IncludeGuidesGrids false
      /IncludeNonPrinting false
      /IncludeSlug false
      /Namespace [
        (Adobe)
        (InDesign)
        (4.0)
      ]
      /OmitPlacedBitmaps false
      /OmitPlacedEPS false
      /OmitPlacedPDF false
      /SimulateOverprint /Legacy
    >>
    <<
      /AddBleedMarks false
      /AddColorBars false
      /AddCropMarks false
      /AddPageInfo false
      /AddRegMarks false
      /ConvertColors /NoConversion
      /DestinationProfileName ()
      /DestinationProfileSelector /NA
      /Downsample16BitImages true
      /FlattenerPreset <<
        /PresetSelector /MediumResolution
      >>
      /FormElements false
      /GenerateStructure true
      /IncludeBookmarks false
      /IncludeHyperlinks false
      /IncludeInteractive false
      /IncludeLayers false
      /IncludeProfiles true
      /MultimediaHandling /UseObjectSettings
      /Namespace [
        (Adobe)
        (CreativeSuite)
        (2.0)
      ]
      /PDFXOutputIntentProfileSelector /NA
      /PreserveEditing true
      /UntaggedCMYKHandling /LeaveUntagged
      /UntaggedRGBHandling /LeaveUntagged
      /UseDocumentBleed false
    >>
  ]
>> setdistillerparams
<<
  /HWResolution [2400 2400]
  /PageSize [595.440 793.440]
>> setpagedevice


