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Simultaneous Fluorescence and 
Phosphorescence Lifetime Imaging 
Microscopy in Living Cells
Karolina Jahn1, Volker Buschmann2 & Carsten Hille1

In living cells, there are always a plethora of processes taking place at the same time. Their precise 
regulation is the basis of cellular functions, since small failures can lead to severe dysfunctions. For a 
comprehensive understanding of intracellular homeostasis, simultaneous multiparameter detection 
is a versatile tool for revealing the spatial and temporal interactions of intracellular parameters. 
Here, a recently developed time-correlated single-photon counting (TCSPC) board was evaluated 
for simultaneous fluorescence and phosphorescence lifetime imaging microscopy (FLIM/PLIM). 
Therefore, the metabolic activity in insect salivary glands was investigated by recording ns-decaying 
intrinsic cellular fluorescence, mainly related to oxidized flavin adenine dinucleotide (FAD) and the 
μs-decaying phosphorescence of the oxygen-sensitive ruthenium-complex Kr341. Due to dopamine 
stimulation, the metabolic activity of salivary glands increased, causing a higher pericellular oxygen 
consumption and a resulting increase in Kr341 phosphorescence decay time. Furthermore, FAD 
fluorescence decay time decreased, presumably due to protein binding, thus inducing a quenching 
of FAD fluorescence decay time. Through application of the metabolic drugs antimycin and FCCP, 
the recorded signals could be assigned to a mitochondrial origin. The dopamine-induced changes 
could be observed in sequential FLIM and PLIM recordings, as well as in simultaneous FLIM/PLIM 
recordings using an intermediate TCSPC timing resolution.

The precise regulation of intracellular homeostasis is the basis of all cellular functions, as small failures 
can potentially lead to severe dysfunctions. Thus, a comprehensive understanding of intracellular pro-
cesses is of particular interest. Highly sensitive and non-invasive fluorescence microscopy is a versatile 
tool for investigating cellular processes1. One basic prerequisite therefore is that exogenous or endoge-
nous fluorophores exhibit unique spectroscopic properties and display a specific sensitivity to cellular 
parameter changes2.

In addition to well-established single parameter detection, special novel concepts for simultaneous 
multiparameter detection can extend our view of cellular machinery. In contrast to sequential data acqui-
sition, simultaneous data acquisition allows faster multiparameter detection and thus the observation of 
rapid cellular processes. Moreover, cell damage is diminished and this significantly contributes to the 
analysis of spatial and temporal interactions of cellular parameters. It must be emphasized that the term 
‘multiparameter detection’ in this context means the simultaneous observation of at least two physi-
ological parameters by using the appropriate number of analyte-sensitive fluorophores and detecting 
changes in their fluorescent properties. In this case, each fluorescent sensor can easily be detected using 
spectral separation via different excitation or emission wavelengths. Instead of using several excitation 
wavelengths for one-photon excitation, the application of two-photon excitation can be advantageous. In 
comparison to one-photon absorption spectra, two-photon absorption spectra tend to be broader, mean-
ing that spectrally different fluorescent sensors can still be excited by one distinct two-photon excitation 
wavelength3. Unfortunately, the spectral discrimination of fluorescent sensors is often insufficient, as 
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broad absorption or fluorescence spectra cause signal crosstalk to a certain extent. For crosstalk cor-
rection, the application of narrow bandpass filters in the emission pathway or a sequential one-photon 
excitation could be helpful at the cost of sensitivity and acquisition time. Linear unmixing, on the other 
hand, does not prevent the crosstalk during data acquisition, but engages mathematical concepts for 
downstream crosstalk correction with the help of proper reference spectra4. Regarding analyte quantifi-
cation, ratiometric imaging enables a reliable determination of analyte concentrations. Here, fluorescent 
reporters are used which exhibit a shift in their excitation or emission spectra due to cellular parameter 
changes. Thus, depending on the reporter type, two fluorescence images are recorded using two excita-
tion or emission wavelengths. The calculated ratio allows for correction of varying indicators’ fluores-
cence intensity due to an uneven indicator concentration or uneven optical pathway5.

In addition to the commonly recorded fluorescence intensity, further information could be obtained 
from the fluorescence decay time (τ )6. The fluorescence decay time is a unique, intrinsic property of a 
fluorescent reporter which shows a sensitivity towards changes in the microenvironment such as phys-
iological parameters in living cells. In contrast to the fluorescence intensity, the decay time is largely 
independent of the fluorophore concentration, the excitation wavelength, as well as the excitation expo-
sure time. Thereby, artefacts resulting from sensor leakage and photobleaching can be avoided. The 
environmental sensitivity in combination with its independence of fluorophore concentration makes 
fluorescence decay time recordings a reasonable method to complement fluorescence intensity record-
ings7. Fluorescence lifetime imaging microscopy (FLIM) uses the fluorescence decay time as the record-
ing parameter, which can then be directly linked to changes in the respective physiological parameter. 
Among the FLIM techniques, the time-correlated single-photon counting (TCSPC) technique provides 
the highest time resolution as well as the best decay time accuracy, and photon efficiency8. However, 
reports on the solely time-resolved separation of different fluorescent sensors are limited9,10. One reason 
for this is the number of photons required for a reliable analysis of multiexponential fluorescence decay 
behaviour, which increases dramatically as the number of decay time components increases, leading to 
longer acquisition times and possible cell damage11. Inadequate photon statistics can be used for the 
analysis of complex decay behaviours, if the contributing components differ significantly in their decay 
times and possess similar relative amplitudes12. However, in complex biological systems, this is generally 
not the case. Here, a pattern-matching approach could be applied as an alternative13.

Another approach is the combination of fluorescence and phosphorescence lifetime imaging (FLIM/
PLIM), since it provides access to the discrimination of luminescent sensors with notably separated lumi-
nescence decay times. Nevertheless, simultaneous recordings of fluorescent and phosphorescent decay 
curves are technically challenging, because the time scale differs by several orders of magnitude. In the 
present study, a recently developed TCSPC board TimeHarp 260 PICO was evaluated for FLIM/PLIM 
measurements14. It provides an exceedingly broad TCSPC time channel resolution range of 25 ps to 52 μ s, 
resulting in a full-scale time window of 819 ns to 1.71 s in the standard mode, which can be even further 
extended to 171 s by a dedicated “long range mode”14. For example, it should be possible to detect simul-
taneously the ns-decaying intrinsic autofluorescence of living cells and the μs-decaying phosphorescence 
of an oxygen-sensitive metal organic complex. The multi-stop functionality and short dead time of the 
board allows several phosphorescence photons to be captured in a single excitation cycle, which is crucial 
to limit the necessary acquisition time.

Autofluorescence imaging is a powerful tool for characterising the metabolic state of cells or tissues. 
It provides information about cell vitality, as in case of anomalies, the cellular metabolism is altered15,16. 
Autofluorescence mainly results from the redox pairs nicotinamide adenine dinucleotide (NADH/NAD+) 
and flavin adenine dinucleotide (FADH2/FAD), serving as electron carriers during ATP-producing oxida-
tive phosphorylation. Both redox pairs exist in two physiological forms, free and protein-bound forms. 
Upon binding to mitochondrial proteins, these redox pairs are associated with ATP production so that 
monitoring of the free/bound ratio can provide information about the metabolic state. Though, only 
reduced NADH and oxidized FAD can be monitored with fluorescence microscopy, as their respective 
redox partners are non-fluorescent. The fluorescence spectra of free and protein-bound forms differ 
only slightly, making them unfavourable for fluorescence intensity measurements17. Here, further infor-
mation about the metabolic state can be obtained from FLIM recordings, since free and protein-bound 
forms have well separated fluorescence decay times. For instance, the fluorescence decay time of FAD 
decreases upon protein binding, whereas that of NADH increases upon protein binding17. In addition, 
molecular oxygen acts as a final electron acceptor in the electron transport chain, so that changes in 
oxygen concentration also reflect cellular activity18. For investigating molecular oxygen in living tissue, 
mainly metal organic complexes are used, whose slowly decaying luminescence is dynamically quenched 
by triplet oxygen 3O2, making them favourable for PLIM recordings19,20. Here, the oxygen-sensitive signal 
can easily be separate from the faster decaying autofluorescence signal.

In the present study, pericellular oxygen in American cockroach salivary glands was recorded using 
the μs-decaying ruthenium-based complex Kr34121, combined with simultaneous intracellular FAD flu-
orescence recordings. Two parameters could therefore be recorded simultaneously in a single FLIM/
PLIM measurement. Cockroach salivary glands are a well-established model system for biogenic amine 
induced transepithelial ion transport processes22. Since the biogenic amine dopamine induces saliva 
secretion and thus maintains increased metabolic activity, expected opposing dopamine induced changes 
in oxygen and FAD could be unravelled.
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Results and Discussion
Time-resolved luminescence recordings of O2. For in situ O2 detection, the metal organic complex 
Kr341 was used, composed of three phenantroline ligands and ruthenium as the central ion (Fig. 1a)21. 
Thus, its chemical structure is similar to other well-characterised commercial O2 sensor dyes23,24. In 
aqueous solution, Kr341 exhibited two absorption maxima (λ abs =  283 nm and λ abs =  449 nm) and a 
broad emission band around λ em =  638 nm (Fig. 1b).

The luminescence emitted from this metal organic complex can be dynamically quenched by triplet 
oxygen 3O2 via triplet-triplet annihilation25. The singlet oxygen 1O2 formed is harmful for cells, and 
therefore needs to be captured by antifading agents, such as DABCO26. The dependence of the measured 
luminescence decay time τ  on the O2 concentration [O2] is described by the Stern-Volmer equation 
(equation 1)23.

τ
τ
= + ( )K [O ] 1 1

0
SV 2

Here, τ 0 corresponds to the luminescence decay time in the absence of O2 and KSV is the Stern-Volmer 
constant, indicating the O2-sensitivity of the Kr341 luminescence. In aqueous solution, Kr341 exhibited 
values of τ 0 =  (2.08 ±  0.05) μ s and KSV =  (7 ±  0.3) ×  10−4 μ M−1, respectively (see Supplementary Fig. S1). 
These values are slightly lower than previously published data for analogue O2 sensor dyes, probably due 
to structural differences in the dye scaffolds27,28.

For in situ investigations of molecular oxygen, salivary glands were incubated with Kr341 and, sub-
sequently, luminescence intensity IL images of the duct region were recorded. Images clearly depicted an 
exclusive accumulation of Kr341 in the basolateral membrane of the duct cells, whereas almost no Kr341 
luminescence could be observed in the intracellular region (Fig. 2a). This behaviour could be attributed 
to the dye structure containing a long hydrophobic hydrocarbon chain and has also been described for 
structural analogues of membrane-associated sensor dyes29. The restricted localisation of Kr341 in the 
living tissue is beneficial for physiological studies, as harmful 1O2 formed by the dynamic quenching 
of Kr341 with 3O2 can interact with biological tissue only in a small, limited membrane region and is 
continuously washed out by the surrounding buffer solution. The exclusive localisation of Kr341 in the 
basolateral membrane domain allowed pericellular O2 measurements at this distinct surface. Due to 
tissue respiration the intracellular O2 concentration is somewhat lower than the pericellular O2 concen-
tration30. However, the O2 concentration gradient depends on respiration activity. In consideration of the 
diffusion law, decreasing intracellular O2 concentration will lead to lower pericellular O2 concentration30. 
Therewith, oxygen-sensors located to the cell membrane are suitable for investigating cellular activity.

For cockroach salivary glands, it is known that the biogenic amine dopamine stimulates saliva secre-
tion, including transepithelial ion-transport processes22. Thus, the metabolic activity of acinar peripheral 
cells for the formation of a primary saliva, as well as of duct cells for saliva modification, is enhanced 
and thus the intracellular O2 consumption as well.

The luminescence decay curves obtained from time-resolved luminescence recordings of Kr341-loaded 
duct cells displayed a multiexponential decay behaviour. Hence, tail-fitting by means of a biexponential 
decay function yielded reasonable residuals and reduced χR

2  values in comparison to a monoexponential 
decay function (χR

2  1.23 vs. 6.73) (see Supplementary Fig. S2). The application of a triexponential fitting 
analysis did not significantly improve the quality of the residuals and reduced χR

2  values (χR
2  1.23 vs. 1.04) 

(see Supplementary Fig. S2). Thus, all decay curves were analysed using the biexponential fitting model. 
For further examinations, the corresponding intensity-weighted average luminescence decay times τ int,L 

Figure 1. Steady-state absorption and fluorescence measurements of Kr341 in vitro. (a) Chemical 
structure of the O2-sensitive metal organic complex Kr34118. (b) Absorption (black) and luminescence 
emission (grey) spectra of Kr341 in oxygen-equilibrated aqueous solution.
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were calculated31. In the presence of 1 μ M dopamine the maximal secretory rate in isolated salivary 
glands is induced so that τ int,L increased to a statistically significant degree from 2.24 μ s to 2.36 μ s 
(P <  0.01) and recovered to resting state after dopamine washout (Fig.  2b)32. Here, the salivary gland 
preparations displayed individual variations (see Supplementary Fig. S5). By performing a simple 
three-point in situ calibration, it is possible to estimate pericellular [O2] from the obtained τ int,L values 
(equation 1 and Fig. 2b)33. Therefore, the Kr341-loaded duct cells were perfused with physiological solu-
tions of defined [O2], revealing in situ calibration parameters τ int,L,0 =  (2.44 ±  0.04) μ s and 
KSV =  (3 ±  0.3) ×  10−4 μ M−1 (see Supplementary Fig. S1). The in situ calibration procedure was challeng-
ing, as the perfusion chamber could not be completely sealed off. However, the estimated [O2] values 
based on this simple three-point in situ calibration were in good agreement with the [O2] values expected 
for living cells18. A similar response to a second dopamine stimulus proved the reversibility of this pro-
cess and the viability of the duct cells (Fig. 2b). The dopamine behaviour could also be demonstrated by 
false-colour coded PLIM images, whereby warmer colours corresponded to shorter τ int,L values and 
higher pericellular [O2] values (Fig. 2c).

The chosen data acquisition rate of 0.33 min−1 (1 image every 3 minutes) was probably too slow 
to unravel transient changes in [O2] (Fig.  2c). Therefore, a new approach was evaluated by increas-
ing the pixel dwell time significantly from 0.4 ms/pixel to 25 ms/pixel. Thus, recording an image of 
80 μ m × 80 μ m with 200 pixel × 200 pixel required a total acquisition time of approx. 19 min. During 
the acquisition of such an image, the salivary gland preparation was stimulated twice with dopamine 
(Fig. 3). Again, warmer colours corresponded to lower [O2] and longer luminescence decay times, and 
vice versa. The PLIM image obtained clearly showed distinct regions of luminescence decay behaviour, 
as the colour turned reversibly from green to red in the presence or absence of dopamine, respectively. 

Figure 2. Analysis of dopamine-induced [O2] changes in Kr341-treated salivary duct cells by PLIM 
recordings. (a) Luminescence intensity IL images of Kr341-treated salivary duct cells. The optical section 
plane through the gland duct is indicated (lower left of each image). (b) 1 μ M dopamine-induced (DA) 
changes in Kr341 luminescence decay time τ int,L (black data points; means ±  SEM, N =  12) and statistical 
analyses (***P <  0.001, **P <  0.01) and corresponding pericellular [O2] values (grey data points) based on 
a three-point in situ calibration procedure. (c) Representative PLIM images of the Kr341-treated ducts at 
distinct time points. Recording parameters: 200 pixel ×  200 pixel, 80 μ m ×  80 μ m, pixel dwell time 0.4 ms/
pixel, TCSPC time resolution 800 ps, repetition rate 50 kHz. Warmer colours indicate higher pericellular [O2] 
values and shorter luminescence decay times and cooler colours vice versa. The optical section plane through 
the gland duct is indicated in the lower right of the first image. The luminescence intensity levels of the 
PLIM images were adjusted for better visibility.
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The graph below the PLIM image indicates the luminescence decay time τ L as a function of length Δ ×  
as extracted from the cross-section (white solid line). Thus, a temporal resolution of approx. 5 s could 
be realized and the behaviour still corresponded to the previous findings (Fig. 2b vs. Fig. 3). So, in the 
presence of dopamine, the luminescence decay time rose rapidly until it reached a plateau, and decreased 
time-delayed after dopamine washout. In summary, it can be stated that the approach of increasing the 
image acquisition time offers the possibility of studying rapid transient processes using PLIM. However, 
for the dopamine-induced [O2] changes in the cockroach salivary glands, the temporal resolution of one 
image per 3 min was sufficient.

Time-resolved luminescence recordings of FAD. FADH2 and FAD are a redox pair functioning 
as a potential biomarker for metabolic activities in eukaryotic cells. However, only oxidized FAD is flu-
orescent and can be monitored without exogenous labelling. In phosphate buffered saline, FAD showed 
three absorption bands (λ abs =  264 nm, λ abs =  375 nm and λ abs =  450 nm) and a broad emission band 
(λ em >  520 nm (Fig.  4a)), as known from the literature34. In addition, isolated salivary glands without 
any dye treatment also showed a bright fluorescence emission > 500 nm after excitation at λ ex =  470 nm, 
which could presumably be attributed to FAD fluorescence. Cellular autofluorescence resulting from 
reduced NADH was not observable under these experimental conditions, since it exhibits absorption 
and emission maxima around 340 nm and 460 nm, respectively (Fig.  4b,c)6. In contrast, two-photon 
excitation at λ ex =  720–800 nm would lead to excitation of both NADH and FAD. So, for an exclusive 
2P-excitation of FAD wavelengths of more than 800 nm are needed35,36. In addition to the FAD fluores-
cence, autofluorescence signals could be also obtained from the cuticle lining the ductal lumen and from 
apically located, point-shaped structures of yet unknown origin (Fig. 4b,c).

A decrease in the autofluorescence intensity of isolated cockroach salivary glands in the presence of 
1 μ M dopamine after excitation at 470 nm had been reported previously, which was assumed to be a 
result of higher metabolic activity37. However, this intensity change could be attributed to changes in 
FAD, as well as to cell volume changes or photobleaching effects. Therefore, the ns-decaying behaviour 

Figure 3. Improved temporal resolution of PLIM recordings of Kr341-treated salivary ducts. Recording 
parameters: 200 pixel ×  200 pixel, 80 μ m ×  80 μ m, pixel dwell time 25 ms/pixel, TCSPC time resolution 
800 ps, repetition rate 50 kHz. Bidirectional scanning resulted in a time resolution of approx. 5 s per scanning 
line. The first and last recorded pixels of the image are indicated by white points and the corresponding 
white arrows show the scanning direction. During image acquisition, gland preparation was stimulated twice 
with 1 μ M dopamine (DA). The optical section plane through the gland duct is indicated in the lower right. 
Warmer colours indicate lower pericellular [O2] and longer luminescence decay times τ L. and cooler colours 
vice versa. The graph below the PLIM image corresponds to the white solid line and depicts τ L-values as a 
function of length Δ x.
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of FAD was studied with FLIM recordings. Free FAD in buffer solution exhibits a mono- or biexponential 
fluorescence decay behaviour, with average decay times ranging from 2.3 ns to 3.1 ns16,38,39. Although free 
FAD can be found in living cells, FAD mostly acts as a redox cofactor to proteins called flavoproteins. In 
contrast to free FAD, protein-bound FAD exhibits much faster and multiexponential fluorescence decay 
behaviour, with average decay times < 0.1 ns7,40. The fluorescence decay curves obtained from FLIM 
images of untreated isolated salivary glands showed complex multiexponential decay behaviour (see 
Supplementary Fig. S3). They could be fitted by means of a biexponential deconvolution fitting model to 
yield reasonable χR

2 values. However, larger deviations were observed around the fluorescence peak max-
imum, indicating an additional decay time component (see Supplementary Fig. S3). However, a triexpo-
nential fitting model yielded only slightly improved χR

2  values and residuals (χR
2  2.53 vs. 1.90). In addition, 

the third decay time component was calculated to approx. 50 ps. This short decay time component was 
considered uncertain, since such short decay times cannot be reliably resolved with the present setup 
displaying an IRF of 530 ps (FWHM). So, all decay curves were analysed using a biexponential fitting 
model. For further analyses, the intensity-weighted average fluorescence decay time τ int,F was calculated. 
Thereby, it turned out that τ int,F decreased statistically significantly from 2.3 ns to 2.0 ns in the presence 
of 1 μ M dopamine (P <  0.01) and recovered to resting state after dopamine washout (Fig. 5a). Here, the 
salivary gland preparations displayed individual variations (see Supplementary Fig. S5). Stimulation of 
salivary glands with the biogenic amine dopamine induces saliva secretion, which involves an increase 
in metabolic activity. In this case, FAD is thought to bind to mitochondrial proteins (e.g. succinate 

Figure 4. Steady-state absorption and fluorescence measurements of FAD in vitro and autofluorescence 
images of salivary duct cells. (a) Absorption (black) and fluorescence emission (grey) spectra of FAD in 
phosphate buffered saline at pH =  7.0. (b,c) Fluorescence intensity image and the corresponding FLIM image 
of an unstained duct (optical section plane is indicated in the lower left) displaying the autofluorescence 
after excitation at λ ex =  470 nm, with the following structural features: 1 cell nucleus, 2 luminal cuticle, 3 
lumen, 4 trachea, 5 point-shaped structures. Recording parameters: 200 pixel ×  200 pixel, 80 μ m ×  80 μ m, 
pixel dwell time 0.4 ms/pixel, TCSPC time resolution 25 ps, repetition rate 20 MHz.

Figure 5. Analysis of dopamine-induced FAD changes in salivary duct cells by FLIM recordings. 
(a) Determination of resting τ int,F (most likely FAD) in cockroach salivary duct cells and the effect of 
1 μ M dopamine (DA) stimulation analysed from FLIM images; means ±  SEM, N =  12, statistical analyses 
(***P <  0.001). (b) Representative FLIM images at distinct time points. Recording parameters: 200 
pixel ×  200 pixel, 80 μ m ×  80 μ m, pixel dwell time 0.4 ms/pixel, TCSPC time resolution 25 ps, repetition rate 
20 MHz. The optical section plane through the gland duct is indicated in the lower right. After dopamine 
stimulation, the autofluorescence intensity signal decreased tremendously, and therefore the fluorescence 
intensity levels of FLIM images were adjusted for better visibility.
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dehydrogenase), which can be directly associated with ATP synthesis in oxidative phosphorylation. 
However, this protein binding induces a quenching of the FAD fluorescence decay time, as observed 
during dopamine stimulation. The described behaviour could also be identified using false-colour coded 
FLIM images (Fig. 5b). Moreover, from the FLIM images, it could be observed that the autofluorescence 
intensity of the duct cells decreased reversibly due to dopamine stimulation, additionally indicating a 
quenching of FAD fluorescence. In contrast, the autofluorescence arising from the luminal cuticle and 
trachea did not change during dopamine stimulation.

Simultaneous O2 and FAD recordings in cockroach salivary ducts. In order to understand the 
complex cellular machinery more precisely, simultaneous analysis of the spatio-temporal behaviour of 
several physiological parameters is mandatory. By means of the novel TCSPC board TimeHarp 260, it 
was generally possible to record ns-decaying FAD and μs-decaying O2 sensor simultaneously. The time 
resolution of the 32768 histogram channels was set to an intermediate TCSPC time resolution of 200 ps, 
yielding a full-scale time range of 6.55 μ s. Indeed, under these conditions, neither the ns-decay regime 
nor the μs-decay regime can be analysed exactly, but the time resolution is still acceptable for observing 
physiologically relevant relative signal changes. Thus, isolated salivary glands were incubated with Kr341, 
and its luminescence was subsequently recorded together with the intrinsic autofluorescence. Analysis of 
the luminescence decay time components clearly indicated a spatial separation of an intracellular 
ns-decaying FAD signal and a μs-decaying Kr341 signal at the basolateral membrane (Fig.  6a,b). The 
obtained luminescence decay curves extracted from PLIM/FLIM images showed two distinguishable 
extremes of luminescence decay behaviour, an initial steeply falling fluorescence decay and a subsequent, 

Figure 6. Observation of dopamine-induced (DA) changes of O2 and FAD in cockroach salivary duct 
cells by simultaneous PLIM/FLIM recordings. Gland preparations were incubated with the O2-sensitive 
sensor Kr341 and, subsequently, its luminescence was recorded together with intrinsic autofluorescence 
by choosing an intermediate TCSPC time resolution. Representative (a) FLIM and (b) corresponding 
PLIM images of a Kr341-treated salivary duct are shown. Recording parameters: 200 pixel ×  200 pixel, 
80 μ m ×  80 μ m, pixel dwell time 2.0 ms/pixel, TCSPC time resolution 200 ps, repetition rate 50 kHz. The 
optical section plane through the gland duct is indicated in the lower right. (c) Luminescence decay 
curve (black) of simultaneously recorded ns-decaying FAD and μs-decaying O2 sensor Kr341 and the 
corresponding fits (grey solid line; for details, see Fig S4A,B). The inset depicts an enlargement of the 
steeply falling fluorescence at the beginning of the decay curve. (d) Simultaneous determination of resting 
τ int,F (black, FAD) and τ L (grey, O2) in cockroach salivary duct cells and the effect of dopamine stimulation 
analysed from PLIM/FLIM images; means ±  SEM of N =  10 and statistical analyses (***P <  0.001, 
**P <  0.01).
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moderately falling luminescence decay (Fig.  6c). The part of the decay curve which could mainly be 
attributed to the fluorescence (t ~ 0–40 ns) was fitted by a biexponential deconvolution fitting model (see 
Supplementary Fig. S4). The remaining part (t >  60 ns) was fitted by a monoexponential tail-fit, yielding 
satisfactory χR

2  values (see Supplementary Fig. S4). Finally, the changes in these calculated luminescence 
decay times during 1 μ M dopamine stimulation are shown in Fig. 6d. The results confirmed the obser-
vations found in individual pericellular [O2] or FAD recordings. So, in the presence of 1 μ M dopamine, 
τ int,F probably decreased due to boosted protein binding of FAD, whereas, at the same time, τ L increased 
due to elevated oxygen consumption. Although the available data point and the TCSPC timing resolution 
from the decay curves were suboptimal, statistically significant dopamine-induced changes in [O2] and 
FAD could be detected simultaneously (P <  0.01). Both parameters (τ int,F; τ L) changed reversibly and 
indicate a higher metabolic activity during dopamine application.

Besides NADH, mainly FAD serves as an electron carrier during the ATP-producing oxidative phos-
phorylation, in which oxygen acts as the final electron acceptor in the electron transport chain18. Thus, 
the ratio of oxidized to reduced electron carriers, as well as changes in the oxygen concentration, pro-
vide insight into the metabolic state of a living cell. Since only oxidized FAD and reduced NADH are 
significantly fluorescent, the fluorescence intensity-based FAD/NADH redox ratio has often been used to 
unravel metabolic activity41,42. In doing so, a common procedure for assigning those signals to mitochon-
drial origins and modulating them is the application of metabolic drugs. Here, simultaneous PLIM and 
FLIM recordings of oxygen and FAD were carried out in order to evaluate whether luminescence decay 
time changes can also reflect perturbations in cellular metabolism induced by different metabolic drugs.

Antimycin inhibits the electron transport chain, causing the same effect as cyanide, namely the stag-
nation of oxidative phosphorylation43,44. This normally leads to an increase in NADH fluorescence inten-
sity, which implies an accumulation of reduced NADH and a concurrent decrease or slight increase in 
oxidized FAD fluorescence intensity35,42,45. A reduction in oxygen consumption can also be observed46,47. 
A control stimulus of isolated gland preparations with 1 μ M dopamine at the beginning of an experiment 
resulted in the already unravelled opposing changes in τ L and τ int,F, representing an elevated oxygen con-
sumption and FAD protein binding (Fig. 7a). Subsequent bath application of 1 μ M antimycin alone for 
10 min did not alter τ L and τ int,F. In addition, in 6 of the 12 preparations, a second dopamine stimulus 
in the presence of 1 μ M antimycin still resulted in significant τ L and τ int,F changes, as observed for the 
control stimulus (Fig.  7a). In contrast, bath application of 10 μ M antimycin alone induced statistically 
significant decreases in both τ L and τ int,F. In addition, in the presence of 10 μ M antimycin, the 1 μ M 
dopamine-induced effects were altered dramatically, since no change in τ int,F could be observed, but 
rather a further decrease in τ L (Fig.  7b). The mitochondrial membrane uncoupler FCCP, on the other 
hand, abolishes the linkage between the electron transport chain and the phosphorylation system by 
extinguishing the established proton gradient48. In comparison to antimycin, the effects of FCCP are 
mostly the opposite, causing high levels of oxidized FAD and high oxygen consumption35,42,46,47. However, 
the results observed here did not clearly reflect that. Bath application of 1 μ M FCCP induced a decrease 
in τ L, whereas τ int,F was unchanged. Moreover, in the presence of FCCP, the dopamine effect was totally 
suppressed (Fig. 7c). Both antimycin and FCCP led to less oxygen consumption (decrease in μs-decay 
time) and less free oxidized FAD (decrease in ns-decay time), and both drugs could inhibit the increased 
metabolic activity due to dopamine stimulation. Although several studies of intracellular NADH, FAD 
and oxygen recordings have been reported, the underlying physiological and molecular mechanisms may 
be difficult to compare due to different cell types and microenvironments. Furthermore, comprehensive 
studies are required in order to correctly assign the measured luminescence intensities or decay times to 
fractions of free and protein-bound, as well as oxidized or reduced metabolic coenzymes36,49,50.

Conclusions
In the present study, we proved the suitability of the novel TCSPC board TimeHarp 260 for simultaneous 
fluorescence/phosphorescence lifetime imaging microscopy (FLIM/PLIM) as the metabolic activity in 
insect salivary glands was investigated by recording the ns-decaying intrinsic cellular autofluorescence 
and μs-decaying phosphorescence of oxygen-sensitive Kr341.

With regard to biological applications, the concentration of analyte-sensitive dye always needs to be 
adjusted thoroughly. So, at extremely high sensor concentrations, toxic side effects are likely. However, 
the signal-to-noise ratio of FLIM/PLIM strongly depends on dye characteristics and concentration, 
respectively. To obtain an estimation of the necessary sensor concentrations, we start from the fact that 
confocal microscopes have a confocal volume in the fL-range. For ns-decaying sensor dyes with a high 
fluorescence quantum yield, single-molecule-sensitive setups have been available for a long time to study 
molecules one by one51–53. With a single molecule in the confocal volume, the sensor concentrations 
are normally in the nM-range. If a fluorophore in solution is excited by a laser with a repetition rate of 
40 MHz, usually a detection count rate of at most a few 104 photons/s and molecule can be achieved, 
depending on the dye, setup and laser intensity used. A dye with a 1,000-fold longer decay time in the 
μs-range would require a ~1,000-fold lower laser repetition rate. Therefore, the dye concentration has 
to be increased by the same factor in order to collect a similar amount of photons. Therefore, one can 
conclude that necessary concentrations for dyes with decay times in the μs-range are 1,000-fold higher, 
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i.e. in the μM-range, in order to be measured with a similar acquisition time. For sensor dyes with even 
longer decay times, the necessary sensor concentrations have to be even higher.

On the other hand, if fluorescence and phosphorescence are to be monitored simultaneously, the laser 
repetition rate has to be drastically decreased in order to match the TCSPC window to the phosphores-
cent sensor. Here, an increase in the concentration of the fluorescent sensor a 1,000-fold will not result 
in a 1,000-fold increase in the fluorescence signal, as in the ns-range the dead time of the electronics 
still needs to be taken into consideration. With a single molecule in focus and a signal count rate of e.g. 
103 photons/s and molecule and a repetition rate of 40 MHz, a photon is detected about every 4,000th 
pulse (assuming no saturation conditions). This indicates that, for an excitation rate adapted to the 
phosphorescence dye, the concentration of the fluorescent dye has to be increased. However, in case of 
autofluorescence the concentration cannot be varied.

Nonetheless, we successfully applied the TCSPC board TimeHarp 260 for simultaneous recordings 
of ns-decaying intrinsic cellular autofluorescence and μs-decaying phosphorescence of an oxygen sen-
sor by choosing an intermediate temporal resolution. The obtained decay time changes showed a sim-
ilar trend compared to separately recorded fluorescence/phosphorescence data. In general, this FLIM/
PLIM approach can also be applied in clinical studies. For instance, FLIM has been used to discriminate 
between healthy and cancerous tissue by analysing metabolic states36,54,55. In addition, in cancerous tissue, 
the oxygen concentration is often lower than in normal tissue, because of poor oxygen supply due to an 
impaired vascular network56. Therefore, FLIM/PLIM (two-parameter) mapping of tissues can provide a 
more reliable tissue analysis tool when studying human diseases.

Multiplexing concepts gain in importance, as they facilitate a comprehensive understanding 
of the spatial and temporal interactions between cellular parameters. We believe that the lifetime 
based-multiplexing approach is a promising complement to a well-established intensity-based multipa-
rameter detection. However, luminescent sensor dyes with excellently separated decay times are needed, 
along with a TCSPC module with an appropriate time resolution7. Therefore, in general, any combination 

Figure 7. Effects of metabolic drugs on dopamine-induced (DA) changes of O2 and FAD in cockroach 
salivary duct cells by PLIM/FLIM recordings. τ int,F (black, FAD) and τ L (grey, O2) were extracted 
from PLIM/FLIM images (200 pixel ×  200 pixel, 80 μ m ×  80 μ m, pixel dwell time 2.0 ms/pixel, TCSPC 
time resolution 200 ps, repetition rate 50 kHz) and are shown as mean ±  SEM and statistical analyses 
(***P <  0.001, **P <  0.01, *P <  0.05, ns: not significant). (a) Effect of 1 μ M antimycin, N =  6. (b) Effect of 
10 μ M antimycin, N =  11 (c) Effect of 1 μ M FCCP, N =  10.
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of organic fluorophores, fluorescent proteins or quantum dots can be applied to FLIM/PLIM, as long 
their luminescence decay times differ significantly.

Several ion-sensitive organic fluorescent dyes exhibit fluorescence decay times in the ns-range (0.1–
10 ns) and have already been evaluated for FLIM recordings. Thereby, important physiological parame-
ters such as intracellular concentration of Ca2+, Na+, Cl– and pH were reliably quantified57–61.

In contrast, the variety of sensors with luminescence decay times from the long ns-range to the 
ms-range is limited. Quantum dots, for example, feature excellent photophysical properties, making 
them ideally suited for intracellular imaging62. Although quantum dots possess longer decay times than 
organic fluorophores (approx. 10–100 ns), their decay behaviour is rather multiexponential, which might 
cause difficulties when a multicomponent luminescence decay of several sensors is analysed. Moreover, 
up to now, the combination of FLIM and quantum dots for intracellular sensing has been reported in the 
literature only once. There, the intracellular pH of living cells could be determined by analysing the decay 
time changes of quantum dots within a range of 8–16 ns63. However, it can be predicted that the chemical 
modification of quantum dot surfaces will generate new intracellular quantum dot-based sensors with 
longer decay times in the future64,65.

On the other hand, complexes of lanthanides such as Eu3+ and Tb3+ also exhibit very long lumines-
cence decay times within the μs-ms-range66. In principle, they are ideally suited for studying molecular 
interactions via luminescence resonance energy transfer (LRET), but they have mainly been used in in 
vitro measurements67. Recently, a lanthanide-based complex for in vivo luminescence imaging was devel-
oped68,69. However, limitations of lanthanide complexes such as stability, toxicity and intracellular uptake 
will require substantial research progress.

In summary, FLIM/PLIM is a useful multiplexing strategy, and with further improvements of ade-
quate sensors, it will significantly contribute towards unravelling cellular functions.

Methods
Chemicals and solutions. The O2-sensitive dye Kr341 (Bis[(1,10-phenanthroline-4,7-diyl-κ N,κ N’)
bis(phenylsulfonate)(2-)][N-octadecyl-5-(4-(7-phenyl-1,10-phenanthroline-4-yl-κ N,κ N’)phenyl)pentan-
amide] ruthenium (II) dichloride) was provided by the group of W. Bannwarth (University of Freiburg)18. 
Kr341 was dissolved in dimethyl sulfoxide (DMSO) to receive a 2.59 mM stock solution. The absorption 
and luminescence emission spectra of Kr341 were recorded in aqueous solution containing 20 μ M Kr341. 
Absorption and fluorescence emission spectra of flavin adenine dinucleotide disodium salt hydrate FAD 
(Sigma-Aldrich, Deisenhofen, Germany) were recorded in phosphate buffered saline (PBS) (pH 7.0) 
containing 9 μ M FAD.

Physiological saline contained 160 mM NaCl, 10 mM KCl, 2 mM CaCl2, 2 mM MgCl2, 10 mM glu-
cose, 10 mM Tris and 100 μ M DABCO (Sigma-Aldrich, Deisenhofen, Germany). The pH was adjusted 
to pH 7.4 with HCl. To convert the measured luminescence decay times to O2 concentration [O2], a 
three-point calibration procedure was carried out. Therefore, physiological saline was flushed with N2, 
ambient atmosphere or O2 for at least 30 min before starting a measurement obtaining [O2] values of 
1289 μ M, 254 μ M and 0 μ M (T =  299.15 K). The oxygen concentrations were determined from literature 
data by applying Henry’s law70,71. During data acquisition, the reservoir containing the physiological 
saline was continuously flushed with adequate gas.

A stock solution of 10 mM dopamine (Sigma-Aldrich, Deisenhofen, Germany) was prepared daily 
in double-distilled water and was diluted in physiological saline immediately before an experiment in 
order to obtain a final concentration of 1 μ M dopamine. Stock solutions of antimycin and carbonyl 
cyanide-4-(trifluoromethoxy)phenylhydrazone (FCCP) (both Sigma-Aldrich, Deisenhofen, Germany) 
were dissolved in DMSO and stored at − 20 °C. Immediately before an experiment, antimycin and FCCP 
were diluted in physiological saline to obtain final concentrations of 1 μ M FCCP, 1 μ M and 10 μ M anti-
mycin, respectively.

Absorption and luminescence spectra. Absorption measurements were performed with a Lambda 
750 UV/VIS spectrometer (Perkin Elmer, Waltham, USA) in the range of 250 nm < λ ex <  700 nm. 
Luminescence emission spectra (450 nm < λ em <  700 nm, spectral bandwidth Δ λ  =  1 nm) were recorded 
with a FluoroMax 4 (Horiba, Kyoto, Japan). Concentrations were adjusted to avoid inner filter effects 
(absorption maximum below 0.1).

Tissue preparation. A colony of the American cockroaches Periplaneta americana was reared at 
27 oC under a light/dark cycle of 12 h : 12 h at the Department of Animal Physiology (University of 
Potsdam). The animals had free access to food and water. Only male adults aged 4–6 weeks were used for 
experiments. Salivary glands were dissected in physiological saline as described previously57. Small lobes 
consisting of several acini with their corresponding branched duct system were examined. The gland 
lobes were incubated in either physiological saline or physiological saline containing 38 μ M Kr341 for 
30 min at room temperature and were subsequently acclimatised for 10 min in fresh physiological saline. 
Then, lobes were attached to a glass coverslip using the tissue adhesive Vectabond (Axxora, Lörrach, 
Germany). The perfusion chamber was mounted on the microscope stage, and during data acquisition 
the glands were continuously perfused with physiological saline.
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FLIM and PLIM recordings. For time-resolved luminescence imaging, a MicroTime 200 time-resolved 
confocal fluorescence microscope (PicoQuant, Berlin, Germany) was used (Fig.  8), consisting of an 
inverted microscope (IX 71, Olympus) equipped with an Olympus PlanApo 100 ×  /NA 1.4 oil immersion 
objective. A ps-pulsed diode laser (LDH-P-C-470, PicoQuant, Berlin, Germany) operating at 470 nm 
with a pulse width of < 90 ps was used as an excitation source. The repetition rate could be adjusted either 
by a function generator (Peaktech 4025, Peaktech, Ahrensburg, Germany, frep =  50 kHz) or directly by the 
diode laser driver (PDL 828, PicoQuant, Berlin, Germany, frep set to 20 MHz). The laser beam was guided 
towards the objective using the dichroic mirror z467/638 rpc (AHF Analysentechnik, Germany). The 
luminescence was guided through a 100 μ m pinhole and was detected with a single-photon avalanche 
diode (SPAD, SPCM-AQR-13, Perkin Elmer, Waltham, USA). For the separation of luminescence and 
rejection of the excitation light, a long-pass filter LP500 was used (AHF Analysentechnik, Germany). 
Time-resolved luminescence recordings were performed in the time-correlated single-photon counting 
(TCSPC) mode using a TimeHarp 260 PICO board (PicoQuant, Berlin, Germany), which features a 
broad time channel resolution range of 25 ps–52 μ s combined with a multi-stop functionality. In all 
experiments, the laser power was adjusted to achieve average photon counting rates ≤ 105 photons/s and 
peak rates close to 106 photons/s when recording images, thus significantly below the maximum counting 
rates allowed by TCSPC electronics in order to avoid pile up effects. Images were acquired by raster 
scanning the objective using a xy-piezo positioner (Physik Instrumente, Karlsruhe, Germany). Data 
acquisition and analysis were performed by the SymPhoTime64 software version 1.5 (PicoQuant, Berlin, 
Germany). Thereby, all photons collected in the full frame image were used to form a global histogram 
for luminescence decay fitting. For deconvolution fitting, the instrument response function (IRF) was 
measured daily by recording the backscattered excitation light. Its full width at half-maximum (FWHM) 
was calculated to 530 ±  20 ps (means ±  SEM, N =  7). A high quality of luminescence decay fitting was 
estimated by means of randomly distributed residuals and low reduced χR

2  values.

Data analyses. The recorded data were distributed normally (D’Agostino-Pearson normality test for 
N >  6; Kolmogorov-Smirnov test for N =  6). Thus, the data set was further analysed by repeated-measures 
ANOVA and subsequent Holm-Sidak’s multiple comparisons tests of selected data pairs. Here, within the 
figures the used data set for one data pair analysis was marked by the endings of a corresponding bracket 
including the significance level. In pharmacological experiments, only recordings with positive dopamine 
control stimuli were analysed. Differences were considered statistically significant if P <  0.05. Statistical 
analyses were performed using GraphPad Prism (GraphPad Software, San Diego, USA). The graphical 
presentation was carried out with Origin (OriginLab, Northampton, USA). The data were presented as 
means ±  standard error of the mean (SEM).

References
1. Lichtman, J. W. & Conchello, J.-A. Fluorescence microscopy. Nat. Methods 2, 910–9 (2005).
2. Schäferling, M. The art of fluorescence imaging with chemical sensors. Angew. Chem. Int. Ed. Engl. 51, 3532–54 (2012).
3. Xu, C., Zipfel, W., Shear, J. B., Williams, R. M. & Webb, W. W. Multiphoton fluorescence excitation: new spectral windows for 

biological nonlinear microscopy. Proc. Natl. Acad. Sci. USA. 93, 10763–8 (1996).
4. Zimmermann, T. Spectral imaging and linear unmixing in light microscopy. Adv. Biochem. Eng. Biotechnol. 95, 245–65 (2005).

Figure 8. Experimental setup. Scheme of the setup for FLIM and PLIM, based on the MicroTime 200 
fluorescence lifetime microscope system. For details, see text.



www.nature.com/scientificreports/

1 2Scientific RepoRts | 5:14334 | DOi: 10.1038/srep14334

5. Grynkiewicz, G., Poenie, M. & Tsien, R. Y. A new generation of Ca2+  indicators with greatly improved fluorescence properties. 
J. Biol. Chem. 260, 3440–50 (1985).

6. Lakowicz, J. R. Principles of fluorescence spectroscopy. Princ. Fluoresc. Spectrosc. (Springer, 2006).
7. Berezin, M. Y. & Achilefu, S. Fluorescence lifetime measurements and biological imaging. Chem. Rev. 110, 2641–84 (2010).
8. Wahl, M. in Adv. Phot. Count. 15, 1–21 (Springer International Publishing Switzerland, 2015).
9. Brismar, H. & Ulfhake, B. Fluorescence lifetime measurements in confocal microscopy of neurons labeled with multiple 

fluorophores. Nat. Biotechnol. 15, 373–7 (1997).
10. Raymond, S. B., Boas, D. A., Bacskai, B. J. & Kumar, A. T. N. Lifetime-based tomographic multiplexing. J. Biomed. Opt. 15, 

046011 (2010).
11. Köllner, M. & Wolfrum, J. How many photons are necessary for fluorescence-lifetime measurements? Chem. Phys. Lett. 200, 

199–204 (1992).
12. Enderlein, J. & Erdmann, R. Fast fitting of multi-exponential decay curves. Opt. Commun. 134, 371–378 (1997).
13. Gregor, I. & Patting, M. in Springer Ser. Fluoresc. 1–23 (Springer Berlin Heidelberg, 2014).
14. Wahl, M. et al. Integrated multichannel photon timing instrument with very short dead time and high throughput. Rev. Sci. 

Instrum. 84, 043102 (2013).
15. Plathow, C. & Weber, W. a. Tumor cell metabolism imaging. J. Nucl. Med. 49 Suppl 2, 43S–63S (2008).
16. Heikal, A. A. Intracellular coenzymes as neutral biomarkers for metabolic activities and mitochondrial anomalies. Biomark. Med. 

4, 241–263 (2010).
17. Georgakoudi, I. & Quinn, K. P. Optical imaging using endogenous contrast to assess metabolic state. Annu. Rev. Biomed. Eng. 

14, 351–67 (2012).
18. Alberts, B. et al. Molecular Biology of the Cell. (Garland Science, 2014).
19. Ast, C., Schmälzlin, E., Löhmannsröben, H.-G. & van Dongen, J. T. Optical oxygen micro- and nanosensors for plant applications. 

Sensors (Basel). 12, 7015–32 (2012).
20. Dmitriev, R. I. & Papkovsky, D. B. Optical probes and techniques for O2 measurement in live cells and tissue. Cell. Mol. Life Sci. 

69, 2025–39 (2012).
21. Kramer, R. Synthese und Anwendungen von Bathophenanthrolin- Ruthenium(II)-Komplexen und Entwicklung eines neuartigen 

Tetradentat-Linkers für die Festphasensynthese. (University of Freiburg, 2009).
22. Walz, B., Baumann, O., Krach, C., Baumann, A. & Blenau, W. The aminergic control of cockroach salivary glands. Arch Insect 

Biochem Physiol 62, 141–152 (2006).
23. Bacon, J. R. & Demas, J. N. Determination of Oxygen Concentrations by Luminescence Quenching of a Polymer- Immobilized 

Transition-Metal Complex. Anal. Chem. 59, 2780–2785 (1987).
24. Carraway, E. R., Demas, J. N., DeGraff, B. A. & Bacon, J. R. Photophysics and photochemistry of oxygen sensors based on 

luminescent transition-metal complexes. Anal. Chem. 63, 337–342 (1991).
25. Demas, J. N., Harris, E. W. & McBride, R. P. Energy transfer from luminescent transition metal complexes to oxygen. J. Am. 

Chem. Soc. 99, 3547–3551 (1977).
26. Ouannes, C. & Wilson, T. Quenching of singlet oxygen by tertiary aliphatic amines. Effect of DABCO (1,4-diazabicyclo[2.2.2]

octane). J. Am. Chem. Soc. 90, 6527–6528 (1968).
27. Gehne, S. Photophysik gekoppelter FRET-Paare — Spektroskopische Untersuchung DNA-basierter Drei-Farben-FRET-Systeme. 

(University of Potsdam, 2011).
28. Steinbrück, D. Faseroptische Sauerstoff- und pH-Sensorik mittels Phasenmodulationsspektroskopie. (University of Potsdam, 2012).
29. Rein, J. et al. Fluorescence measurements of serotonin-induced V-ATPase-dependent pH changes at the luminal surface in 

salivary glands of the blowfly Calliphora vicina. J. Exp. Biol. 209, 1716–1724 (2006).
30. Dmitriev, R. I., Zhdanov, A. V, Jasionek, G. & Papkovsky, D. B. Assessment of Cellular Oxygen Gradients with a Panel of 

Phosphorescent Oxygen-Sensitive Probes. Anal. Chem. 84, 2930–2938 (2012).
31. Sillen, A. & Engelborghs, Y. The correct use of ‘average’ fluorescence parameters. Photochem. Photobiol. 67, 475–486 (1998).
32. Just, F. & Walz, B. The effects of serotonin and dopamine on salivary secretion by isolated cockroach salivary glands. J. Exp. Biol. 

199, 407–13 (1996).
33. Klimant, I., Meyer, V. & Kühl, M. Fiber-optic oxygen microsensors, a new tool in aquatic biology. Limnol. Oceanogr. 40, 

1159–1165 (1995).
34. Koziol, J. in Methods Enzymol. 253–285 (Vitamins and Coenzymes, 1971).
35. Huang, S., Heikal, A. a & Webb, W. W. Two-photon fluorescence spectroscopy and microscopy of NAD(P)H and flavoprotein. 

Biophys. J. 82, 2811–25 (2002).
36. Skala, M. C. et al. In vivo multiphoton microscopy of NADH and FAD redox states, fluorescence lifetimes, and cellular 

morphology in precancerous epithelia. Proc. Natl. Acad. Sci. USA 104, 19494–9 (2007).
37. Rietdorf, K. Wirkung biogener Amine auf die Erregungs-Sekretions-Kopplung in der Speiechdrüse von Periplaneta americana (L.). 

(Universty of Potsdam, 2003).
38. De Beule, P. A. A. et al. A hyperspectral fluorescence lifetime probe for skin cancer diagnosis. Rev. Sci. Instrum. 78, 123101 

(2007).
39. Chorvat, D. & Chorvatova, a. Spectrally resolved time-correlated single photon counting: a novel approach for characterization 

of endogenous fluorescence in isolated cardiac myocytes. Eur. Biophys. J. 36, 73–83 (2006).
40. Yang, H. et al. Protein conformational dynamics probed by single-molecule electron transfer. Science 302, 262–6 (2003).
41. Shiino, A., Haida, M., Beauvoit, B. & Chance, B. Three-dimensional redox image of the normal gerbil brain. Neuroscience 91, 

1581–1585 (1999).
42. Rice, W. L., Kaplan, D. L. & Georgakoudi, I. Two-photon microscopy for non-invasive, quantitative monitoring of stem cell 

differentiation. PLoS One 5, e10075 (2010).
43. Pham, N. A., Robinson, B. H. & Hedley, D. W. Simultaneous detection of mitochondrial respiratory chain activity and reactive 

oxygen in digitonin-permeabilized cells using flow cytometry. Cytometry 41, 245–51 (2000).
44. Campo, M. L., Kinnally, K. W. & Tedeschi, H. The effect of antimycin A on mouse liver inner mitochondrial membrane channel 

activity. J. Biol. Chem. 267, 8123–7 (1992).
45. Kirkpatrick, N. D. et al. Endogenous fluorescence spectroscopy of cell suspensions for chemopreventive drug monitoring. 

Photochem. Photobiol. 81, 125–34 (2005).
46. Duchen, M. R. & Biscoe, T. J. Mitochondrial function in type I cells isolated from rabbit arterial chemoreceptors. J. Physiol. 450, 

13–31 (1992).
47. Herst, P. M., Tan, A. S., Scarlett, D.-J. G. & Berridge, M. V. Cell surface oxygen consumption by mitochondrial gene knockout 

cells. Biochim. Biophys. Acta 1656, 79–87 (2004).
48. Terada, H. Uncouplers of oxidative phosphorylation. Environ. Health Perspect. 87, 213–8 (1990).
49. Islam, M. S., Honma, M., Nakabayashi, T., Kinjo, M. & Ohta, N. pH Dependence of the Fluorescence Lifetime of FAD in Solution 

and in Cells. Int. J. Mol. Sci. 14, 1952–63 (2013).



www.nature.com/scientificreports/

13Scientific RepoRts | 5:14334 | DOi: 10.1038/srep14334

50. Blacker, T. S. et al. Separating NADH and NADPH fluorescence in live cells and tissues using FLIM. Nat. Commun. 5, 3936 
(2014).

51. Mets, U. & Rigler, R. Submillisecond detection of single rhodamine molecules in water. J. Fluoresc. 4, 259–64 (1994).
52. Nie, S., Chiu, D. T. & Zare, R. N. Probing individual molecules with confocal fluorescence microscopy. Science 266, 1018–21 

(1994).
53. Tinnefeld, P., Buschmann, V., Herten, D.-P., Han, K.-T. & Sauer, M. Confocal Fluorescence Lifetime Imaging Microscopy (FLIM) 

at the Single Molecule Level. Single Mol. 1, 215–223 (2000).
54. Pires, L., Nogueira, M. S., Pratavieira, S., Moriyama, L. T. & Kurachi, C. Time-resolved fluorescence lifetime for cutaneous 

melanoma detection. Biomed. Opt. Express 5, 3080–9 (2014).
55. Dimitrow, E. et al. Spectral fluorescence lifetime detection and selective melanin imaging by multiphoton laser tomography for 

melanoma diagnosis. Exp. Dermatol. 18, 509–15 (2009).
56. Cairns, R. A., Harris, I. S. & Mak, T. W. Regulation of cancer cell metabolism. Nat. Rev. Cancer 11, 85–95 (2011).
57. Jahn, K. & Hille, C. Asante Calcium Green and Asante Calcium Red–novel calcium indicators for two-photon fluorescence 

lifetime imaging. PLoS One 9, e105334 (2014).
58. Wilms, C. D. & Eilers, J. Photo-physical properties of Ca2+ -indicator dyes suitable for two-photon fluorescence-lifetime 

recordings. J. Microsc. 225, 209–13 (2007).
59. Roder, P. & Hille, C. ANG-2 for quantitative Na(+ ) determination in living cells by time-resolved fluorescence microscopy. 

Photochem. Photobiol. Sci. 13, 1699–710 (2014).
60. Kaneko, H., Putzier, I., Frings, S., Kaupp, U. B. & Gensch, T. Chloride accumulation in mammalian olfactory sensory neurons. 

J. Neurosci. 24, 7931–8 (2004).
61. Hille, C. et al. Time-domain fluorescence lifetime imaging for intracellular pH sensing in living tissues. Anal. Bioanal. Chem. 

391, 1871–1879 (2008).
62. Kairdolf, B. A. et al. Semiconductor quantum dots for bioimaging and biodiagnostic applications. Annu. Rev. Anal. Chem. (Palo 

Alto. Calif). 6, 143–62 (2013).
63. Orte, A., Alvarez-Pez, J. M. & Ruedas-Rama, M. J. Fluorescence lifetime imaging microscopy for the detection of intracellular 

pH with quantum dot nanosensors. ACS Nano 7, 6387–95 (2013).
64. Tang, R., Lee, H. & Achilefu, S. Induction of pH sensitivity on the fluorescence lifetime of quantum dots by NIR fluorescent dyes. 

J. Am. Chem. Soc. 134, 4545–8 (2012).
65. Bouccara, S. et al. Time-gated cell imaging using long lifetime near-infrared-emitting quantum dots for autofluorescence 

rejection. J. Biomed. Opt. 19, 051208 (2014).
66. Hildebrandt, N., Wegner, K. D. & Algar, W. R. Luminescent terbium complexes: Superior Förster resonance energy transfer 

donors for flexible and sensitive multiplexed biosensing. Coord. Chem. Rev. 273-274, 125–138 (2014).
67. Selvin, P. R. & Hearst, J. E. Luminescence energy transfer using a terbium chelate: improvements on fluorescence energy transfer. 

Proc. Natl. Acad. Sci. USA 91, 10024–8 (1994).
68. Aita, K., Temma, T., Kuge, Y. & Saji, H. Development of a novel neodymium compound for in vivo fluorescence imaging. 

Luminescence 22, 455–61 (2007).
69. Wang, X. et al. Recent developments in lanthanide-based luminescent probes. Coord. Chem. Rev. 273-274, 201–212 (2014).
70. Warneck, P. & Williams, J. The Atmospheric Chemist’s Companion. (Springer Netherlands, 2012).
71. Sander, R. Compilation of Henry’s law constants, version 3.99. Atmos. Chem. Phys. Discuss. 14, 29615–30521 (2014).

Acknowledgements
We thank the Department of Animal Physiology (University of Potsdam) for supporting the cockroach 
rearing and Willi Bannwarth (University of Freiburg) for providing Kr341. This work was funded by the 
German Research Foundation DFG (1850/30001355), the Federal Ministry of Education and Research 
BMBF (03IPT517Y) and by the University of Potsdam (to K.J.). The publication of the paper was funded 
by the German Research Foundation DFG and the Open Access Publishing Fund of the University of 
Potsdam, which are gratefully acknowledged.

Author Contributions
K.J. and C.H. designed and performed the experiments, analysed the data and wrote the manuscript. 
V.B. was involved in the FLIM/PLIM setup optimization and general advice on data analysis. All authors 
commented on the manuscript.

Additional Information
Supplementary information accompanies this paper at http://www.nature.com/srep
Competing financial interests: There is a potential competing interest. V.B. is an employee of 
PicoQuant, the company that sells the MicroTime 200 microscopes. However, PicoQuant was 
not involved in the study design, data collection, data analysis, decision to publish or manuscript 
preparation. The specific role of V.B. is articulated in the ‘author contributions’ section. The authors 
K.J. and C.H. declare no competing financial interests.
How to cite this article: Jahn, K. et al. Simultaneous Fluorescence and Phosphorescence Lifetime 
Imaging Microscopy in Living Cells. Sci. Rep. 5, 14334; doi: 10.1038/srep14334 (2015).

This work is licensed under a Creative Commons Attribution 4.0 International License. The 
images or other third party material in this article are included in the article’s Creative Com-

mons license, unless indicated otherwise in the credit line; if the material is not included under the 
Creative Commons license, users will need to obtain permission from the license holder to reproduce 
the material. To view a copy of this license, visit http://creativecommons.org/licenses/by/4.0/

http://www.nature.com/srep
http://creativecommons.org/licenses/by/4.0/

	Simultaneous Fluorescence and Phosphorescence Lifetime Imaging Microscopy in Living Cells
	Results and Discussion
	Time-resolved luminescence recordings of O2. 
	Time-resolved luminescence recordings of FAD. 
	Simultaneous O2 and FAD recordings in cockroach salivary ducts. 

	Conclusions
	Methods
	Chemicals and solutions. 
	Absorption and luminescence spectra. 
	Tissue preparation. 
	FLIM and PLIM recordings. 
	Data analyses. 

	Acknowledgements
	Author Contributions
	Figure 1.  Steady-state absorption and fluorescence measurements of Kr341 in vitro.
	Figure 2.  Analysis of dopamine-induced [O2] changes in Kr341-treated salivary duct cells by PLIM recordings.
	Figure 3.  Improved temporal resolution of PLIM recordings of Kr341-treated salivary ducts.
	Figure 4.  Steady-state absorption and fluorescence measurements of FAD in vitro and autofluorescence images of salivary duct cells.
	Figure 5.  Analysis of dopamine-induced FAD changes in salivary duct cells by FLIM recordings.
	Figure 6.  Observation of dopamine-induced (DA) changes of O2 and FAD in cockroach salivary duct cells by simultaneous PLIM/FLIM recordings.
	Figure 7.  Effects of metabolic drugs on dopamine-induced (DA) changes of O2 and FAD in cockroach salivary duct cells by PLIM/FLIM recordings.
	Figure 8.  Experimental setup.



 
    
       
          application/pdf
          
             
                Simultaneous Fluorescence and Phosphorescence Lifetime Imaging Microscopy in Living Cells
            
         
          
             
                srep ,  (2015). doi:10.1038/srep14334
            
         
          
             
                Karolina Jahn
                Volker Buschmann
                Carsten Hille
            
         
          doi:10.1038/srep14334
          
             
                Nature Publishing Group
            
         
          
             
                © 2015 Nature Publishing Group
            
         
      
       
          
      
       
          © 2015 Macmillan Publishers Limited
          10.1038/srep14334
          2045-2322
          
          Nature Publishing Group
          
             
                permissions@nature.com
            
         
          
             
                http://dx.doi.org/10.1038/srep14334
            
         
      
       
          
          
          
             
                doi:10.1038/srep14334
            
         
          
             
                srep ,  (2015). doi:10.1038/srep14334
            
         
          
          
      
       
       
          True
      
   




