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Objective: The aim of this work was to assess the impact

of greyscale inversion on nodule detection on poster-

oanterior chest X-ray images. Previous work has attemp-

ted this, with no consensus opinion formed. We assessed

the value of “fast-flicking” between standard and inverted

display modes for nodule detection.

Methods: Six consultant radiologists (with 5–32 years’

reporting experience) completed an observer task under

the free-response paradigm. An anthropomorphic chest

phantom was loaded with 50 different configurations of

simulated nodules (1–4 nodules per case) measuring 5, 8,

10 and 12mm in spherical diameter; each configuration

represented a single case. In addition, 25 cases contained

no nodules. Images were displayed in three modes: (i)

standard, (ii) inverted and (iii) fast-flicking between

standard and inverted display modes. Each observer

completed the study in a different order of display

(i, ii, iii) using a calibrated 5-megapixel monitor. Nodules

were localized with mouse clicks and ratings assigned using

a 1–10 discrete slider-bar confidence scale. Rjafroc (Pitts-

burgh, PA) was used for data analysis; differences in nodule

detection performance were considered significant at 0.05.

Results: The observer-averaged weighted jackknife alter-

native free-response receiver-operating characteristic

figures of merit were 0.715 (standard), 0.684 (inverted)

and 0.717 (fast-flicking). Random-reader fixed-case anal-

ysis revealed no statistically significant difference be-

tween any treatment pair [F(2,8)5 1.22; p50.345].

Conclusion: No statistically significant difference in nodule

detection was found for the three display conditions.

Advances in knowledge: We have investigated the

impact of fast-flicking between standard and inverted

display modes for the detection of nodules. We found no

benefit.

INTRODUCTION
Chest X-ray (CXR) remains the most commonly per-
formed radiological investigation1,2 and it is frequently
used when there is a clinical suspicion of malignancy.
Despite the low cost, low radiation dose and good avail-
ability relative to other imaging modalities, the CXR is
limited by the inherent relative contrast attributes of lung
nodules; this is reflected by the error rate for detection—
20–50%.3 The interpretation errors that occur are typically
classified as search (detection), recognition or decision.4

Errors in CXR reporting have been attributed to errors in
decision rather than detection, where an eye-tracking study
has shown that while most nodules are fixated (detected), it
is a decision error that prevents them from being called
clinically significant.5 This is potentially detrimental to
patients and a cause for concern for radiologists, since the

majority of malpractice cases brought against radiologists
result from a failure to correctly identify lung cancer
on CXRs.6,7

Recent improvements in technology now give us the
chance to improve the detection of clinically significant
lung nodules. Digital imaging is now well established,
providing improved detective quantum efficiency and
better low-contrast detectability in comparison with film–

screen combinations.1,8 Edge enhancement is available with
digital imaging with advantages recognized in the neonatal
chest,9 but this has been associated with an increase in
quantum mottle and a “textured” appearance to the lung.10

Dual-energy imaging,11 image subtraction techniques12,13

and computer-aided detection14 have all been advocated to
improve nodule detection, but none of these techniques are
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available to all radiologists. Greyscale inversion is a universally
available image manipulation technique that is expected to hold
some advantages. It has been suggested that viewing the inverted
image (black on white, photographic positive) may provide
improved contrast perception, on the basis of the physiological
attributes of the human visual system (HVS).3

The value of the inverted image for nodule detection has been
investigated by several authors,3,15–17 but no consensus opinion
has been formed. We have anecdotal evidence from radiologists
that suggests that “fast-flicking” between standard and inverted
display modes may provide some advantages for nodule de-
tection. We suspect that this process of fast-flicking between the
two display modes may simulate movement in the image as
a whole and, in doing so, help draw attention to suspicious areas,
especially in the lung periphery. This is to some degree sup-
ported by the global-focal search model proposed by Kundel
et al18 and the function of the HVS. The peripheral visual field is
more sensitive to motion than the central, foveal zone and also
plays a role in attracting visual attention to candidate pertur-
bations during the global evaluation of an image. Kundel et al18

have proposed that radiologists adopt a visual strategy that
captures the gist of the image in minimal time (global phase)
and identifies suspicious areas to evaluate in greater detail in the
focal phase. However, they comment that this search strategy
may have limited the potential for nodule detection. If the at-
tention of a radiologist can be enhanced by a simulation of

movement (i.e. by fast-flicking) in the global phase, then it is
possible that search and nodule detection could be improved.

In this nodule detection study, we aimed to determine the im-
pact of greyscale inversion on performance by assessing the
precise localization of nodules in three distinct display modes:
standard display, inverted display and fast-flicking between
standard and inverted display.

METHODS AND MATERIALS
Ethical approval for this study was granted by the University of
Salford (HSCR13/27). At the time of the study, Governance
Arrangements for Research Ethics Committees (GAfREC) approval
was not required. Permission to conduct the study was granted by
the Director of Research and Innovation at Central Manchester
University Hospitals Foundation Trust. A full and comprehensive
study of contrast sensitivity19 has guided the underlying principles
adopted in this work. In the present study, we aimed to detect
differences in the nodule detection performance; if differences are
found, a follow-up evaluation should consider the impact on search.

Image acquisition
A digital flat-panel detector with a resolution of 30003 3000
pixels (pixel size 0.143mm) and an X-ray tube (1.5-mm Al
filtration, 1.2-mm focal spot size) (Varian Medical Systems, Palo
Alto, CA) was used to acquire posteroanterior (PA) images of an
anthropomorphic chest phantom (Lungman N1 Multipurpose

Figure 1. The positions of all nodules within the anthropomorphic chest phantom: nodules were distributed randomly throughout the

lung fields of the phantom.
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Chest Phantom; Kyoto Kagaku Company Ltd, Kyoto, Japan). All
images were acquired at a source/detector distance of 180 cm using
120-kV potential and automatic exposure control with the right
chamber of the automatic exposure control (AEC) selected. No grid
was used. The phantomwas loaded with spherical nodules of 5-, 8-,
10- and 12-mm diameter and of 100-Hounsfield units contrast.
50 different configurations of nodule positions were simulated
and each nodule size could appear only once in each case. Each
configuration of nodules represented a single case. Abnormal
cases contained 1–4 nodules; 26 cases contained 1 nodule, 15 cases
contained 2 nodules, 6 cases contained 3 nodules and 3 cases
contained 4 nodules. In total, there were 223 5-mm nodules,
213 8-mm nodules, 223 10-mm nodules and 213 12-mm
nodules. The average size was 8.76 2.6mm in diameter. 25 normal
cases contained no nodules. Figure 1 explains the distribution of
nodules on the basis of size. We distributed the nodules evenly
within the lung fields of the chest phantom. Previous studies have
used clinical images or clinically relevant positioning. Since we had
only four nodule types, there would have been an excessive repe-
tition of nodule positions/appearances if we had positioned them
predominantly in the outer third of the lower lobes, where lesions
are typically reported.20 A phantom simulation allows us to
compare the three display modes without the influence of case
variation while the conspicuity and true nodule positions are
tightly controlled. However, this is balanced against a consequent
restriction of the search challenge because of a case test set that is
more predictable than images of patients.

Image display
Images were displayed on a 23-inch 10-bit digital imaging and
communications in medicine-compliant monitor (Eizo Radi-
Force GS521 23-inch 10-bit digital imaging and communica-
tions in medicine-compliant monitor; Eizo Corporation, Japan)
(20483 2560 pixels, 5-megapixel resolution) using ROCView
(Bury St Edmunds, UK)21 for the collection of free-response
data (mark-rating pairs). The monitor was calibrated to the
greyscale display function standard using the UX1 Sensor (Eizo
Corporation, Hakui, Japan). A calibration check was performed
prior to all image evaluations. An image inversion function was
developed for ROCView to allow fast-flicking between normal
and inverted states. Observers were restricted from making any
further processing of the image.

Removing case variation (in a phantom study, the case is same
for every CXR, only the nodule positions are changing) re-
quired us to ensure that advancing from one case to the next
in the observer study did not allow the observers to see
a nodule “appearing” in the phantom where it had not pre-
viously been—i.e. when advancing from a normal case con-
taining no nodules to an abnormal case. To overcome this, we
introduced a blanking image between cases. We used a white
snow (noise) image (replicating the random dot pixel pattern
of an analogue television) for 2.5 s between each case. Testing
with one of the co-authors of this article revealed that this was
successful.

Table 1. The evaluation order of the six observers

Observer (years of experience) Evaluation 1 Evaluation 2 Evaluation 3

1 (12) Standard Inverted Fast-flicking

2 (30) Inverted Fast-flicking Standard

3 (7) Fast-flicking Standard Inverted

4 (32) Standard Fast-flicking Inverted

5 (14) Fast-flicking Inverted Standard

6 (5) Inverted Standard Fast-flicking

Images were displayed in a different randomized order for each of the 18 image evaluations.

Figure 2. Case 33 from the observer study in standard and inverted display modes containing three simulated nodules (arrows):

a 10-mm nodule is identified in the right lung field, a 5-mm nodule is identified behind the left clavicle and an 8-mm nodule is

identified in the left 6/7th anterior intercostal space.
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Observer performance study
Six consultant radiologists (with 166 11 years’ reporting expe-
rience, range 7–32 years), who routinely use greyscale inversion
when reporting, completed the observer performance study. All
observers had significant and current experience in a wide range
of radiological procedures, including CXR reporting. In addition,
Observers 2 and 4 have greater expertise in head and neck imaging
and nuclear medicine, respectively. Each observer completed three
image evaluations: (i) standard display, (ii) inverted display and
(iii) fast-flicking between standard and inverted display. The study
was completed in a different order by each observer (Table 1).
Image evaluations lasted approximately 75min, breaks were per-
mitted and no time restriction was enforced. All observers received
training to introduce them to the normal appearance of the
phantom (containing no nodules) and several different nodule
appearances in normal and inverted states. The training images
were not used in the final study. We did not expect case memory
to have an impact, since the case remained the same and only the
nodule positions changed. However, we did enforce a minimum
2-week gap between evaluations.

Observers were informed that there were 25 normal cases and
50 abnormal cases, where the abnormal cases could contain
1–4 nodules (Figure 2). Each abnormal case contained a different
configuration of nodules. The free-response receiver-operating
characteristic method was used to collect mark-rating pairs.
Localizations were made using mouse clicks; this would then
prompt a slider-bar confidence scale (1–10) to appear. An accep-
tance radius was used to classify localizations as lesion localization
or non-lesion localization. The acceptance radius was determined
by the largest nodules, as per current recommendations in using
this methodology.22 To establish the correct acceptance radius,
nodule diameter was measured in ImageJ (Bethesda, MD).23

Owing to magnification, the measured nodule sizes were slightly
larger than the manufacturer specification. Table 2 describes the
mean nodule diameter for all nodule sizes, where the size in
millimetres was calculated from the size in pixels when the pixel
size was known to be 0.143mm. Since the average diameter of
the largest nodule was close to 100 pixels, we set the acceptance
radius at 50 pixels.

Statistical analysis
Observer data were analyzed using the weighted jackknife
alternative free-response receiver-operating characteristic
(wJAFROC) figure of merit (FOM). The wJAFROC FOM
defines the weighted empirical probability that a lesion is rated
higher than any mark made on a normal case (no lesion).24

An R25 (statistical programming language) implementation of
jackknife alternative free-response receiver-operating character-
istic analysis was used for the random-reader fixed-case analysis.
This is available at (https://cran.r-project.org/web/packages/
RJafroc/index.html). We analyzed three different display modes:
(i) standard display, (ii) inverted display and (iii) fast-flicking
between standard and inverted display. For a statistically sig-
nificant difference in nodule detection to be declared significant,
the p-value of the overall F-test should be ,0.05 and the 95%
confidence interval (CI) of individual treatment (display mode)
pairs should not include 0. Test alpha was set at 0.05 to control
the probability of Type I error.

RESULTS
The image display mode had no significant impact on nodule
detection in this study (F(2,10)5 2.34; p5 0.146). The
wJAFROC FOMs for all display methods are summarized in
Table 3 and Figure 3. Table 4 lists the p-values and FOM dif-
ferences including the 95% CI for each display mode pair; since
the result of the overall F-test is not significant and the 95% CI
of each pair includes 0, the difference between each pair is not
significant. The observer-averaged empirical weighted alter-
native free-response receiver-operating characteristic curves are
presented in Figure 4. We also looked at the impact of evalu-
ation order on the FOM. Each observer completed the study in
a different display mode order. 5/6 observers achieved his/her
highest FOM in his/her third (final) image evaluation; no such
trend was observed in the first and second evaluations. The
observer-averaged FOM for the first, second and third evalu-
ation was 0.690, 0.675 and 0.725, respectively. The three most
experienced observers achieved the highest FOM using fast-
flicking; for Observers 1 and 6, this was his/her final image
evaluation and for Observer 4, this was his/her second image
evaluation.

Table 2. The measured diameter of all nodules

Nodule size (mm) 5 8 10 12

Mean diameter (pixels) 37.36 2.9 58.46 2.2 76.96 4.5 93.96 3.9

Mean diameter (mm) 5.3 8.4 11.0 13.4

The mean of the largest nodule (12mm) was used to set the acceptance radius.

Table 3. The observer-averaged weighted jackknife alternative free-response receiver-operating characteristic (wJAFROC) figure
of merit (FOM) and 95% confidence interval (CI) for all image display modes

Display mode wJAFROC FOM (95% CI) Sensitivity Specificity

Standard 0.710 (0.694, 0.726) 71% 84%

Inverted 0.672 (0.621, 0.723) 75% 74%

Fast-flicking 0.709 (0.657, 0.761) 69% 90%

Sensitivity and specificity were calculated using the sensitivity (HrSe) and specificity (HrSp) FOMs in Rjafroc (Pittsburgh, PA).
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DISCUSSION
This phantom study has assessed nodule detection on PA CXR
images in three display modes: standard display, inverted display
and fast-flicking between standard and inverted display. We were
unable to detect a significant difference in nodule detection
performance on the basis of display mode. This finding is of
interest, given that we removed the influence of case variability
by using a phantom and we employed a robust method to assess
the precise localization of nodules.

Previous work in this area has not formed a consensus opinion.
Our work supports the findings of Lungren et al3 and De Boo
et al,15 who find no advantage in nodule detection with inverted
display. As in the present study, both of these studies used a loca-
tion-sensitive analysis method. This makes an interesting compar-
ison with the work of Kirchner et al17 and Robinson et al,16 who

both suggested an advantage of using greyscale inversion for nodule
detection. They both used the receiver-operating characteristic
paradigm, thus not accounting for the precise location of the
nodules. Robinson et al16 also used a small number of clinical cases
(n5 30) and it is possible that case memory could have influenced
the outcome, although they do not provide information on the
order in which the images were evaluated.

We consider our work to have some methodological advantages
over previous work. The result of our study is at odds with those
who do not use a location-sensitive method of analysis and while
Lungren et al3 used the region-of-interest receiver-operating
characteristic paradigm, this is a regional analysis and still does
not account for precise localization and is associated with
a limited number of ratings per case. De Boo et al15 used the
free-response receiver-operating characteristic method and
jackknife alternative free-response receiver-operating character-
istic analysis, but a manual (written) data collection method is
suboptimal. All previous work used patient images with either
real nodules15,17 or nodules that were digitally superimposed.3,16

The method to assess the impact of greyscale inversion has also
been variable; standard display has always been compared with
inversion, as isolated modalities,16,17 isolated modalities with
a third mode giving a choice between standard and inverted
display3 and with inversion as an adjunct to standard display.15

We used a phantom in our study and this presents challenges
and provides advantages in equal measure. While we maintain
a tightly controlled study, an unchanging background can cause
a phenomenon where a nodule appears to “pop out”. The global-
focal model18 implies that nodule “pop out” is a routine feature
of radiological expertise, occurring as a perturbation from the
cognitive template of a normal image, thus accounting for the
fast identification of a nodule before the search phase has been
completed. Clinical studies have confirmed this, where radiol-
ogists have been found to perform well in lesion detection when
viewing a CXR for only 200ms26 and experienced readers were
able to recognize most true lesions in mammography before the
search phase had been completed.27 As such, “pop out” is not
exclusive to phantom studies, but the effect can be amplified when
the background is always the same and this was the motivation for
using a white snow (noise) image between images, to limit the
influence of this effect in the observer study. However, human
observers are not efficient in signal known statistically tasks, since
they are influenced by inherent location uncertainty.28

The present study used fast-flicking between standard and
inverted display modes as an additional and novel method in the

Figure 3. The weighted jackknife alternative free-response

receiver-operating characteristic (wJAFROC) figure of merit

(FOM) and 95% confidence interval (CI) for each display mode.

FF, fast-flicking; Inv, inverted display; Std, standard display.

Table 4. The weighted jackknife alternative free-response receiver-operating characteristic (wJAFROC) figure of merit (FOM)
differences and 95% confidence interval (CI) and p-value for all display mode pairs

Display mode pair wJAFROC FOM difference (95% CI) p-value

Standard vs inverted 0.038 (20.007, 0.083) 0.086

Standard vs fast-flicking 0.001 (20.044, 0.046) 0.955

Inverted vs fast-flicking 20.037 (20.082, 0.008) 0.095

FOM differences can be declared significant only if the 95% CI does not include 0 and the overall F-test is significant.
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assessment of simulated lung nodule detection. Despite not
finding a statistical advantage, it is valuable to explain the mo-
tivation for testing this strategy.

Fast-flicking between display modes was hypothesized to
simulate motion and thus draw attention to a nodule. The
peripheral visual field is more sensitive to the detection of
motion than the central, foveal vision. It is a contributing
factor in attracting visual attention to the peripheral field
during the initial global view of a visual scene for finding,
localizing and orientating candidate objects of interest. When
such a stimulus occurs, the gaze is more likely to be directed
towards it if movement enhances the scale of the stimulus.29

The retinal rod cells are more sensitive to motion than cones
and are distributed towards the periphery; so, simulation of
motion by fast-flicking may capture peripheral attention dur-
ing the global interpretation of the image. Saccadic eye
movements are a continuous phenomenon of the HVS that
quickly redirect our eyes to targets such that visual acuity is
maximized by the fovea;30 these movements can be reflexive
and we proposed that continuous microsaccades may be re-
sponsive to the stimulus of the changing display mode to give
the illusion of motion. Eye movements tend not to be random
and observers tend to move his/her eyes towards regions that
are of interest to the current task;31 for the interpretation of
CXR images, the observer should identify regions in which
a tumour may be hiding.32 The present study failed to dem-
onstrate any increased performance in nodule detection but
was intended as a test of effect on performance of flicking in an
observer study because of its de facto use in practice. It should
be noted that all of our observers were experienced in CXR
reporting, and all routinely used greyscale inversion. It is
possible that expertise is an influential factor, but more work is
required to determine whether radiologists are immune to this
type of manipulation. Our follow-up study using eye-tracking
and other methods of induced motion will test the effects of
change detection on search in a patient-based radiology task
with a variety of different lesion types.

There appears to be a growing body of evidence to suggest that
greyscale inversion does not improve nodule detection in the
thorax. Familiarity with the standard display mode may be an
overriding factor.

CONCLUSION
We were unable to detect a statistically significant advantage of
greyscale inversion or fast-flicking over standard display for the
detection of simulated nodules in a chest phantom.
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