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A B S T R A C T

Introduction: Severe fever with thrombocytopenia syndrome virus (SFTSV) is a newly

emerged virus that poses a great threat to human health because of high fatality rate.

Methods: To develop sensitive and specific sero-diagnostic systems for SFTSV infec-

tions, monoclonal antibodies (MAbs) against recombinant SFTSV nucleocapsid

(rSFTSV-N) protein were developed by immunizing BALB/C mice with rSFTSV-N protein

and fusing the spleen cells with SP2/0 myeloma cells. Three hybridoma cell lines

secreting MAbs against rSFTSV-N were obtained. MAb based IgG sandwich enzyme

linked immunosorbent assay (ELISA) and IgM capture ELISA systems were established

by using the newly developed MAbs. One hundred fifteen clinical suspected SFTS

patients serum samples were used to evaluate the newly established systems by com-

paring with the total antibody detecting sandwich ELISA system and indirect ELISA

systems.

Results: The MAbs based sandwich IgG ELISA was perfectly matched with that of the total

antibody sandwich ELISA and the indirect IgG ELISA. IgM capture ELISA results perfectly

matched with that of the total antibody sandwich ELISA while detecting eight additional

positive samples missed by the indirect IgM ELISA.
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Conclusions: The MAbs against rSFTSV-N protein offer new tools for SFTSV studies and our

newly developed MAb-based IgG and IgM capture ELISA systems would offer safe and use-

ful tools for diagnosis of SFTS virus infections and epidemiological investigations.

� 2022 Sociedade Brasileira de Infectologia. Published by Elsevier España, S.L.U. This is an

open access article under the CC BY-NC-ND license

(http://creativecommons.org/licenses/by-nc-nd/4.0/)
Introduction

Severe fever thrombocytopenia syndrome (SFTS) is an emerg-
ing, tick-borne infectious disease caused by SFTS virus, char-
acterized by high fever, leukopenia, thrombocytopenia, and
multiple organ dysfunctions, including the lung, liver, kidney
and so forth.1-3 SFTSV is recognized as Phlebovirus genus in
the Bunyaviridae family, with a mortality rate as high as 30%
at early epidemic period.3,4 Since the first report of SFTS in
China, the incidence of SFTS has expanded to at least 15 prov-
inces in China. Other Asian countries such as South Korea,
Japan and Vietnam have also identified this disease one after
another, indicating that the epidemic area is extending.5-7

Therefore, due to the worldwide spread of SFTSV, high mor-
tality rate, and the human communicable nature of the virus,
the World Health Organization (WHO) has listed the SFTS
virus as one of the most in need of attention pathogens.8

Nonetheless, to date, there are no available effective antiviral
drugs or vaccines against SFTSV, and more diagnostic tools
for detecting SFTSV are needed.9

Using clinical manifestations to diagnose SFTS is non-spe-
cific, since SFTS is difficult to distinguish from many other
diseases with similar clinical features.6 Although virus isola-
tion from blood of viremic patients is a reliable method to
diagnose SFTSV infection, it is time-consuming and requires
high security biocontainment facilities.10,11 There are several
methods to detect SFTSV genome. Reverse transcription poly-
merase chain reaction (RT-PCR),11-13 quantitative real-time
RT-PCR,11,14,15 and reverse transcription loop-mediated iso-
thermal amplification assay (RT-LAMP)16-18 have been used
for detecting the SFTSV genome. Studies have shown that
these methods are only suitable for acute onset period of 1-
6 days.1,10,19 Hence, additional methods for the diagnosis of
SFTSV are essential.

SFTSV is a single-stranded, negative RNA virus with three
segments, designated L, M, and S.20 The L segment encodes
the RNA-dependent RNA polymerase (RaRp); the M segment
encodes the glycoprotein precursor (GCP), including Gc and
Gn glycoprotein; and the S segment encodes nucleocapsid
protein (NP) and nonstructural protein (NSs) via using ambi-
sense coding.21,22 NP is highly conserved and immunogenic in
Bunyaviridae family. NP has been shown to play an important
role in viral replication, transcription, and packaging of geno-
mic RNA into ribonucleoprotein.23,24 Our previous study dem-
onstrated that recombinant SFTSV nucleocapsid (rSFTSV-N)
protein based indirect ELISA assay systems has been estab-
lished to detect specific human IgG and IgM antibodies,
respectively. However, rSFTSV-N protein based indirect IgM
ELISAmissed to detect several patients.25

In the present study, three monoclonal antibodies (MAbs:
5G12, 4A10, 1C3) against rSFTSV-N protein were successfully
developed, and the MAb based IgG sandwich ELISA and IgM
capture ELISA system were established. Serum samples, col-
lected from clinically-suspected SFTS patients, were used to
evaluate the newly established systems and results were
compared with the total antibody detecting sandwich ELISA
system and the indirect ELISA systems.
Materials andmethods

Serum samples

To evaluate the MAb based IgG sandwich ELISA and IgM cap-
ture ELISA system, 115 serum samples were collected from
patients who recovered from suspected SFTS disease in
Henan Province, China. The diagnostic criteria for suspected
cases were as follows: relevant epidemiological history (i.e.,
working, living or traveling in the hilly, forest or mountain
during SFTS epidemic season or being bitten by ticks within
two weeks before disease onset), fever and other clinical man-
ifestations with reduced peripheral blood platelet counts and
leukopenia, following “Guideline for the prevention and treat-
ment of fever with thrombocytopenia syndrome (2010
version)”.26
BALB/C mice immunization

The rSFTSV-N protein expressed and purified as previously
reported25 was emulsified with equal volumes of Freund’s
complete adjuvant (MP Biochemicals, CA, USA) and injected
intraperitoneally into three 6-week old female BALB/c mice
(Chongqing Tengxin Bill Experimental Animal Sales Co., LTD
Chongqing, China), at a dose of 100 mg per injection. On day
14, all mice were boosted with rSFTSV-N protein in equal vol-
umes of Freund’s incomplete adjuvant (MP Biochemicals, CA,
USA). Ten days after the second immunizations, blood
samples were collected for antibody titer measurement via
indirect ELISA. On day 28, 29, 30, mice were injected intraperi-
toneally with 100 mg/day rSFTSV-N protein for three times.
On day 31, blood samples were collected and the spleen was
taken out for cell fusion.
Preparation of monoclonal antibodies against rSFTSV-N
protein

After immunization, the spleen cells were collected for cell
fusion with SP2/0 myeloma cells (from the previous experi-
ment)27 using polyethylene glycol (PEG 1500, Roche, Indiana,
USA). The hybridoma cells were grown in a selective medium
of hypoxanthine aminopterin - thymidine (HAT) (Gibco, NY,
USA) for 10 days and then screened by indirect ELISA to select
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cells producing antibody against rSFTSV-N protein. The posi-
tive clones were diluted to establish single stable clones by
limited dilution. In short, hybridoma cell suspension was
diluted in growth medium (RPMI 1640, Gibco, NY, USA) sup-
plemented with 10% fetal bovine serum (FBS) and inoculated
to 96-well microplates with approximately 1 cell/well for
10 days before performing indirect ELISA to select clones
secreting the desired antibody. Subsequently, the positive
clones were transferred to culture flasks and propagated in
growth media. At last, large-scale production of MAbs were
done by propagating positive clones in Hybridoma-SFM
medium (Gibco, NY, USA) and injected hybridoma cells intra-
peritoneally into mouse to produce aseptic fluid. MAb HiTrap
protein G chromatograph kit (GE Healthcare, Uppsala, Swe-
den) was applied to purify MAbs.

Screening of MAbs by ELISA

The presence of antibodies in the supernatant of hybridoma
cells culture media was assessed by ELISA according our pre-
viously published protocols27 with the following modification.
The 96-well plates were processed as follows: coating of
50 ng/well rSFTSV-N protein at 4°C overnight, then blocking
using PBS-T with 5% nonfat milk, at room temperature for 1h
followed by adding hybridoma culture supernatant or adding
pre-immunization and post-immunization mice serum sam-
ples for negative and positive controls, respectively, at 37°C
for 1h; followed by the detection of bound IgG with horserad-
ish-peroxidase-conjugated (HRP) goat anti-mouse IgG (Ameri-
can Qualex, San Clemente, CA) diluted 1:10,000 at 37°C for 1h.
Then H2O2-ABTS [2,2’ azinobis (3-ethylbenzthiazolinesulfonic
acid)] substrate was added and optical density (OD) value was
recorded. All clones with OD value twice or higher than that
of the negative control were considered positive.

Immunofluorescence analysis

Indirect immunofluorescence test was applied to determine
the reactivity of MAbs with SFTSV, SFTSV-infected Vero-E6
(from the previous experiment)27 were collected and centri-
fuged at 600 x g for five minutes, and then, the cell pellet was
washed three times with PBS and spotted onto the Teflon-
coated 8-multi-well glass slide (MP Biochemicals, CA, USA).
After the slide was air dried, cells were fixed in cold acetone
at 4°C for 10 min. After blocking with BlockAce for 30 min at
room temperature, the cells were incubated with 15 ml culture
media of the hybridoma cells in a wet chamber at 37°C for 1 h.
Then, the slides were washed and air-dried once more, fol-
lowed by detection using 15 ml of fluorescein isothiocyanate
(FITC) conjugated goat anti-mouse IgG (Bethyl Laboratories
Inc. Montgomery, USA) at a dilution of 1:50 to every test well
and reacting in dark at 37°C for 1h. Finally, the slides were
washed and sealed with mounting medium for fluorescence
(VectorLaboratories, Inc.). The images were acquired using an
OLYMPUS IX73 immunofluorescence microscope.

Western blotting

Western blot analysis was performed as described before.25

Briefly, protein molecular weight marker (PageRulerTM
Prestained Protein Ladder, Thermo Scientific, Denmark) and
the purified rSFTSV-N protein were separated in a 15% poly-
acrylamide gel. The separated proteins were transferred onto
a polyvinylidene fluoride (PVDF) microporous membrane
(Immobilon, Millipore, USA). The membrane was first blocked
and then incubated at 4°C overnight or 37°C for 1 hour with
the supernatant of hybridoma cells, followed by a secondary
antibody of goat anti-mouse IgG (American Qualex, Califonia,
USA, 1:1000 dilution). Protein bands were visualized using
Metal Enhanced dimethyl aminobenzidine (DAB) Substrate
Kits (Solarbio, China).
Detection of MAbs isotypes

The MAb isotype was determined by the SBA Clonotyping
System-HRP kit according to the manufacturer’s instructions
(Southern Biotech, USA).
ELISA procedures for human serum

To evaluate MAbs for diagnosis of SFTSV infection, we estab-
lished MAb-based IgG sandwich ELISA and IgM capture ELISA
system for human sera. These ELISA systems that have com-
mon procedures are described here and the procedures spe-
cific for each assay will be described under each assay.

Ninety-six well Nunc immunoplates (Thermo Scientific,
Denmark) were used with a sample volume of 100 mL/ well.
The coating buffer was 0.01M PBS, pH 7.4, and the plate coat-
ing was done at 4°C overnight. After exposure to a specific
reagent at each step of the system, except at the last step as
described below, plates were washed three times with wash
buffer (0.01 M PBS with 0.1% (vol/vol) Tween 20 (PBS-T)). PBS-T
with 5% nonfat milk (Difco, Detroit, USA) was used to dilute
all serum samples and reagents. In addition to substrate, all
incubations were done at 37°C for 1 h. Besides, plates with 100
mL/well H2O2-ABTS substrate (Kirkegaatrd & Perry, Gaithers-
burg, MD) were incubated at 37°C for 30 min. A spectropho-
tometer was used to read the plates and record the OD values
at 410 nm.
MAb-based IgG sandwich ELISA

In the MAb-based IgG sandwich ELISA, 96-well plates were
processed as follows: coating of 50 ng/well of MAb overnight
before blocking using PBS-T with 5% nonfat milk for 1h, fol-
lowed by 50 ng/well rSFTSV-N protein, then human serum
samples diluted at 1:1,000 in 5% nonfat milk in PBS-T were
added, afterwards detection of bound IgG with HRP-goat anti-
human IgG (American Qualex, Califonia, USA) diluted at
1:30,000, which wasmade visible after adding H2O2-ABTS sub-
strate. OD values measured at 410 nm using a microplate
spectrophotometer. Each serum specimen was tested twice
and the average OD value was calculated. Each test used posi-
tive and negative control serum samples. The mean OD value
of a sample more than twice the mean OD of the negative
control serumwas considered positive.



Fig. 1 –Preparation of monoclonal antibodies against
rSFTSV-N protein. (A) BALB/C mice immune schedule. (B)
Immunofluorescence analysis to verify the specificity of
MAbs. SFTSV infected andmock Vero-E6 cells reacted with
three MAbs and then detected by FITC labeled anti-mouse
IgG and observed under an immunofluorescence micro-
scope.
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MAb-based IgM capture ELISA

The MAb-based IgM capture ELISA followed the steps below.
Firstly, for each serum sample to be tested, four wells were
coated with 1:500 dilution of anti-human IgM (Cappel, MP Bio-
chemicals) before blocking using PBS-T with 5% nonfat milk
for 1h. Secondly, 1:400 diluted human serum was added to
the four wells. Afterwards two wells were added with 50 ng of
rSFTSV-N protein (positive antigen) and other two wells were
added with 50 ng of nonreactive protein (negative antigen).
And then, 100 mL/well of purified MAb diluted at 1:10,000 was
added to all four wells, after which a 1:10,000 diluted peroxi-
dase conjugated anti-mouse IgG (American Qualex, Califonia,
USA) was then added. Finally, the remaining steps for color
development were the same as above.

Total antibody ELISA and indirect IgG, IgM ELISA

Detection of total antibody against SFTSV28 was done using a
commercial ELISA kit (Xinlianxin Biomedical Technology CO.,
LTD, Wuxi, Jiangsu, China) following the manufacturer’s
instructions. The kit is a double-antigen sandwich enzyme-
linked immunosorbent assay that detects total antibodies.
This commercial kit has a sensitivity of 100% and specificity
of 99.57% compared with virus neutralization testing.28 Indi-
rect IgG and IgM ELISA were performed as previously
described.25
Result

Preparation of monoclonal antibodies against rSFTSV-N
protein

BALB/c mice were immunized with rSFTSV-N protein five
times with an immunization regimen as shown in Figure 1A.
After subcloning and multiple rounds of indirect ELISA
screening, three positive hybridoma clones producing MAbs
against rSFTSV-N protein (designated as 5G12, 4A10, 1C3)
were obtained.
Fig. 2 –Western blot ananysis and isotype detection of MAbs. (A)
MAb 4A10; b: MAb 1C3; c: MAb 5G12. Lane 1: protein marker; lane
three MAbs. The subclasses of the 3 MAbs were determined to be
Indirect immunofluorescence test showed strong fluores-
cence in Vero-E6 cells infected with SFTSV; no fluorescence
was observed in mock Vero-E6 cells (Fig. 1B). Western blot
assay showed that these three MAbs all reacted with rSFTSV-
N protein (Fig. 2A). The classes of three MAbs were deter-
mined to be IgG2b and k chain (Fig. 2B). These results con-
firmed that the three hybridoma cells secreted MAbs specific
for SFTSTV.

Evaluation of MAb-based IgG sandwich ELISA

To evaluate the possibility of using the newly developed
MAbs for diagnosis, MAb-based IgG sandwich ELISA for
Western-blot analysis of MAbs against rSFTSV-N protein. a:
2: purified rSFTSV-N protein. (B) The antibody subclasses of
IgG2b and k chain using a mouse MAb isotyping kit.



Table 3 – Comparation of MAb-based IgM capture ELISA
with total antibody sandwich ELISA.

Total antibody
sandwich ELISA

MAb-based IgM capture ELISA Total

Positive Negative

Positive 85 0 85
Negative 0 30 30
Total 85 30 115
Concordancea: 100%

a (No. of samples positive by both methods + No. of samples negative by
both methods)/total number of samples £ 100.

Table 1 – Comparation of MAb-based IgG sandwich ELISA
with total antibody sandwich ELISA.

Total antibody
sandwich ELISA

MAb-based IgG sandwich ELISA Total

Positive Negative

Positive 85 0 85
Negative 0 30 30
Total 85 30 115
Concordancea: 100%

a (No. of samples positive by both methods + No. of samples negative by
both methods)/total number of samples £ 100.
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human serum was established. Among the 115 human serum
samples from SFTS suspected patients, 85 samples were IgG
positive and 30 were IgG negative by the IgG sandwich ELISA
system, and the three MAbs showed nearly uniform reactiv-
ity. These results perfectly matched the total antibody sand-
wich ELISA and the rSFTSV-N protein based indirect IgG
ELISA results with a 100% concordance to these two ELISA
systems (Tables 1 and 2).
Evaluation of MAb based IgM capture ELISA

IgM capture ELISA for human serum was established using
the MAb as detecting antibody. Among the 115 human serum
samples from SFTS-suspected patients, 85 samples were IgM
positive and 30 were IgM negative by the IgM capture ELISA
system which perfectly matched the total antibody sandwich
ELISA results with a 100% concordance with the total anti-
body sandwich ELISA system (Table 3), and similarly, the
three MAbs showed nearly uniform reactivity in this method.

Compared with the rSFTSV-N protein based indirect IgM
ELISA, among the 85 positive samples detected by IgM capture
ELISA, indirect IgM ELISA detected 77 positive, missing eight
positive samples. The concordance of the two methods was
93.04% (Table 4).
Discussion

Severe fever with thrombocytopenia syndrome is an acute
viral infection mainly transmitted through tick bites, and per-
son-to-person transmission has been reported.29 SFTSV has
generated great concern as SFTS cases and related deaths are
on the rise with high fatality rates ranging from 16.4% to
Table 2 – Comparation of MAb-based IgG sandwich ELISA
with rSFTSV-N protein based indirect IgG ELISA.

MAb-based IgG
sandwich ELISA

rSFTSV-N-IgG indirect ELISA Total

Positive Negative

Positive 85 0 85
Negative 0 30 30
Total 85 30 115
Concordancea: 100%

a (No. of samples positive by both methods + No. of samples negative by
both methods)/total number of samples £ 100.
30%.30 For the diagnosis of SFTS, clinical manifestations of
SFTS are non-specific, and as the direct evidence of SFTS
infection, virus isolation from SFTSV-infected patients is
time-consuming and requires highly safe biological protec-
tion facilities.11,19 Therefore, safe methods with high sensitiv-
ity and specificity for the diagnosis of SFTSV are
indispensable.

Due to high immunogenicity and abundance of NP in viral
particles and infected cells, the recombinant NP is appropri-
ate for using as a diagnostic antigen.10,23,25 Because of the
high purity and strong specificity, monoclonal antibodies can
improve the sensitivity and specificity of various serological
methods for detecting antigens.27,31,32 MAbs against rSFTSV-
NP for the diagnosis of SFTS have been documented for anti-
gen detection and bovine serum antibody detection,33-35 but
there is no report for application in detecting human antibod-
ies. Detecting IgG or IgM antibodies in sera is a well-known
method for confirming infections, and studies have shown
that IgM antibody detection is suitable for the early diagnosis
of infection.12,36,37

Using the immunization schedule shown in Figure 1A, we
used purified rSFTSV-N protein to immunize mice, and
extracted the spleen cells for cell fusion with SP2/0 to prepare
hybridoma cell lines secreting anti-rSFTSV-N protein MAbs.
Three hybridoma cell lines secreting MAbs, named 5G12,
4A10, 1C3, with strong and specific reactivity to SFTSV were
obtained. The MAbs reacted with the rSFTSV-N protein in
indirect ELISA, immunofluorescence assay (Fig. 1B) and West-
ern blot (Fig. 2A). These MAbs against SFTSV offer useful tools
for the study of SFTSV.

MAb-based IgG sandwich ELISA and IgM capture ELISA to
detect human serum antibodies against SFTSV were estab-
lished and compared with the commercial total antibody
detecting sandwich ELISA system, indirect IgG and indirect
Table 4 – Comparation of MAb-based IgG sandwich ELISA
with rSFTSV-N protein based indirect IgM ELISA.

MAb-based IgM
capture ELISA

rSFTSV-N-IgM indirect ELISA Total

Positive Negative

Positive 77 8 85
Negative 0 30 30
Total 77 38 115
Concordancea: 93.04%

a (No. of samples positive by both methods + No. of samples negative by
both methods)/total number of samples £ 100.
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IgM systems, respectively. Previous study has shown that the
sensitivity of this commercial kit is 100% and the specificity is
99.57%.28 Serum samples of 115 suspected SFTSV patients
were evaluated, and the concordance rates of MAb-based IgG
sandwich ELISA or IgM capture ELISA with a total antibody
detection sandwich ELISA and the indirect IgG ELISA were all
100%, indicating that the newly developed MAb based ELISA
systems are useful methods for detecting SFTSV antibodies
(Tables 1, 2 and 3).

The IgM capture ELISA detected eight additional positive
samples missed by the indirect IgM ELISA, probably because
the IgM capture ELISA eliminated the competed binding of
IgG to antigen with the IgM.25,38-40 We have successfully
developed two in-house MAbs-based ELISA systems, which
do not require high-level microbiological safety facilities to
prepare and use virus hence safe methods. The new systems
detect IgG or IgM antibody separately, thereby they can distin-
guish previous from recent infection, thus provide more use-
ful tools for SFTSV-infection diagnosis and epidemiological
investigations.

There are several limitations of the current study. First, the
major limitation of the study is the lack of tests like PCR test
for confirmation of suspected patients. Second, because of
the small amount of remaining serum, neutralization testing
was not done. Third, the newly developed MAb-based IgG
sandwich ELISA and IgM capture ELISA need to be evaluated
with increased number of serum samples from different pla-
ces.
Conclusion

MAbs against rSFTSV-N protein were successfully developed
and used in MAb-based IgG sandwich ELISA and IgM capture
ELISA systems for human serum. The two systems are safe,
convenient, and affordable for the diagnosis of SFTS.
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