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BACkGROUND: Pneumocystis jirovecii (PJ), a pathogenic fungus, 
causes severe interstitial Pneumocystis pneumonia (PCP) among 
immunocompromised patients. A laboratory-developed real-time 
polyermase chain reaction (PCR) assay was validated for PJ detection 
to improve diagnosis of PCP. 
METHODS: Forty stored bronchoalveolar lavage (BAL) samples 
(20 known PJ positive [PJ+] and 20 known PJ negative [PJ–]) were 
initially tested using the molecular assay. Ninety-two sequentially col-
lected BAL samples were then analyzed using an immunofluorescence 
assay (IFA) and secondarily tested using the PJ real-time PCR assay. 
Discrepant results were resolved by retesting BAL samples using 
another real-time PCR assay with a different target. PJ real-time PCR 
assay performance was compared with the existing gold standard 
(ie, IFA) and a modified gold standard, in which a true positive was 
defined as a sample that tested positive in two of three methods in a 
patient suspected to have PCP. 
RESULTS: Ninety of 132 (68%) BAL fluid samples were collected 
from immunocompromised patients. Thirteen of 92 (14%) BALs col-
lected were PJ+ when tested using IFA. A total of 40 BAL samples 
were PJ+ in the present study including: all IFA positive samples 
(n=13); all referred PJ+ BAL samples (n=20); and seven additional 
BAL samples that were IFA negative, but positive using the modified 
gold standard. Compared with IFA, the PJ real-time PCR had sensitiv-
ity, specificity, and positive and negative predictive values of 100%, 
91%, 65% and 100%, respectively. Compared with the modified gold 
standard, PJ real-time PCR had a sensitivity, specificity, and positive 
and negative predictive values of 100%. 
CONCLUSION: PJ real-time PCR improved detection of PJ in immu-
nocompromised patients.
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Mise au point et validation d’un test de réaction en 
chaîne par polymérase en temps réel du 
Pneumocystis jirovecii pour diagnostiquer une 
pneumonie à Pneumocystis

HISTORIQUE : Le Pneumocystis jirovecii (PJ), un champignon patho-
gène, provoque une grave pneumonie à Pneumocystis interstitielle 
(PPC) chez les patients immunodéprimés. Les chercheurs ont validé 
un test de réaction en chaîne par polymérase (PCR) en temps réel pour 
détecter le PJ et ainsi améliorer le diagnostic de PPC.
MÉTHODOLOGIE : Les chercheurs ont d’abord vérifié 40 prélève-
ments de liquide bronchoalvéolaire (LBA) entreposés (20 cas positifs 
connus au PJ [PJ+] et 20 cas négatifs connus au PJ [PJ–]) au moyen du 
test moléculaire. Ils ont ensuite analysé 92 prélèvements séquentiels de 
LBA au moyen d’un test par immunofluorescence (IFA), puis d’un test 
de PCR en temps réel du PJ. Ils ont résolu les résultats divergents au 
moyen d’un nouveau test par PCR en temps réel des prélèvements de 
LBA axée sur une autre cible. Ils ont comparé le résultat du test de 
PCR en temps réel du PJ à la référence absolue (l’IFA) et à une 
référence modifiée, dans laquelle un véritable cas positif désignait un 
prélèvement positif par deux méthodes sur trois chez un patient atteint 
d’une PPC présumée.
RÉSULTATS : Quatre-vingt-dix prélèvements de LBA (68 %) sur 
132 provenaient de patients immunodéprimés. Treize prélèvements de 
LBA (14 %) sur 92 étaient PJ+ d’après l’IFA. Dans la présente étude, 40 
prélèvements de LBA étaient PJ+, y compris tous les prélèvements posi-
tifs à l’IFA (n=13), tous les prélèvements de LBA PJ+ aiguillés (n=20) 
et sept autres prélèvements de LBA négatifs à l’IFA, mais positifs selon 
la référence modifiée. Par rapport à l’IFA, la PCR en temps réel du PJ 
avait une sensibilité, une spécificité et des valeurs prédictives positive et 
négative de 100 %, 91 %, 65 % et 100 %, respectivement. Par rapport à 
la référence modifiée, la PCR en temps réel du PJ avait une sensibilité, 
une spécificité et des valeurs prédictives positive et négative de 100 %.
CONCLUSION : La PCR en temps réel du PJ en améliore la détection 
chez les patients immunodéprimés.
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Pneumocystis jirovecii (PJ) is an opportunistic fungal pathogen that 
causes Pneumocystis pneumonia (PCP) in humans (1). PCP is an 

important cause of mortality and morbidity in patients with immuno-
suppression, particularly among those with HIV infection (2-4). Severe 
PCP pneumonia has an in-hospital mortality between 7% to 11%; 
however, in critically-ill patients, it can be as high as 29% to 62%, espe-
cially where an etiological diagnosis is delayed (5). Although the inci-
dence of PCP in HIV-infected patients has decreased with the advent of 
anti-retroviral therapy and chemoprophylaxis (6), its incidence among 

the non-HIV immunocompromised population has increased (7). 
Early diagnosis and treatment is critical for survival of all patients 
diagnosed with PCP, regardless of HIV status (8). Laboratory detection 
of PJ in lower respiratory samples must be highly sensitive and specific, 
so as not to miss any potential cases of PCP, while still being able to 
avoid unnecessary antimicrobial treatment in patients with asymp-
tomatic colonization.

Many clinical microbiology laboratories continue to rely on direct 
microscopic detection of the cyst form of Pneumocystis in stained lower 
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respiratory tract samples (9,10). Laboratory-developed molecular meth-
ods have recently been reported, and have a higher sensitivity for the 
detection of PJ in lower respiratory tract samples compared with micros-
copy (11-14). Due to a lower cyst burden, diagnosis of PCP may be dif-
ficult using microscopic methods for immunocompromised patients 
without HIV infection, and in HIV-infected patients receiving anti-
retroviral therapy. Conventional staining and microscopic examination 
of bronchoalveolar lavage (BAL) fluid ranged between 70% and 92% in 
non-HIV infected immunocompromised patients, while the sensitivity 
for sputa was even lower, between 38% and 53% (14,15). Although 
several laboratory-developed qualitative PJ real-time polymerase chain 
reaction (PCR) assays had been reported for the diagnosis of PCP (16-
20), at the time of the present study, no commercial molecular assays 
were available (21). The present study describes the clinical and labora-
tory development, and validation of a unique qualitative PJ real-time 
PCR assay for the rapid detection of PCP.

METHODS
Clinical setting
Calgary Laboratory Services (CLS) is a large regional centralized lab-
oratory that provides diagnostic testing for infectious diseases for a 
population of approximately 1.5 million in Calgary and southern 
Alberta. Approximately 1200 BAL fluid samples are submitted each 
year from immunocompromised patients for PJ detection. 
Immunocompromised patients in the present study included those 
with solid organ or hematopoietic stem cell transplants, HIV or malig-
nancy (solid/haematological). Demographical data and brief clinical 
history were initially obtained for each enrolled patient through com-
pleted laboratory requisitions, which included the patient’s age, sex, 
date of birth and reason for immune compromise including the pres-
ence of neutropenia. The CLS study microbiologist (DLC) also subse-
quently reviewed positive PJ real-time PCR results with the attending 
physician to determine whether that positive result correlated with the 
presence of PCP versus asymptomatic colonization.

Sample collection
A total of 132 BAL fluid samples were collected from patients in 
whom PCP was considered in the differential diagnosis and tested dur-
ing the study. Forty BAL fluid samples collected between 2006 and 
2012 were obtained (20 known PJ positive [PJ+] and 20 known PJ 
negative [PJ–]) from St Paul’s Hospital, Vancouver, British Columbia, 
designated as the referral laboratory (RL). All BAL samples from the 
RL were initially analyzed using microscopic examination after stain-
ing, and secondarily tested using their laboratory developed PJ real-
time PCR assay (see Methods). Aliquots of the BAL fluid samples 
were then stored frozen at −80o C until referral. Another 92 BAL fluid 
samples were sequentially collected retrospectively at CLS between 
May 2011 and September 2012. Aliquots of the BAL fluid samples 
were frozen at −80o C after initially being tested using an immuno-
fluorescence assay (IFA). Storage of multiple sample aliquots allowed 
later use in discrepant analysis without an additional freeze-thaw. If 
multiple BAL fluid samples were stored from the same patient, each 
was tested individually and not pooled. 

Microscopic examination
All BAL fluid samples from the RL were initially analyzed using 
Toluidine Blue O stain (22) and/or a modified Gomori’s methena-
mine silver borate stain and microscopic examination. All of the 
BAL fluid samples collected at CLS were initially tested using a com-
mercial direct IFA. The Genetic Systems Monofluor Pneumocystis 
(Meridian Bioscience Inc, USA) immunofluorescence assay was 
performed according to the manufacturer’s instructions.

CLS PJ real-time PCR assay
The BAL fluid samples were centrifuged before DNA extraction. 
DNA was extracted from stored BAL samples (180 μL aliquot) using 
the QuickGene 810 on the DNA Tissue Mode program according to 

the manufacturer’s protocol (FujiFilm Life Sciences, Japan). The 
QuickGene 810 extraction procedure typically yields 100 μL of eluent.  
A DNA purity check of the extract was performed by measuring the 
260/280 nm ratio using a spectrophotometer (ND-100, NanoDrop 
Technologies Inc, USA), which consistently yielded 260 nm to 280 
nm ratios of approximately 1.8. Aliquots (10 μL) of the DNA extract 
were stored frozen at −80o C.

Five microlitres of this DNA extract was used for each real-time 
PCR assay. The PJ real-time PCR assay was based on a previously 
described method with a positive cut-off cycle threshold (Ct) ≤37 (23). 
Integrated DNA Technologies (www.idtdna.com) supplied the hybrid-
ization probe and primers specific for the mitochondrial large subunit 
(mtLSU) ribosomal RNA gene of PJ. The forward primer (mtLSU 
FWD: 5'–TGG TAA GTA GTG AAA TAC AAA TCG G–3' [start = 
178, stop = 203]) and the reverse primer (mtLSU REV: 5'–ACT CCC 
TCG AGA TAT TCA GTG C–3' [start = 277, stop = 299]) were iden-
tical to those previously published (18). However, the sequence of the 
hybridization probe (mtLSU PRB: 5'–/56-FAM/ ACT AGG ATA /
ZEN/TAG CTG GTT TTC TGC GA/3IABkFQ/–3') and the fluores-
cent dyes used to tag the 5' and 3' probe ends differed from those previ-
ously published (23). PJ real-time PCR reactions contained 20 μL 
SmartMix HM Mastermix (5 Smart Mix beads, one QC bead, 185 μL of 
Sigma H20 and 5 μL of each of the primers and the probe) and 5 μL 
purified DNA. During each run, a PJ DNA positive control and a tem-
plate negative control were included. The SmartCycler (Cepheid, 
USA) program followed 50 cycles of 10 s at 95° C, 10 s at 60° C and 10 s 
at 72° C. 

A positive patient sample that was IFA and PJ real-time PCR posi-
tive (ie, with an estimated 1×105 copies/mL) was used to estimate the 
assay’s limit of detection. The BAL sample was serially diluted 
approximately 10,000-fold that of the original material before the PJ 
real-time PCR became negative (ie, no amplification signal above 
baseline). The dilution series of samples were also repeatedly tested 
(ie, up to six times) using the real-time PCR assay to establish the 
reproducibility of the Ct values for PJ+ samples over the range of dilu-
tions in which PJ was detected (ie, 1:2, up to 1: approximately 10,000). 
Clinical BAL fluid samples were also tested in duplicate on three sep-
arate days to establish the precision of the assay, including two nega-
tive and three positive samples within the low, mid and high Ct range 
of the assay. 

RL PJ real-time PCR assay
The St Paul’s Hospital laboratory-developed PJ real-time-PCR assay 
was adapted from one previously published (19). Briefly, 400 μL of 
BAL fluid in phosphate-buffered saline was extracted with 10 μL of 
internal amplification control according to the total nucleic acid isola-
tion blood protocol using a Roche Magna Pure Compact instrument 
(Roche Molecular Diagnostics, USA) and eluted in 100 μL. Respiratory 
samples containing thick mucus were pretreated with proteinase K 
(25 μL 1 g/mL) and sodium dodecyl sulfate then lysed using zirconium 
beads (150 μL 2.4 mm) and silica beads (50 μL 0.1 mm) (Biospec 
Products, USA) before DNA extraction. Primers and fluorescence 
resonance evergy transfer probes were previously described, and were 
designed to detect a 166-base pair region of the cdc2 gene of PJ (19). 
PCR was performed on 5 μL of DNA extract using the LightCycler-
FastStart DNA Master Hybridization Probes kit (Roche Diagnostics, 
Canada) in the presence of 4 mmol/L MgCl2 using the Light Cycler 
2.0 (Roche Diagnostics, Canada). Melting curve analysis was per-
formed at the end of the cdc2 PCR amplification to confirm positives. 
All primers and probes were synthesized by Metabion (Germany).  

Data analysis
All patient information and PJ test results were entered into an Excel 
spreadsheet (Microsoft Corporation, USA) in an anonymous non-
nominal fashion using the patient study number. Descriptive statistics 
were performed using standard methods. Performance of the CLS PJ 
real-time PCR assay was compared with the IFA as the existing gold 
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standard during the study period. Discrepancies between IFA and the 
CLS PJ real-time PCR assay were resolved by secondarily testing the 
discrepant BAL samples with the PJ real-time PCR used by the RL 
(see Methods). The modified gold standard (ie, a true positive result) 
was defined as a BAL sample that tested positive according to both 
molecular assays and/or IFA in a patient suspected of having PCP. The 
presence of PCP was not only defined by the PJ test, but also after 
clinical review of each patient by DLC with the attending physician. 
Performance of each test was calculated using standard statistical 
methods with the modified gold standard. All statistical analyses were 
performed using standard methods with Analyze-It software version 
2.6.1 (Microsoft Corporation, USA).

Ethics
Once obtained, all clinical information was handled in an anonymous 
fashion in the working dataset at each site. BAL samples from the RL 
were provided in an anonymous fashion to ensure patient confidenti-
ality. The study was granted ethics approval by the Conjoint Health 
Research Ethics Board at the University of Calgary/Alberta Health 
Services (Calgary, Alberta) and St Paul’s Hospital/University of British 
Columbia (Vancouver, British Columbia) Ethics Review Boards.

RESULTS
Patient population
A total of 132 BAL samples from 127 patients were analyzed in the 
present study. Almost all of the 20 PJ+ samples sent from the RL were 
collected from HIV infected individuals (19 of 20 [95%]); the remain-
ing patient was receiving corticosteroids due to a central nervous sys-
tem lymphoma. Most of the 20 PJ– BAL samples from the RL were 
also collected from immunocompromised patients (19 of 20 [95%]), 
including eight patients with HIV infection, nine transplant patients, 
one patient with myelodysplasia and one patient with systemic vascul-
itis being treated with immunosuppressive agents.  

A total of 92 BAL samples from 87 patients were collected by CLS; 
both a right and left BAL fluid sample were tested for five patients. 
According to the clinical history provided on the laboratory requisi-
tion, 50 of 87 (57.5%) of the study samples were collected from 
immunocompromised patients including: nine who had HIV (18%), 
23 who were solid-organ transplant recipients (46%), two who had 
received previous hematopoietic stem cell transplantation (4%) and 
14 with malignancies (28%). The remaining 4% of the sample order 
requisitions did not provide descriptions of the cause of their 
immunosuppression. 

CLS PJ real-time PCR assay validation
The PJ real-time PCR was initially used to test the 40 clinical samples 
(20 known PJ+ and 20 known PJ–) from the RL, with consistent 
results. The developed molecular assay could detect the approximately 
1:10,000 diluted sample estimated to contain 10 cysts of organism per 
2 μL, yielding an estimated limit of detection of at least 10 copies per 
PCR. Amplification of the serially diluted BAL fluid sample (ie, esti-
mated to contain 1×105 cysts) generated Ct values of 20 for a 1:2 dilu-
tion, up to 37 for the 1:10,000 dilution. The CLS real-time PCR assay 
also provided excellent reproducibility. Both PJ– BAL fluid samples 
repeatedly tested negative including a Ct value of 0 on separate runs 
repeated on different days, and in two carryover runs performed back 
to back on the same day. The three PJ+ BAL fluid samples also repeat-
edly tested positive with a mean (± SD) Ct value of 20.85±0.13, 
20.78±0.08, 21.2±0.12, 21.8±0.12 and 21.9±0.19, respectively, for the 
individual samples on two separate runs repeated on different days, 
and in two carryover runs performed back to back on the same day. 
When CLS PJ real-time PCR was performed on the 40 clinical samples 
(20 known PJ+ and 20 known PJ– samples) sent from the RL, similar 
results were found for all samples. 

Figure 1 compares range and CIs for the PJ real-time assay Ct com-
pared with the detection of PJ cysts using IFA. The 95% upper CI for 
PJ+ BAL fluid samples that were detected by both the IFA and 

molecular assays was 26 cycles. The lower and upper 95% CIs for BAL 
fluid samples that were PJ– according to IFA, but PJ+ according to 
molecular assay, was 30 and 37 cycles, respectively. Therefore, the 
reportable range for the PJ real-time assay was established as follows: Ct 
≤30 cycles = true positive PJ result; Ct ≥30 but <37 = low positive 
result that may be indicative of early infection or colonization in 
which clinical correlation is required to establish the presence of dis-
ease; and >37 = negative result. 

The clinical performance of the PJ real-time PCR assay was com-
pared with both the IFA and the modified gold standard. PJ cysts were 
detected in a total of 13 of 92 (15%) BAL fluid samples. Twelve of 13 
(92.3%) of these PJ+ samples were derived from immunocompromised 
patients, while the clinical history for the last sample only mentioned 
pneumonia. Eight patients had HIV infection, three had a malignancy, 
and one had immunosuppression for an unspecified reason. All of the 
BAL fluid samples that were PJ+ according to IFA were also positive 
according to the molecular assay with Ct values ≤30 cycles. Another 
seven samples from six patients that were PJ– according to IFA, were 
PJ+ according to the PJ real-time PCR assay. The Ct values for these 
discrepant samples were all >30 but <37 (ie, 30.9, 33.9, 35.9, 33.6, 36.1, 
33.2 and 34.9). Clinical review regarding these results with the 
attending physician enabled these results to be correlated with the pres-
ence of PCP in all cases. Two of these samples were taken from a patient 
(ie, right lower lobe and left lower lobe samples) with interstitial lung 
disease receiving high-dose steroids who was considered to have early 
infection. The remaining five patients had clinical PCP, and included 
one patient with HIV infection, one with a brain tumour receiving 
high-dose steroids, one hematopoietic stell cell transplantation patient 
with severe hypoxemia, one patient with interstitial lung disease and 
one patient with new-onset fever and pneumonia in whom HIV infec-
tion was suspected but not yet confirmed. One other BAL fluid sample 
from a patient receiving renal dialysis was PJ– according to IFA, but 
provided a very late Ct value (42.8) according to molecular testing.  
Because there was no evidence of PCP on clinical review, this result was 
called a true negative according to the PJ real-time PCR assay. 

All of the seven BAL fluid samples that provided discrepant results 
between IFA (negative) and the CLS PJ real-time PCR assay (posi-
tive) were also PJ+ according to the RL real-time PCR assay. Table 1 
summarizes the performance of the IFA and PJ real-time PCR assays 
for diagnosis of PCP. Although the IFA assay was highly specific, it was 
less sensitive than the molecular assay at diagnosing PCP. The IFA 
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Figure 1) Comparison of the Pneumocystis jirovecii (PJ) real-time 
polymerase chain reaction (PCR) assay to that of immunofluorescence assay 
(IFA) to confirm the diagnostic cut-off of the assay. Ct Cycle threshold; 
IQR Interquartile range; NN Negative according to both IFA and PJ real-
time PCR; NP Negative according to IFA and positive according to PJ 
real-time PCR; PP Positive according to both IFA and PJ real-time PCR
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also produced a lower negative predictive value because it was false 
negative in six patients with PCP and one who was suspected of hav-
ing early PJ infection.

Performance of the PJ real-time PCR assay was similar in immuno-
compromised patients with HIV and those who were immune sup-
pressed for other reasons. For the IFA, the sensitivity among non-HIV 
infected patients was slightly higher at 70.59% with the specificity pre-
served at 100%. Of the nine HIV positive patients, eight had a positive 
IFA test, and the ninth sample was positive based on the modified gold 
standard and a clinical diagnosis of PCP. The IFA test resulted in higher 
sensitivity (88.89%) for HIV patients, with 100% specificity.

DISCUSSION
We described a laboratory-developed real-time assay for the highly reli-
able detection of PJ from BAL fluid. Overall, the method can be per-
formed the same day the sample is received and has a turnaround time 
of 2.5 h including DNA extraction, and has an overall increase in 
sensitivity of 35% over our existing IFA method. The present study 
confirms that PCR is more sensitive than staining and microscopic 
examination of BAL samples to diagnose PCP (17,24-28). The PJ real-
time PCR developed and validated during the present study was highly 
sensitive and specific at diagnosing PCP in immunocompromised 
patients, particularly those without HIV infection. Real-time PCR 
detection of PJ is more rapid than conventional PCR, and reduces the 
potential for carry-over contamination run-to-run because the reaction 
is performed in a closed system. Real-time PCR also offers a high degree 
of objectivity that cannot be obtained by staining and microscopic 
examination of a BAL sample. In our laboratory, even highly experi-
enced technologists would have difficulty calling the IFA positive 
when few cysts were present. This was also reflected in the performance 
of the IFA compared with the PJ real-time assay in our study. The sensi-
tivity of IFA in our study was highest among HIV infected individuals 
(88.89%), which was similar to the molecular assay, although IFA was 
falsely negative in one patient with PCP. The sensitivity of IFA was 
lower when analyzing BAL samples from non-HIV immunocompro-
mised patients (70.6%), and considerably less than the molecular assay 
when all patient samples were considered (65%).

The higher sensitivity of molecular detection of PJ in BAL fluid 
samples is consistent with the results of other studies (17,24-28). A 
systematic review that evaluated PJ PCR assays testing BAL fluid sam-
ples revealed an overall sensitivity of 98.3% and specificity of 91% for 
all of the studies included in their analysis (27), and highlighted that 

one can expect false-positive PCR tests to occur in patients with no 
clinical evidence of PCP. All positive PCR results should, therefore, 
by correlated with the patient’s clinical symptoms and radiological 
evidence of PCP; however, a negative PCR result essentially allows the 
diagnosis to be ruled out if controls perform to specification and PCR 
inhibition has not occurred (27,29). A more recent meta-analysis of 
reported molecular assays that included real-time PCR for PJ detection 
from BAL fluid samples produced a similar overall sensitivity of 98% 
but a higher specificity of 93% (29). Our study also confirmed the high 
inter-laboratory agreement among real-time PCR assays previously 
used for the detection of PJ (30).  

Although there were no false-positive PJ real-time PCR tests in our 
study, previously reported validations of other laboratory developed 
qualitative molecular assays for PJ detection have found false-positive 
tests due to the higher sensitivity of molecular methods (23,31,32). 
Therefore, a diagnostic cut-off should be established, such as what 
occurred in our study, for the reportable range of the real-time PCR 
assay, that includes true positive, a ‘grey-zone’ for low-level positives, 
which may represent early infection or asymptomatic colonization and 
negative results. Clinical correlation of the results of our PJ real-time 
PCR assay with the presence of PCP validated that the established 
cut-offs for a true positive (ie, Ct ≤30) and low positive (ie, Ct >30 but 
<37) accurately diagnosed the presence of PCP. All of the patients 
with low positive PJ real-time PCR results who were negative accord-
ing to IFA were confirmed to have definite PCP or suspected early 
infection (one patient) on clinical review. Confirmation that these 
seven discrepant BAL results were true positives was also documented 
by testing them using a second Pneumocystis gene target, the cdc2 gene, 
by the RL. The second positive real-time PCR result, using another 
independent molecular method, further supported the presence of this 
fungal organism in the patient’s sample.  

Although the use of qualitative real-time PCR for PJ detection 
would improve our ability to rapidly and accurately diagnose PCP in 
our jurisdiction and our molecular assay demonstrated complete agree-
ment with the RL’s assay, standardized diagnostic performance across 
laboratories awaits the development of a quantitative PJ real-time 
PCR assay (33). A commercial quantitative PJ real-time PCR assay 
used in combination with serum (1,3)-β-D-glucan may enable 
improved differentiation of patients with PJ colonization and those 
with early or suppressed PCP infection (34,35), and also enhance 
therapeutic monitoring of PCP resolution while receiving treatment.

ACkNOWLEDGEMENTS: This study was supported by a Calgary 
Laboratory Services Research Grant that was awarded through a competi-
tive peer-review process. The work was completed as part of an Internal 
Medicine residency project (A Ambasta). The work was presented as a 
poster presentation at the IDWeek Meeting, October 8 to 12, 2014, 
Philadelphia, Pennsylvania.

DISCLOSURES: The authors have no conflicts of interest to declare.

REFERENCES
1. Redhead SA, Cushion MT, Frenkel JK, Stringer JR. Pneumocystis 

and Trypanosoma cruzi: Nomenclature and typifications. J Eukaryot 
Microbiol 2006;53:2-11.

2. Kaplan JE, Benson C, Holmes KK, Brooks JT, Pau A, Masur H. 
Guidelines for prevention and treatment of opportunistic infections 
in HIV-infected adults and adolescents: Recommendations from 
CDC, the National Institutes of Health, and the HIV Medicine 
Association of the Infectious Diseases Society of America.  
MMWR 2009;58:1-207.

3. Calderon EJ, Gutierrez-Rivero S, Durand-Joly I, Dei-Cas E. 
Pneumocystis infection in humans: Diagnosis and treatment.  
Exp Rev Anti-Infect Ther 2010;8:683-701.

4. Kovacs JA, Masur H. Evolving health effects of Pneumocystis:  
One hundred years of progress in diagnosis and treatment.  
JAMA 2009;301:2578-85.

Table 1
Performance of the immunofluorescence and 
Pneumocystis jirovecii (PJ) real-time polymerase chain 
reaction (PCR) assays for diagnosis of pneumonia*
Detection method Positive Negative Total
IFA†

   Positive 13 0 13
   Negative 7 72 79
   Total 20 72 92
PJ real-time PCR‡

   Positive 20§ 0 20
   Negative 0 72 72
   Total 20 72 92
Data presented as n. *True positive = bronchoalveolar lavage (BAL) positive 
according to immunofluorescence assay (IFA) and the PJ real-time PCR assay 
or IFA negative but both PJ real-time PCR assays positive in a patient with 
Pneumocystis pneumonia. †Sensitivity=13/20 (65%), specificity=72/72 (100%), 
positive predictive value (PPV)=13/13 (100%), negative predictive value 
(NPV)=72/79 (91.1%). ‡Sensitivity=20/20 (100%), specificity=72/72 (100%), 
PPV=20/20 (100%), NPV=72/72 (100%). §Two BAL fluid samples were tested 
from the same patient who was considered to have early PJ infection



P jirovecii real-time PCR for diagnosis of PCP

Can J Infect Dis Med Microbiol Vol 26 No 5 September/October 2015 267

5. Morris A, Norris KA. Colonization by Pneumocystis jiroveciii and its 
role in disease. Clin Microbiol Rev 2012;25:297-317.

6. Kelley CF, Checkley W, Mannino DM, Franco-Paredes C, 
Del Rio C, Holguin F. Trends in hospitalizations for AIDS-
associated Pneumocystis jiroveciii pneumonia in the United States 
(1986 to 2005). Chest 2009;136:190-7.

7. Mansharamani NG, Garland R, Delaney D, Koziel H. Management 
and outcome patterns for adult Pneumocystis carinii pneumonia, 
1985 to 1995: Comparison of HIV-associated cases to other 
immunocompromised states. Chest 2000;118:704-711.

8. Asai N, Motojima S, Ohkuni Y, et al. Early diagnosis and treatment 
are crucial for the survival of Pneumocystis pneumonia patients 
without human immunodeficiency virus infection.  
J Infect Chemother 2012;18:898-905.

9. Procop GW, Haddad S, Quinn J, et al. Detection of Pneumocystis 
jirovecii in respiratory specimens by four staining methods.  
J Clin Microbiol 2004; 42:3333-5.

10. Silva RM, Bazzo ML, Borges AA. Induced sputum versus 
bronchoalveolar lavage in the diagnosis of Pneumocystis jirovecii 
pneumonia in human immunodeficiency virus-positive patients. 
Braz J Infect Dis 2007;11:549-53.

11. Wakefield AE, Stewart TJ, Moxon ER, Marsh K, Hopkin JM. 
Infection with Pneumocystis carinii is prevalent in healthy Gambian 
children. Trans R Soc Trop Med Hyg 1990;84:800-2.

12. Wakefield AE, Guiver L, Miller RF, Hopkin JM. DNA amplification 
on induced sputum samples for diagnosis of Pneumocystis carinii 
pneumonia. Lancet 1991;337:1378-1379.

13. Cartwright CP, Nelson NA, Gill VJ. Development and evaluation 
of a rapid and simple procedure for detection of Pneumocystis carinii 
by PCR. J Clin Microbiol 1994;32:1634-8.

14. Caliendo AM, Hewitt PL, Allega JM, Keen A, Ruoff KL, Ferraro MJ. 
Performance of a PCR assay for detection of Pneumocystis carinii from 
respiratory specimens. J Clin Microbiol 1998;36:979-82.

15. Lipschik GY, Gill VJ, Lundgren JD, et al. Improved diagnosis of 
Pneumocystis carinii infection by polymerase chain reaction on 
induced sputum and blood. Lancet 1992;340:203-6.

16. Flori P, Bellete B, Durand F, et al. Comparison between real-time 
PCR, conventional PCR and different staining techniques for 
diagnosing Pneumocystis jirovecii pneumonia from bronchoalveolar 
lavage specimens. J Med Microbiol 2004;53:603-7.

17. Arcenas RC, Uhl JR, Buckwalter SP, et al. A real-time polymerase 
chain reaction assay for detection of Pneumocystis from 
bronchoalveolar lavage fluid. Diagn Microbiol Infect Dis 
2006;54:169-75.

18. Huggett JF, Taylor MS, Kocjan G, et al. Development and 
evaluation of a real-time PCR assay for detection of Pneumocystis 
jiroveciii DNA in bronchoalveolar lavage fluid of HIV-infected 
patients. Thorax 2008;63:154-9.

19. Wilson JW, Limper AH, Grys TE, Karre T, Wengenack NL, 
Binnicker MJ. Pneumocystis jirovecii testing by real-time polymerase 
chain reaction and direct examination among immunocompetent 
and immunosuppressed patient groups and correlation to disease 
specificity. Diagn Microbiol Infect Dis 2011;69:145-52.

20. Hauser PM, Bille J, Lass-Florl C, et al. Multicenter, prospective 
clinical evaluation of respiratory samples from subjects at risk for 
Pneumocystis jiroveciii infection by use of a commercial real-time 
PCR assay. J Clin Microbiol 2011;49:1872-78.

21. McTaggart LR, Wengenack NL, Richardson SE. Validation of the 
MycAssay Pneumocystis kit for detection of Pneumocystis jiroveciii in 

bronchoalveolar lavage specimens by comparison to a laboratory 
standard of direct immunofluorescence microscopy, real-time PCR, 
or conventional PCR. J Clin Microbiol 2012;50:1856-9.

22.  Gosey LL, RM Howard, FG Witebsky, et al. Advantages of a 
modified Toluidine Blue I stain and bronchoalveolar lavage for the 
diagnosis of Pneumocystis carinii pneumonia. J Clin Microbiol 
1985;22:803-7.

23. Botterel F, Cabaret O, Foulet F, Cordonnier C, Costa JM, 
Bretagne S. Clinical significance of quantifying Pneumocystis 
jiroveciii DNA by using real-time PCR in bronchoalveolar lavage 
fluid from immunocompromised patients. J Clin Microbiol 
2012;50:227-31.

24. Galan F, Oliver JL, Roux P, Poirot JL, Bereziat G. Detection of 
Pneumocystis carinii DNA by polymerase chain reaction compared to 
direct microscopy and immunofluorescence. J Protozool 
1991;38:199S-200S.

25. Chawla K, Martena S, Gurung B, Mukhopadhyay C, Varghese GK, 
Bairy I. Role of PCR for diagnosing Pneumocystis jiroveciii 
pneumonia in HIV-infected individuals in a tertiary care hospital in 
India. Ind J Pathol Microbiol 2011;54:326-9.

26. Takahashi T, Goto M, Endo T, et al. Pneumocystis carinii carriage in 
immunocompromised patients with and without human 
immunodeficiency virus infection. J Med Microbiol  
2002;51:611-4.

27. Fan LC, Lu HW, Cheng KB, Li HP, Xu JF. Evaluation of PCR in 
bronchoalveolar lavage fluid for diagnosis of Pneumocystis jiroveciii 
pneumonia: A bivariate meta-analysis and systematic review.  
PloS one 2013;8:e73099.

28. Summah H, Zhu YG, Falagas ME, Vouloumanou EK, Qu JM.  
Use of real-time polymerase chain reaction for the diagnosis of 
Pneumocystis pneumonia in immunocompromised patients:  
A meta-analysis. Chin Med J 2013;126:1965-73.

29. Hauser PM, Blanc DS, Bille J, Nahimana A, Francioli P. Carriage of 
Pneumocystis carinii by immunosuppressed patients and molecular 
typing of the organisms. AIDS 2000;14:461-3.

30. Linssen CF, Jacobs JA, Beckers P, et al. Inter-laboratory comparison of 
three different real-time PCR assays for the detection of Pneumocystis 
jirovecii in bronchoalveolar lavage fluid samples. J Med Microbiol 
2006;55:1229-35.

31. Lu Y, Ling G, Qiang C, et al. PCR diagnosis of Pneumocystis 
pneumonia: A bivariate meta-analysis. J Clin Microbiol 
2011;49:4361-3.

32. Olsson M, Elvin K, Lofdahl S, Linder E. Detection of Pneumocystis 
carinii DNA in sputum and bronchoalveolar lavage samples by 
polymerase chain reaction. J Clin Microbiol 1996;34:2052.

33. Maillet M, Maubon D, Brion JP, et al. Pneumocystis jiroveciii (Pj) 
quantitative PCR to differentiate Pj pneumonia from Pj 
colonization in immunocompromised patients. Eur J Clin Microbiol 
Infect Dis 2014;33:331-6.

34. Matsumura Y, Ito Y, Iinuma Y, et al. Quantitative real-time PCR 
and the (1→3)-beta-D-glucan assay for differentiation between 
Pneumocystis jiroveciii pneumonia and colonization. Clin Microbiol 
Infect 2012;18:591-7.

35. Damiani C, Le Gal S, Da Costa C, Virmaux M, Nevez G, Totet A. 
Combined quantification of pulmonary Pneumocystis jiroveciii DNA 
and serum (1→3)-beta-D-glucan for differential diagnosis of 
Pneumocystis pneumonia and Pneumocystis colonization.  
J Clin Microbiol 2013;51:3380-8.


