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Abstract

Non-communicable disease diagnosis frequently relies on biochemical measurements but
laboratory infrastructure in low-income settings is often insufficient and distances to clinics
may be vast. We present a model for point of care (POC) epidemiology as used in our
study of chronic disease in the Haiti Health Study, in rural and urban Haiti. Point of care test-
ing (POCT) of creatinine, cholesterol, and hemoglobin A1c as well as physical measurements
of weight, height, and waist circumference allowed for diagnosis of diabetes, chronic kidney
disease, dyslipidemias, and obesity. Methods and troubleshooting techniques for the data
collection of this study are presented. We discuss our method of community-health worker
(CHW) training, community engagement, study design, and field data collection. We also
discuss the machines used and our quality control across CHWs and across geographical
regions. Pitfalls tended to include equipment malfunction, transportation issues, and cultural
differences. May this paper provide information for those attempting to perform similar
diagnostic and screening studies using POCT in resource poor settings.

Introduction

Non-communicable disease (NCD) are the leading cause of death worldwide [1] and cardio-
vascular disease is the leading cause of death and disability-adjusted life years lost in low-and
middle-income countries. In the Caribbean, chronic diseases are now the leading cause of pre-
mature mortality, accounting for nearly half of all deaths of persons under 70 years, and for
two out of three deaths overall [2]. Therefore, proper measurement of these biochemical mea-
surements in defining disease prevalence is necessary. Point of care testing (POCT) offers an
avenue for screening in resource-limited settings.

NCD diagnosis frequently relies on biochemical measurements. The infrastructure required
for biochemical testing is unavailable in many regions, especially in low-income countries. In
high-resource settings, blood tests are sent to laboratories where cooling and specific storage
requirements are in place; they also have reporting systems to central databases that often
require internet connection, as well as trained individuals to draw blood, monitor quality,
and report results. Testing storage during transport may be economically too difficult if dis-
tances are far and hard to traverse. Laboratories themselves may lack electricity, refrigeration,
certain equipment, and biomedical technicians for repairs amongst other barriers. Additional
issues for patients include poor road infrastructure, financial resources, distance from doctors
or laboratories, and lack of understanding of disease processes.

Haiti, like many low-income countries, has low literacy levels [3] and low health literacy [4].
Most patients are not diagnosed at all, or at advanced stages of chronic illnesses when symptoms
are prevalent, or are not diagnosed according to guidelines as there is little primary care for
screening. In low-income countries with severe resource constraints, innovative methods for
efficient screening and diagnosis are essential for the nearly one billion people worldwide
who will require daily medications for NCDs and their risk factor management by 2030 [5].

POCT has been well validated as comparable to testing in laboratory settings for hemoglo-
bin A1c (HbA1c) [6, 7], creatinine [8], and cholesterol (total, high-density lipoprotein choles-
terol (HDL-C), triglycerides (TGs)) [9, 10]. POCT could be potentially used for screening of
illnesses (for example, how dyslipidemia or diabetes is screened for in the United States). One
can imagine that not having to go to a local laboratory away from a clinic or having instant
results to a patient may increase desire for testing. POCT has been shown to increase the test-
ing of specific diseases when available, for example when rapid HIV tests were made accessible
[11]. An example of monitoring control on treatment would be diabetes. Using HbA1c to
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monitor a disease state every three months reduces the need for
self-testing of daily blood sugars and can be especially helpful
where resources don’t permit a daily measurement.

The use of community-health workers (CHWs) for manage-
ment of NCDs has been shown to be effective for prevention
[12], diagnosis [13], and management [14, 15] of NCDs [16],
including multi-component interventions [17], and in low-
resource settings [18–20]. Using CHWs is ideal in many resource-
poor settings which lack physicians and other more highly skilled
healthcare providers. For example, women’s cancer awareness
research conducted in Haiti by Innovating Health International
discovered that CHWs are one of the top two most-trusted sources
of health information in the country, above even doctors [21].

We present a model for using POCT to determine disease
prevalence as used in our study of chronic disease in the Haiti
Health Study [22], in rural and urban Haiti. We hope that this
paper provides useful guidance for those attempting to perform
prevalence or screening studies using POCT in resource poor
settings.

Materials and methods

Community engagement

Knowing that local buy-in was of tantamount importance, prior
to initiation of the study existing CHWs announced to local com-
munity leaders (priests, government officials, school principals,
etc.) the study aims and sought their input and acceptance.
These community leaders then relayed this information to their
respective groups and answered any questions about the study.
This was relayed back to the study team and through a back
and forth process, concerns were addressed to help minimize
issues and increase buy-in from the community.

CHW enrolment and training

The CHWs employed for the study were established members of
their communities, but were taken from outside of the study site
so as to limit concern for knowing study participants. In addition
to general CHW training prior to the study, the CHWs received
data collection training over a period of 2 weeks. The initial train-
ing sessions were dedicated to understanding the goals of the
study and general research principles such as privacy, confidenti-
ality, safety, and the importance of obtaining consent. The format
of these sessions was primarily group discussions. Familiarity with
the modified World Health Organization (WHO) Stepwise
Approach to Surveillance (STEPS) survey was established through
role play, with the CHWs acting as both participants and data col-
lectors. The trainers also discussed interview techniques and
examples of how the CHWs could overcome obstacles encoun-
tered when collecting data. Trainers also observed pairs of
CHWs as they completed the survey and provided direct feedback
as needed. The POCT materials were introduced with a basic
overview of their purpose and the diseases they are associated
with. The execution of the POCT was taught using a teach-back
technique. Prior to the completion of the training, all CHWs
completed practice interviews with members in the community
while being observed by the trainers. The selection of the
CHWs to ultimately complete the study was based on the demon-
stration of proficiency in conducting the survey and implement-
ing all of the POCT.

Study design

Using a multi-stage cluster sampling method, six CHWs recruited
more than 2100 participants door-to-door and collected data on
diet, exercise, education, cell phone usage, income, NCD risk fac-
tors, and mental health using a modified WHO Stepwise
Approach to Surveillance (STEPS) survey [23]. Measurements of
height, weight, waist circumference, blood pressure, and POCT
for creatinine, cholesterol, andHbA1c were also collected. POC fin-
gerstick tests for HbA1c, lipids, and creatinine were conducted by
CHWs during the same visit in the Haiti Health Study [22].

Men and women between 25 and 65 years of age, residing in
Rivière Froide, Carrefour and Cabral of Thomonde, Central
Plateau were eligible to participate in the study. Men and women
who were cognitively impaired or women who were pregnant were
excluded. The Institutional Review Board approval was obtained
through the University of Florida College of Medicine and the
Haitian Medical Association National Bioethics Committee.

POCT data collection

CHWs introduced the project to participants, which was generally
well-received. Each of the POCT fingerstick tests was obtained in
a similar manner, starting with proper preparation and cleaning
of the site of sampling with an alcohol swab. Two to three finger-
sticks were required for the three tests. It was too logistically dif-
ficult to only visit households that had fasted that day, especially
since measurements were conducted well into the afternoon, thus
tests were considered random. Initially, each biochemical test was
performed with a single fingerstick to a separate finger, but this
was discovered to be cumbersome to the participants. As a result,
the creatinine test was performed on a second drop of blood from
the same fingerstick after either the HbA1c or cholesterol test was
completed without affecting the results, as per the manufacturer’s
specifications. The decreased burden on the participants led to an
increase in acceptability as per the CHWs, although not statistic-
ally significant. The exposed blood was then drawn from the tip of
the finger, making sure to avoid massaging the finger per guide-
lines from the devices and fed into respective machines.

Devices

Creatinine, as measured via StatSensor Creatinine Express device
(Nova Biomedical, Waltham, MA), was conducted via a drop of
blood fed into an electronic device which would record the
value. HbA1c was obtained using A1c Now+ (Polymer
Technology Systems, Inc., Indiana, US) which required mixing
of a blood sample with a small reagent contained within the
device packet and then eventual deposition of the material onto
a membrane reading chip. The lipid testing was conducted with
the CardioChek Lipid Test (Polymer Technology Systems, Inc.,
Indiana, US) which required blood deposition on a membrane
that was read using a laser detection system; total cholesterol,
TGs, and HDL-C were recorded. All tests were carried out via
manufacturer guidelines. Results obtained from the electronic
testing device were recorded on paper charts and then transferred
to electronic database RedCAP [24]. All sharps utilized during
testing were placed in portable sharp-containers, some as simple
as hard plastic bottles, and disposed of at local health clinics
that had the proper capacity to manage these materials.
Biohazardous materials such as used gloves and gauze were
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disposed in plastic bags that CHWs carried with them during the
day and emptied each evening.

All testing equipment, which included biochemical tests as
well as a weight scale, tape measurer, blood pressure cuff, disposal
equipment, and icepacks were contained in portable backpacks
that the CHWs carried with them during the entirety of the
study. Using this equipment and model, vast distances of land
could be traversed despite the packs weighing slightly over 20
pounds.

Quality control

Quality control was conducted throughout the testing period.
Periodic checks of entered data into the paper forms were com-
pared with recorded values in the cholesterol and creatinine meas-
uring devices to assure fidelity between paper forms and recorded
values. Lipid assays were compared to set a standard assay. HbA1c
was compared to healthy subjects with known values as
validation.

Disease definitions

Diabetes was diagnosed using HbA1c⩾ 6.5% and prediabetes as
defined by HbA1c⩾ 5.7% to <6.4%, as per the American
Diabetes Association. Chronic kidney disease (CKD) was defined
using point of care (POC) creatinine which when combined with
patient’s weight, height, age, and sex is used to calculate glomeru-
lar filtration rates (GFR) (using the Cockroft–Gault calculation)
for each patient. The GFR for stage 1 CKD is ⩾90 ml/min,
stage 2 is 60–89 ml/min, stage 3 is 30–59 ml/min, stage 4 is 15–
29 ml/min, and stage 5 is <15 ml/min. POCT of cholesterol,
which included separate results for total cholesterol, HDL-C
and TGs, and calculated low-density lipoprotein cholesterol
(LDL-C), were used to define dyslipidemias. Elevated total choles-
terol was defined as ⩾240 mg/dL, TG as ⩾150 mg/dL, low HDL-C
as ⩽50 mg/dL in women and ⩽40 mg/dL in men, and elevated
LDL-C as ⩾130 mg/dL. Metabolic syndrome was defined using
modified-Adult Treatment Panel III (ATPIII) criteria which we
defined by three of the following: HbA1c > 5.0%, waist circumfer-
ence ⩾102 cm (men) or ⩾88 cm (women), blood pressure ⩾130/
85 mmHg, TG level ⩾150 mg/dl, HDL-C cholesterol level less
than 40 mg/dl (men) or 50 mg/dl (women). Traditional ATPIII
criteria do not use HbA1c but rather the diagnosis of diabetes
or fasting blood glucose (FBG) ⩾100 mg/dL. We were limited in
being unable to use FBG in our definition due to logistical con-
straints. We chose HbA1c of 5.0% to correlate roughly with
FBG of 100 mg/dL. From prior studies, HbA1c of 5.0% correlates
with a FBG between 96.8 mg/dL [25] and 118.7 mg/dL [26].

Standardized automated wrist blood pressure monitors
(Omron Series 7) were included in our study to measure blood
pressure. Wrist blood pressure measurements were used because
of variability of techniques between users and burden of bringing
multiple-sized blood pressure cuffs with the already large volume
of materials for the study.

Results

Over 2100 participants partook in the study. Between 14.1% and
17.1% were hypertensive, 16.4% to 23.1% were diabetic, and
10.5% to 14.2% had CKD, depending on the region. Metabolic
syndrome was found in 26.3% of the population. Detailed patient

demographics and results by sex and location are presented below
and are adapted from DeGennaro et al. [22].

Of all those tested (N = 2104), 6.1% (N = 129) had a new, pre-
viously unknown diagnosis of hypertension, which means that
39.3% of all hypertensives (N = 328) did not know of their diag-
nosis previously. Of those who screened positive for diabetes
(N = 366), virtually all (93%) were unaware of their diagnosis
(N = 342). Of the total population tested, 2.39% (N = 43) had
high-total cholesterol, and 34.7% (N = 631) had low HDL-C, all
uncontrolled, since only five patients had known high-total chol-
esterol (Tables 1 and 2).

We purchased and used 2500 test strips to perform testing on
the population of just over 2100 individuals. The wastage included
training, error codes, and failure to record the results. The POCT
average costs for this study will be different than what a program
might need to use in a practical setting since the home visits took
over an hour, much more time than a CHW would need for dis-
ease diagnosis or monitoring when used clinically. However, the
equipment and consumables for POCT can be calculated and
extrapolated. Hypertension, body-mass index (BMI), and waist
circumference testing costs were negligible because equipment
was reused. Cholesterol cost was $8.57(USD) per test, HbA1c
cost was $6.52 per test, and creatinine cost was $3.40 per test.
When all the other costs, such as gloves, gauze, and disposal
were included, the total equipment and consumable costs per par-
ticipant was $19.03. The HbA1c machines come bundled with 20
test strips, but the creatinine and cholesterol machines cost $200
and $500 each, respectively. The total cost per participant, or
patient, will drop the more the machines are used over time
and the more the training costs diminish in significance for popu-
lations larger than 2100 people.

Discussion

Our study revealed a high burden of chronic disease in both
urban and rural Haiti. Hypertension was relatively well diagnosed,
which may be attributed to the fact that this is diagnosed with
blood pressure cuffs rather than blood tests. Untreated diabetes
and dyslipidemia can lead to worse morbidity and mortality
and these diseases can be treated successfully with oral medica-
tions. POCT can both be used as an epidemiologic tool but also
a screening test for clinics to ensure proper diagnosis for patients
and thus reduce this burden.

POCT issues

POCT results are limited by their design and their testing envir-
onment. Although well-verified in the literature, there have been
discrepancies noted between tests. Of note, kidney function assays
have been shown to have higher discrepancies at creatinine
<1.4 mg/dL, although they are generally regarded as accurate
[27]. Creatinine measurement in whole blood is challenging as
it can be influenced from different disease states (e.g. hypergly-
cemia, uremia, and treatment medications) that may be difficult
to measure in resource-poor settings. The CardioChek device
used in our study has been well-verified [28].

POC tests are most accurate using the standards for which they
were designed. Most POC tests are designed for primary care
facilities in high-income nations which are often temperature
regulated. For example, each POCT device required certain tem-
perature ranges and are programmed to read error codes when
ambient temperatures are out of range. During summer data
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collection in Haiti, temperatures consistently exceeded 35°C
which necessitated carrying the POCT device in bags packed
with ice. This was initially quite cumbersome and required trial
and error in the amount of ice to pack and occasionally they
were too cold. To negate this, we used cloth packing to separate
the machines from direct contact with ice. As the day progressed,
the CHWs would empty out the water from melted ice to ensure a
temperature range that was acceptable. Over time, the CHWs
were able to devise a method such to maintain the tests during
the day so that they would all work properly and consistently.
To assure accurate POCT results, we periodically tested each

POCT against subjects with known laboratory confirmed results.
We felt that using a standard while in the field required excess
space and cooling. Alternatively, testing while at our study storage
facility would have been possible but we felt that this didn’t reflect
the temperatures inflicted upon the testing devices while out in
the field.

Potential pitfalls include variation in tested variables. Known
problems associated with testing for HbA1c include hemoglobin
variants that increase variability in results. In our study, even
the high-end prevalence estimates of hemoglobin variants
(13.97%) did not affect the diabetes prevalence in aggregate

Table 1. Socio-demographic characteristics of study participants

Rural (n = 706) Urban (n = 1425) Total (n = 2131)

Variable 42.4 (S.D. 11.7) 39.9 (S.D. 11.7) 40.8 (S.D. 11.8)

Mean age (S.D.) (years) n % n % n %

Sex

Male 258 36.5 571 40.1 829 38.9

Female 448 63.4 854 59.9 1303 61.1

Monthly income (US$)

<25 211 30.1 206 14.7 417 19.8

25–50 89 12.7 144 10.2 233 11.1

51–250 194 27.7 357 25.5 551 26.2

251–500 177 25.2 544 38.8 721 34.5

>500 29 4.1 148 10.5 177 8.4

Education

No formal schooling 559 85.3 715 56.9 1274 66.6

Less than primary school 67 10.2 332 26.4 399 20.8

Primary school 19 2.9 173 13.7 192 10.5

Secondary school 5 0.7 25 1.9 30 1.5

University 5 0.7 11 0.8 16 0.8

Table 2. Results from the Haiti Health Study

Prevalence by sex Prevalence by location

Males Females p valuesa (sex) Urban Rural p valuesb (location)

Hypertension (n = 2104) 11.0 20.2 <0.001 17.1 14.1 0.185

Diabetes (n = 1858) 18.6 20.8 0.001 16.4 23.1 <0.001

CKDc (n = 1980) 8.8 15.8 <0.001 14.2 10.5 0.086

High total cholesterol 0.4 4.0 0.000 2.7 1.8 0.037

High LDL-C (n = 1819) 0.8 4.5 <0.001 3.3 2.1 0.203

Low HDL-C (n = 1819) 35.8 33.6 0.100 32.3 36.2 0.094

High TGs (n = 1819) 5.9 9.0 0.001 7.1 7.8 0.521

Overweight and obese d (n = 2074) 14.3 34.3 <0.001 30.4 18.2 <0.001

Large waist circumference (n = 2074) 4.2 34.3 <0.001 30.4 18.2 <0.001

aComparing male and female prevalence.
bComparing urban and rural prevalence.
cCKD stages 3–5 according to the Cockcroft–Gault formula for the GFR.
dBMI defined as ⩾25 kg/m2.
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[29]. However, a difference of one percent in HbA1c in an indi-
vidual patient with a hemoglobin variant can be significant in a
clinical setting, such as 6.4 mg/dl to 7.4 mg/dl is the difference
between needing treatment for diabetes and not. With creatinine,
there is always a possibility that patients may be dehydrated at the
time of testing, and perhaps this may be more likely for manual
laborers in the field as opposed to when they visit a clinic for
standard laboratory testing. POCT might increase the chances
that patients have eaten more recently; however, recent guidelines
suggest that eating may not have a great impact on lipid panels
[30]. Having proper knowledge of the limitations of testing equip-
ment is important in any epidemiological study.

Survey conditions

Other logistical problems that arose from door-to-door POCT
were the vast distances required for healthcare professionals to
get to rural communities as well as the carrying of equipment
that houses and protects the tests. This required CHWs with a
strong baseline level of physical fitness, especially in the moun-
tainous regions. Although the backpacks had all the appropriate
amount of testing equipment and ice packs, the backpacks were
substantially heavy and work was difficult. Paper surveys for the
study contributed to much of the weight. Additionally, since we
measured BMI, scales were carried to each household and
added significantly to the weight and size of the load that each
CHW had to carry. Through trial and error CHWs were eventu-
ally able to estimate the amount of materials needed through the
day and made data collection easier. The use of motorcycles was
less expensive means to transport CHWs and testing materials up
narrower roads that alleviated some of the fatigue associated with
carrying equipment. The backpacks could be easily worn while
sitting on the back of a motorcycle taxi, ideal for low-income
and remote settings. When motorcycles could go no further,
much of the data collection was done on foot.

One experience noted from our study in Haiti was the cultural
fear of losing too much blood via blood testing, which would
result in ‘weakness’. POCT was thus ideal as it minimized the
amount of the sample needed for adequate testing. Most studies
have indicated that POCT is favored, or at least regarded without
difference to, traditional venipuncture [29]. It also had the added
benefit of decreased need for training in this procedure, transport,
and storage of blood vials.

POCT costs

There is a dearth of POCT used for epidemiological surveys and
screening of NCDs. Our study offers a model for being able to
measure chronic disease in low-income countries. POCT is
thought to be more expensive that central laboratory testing
[29], but central testing often relies on labor costs of nursing
and ancillary staff which may be more expensive and which
may not apply to rural settings that require follow-up after a cer-
tain amount of time. For example, for HbA1c and cholesterol for
the NHS in the UK, it is more cost effective to utilize POC rather
than traditional laboratory methods when considering missed
appointments and other factors in the primary care setting [29].
In establishing effective strategies in low-infrastructure settings,
the initial cost of POCT may be worth the initial investment.
However, more specific analysis for particular settings (cost of
transport, rate of missed clinic appointments, likelihood of
follow-up, etc.) for each community would be required to

establish the exact difference in cost. Considering infrastructure
start-up costs in developing nations, costs may be significantly
less, allowing for easier treatment initiation. Given the higher
per test cost, scale-up to national treatment goals may not depend
on POCT alone, but rural areas are the obvious beneficiaries of
such a strategy.

Because NCDs require accurate lab data to effectively monitor
treatment, the ability to remotely measure these values would be
of incredible use. One could imagine that visiting a healthcare
professional both entailed assessment and discussion of
up-to-date lab tests would be most useful and perhaps engage
patients to improve treatment adherence compared to standard
laboratory testing that may require significantly more waiting
time. For example, monitoring of HbA1c in an urban clinic in
South Africa has shown that through POC HbA1c testing, the
number of diabetes patients achieving optimal glycemic control
increased by 125% and the number with very poor glycemic con-
trol halved [31]. In a study of remote Australian Indigenous com-
munities, POC HbA1c leads to improve the time to follow-up
with the physician and increase the frequency of HbA1c measure-
ments per person over the year when compared to laboratory-
based HbA1c testing. The use of POC HbA1c testing also showed
improved glycemic control over a period of 15 months in this
community [32].

Advantages and limitations of model

Using CHWs for screening and diagnosis of NCDs has several
advantages. In addition to the wide acceptance of POCT and
CHWs used in the house, instant results of POCT offer the
chance for immediate education by CHWs. All participants in
our study received their results on a ‘Know Your Numbers’
card which allowed them to review results, understand normal
and abnormal values, ask questions of the CHWs, and bring
results to their doctor. For future programs, CHWs using
POCT offer the possibility of immediate medication refills for
those with well-controlled disease. CHWs could also call doctors
at a clinic to discuss results and even possibly change medications
in the community as well, although this is currently outside the
scope of practice of CHWs in Haiti. CHWs are the trusted source
of information in Haiti and many developing countries and the
human interaction surrounding POCT may increase service util-
ization [33] and possibly treatment adherence [34], but this
requires further study.

A limitation of the study model is based on the under-
representation of men among our sample: 39.5% of the data
came from men, and 60.5% from women. Since the study was
conducted during the day and at homes, men may have been at
work and thus less likely to have completed the study if they
were selected. This has been cited as a limitation in other surveil-
lance work in Haiti [35]. It is unknown if men are more averse to
POCT. Since the study was cross-sectional, we did not follow up
with participants to see if they sought and were started treatment
once made aware of their diagnosis. Strengths of this study
include the vast distance of an area that is extremely limited by
infrastructure, which we felt was an important nuance that
POCT provides. This is one of the few studies looking at chronic
disease in Haiti. We hope that the design and troubleshooting
experienced in our study may help in further establishment of
other projects that will allow proper definition of prevalence
and potentially screening of chronic diseases worldwide.

Global Health, Epidemiology and Genomics 5



Acknowledgements. We acknowledge the support and hard work of Kellee
Taylor, Meagan Kelly, and our community health workers for their incredible
work: Noel Rodaldy, Gottier Banaby, Vicaire Lalune, and Jean Luccionel.

Financial support. University of Florida Gatorade Trust, University of Florida
Public Health and Health Professions, Innovating Health International.

Conflict of interest. None.

References

1 Alwan A (2011) Global status report on noncommunicable diseases 2010.
Geneva: World Health Organization.

2 Healthy Caribbean Coalition. [cited 2016 June 6, 2016]; Available at
http://www.archive.healthycaribbean.org/UNHLM-HCC/Caribbean-NCDs
Factsheet.pdf.

3 UNICEF (2012) At a glance: Haiti. UNICEF, New York.
4 Lubetkin EI, Zabor EC, Isaac K, Brennessel D, Kemeny MM and Hay JL
(2015) Health Literacy, Information Seeking, and Trust in Information in
Haitians. American Journal of Health Behavior 39, 441–450.

5 Ho PM, Bryson CL and Rumsfeld JS (2009) Medication adherence: its
importance in cardiovascular outcomes. Circulation 119, 3028–3035.

6 Knaebel J, Irvin BR and Xie CZ (2013) Accuracy and clinical utility of a
point-of-care HbA1c, testing device. Postgraduate Medicine 125, 91–98.

7 Leal S and Soto-Rowen M (2009) Usefulness of Point-of-Care Testing in
the Treatment of Diabetes in an Underserved Population. Journal of
Diabetes Science and Technology 3, 672–676.

8 Shephard MD (2011) Point-of-care testing and creatinine measurement.
The Clinical Biochemist Reviews 32, 109.

9 Batki A, Nayyar P and Thomason H (2009) Buyer’s guide: Point-of-care
testing for cholesterol measurement. NHS Purchasing and Supply Agency.
Center for Evidence-based Purchasing. CEP, 9020.

10 Plüddemann A, Thompson M, Price CP, Wolstenholme J and
Heneghan C (2012) Point-of-care testing for the analysis of lipid panels:
primary care diagnostic technology update. British Journal of General
Practice 62, e224–e226.

11 De Cock KM, Bunnell R and Mermin J (2006) Unfinished business—
expanding HIV testing in developing countries. New England Journal of
Medicine 354, 440–442.

12 Rachlis B, Naanyu V, Wachira J, Genberg B, Koech B, Kamene R,
Akinyi J, Braitstein P and Siedner MJ (2016) Community Perceptions
of Community Health Workers (CHWs) and Their Roles in
Management for HIV, Tuberculosis and Hypertension in Western
Kenya. PLOS ONE 11, e0149412.

13 Menon J, Joseph J, Thachil A, Attacheril TV and Banerjee A (2014)
Surveillance of Noncommunicable Diseases by Community Health
Workers in Kerala. Global Heart 9, 409–417.

14 Rahmawati R and Bajorek B (2015) A Community Health Worker–Based
Program for Elderly People With Hypertension in Indonesia: A Qualitative
Study, 2013. Preventing Chronic Disease 12, 1–9.

15 Ndou T, van Zyl G, Hlahane S and Goudge J (2013) A rapid assessment
of a community health worker pilot programme to improve the manage-
ment of hypertension and diabetes in Emfuleni sub-district of Gauteng
Province, South Africa. Global Health Action 6, 19228.

16 Kamath DY, Xavier D, Gupta R, Devereaux PJ, Sigamani A, Hussain T,
Umesh S, Xavier F, Girish P, George N, Thomas T, Chidambaram N,
Joshi R, Pais P and Yusuf S (2014) Rationale and design of a randomized
controlled trial evaluating community health worker–based interventions
for the secondary prevention of acute coronary syndromes in India
(SPREAD). American Heart Journal 168, 690–697.

17 Jafar TH, de Silva HA, Naheed A, Jehan I, Liang F, Assam PN, Legido-
Quigley H, Finkelstein EA, Ebrahim S, Wickremasinghe R, Alam D and
Khan AH (2016) Control of blood pressure and risk attenuation. Journal of
Hypertension 34, 1872–1881.

18 Skar P, Young L and Gordon C (2015) Changes in blood pressure among
users of lay health worker or volunteer operated community-based blood

pressure programs over time: a systematic review protocol. JBI Database
of Systematic Reviews and Implementation Reports 13, 30–40.

19 Abrahams-Gessel S, Denman CA, Gaziano TA, Levitt NS and Puoane T
(2016) Challenges Facing Successful Scaling Up of Effective Screening for
Cardiovascular Disease by Community Health Workers in Mexico and
South Africa: Policy Implications. Health systems and policy research 3,
1–9.

20 Schneider H, Schaay N, Dudley L, Goliath C and Qukula T (2015) The
challenges of reshaping disease specific and care oriented community
based services towards comprehensive goals: a situation appraisal in the
Western Cape Province, South Africa. BMC Health Services Research 15, 436.

21 Zeba AN, Delisle HF, Renier G, Savadogo B and Baya B (2012) The dou-
ble burden of malnutrition and cardiometabolic risk widens the gender
and socio-economic health gap: a study among adults in Burkina Faso
(West Africa). Public Health Nutrition 15, 2210–2219.

22 DeGennaro V, Malcolm S, Crompton L, Vaddiparti K, Mramba LK,
Striley C, Cottler L, Taylor K and Leverence R (2018) Community-
based diagnosis of non-communicable diseases and their risk factors in
rural and urban Haiti: a cross-sectional prevalence study. BMJ Open 8,
e020317.

23 World Health Organization (2001) STEPS instruments for NCD risk fac-
tors (core and expanded version 1.4): the WHO STEPwise approach to
Surveillance of noncommunicable diseases (STEPS).

24 Harris PA, Taylor R, Thielke R, Payne J, Gonzalez N and Conde JG
(2009) Research electronic data capture (REDCap)—A metadata-driven
methodology and workflow process for providing translational research
informatics support. Journal of Biomedical Informatics 42, 377–381.

25 Bozkaya G, Ozgu E and Karaca B (2010) The association between esti-
mated average glucose levels and fasting plasma glucose levels. Clinics
65, 1077–1080.

26 Ito C, Maeda R, Ishida S, Sasaki H and Harada H (2000) Correlation
among fasting plasma glucose, two-hour plasma glucose levels in OGTT
and HbA1c. Diabetes research and clinical practice 50, 225–255.

27 Schnabl KL, Bagherpoor S, Diker P, Cursio C, DuBois J and Yip PM
(2010) Evaluation of the analytical performance of the Nova StatSensor
creatinine meter and reagent strip technology for whole blood testing.
Clinical Biochemistry 43, 1026–1029.

28 Panz VR, Raal FJ, Paiker J, Immelman R and Miles H (2005)
Performance of the CardioChek PA and Cholestech LDX point-of-care
analysers compared to clinical diagnostic laboratory methods for the meas-
urement of lipids. Cardiovascular journal of South Africa : official journal
for Southern Africa Cardiac Society [and] South African Society of Cardiac
Practitioners 16, 112–119.

29 Ridgwell P and RCPath BD (1997) An evaluation of near patient
testing in general practice. Journal of Evaluation in Clinical Practice 4,
165–169.

30 Mora S (2016) Nonfasting for routine lipid testing: from evidence to
action. JAMA Internal Medicine 176, 1005–1006.

31 Motta LA., Shephard MDS, Brink J, Lawson S and Rheeder P (2017)
Point-of-care testing improves diabetes management in a primary care
clinic in South Africa. Primary Care Diabetes 11, 248–253.

32 Spaeth B, Shephard M and Schatz S (2014) Point-of-care testing for
haemoglobin A1c in remote Australian indigenous communities improves
timeliness of diabetes care. Rural and Remote Health 14, 2849.

33 Mukanga D, Tibenderana JK, Peterson S, Pariyo GW, Kiguli J,
Waiswa P, Babirye R, Ojiambo G, Kasasa S, Pagnoni F and
Kallander K (2012) Access, acceptability and utilization of community
health workers using diagnostics for case management of fever in
Ugandan children: a cross-sectional study. Malaria Journal 11, 121.

34 Vaughan K, Kok MC, Witter S and Dieleman M (2015) Costs and cost-
effectiveness of community health workers: evidence from a literature
review. Human Resources for Health 13, 71.

35 Jean-Baptiste ED, Larco P, Charles-Larco N, Vilgrain C, Simon D and
Charles R (2006) Glucose intolerance and other cardiovascular risk factors
in Haiti. Prevalence of Diabetes and Hypertension in Haiti (PREDIAH).
Diabetes & metabolism 32, 443–494.

6 Stuart Malcolm et al.

http://www.archive.healthycaribbean.org/UNHLM-HCC/Caribbean-NCDs Factsheet.pdf
http://www.archive.healthycaribbean.org/UNHLM-HCC/Caribbean-NCDs Factsheet.pdf

	A model for point of care testing for non-communicable disease diagnosis in resource-limited countries
	Introduction
	Materials and methods
	Community engagement
	CHW enrolment and training
	Study design
	POCT data collection
	Devices
	Quality control
	Disease definitions

	Results
	Discussion
	POCT issues
	Survey conditions
	POCT costs
	Advantages and limitations of model

	Acknowledgements
	References


