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Introduction:Metabolic control of phenylketonuria (PKU) and compliancewith the low-phenylalanine (phe) diet
are frequently assessed by measuring blood phe concentrations in dried blood spots (DBS) collected by patients
instead of plasma phe concentrations.
Objective:Our objectivewas to investigate the difference in blood phe concentrations inDBS collected by subjects
and analyzed using either a validated newborn screening tandemmass spectrometry (MS/MS) protocol or ion-
exchange chromatography (IEC) compared to plasma phe concentrations obtained simultaneously and analyzed
using IEC.
Design: Three to four fasting blood sampleswere obtained from29 subjects with PKU, ages 15–49 years. Capillary
blood was spotted on filter paper by each subject and the DBS analyzed using both MS/MS and IEC. Plasma was
isolated from venous blood and analyzed using IEC.
Results: Blood phe concentrations in DBS analyzed using MS/MS are 28% ± 1% (n = 110, p b 0.0001) lower
than plasma phe concentrations analyzed using IEC resulting in a blood phe concentration of 514 ± 23 μmol/L
and a plasma phe concentration of 731 ± 32 μmol/L (mean ± SEM). This discrepancy is larger when plasma phe
is N600 μmol/L. Due to the large variability across subjects of 13.2%, a calibration factor to adjust blood phe
concentrations is not recommended. Analysis of DBS using IEC reduced the discrepancy to 15 ± 2% lower phe
concentrations compared toplasmaanalyzed using IEC (n=38, p=0.0001). This suggests that amajor contributor
to the discrepancy in phe concentrations is the analytical method.
Conclusion: Use of DBS analyzed using MS/MS to monitor blood phe concentrations in individuals with PKU yields
significantly lower phe levels compared to plasma phe levels analyzed using IEC. Optimization of current testing
methodologies for measuring phe in DBS, along with patient education regarding the appropriate technique for
spotting blood on filter paper is needed to improve the accuracy of using DBS to measure phe concentrations in
PKU management.

© 2015 Published by Elsevier Inc. This is an open access article under the CC BY-NC-ND license
(http://creativecommons.org/licenses/by-nc-nd/4.0/).
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1. Introduction

Phenylketonuria (PKU, OMIM261600), an autosomal recessivemeta-
bolic disorder caused by loss of function mutations of the gene encoding
phenylalanine hydroxylase (EC 1.14.16.1, PAH), is characterized by
ylalanine hydroxylase; phe,
m mass spectrometry; IEC, ion-
spot.
sin-Madison, Department of
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hyperphenylalaninemia due to an inability to convert phenylalanine
(phe) to tyrosine (tyr). Untreated PKU is typically characterized by ele-
vated blood phe concentrations and severe cognitive impairment. Intro-
duction of a low-phe diet shortly after birth and maintained lifelong is
necessary to prevent cognitive impairment, seizures, eczema, behavior
abnormalities, maternal PKU syndrome and other symptoms associated
with untreated PKU [1]. The low-phe diet provides the cornerstone of
PKU management by reducing phe levels and its metabolites in body
fluids and protecting the brain [2,3]. Current recommended treatment
for individuals with PKU of all ages in the United States [4] includes a
low-phe diet with a goal of maintaining “generic” blood phe concentra-
tions in the range of 120–360 μmol/L “specifically referencing the values
-ND license (http://creativecommons.org/licenses/by-nc-nd/4.0/).
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obtained by classic venipuncture and amino acid analyzer (AAA) or HPLC
analysis” (personal communication, Jerry Vockley). Thus, regular moni-
toring of blood phe levels to monitor dietary compliance and help assure
good metabolic control is an essential aspect of the clinical care for PKU.

Several testing methodologies are available to measure concentra-
tions of phe and tyr for identification, diagnosis and management of
PKU. Determination of the free amino acid profile in deproteinized plas-
ma samples using ion-exchange chromatography (IEC) with an AAA is
considered the gold standard for diagnosis and management of PKU,
as well as other disorders of amino acid metabolism [5]. Newborn
screening, implemented in the United States in the 1960s, currently
uses tandem mass spectrometry (MS/MS) to measure phe in dried
blood spots (DBS) as a means of identifying patients at risk for PKU
[6]. Measurement of phe concentrations in DBS withMS/MS has several
advantages over plasma analysis because it is easier to obtain and trans-
port than liquid specimens, the DBS sample preparation is minimal, phe
and tyr are stable in DBS [7], andMS/MS offers a short analysis time and
lower costs. Because of these advantages, many clinics are measuring
phe concentrations in DBS specimens using newborn screening MS/
MS protocols as a means for monitoring metabolic control in PKU
patients.

A limited number of studies suggest lower accuracy of phe concen-
trations analyzed in DBS by MS/MS compared with analysis of phe in
plasma samples [8–10]. The two studies most relevant to our approach
conducted analyses of venous plasma and DBS sample pairs obtained at
the same time from PKU subjects where trained staff spot the filter
paper cards [8,9]. Results indicate that, when trained staff spot the filter
paper cards, phe concentrations are consistently lower by 19–26%when
measured in DBS and analyzed using MS/MS compared with phe
concentrations in venous plasma analyzed using IEC [8,9]. There are
no reports in the literature that reflect the clinical environment where
patients prick their own finger and spot the capillary blood on the filter
paper. The reported discrepancies of lower blood phe levels using MS/
MS compared with plasma analyzed using IEC are likely to be higher
when patients, instead of trained technicians, spot the filter paper
with capillary blood, consistent with evidence of home blood glucose
monitoring in diabetes mellitus [11].

Our objective was to investigate the difference in blood phe
concentrations in DBS collected by patients and analyzed using either
a validated newborn screening MS/MS protocol or IEC compared to
plasma phe concentrations obtained at the same time as DBS and
analyzed using IEC. We observed that blood phe concentrations are
28% lower in DBS analyzed using MS/MS compared with plasma phe
concentrations analyzed using IEC. This discrepancy was reduced to
15% lower phe concentrations compared to plasma when DBS were
analyzed using IEC. Lastly, a reliable calibration factor for adjusting the
blood phe levels to better reflect plasma phe concentrations cannot be
determined due to the large variability across subjects of 13.2% associat-
ed with subjects spotting the filter paper cards.

2. Methods

2.1. Study participants and experimental design

The University of Wisconsin-Madison Health Sciences IRB approved
the protocol as part of our clinical trial to assess the nutritional manage-
ment of PKU. The trial was registered at www.clinicaltrials.gov as
NCT01428258. All 29 subjects had a diagnosis of PKU that required
management with low-phe medical food. The subjects included 12
males and 17 females, 27.2 ± 8.6 years of age (mean ± SD). Three to
four fasting blood samples were obtained from each of the 29 subjects
with PKU over a period of 10 weeks, n = 110 total sample size. Blood
was collected (5 mL) into a tube with EDTA and plasma was isolated
and then analyzed using IEC (plasma-IEC). Immediately after the ve-
nous puncturewas performed, subjectswere asked to prick their fingers
and spot the capillary blood on a filter paper card for analysis of DBS
usingMS/MS (DBS-MS/MS). A sub-study including 16 of the 29 subjects
was conducted, using the original samples, to compare phe measure-
ment using three methods (n = 38 for each method); 1) Plasma-IEC,
2) DBS-MS/MS, and 3) blood phe extracted from DBS and analyzed
using IEC (DBS-IEC). All analyses were conducted in the Wisconsin
State Laboratory of Hygiene (Madison,WI) consistentwith the standard
of care for patients with PKU inWisconsin. TheWisconsin State Labora-
tory of Hygiene is accredited by the College of American Pathologists
(CAP) and participates in proficiency testing administered through
CAP and the Centers for Disease Control for data quality and
surveillance.

2.2. Plasma amino acid analysis using IEC

The Hitachi High-Technologies L-8900 Amino Acid Analyzer (Tokyo,
Japan) and corresponding buffer components for the instrument were
used for separation and quantitation of amino acids in plasma [5].
Frozen plasma samples were thawed and analyzed at the same time
for each of the 3–4 samples obtained from the subjects. A 150 μL aliquot
of plasma was mixed with 15 μL of a 35% sulfosalicyclic acid solution.
After vortexing and centrifugation for 14,000 ×g for 3min, the superna-
tant was filtered using a 1 cm3 syringe with a 0.2 μm syringe filter. The
eluent was mixed 1:1 with 4 nmol aminoethylcysteine internal
standard and then 20 μL was injected onto the ion-exchange column.
Amino acids were selectively eluted from the column by buffers of in-
creasing pH along with a programed method of varying flow rates and
temperatures. After elution, ninhydrin was mixed with the buffer–
amino acid solution, heated to develop the purple color and read at
570 nm for amino acids phe and tyr. The total run time was 2.5 h per
sample. The concentration of each amino acid was calculated by com-
paring the peak areas of the amino acid to the peak area of the internal
standard, aminoethylcysteine.

2.3. Dried blood spot amino acid analysis using IEC

The Hitachi L-8900 Amino Acid Analyzer and corresponding buffer
components for the instrument were used for separation and quantita-
tion of amino acids in DBS. Four 3mm (1/8th inch) punches (equivalent
to 12.4 μL of blood) were removed from the DBS and placed into a
0.2 μm filter tube. Twenty five microliters of a 10% sulfosalicylic acid
solution was added to the filter tube along with 100 μL of 4 nmol
aminoethylcysteine internal standard diluted in water. The tube was
vortexed for 15–20 s and then centrifuged at 14,000 ×g for 3 min. to
allow the eluent to flow into the collection vial. The eluent was then re-
moved from the collection vial and placed over the filter containing the
DBS. Again the tube was vortexed for 15–20 s and then centrifuged at
14,000 ×g for 3min. This stepwas repeated for a total of 3 times tomax-
imize extraction of amino acids from the filter paper. Afterwards, the
20 μL solution was injected onto the ion-exchange column and amino
acids were selectively eluted from the column using the same method
as plasma amino acid analysis. The total run time was 2.5 h per sample.
Phe and tyr were quantified by comparison of the peak areas to the in-
ternal standard, aminoethylcysteine, with adjustments made for the
amount of blood contained within the DBS.

2.4. Dried blood spot amino acid analysis using MS/MS

The routine, newborn screening, non-derivatized flow-injection
analysis—tandem mass spectrometry (FIA-MS/MS) method was used
for quantification of phe and tyr inDBS [12]. Amino acidswere extracted
from a 3 mm (1/8th inch) punch of the DBS (equivalent to 3.1 μL of
blood) after the addition of 100 μL ofmethanol containing internal stan-
dards for phe (13C6-Phenylalanine) and tyr (13C6-Tyrosine) followed by
shaking at room temperature for 10min. The AB Sciex API 4000 tandem
mass spectrometer with a TurboV electrospray ionization source was
operated in positive-ionization mode (Framingham, MA). The mobile
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Table 2
Precision or coefficient of variation (CV) reflecting phe and tyr measurement with three
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phase of 80:20 acetonitrile/water containing 0.05% formic acid flowed
at a rate of 0.08 mL/min for the entire specimen run time of 1.5 min.
Data acquisition was performed using Analyst 1.5.2 software (AB
Sciex) using a neutral loss of 46 to identify phe and tyr. The concentra-
tions of phe and tyr were quantified using ChemoView 2.0.2 software
(AB Sciex), which incorporated an adjustment for the amount of blood
contained within the DBS.

2.5. Analytical performance: recovery and precision of the methods for
analysis of phe in dried blood spots and plasma

2.5.1. Quality control materials
Dried blood spot quality control materials used to establish recovery

and precision for assays were prepared by enriching whole blood from
presumptively normal adult donors with 1500 μM, 500 μM, or 100 μM
of phe and tyr. The enriched and un-enriched whole blood pools were
then dispensed onto filter paper, dried overnight under ambient condi-
tions, and stored at−20 °C in zip-closure plastic bags containing desic-
cant packets. The assays to measure phe and tyr concentrations in DBS
controls were performed as described above. Plasma controls contain-
ing normal (un-enriched) and high (enriched) concentrations of phe
and tyr (Clinchek®-lyophilized plasma controls) were purchased from
IRIS Technologies International (Olathe, Kansas). These plasma controls
were analyzed using IEC per the method described above and recovery
was measured at 105 ± 0.5% in both the normal and high controls.

2.5.2. Determination of recovery and precision
Recovery of phe and tyr from DBS using either method (DBS-IEC and

DBS-MS/MS) was determined by comparison of the observed concentra-
tion to the enriched concentration at three levels of enrichment
(1500 μM, 500 μM, or 100 μM) (Table 1). Inter-assay precision for the
two DBS methods (DBS-IEC and DBS-MS/MS) and the plasma-IEC meth-
od was evaluated by analysis of quality control materials (un-enriched
andhigh enrichment) on twenty different days (with n=1 for each day).

2.6. Statistical analysis

TheMixed procedure of SAS 9.4 TS Level 1M0 forWindowswas used
for all statistical analyses (SAS Institute, 2012, Cary, NC). Discrepancies
were estimated using a Bland–Altman analysis, which involved fitting
a regressionmodel of the percent differences between 2 phe concentra-
tions using 2 methods ((A − B) / A) against the mean ((A + B) / 2),
where A represents the more reliable method in the A & B comparison,
i.e. A=plasma-IEC orDBS-IEC; B=DBS-MS/MS [13]. A preliminary sta-
tistical analysis to estimate discrepancies indicated that the slopes were
close to and not significantly different from zero. Thus, the regression
model used for the final Bland–Altman analyses was an intercepts-
only model (slope equal to zero). Included in the model were random
effects, subject ID and subject ID by diet interaction. Differences in
dietary treatment did not have a significant effect on the method
discrepancy estimates. Discrepancy estimate were expressed as the
intercept ±SE. p-values b 0.05 are considered significant.

For a given observed discrepancy in phe concentration, the total var-
iability is a combination of the variabilities for the subject ID, subject ID
by diet interaction and residual. Therefore, the total variability across
Table 1
Extraction recovery of phe and tyr from dried blood spots (DBS) using tandemmass spec-
trometry (MS/MS) and ion-exchange chromatography (IEC).

Percent extraction recovery (mean ± SD)

Phe Tyr

DBS-MS/MS DBS-IEC DBS-MS/MS DBS-IEC

1500 μM spiked (n = 3) 78 ± 3% 104 ± 2% 76 ± 4% 108 ± 2%
500 μM spiked (n = 3) 62 ± 3% 90 ± 1% 60 ± 3% 88 ± 1%
100 μM spiked (n = 3) 66 ± 3% 86 ± 7% 70 ± 2% 93 ± 1%
subjects was estimated by taking the square root of the sum of variance
parameter estimates for subject ID, subject ID by diet interaction and
residual, to calculate the standard deviation, which was converted to a
percentage.

Bland–Altman analyses for tyr and the phe/tyr ratio showed that the
discrepancy was dependent on the tyr value. Specifically, unlike phe
concentrations, which were all lower in DBS compared to plasma, tyr
concentrations measured both higher and lower in DBS compared to
plasma. Thus, no reliable conclusions regarding tyr and the phe/tyr
ration discrepancy could be made because the relationship between
the tyr concentrations measured in DBS compared to plasma is depen-
dent on whether the concentration of tyr was high or low, respectively.
For this reason, and because of the low tyrosine concentration range
(plasma tyr: 17–57 μmol/L) observed in our subjects, these analyses
are not shown here.

3. Results

3.1. Extraction recovery of phe and tyr from DBS

Recovery of phe and tyr from DBS was higher with IEC compared
with MS/MS at all three concentrations tested (1500 μM, 500 μM,
100 μM) (Table 1). Extraction recovery of phe ranged from 62 to 78%
using DBS-MS/MS and ranged from 86 to 104% using DBS-IEC. Extrac-
tion recovery of tyr ranged from 60 to 76% using DBS-MS/MS and
ranged from 88 to 108% using DBS-IEC. Recovery of phe, but not tyr,
was improved with higher spiked concentrations of phe.

3.2. Precision of phe and tyr measurement

Comparison of the precision values for plasma-IEC, DBS-IEC and
DBS-MS/MS for phe and tyr are presented in Table 2. The lowest inter-
assay coefficient of variation (CV) resulted from plasma-IEC using high
and low phe controls (1.6%). The CV for phe concentrations using
DBS-IEC (3.5–5.9%) were greater than plasma-IEC, but were lower
than DBS-MS/MS (11.2–11.7%). For tyr concentrations, DBS-MS/MS
gave the highest inter-assay variation (10.3–12.1%). Low tyr controls re-
sulted in CVs of 4.9% and 9.2%, respectively, for plasma-IEC andDBS-IEC,
while high tyr controls resulted in CVs of 5.9% and 5.1% for plasma-IEC
and DBS-IEC.

3.3. Lower phe levels measured in DBS usingMS/MS comparedwith plasma
using IEC

Based on the Bland–Altman analysis, phe concentrations extracted
from DBS measured by MS/MS were 28 ± 1% (mean ± SE,
p b 0.0001) lower compared to plasma phe concentrations obtained
by venipuncture and analyzed using IEC for 110 sample pairs from 29
subjects (Fig. 1A). This discrepancy resulted in a blood phe concentra-
tion of 514± 241 μmol/L (mean± SD) and a plasma phe concentration
of 731± 332 μmol/L (mean± SD) (Fig. 1B). In order to determine if the
28%discrepancywasdifferentwhen comparing high (N600 μmol/L) and
different methods.

Phe Tyr

Control
level n

Concentration
(μM)
mean ± SD CV (%) n

Concentration
(μM)
mean ± SD CV (%)

Plasma-IEC Low 20 79 ± 1 1.6% 20 61 ± 3 4.9%
High 20 403 ± 7 1.6% 20 223 ± 13 5.9%

DBS-IEC Low 20 32 ± 2 5.9% 20 38 ± 4 9.2%
High 20 482 ± 17 3.5% 20 462 ± 23 5.1%

DBS-MS/MS Low 20 33 ± 4 11.2% 20 33 ± 3 10.3%
High 20 371 ± 43 11.7% 20 648 ± 79 12.1%



Fig. 1. The discrepancy between blood phe concentrations extracted from DBS and analyzed using MS/MS and plasma phe concentrations obtained by venipuncture and analyzed using
IEC. Percent difference in Figures A & C is defined as ((plasma phe-blood) / plasma phe) x 100. (A) Bland–Altman analysis shows a 28±1% (mean±SE, p b 0.0001) discrepancy, indicating
that phe concentrations extracted from DBS measured by MS/MS are 28 ± 1% lower compared to plasma phe concentrations obtained by venipuncture and analyzed using IEC for 110
sample pairs from 29 subjects. (B) Blood phe concentration is 514 ± 241 μmol/L (mean ± SD) and plasma phe concentration is 731 ± 332 μmol/L (mean ± SD) for 110 sample pairs
from 29 subjects. (C) Bland–Altman analysis shows a 23 ± 3% (mean ± SE, p b 0.0066) discrepancy between blood and plasma phe sample pairs when plasma phe ≤600 μmol/L (n =
41), compared to a 31 ± 2% (mean ± SE, p b 0.0001) discrepancy within blood and plasma phe sample pairs when plasma phe concentrations N600 μmol/L (n = 69). (D) When
plasma phe concentrations ≤600 μmol/L (n = 41), blood phe concentration is 303 ± 115 μmol/L (mean ± SD) and plasma phe concentration is 401 ± 154 μmol/L (mean ± SD) for 41
sample pairs. When plasma phe concentrations N600 μmol/L, blood phe concentration is 640 ± 206 μmol/L (mean ± SD) and plasma phe concentration is 927 ± 241 μmol/L
(mean ± SD) for 41 sample pairs.

Fig. 2. Heterogeneity of variability across subjects for phe measurement. Each line
represents the range of percent differences from maximum to minimum within 3–4
sample pairs for each subject. Percent difference is defined as (plasma phe-blood phe)/
plasma phe). x 100 The circle in the middle of each line represents the mean percent
difference by subject. Total variability is high (SD = 13.2%) for 110 samples pairs from
29 subjects.
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low (≤600 μmol/L) plasma phe concentrations, additional Bland–Alt-
man analyses were completed. When plasma phe concentrations were
≤600 μmol/L (n = 41), the discrepancy between blood and plasma
phe sample pairs was 23 ± 3% (mean ± SE, p b 0.0066), compared to
a 31 ± 2% (mean ± SE, p b 0.0001) discrepancy when plasma phe
concentrations were N600 μmol/L (n = 69) (Fig. 1C). The 23 ± 3%
discrepancy resulted in a blood phe concentration of 303 ± 115 μmol/
L (mean ± SD) and a plasma phe concentration of 401 ± 154 μmol/L
(mean ± SD) when plasma phe concentrations were ≤600 μmol/L.
The 31 ± 2% discrepancy resulted in a blood phe concentration of
640 ± 206 μmol/L (mean ± SD) and a plasma phe concentration of
927 ± 241 μmol/L (mean ± SD), when plasma phe concentrations
were N600 μmol/L (Fig. 1D).

3.4. Variability across subjects for blood and plasma phe concentration
sample pairs

To address the use of a calibration factor based on the discrepancy in
phe concentrations, total variability across subjectswas calculated. Total
variability was high (SD = ±13.2%) for 110 sample pairs from 29
subjects (Fig. 2).

3.5. Attenuation of phe discrepancy with analysis of DBS using IEC

Todeterminewhether the discrepancy between blood phe extracted
from DBS and analyzed using MS/MS (DBS-MS/MS) and plasma phe
obtained by venipuncture and analyzed using IEC (plasma-IEC) could
be reduced, we compared phe measurement discrepancy among 3
methods (Fig. 3). Each method included 38 samples from 16 subjects.
DBS-MS/MS is 26 ± 2% (mean ± SE) lower compared to plasma-IEC



Fig. 3. Estimated phe concentration measurements discrepancies using 3 different
methodologies. The three methods include blood phe concentrations extracted from
DBS and analyzed using MS/MS (DBS-MS/MS), blood phe concentrations extracted from
DBS and analyzed using IEC (DBS-IEC), and plasma phe concentrations obtained by
venipuncture and analyzed using IEC (plasma-IEC). Each method included 38 samples
from 16 subjects. Blood phe concentration, extracted from DBS and analyzed using MS/
MS, is 407 ± 216 μmol/L (mean ± SD). Blood phe concentration, extracted from DBS
and analyzed using IEC, is 479 ± 283 μmol/L (mean ± SD). Plasma phe concentration,
obtained by venipuncture and analyzed using IEC, is 573 ± 334 μmol/L (mean ± SD).
DBS-MS/MS is 26 ± 2% (mean ± SE) lower compared to plasma-IEC for these 16
subjects (p b 0.0001). Use of the same analytical method, IEC, on DBS reduced the
discrepancy from 26 ± 2% (mean ± SE) to 15 ± 2% (mean ± SE, p = 0.0001). For DBS,
MS/MS analysis yields a phe concentration that is 12 ± 3% (mean ± SE p = 0.0067)
lower compared to IEC.
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for these 16 subjects (p b 0.0001). Use of IEC to measure blood phe ex-
tracted fromDBS reduced the discrepancy from26±2% (mean±SE) to
15±2% (mean±SE, p=0.0001). For DBS,MS/MS analysis yields a phe
concentration that is 12±3% (mean± SE p=0.0067) lower compared
to IEC.
4. Discussion

Ongoing monitoring of blood phe concentrations to assess dietary
compliance and metabolic control is an essential component of the
treatment of PKU. Measurement of phe concentrations in DBS by MS/
MS using newborn screening protocols is a common practice because
of the convenience and lower cost as compared with measuring phe
concentrations in plasma using IEC. Previous reports where trained
staff spot venous or capillary blood on filter paper indicate that phe
concentrations are significantly lower by 19–26% compared with
plasma phe concentrations determined using IEC [8,9]. Herein, we re-
port for the first time the discrepancy in phe concentrations when sub-
jects spot their own blood on filter paper, as occurs in the clinical
setting, using awell-controlled sampling procedurewith determination
of variability across subjects and valid Bland–Altman statistical analyses
[13]. We note that blood phe concentrations in DBS eluates analyzed
with MS/MS are 28% lower compared to plasma phe concentrations
obtained simultaneously and analyzed with IEC, p b 0.0001. Thus, use
of DBS analyzed using newborn screening protocols to monitor phe
concentrations may obscure evaluation of metabolic control in patients
with PKU.
Our results suggest multiple factors contribute to the consistently
lower phe concentrations obtained using DBS compared to plasma.
For example, we observed a reduction in the discrepancy to 15% when
the DBS-IEC protocol was used instead of the DBS-MS/MS protocol.
The discrepancy may be due to differences in instrumentation dem-
onstrated by the lower precision of MS/MS compared to IEC shown
in this paper and by Allard et al. [14], or extraction procedures. At
this time, we chose to maintain the current newborn screening pro-
tocol for extraction and analysis of phe from DBS in order to align
with existing clinical practices. Other factors that may influence the
discrepancy include the milieu of the sample (venous blood, capil-
lary blood or plasma), heterogeneity of the collected sample, and
sample volume. Similar to diabetes monitoring, where blood glucose
concentrations are noted to be 11% lower compared to plasma [15],
lower phe concentrations in blood reflect composition differences,
such as the presence of clotting factors like fibrinogen in blood and
the possible inclusion of lymph when the blood sample is obtained
with a lancet. When the capillary blood is obtained and spotted on
filter paper, heterogeneity and volume of the collected sample varies
due to the location of the punch taken from the DBS (center vs. pe-
riphery) and filter paper spotting technique (one large central spot
vs. multiple small spots). Variation in sample volume is also influ-
enced by hematocrit, hemoglobin concentration, and hydration. Re-
lated to sample quality and patient technique, Skeie et al.
demonstrated better precision of blood glucose measurements
using home glucose meters performed by laboratory technicians
compared to patients, as determined by CVs of 2.5–5.9% for techni-
cians compared to 7–20% for patients [11].

Given the 2014 PKUManagementGuidelines for the narrowphe ref-
erence range, 120–360 μmol/L [4], there are several clinical consider-
ations in using phe concentrations obtained from DBS to monitor
metabolic control in PKU. First, due to the large variability of 13.2%
across subjects that we observed, use of a calibration factor based on
the discrepancies is not recommended. Thus, predictions of plasma
phe concentrations based on adjusting the blood phe concentrations
obtained from DBS with the discrepancy values would not likely be
accurate. Second, awareness and effective communication to clini-
cians as to how the samples are obtained and analyzed for phe are es-
sential for temporal comparison of phe concentrations. Third,
repeated patient education on proper techniques for finger prick
and filter paper spotting when obtaining DBS at home is essential
to minimize analytical error. Fourth, it may be prudent to obtain a
plasma phe concentration using IEC when DBS phe levels approach
the upper limit of the current recommended treatment goals for PKU
of 360 μmol phe/L.

This paper suggests that the use of IEC, rather than MS/MS, to
measure blood phe concentrations obtained from DBS reduced the
discrepancy by approximately one-half to 15 ± 2% compared to
plasma-IEC. Considering the convenient, less invasive sample acquisi-
tion approach of DBS compared to venipuncture, analysis of DBS using
IEC may be a practical solution [14]. An exploration of modifications to
the extraction protocol for DBS is needed to maximize efficiency.
Additionally, adjustments to the IEC method by modifying flow rates
or buffer compositions, should be considered to allow for reduction in
sample analysis times.

In conclusion, we observed that blood phe concentrations were 28%
lower in DBS analyzed using a validated newborn screening MS/MS
protocol compared with the gold standard of venous plasma phe
concentrations analyzed using IEC. Use of a calibration factor is not
recommended due to the large variability across subjects. These
findings highlight the need for structured patient education on prop-
er finger prick and filter paper spotting techniques when obtaining
DBS in order to minimize analytical error in the measurement of
blood phe concentrations. Lastly, further research is needed to
identify and evaluate how to effectively implement practical
solutions to improve metabolic monitoring of PKU utilizing the
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convenience of DBS and with future consideration of home phe
monitoring for PKU [16].
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