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OBJECTIVE: A cephalic elevation device is an inflatable

device that elevates the fetal head. We sought to

evaluate whether such a device reduces time to delivery

after hysterotomy and lowers morbidity in cesarean

deliveries during the second stage of labor.

METHODS: We conducted a double-blind randomized

controlled trial among nulliparous, term women aged 18–

50 years with vertex singleton pregnancies. Women were

eligible if they were to undergo cesarean delivery in the

second stage of labor. All participating women had the

cephalic elevation device inserted by the delivering provider

and were randomly allocated to inflation or noninflation of

the device. Inflation was performed in a blinded fashion. The

primary outcome was time from hysterotomy to delivery. A

sample size of 30 per group (N560 participants) was

planned to detect a 50% decrease in time to delivery after

hysterotomy with cephalic elevation device inflation.

RESULTS: From January 2018 through July 2019, 60 women

who underwent cesarean delivery in the second stage were

randomized. Analysis was by intention to treat. Women in

the inflation group were older (33 vs 30.5 years), but the

groups were otherwise similar. In both groups, most

women had a low-transverse hysterotomy (93%). The

median time from hysterotomy to delivery was significantly

shorter in the inflation group (31 vs 54 seconds; P,.01).
There was no significant difference in neonatal outcomes.

CONCLUSION: Use of the cephalic elevation device

during second-stage cesarean delivery led to a 23-

second reduction time from hysterotomy to delivery.

CLINICAL TRIAL REGISTRATION: ClinicalTrials.gov,

NCT03342508.

FUNDING SOURCE: The cephalic elevation devices used

in this study were donated by Safe Obstetrics Systems.
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A rrest disorders can affect up to 20% of labors and
are a common indication for cesarean delivery.1

These cesarean deliveries can be difficult when per-
formed for failure to progress in the second stage of
labor1,2 because they often require additional proce-
dures for delivery including elevation of the head by
an assistant’s hand placed in the vagina or a reverse
breech delivery. As a result, arrest of descent cesarean
deliveries in the second stage are associated with an
increased risk for both maternal and fetal morbidity,
including uterine hysterotomy extensions, increased
blood loss, and neonatal injury such as skull fracture.3–5

The Fetal Pillow (cephalic elevation device) is
a balloon cephalic elevation device designed to
elevate a deeply impacted fetal head atraumatically
out of the pelvis during cesarean delivery. It is
inserted to facilitate delivery of the fetal head
and minimize complications associated with a deeply
impacted head.6 Although it has not been used widely
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in the United States, the device has been demon-
strated as safe and effective in studies conducted in
the United Kingdom and India.7–9 Its use was associ-
ated with a reduced risk of major hysterotomy exten-
sion: 15% with a hand from below compared with 4%
with the device.7 A randomized controlled trial eval-
uating its use at full dilatation reported a reduction
from 32.5% to 5% in hysterotomy extension.8 Based
on these findings, this cephalic elevation device was
cleared by the U.S. Food and Drug Administration in
2015 for use in women who were in at least 37 weeks
of gestation and required cesarean delivery at full dila-
tion or after a failed instrumental vaginal delivery.

To date, the device has not been studied in
a scientific fashion in the United States. Our objective
was to evaluate whether this cephalic elevation device
reduces time to delivery after hysterotomy and morbid-
ity from cesarean deliveries during the second stage.

ROLE OF THE FUNDING SOURCE

The cephalic elevation devices used in this trial were
donated by Safe Obstetric Systems. Other than donation
of the device, the company was not involved in study
design, analysis of the results, or interpretation for
publication. The authors had access to relevant aggre-
gated study data and other information (such as study
protocol, analytic plan and report, validated data table,
and clinical study report) required to understand and
report research findings. The authors take responsibility
for the presentation and publication of the research
findings, have been fully involved at all stages of
publication and presentation development, and are

willing to take public responsibility for all aspects of
the work. All individuals included as authors and
contributors who made substantial intellectual contribu-
tions to the research, data analysis, and publication or
presentation development are listed appropriately. The
role of the sponsor in the design, execution, analysis,
reporting, and funding is fully disclosed. The authors’
personal interests, financial or nonfinancial, relating to
this research and its publication have been disclosed.

METHODS

We conducted this double-blind randomized clinical
trial at a single tertiary care center. Before initiation of
the study, approval was obtained from the Partners
institutional review board and registered with Clinical-
Trials.gov (NCT03342508).

The cephalic elevation device used in this trial is
a soft silicone balloon device that is inserted into the
vagina and placed beneath the fetal head and then
inflated to help lift the head from the pelvis (Fig. 1).
Once the cephalic elevation device is inserted, the
patient’s legs are laid flat and adducted on the oper-
ating room table, with the patient in the supine posi-
tion with left lateral tilt. The cephalic elevation device
is inflated with 180 mL of sterile saline.

Participants were at least 18 years of age with a full-
term (37 weeks of gestation or greater) singleton fetus in
cephalic presentation. Only nulliparous women were
included. Women were excluded if there was a contra-
indication to a vaginal delivery, prior cesarean delivery,
or presence of congenital fetal anomaly. Non–English-
speaking women were also excluded.

Fig. 1. Image of the fetal pillow
in situ (maternal head to the
right). Reprinted with permission
from Safe Obstetric Systems UK
Ltd.
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All patients who met inclusion criteria were ap-
proached on the labor floor during the first stage of
labor. If cesarean delivery was to be performed in the
second stage, women were then randomly allocated to
either the cephalic elevation device inflated group or the
not-inflated group. An independent consultant created
a computer-generated randomization scheme that used
balanced treatment allocation in blocks of 10, and the
resulting sequential group allocations were kept in
sealed, opaque envelopes until time of randomization.

At the time of cesarean delivery, the cephalic
elevation device was inserted vaginally by the obstetri-
cian after catheterization of the bladder and after vaginal
preparation with betadine, per our current labor and
delivery guidelines. Once the cephalic elevation device
was inserted, the patient’s legs were laid flat on the oper-
ating table in accordance with the guidelines for use of
this device. The delivering provider and other members
of the obstetric team were blinded to whether the device
was inflated or not. Group allocation was revealed to the

Fig. 2. Flow chart of study inclusion.

Lassey. Cephalic Elevation Device for Second-
Stage Cesarean. Obstet Gynecol 2020.

Table 1. Baseline Characteristics of Women in the Inflated Group Compared With the Not-Inflated Group

Characteristic Inflated Group Not-Inflated Group

Age (y) 33.0 (31.0–36.0) 30.5 (26.0–33.0)
BMI at delivery (kg/m2) 28.9 (27.0–34.0) 29.7 (26.6–32.5)
Gestational age (wk) 40.0 (39.1–40.6) 40.0 (39.3–40.3)
Maternal comorbidity

Hypertension 5 (17) 5 (17)
Diabetes 2 (7) 2 (7)
Other 5 (17) 2 (7)

Duration of 2nd stage (min) 232 (164–262) 243 (175–315)
Pitocin use 27 (90) 29 (97)
Epidural use 29 (97) 30 (100)
Attempted operative delivery 1 (3) 1 (3)
Fetal station 2 (1–2) 2 (1–2)
Birth weight (g) 3,503 (3,220–3,805) 3,385 (3,090–3,590)
Type of cesarean delivery

Primary low-transverse 28 (93) 28 (93)
Low-vertical 2 (7) 2 (7)

Indication for cesarean delivery*
Failure to progress 27 (90) 23 (77)
Nonreassuring fetal heart rate tracing 5 (17) 9 (30)

BMI, body mass index.
Data are median (quartile 1–quartile 3) or n (%).
* Women were able to have more than one indication for cesarean delivery coded.

VOL. 135, NO. 4, APRIL 2020 Lassey et al Cephalic Elevation Device for Second-Stage Cesarean 881



anesthesiologist, who inflated the cephalic elevation
device using 180 mL normal saline (inflated group)
or did not inflate the balloon (not-inflated group).
The circulating nurse accessed the device (both
groups) by the catheter to the side of the patient’s legs
and either deflated it or carried out a mock deflation
after delivery of the neonate (inflated vs not-inflated
group, respectively). The cephalic elevation device
was removed by the delivering provider at the end
of the procedure in both groups.

The primary outcome measure was time (in
seconds) from hysterotomy to delivery of the neonate.
This primary outcome was chosen as the most
sensitive to distinguish difficulty of delivery. It was
measured by the anesthesiologist in the operating
room. Secondary outcome measures included uterine
hysterotomy extension and type, estimated blood loss
by the delivering provider, change between predeliv-
ery and postdelivery hematocrit, blood transfusion,
total operative time (minutes), and other potential
markers for maternal morbidity including fever,
disseminated intravascular coagulation, intensive care
unit admission, and length of stay. Neonatal outcomes

including birth weight, 1- and 5-minute Apgar scores,
intubation, neonatal intensive care unit admission,
length of stay, and other fetal trauma were also
collected. All secondary outcomes were collected by
review of the operative report and medical record by
a study team member who was blinded to group
allocation. An internally validated survey was also
given to obstetricians after delivery to assess ease of
delivery and their opinions regarding future use of the
device.

Before study design, we conducted a pilot study of
20 patients to record the average time from uterine
incision to delivery in seconds, which was found to be
41 seconds. Decreasing the delivery time by half was
considered clinically meaningful. A Type I a error of
0.05 was selected. Assuming 80% power, equal group
sizes, and a two-sided P-value, we needed 30 participants
in each group for total sample size of 60 patients.

Demographic and clinical characteristics were
compared using Fisher exact and x2 testing where
appropriate. Continuous variables were assessed for
normality, and t tests or Wilcoxon rank sum tests were
used as appropriate. Univariate analyses for outcomes

Table 2. Outcomes for the Inflated Group Compared With Not-Inflated Group

Outcome
Inflated
Group

Not-Inflated
Group

Average Difference Between
Groups* P

Hysterotomy-to-delivery time (sec) 31 (24–37) 54 (41–72) 238.2 (256.1 to 220.3) ,.01
Total operating time (min) 56 (50–62) 59 (52–70) 28.7 (218.5 to 1.2) .14
Uterine extension 6 (20) 13 (43) 20.23 (20.46 to 20.01) .05

If yes, type
1 (easy to suture) 5 (17) 2 (7) .02
2 (increased operative time and blood

loss)
1 (3) 7 (23)

3 (into the cervix, vagina, or bladder) 0 (0) 4 (13)
Maternal outcomes

Blood loss (mL) 800 (700–900) 900 (750–1,050) 2191.7 (2370.3 to 213.0) .09
Change in hematocrit 28.0 (5.7–9.5) 28.6 (5.4–10.9) 20.6 (22.3 to 1.0) .53

Excluding people who received
transfusion

8.0 (5.7–9.5) 8.2 (5.2–10.2) 20.1 (21.7 to 1.5) .88

Blood transfusion 0 (0) 3 (10) 20.1 (20.21 to 0.01) .24
Maternal length of stay (d) 4 (4–4) 4 (4–4) 20.1 (20.2 to 0.1) .43
Maternal fever 6 (20) 5 (17) 0.10 (20.16 to 2.3) 1.0
Prolonged catheterization (more than 4 d) 0 (0) 0 (0) 1.0
ICU admission 0 (0) 0 (0) 1.0
DIC 0 (0) 1 (3) 20.03 (20.1 to 0.03) 1.0
Readmission 0 (0) 1 (3) 20.03 (20.1 to 0.03) 1.0

Neonatal outcomes
1-min Apgar score 8 (8–8) 8 (8–8) 0.0 (21.1 to 1.0) .92
5-min Apgar score 9 (9–9) 9 (9–9) 20.1 (20.5 to 0.3) .84
Need for intubation 1 (3) 2 (7) 0.1 (20.14 to 0.1) 1.0
NICU length of stay (d) 0 (0–0) 0 (0–0) 21.1 (22.9 to 0.8) .91
Other 0 (0) 2 (7) 20.1 (20.16 to 0.02) .49

ICU, intensive care unit; DIC, disseminated intravascular coagulation; NICU, neonatal intensive care unit.
Data are median (quartile 1–quartile 3) or n (%) unless otherwise specified.
* Calculated as risk difference with 95% CI for categorical variables and mean with 95% CI for continuous variables.
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were performed similarly with Fisher exact tests, x2

tests, and Wilcoxon rank sum tests where appropriate.
The risk difference between groups was calculated
with 95% CI. For all analyses, a two-sided significance
level of P,.05 was considered statistically significant.
Analyses were performed using SAS 9.3.

RESULTS

A total of 439 women were consented for participa-
tion from January 2018 through July 2019. Many of
these women went on to have vaginal deliveries or
cesarean deliveries in the first stage of labor and were
therefore excluded. Sixty patients who were to
undergo cesarean delivery in the second stage were
randomized, 30 to the inflated group and 30 to the
not-inflated group (Fig. 2). Analysis was by intention
to treat; the device was unable to be successfully in-
flated for one person in the inflated group. There were
no withdrawals or patients lost to follow-up after
randomization.

Women in the inflated group were older (33.0 vs
30.5 years) but otherwise had similar baseline char-
acteristics compared with the not-inflated group. In
both groups, the majority of women had a low-
transverse cesarean delivery (93%). There was no

difference in the length of the second stage or fetal
station at delivery between the two groups. Women
with the inflated device had a higher rate of cesarean
delivery for failure to progress; those in the not-
inflated group had a higher rate of cesarean delivery
for nonreassuring fetal heart rate tracing. The birth
weight in the inflated group was somewhat higher
(Table 1).

Our primary outcome, the median time from
hysterotomy to delivery was significantly shorter in
the inflated group (31 vs 54 seconds; P,.01). Times
were not normally distributed, thus nonparametric
tests were used for comparison. There were fewer ex-
tensions in the inflated group; however the difference
was not statistically significant (20% vs 43%, P5.05).
There was no difference in estimated blood loss or
transfusion requirement between the two groups.
Maternal fever, intensive care unit admission, pro-
longed length of hospital stay, and readmission were
rare events and not different between groups. There
were no differences in neonatal outcomes including
birth weight, Apgar scores, neonatal intensive care
unit admission, intubation and other fetal morbidity
(Table 2). The cephalic elevation device was well
received (Table 3).

Table 3. Health Care Provider Assessment of the Cephalic Elevation Device

Inflated Group Not-Inflated Group P

Provider assessment of ease of delivery ,.01
1 (very difficult) 0 (0) 2 (7)
2 (difficult) 0 (0) 9 (30)
3 (not difficult) 6 (20) 6 (20)
4 (easy) 11 (37) 10 (33)
5 (very easy) 13 (43) 3 (10)

Would you use the device again? (Yes) 29 (97) 22 (73) .03
Would you recommend the device to others? (Yes) 29 (97) 22 (73) .03
Ease of placement .23

1 (very difficult) 0 (0) 0 (0)
2 (difficult) 1 (3) 0 (0)
3 (not difficult) 0 (0) 0 (0)
4 (easy) 5 (17) 10 (33)
5 (very easy) 24 (80) 20 (67)

Ease of inflation
1 (very difficult) 1 (3)
2 (difficult) 0 (0)
3 (not difficult) 0 (0)
4 (easy) 5 (17)
5 (very easy) 24 (80)

Ease of removal 1.0
1 (very difficult) 0 (0) 0 (0)
2 (difficult) 0 (0) 0 (0)
3 (not difficult) 1 (3) 0 (0)
4 (easy) 5 (17) 6 (20)
5 (very easy) 24 (80) 24 (80)

Data are n (%) unless otherwise specified.
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DISCUSSION

In this randomized trial involving nulliparous women
who underwent cesarean delivery in the second stage,
the use of this cephalic elevation device decreased
time to delivery after hysterotomy by 23 seconds.
Although several measures of morbidity were lower in
the inflated group, we were underpowered for the
various measures of morbidity we assessed and differ-
ences between the groups were not statistically
different. In the inflated group there were fewer
hysterotomy extensions; however, the difference was
not statistically significant.

Strengths of this study are that it was appropri-
ately powered for the primary outcome, it minimized
confounding with a double-blind randomized con-
trolled design and established survey-based subjective
data from blinded providers about ease of delivery
using this device.

Our study is not without limitations. The pri-
mary outcome, time from hysterotomy to delivery, is
a process measure and not a clinical outcome.
However, we used this metric as a proxy for degree
of difficulty of the delivery and considered only
a large reduction (two-fold) to be meaningful. Fur-
thermore, time from hysterotomy to delivery is
a clinically meaningful outcome; recent data have
shown that longer duration from hysterotomy to
delivery is associated with decreasing umbilical
artery pH at scheduled term delivery.10 Owing to
our small sample size, we lacked statistical power
to adequately assess infrequent outcomes such as
neonatal morbidity. Another limitation of our study
is that our median birth weight for the inflated group
was 3,502 and 3,385 g for the not-inflated group.
Although this is consistent with the median birth
weight for nulliparous women at term at our institu-
tion (3,400 g), our results may not be generalizable to
a population with a larger median birth weight.

In terms of generalizability, our study occurred only
at a single tertiary care center and only included
nulliparous patients without prior cesarean delivery.
Future studies may look at expanded criteria for use,
such as multiparous patients, those with a prior uterine
scar, and arrest disorders in the late first stage of labor.

In summary, we found that use of this cephalic
elevation device for cesarean deliveries in the second
stage resulted in a 23-second faster time to delivery.
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