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Introduction
!

With the development of various new tools and
peripheral devices and the accumulation of ex-
perience and expertise, colorectal endoscopic
submucosal dissection (ESD) is gradually gaining
widespread acceptance in Japan [1–3]. Technical
difficulties associated with colorectal ESD have
been significantly reduced, and ESD is gaining po-
pularity among experienced endoscopists [4–6].
However, poor endoscope operability in situa-
tions when there is paradoxical movement of the
endoscope, poor control with adhesions, and le-
sion motion with heartbeat or breathing can re-
sult in failure to achieve en bloc resection or in
perforation [7–9]. We also previously reported
that poor scope operability during ESD was an in-
dependent significant predictor of incomplete re-
sections and perforation [8]. A new splinting tube
with a balloon (ST-CB1, Olympus) has been de-
signed for use with PCF-Q260AZI (Olympus). This
instrument is used for colonoscopy and deep co-
lonic ESD. Here, we evaluated the clinical useful-
ness of the single-use splinting tube for poor
scope operability in deep colonic ESD.

Patients and methods
!

Patients
Among 691 patients with colorectal tumors treat-
ed by ESD at Hiroshima University Hospital be-
tween November 2009 and July 2015, we ana-
lyzed 20 consecutive patients who underwent
deep colonic ESD using a single-use splinting
tube because of poor scope operability. Poor
scope operability was defined as paradoxical
movement of the endoscope, poor control with
adhesions, and lesion motion with heartbeat or
breathing and was classified as good or poor, as
described previously [8]. “Paradoxical move-
ment” was defined as retraction of the tip of the
colonoscope because the axial force exerted by
the endoscopist was not translated to forward
motion of the tip of the colonoscope as a result of
looping and accumulation of air in the abdomen.
“Poor control with adhesion” was defined as un-
smooth movement of the colonoscope during
ESD, which was caused by adhesions that devel-
oped after prior abdominal or pelvic surgery.
“Lesion motion with heartbeat or breathing” was
defined as troublesome movement of the endo-
scopic view that was synchronous with the pa-
tient’s heartbeat or breathing.
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Background and study aims: Poor endoscope op-
erability remains a significant challenge during
colorectal endoscopic submucosal dissection
(ESD). We retrospectively evaluated the experi-
ence and clinical usefulness of a new single-use
splinting tube in deep colonic ESD in the setting
of poor scope operability.
Patients and methods: Among 691 patients with
colorectal tumors treated with ESD at Hiroshima
University Hospital between November 2009 and
July 2015, we analyzed 20 consecutive patients
who underwent deep colonic ESD using a single-
use splinting tube because of poor scope operabil-
ity. Poor operability was defined as paradoxical

movement of the endoscope, poor control with
adhesions, and lesion motion with heartbeat or
breathing. Technical and clinical success rates
and adverse events were assessed.
Results: Paradoxical movement and poor control
with adhesions were improved in all cases using
the single-use splinting tube. The en bloc resec-
tion rate was 95% (19/20) and histological en
bloc resection rate was 100% (20/20). There were
no complications related to use of the splinting
tube.
Conclusions: Use of a single-use splinting tube
helped to overcome poor scope operability in
deep colonic ESD.
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To determine whether ESD was indicated, all participants had
undergone diagnostic colonoscopy using a high-resolution video
endoscope with magnification capability (CF-H260AZI, HQ290I,
HQ 290 ZI or PCF-Q260AZI; Olympus, Tokyo, Japan). At that
time, endoscope operability was also assessed during diagnostic
colonoscopy. During ESD, the evaluation of poor scope operabil-
ity was made subjectively by the operator. All patients had been
informed about the risks and benefits of colorectal ESD and
provided written informed consent for the procedure. The study
protocol was approved by the Institutional Review Board of Hir-
oshima University Hospital.

Instruments used with the single-use splinting tube
Balloon overtube-guided deep colonic ESD was performedwith a
colonoscope (PCF-Q260AZI; outer diameter of 11.7mm or PCF-
Q260JI; outer diameter of 10.5 mm; Olympus, Tokyo, Japan), a
splinting tube with a balloon (ST-CB1, Olympus; outer diameter
43mm, length 73mm), and a balloon control unit (OBCU, Olym-
pus, Tokyo, Japan) (●" Fig. 1, 2).
This single-use splinting tube (ST-CB1; total length 770mm,
working length 690mm, outer diameter 16.2mm, inner diameter
13.8mm) was placed into the colonoscope before insertion. We
usually use a standard tip hood (Olympus). A bell-shaped, small-

a b c

Fig.1 Single-use splinting tube (ST-CB1). The single-balloon enteroscope system consists of a scope, a single-use splinting tube, and a balloon control unit.
Insertion procedure. a Insert the scope, and angulate it to hold the gut and deflate the balloon. b Advance the sliding tube and inflate the balloon. cWithdraw
both the scope and sliding tube while releasing the angulation, then withdraw both the scope and sliding tube to shorten the intestine. Single-use splinting
tube (ST-CB1). a Balloon overtube with a 16.2-mm outer diameter and 13.8-mm inner diameter. The entire length is 770mm. b Pre-loading the overtube over
the colonoscope.

Fig.2 Single-use splinting tube (ST-CB1). Balloon
overtube with a 16.2-mm outer diameter and
13.8-mm inner diameter. The entire length is
770mm.
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caliber tip, transparent tip hood (ST hood, FUJIFILM, Omiya, Ja-
pan) was used in cases of severe fibrosis to make it easier to enter
the submucosal layer. The procedural processes and the tool set
used within the balloon overtube-guided procedure were the
same for the deep colonic ESD procedure performed without the
splinting tube. Before performing ESD, we place a sheet with ex-
cellent water absorbability under the patient because body fluids
flow backward from the gap between the splinting tube and the
colonoscope. The overtube does not have a valve but air leakage
cannot occur easily during ESD. We employed the retroflexion
approach when performing deep colonic ESD using the overtube
if the approach enabled better manipulation and visualization.
We used retroflexion in 10 cases (50%). The balloon was con-
trolled by the balloon controller, which inflates the balloon with
air until the pressure reaches 5.4 kPa.

Procedures for colorectal ESD
The indications for colorectal ESD were based on the criteria pro-
posed by the Colorectal ESD Standardization Implementation
Working Group [10]. The procedures were performed by two
endoscopic specialists (S.T. and S.O.) as previous reported [8].
The inner surface of the splinting tube was wetted with water,
and the tube was fitted onto the colonoscope before intubation.
The tube was advanced with the balloon deflated. The colono-
scope was moved forward to the descending colon.
The splinting tube was passed along the colonoscope while pull-
ing the scope to the anal side to keep it taut, and the balloon was
inflated to fix the tube to the intestinal wall. Next, the colono-
scope was inserted into the deep part of the intestine along the
tube, while pulling the tube to the anal side to keep it from bend-
ing. The splinting tube with the deflated balloonwas then moved
forward along with the colonoscope. This process was repeated.
The colonoscope was controlled by the operator, and the assis-
tant operated the splinting tube and balloon control unit
(●" Fig. 1 and●" Fig.2).

Outcomes
We examined demographic data and clinical characteristics (tu-
mor location, size, morphological type, and histology) and eval-
uated the following clinical outcomes of deep colonic ESD: scope
operability, resection rate, horizontal/vertical margin, procedure
time, degree of submucosal fibrosis, and adverse events. Severe
fibrosis was defined as reported previously [11].

Results
!

The clinical characteristics of patients who underwent deep co-
lonic ESD for colorectal cancer (13 men, 7 women) are shown
in●" Table1. The mean (± standard deviation [SD]) age of the
patients was 68.9±8.5 years. The tumor was located in the as-
cending colon in 9 cases, cecum in 6 cases, and transverse co-
lon in 5 cases. The mean lesion size was 41±11.3mm (range,
20–70mm); 9 cases were laterally spreading tumor-granular
type (LST-G) and 11 cases were laterally spreading tumor-
non-granular type (LST-NG). The most frequent histologic type
of the resected lesion was adenoma (9 cases, 45%) while the
second most common histologic type was Tis carcinoma (7
cases, 35%). Four (20%) cases of T1 carcinoma were noted
(●" Table1).
A summary of resectability and other outcomes is shown in
●" Table2. There were no complications during or after the pro-

cedure. Endoscope operability was good in 11 cases (55%) and
was poor in 9 (45%), even when the single-use splinting tube
was used. In all 9 cases, the reason for poor operability was le-
sion motion with the heartbeat or breathing, while paradoxical
movement and poor control with adhesions were improved.
The overall en bloc resection rate was 95% (19/20) and the histo-
logical en bloc resection rate was 100% (20/20). In one case,
endoscopic operability of a 35-mm, laterally spreading cecal le-
sion that moved with the heartbeat, breathing, or intestinal peri-
stalsis did not improve even when the SBT-CB1 tube was used,
resulting in piecemeal resection. Pathologic examination re-
vealed that the carcinomatous portion of the lesion had been re-
sected completely.
The mean operation time was 141±72.4min. Severe fibrosis was
present in 11 cases. Perforation occurred in 1 patient (5%), who
recovered with conservative therapy without surgical interven-
tion. No postoperative bleeding or delayed perforation occurred
in this series.

Discussion
!

Poor endoscope operability remains a significant challenge dur-
ing colorectal ESD even in the hands of a skilled endoscopist. In
this study, the overall en block resection rate and perforation

Table 1 Baseline characteristics of patients and lesions (n = 20).

Age (years), mean (range) 68.9 ± 8.5 (52–84)

Sex (M/F), n (%) 13 (65)/7 (35)

Tumor size (mm), mean (range) 41.0 ± 11.3 (20–70)

Tumor location, n (%)

Cecum 6 (30)

Ascending colon 9 (45)

Transverse colon 5 (25)

Gross type, n (%)

LST-G 9 (45)

LST-NG 11 (55)

Histology, n (%)

Adenoma 9 (45)

Carcinoma

Tis 7 (35)

T1 4 (20)

LST-G, laterally spreading tumor-granular type; LST-NG, laterally spreading tumor-
non-granular type

Table 2 Outcomes of deep colonic endoscopic submucosal dissection.

Scope operability during ESD (using ST-CB1)

Good 11 (55)

Poor 9 (45)

Paradoxical movement, n (%) 0 (0)

Poor control with adhesions, n (%) 0 (0)

Lesion movement with heartbeat or breathing, n (%) 9 (0)

Resection

En bloc resection, n (%) 19 (95)

Histological en block resection, n (%) 20 (100)

Procedure time (min), mean (range) 141 (30–330)

Degree of submucosal fibrosis, n (%)

Mild 9 (45)

Severe 11 (55)

Complication

Delayed bleeding, n (%) 0 (0)

Perforation, n (%) 1 (5)
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rate were 95% and 5%, respectively. The use of a new sliding tube
with a balloon served as an anchor on the colon wall, providing
optimal traction for more stabilized access to the lesion. It en-
abled us to perform deep colonic ESD successfully in difficult
cases with poor scope operability. Paradoxical movement and
poor control with adhesions were improved in all cases. How-
ever, improvement was not seen in all cases with poor scope op-
erability with the use of single-use splinting tube because, in
some cases, movement of the lesionwith the heartbeat or breath-
ing could not be overcome evenwith the use of the new splinting
tube with a balloon.
Recently, double-balloon colonoscopy was shown to have a high
rate of complete colon evaluation in patients whose colon evalu-
ation was incomplete with conventional colonoscopy [12–14].
Ohya et al. [15] reported their experience with using balloon
overtube-guided colorectal ESD. They made a balloon overtube
that could improve access to the lesion and facilitate scope ma-
nipulation in colorectal ESD. However, there were some limita-
tions in using a water jet scope specially designed for colorectal
ESD or other traction devices due to the smaller diameter of the
balloon. The main features of the new splinting tube are the fol-
lowing: splinting tube with inflatable balloon that supports the
position of the endoscope within the colon; suitability for com-
plex therapeutic procedures especially for lesions that are in
proximity to flexures; hypoallergenic and latex-free; and hydro-
philic-coated silicone that enables smooth passage over the colo-
noscope. This instrument enabled us to use the colonoscope and
to perform deep colonic ESD more easily. As the splinting tube
with a balloon system does not have a scope balloon, the scope
can be withdrawn and inserted while holding the splinting tube
in the gut and attaching the tip hood to the tip of the endoscope.
The new splinting tube with a balloon has a tab at the proximal
end, making the tube much easier to hold than the overtube
used in double-balloon endoscopy.
This study has some limitations. First, it was retrospective cohort
study conducted at a single institution. Second, it might be affec-
ted by selection bias because it was not randomized. Third, the
evaluation of poor scope operability was made subjectively dur-
ing ESD because the investigated parameters are difficult to eval-
uate objectively. Large-scale multicenter investigations are need-
ed to evaluate the utility of the splinting tube with a balloon.

Conclusions
!

Use of the splinting tubewith a balloonmay be useful for improv-
ing the complete en bloc resection rate and safety in the setting of
poor scope operability in deep colonic ESD.
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