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PET/CT radiotracer infiltration is not uncommon and is often
outside the imaging field of view. Infiltration can negatively
affect image quality, image quantification, and patient manage-
ment. Until recently, there has not been a simple way to routinely
practice PET radiopharmaceutical administration quality control
and quality assurance. Our objectives were to quantify infiltra-
tion rates, determine associative factors for infiltration, and as-
sess whether rates could be reduced at multiple centers and
then sustained. Methods: A “design, measure, analyze, im-
prove, and control” quality improvement methodology requiring
novel technology was used to try to improve PET/CT injection
quality. Teams were educated on the importance of quality injec-
tions. Baseline infiltration rates were measured, center-specific
associative factors were analyzed, team meetings were held,
improvement plans were established and executed, and rates
remeasured. To ensure that injection-quality gains were retained,
real-time feedback and ongoing monitoring were used. Sustain-
ability was assessed. Results: Seven centers and 56 technolo-
gists provided data on 5,541 injections. The centers’ aggregated
baseline infiltration rate was 6.2% (range, 2%–16%). On the ba-
sis of their specific associative factors, 4 centers developed im-
provement plans and reduced their aggregated infiltration rate
from 8.9% to 4.6% (P , 0.0001). Ongoing injection monitoring
showed sustainability. Significant variation was found in center-
and technologist-level infiltration rates (P , 0.0001 and P 5
0.0020, respectively). Conclusion: A quality improvement ap-
proach with new technology can help centers measure infiltration
rates, determine associative factors, implement interventions,
and improve and sustain injection quality. Because PET/CT im-

ages help guide patient management, the monitoring and im-
provement of radiotracer injection quality are important.
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An estimated 3 million PET/CT procedures were per-
formed in the United States in 2017, with over 90% being
for oncology care and approximately 10% for assessing
myocardial perfusion, neurologic function, and other physio-
logic processes (1,2). Complete delivery of an intravenous
bolus of radiotracer is important to the accuracy and repro-
ducibility of imaging (3) and thus to patient treatment (4). A
radiotracer infiltration prevents a bolus delivery of the en-
tire dose. Infiltration happens when a catheter punctures or
erodes the venous wall or when injection pressure damages
the wall, leading to infusion of fluid into the soft tissue sur-
rounding the vein. The severity of the effect on image quality
and quantification cannot be determined precisely (4) but
depends on the initial infiltrate amount, the rate at which
infiltrate reenters circulation, and the residual infiltrate
amount that never enters circulation.

Unlike other health-care injection processes that monitor
injection quality (e.g., contrast-enhanced CT and chemo-
therapy) (5–7), there is no evidence that PET/CT injections
are routinely monitored. Difficulty in detection may be a
factor. PET/CT technologists usually inject small radio-
tracer volumes that do not cause immediate patient pain
and rarely cause visible changes to the skin near the in-
jection site. Furthermore, during PET/CT image interpreta-
tion, the injection site is often outside the imaging field of
view (8). Detection is further hindered when the injection
site is within the imaging field of view but the infiltration
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has resolved completely, leaving no visible evidence (9).
There are also few published data on PET/CT radiotracer
injection infiltration rates. A literature review identified 6
studies (2006–2017) from 3 centers that used routine static
images as their method to identify infiltration. These studies
involved 2,804 patients and 425 infiltrations (15.2%). Rates
ranged from 3% to 23% (8,10–14) and, on the basis of de-
tection difficulties, may have underestimated true infiltra-
tion rates (9).
Our hypotheses were that a quality improvement (QI) ap-

proach could measure infiltration rates for patients under-
going PET/CTexaminations across multiple centers, determine
associative factors that may contribute to infiltration, and
measure the reduction in rates of infiltration.

MATERIALS AND METHODS

An Institutional Review Board for each center determined that
the project did not meet the definition of research as defined by the
federal government in title 45 of Code of Federal Regulations, part
46.102(d); therefore, no patient consent was required. No protected
health information was collected.

Because QI approaches have led to high-quality results for
chemotherapy and contrast-CT injections (6,7) in patient popula-
tions such as those undergoing PET/CT radiotracer injections, we
believed that following a QI process for PET/CT could lead to
similar results. The ‘‘define, measure, analyze, improve, control’’
QI methodology was used.

In the define phase, the infiltration problem, injection process,
clinician/center needs, and potential factors associated with infil-
tration were defined in a protocol approved by each center. Seven
centers participated on the condition of anonymity and aggrega-
tion of data. Centers were sequentially initiated from December
2016 to July 2017 (approximately 1 center/mo). Centers included
2 low-volume (,2 patients/d) outpatient or mobile units, a medium-
volume (;5 patients/d) community care hospital, 3 high-volume
(;18 patients/d) academic centers, and a very high-volume (.30
patients/d) cancer care center. Before center initiation, 56 certified
nuclear medicine technologists (experience ranging from 1–41 y;
mean, 13.8 y; median, 12.5 y), 5 nuclear medicine physicians, and
2 physicists participated and were educated on the project and on
the importance of the injection process.

Because nuclear medicine injection quality is not routinely mea-
sured, an infiltration detection method was needed to consistently
determine baseline performance across centers. Therefore, novel
technology was required in the measure phase. A commercially
available system, Lara (Lucerno Dynamics), was selected on the
basis of clinical studies demonstrating its ability to identify the
presence of radiotracer near the injection site and to help reduce
infiltration rates (9,13,15). The Lara system includes topical sen-
sors and a reader to collect and store data, software to transfer
data, and a web application to display and analyze data. Use of the
system adds about 30 s to the patient experience and 90 s to the
technologist experience. The system assists clinicians in assessing
injection quality by providing injection-arm and reference-arm
time–activity curves during the uptake period (Fig. 1). Time–
activity curves are scored by an automated classifier, developed from
injections that had been qualitatively evaluated by nuclear medicine
physicians.

In the measure phase, technologists used the system to monitor
radiotracer injections for adult and pediatric patients for 2–4 mo,
based on center volume. After gaining venous access, and before
injecting patients with a radiotracer, technologists applied atrau-
matic adhesive pads and then sensors to the patient. One pad/
sensor was applied approximately 7 cm proximal to the injection
site; another was applied in the mirrored location on the contra-
lateral arm. Data were recorded by the system during the tracer
uptake period (typically 45–60 min). After removing the pads/
sensors from the patient, technologists uploaded patient-specific
(height, weight, body mass index, glucose level, age group [,16,
16–49, 50–69, .70 y]) and procedure-specific (injecting technol-
ogist, venous access method, radiotracer dose, flush volume, nee-
dle gauge, injection site location and orientation [right or left])
variables to the system’s web application. Time–activity curves
were immediately generated. During this phase, the time–activity
curves were not made available to technologists so that the review
would not influence technologist technique. Time–activity curves
were independently assessed by the system developer. Scores
higher than 200 were considered to indicate the presence of ra-
diotracer at the injection site. Scores higher than 1,000 were com-
municated to the principal investigators of the center to ensure that
the interpreting physicians would be aware of potential patient
care implications caused by the presence of radiotracer near the
injection site. Reimaging and assessment of the potential clinical
effect of radiotracer at the injection site were outside the scope of

FIGURE 1. Lara system consists of 2 scintillation sensors, 2 pads, reader, and docking station. Sensors are placed on injection
arm and contralateral arm. Time–activity curve is provided after data upload.
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the project. Weekly use data (number of time–activity curves
compared with number of PET/CT patients) were collected, ana-
lyzed, and reported to the centers to encourage them to use the
Lara system. After this phase and throughout the remainder of the
project, technologists received time–activity curve injection feed-
back immediately after uploading data.

The analyze phase began with group-level team meetings at each
center. The team reviewed and discussed the use rates and time–
activity curves. Principal investigators confirmed the measured
infiltration rates. The Lara system provided center-specific insight
into potential factors associated with poor-quality injections by
analyzing patient- and procedure-specific variables collected from
measure-phase injections.

Four centers proceeded to the improve phase; each held
brainstorming sessions and created specific improvement plans
based on associative factors and injection improvement interven-
tions and ideas (Supplemental Table 1; supplemental materials are
available at http://tech.snmjournals.org/). After the improvement
plans were implemented and injection practices modified, the cen-
ters remeasured rates by monitoring a similar number of injections
by the same measure-phase technologists. At the end of the im-
prove phase, use rates, time–activity curves, infiltration rates, and
adherence to improvement plans were evaluated.

After completing their improve phase, 3 centers monitored
injections for an extended period to the assess the sustainability of
injection QI in the control phase while the fourth center completed
its improve phase. Ongoing group-level and individual-level
feedback was provided in real time during this phase. Documen-
tation of qualitative performance feedback for each technologist
was outside the scope of this project. Overall project data collec-
tion ceased at all centers when the fourth center completed its
improve phase. After completion of the project, all 4 centers con-
tinued to monitor injection quality to ensure routine quality control
and quality assurance.

Statistical Methods
Coprimary Endpoints. The first coprimary endpoint was

the aggregated infiltration rate across measure-phase centers.
Unadjusted rates were calculated by dividing the total number of
infiltrations (for all centers) by the total number of injections. Ad-
justed rates were calculated using a multilevel generalized linear
mixed model accounting for technologist-, center-, and patient-level
correlations. The second coprimary endpoint was the aggregated
adjusted rate of reduction in infiltration rates (aggregated mea-
sure-phase rate minus aggregated improve-phase rate) across the
improve-phase centers. The P value for the test of H0 (no difference
between the improve-phase and measure-phase adjusted infiltration
rates) was reported.

Secondary Endpoints. There were 4 secondary endpoints: iden-
tify associative factors most likely to lead to infiltration, evaluate
each improve-phase center’s infiltration rate reduction, assess each
center’s adherence to the improvement plan, and evaluate varia-
tions in infiltration rate at the technologist or center level.

To identify associative factors most likely to lead to infiltration,
aggregated data gathered during the measure, improve, and control
phases were used to assess associations with injection quality.
Main effects (patient- and procedure-specific variables), along
with possible 2-way interactions, were evaluated (Supplemental
Table 2).

To evaluate the rate of reduction of infiltration, centers needed
to complete the analyze and improve phases. Binary decision trees

and logistic regression were used to assess candidate covariate
associations with injection quality during the analyze phase
(Supplemental Table 3). The percentage infiltration rate reduction
for improve-phase centers was defined as 100 · [(improve-phase
rate 2 measure-phase rate)/measure-phase rate].

To estimate each center’s adherence to the improvement plan,
interventions were categorized as a one-time or ongoing activity.
On the basis of intervention adherence and its ability to affect injec-
tion quality, a center’s qualitative overall adherence to a proposed
improvement plan was estimated (Supplemental Table 1).

To evaluate variations in infiltration rate at the center or technol-
ogist level, a likelihood ratio test using the pseudolikelihood was
conducted on data from all phases and centers.

Exploratory Analysis. To assess improvement plan sustainabil-
ity, differences were tested between the control- and measure-
phase infiltration rates and between the control- and improve-phase
rates. P values were adjusted using the Tukey method to control for
type 1 error.

RESULTS

Data were collected on 5,541 injections: 2,429 measure-
phase injections, 1,349 improve-phase injections, and 1,763
control-phase injections. Measure-phase use of the Lara
device ranged from 30% to 99% (mean and median use, 91%
and 93%, respectively). Improve-phase use ranged from
85% to 93% (mean and median use, 90% and 91%, respec-
tively). Technologist infiltration rates ranged from 0% to
24.4%.

Coprimary Endpoints

The aggregated unadjusted infiltration rate for the 7 mea-
sure-phase centers was 6.2% (range, 1.9%–15.7%) (Table 1).
The aggregated adjusted infiltration rate was 5.7% (SE, 1.8%;
95% confidence interval, 3.0%–10.6%)

Measure-phase injection characterizations are summa-
rized in Supplemental Table 4.

For the 4 improve-phase centers, the aggregated adjusted
measure-phase infiltration rate was 8.9% (SE, 3.4%; 95%
confidence interval, 4.2%–18.2%). The aggregated adjusted
improve-phase rate was 4.6% (SE, 1.9%; 95% confidence
interval, 2.1%–10.0%) (Table 2). The difference in rates be-
tween the improve phase and the measure phase was 4.3
percentage points, a 48% reduction. The test of H0 yielded

TABLE 1
Unadjusted Measure-Phase Infiltration Rates

Center Rate

A 13.3%
B 15.7%
C 12.8%
D 2.1%
E 3.2%
F 2.7%
G 1.9%

Centers’ volumes are not included to ensure center anonymity.
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a P value of less than 0.0001, indicating that the overall
improve-phase infiltration rate was significantly lower than
the overall measure-phase rate.

Secondary Endpoints

The all-phase factors most likely to be associated with
infiltration were nonantecubital fossa injection locations,
radiotracer dose, flush volume, and patient weight (Table 3).
The rate of reduction at improve-phase centers ranged be-
tween 10.0% and 78.4% (median, 46.6%) (Table 2). Im-
provement plan adherence was high at center A, moderate/
low at center B, moderate at center C, and low at center D.
A detailed adherence review is found in Supplemental
Table 1. Using data from all phases, the variation in infil-
tration rate at the center or technologist level was significant
(P , 0.0001 and P 5 0.0020, respectively).

Exploratory Result

Three centers completed a control phase for an average
of 22 wk (range, 15.4–25.8 wk) to assess the sustainability
of results. This phase was nearly twice the duration of their
measure and improve phases and monitored approximately
twice as many injections. All centers improved their unad-
justed infiltration rates during the control phase, as compared
with the measure and improve phases. The aggregated con-
trol-phase adjusted infiltration rate was 5.2% (Table 4). The
test of H0 yielded a Tukey-adjusted P value of less than
0.0001, indicating that the control-phase infiltration rate
was significantly lower than the measure-phase rate. The test

of H0 yielded a Tukey-adjusted P value of 0.55, indicating
that the control phase was not significantly different from the
improve phase.

DISCUSSION

PET/CT is a sensitive imaging modality with respect to
cancer (16,17). Oncologists use PET/CT images to help di-
agnose and stage disease, choose and plan therapy, and
assess tumor response or longitudinally monitor patients
(1,18). PET/CT is also used in other clinical applications.
Injection infiltration can reduce the sensitivity of PET/CT
(19), understate SUVs (4,8,13,15,20,21), and cause other
imaging issues. An initial literature review of PET/CT injec-
tions for oncology and other clinical applications found that
infiltration has negatively affected, or can negatively affect,
patient management (Supplemental Table 5) (22–38).

In health-care settings in which infiltration causes acute
patient harm, injections are routinely monitored, infiltration
is detected and reported, and injection results are assessed
by accrediting organizations. In these settings, QI efforts
have caused infiltration rates to decline to very low levels,
yet clinicians continue to make large-scale efforts to drive
rates even lower. Chemotherapy infiltration rates in the
1980s and 1990s ranged from 3% to 6% (5). A recent in-
filtration benchmarking attempt assessed 739,832 patients
and reported a 0.1% chemotherapy infiltration rate (infiltra-
tion rates for peripheral intravenous and central venous
access devices were estimated at 0.18% and 0.01%, respec-
tively) (6). A 1991–2007 review of studies on infiltration of
nonionic iodinated CT contrast media revealed an average
rate of 0.45% (39). In 2015, a national data registry and
practice quality improvement initiative involving 454,497
CT scans showed that rates had improved to 0.24% (7).

Our literature review found no such large-scale efforts to
improve nuclear medicine injections. Our project confirmed
that using new technology, centers could routinely monitor
injections, establish baseline infiltration rates, and determine
center-specific factors (Supplemental Fig. 1) that enable QI
processes to reduce PET/CT injection infiltration rates.

The QI project design had its strengths and limitations.
The multicenter approach monitored 5,541 injections, nearly

TABLE 2
Unadjusted Measure- and Improve-Phase Infiltration Rates

Center

Measure-

phase

rate SE

Improve-

phase

rate SE Change

A 13.3% 2.1% 2.9% 1.0% −78%
B 15.7% 4.0% 6.0% 2.6% −62%
C 12.8% 1.5% 8.7% 1.3% −32%
D 2.1% 0.6% 1.9% 0.6% −10%

Centers’ volumes are not included to help ensure individual cen-
ter anonymity.

TABLE 3
Associative Factor Analysis for Binary Infiltration Outcome:

Significant Associations

Effect (all data, all phases) P

Hand/wrist/forearm injections are associated

with higher predicted probability of infiltration
than is antecubital fossa injection

,0.0001

Radiotracer dose is positively associated with

infiltration

,0.0001

Weight is negatively associated with infiltration ,0.0001
Flush volume is negatively associated with

infiltration

,0.0001

TABLE 4
Sustainability at 3 Centers (Control Phase) Using

Aggregated Rates

Phase

Adjusted

3-center
aggregated

infiltration rate

Number of

injections SE 95% CI

Measure 12.1% 815 2.4% 8.2, 17.5
Improve 6.2% 830 1.4% 3.9, 9.5
Control 5.2% 1,763 1.1% 3.5, 7.8

CI 5 confidence interval.
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double the previously published number of monitored injec-
tions. The project demonstrated injection QI across diverse
provider types with different practices, different patient vol-
umes, and technologists of varying experience. The project’s
prospective nature was also a strength, leading to improved
injection processes by using standardized methods to estab-
lish infiltration rates, collecting factors associated with injec-
tions, and providing individual injection quality control.
The project had limitations. Use of the Lara device added

30 s to the PET/CT procedure for patients and added 90
s/patient to the technologists’ workloads (applying and remov-
ing the sensors, providing injection and patient variables).
Center representation was a limitation. Five centers sup-
ported either academic or NCI-designated comprehensive
cancer programs, which comprise 18% of U.S. cancer pro-
grams but represented 94.5% of the project’s measure-phase
injections (Supplemental Table 6). The other 2 centers sup-
ported community providers, and no Veterans Administra-
tion centers joined the project. Not collecting information on
injection volume, a potential factor associated with infiltra-
tion, was also a limitation. Data on the radiotracer injection
volume should be captured in future radiotracer QI projects
to further examine the association between dose and infiltra-
tion rate. The decisions of 3 centers were not contingent on
measure-phase results, because these 3 centers did not move
beyond the measure phase: one of these centers was replac-
ing PET/CT scanners but remains interested in the analyze
and improve phases, the second center transitioned providers,
and the third center cited time constraints that prevented
moving on. Although the overall rate of injection use was
high, lack of 100% use was also a project limitation. Finally,
the trial/observer effect was evident throughout the project.
Technologists were reminded of the importance of high-
quality radiotracer injections; as a result, it is possible that this
trial/observer effect contributed to higher-quality injections.
The combination of trial/observer effect, less than 100%

use, and overrepresentation of academic centers and cancer
programs suggests that the reported measure-phase rates are
likely less than the actual incidence of PET/CT injection
infiltration in the United States. The lack of 100% use likely
biased the tests of improve-phase and measure-phase dif-
ferences toward null; 100% use would likely have resulted
in more pronounced differences.
The project has implications for practice and studies in

the field. In the current clinical setting, quality control
measures require that an accurate dose be administered to
patients (40). On the basis of our findings and the published
infiltration rates, it is important to add a quality control mea-
sure that ensures the entire dose enters circulation. Not all
infiltrations will make a difference to patient care, but some
will. Just as patient glucose level, syringe residual, and the
time of imaging after injection are monitored and reported
today, providing injection-process quality control and in-
cluding this information in PET/CT reports may prove use-
ful. In addition, since the system can be used for different
radiotracer energy levels, a QI methodology could be used

to improve some of the 15.5 million annual g-camera scan
injections in the United States (1). Many characteristics
associated with PET/CT injections (technologists, patients,
technique, and lack of feedback) also exist in g-camera dose
injections. Infiltrated g-camera procedure injections can also
negatively affect patients (41).

Preventing infiltrated injections will become even more
important as use of nuclear medicine procedures grows
(1,2,42). As efforts are implemented to lower radiotracer
doses to as low as reasonably achievable, the infiltrate vol-
ume will represent a higher proportion of the administered
dose. Finally, the growing use of a- and b-emitting thera-
peutics is notable. Whereas infiltration of diagnostic radio-
tracers can result in indirect negative effects on patients,
infiltration of therapeutic radiopharmaceuticals may cause
acute and severe patient harm (43).

Large studies on radiotracer injections, similar in scale
to studies on chemotherapy and contrast CT injections, are
needed to provide insight into the frequency and conse-
quences of nuclear medicine infiltration. Such studies may
identify factors clearly associated with infiltration and lead
to guideline standards that improve injection quality. Nu-
clear medicine technologist schools could adopt these find-
ings to train future technologists. Additionally, studies into
the effect that infiltration has on image quantification could
provide tools that guide clinicians on whether to reschedule
imaging or proceed with imaging infiltrated patients.

CONCLUSION

To realize the full diagnostic potential of radiotracer im-
aging, it is important to perform PET/CT and g-camera scan-
ning in such a way as to obtain images of the highest quality.
Minimizing low-quality radiotracer injections could improve
the accuracy and reproducibility of nuclear medicine. This
project demonstrated that nuclear medicine infiltration rates
can be reduced and sustained through QI. Ongoing monitor-
ing of nuclear medicine injection processes will help ensure
that they remain well controlled or continue to improve, just
as contrast CT and chemotherapy injection process have
continued to improve. Certified nuclear medicine technolo-
gist training programs and accrediting organizations might
consider adopting injection monitoring as part of their effort
to improve the quality and repeatability of PET/CT and other
nuclear medicine scans.
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