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A B S T R A C T

A system to discriminate human or avian influenza A remains a highly sought-after tool for prevention of
influenza pandemics in humans. Selective binding of the influenza A viral hemagglutinin (HA) to specific sialic
acid (SA) receptors (Neu5Acα(2-6)Gal in humans, Neu5Acα(2-3)Gal in birds) is determined by the genotype of
the HA and neuraminidase (NA) segments, making it one of the key characteristics that distinguishes human or
avian influenza A virus. Here we demonstrate the direct detection of whole H1N1 influenza A virus using 6′-
sialyllactose (Neu5Acα(2-6)Galβ(1-4)Glc, 6SL)-immobilized gold electrodes as biosensing surfaces. The
sensitivity was higher than that of conventional immunochromatographic technique (ICT) for influenza virus
and not restricted by genetic drift. The label-free detection technology via direct attachment of a whole virus
using a chemically modified electrode is a promising means to provide a simple and rapid diagnostic system for
viral infections.

1. Introduction

Protection against infectious diseases such as influenza virus is a
sought-after goal, which may be more attainable if also addressed from
a viewpoint of diagnostic performance. For example, highly pathogenic
avian influenza (HPAI) infections in humans, such as the H5N1
subtype, have been identified as emerging infectious diseases with a
high mortality rate compared with human influenza viruses (Peiris
et al., 2007; Subbarao et al., 1998; Yuen et al., 1998). There are two
main infection mechanisms. One mechanism is the expression of avian
influenza receptors in human cells such as type II pneumocytes, which
promotes infection with the predominantly avian-restricted H5N1
subtype (Kogure et al., 2006; Yao et al., 2008). The other is mutation
of HA, which results in the ability to bind to human SA (Neu5Acα(2-6)
Gal). It has been reported that mutations in several key amino acids in
the antigenic epitope of HA create an interphyletic type of HA that can
bind both avian SA (Neu5Acα(2-3)Gal) and human SA moieties
(Sawada et al., 2010; Yamada et al., 2006). This genetic drift can lead
to species jump and human-to-human transmission in a previously
avian-restricted virus, and may ultimately cause a serious influenza
pandemic. For example, despite preferentially binding to avian SA,
such rapid mutation of the HA gene has resulted in subtypes H7N7 and
H9N2 being capable of binding to the human form, albeit frequently

with reduced efficacy, and thus represent emerging pandemic threats.
Therefore, the ability to rapidly detect the host restriction of emerging
viruses with high sensitivity may enhance surveillance and indicate
imminent species jump events.

To identify the subtype of a given influenza virus, biosensing
systems bearing specific antibodies (Rowe et al., 1999; Yuen et al.,
1998) and nucleic acid aptamers (Gopinath and Kumar, 2013; Jeon
et al., 2004; Wang et al., 2013) for HA, which plays a role in the process
of virus attachment to the cell membrane during infection (Hamilton
et al., 2012; Skehel and Wiley, 2000; Wiley and Skehel, 1987), have
been reported. However, antigenic drift poses a problem to the
recognition of HA (Carrat and Flahault, 2007), which may cause
serious false negative results because of the escape from specific
binding. On the other hand, human SA and avian SA are essential for
infection with human and avian influenza viruses, respectively, and
therefore represent suitable moieties to identify the subtype of virus
(Watanabe et al., 2015). However, the detection sensitivity of conven-
tional rapid assays such as ICT is over 5 hemagglutinating units (HAU)
(Watanabe et al., 2015; Yeo et al., 2014), which occasionally leads to
false negative results in the early stage of infection. If the sensitivity of
diagnostic techniques could be improved using SA receptors, it may
help prevent the occurrence of a serious influenza pandemic.

To realize this detection system, we demonstrate the label-free
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detection of influenza A virus subtype H1N1 using 6SL immobilized on
a self-assembled monolayer (SAM) on gold electrodes (Fig. 1A). To
form the densely immobilized sialyllactose layer on the sensing surface,
aminooxyundecyl disulfide (AOUD) was first immobilized as the SAM
layer. Aminooxy groups on the SAM surface can react with hemiacetal
(aldehyde) moieties of sialyllactose to form stable oxime bonds (Wu
et al., 2010).

Recently, label-free immunosensing systems such as surface plas-
mon resonance sensors, quartz crystal microbalance (QCM) and shear
horizontal surface acoustic wave sensors (Horiguchi et al., 2013) have
been widely used as biosensors, which can detect specific interactions
via direct attachment to the target without any pretreatment of the
sample. In addition, biosensing systems using electrical detection, such
as field effect transistors (FETs) have also attracted attention as label-
free biosensors (Goda and Miyahara, 2010, 2013; Hideshima et al.,
2013). In this report, the specific binding between human influenza A
virus subtype H1N1 and 6SL-immobilized electrodes was first con-
firmed with QCM and then further confirmed using electrical detection
techniques (Fig. 1B). Advantageously, the electrical detection techni-
ques do not require optical devices or any other optional input
transducers for biosensing. Therefore, the system can be miniaturized
and the procedure simplified. In this report, a systematically fabricated
SA receptor layer on a gold electrode for direct and label-free rapid
detection of H1N1 influenza A virus was evaluated by QCM and
electrical detection.

2. Materials and methods

2.1. Materials, reagents and equipment

11-Bromoundecane-1-thiol was purchased from Sigma-Aldrich Co.
(St. Louis, MO, USA). Sodium hydrogen carbonate, magnesium sulfate,
gelatin, ethyl acetate (EA), n-hexance, N,N-dimethylformamide (DMF)
and dichloromethane (DCM) were purchased from Wako Pure

Chemical Industries, Ltd. (Osaka, Japan). N-Hydroxyphthalimide, 6′-
sialyllactose sodium salt and 3′-sialyllactose sodium salt were pur-
chased from Tokyo Chemical Industry Co., Ltd. (Tokyo, Japan). All
chemicals and reagents were used as received. Influenza A H1N1 (A/
California/04/2009) hemagglutinin and influenza A virus subtype
H5N1 (A/Vietnam/1194/2004) hemagglutinin were purchased from
Sino Biological Inc. (Beijing, China). Though influenza A/Vietnam/
1194/2004 was isolated from human, the specific interaction between
HA and avian SA have been confirmed at previous report (Xiong et al.,
2013). Human influenza A virus subtype H1N1 (A/PR/8/34) was
cultivated in chicken embryos and then detoxified using 0.05%
formalin solution. The size distribution of H1N1 influenza A virus
particles in solution was measured using a qNano nanoparticle
analyzer from Izon Science Ltd., Christchurch, New Zealand. Zeta
potential measurement was performed using a Zetasizer Nano ZS from
Malvern Instruments Ltd., (Worcestershire, UK).

2.2. Synthesis of 11-hydroxyundecyl 11-aminooxyundecyl disulfide,
11-aminoundecyl 11-aminooxyundecyl disulfide (aminooxyundecyl
disulfide, AOUD)

Functional group transformation from a bromo moiety to oxyla-
mine was reported previously (Park and Yousaf, 2008). Two hundred
and fifty milligrams of 11-Bromoundecane-1-thiol (9.33×10−4 M) were
dissolved in 5 mL of DMF. For the thiol oxidation reaction, the solution
was refluxed for 24 h at 100 °C (solution 1). Separately, 396 mg of N-
hydroxyphthalimide (2.43 mM) and 198 mg of sodium hydrogen
carbonate (2.36 mM) were dissolved in 5 mL of DMF. The solution
was heated to 80 °C (solution 2). After the mixture turned dark brown
(15 min), solutions 1 and 2 were mixed and then refluxed for 17 h at
100 °C. After the reaction, the obtained product was extracted by water
and EA. The solution was mixed with 20 mL water and then with
20 mL EA in a separating funnel. After collection of the EA product,
another 20 mL of EA was added for further extraction. This extraction

Fig. 1. (A) Conceptual rendering of the virus detection using saccharide recognition. (B) Illustration of the influenza virus detection system using electrical detection. The sensing
surfaces are isolated from the measurement unit by a conductive intermediate, which can be used as a disposable sensor chip. The FET sensor is mounted in the electrometer with an
operational amplifier, differential amplifier, amplifier circuit and capacitor for phase compensation.
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procedure was repeated four times then the water fraction, including
unreacted hydroxyphthalimide, was discarded. The EA fraction was
dehydrated with magnesium sulfate, concentrated using a rotary
evaporator, and then purified by column chromatography (1:3 ethyl
acetate/n-hexane). After evaporation and drying under reduced pres-
sure, a lipid-like white solid product was obtained.

One hundred and forty two point five milligrams of the solid
product was dissolved in 5 mL of DCM. Two milliliters of 1 M
hydrazine in tetrahydrofuran was added then stirred for 5 h at room
temperature. After the reaction, the precipitated phthalic hydrazide
was filtered and then concentrated for purification by column chroma-
tography (1:3 ethyl acetate/n-hexane). After purification, evaporation
and drying under reduced pressure, a lipid-like white solid product was
obtained. The product (AOUD) was analyzed by 1H NMR in CDCl3 to
confirm the structure of product. The detailed analytical result was
shown in Supporting Information (Fig. S1).

2.3. Formation procedure of the self-assembled monolayer (SAM)
and evaluation of packing density

Gold electrodes were washed with acetone, 1 M sodium hydroxide
and 1 M hydrochloric acid before immobilization. The electrodes were
immersed in 1 mM of AOUD in ethanol for 24 h. After the formation of
the SAM, the electrodes were washed with ethanol. The evaluation
procedure for packing density of the SAM was reported previously
(Poirier et al., 1994). Cyclic voltammetry (CV) was carried out using an
Autolab PGSTAT302 Potentiostat (Metrohm, Herisau, Switzerland). To
measure the oxidation reaction on the SAM, an AOUD-modified gold
electrode was used as a working electrode for CV. A platinum wire
(φ=1 mm) and a silver/silver chloride wire in 3.3 M KCl solution with a
salt bridge were used as the counter and reference electrode, respec-
tively. A 0.5 M potassium hydroxide solution was degassed for CV
previously. Cyclic voltammetry scans were performed from −0.1 to
−1.3 V with a scan rate of 0.5 V/s.

2.4. Immobilization of 6SL or 3SL to the SAM

The condensation reaction between aminooxyl groups and glucose
was performed as previously described (Hideshima et al., 2013). Gold
electrodes with SAM were immersed in 1 mM of 6SL or 3SL solution
(pH 5.3 acetic acid) and heated at 60 °C for 240 min. After the reaction,
the gold electrodes were washed with water.

2.5. Determination of virus titer of detoxified influenza A virus
subtype H1N1

To quantify the virus infectious ability, HA assay was performed to
measure the HA titer of the detoxified H1N1 influenza virus as
hemagglutinating units (HAU). A 16- to 2048-fold dilution series of
virus solution was prepared using 0.01% gelatin DPBS solution. Then
50 μL of each solution was added to a 96-well round-bottom plate. Fifty
microliters of 0.5% chicken red blood cell suspension was mixed with
each virus dilution. After 30 min, blood sedimentation was confirmed.
According to this result, the virus titer of original virus solution was
determined as 256 HAU (Fig. 2A). The sized distribution and zeta
potential of virus were measured by qNano and Zetasizer Nano ZS
(Fig. 2B).

2.6. The virus adsorption measurement using Quartz crystal
microbalance

Quartz crystal microbalance (QCM) measurement was carried out
using NAPiCOS® (Nihon Dempa Kogyo Co., Ltd., Tokyo, Japan). 6SL or
3SL immobilized gold electrodes on quartz crystal sensor chips had
been prepared previously. Dulbecco's phosphate-buffered saline
(×0.01) solution was used as a running buffer with flow rate of

0.3 mL min–1. After the frequency response had been stabilized,
200 μL of 1/32 HAU virus solution was injected. Then, 1/16, 1/8, 1/
4, 1/2 and 1 HAU virus solutions were injected at 5-min intervals.

2.7. The device for electrical detection

The measurement procedure was reported previously (Goda and
Miyahara, 2010). Schematic illustration of sensing system is shown in
Fig. 1B. To perform the potentiometry, a sensor chip possessing 10-
channel round-shaped gold microelectrodes (500 µm in diameter; from
Towa Tech, Shizuoka, Japan) was used as a working electrode. A glass
tube (5 mm in inner diameter) was fixed around the electrodes using a
thermosetting resin (ZC-203; Pelnox Limited, Kanagawa, Japan). An
Ag/AgCl electrode was used as a reference.

2.8. Confirmation by electrical detection

The procedure of SA receptor immobilization has been described in
the Section 2.4. The 6SL or 3SL immobilized gold electrodes were
immersed in 200 μL of ×0.01 DPBS for 6 h to stabilize the potentio-
metric response. The running buffer was exchanged for fresh buffer
several times until steady-state potential with constant drift was
obtained. To minimize the potentiometric noise by pipetting, the buffer
solution was very carefully exchanged for virus solution. The final
concentrations of 1/1280, 1/320, 1/80, 1/20, 1/5 and 4/5 HAU virus
solution were applied to 6SL or 3SL immobilized gold electrodes.

3. Results and discussion

3.1. Label-free influenza A virus subtype H1N1 detection using QCM
measurement

The virus detection was performed on densely immobilized sialiyl-
lactose surface based on SAM layer. The characterization of SAM
formation and sialyllactose immobilization was confirmed before the
virus detection experiments. According to the CV measurement result,
the SAM density was confirmed as 4.7 molecules nm–2. The detailed
analysis was shown in Supporting Information (Fig. S2). The density of
immobilized sialyllactose was 1.46 ± 0.33 molecules/nm2, as deter-
mined by QCM when the reaction time was 240 min (Supporting
Information, Fig. S3). All of the sensor chips were prepared at same
condition.

Quartz crystal microbalance measurements were carried out to
confirm the specific binding of influenza virus to the chemically
modified sialyllactose surface (Fig. 3A). Influenza A virus subtype
H1N1 binding assays were compared between the 6SL and 3′-
sialyllactose (Neu5Acα(2-3)Galβ(1-4)Glc, 3SL) surfaces. It was re-
vealed that the frequency change was higher on the 6SL surfaces than
the 3SL surfaces (Fig. 3B). To determine the specificity of the 6SL
surfaces, the average frequency changes 5 min after the injection of
virus solution were plotted against each virus titer (Fig. 3C). This result
showed that relative difference (specific response) was observed at 1/
16 HAU, which was 80 times higher than that of ICT (5 HAU)
(Watanabe et al., 2015; Yeo et al., 2014). In this study, the virus was
cultivated in chorioallantoic membrane of chicken embryos, then
chorioallantoic fluid including virus was collected. The solution was
filtered using 0.45 µm membrane filter but no more purification
process was performed, which means that many kinds of impurity
such as proteins were entirely remained in the original virus solution.
The signals of nonspecific binding shown in Fig. 3B and C may be
derived from these impurities. Even though this is not real sample from
patients, the virus derived from biological fluid can be detected with
this technique. The techniques for suppression of non-specific adsorp-
tion such as co-immobilization of zwitterion (Goda and Miyahara,
2013; Horiguchi et al., 2014; Ostuni et al., 2001). have been reported,
which would be effective for improving the signal to noise ratio.
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3.2. Label-free influenza A virus subtype H1N1 detection using
electrical measurements

Based on the results obtained with QCM measurements, electrical
measurements using chemically modified electrodes were carried out to
investigate the specific electrical interactions between influenza A virus
subtype H1N1 and 6SL-immobilized surfaces (Fig. 3D). The real-time
electrical measurements of virus detection on 6SL-modified gold
electrodes showed that the potential changes (ΔV) increased with
increasing HA titer of H1N1 influenza A virus (Fig. 3E). These
measurements revealed significant relative potential differences be-
tween 6SL (red) and 3SL (blue) immobilized surfaces at a concentra-
tion of 1/80 HAU (Fig. 3F). As we described in the Section 3.1, the
virus solution is almost intact biological fluid. The non-specific signal
derived from impurities might disturb the specific signal. In this study,
the exchange of a solution was performed carefully to minimize the
non-specific signal. However, manual introduction of a solution some-
times induced unusual response of the electrode as shown in Fig. 3E.
As is often the case with a gold electrode, we observed a potential drift
when we exchanged the solutions. To solve this problem, we approxi-
mated the drift behavior with a straight line to take away the effect of
drifts (Supporting Information, Fig. S4). As shown in Fig. 3F, virus
detection on 6SL and 3SL surfaces were performed twice each, and the
two red lines and two blue lines showed the same tendency even
though these noise signals disturb the specific signals. It would be
possible to improve accuracy of detection by optimizing the baseline
correction, since the observed drifts are not exactly but slightly curved.
For virus detection under competitive binding inhibition conditions
with 1 mM free 6SL solution (purple), the potential changes on 6SL-
modified electrodes were decreased to around the same level as 3SL
immobilized surfaces, as the free 6SL successfully bound and therefore
blocked the binding sites of H1N1 influenza A virus. Therefore, the
relative potential difference between 6SL and 3SL can be confidently
attributed to specific binding of influenza A virus. The equilibrium
dissociation constant (KD) range of lectin-carbohydrate binding is 10−2

to 10−5 M (Lis and Sharon, 1998), which is lower than that of antibody
or aptamer. However, multisite binding of lectin-carbohydrate inter-
actions can enhance the interaction strength by multiplier effect. In this
experiment, the density of immobilized sialyllactose was greater than
1.46 ± 0.33 molecules/nm2, as determined by QCM (Supporting
Information, Fig. S3). Therefore, multisite binding was possible
between the sensor surface and influenza virus A subtype H1N1, which
is 93 ± 23 nm in diameter on average (Fig. 2B). HA makes up 25–30%

of all influenza virus proteins (Aitken and Hannoun, 1980), and this
ratio may be sufficient to form multisite bonds on the HA-dense surface
of the viral envelope.

Notably, the potential shifts were positive when the virus was
bound to human SA moieties on the gold electrodes; this is in contrast
to the zeta potential of H1N1 influenza A virus as −8.4 mV (Fig. 2B).
The nanostructure on the surface of the viral particle may explain this.
HA and other proteins are expressed on the virus surface as spike
proteins projecting from the virus membrane. HA forms homotrimeric
structures on the viral surface, with a molecular weight of around
80 kDa (Aitken and Hannoun, 1980). These spikes may have resulted
in formation of a gap of more than several nanometers between the
viral envelope and sensing surface when HA was bound to sialyllactose.
As a result, the negatively charged viral membrane is considered to be
outside the electrical double layer that suppresses the contribution of
the negative charge to the potential changes. However, the human SA
moiety on the SAM surface can interact strongly with the HA epitope
on the virus surface. It has been reported that two basic amino acids
(H183 and R229) and one acidic amino acid (E190) were close to SA
when HA was bound to the SA immobilized surfaces (Sawada et al.,
2010). It has also been reported that the potentials showed a positive
shift when free HA was bound to human SA surfaces (Hideshima et al.,
2013). According to these considerations, the positively charged
epitope area of HA is considered to contribute to the positive potential
response.

3.3. Label-free influenza HA detection using electrical measurements

Indicators of virus titer such as HAU, transduction unit, plaque
forming units and infectious units are calculated from the viewpoint of
an infectivity scale, and as such, these values do not necessarily
represent the absolute number of viruses. To understand the sensing
performance more clearly on a physical scale, binding assays using
commercially available recombinant HAs were carried out. In these
experiments, the HA solutions derived from H1N1 (A/California/04/
2009) or H5N1 (A/Vietnam/1194/2004) were applied to the 6SL
immobilized gold surface (Fig. 4A) and a significant difference of
relative potentials between the two subtypes of HAs was observed from
subnanomolar concentrations of the HA solutions (Fig. 4B). However,
HA forms homotrimers (Wiley and Skehel, 1987) that can increase the
affinity strength by multisite binding. It has been reported that the
result of the KD between recombinant HA derived from influenza A
virus subtype H5N3 (A/duck/Hong Kong/313/4/1978 (H5N3)) and

Fig. 2. Characterization of influenza A virus subtype H1N1. (A) Determination of HA titer by hemagglutination assay. A 16- to 2048-fold dilution series (2−4 to 2−11) of virus solution
was prepared using 0.01% gelatin DPBS solution. Then, 50 μL of each dilution was added to a 96-well round-bottom plate. Fifty microliters of 0.5% chicken red blood cell suspension
was mixed with each virus solution (n=3). Top panel: 96-well plate just after mixing. Lower panel: 96-well plate after 30 min. The blood cells were precipitated from 1/512 dilution of
virus solution, giving an HA titer of the original virus of 256. (B) The size distribution, mean size of particle diameter and zeta potential of virus (32 HAU).
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GD1a (an avian SA containing structure) was 6.10×10−9 M according
to QCM measurements (Takahashi et al., 2013a). Based on these
factors, the relative difference observed was of the subnanomolar
order. In this study, specific recognition was performed using human
influenza virus only. However, selective binding between human
influenza HA and avian influenza HA was confirmed. According to
the previous report (Watanabe et al., 2015), it has already been
demonstrated that each sialic acid receptor can distinguish each
influenza virus using ICT test. On the basis of these results, we
concluded that selective detection of human or avian influenza could
be realize using chemically modified electrodes to improve the diag-
nostic performance.

3.4. The evaluation of validity for practical use

In the previous section, the sensing performance of virus binding
assay was discussed. To understand the similarities, differences and
advantages between the proposed detection system and existing
methods, a comparison table was shown in Table 1. The important
points for comparison are sensitivity in terms of required virus titer,

detection time and cost. In our method, the specific response was
observed at 1/16 HAU by QCM measurement (Fig. 3C). In the case of
electrical measurement, the specific response was observed at 1/80
HAU (Fig. 3F). The total exposures in the virus solution are (1/32 HAU
for 5 min)+(1/16 HAU for 5 min) for QCM measurement, and (1/1280
HAU for 10 min)+(1/320 HAU for 10 min)+(1/80 HAU for 10 min) for
electrical measurement. According to these result, 1/16 HAU virus can
be detected in 10 min with QCM, and at least 1/80 HAU can be
detected in 30 min with the electrical measurement. In the Table 1,
these values were defined as sensitivity in terms of required virus titer
and detection time for comparison. ICT is widely used because it takes
short time to diagnose from the sampling from patients. On the other
hand, real-time PCR technique can detect the trace amount of virus
precisely. According to the previous report (Takahashi et al., 2013b),
detection of virus HA gene with real-time reverse-transcription-PCR
showed high sensitivity compared with traditional solid-phase virus
binding assay, TLC virus overlay assay and ICT (Table 1). However,
gene detection methods need much time (several hours) compared with
ICT because extraction of gene from virus and amplification process for
the detection are required. If we use the virus detection in medical

Fig. 3. (A) Schematic illustration siallylactose immobilization. (B) Result of label-free influenza A virus subtype H1N1 detection using QCM measurement. Frequency shifts were
detected following the application of influenza A H1N1 solution on 6SL or 3SL immobilized QCM sensor surfaces (experiments were performed in triplicate). Virus solutions of 1/32, 1/
16, 1/8, 1/4, 1/2 and 1 HAU were injected at 5-min intervals (position of arrows). (C) The plotted data were converted from Fig. 3B. All plots were sampled after 5 min from injection.
(D) Schematic illustration of the influenza A virus subtype H1N1 detection experiment. (E) An example of real-time measurements of transition in potential vs. Ag/AgCl reference
electrode as potential changes. An average of six cooperative measurement lines were shown as measurement data. Solutions of 1/1280, 1/320, 1/80, 1/20, 1/5 and 4/5 HAU were
applied on 6SL modified gold electrodes at 10-min intervals (position of arrows). The original measurement lines are shown in Supporting Information (Fig. S4). (F) Data plots of
relative potential changes 10 min after virus introduction. All plots were converted from the original real-time potential measurements (Fig. 2E). The potential measurement of virus
binding on 6SL or 3SL surface were performed in duplicate. (For interpretation of the references to color in this figure legend, the reader is referred to the web version of this article.)
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facilities such as a hospital and a physician's office, a result is desirable
to be obtained before a patient leave for home. In the case of our
method, the lower concentration of virus solution can be detected with
both QCM and electrical measurements compared with existing
techniques. However, a cost of QCM sensor chip was 4000 JPY
(approximately 35 USD), which was almost four times higher than
that of ICT. On the other hand, the cost of electrical detection system
will be much lower than that of ICT. As shown in Fig. 1B, the sensor
chip can be removable from the device and the price of this unit is 100
JPY (less than 1 USD). The total cost including the modification
process of sialyllactose will be less than 2 USD. If the chips were mass-
produced in an industrial production line, the price will become lower.
Even though the initial cost for the electrical device is required, the cost
of the sensor chip is reasonable range for diagnosis. In this study, we
took sufficient time for the detection of virus because of the stabiliza-
tion of electrode potential. However, as described earlier, it is possible
to shorten the detection time if the optimum approximation scheme is
adopted for the baseline correction.

4. Conclusion

In summary, we have demonstrated the highly sensitive and label-
free detection of influenza A virus subtype H1N1 on densely immobi-

lized human SA surfaces using QCM and electrical detection methods.
The identification technique for the subtype of influenza A virus may be
able to help reduce the risk of pandemic outbreaks of HPAI in future.
Many kinds of viruses such as coronavirus, rhinovirus, adenovirus and
dengue virus have specific binding sites for oligosaccharide receptors.
These viruses can also be measured using the same method described
in this report. That is, the multi-sensing system using a high-density
array of oligosaccharide probes can be developed for highly sensitive
and label-free multiple virus tests in the future.
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