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AbstrAct
Objective Residual paravalvular regurgitation (PVR) has 
been associated to adverse outcomes after transcatheter 
aortic valve replacement (TAVR). This study sought 
to evaluate the impact of device landing zone (DLZ) 
calcification on residual PVR after TAVR with different next- 
generation transcatheter heart valves.
Methods 642 patients underwent TAVR with a SAPIEN 3 
(S3; n=292), ACURATE neo (NEO; n=166), Evolut R (ER; 
n=132) or Lotus (n=52). Extent, location and asymmetry of 
DLZ calcification were assessed from contrast- enhanced 
CT imaging and correlated to PVR at discharge.
Results PVR was ≥moderate in 0.7% of S3 patients, 
9.6% of NEO patients, 9.8% of ER patients and 0% of 
Lotus patients (p<0.001), and these differences remained 
after matching for total DLZ calcium volume. The amount 
of DLZ calcium was significantly related to the degree of 
PVR in patients treated with S3 (p=0.045), NEO (p=0.004) 
and ER (p<0.001), but not in Lotus patients (p=0.698). 
The incidence of PVR ≥moderate increased significantly 
over the tertiles of DLZ calcium volume (p=0.046). On 
multivariable analysis, calcification of the aortic valve 
cusps, LVOT calcification and the use of self- expanding 
transcatheter aortic valve implantation (TAVI) prostheses 
emerged as predictors of PVR.
Conclusions The susceptibility to PVR depending on the 
amount of calcium was mainly observed in self- expanding 
TAVI prostheses. Thus, DLZ calcification is an important 
factor to be considered in prosthesis selection for each 
individual patient, keeping in mind the trade- off between 
PVR reduction, risk of new pacemaker implantation and 
unfavourable valve ha emodynamics.

IntROduCtIOn
Over the last decade, transcatheter aortic 
valve replacement (TAVR) has evolved to the 
standard of care for the treatment of severe 
aortic stenosis in patients at intermediate 

or high risk for conventional surgery and 
expansion to lower risk populations is on 
the rise.1–3 Paravalvular regurgitation (PVR) 
is a major limitation of TAVR, being linked 
to increased mortality.4 5 The rapid extension 
of interventional therapy has been facilitated 
by significant advancements in device tech-
nology resulting in lower rates of periproce-
dural complications.6 Device landing zone 
(DLZ) calcifications which impact sealing of 
the transcatheter heart valves (THVs) to the 
aortic valve cusps (AVCs) and left ventricular 
outflow tract (LVOT) have been identified 
as the main predictor of PVR in numerous 

Key questions

What is already known about this subject?
 ► The extent of device landing zone (DLZ) calcification 
is an important risk factor for paravalvular regurgi-
tation (PVR) after transcatheter aortic valve replace-
ment (TAVR).

What does this study add?
 ► The relation between DLZ calcium and PVR dif-
fered between different TAVR devices with signifi-
cantly higher susceptibility for DLZ calcium and, 
consequently, higher rates of PVR after TAVR with 
self- expanding devices compared with balloon or 
mechanically expanding devices. Besides PVR, also 
the need for new permanent pacemaker implanta-
tion and valve haemodynamics differed significantly 
between the devices.

How might this impact on clinical practice?
 ► Our data might help clinicians to consider the ad-
vantages and disadvantages of each prosthesis for 
an individualised prosthesis selection.
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studies with first- generation devices.7–12 With the intro-
duction of next- generation TAVR devices with dedicated 
sealing mechanisms, the rate of relevant PVR decreased 
significantly, however to a variable extent with different 
prostheses due to differences in device design, implan-
tation mechanism and radial force. The aim of this study 
was to determine the impact of extent and distribution of 
DLZ calcium on PVR with several next- generation valves 
in order to facilitate prosthesis selection since compara-
tive data on different device systems of the current gener-
ation are lacking.

MetHOds
In total, 792 consecutive patients underwent TAVR for 
severe native aortic stenosis with various next- generation 
transcatheter valves at three centres. For CT analysis, 150 
patients were excluded because of missing or low- quality 
CT (n=73) or transthoracic echocardiography (TTE) 
data (n=70), or conversion to conventional surgery 
(n=7). Six hundred forty- two patients with complete 
data were included into the study cohort. Prostheses 
used included the SAPIEN 3 (S3; Edwards Lifesciences, 
Irvine, CA, USA), ACURATE neo (NEO; Boston Scien-
tific, Marlborough, MA, USA), Evolut R (ER; Medtronic, 
Minneapolis, MN, USA) and Lotus (Boston Scientific). 
Prosthesis selection was at the discretion of the operating 
physicians considering individual patient characteristics. 
The study was conducted in accordance with German 
and European regulations. Informed consent was waived 
by the ethics committee due to the retrospective nature 
of the analysis. Patients were considered not suitable 
for surgical aortic valve replacement by the local inter-
disciplinary heart- team. Pre- procedural routine work- up 
included echocardiography, coronary angiography and 
contrast- enhanced multi- slice computed tomography 
(MSCT). Valve sizing was based on the manufacturer’s 
recommendations. Primary endpoint was the degree of 
PVR at discharge. Secondary clinical and safety VARC-2 
endpoints are reported on the overall population in 
order to reduce an inherent bias for certain complica-
tions in case of presenting only patients with both CT and 
TTE data.

MsCt data analysis
All MSCT data analysis was performed by two inde-
pendent observers who were unaware of outcome meas-
ures (interobserver variability for total calcium volume: 
47.8±123.6 mm³, intraclass correlation coefficient 0.98). 
Images were acquired on a dual source CT scanner 
(Siemens) with a slice thickness of 1 mm and 40 mL of 
intravenously administered Accupaque contrast agent. 
The aortic annulus was defined as a virtual basal plane at 
the nadirs of the valve cusps. The DLZ was defined as the 
composite of the AVC region (basal plane to the lower 
coronary ostium) and the LVOT (from basal plane 10 
mm into the left ventricle). The calcium volume in the 
DLZ was measured by using an automated volume- scoring 

tool (3mensio Medical Imaging) with an empiric starting 
threshold of 500 Hounsfield units (HU). The threshold 
was subsequently adjusted manually (steps of 20 HU) 
in each patient depending on the patient’s individual 
density of luminal contrast medium for best discrimina-
tion between calcium and contrast medium. Both AVC 
and LVOT were subdivided into three regions of interest 
along the AVCs and analysed separately (online supple-
mentary figure 1).

Area oversizing was calculated using the formula THV 
(nominal area/annulus area–1)×100, and perimeter 
oversizing accordingly. Eccentricity of the aortic annulus 
was evaluated with an index calculated as 1–(minimum 
diameter/maximum diameter). Asymmetry of calcium 
distribution was calculated as maximum absolute differ-
ence in calcium volume between leaflet sectors for both 
AVC and LVOT.

evaluation of residual PVR
Residual PVR was analysed by two observers based on pre- 
discharge TTE using both quantitative and qualitative 
parameters according to the VARC-2 recommendations.

statistics
Categorical variables are reported as frequencies and 
percentages, continuous variables as mean±SD or median 
(IQR), as applicable. Differences between THV groups 
were evaluated using Fisher’s exact test for categorical 
variables and Kruskal- Wallis test for continuous variables. 
Kendall’s τ correlation coefficients were calculated for 
the comparison of patients with different degrees of PVR. 
An ordinal logistic regression model was fitted to estimate 
the impact of AVC calcification, LVOT calcification and 
valve type (reference: S3) on the degree of PVR. Asym-
metry was not considered in the model as asymmetry 
and calcification are highly correlated (Pearson’s corre-
lation coefficient r=0.613 for AVC calcium/asymmetry; 
r=0.934 for LVOT calcium/asymmetry). Case- matching 
was performed based on total DLZ calcium volume in a 
nearest neighbour fashion (4:3:2:1, 390 matched patients: 
S3: n=156; NEO: n=117; ER: n=78; Lotus: n=39) with an 
average SD tolerance of 6.6%±2.7%. Two- sided p values 
<0.05 were considered statistically significant. All analyses 
were performed using IBM SPSS Statistics V.22.

Results
Patient population and dlZ characteristics
A total of 642 patients undergoing TAVR for severe aortic 
stenosis with a next- generation transcatheter device, 
including the SAPIEN 3 (n=292), ACURATE neo (n=166), 
Evolut R (n=132) or Lotus (n=52), were analysed. Base-
line and DLZ characteristics were significantly different 
between the different treatment groups (table 1). In the 
overall cohort, mean age was 82.0±5.8 years, 58.3% were 
female and patients had an intermediate to high risk for 
surgery (EuroSCORE I: 22.8%±15.9%; EuroSCORE II: 
4.4%±4.0%). A transfemoral, transapical and transaortic 

https://dx.doi.org/10.1136/openhrt-2019-001164
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Table 1 Patient characteristics

All SAPIEN 3 ACURATE neo Evolut R Lotus

P valuen=642 n=292 n=166 n=132 n=52

Baseline and procedural characteristics

Age (years) 82.0±5.8 81.2±6.4 82.9±4.8 83.1±5.5 81.4±5.7 0.01

Female sex 374 (58.3) 127 (43.5) 123 (74.1) 96 (92.7) 28 (53.8) <0.001

BMI (kg/m²) 27.3±8.1 27.6±10.1 27.6±5.7 25.9±5.9 28.5±6.4 0.007

BSA (m²) 1.82±0.22 1.87±0.22 1.79±0.19 1.74±0.21 1.89±0.25 <0.001

Baseline creatinine (mg/dL) 1.27±0.78 1.34±0.82 1.19±0.57 1.19±0.81 1.40±1.00 0.007

EuroSCORE I (%) 22.8±15.9 24.3±17.2 22.1±15.0 21.5±13.6 19.8±15.7 0.122

EuroSCORE II (%) 4.6±4.1 4.8±4.4 4.3±4.1 4.3±3.3 4.7±4.6 0.791

Pre- existing pacemaker 73 (11.4) 36 (12.3) 16 (9.7) 14 (10.6) 7 (13.5) 0.795

Predilation 359 (56.5) 128 (44.0) 151 (92.6) 33 (25.6) 47 (90.4) <0.001

Postdilation 82 (12.9) 12 (4.1) 41 (25.2) 28 (21.7) 1 (1.9) <0.001

Comorbidities

COPD 110 (17.1) 66 (22.6) 21 (12.7) 15 (11.4) 8 (15.4) 0.009

Peripheral artery disease 132 (20.6) 73 (25.0) 33 (19.9) 17 (12.9) 9 (17.3) 0.032

Diabetes 200 (31.2) 92 (31.5) 54 (32.5) 39 (29.5) 15 (28.8) 0.939

Hypertension 584 (91) 258 (88.4) 157 (94.6) 121 (91.7) 48 (92.3) 0.16

Coronary artery disease 402 (62.2) 174 (59.6) 111 (66.9) 83 (62.9) 34 (65.4) 0.464

Previous cardiac surgery 124 (19.3) 82 (28.1) 20 (12.0) 20 (15.2) 2 (3.8) <0.001

Atrial fibrillation 262 (40.9) 123 (42.1) 63 (38.2) 57 (43.2) 19 (36.5) 0.717

Device landing zone characteristics

Area (mm²) 479.9±102.8 510.5±104.2 454.9±98.9 449.4±94.1 464.7±80.3 <0.001

Perimeter (mm) 79.1±8.1 81.6±8.3 77.1±7.8 76.8±7.2 77.5±6.6 <0.001

AVC calcium volume (mm³) 616 (406–979) 697 (425–1059) 581 (359–834) 590 (375–879) 718 (414–1005) 0.009

  NCC (mm³) 273 (156–4449) 286 (168–481) 251 (150–378) 253 (149–384) 336 (177–514) 0.048

  RCC (mm³) 175 (96–305) 197 (114–333) 154 (87–244) 165 (87–305) 181 (86–337) 0.007

  LCC (mm³) 157 (89–276) 172 (99–323) 142 (73–261) 142 (88–251) 170 (88–251) 0.028

LVOT calcium volume (mm³) 25 (4–114) 28 (4–109) 19 (2–98) 33 (5–140) 24 (2–158) 0.488

  LVOTNC (mm³) 6 (0–38) 6 (0–36) 4 (0–31) 9 (0–44) 7 (0–49) 0.341

  LVOTRC (mm³) 3 (0–8) 0 (0–8) 0 (0–8) 1 (0–8) 0 (0–6) 0.811

  LVOTLC (mm³) 4 (0–33) 4 (0–34) 3 (0–16) 4 (0–48) 6 (0–71) 0.672

Total DLZ calcium volume (mm³) 683 (441–1073) 740 (472–1175) 626 (388–882) 620 (411–983) 819 (434–12 289) 0.006

AVC absolute asymmetry (mm³) 199±156 213±162 171±127 185±133 247±226 0.07

LVOT absolute asymmetry (mm³) 56±92 52±82 51±93 71±115 63±80 0.456

Values are mean±SD, n (%) or median (IQR).
AVC, aortic valve cusp; BMI, body mass index; BSA, body surface area; COPD, chronic obstructive pulmonary disease; DLZ, device landing zone; 
LVOT, left ventricular outflow tract; NCC/RCC/LCC, non-/right/left coronary cusp.

approach was chosen in 93.9%, 5.0% and 1.1%of patients, 
respectively.

Total DLZ calcium volume was 834±569 mm³ with 
significant differences between the different THV with 
highest average calcium volume in the Lotus group and 
lowest calcium volumes in the NEO group (p=0.006). 
Median calcium volume of the aortic valve cusps was 616 
(406–979) mm³, with the non- coronary cusp being the 
most calcified region, followed by the right and left coro-
nary cusp. Median LVOT calcium volume was 25 (4–114) 
mm³, being individually widely dispersed. The mean AVC 

maximum absolute asymmetry was 199±156 mm³, and 
LVOT absolute asymmetry was 56±92 mm³.

Residual PVR and clinical endpoints
The occurrence and degree of residual PVR differed 
significantly between the devices (figure 1A). PVR was 
≥moderate in 0.7% of S3 patients, 9.6% of NEO patients, 
9.8% of ER patients and 0.0% of Lotus patients, respec-
tively (p<0.001). Due to significant differences in DLZ 
calcification between the different devices (being lower 
in self- expanding devices), patients were case- matched 
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Figure 1 Degree of residual paravalvular regurgitation. (A) Degree of paravalvular regurgitation (PVR) with different devices. (B) 
Degree of PVR with different devices after matching for total device landing zone calcium volume.

according to total DLZ calcium. After matching, total 
DLZ calcium was well balanced between the different 
groups (866±593 mm³; p=0.999). However, the degree 

of residual PVR remained significantly different between 
groups, with PVR ≥moderate being present in 1.3% of 
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Table 2 Clinical endpoints

SAPIEN 3 ACURATE neo Evolut R Lotus

P valuen=382 n=189 n=157 n=63

30- day 
mortality

15 (3.9) 3 (1.6) 7 (4.5) 5 (7.9) 0.105

Major vascular 
complication

15 (3.9) 2 (1.1) 4 (2.5) 5 (7.9) 0.042

Major/life- 
threatening 
bleeding

21 (5.5) 4 (2.1) 3 (1.9) 6 (9.5) 0.019

Stroke 8 (2.1) 3 (1.6) 5 (3.2) 3 (4.8) 0.397

Early safety 38 (9.9) 7 (3.7) 14 (8.9) 12 (19.0) 0.002

New 
permanent 
pacemaker*

36 (11.3) 18 (10.4) 31 (21.8) 20 (37.7) <0.001

ΔPmean post 
TAVI (mm Hg)

12.3±4.7 9.2±3.9 8.6±4.3 13.5±5.0 <0.001

Values are n (%) or mean±SD.
*Patients with pre- existing pacemaker were excluded from these calculations.
TAVI, transcatheter aortic valve implantation.

Figure 2 Device landing zone (DLZ) calcium volume and paravalvular regurgitation (PVR) with different devices. Relation 
between DLZ calcification and degree of PVR in patients treated with (A) SAPIEN 3; (B) Lotus; (C) ACURATE neo; (D) Evolut R.

S3, 10.3% of NEO, 9.0% of ER and 0% of Lotus patients 
(p<0.001; figure 1B).

Haemodynamics were significantly different between 
the studied devices with significantly lower mean transval-
vular gradients after TAVR with the self- expanding NEO 
or ER compared with S3 and Lotus (table 2). Permanent 
pacemaker implantation (PPI) rates (excluding patients 
with pre- existing pacemaker) were 11.3%, 10.4%, 
21.8% and 37.7% in S3, NEO, ER and Lotus patients, 

respectively (p<0.001). Rates of 30- day mortality and 
stroke were numerically different without being statisti-
cally significant, whereas the unadjusted rates of major 
vascular complications and major or life- threatening 
bleeding were significantly different with highest event 
rates in the Lotus group (table 2).

dlZ calcification patterns and residual PVR
Higher DLZ calcium load was significantly related to the 
occurrence and degree of PVR in patients treated with 
the self- expanding NEO (p=0.004) and ER (p<0.001), 
but to a lesser extent after S3 implantation (p=0.045) and 
not related in Lotus valve patients (p=0.698 figure 2A–D).

In the overall cohort, the rate of PVR ≥moderate 
increased significantly over the 3 tertiles of total DLZ 
calcium volume (2.3%, 4.7% and 7.5%, respectively). 
However, this increase was predominantly observed in 
NEO and ER patients, but not in S3 and Lotus patients 
(p=0.046; figure 3). Combined ROC- curve analysis 
was performed for NEO and ER patients to predict 
PVR ≥moderate (AUC 0.70; p<0.001). The risk of PVR 
≥moderate was significantly higher above a DLZ calcium 
load of 1257.9 mm³ (8.6 vs 33.3%; OR 5.3, 95% CI 2.4 to 
11.6; p<0.001).

Besides the susceptibility for PVR depending on total 
DLZ calcium volume, also the influence of calcium loca-
tion and distribution as assessed by absolute sector asym-
metry varied between the different devices. In NEO and 
ER patients, both AVC and LVOT calcium were predictive 



Open Heart

6 Mauri V, et al. Open Heart 2020;7:e001164. doi:10.1136/openhrt-2019-001164

Figure 3 Paravalvular regurgitation (PVR) ≥moderate according to total calcium volume. The rate of patients with PVR 
≥moderate increased significantly over the 3 tertiles of device landing zone (DLZ) calcium volume, and this increase was driven 
by increasing rates of PVR ≥moderate after self- expanding transcatheter aortic valve replacement.

Table 3 Ordinal logistic regression analysis for the 
prediction of PVR

OR 95% CI P value

Valve type (SAPIEN 
3 reference)

  ACURATE neo 7.2 5.0 to 10.5 <0.001

  Evolut R 3.8 2.5 to 5.7 <0.001

  Lotus 0.7 0.4 to 1.3 0.212

AVC calcium 1.005 1.002 to 1.009 0.004

LVOT calcium 1.014 1.003 to 1.026 0.013

ORs for calcium per 10 mm³ increase.
AVC, aortic valve cusp; LVOT, left ventricular outflow tract; PVR, 
paravalvular regurgitation.

for the degree of PVR, whereas only AVC calcium load 
predicted PVR in S3 patients, but not LVOT calcifi-
cation. Both AVC and LVOT asymmetry were related 
to the degree of PVR in NEO patients, but only LVOT 
asymmetry in ER patients. In patients treated with S3 and 
Lotus, asymmetry was not related to the degree of PVR. 
Annular eccentricity or prosthesis sizing in relation to the 
native annulus was not associated to the degree of PVR in 
any of the devices. The details of the different calcifica-
tion patterns in relation to the degree of PVR are given in 
online supplementary table 1.

An ordinal logistic regression model to predict the 
degree of PVR was fitted including valve type, AVC and 
LVOT calcification. Thereby, the use of NEO or ER (with 
the SAPIEN 3 as reference), AVC calcium and LVOT 
calcium emerged as independent predictors of PVR, 
whereas the use of Lotus did not (table 3).

dIsCussIOn
To our best knowledge, we present the currently broadest 
study addressing the impact of device landing zone calci-
fication patterns on PVR after TAVR with a variety of 
different next- generation prostheses. The main findings 

https://dx.doi.org/10.1136/openhrt-2019-001164
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of our study are (1) higher DLZ calcium volume and 
asymmetry as well as the use of a self- expanding device 
result in higher degrees of PVR; (2) the relation between 
DLZ calcium and PVR differed between the tested devices 
with significantly higher susceptibility for DLZ calcium 
and consequently, higher rates of PVR ≥moderate after 
TAVR with self- expanding devices; (3) despite PVR, also 
the need for new permanent pacemaker implantation, 
valve haemodynamics and short- term clinical outcome 
differed between the devices which may be taken into 
consideration in an individualised prosthesis selection.

Numerous studies have shown the negative impact 
of PVR ≥moderate on mortality after TAVR, some 
suggesting even mild PVR might have a negative impact 
on outcome.4 5 Several risk factors for PVR have been 
identified for first- generation valves, including DLZ 
calcification, valve type, undersizing and annulus eccen-
tricity.5 7–12 Our study showed a significantly higher 
susceptibility to DLZ calcium of the self- expanding NEO 
and ER compared with the balloon- expandable S3 and 
the mechanically expandable Lotus resulting in signifi-
cantly higher rates of PVR after self- expanding TAVR. 
The observed PVR rates of all valves are within the range 
of previously published studies.13–17 Notably, the degree 
of PVR seems unrelated to DLZ calcification patterns in 
Lotus treated patients, although the low patient number 
in this treatment group precludes any further conclu-
sion. The difference in patients with PVR ≥moderate was 
most pronounced in the tertile of patients with highest 
DLZ calcium load, putting these patients at a highly 
increased risk for relevant PVR (figure 3). Conversely, the 
rate of PVR was acceptably low with all studied devices 
in the lower third of patients. Based on these data, any 
device might be used in patients with mild to moderate 
calcifications, whereas in patients with higher calcium 
load, a balloon- expandable or mechanically expandable 
THV might be advantageous to avoid PVR. This has to 
be counterweighed with the rare risk of aortic root or 
LVOT injury that has previously been associated with 
LVOT calcification in smaller studies.18 In our cohort, 
we did not see an association of LVOT calcification and 
aortic root complications (n=3). However, the incidence 
of aortic root injury decreased over the last years, most 
likely due to spreading of CT- based sizing strategies and 
growing operator experience.19 This may also be the 
reason that—in contrast to previous studies20—we did 
not see an association of undersizing or annulus eccen-
tricity and PVR in our study.

Beyond the total extent of DLZ calcium, also the loca-
tion and asymmetry of calcification affected the studied 
devices to a variable degree. Again, the self- expanding 
devices were more susceptible to PVR in asymmetrically 
calcified anatomies, whereas there was no influence 
of an asymmetric calcium distribution after balloon- 
expandable or mechanically expandable TAVR.

In line with previously published data, transvalvular 
gradients were most favourable after TAVR with the 
self- expanding devices and significantly higher after 

balloon- expandable and even more pronounced after 
mechanically expandable devices.21 Elevated transval-
vular gradients and consecutively calculated parameters 
such as prosthesis–patient mismatch are well- known 
predictors of mortality, recurrence of heart failure symp-
toms, rehospitalisation and structural valve deterioration 
after surgical aortic valve replacement and TAVR.22–25

Besides PVR, the unadjusted rates of other important 
endpoints which may affect long- term outcomes were 
different. Namely, in line with other contemporary 
studies, the rate of new- onset conduction disturbance 
requiring PPI were 10.4% and 11.3% for NEO and S3 
treated patients, but significantly higher after TAVR 
with ER or Lotus (21.8% and 37.7%), respectively.26–28 
However, it has to be noted that in contrast to PVR, the 
reported secondary endpoints are more prone to be 
influenced by differences in baseline patient characteris-
tics and should consequently be interpreted with caution.

Lower risk populations with longer inherent life expec-
tancy and higher levels of activity may be more prone 
to the negative effects of long- term right ventricular 
pacing or unfavourable haemodynamics compared with 
the initially treated high- risk patients. The current rapid 
expansion of TAVR indications to such lower risk popula-
tions1 emphasises the need for a tailored prosthesis selec-
tion in each individual patient. Clinicians need to keep 
in mind the risk factors for certain complications, such 
as DLZ calcification patterns for PVR, as shown in this 
study, pre- existing conduction disturbances for new PPI, 
namely a pre- existing right bundle branch block, and 
for example, small annular dimensions for unfavourable 
haemodynamics. With current next- generation devices, 
there seems to be a trade- off between protection against 
PVR on one side, and the risk for new PPI or unfavourable 
haemodynamics on the other side that has to be consid-
ered in each individual patient and counterweighed 
along with the advantages and disadvantages of each 
valve system in order to achieve the best possible long- 
term results for our patients. None of the current studied 
devices seem to address all these issues in a favourable 
manner. Whether these limitations may be overcome by 
the further developed upcoming generation of TAVR 
devices, such as the S3 Ultra, the NEO AS, the Lotus Edge 
or the Evolut Pro, remains to be elucidated.

study limitations
This study is a retrospective observational analysis with all 
inherent limitations. The individual valve choice in each 
patient was not randomised, but based on the best clin-
ical knowledge of the operating heart- team at the time 
of procedure. Differences in DLZ calcium volume in the 
unadjusted dataset underline that the clinical decision 
on TAVR device was already based on the assumption 
that self- expanding TAVI prostheses are more suscep-
tible to PVR. Thus, a certain confirmation bias cannot 
be fully excluded despite case- matching on DLZ calcium 
volume. Moreover, the reference standard for calcium 
quantification is the calculation of Agatston units using 
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non–contrast- enhanced CT scans. In the present study, 
calcium was measured using a CT protocol based on 
routinely acquired contrast- enhanced CT images since 
a contrast- free sequence is not performed routinely at 
many centres to avoid increased radiation exposure. The 
used method of calcium quantification has been previ-
ously shown to correlate well with the reference standard 
(R=0.84, p<0.001) and to be superior to methods with 
unadjusted thresholds, although calcium may be under-
estimated in patients with high aortic attenuation.29 
Finally, not all studied devices were commercially avail-
able during the complete study period. The Evolut Pro 
device which seems to be less susceptible to calcifications 
was not available during the study period and has there-
fore not been evaluated.

COnClusIOn
DLZ calcification predicted the degree of PVR after 
TAVR. The probability of PVR depending on the amount 
of calcium differed significantly with higher susceptibility 
in the self- expanding NEO and ER compared with the 
S3 or the Lotus. However, also permanent pacemaker 
implantation rates and transvalvular gradients differed 
significantly between the implanted devices. Thus, DLZ 
calcification is an important factor to be considered in 
prosthesis selection for each individual patient, keeping 
in mind the trade- off between PVR reduction, the occur-
rence of new- onset conduction disturbances requiring 
permanent pacemaker implantation and unfavourable 
valve haemodynamics.
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